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ANNOTATION 


In  book  are  described  basic  forms  of  metallurgical  defects 
subjects  to  detection  by  methods  of  defectoscopy,  physical  base 
and  different  methods  of  ultrasonic  defectoscopy  and  also 

associated  equipment;  numerous  examples  are  given  use  of  ultra-  { 

sonic  defectoscopy  in  industry  and  recommendation  on  its  most  , 

effective  application  are  made.  j 

It  is  designed  for  workers  for  in  industry  practically  1 
using  ultrasonic  defectoscopy,  it  is  of  indubitable  interest  for  , 

workers  of  scientific  research  institutes  and  design  bureaus 
occupied  in  the  development  of  methods  and  creation  of  equipment, 
and  can  be  used  as  an  aid  by  students  during  study  of  a  corres¬ 
ponding  course. 
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INTRODUCTION 

The  book  offered  to  the  attention  of  the  readers  is  an  attempt  of  the  author 
to  expound  on  basis  ultrasonics  defectoscopy  and  to  some  measure  fill- the  gap 
in  native  technical  literature  of  monographs  concerning  this  question. 

In  monograph  are  considered  physical  bases  of  ultrasonic  defectoscopy  and  also 
questions  connected  with  development  of  equipment  and  methods  of  control.  Account 
is  conducted  basically  in  reference  to  metals,  however  basic  propositions  may  be 
used  also  in  inspection  of  articles  from  nonmetallic  materials. 

From  limited  volume  of  book  author  did  not  have  possibility  sufficiently  in 
detail  to  consider  certain  essentially  important  questions.  In  those  cases  when 
this  concerned  questions  understanding  in  works  of  other  authors  it  was  necessary 
to  be  limited  limiting  compressed  schematic  account. 

This  momograph  is  the  result  of  work  of  author  started  in  1938  on  the 
initiative  of  I.  I.  Sidorin  and  0.  V.  Akimov  Jointly  with  S.  Ya.  Sokolov,  continued 
in  laboratory  conditions  with  group  of  colleagues  and  then  at  the  stage  of 
adaptation  —  in  creative  collaboration  with  a  large  collective  of  industrial 
workers . 

Carrying  out  of  this  work  in  so  wide  scale  to  considerable  degree  was 
promoted  by  the  constant  attention  and  assistance  on  the  part  of  A.  T.  Tumanov. 

In  the  book  wide  use  is  made  of  separate  questions  on  the  theory  of  ultrasonic 
defectoscopy  developed  by  the  author  and  also  results  of  his  own  investigations. 
Majority  of  these  results  is  confirmed  by  practice  and  is  used  during  creation  of 
the  latest  equipment  and  composition  of  control  methods.  Certain  positions  can 
be  unconditionally  augmented  and  definitized.  It  is  not  excluded  that  attentive 
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reader,  a  specialist,  may  detect  in  book  inaccuracies,  errors  and  other  gaps; 
for  their  Indication  the  author  will  be  very  grateful. 

Large  part  of  experimental  data  given  in  this  book  is  obtained  in  works  of 
author  with  colleagues  and  also  with  workers  of  other  institutes,  designing 
bureaus  and  plants.  Over  several  years  of  work  on  the  creation  and  introduction 
of  methods  of  ultrasonic  defectoscopy,  most  fruitful  has  been  collaboration  with 

L.  A.  Auzin,  N.  V.  Babkin,  S.  Ye.  Baryshev,  G.  Ye.  Bessonov,  V.  G.  Blokhin, 

D.  Ya.  Bragin,  B.  G.  Golodayev,  A.  G.  Gorokhov,  V.  D.  Zhukov,  L.  M.  Zakharov, 

M.  P.  Ivanov,  V.  V.  Kitsenko,  V.  A.  Kozlov,  V.  G.  Kuznetsov,  A.  A.  Kulik, 

G.  M.  Kunyavskiy,  Yu.  V.  Lange,  A.  I.  Litvintsev,  B.  E.  Lyubinskiy,  Z.  I.  Manayeva, 

G.  I.  Misharin,  A.  I.  Murashov,  L.  A.  Nikitin,  M.  I.  Paretskiy,  B.  V.  Pevzin, 

G.  V.  Prorokov,  A.  M.  Pyatykh,  Ya.  A.  Rublev,  A.  P.  Saltykov,  0.  T.  Sil'chenko, 

L.  M.  Slepakov,  V.  A.  Smirnov,  B.  A.  Trubin,  A.  A.  Tukkayev,  M.  P.  Ural'skiy, 

V.  P.  Uftyuzhaninov,  M.  E.  Khurgin,  and  Ye.  A.  Shifrin. 

During  writing  of  the  book  were  considered  valuable  councils  and  remarks 
of  S.  T.  Kishkin,  L.  D.  Rozenberg,  L.  G.  Merkulov,  I.  I.  Teumin,  Ya.  M.  Potak, 

L.  P.  Luzhnlkov,  I.  N.  Fridlyander,  and  I.  N.  Yermolov. 

Essential  help  in  shaping  of  manuscript  was  rendered  by  T.  A.  Borisova  and 
A.  N.  Krutov. 

Editing  of  manuscript  and  preparation  of  it  for  press  demanded  great 
expenditure  of  labor  by  A.  K.  Gruvich,  Ye.  N.  Berlin  and  G.  V.  Popova, 

To  all  of  the  named  persons  the  author  considers  as  his  pleasant  duty  to 
express  sincere  gratitude. 
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I 

defects  of  metal  and  methods  of  their  detection 

1.  Influence  of  Defects  of  Metal  on  Strength  of  Machine 
Parts  and  Constructions 

Contemporary  machine  building  presents  very  high  requirements  on  quality  of 
parts  and  first  of  all  on  their  strength,  understood  in  a  broad  sense  as 
resistance  to  deformation  and  destruction.  These  requirements  are  determined  by 
the  ever  increasing  intensity  of  conditions  of  work  of  parts.  Even  several  decades 
back  an  overwhelming  number  of  various  machines  and  building  constructions 
operated  in  conditions  of  static  load  at  temperatures  of  close  to  room  temperature 
and  with  a  large  reserve  of  strength.  During  design  of  such  parts  for  strength 
on  proceeded  from  a  model  of  solid  body  possessing  a  complete  structure,  and  for 
manufacture  of  them,  could  be  used  materials  simple  in  composition  (for  instance 
carbon  and  low-alloy  steels)  distinguished  by  high  productibility.  In  contemporary 
units  considerable  part  of  component  is  subjected  to  prolonged  static  loads  at 
raised  temperatures  or  repeated  loads  (including  sign-alternating)  at  normal 
and  raised  temperatures,  or  works  in  conditions  of  influence  on  them  of 
aggressive  media  of  sharp  thermal  "shocks"  radioactive  radiation.  For  manufacture 
of  such  parts  are  required  highly  durable,  heat-resisting,  acid-resistant, 
metallic  and  nonmetallic  materials  (steel  alloys,  plastics,  possessing  improved 
special  characteristics)  with  maximum  strength,  prolonged  durability,  minimum 
creep,  maximum  radiation  tolerance,  resistance  to  thermal  fatigue,  corrosion 
resistance,  etc. 

Steels  and  alloys  satisfying  these  requirements  as  a  rule  have  a  complex 
composition  and  are  characterized  by  lower  technological  properties  which  hampers 


FTD-MT-6b-45 


5 


manufacture  from  them  of  parts  by  means  of  plastic  deformation  and  in  a  number 
of  cases  leads  to  necessity  of  creation  of  new  technological  processes  for 
producing  articles  of  necessary  form  and  properties. 

Requirement  of  combination  of  above- indicated  properties  with  small  weight 
of  article  leads  also  to  application  of  compound  constructions,  for  instance 
constituting  composition  from  metallic  and  nonmetallic  materials  united  by  means 
of  bonding  or  soldering. 

Methods  of  calculatior  on  strength  of  parts  working  in  complicated  conditions 
of  load,  is  considerably  more  complicated,  especially  when  designing  component 
for  aviation  and  rocket  technology  inasmuch  as  in  these  cases  the  designer,  seeking 
maximum  reduction  in  weight,  departs  from  minimum  reserve  of  strength. 

For  instance  for  basic  component  of  aircraft  engines  (crankshaft,  connecting 
rod,  blade  and  disk  of  turbine  and  compressor)  minimum  safety  factor  Is  1.3-1. 5 
[1]  whereas  in  the  common  machine  building  and  in  building  practice  it  reaches 
to  10-15. 

Development  of  a  study  of  strength,  especially  theory  of  elasticity, 
plasticity,  creep  and  fatigue,  accumulation  of  large  experimental  material  in 
these  regions  allowed  considerably  improvement  in  methods  of  calculation  of 
component  strength.  On  the  basis  of  application  of  improved  methods  of  calculation 
and  use  of  highly  durable  materials  can  be  carried  out,  for  instance,  aviation 
and  calculation  designs  distinguished  by  their  low  "specific  gravity"  and  high 
compactness.  Such  constructions  are  characterized  by  complexity  of  conditions 
of  load  of  parts,  in  particular  working  in  conditions  of  uniform  state  of  strain 
at  which  influence  of  localized  zones  with  lowered  properties  (observed  as  a 
result  of  scattering  of  properties,  characteristic  for  alloys  of  complicated 
composition)  on  lowering  of  strength  characteristics  appears  especially  sharply. 

In  these  conditions  even  the  most  complicated  and  exact  methods  of  calculation 
cannot  anticipate  all  possible  causes  of  lowering  of  strength  and  do  not 
guarantee  reliability. 

Here  the  character  of  destruction  of  constructions,  working  in  specially 
complicated  conditions  of  load  (for  instance,  aviation  and  rocket)  and  consequences 
caused  by  them,  essentially  differ  from  character  of  destruction  of  constructions 
working  in  less  stringent  conditions. 


Thus,  breaking  of  rod  of  powerful  press  (Fig.  I)1  occurring  under  action  of 
repeated  static  loads  leads  to  breakdown  of  expensive  equipment  and  associated 
economic  loss.  Destruction  of  head  of  railroad  rail  (Fig.  2)  can  lead  to 
catastrophe.  However  fatigue  character  of  break  of  rails  testifies  to  the  fact 
that  crack  leading  to  destruction  was  developed  gradually  and  with  correct 
organization  of  control  of  state  of  the  track  could  in  good  time  be  revealed  and 
catastrophe  prevented. 

Still  more  complicated  case  is  represented  in  Fig.  3:  accident  of  axial-flow 
compressor  of  turbojet  motor  of  aircraft  occurring  from  break  of  one  of  blades. 

To  prevent  such  an  accident  is  naturally  considerably  more  complicated  since 
destruction  occurs  not  on  a  surface  accessible  for  inspection  as  in  the  case  of 
breaking  of  a  rail.  Finally,  in  Fig.  4  is  shown  destruction  of  a  spherical  vessel 
welded  from  sheet  steel  in  process  of  test  of  it  under  internal  air  pressure  equal 
to  90%  of  calculated  value.  This  case  one  should  consider  as  destruction  of  a 
system  with  high  compliance  [2]  and  consequently  with  large  reserve  of  elastic 
energy.  Various  aviation  and  rocket  constructions  form  such  systems.  As  is 
known,  local  porcess  of  deformation  or  formation  of  a  crack  in  yielding  systems 
can  lead  to  destruction  to  having  character  of  an  explosion  and  consequently  to 
unavoidable  catastrophe.  Apparently  this  explains  the  well-known  cases,  occurring 
in  1954,  of  catastrophes  of  English  aircraft  "Comet"  .  Cabins  of  these  aircraft 
by  volume  were  near  140  m^  and  at  a  height  of  10  km  were  under  an  internal  excess 
pressure  near  0.6  atm.  In  these  conditions  a  small  fatigue  crack  in  sheathing  of 
upper  part  fuselage  (at  the  opening  under  antenna  of  radio  direction  finder) 
turned  out  to  be  sufficient  to  cause  explosive  destruction  of  the  midportion  of  the 
fuselage. 

Investigations  of  ruptured  component  permit  making  conclusion  concerning  the 
fact  that  along  with  errors  in  calculations  or  technology  of  manufacture  of 
components  (for  instance  "severing"  or  incorrect  orientation  of  fiber)  during 
plastic  deformation  of  blanks  (see  Figs.  5  and  9)  causes  of  breaking  frequently 
can  be  various  kinds  of  defects  present  in  metal  lowering  its  strength  , 
characteristics  (all  cases  of  destructions*  shown  in  Figs.  1-4  are  explained  by 


1Figs.  I-76  are  placed  on  insert  between  pages  12  and  31  • 
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presence  of  such  defects. 

Metallurgical  defects  constitute  imperfection  of  structure  of  metal 
appearing  on  different  stages  of  technological  process  and  differently  affecting 
strength  of  parts  depending  upon  their  load  conditions  in  exploitation.  Nature 
and  magnitude  of  metallurigieal  defects  is  extremely  diverse. 

As  is  known  [6]  theoretical  values  of  strength  of  metal  calculated  on 
magnitude  of  energy  expended  on  formation  of  two  new  surfaces  during  surmounting 
Interatomic  bonds  in  ideal  grid  of  single  crystal  [7]  is  many  times  higher  than 
values  of  "technical"  strength  obtained  during  test  of  real  samples  of  the  same 
metaJ .  Thus,  for  iron  theoretical  value  of  strength  exceeds  10003  kg/mm^,  and 
"technical"  kg/mm  .  This  divergence  is  explained  by  presence  of  various  kinds 
of  defects,  imperfections  of  structure  of  crystal  body,  influence  of  which  on 
properties  of  this  body  is  so  considerable  that  contemporary  solid  state  physics 
is  frequently  defined  as  the  physics  of  defects.  Such  defects  (imperfections  of 
fine  structure)  include,  first  of  all,  dislocations,  i.e.,  individual  zones  of 
distortions  of  atomic  grid,  contained  in  real  crystals  in  huge  quantities  (order 
10®  per  1  cm^). 

Theories  of  dislocations,  bases  of  which  were  laid  in  the  thirties  by 
Taylor,  Orowan  and  Polany  [8,  9,  10]  explaining  the  mechanism  of  plastic 
deformation  of  metal  were  for  long  time  a  subject  of  discussion.  In  recent  years 
as  a  result  of  Investigation  of  fine  structure  of  crystals  by  special  methods  of 
phase-contrastive  and  electron  microscopy  success  has  been  had  [11,  12]  in  observing 
dislocation  (Fig.  8)  and  establishing  the  fact  that  strength  sharply  increases 
both  with  a  complete  absence  of  dislocations  and  also  when  they  are  sufficiently 
large  in  number. 

Defects  of  rougher  order  are  submicroscopic  cracks  by  dimensions  not 
exceeding  limit  of  resolution  of  optical  microscope  .(*0.2  pm),  on  the  edges  of 
which  occurs  a  sharp  concentration  of  stresses.  Such  cracks,  according  to  the 
hypothesis  of  Griffith  [14]  can  be  formed  along  boundaries  of  blocks  of  a  crystal 
in  process  of  its  growth  and  also,  as  shows  Ya.  I.  Frenkel1  can  appear  as  a 
result  of  application  of  stresses  [19,  16], 


^Such  values  of  strength  can  be  obtained  on  specially  prepared  finest 
filiform  crystals  [1J>], 
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Contemporary  electron  microscope  permits  observing  submicroscopic  cracks, 
confirming  this  hypothesis.  In  Fig.  6  is  given  electron  photomicrograph  of  fine 
structure  of  pure  aluminum  after  hot  pressing  obtained  by  author  and  Ye.  K. 
I'olchanovoa  [17].  Distinctly  seen  is  a  conspicuous  crack  formed  on  boundary  of 
blocks  of  mosaic  structure  of  the  crystal. 

Note  the  coincidence  of  form  of  opposite  edges  of  crack  in  center  of  photo¬ 
graph  and  also  that  angles  between  margins  of  crack  and  ribs  of  branch  of  dendrite 
are  equal.  Apparently  birttle  rupture  occured  here.  In  order  to  check  this 
proposition  the  photograph  cut  along  the  upper  margin  of  the  crack  proceeding  from 
center  to  the  right  upwards;  then  upper  part  of  photograph  displaced  clockwise  on 
angle  a.  In  this  case  the  rib  of  the  upper  part  of  branch  of  dendrite  coincided 
with  the  rib  of  the  lower  and  margin  of  crack  in  center  ideally  were  closed. 

Such  coincidence  evidences  brittle  rupture  in  this  place  (breakaway).  Crack 

proceeding  to  the  right  —  upwards  was  closed  not  completely,  apparently  in  this 

place  took  place  plastic  deformation  concluded  by  viscous  destruction. 

Brittle  rupture  in  so  close  relationship  with  viscouB  in  such  a  high-plastic 
metal  as  pure  aluminum,  even  under  conditions  of  comparatively  "soft"  state  of 
strain  indicates  that  what  even  so  high  plasticity  of  metal  is  no  guarantee  against 
the  appearance  cf  fragile  submicrocracks .  This  shows  that  submicrocracks  in  some 
number  apparently  always  occur  in  real  metal.  Submicrocracks  are  formed  also  on 
the  surface  of  a  crystal.  Removal  of  surface  layer,  rich  in  cracks  permitted 
A.  F.  Ioffe  [18]  to  increase  strength  of  rock  salt  crystal  hundreds  of  times  and 
to  obtain  a  value  close  to  theoretical. 

In  real  metal  —  a  polycrystalline  body  —  still  rougher  defects  are  met,  for 
Instance,  microscopic  cracks  of  dimensions  >0.2  pm.  Such  cracks  are  formed  on 
surface  of  steel  parts  in  the  process  of  their  machining1  or  exploitation. 

In  spite  of  the  insignificant  (order  of  several  um)  depth  these  cracks  (Fig. 
7),  as  It  was  shown  in  the  works  of  Ya.  M.  Potak  [19]  and  also  S.  T.  Klshkin  and 
others  [20],  sharply  lower  the  strength  of  a  part  (especially  during  operation  in 
conditions  of  complicated  state  of  strain  or  influence  of  superficially  active 
media),  accelerating  its  destruction  (Fig.  10).  Removal  of  damaged  surface  layer 


1These  cracks  can  appear,  for  instance,  during  unfavorable  conditions  of 
grinding  when  tensile  residual  stresses  on  surface  of  article  attain  magnitude  of 
resistance  to  destruction  of  material. 
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by  mechanical  means  (stripping  by  thin  sandpaper,  sana  blasting)  or  by  means  of 
electrolytic  dissolution  essentially  increases  strength  of  part. 

Finally  the  roughest  are  macroscopic,  defect.:;,  visible  in  a  number  of 
cases  by  the  naked  eye,  and  constituting  various  kinds  of  disturbance  of 
continuity  oi  uniformity  of  the  metal.  These  defects  can  become  the  cause  of  an 
especially  sharp  lowering  of  strength  jf  a  part  and  its  destruction  (see  Figs. 
11-13)  [3>  21],  with  increase  of  dimensions  of  part  probability  of  presence  of 
defects  increases,  therefore  real  lowering  of  strength  on  parts  with  large 
dimensions  appears  sharper  (scale  factor). 

Variety  of  nature  of  defects  met  in  metals  and  also  their  different 
Influence  on  properties  of  metals  leads  to  certain  conventionality  in  the  actual 
determination  of  the  concept  of  a  defect.1  Defects  in  the  applied  technical 
understanding  of  this  word  should  be  considered  as  those  deviations  from  normal 
quality  foreseen  by  technical  conditions,  which  worsen  working  characteristics  of 
metal  or  a  part  and  lead  to  lowering  of  high  quality  or  discarding.  Not  any 
defect  of  the  metal  is  a  defect  of  the  part  —  deviations  from  normal  quality  of 
metal  which  are  not  essential  for  work  of  a  given  part,  should  not  be  considered 
as  defects  of  It.  Moreover,  deviations,  which  are  defects  for  parts  working  In 
some  conditions  (for  Instance,  in  conditions  of  fatigue  load)  can  not  be  defects 
for  other  conditions  (for  instance,  statically  loaded  conditions). 

The  struggle  for  Improvement  of  operating  characteristics  of  metal  and 
parts  rationally  prepared  from  it  reduces  to  the  complete  exclusion  of  the  most 
dangerous  defects  and  lowering  to  a  certain  minimum  of  defects  which  present  a 
smaller  danger  in  concrete  conditions  of  exploitation  of  a  given  part.  It  is 
natural  that  the  level  of  "safe  minimum",  determining  quality  of  a  part,  is  a 
function  of  intensity  of  conditions  of  work  of  the  part  and  drops  with  Increase  of 
this  Intensity. 

High  quality  of  metal  and  parts  made  from  it  can  be  ensured  by  improvement 
of  technology  (with  the  purpose  of  excluding  possibility  of  appearance  of  defects), 
and  also  methods  of  quality  control  (with  the  purpose  of  revealing  defects  and 
rejecting  defective  stock,  half-finished  products,  parts). 

1Foi'  instance,  during  manufacture  of  semiconductor  elements  from  germanium  or 
silicon  a  defect  is  considered  to  be  the  presence  of  impurity  in  the  amount  of  one 

atom  Der  1010  atoms  of  germanium  or  lO1^  atoms  of  silicon. 
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Degree  of  combination  of  shown  directions  should  be  determined  by  concrete 
conditions.  Frequently  the  most  reliable  radical  solution  of  a  problem  is  transition 
to  new  technology.  Thus  it  turned  out  to  be  that  practically  it  is  impossible  to 
reveal  thin  oxidized  scales  in  the  cast  articles  from  multicomponent  nickel  alloys. 
Translation  of  these  alloys  to  vacuum  melt  made  it  possible  to  exclude  the  possi¬ 
bility  of  formation  of  oxidized  scales,  and  co  increase  considerably  the 
exploitational  strength  of  articles.  Necessity  of  development  of  special  methods 
of  control  dropped. 

Quality  control  of  important  constructions  whose  parts  are  designed  with  a 
minimum  safety  factor  and  are  subjected  in  their  work  to  very  considerable  loads 
should  be  carried  out  very  thoroughly.  Sample  control  (test  of  samples  taken 
from  a  portion  of  parts),  applied  usually  for  production  of  little  importance  is 
impossible  to  consider  sufficient,  since  this  does  not  permit  Judging  quality  of  the 
totality,  i.e.,  absence  of  defects  in  every  part.  Only  one  hundred-percent  control 
of  half-fin.  shed  products  and  ready  parts  can  give  reliable  results.  It  is 
clear  that  for  such  control  can  be  applied  only  nondestructive  methods. 

Nondestructive  methods  of  quality  control  of  materials  can  be  based  on 
different  physical  principals.  These  methods  are  not  universal  and  have  different 
fields  of  application.  Every  method  can  be  used  for  the  detection  of  only  specific 
defects  under  the  observance  of  certain  limiting  conditions. 

To  solve  the  most  complicated  problems  connected  with  control  of  important  parts, 
one  should  apply  a  complex  of  different  methods. 

Rational  use  of  a  complex  of  nondestructive  methods  of  control  permits 
increasing  reliability  and  quality  of  production,  prevents  breakdown  of 
complicated  units,  and  gives  to  production  huge  economic  advantages.  This  helps 
also  to  master  production  of  new  complicated  alloys  and  also  to  introduce  new 
progressive  technological  processes.  One-hundred  percent  nondestructive  control 
permits  determining  quality  of  materials  or  half-finished  products,  checking 
effectiveness  of  improvement  of  industrial  process,  and  makes  it  possible  to 
remove  a  suitable  part  of  production  for  further  treatment.  Systematic  carrying 
out  of  nondestructive  tests  on  different  stages  of  technological  process  and 
statistical  treatment  of  results  of  these  tests  permit  determining  on  what  stages 
of  process  appear  defect%  and  consequently  establishing  and  removing  causes  of 
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defects.  The  actual  essence  of  control  operations  changes.  A  passive  method, 
only  fixing  the  quality  of  ready  parts  does  control  becomes  an  active  method  of 
correction  of  a  technological  process.  The  active  role  of  control  in  conditions 
of  production  automation  especially  increases. 

# 

Thus,  with  rational  use  of  nondestructive  methods  of  control  they  can  become 
an  effective  means  of  improvement  of  a  technological  process. 

Control  operations  constitute  an  inalienaole  and  equally  justified  link  of  i 

the  technological  process.  However,  if  methods  of  nondestructive  control  are 
applied  without  taking  into  account  their  real  possibilities,  and  outside  limits 
of  their  optimum  use,  the  effect  of  their  application  can  be  negative.  So  that 
this  does  not  happen,  it  is  necessary  to  study  in  detail  articles  subject  to 
control,  character  of  deflects  appearing  in  them,  and  also  physical  bases  and 
possibilities  of  nondestructive  methods  of  control. 

2 .  Technology  and  Defects  of  Metal 
Contemporary  technology  anticipates  obtaining  from  metals  alloys  with 
required  properties  and  the  production  from  these  alloys  of  articles  possessing 
needed  form  and  dimensions.  ^ 

The  basic  method  of  preparation  of  alloys  is  the  mixing  of  different  metals 
in  specific  numerical  ratios,  melting  and  casting  them  in  special  forms.1  Here 
castings  of  different  configuration  can  be  obtained,  requiring  only  insignificant  * 

mechanical  and  heat  treatment  to  transform  them  into  ready  articles. 

Improvement  of  foundry  technology  at  present  permits  obtaining  from  special 
foundry  alloys  almost-ready  articles  of  complicated  form  (precision  casting)  or 
manufactured  articles  and  half-finished  products  with  improved  structure  arid  with 
raised  methcnical  properties  (centrifugal  casting,  cast  wire  and  ingots  obtained 
by  the  method  of  continuous  casting,  cast  sheets  from  cast  iron,  etc.). 

To  manufacture  important  parts  in  most  cases  methods  of  pressure  treatment 
of  metals  are  used.  For  this  from  special  alloys  in  the  beginning  a  blank  of  simple 


Recently  a  very  long-term  method  of  powder  metallurgy  has  been  developed,  • 

consisting  in  mixing  hard  powders  of  metals  with  each  other  or  with  nonmetals,  or 
with  different  compounds  of  metals  and  nonmetals,  in  pressing  these  mixtures  and 
sintering  them.  By  this  method  different  articles  can  be  prepared,  including 
refractory  metals,  without  heating  them  to  the  melting  point.  Subsequently  we  will 
consider  mainly  tectmology  which  provides  fusion  and  casting  of  alloys.  — 
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form  is  cast  (parallelepiped  cylinder)  —  an  ingot  which  there  is  subjected  to  hot 
and  cold  pressure  treatment:  rolling,  pressing,  forging,  stamping,  drawing. 

During  pressure  treatment  structure  of  alloy  improves,  certain  defects  of  ingot 
"are  healed"  (welded)  and  strength  characteristics  considerably  increase. 

Strengthening  occurs,  however,  only  along  direction  of  power  flow. 

"Transverse"  mechanical  properties  worsen,  and  in  certain  cases  can  be  even  lower 
than  for  the  cast  alloy. 

Half -finished  products  obtained  after  pressure  treatment  of  ingot  are  subjected 
to  different  thermal,  chemical-thermal,  electrochemical  treatment  and  to  machining. 

Deviations  in  conditions  of  technological  process  lead  to  appearance  of 
different  defects  [22,  23,  24,  25,  26,  27], 

Macrodefects  found  in  metallic  articles  and  intermediate  products  are 
distinguished  in  dimensions,  location,  nature  and  origin. 

They  can  appear  on  different  stages  of  manufacture,  in  the  process  of  fusion 
and  casting,  pressure  treatment,  thermal  treatment,  chemical-thermal  treatment, 
and  electrochemical  treatments,  machining,  correction  and  assembling  combining 
metals  (welding,  riveting,  soldering,  gluing). 

Besides,  defects  in  half-finished  products  and  ready  articles  can  appear 
in  conditions  of  storage,  transportation  and  exploitation. 

1.  Local  (different  disturbances  of  continuity  —  pores,  gas  cavities,  cracks, 
stratification,  floes.  Impediments,  settings,  and  others).  Local  defects 
localized  in  limited  volume  can  be  point,  linear,  plane  and  volume.  According 

to  location  they  are  divided  into  external  (surface  and  subsurface)  end  internal 
(depth) . 

2.  Distributed  in  limited  zones  (liquational  accumulations,  zone  of 
incomplete  hardening,  corrosional  injury,  and  cold  hardening). 

3.  Distributed  all  over  volume  of  part  or  along  its  surface  (general 
inadequacy  of  chemical  composition,  structure,  quality  of  machining). 

Depending  upon  form,  dimensions  and  orientation  relative  to  effective 
stresses,  defects  can  be  sharp  and  blurry  concentrators  of  stresses. 

Let  us  consider  briefly  features  of  basic  defects  met  in  metallic  blanks, 
half-finished  products,  and  articles  in  their  technological  treatment,  storage, 
transportation  and  exploitation. 
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Fig.  3.  Compressor  of 
turbojet  engine,  destr 
curing  exploitation. 


Railroad  rail 
during  ex- 


Fig.  1.  Rod  oi' 
press,  destroyed 
exploitation  [21 


Crankshaft 


Fig.  4 .  Destruc t : 

vessel  during  pneir.a  it  test 
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Fig.  6.  Submicroscopic  crack  in 
aluminum.  Electron  photomicrograph 
X15000  [17]. 


Fig.  7.  Microcracks  on  surface  of 
hardened  steel  part.  x!200  [19]  • 
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Fig.  8.  Dislocations  in  stainless 
steel.  Electron  photomicrograph. 
x6000  [11]. 


13 


Fig.  9.  Blank  of 
special  bolt,  pre¬ 
pared  incorrectly 
a  and  correctly  — 


.  Crack  revealed  in  a  part 
initial  stage  of  exploita- 
a  and  after  30  h  -  b.  x200 


*  tM 

■ 

'tB 

BF  jfl  ■ 

Fig.  11 .  Hook  tl 
safety  belt  of  a 
steeplejack,  d-.-s;  )yed 
In  exploitation  due  r. 
rough  defect  —  large 
cavity.  x0.5  [21 j . 
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Fig.  12.  Destruction 
of  crankshaft  starting 
at  site  of  non- 
metallic  occlusions: 
a— overall  view,  b  — 
break. 


Fig.  1>.  Connecting  rods  of  an  aircraft  engine, 
destroyed  in  exploitation  due  to  presence  of 
hairline  cracks  on  internal  surface  of  head. 
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Pi-',.  14.  Nonra*talllc  occlus 
alloy;;.  X200 


in  :  forging  from  aluminum 


Pi  '.  If’.  Slang  occlusions  ir  ■  r  -gut  lr*n,  JQ30  [21] 


Fig.  16.  Oxidized  seal®  in  u.a  #»  from  ilualnun  ally.  XI 


Pi  •.  17.  Nonfclanded  re. ’Iona  ir.  a  1:11* 

a 


13.  Shrinkage  cavity  in  ir.  -t, 


ig.  19.  shrinka^>  porosity  in  wrought  iron.  a] 
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Pig.  21.  Formation  of  fibrous  structure  from  a  dendritic  with  Increase  of  deforma¬ 
tion.  x3  [29]:  1  —  deformation  0$;  2  —  65%-,  3  —  8856;  4  —  95$. 

Fig.  22.  Dendritic  liquation  in  bronze.  xlOO  [21] 

Fig.  23.  Subsurface  bubble,  inflating  during  heating  of  rolled  sheet.  x5 
Fig.  24.  Liquational  heterogeneity  of  steel  ingot.  xO.l  [21] 
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Fig.  25.  Cracks  formed  along  liquational  bands  in  steel  ShKhi5. 
XlOO  [92] 

Fig.  26.  Liquational  "spiders"  In  steel  forging.  x0.5  [31] 

Fig.  27.  Liquational  square  in  steal  vet.  x0.5  [21] 

Fig.  28.  Break  of  meted  along  hot  :v  in  aluminum.  xl  [25] 
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Fig.  29.  Stp ttif  iCHtlon  along  c  ;i.ti  r  of 

alloy.  XU.  5 


Fig.  30.  Hot  crack  flooded  wi  *. 


Fig.  31.  Hot  cracks  in  central  zor.e  of  in^ot, 


Fig.  32.  Stratification  in  stamped  blank  f  n  t'.rilra  j 


iTtaks  in  high-ai.oy  st.ee!  EI402  1 31] 


34.  Cr  King  of  /ial  z  ne  of  steel  forging. 


Line  r  t.re  r.  ucirun:  alloy.  X50  125] 

Ir.  rnal  t  r*  >K3  In  ol  rom  cold-dntwn  steel*  [27] 
Ha  rline  crack  in  a  steel  rood  (cross  seotlon). 


in  roll  t.teei  tillets  [32] 


Fig.  40.  Coal 
ture  in  steel,  xl  . 

Fig.  41 .  Ext  rit  .1 
cavity  in  i 
alloy,  xl 

Fig.  42.  Decline  on  ste 

billet  (shown  by  ai 

Fig.  43.  Floes  in  ste..- 


>  ♦ 


I  srocks  fanned  dv  ••  r  '  fast  heating 
.  [32] 


rk  of  jr  aco  toaperlng  oraokf*  XI 


ranalar  fractura  In  a t  el, 


are  of  overburnin.:  . n  steal.  X300 


rx  (shown  ty  arro* 


hardened 
i  [60] 


•'•icks  or.  surf  a  * 
.  a  by  nitric  aci . . 


■a 

Fig.  5i .  Bums  on  surf  i  -e 
of  steel  part  [3], 


Fig.  51.  " 

on  thread  of  cadmlun-pl>» 
ooni  tii  r. 


Fig.  52.  Nonfusion  al 
edge  of  welded  seam.  X2 
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Fig. 

bb. 

Fig. 

99. 

Fig. 

6o. 

Fig. 

61. 

Crack  in  welded  seam,  xl  . 

Nonfusion  in  weldt  d  point..  Steel  KhN7tiT.  xlO. 

Crack  in  steel,  formed  as  a  result  of  corrosion  under  stress. 

Fatigue  crack,  originating  in  a  leep  hammer  mark  [43]. 
Destruction  of  valve  spring  due  to  corrosion  [3]. 

Fatigue  crack  starting  from  lloc  (shown  by  arrow)  [43]. 

Cracks  in  rivet  scam  of  boiler  drum  [?!J. 
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Fig.  64.  Shrinkage  cavity  in  large  steel  ingot- 
a  —  gammagraph;  b— photograph  of  cut  [55]. 


Fig.  65.  Gas  bubbles  in  steel  casting, 
gammagraph  [ 55 ] . 

Fig.  66.  Zone  damaged  by  porosity  in  casting 
from  alur inum  alloy:  gammagraph  [54]. 
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Fig.  67.  Lon,:«tud: 
fusion  arm  ccxt.  . 
welded  sear  .  Tr.  <* 
10  innj  bw  roph  i 


Fig.  69.  •  Irlire 

by  ma  Tie  tic  method 


Fig.  70.  Temperir 


Fig.  71.  ..-ind in- 
magnetic  method. 


Fig.  74.  Cm  *3  -  4  aj  ;  ^lallow  porosity 
b  re  ai..j  in  1  red  sea-a  by  nonferrous 

method  t  l] 


-a  l.  :  oxidized  scales 
artid-3  ty  luminescent 


Fig.  7o.  d rixxiin-'  -  a  arii  b  ana  fatigue 
.  ethod 


Nonconformity  to  assigned  chemical  composition  —  direct  consequence  of 
error  allowed  during  calculation  of  charge,  result  of  incorrect  melt  or  burning 
out  of  separate  components  of  alloy. 

Deviation  from  assigned  chemical  composition  leads  to  change  of  operating 
characteristics  of  alloy.  This  form  of  defect  does  not  permit  using  casting  for 
important  articles. 

Nonmetalllc,  slag  and  flux  occlusions  usually  enter  the  casting  from  the 
furnace  lining  and  also  due  to  disturbance  of  technology  of  melt  —  ill-timed  or 
incomplete  removal  of  slag,  insufficient  coating  of  surface  of  metal  by  fluxes, 
of  inaccurate  flux  discharge  during  pouring,  etc.  These  occlusions  usually  have 
an  irregular  shape  and  are  in  different  places  of  the  casting.  In  hot  working  by 
pressure,  they  as  a  rule  are  deformed  and  destroyed:  fragments  of  them  are 
oriented  in  the  direction  of  fiber,  remaining  however,  physically  separated  from 
surfaces  of  metal  divided  by  them  and  prevent  welding  (Figs.  14  and  15). 

Oxides,  scales,  crusts,  fragments  of  electrodes  enter  the  casting  also 
during  melt  and  casting.  They  can  have  volume  or  surface  character,  and  in 
deformation,  in  spite  of  tight  contact  with  surrounding  grains  of  basic  metal, 
preserve  a  physical  isolation,  being  disposed  in  the  form  of  a  very  thin  and  hard 
layer  (Fig.  16). 

Nonblended  regions  are  formed  as  a  result  of  interruption  of  stream  of  metal 
during  casting  or  (during  continuous  casting)  due  to  characteristic  peculiarities 
of  advance  of  metal  in  crystallizer,  and  also  constitute  thin  layer  of  oxides  between 
grains  of  basic  metal  (Fig.  17). 

Shrinkage  cavities  and  porosities  are  formed  in  crystallization,  inasmuch  as 
the  majority  of  metals  reduces  in  volume.  If  special  measures  are  not  taken 
{crystallization  directed  from  the  bottom  upwards,  additional  filling  by  hot  metal) 
upper  layers  of  metal  of  ingot  harden  before  its  core  and  after  termination  of 
crystallization  of  the  ingot  in  the  upper  part  can  be  formed  large  cavities  of 
irregular  shape  —  concentrated  shrinkage  cavities  (Fig.  18).  At  specific 
temperature  conditions  the  shrinkage  cavity  spreads  along  axis  of  ingot,  piercing 
it  almost  over  its  whole  height.  In  certain  alloys  under  certain  conditions  of 
crystallization,  instead  of  a  concentrated  shrinkage  cavity  there  appears 
interdendritic  shrinkage  porosity,  damaging  a  considerable  volume  of  the  ingot 
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(Fig.  19).  Internal  surfaces  of  the  shrinkage  cavity  and  zones  of  porosity  in 
considerable  degree  are  usually  oxidized  and  are  contaminated,  which  hampers  or 
excludes  the  possibility  of  welding  these  surfaces  in  the  process  of  pressure 
treatment,  since  it  is  impossible  to  ensure  sufficiently  tight  contact  between  these 
surfaces  and  to  create  conditions  for  inter-diffusion. 

Besides,  welding  is  possibly  only  under  a  sufficiently  high  degree  of 
plastic  deformation,  conducted  at  a  temperature  higher  than  temperature  of 
recrystallization  of  metal  and  ensuring  creation  of  unequal  volume  conditions 
defects  forming  during  crystallization  of  low-alloy  steel  are  welded;  defect*  in 
high-alloy  steels  —  austentitlc,  rust-resistant,  containing  chromium,  aluminum, 
titanium,  as  a  rule  are  not  welded  and  only  are  extruded  in  the  direction  of  the 
fiber. 

Gas  porosity  appears  during  crystallization  of  metal  as  a  result  of  emission 
of  gases  dissolved  in  it  in  the  melt  process.  If  conditions  for  the  escape  of  gas 
bubbles  from  the  ingot  are  not  created,  gas  porosity  can  be  formed,  scattered  all 
over  the  volume  of  the  ingot  or  concentrated  in  the  under  layer.  Formation  of  gas 
porosity  can  be  partially  prevented  by  increasing  the  cooling  rate  of  the  casting 
and  practically  completely  excluded  by  application  of  crystallization  under 
pressure,  as  was  shown  by  A.  A.  Bochvar  and  A.  G.  Spasskiy  [28]  on  aluminum  alloys. 
Blowholes  occurring  in  an  ingot  during  pressure  treatment  usually  are  not  welded 
(Fig.  20),  especially  in  high-alloys  due  to  presence  in  bubbles  of  a  considerable 
amount  of  gas  and  also  due  to  presence  in  bubbles  of  a  considerable  amount  of  gas 
and  also  due  to  contamination  of  their  internal  surface.  Moreover,  bubbles  in 
deformed  metal  located  near  its  surface  (for  instance,  in  a  thin  sheet),  in  the 
process  of  heating  during  hermetic  treatment  can  be  inflated  due  to  expansion  of 
gas  in  them  (Fig.  23). 

Liquation  constitutes  heterogeneity  of  chemical  composition  of  alloy  in 
different  points  of  the  ingot  and  is  a  serious  defect  of  the  ingot.  In  complex 
alloys  three  forms  of  liquation  are  observed. 

1.  Dendritic  liquation  [29]  —  heterogeneity  of  intracrystalline  structure  — 
consequence  of  unbalanced  conditions  of  crystallization  of  alloy.  Degree  of 
liquation  depends  on  nature  of  alloy  and  conditions  of  its  cooling  in  the 
crystallization  process  (Fig.  22);  it  can  be  in  considerable  measure  decreased  by 
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means  of  lengthy  homogenizing  annealing  of  Ingot. 

Deformation  of  metal  in  the  process  of  its  treatment,  not  removing  dendritic 
liquation,  leads  to  splitting,  turning,  and  flattening  of  grains,  and  also 
different  impurities  and  occlusions.  As  a  result,  from  dendritic  structure  is 
formed  a  "fibrous"  structure  of  metal  (Fig.  21),  characterized  by  considerable 
lowering  of  mechanical  properties  in  the  transverse  direction. 

2.  Liquation  according  to  specific  gravity  —  heterogeneity  of  chemical 
composition  along  vertical  sections  of  ingot  —  result  of  insufficiently  thorough 
mixing  of  melt  and  low  rate  of  cooling  during  crystallization. 

3.  Zonal  liquation  —  heterogentity  of  chemical  composition  along  horizontal 
sections  of  ingot  —  two  basic  varieties:  straight,  characterized  by  predominant 
accumulation  in  central  zone  of  ingot  of  fusible  components,  and  reverse,  at 
which  fusible  components  accumulate  on  surface  of  ingot.  In  steel  ingots  more 
complicated  distributions  of  liquational  heterogeneties  are  met  —  liquational  cones, 
"spiders",  "mustaches",  etc.  (Fig.  24).  Zonal  liquation  cannot  be  removed 

by  homogenizing  annealing  and  during  pressure  treatment  liquational  components  are 
oriented  in  the  metal  in  accordance  with  direction  of  its  deformation  (Fig.  26, 

27). 

Liquation  does  not  disturb  continuity  of  metal.  However,  inasmuch  as 
physicomechanieal  properties  of  liquational  components  can  sharply  differ  from 
properties  of  basis  of  alloy  (in  particular,  they  can  possess  embrittlement), 
strength  cnaracteristics  of  metal  in  zone  of  liquational  heterogeneity  drop,  and 
in  this  zone  frequently  destruction  starts  (Fig.  25).  Therefore  liquational 
precipitations  on  tiie  surface  are  usually  removed  by  machining  or  milling  before 
further  treatment  of  ingots. 

Hot  cracks  appear  in  the  process  of  hardening  complex  alloys  crystallized  in 
a  considerable  interval  of  temperatures.  The  nondurable  skeleton  of  primary 
crystals,  due  to  appearance  of  shrinkage  stresses,  can  be  destroyed,  forming 
"hot"  cracks  having  strongly  oxidized  surface  and  passing  along  boundaries  of 
grains  (Fig.  28).  These  cracks  appear  usually  jn  zones  of  ingot  hardening  in  the 
last  turn,  and  are  formed  at  temperatures  at  which  elastic  properties  of  metal  are 
low.  Sharp  cooling  prevents  formation  of  hot  cracks.  However,  even  in  this  case, 
cracks  can  appear  in  central  zone  of  ingot,  i.e.,  where  cooling  occurs  slower 
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(Fig.  31). 

In  alloys  containing  a  considerable  quantity  of  fusible  components  (eutetics), 
the  latter  frequently  fill  the  cracks  which  form  (Fig.  30) »  preventing  their 
further  development  and  liquidating  distrubances  of  continuity  of  metal  which 
appear. 

Fins  are  formed  on  the  surface  of  the  ingot  during  its  hardening  as  a  result  of 
breakthrough  of  .liquid  metal  from  interior  zones  through  its  external,  still 
fragile,  crust.  Fins  just  as  spatters  thickened  on  the  oxidized  surface,  during 
further  deformation  of  ingots  lead  to  formation  of  surface  scales. 

Cold  cracks  are  formed  in  an  ingot  after  termination  of  its  hardening  process. 
This  is  connected  witn  the  circumstance  that  with  further  cooling  of  the  ingot 
there  appear  internal  stresses  of  different  magnitude  and  sign  it,  the  result  of 
interaction  of  surface  and  depth  layers  of  metal,  tending  toward  expansion  or 
contraction.  During  cooling  of  ingot  there  is  always  a  temperature  drop  along 
the  section  which  is  bigger  the  greater  the  relationship  of  volume  of  ingot  to 
its  surface  aht  the  less  the  temperature  transfer  of  material  of  ingot.  Upon 
sharp  cooling  of  an  ingot  from  copper  [30]  —  material  with  very  high  temperature 
transfer  —  this  drop  can  attain  200°C,  and  in  an  analogous  ingot  from  carbon 
steel,  whose  temperature  transfer  is  an  order  lower  than  for  copper,  800°C.  With 
such  a  drop  of  temperatures  the  core  of  the  ingot  tends  to  expand  and  the  surface 
layer  —  to  compress.  As  a  result  of  this  temperature  Internal  stresses  appear 
(compression  in  core  of  ingot  and  extension  in  its  surface  layers).  Besides, 
a  temperature  drop  can  lead  to  nonuniform  flow  of  phase  transitions  (along  cross 
section  of  ingot).  Moreover  in  different  layers  according  to  depth  different 
structural  components  are  formed  which  can  differ  in  specific  volume.  This  in 
turn  causes  the  appearance  of  internal  structural  stresses.  Internal  stresses 
can  appear  also  due  to  a  difference  of  coefficients  of  linear  expansion  of 
different  structural  components  of  alloys  Independently  of  drop  of  temperatures  and 
phase  transitions. 

There  are  fully  possible  cases  when  internal  stresses  appear  as  a  result  of 
simultaneous  action  of  several  of  the  considered  causes. 

Internal  stresses  with  sufficient  magnitude  and  limited  ability  of  metal  to 
elastic  and  plastic  deformation,  are  also  a  cause  of  appearance  of  various  kinds 
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of  cold  cracks,  differing  from  hot  by  the  abnonc'*  of  strong  oxid&tion  of  surfaces. 

Probatility  of  formation  of  such  cracks  1::  high  for  high-alloy  steels  and 
alloys  possessing  cw  temperature  trarts! .  r,  smaller  plasticity,  and  containing 
structural  -umponeritu  with  different  specific  volume  and  coefficients  of  linear 
expansion. 

In  the  process  of  pressure  treatment  metal  is  deformed  by  means  of 
Intracrystalline  shifts  and  twinning,  and  also  by  means  of  a  shift  of  some  grains 
relatively  to  others.  Moreover  depending  upon  the  setup  of  the  strain  state  in 
metal  there  appear  internal  stressor,  of  different  signs.  Stretching  internal 
stresses  at  a  specific  orientation  car.  cad  to  appearance  of  breaks  and  cracks 
of  metal,  first  of  ail  in  rones  weakened  oy  presence  of  the  above  defects  of  the 
ingot.  With  sufficient  magnitude  of  tensile  stresses  breaks  and  cracks  can  be 
also  formed  and  in  metal  not  injured  by  defects  (compression  stresses,  especially 
at  unequal  volume  compression,  conversely,  prevent  formation  of  internal  breaks  and 
cracks  in  solid  metal  and  promote  welding  i  internal  defects  In  the  Ingot).  To 
what  was  said  it  is  necessary  to  add  that  during  pressure  treatment  metal  is 
repeatedly  subjected  to  healing  and  cooling,  which  also  leads  to  appearance  of 
thermal  stresses  promoting  formation  of  internal  oreaks  and  cracks.  Besides,  in 
complex  alloys  and  high-alloy  steels  breaks  and  cracks  can  appear  under  the  action 
of  structural  stresses  connected  with  presence  in  alloy  of  structural  components 
whole  resistance  of  deformation  differs  from  resistance  of  basis  of  alloy. 

All  this  leads  to  the  circumstance  that  during  pressure  treatment  [31,  32,  33] 
defects  of  ingot  turn  into  various  kinds  of  cracks,  stratifications,  hairline  craek3 
(thin  strokes  fractions  of  nun  to  several  cm  long,  located  on  surface  of  metal 
and  in  the  subsurface  layer,  and  the  result  of  deformation  of  nonmetallic 
occlusions  and  blowholes)  Internal  and  surface  scales,  and  crusts  (rolled  or 
expan  led  fins  or  splashes  —  thin  tongues  of  metal  tightly  fitting  against  it  but 
easily  peeled),  volume  discontinuities  ’’birdhouses" .  internal  transverse  ruptures, 
etc.,  lead  to  formation  of  ".titched"  structure,  llquational  square,  forging  cross. 
Besides,  in  sound  metal  defects  characteristic  for  the  very  processes  of 
deformation  can  appear,  such  as  forging,  stamping,  rolling,  pressing,  drawing  — 
Internal  cracks,  breaks  extrusion  shrinkage  cavaties,  stratification  of  longitudinal 
seam,  flows,  impediments,  settings  and  also  variable  wall  thicknesses,  fullerlngs. 
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and  thickenings  of  walls,  dents,  notches,  and  others  (Figs.  32-42). 

So  that  surface  defects  do  not  enter  ready  articles,  they  are  removed  from 
the  surface  of  ingots  and  deformed  billets  by  milling,  planning,  machining,  cutting, 
stripping,  or  burning  out  by  an  oxyacetylene  flame  (fire  stripping). 

During  fire  stripping  considerable  thermal  stresses  appear  which  can  lead 
in  turn  to  formation  of  surface  cracks  developed  in  the  process  of  further  treat¬ 
ment  of  a  billet. 

Very  wide-spread  defects  of  steel  —  floes  —  are  thin  winding  cracks,  appearing 
as  a  break  of  a  spot  with  silvery  surface  character,  round  with  a  diameter  up  to 
50  mm  (Fig.  43).  Floes  are  most  frequently  formed  in  medium-cartoon  and  medium- 
alloy  steels  (chromium  steels,  chromium-nickel  steels  and  chromium-nickel-molybdenum 
steels)  when  there  is  an  increased  amount  of  hydrogen  in  them. 

Hydrogen  dissolved  in  molten  steel  in  the  cooling  process  and  especially 
during  phase  transitions,  due  to  sharp  lowering  of  solubility,  tends  to  be 
liberated.  It  fills  all  space  up  to  defects  of  crystal  lattice,  and,  being  trans¬ 
formed  from  atomic  into  molecular,  develops  huge  pressures  leading  to  brittle 
rupture  of  metal. 

Floes  usually  appear  in  the  central  zone  of  forged  or  rolled  billets  of  large 
cross  sections  and  more  rarely  —  in  Ingots.  Liquational  heterogenity,  presence 
of  structural  and  thermal  stresses  assist  the  formation  of  floes,  which  are 
disposed  along  the  liquational  square  or  along  the  forging  cross.  At  sufficiently 
great  deformation  of  billets,  floes  having  an  unoxidlzed  surface  can  be  welded 
but  can  also  open,  foiming  "birdhouses" .  The  danger  of  floes  is  that  they  can 
form  in  a  billet  cooled  after  hot  working  during  a  very  prolonged  "incubative" 
period  (up  to  two  months)  at  room  temperature. 

In  stainless  steels  of  austenitic,  ferrite,  and  martensite  classes,  and  also 
in  high-speed  cutting  steels,  floes  as  a  rule  are  not  encountered  [34], 

A  considerable  quantity  of  very  dangerous  defects  can  form  during  heat 
treatment  of  parts.  Basic  causes  of  formation  of  defects  are  nonobservance 
(mainly  exceeding)  of  assigned  temperature,  time  of  holding,  and  also  rate  of 
heating  or  cooling  the  part. 

A  consequence  of  exceeding  the  assigned  temperature  is  overheating  or 
overbumlng  of  metal.  Overheating  leads  to  formation  of  coarse-grained  structure 
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characterized  for  a  number  of  steels  by  naphthalene  and  intergranular  fracture. 
Overburning  causes  "spoilage"  of  boundaries  of  grains  of  metal  and  sometimes  even 
their  fusion,  which  promotes  further  destruction  of  metal. 

Overheating  and  overburning  can  be  manifested  even  without  exceeding  the 
assigned  temperature  of  treatment  in  zones  enriched  by  fusible  componets.  Local 
fusion  can  be  observed  and  ever;  destruction  of  metal  (Figs.  40,  46,  and  47). 

Excessively  fast  heating,  especially  during  treatment  of  large  articles,  can 
lead  to  appearance  ol  considerable  tensile  stresses  in  the  core  of  the  part  and  to 
appearance  of  thermal  cracks  (Fig.  44).  During  sharp  heating  or  cooling  (for 
instance,  during  hardening),  just  as  occurs  during  fast  cooling  of  a  crystallized 
ingot,  thermal  stresses  appear  from  temperature  drop  over  the  cross  section  and 
also  structural  stresses  connected  with  the  circumstance  that  structural  trans¬ 
formations  along  the  cross  section  of  the  part  do  not  occur  simultaneously. 

Besides,  due  to  decarburizing  or  carburizing  of  surface  layers  during  heat 
treatment  of  steel,  disturbance  of  correct  composition  of  atmosphere  of  furnace, 
and  also  as  a  result  of  sharp  change  of  chemical  composition  of  surface  layer, 
during  chemical-heat  treatment  in  surface  layers  of  a  part  a  structure  sharply 
differing  from  the  basic  can  form.  This  leads  to  appearance  of  internal  structural 
stresses  [55].  As  a  result  ot  the  imposition  of  thermal  stresses  on  structural 
stresses,  in  the  hardened  part  tempering  cracks  of  different  magnitude  and 
orientation  can  appear.  Their  character  is  conditioned  by  distribution  and 
relationship  of  the  mentioned  stresses  and  also  properties  of  the  alloy.  They  can 
start  on  the  surface  of  the  part  and  spread  deep  into  it,  oriented  basically  along 
the  axis  of  the  part,  or  can  be  internal,  appearing  in  the  core  of  the  part  and 
oriented  in  the  transverse  direction;  also  possible  is  the  formation  of  surface 
cracks  spreading  in  the  form  of  a  fine  network  at  a  depth  of  several  hundredth 
fractions  of  a  millimeter,  and  continuing  in  the  form  of  separate  cracks  to  a 
depth  up  to  2  mm  (Fig.  45). 

During  the  grinding  of  hardened  steel  articles,  due  to  the  sharp  heating  of 
the  surface  layer  there  occurs  a  sudden  and  nonuniform  temper  of  martensite.  The 
surface  layer  tends  to  be  reduced  In  volume;  in  it  there  appear  tensile  stresses 
leading  to  appearance  of  characteristic  network  of  grinding  cracks  (Fig.  49). 


It  is  possible,  however,  to  imagine  the  opposite  case,  when  in  the  surface 
layer  there  appear  compression  stresses.  Here  is  possible  the  appearance  of 
tensile  transverse  deformations  and  the  formation  of  sliver  cracks.  Such  cracks 
are  formed  only  when  in  a  very  thin  layer  of  order  of  several  microns  there  occurs 
a  change  of  sign  of  stresses:  tensile  stresses  pass  into  compression  stresses. 

Finally,  under  the  action  of  stresses  of  the  second  kind  in  hardened  steels 
[36]  microcracks  (for  instance,  in  needles  of  martensite)  can  form. 

On  different  stages  of  the  technological  process  steel  parts  are  subjected 
to  action  of  solutions  of  alkalis  and  acids  (degreasing,  etching)  and  also 
electrical  treatment  in  special  solutions.  The  surface  layer  of  steel  can  be 
saturated  by  hydrogen,  which  leads  to  sharp  fall  of  plasticity  and  to  brittle 
ruptures,  the  location  of  which  usually  becomes  microcrack  on  the  surface  of  the 
part  [19].  The  appearance  of  hydrogen  cracks  explains  many  cases  of  so-called 
"inadvertent"  (in  reality  delayed)  destruction  of  loaded  steel  parts  (Fig.  51) 
having  galvanic  plating  and  not  subjected  to  a  special  "dehydrogenating"  temper. 

In  the  process  of  chemical-heat  treatment,  due  to  disturbances  of  technological 
conditions  deviation  from  assigned  thickness  of  layer  can  appear.  Exactly  so, 
during  electrochemical  treatment  of  parts,  especially  parts  of  complicated  form, 
distribution  of  current  along  surface  can  be  nonuniform.  This  leads  to 
deviation  of  thickness  of  protective  (for  instance,  oxide)  coating  from  the 
assigned . 

Metallic  parts  and  half-finished  products  subjected  to  heat  treatment 
frequently  turn  out  to  be  warped  due  to  presence  of  residual  internal  stresses  in 
them.  To  prevent  warping  of  the  parts  (more  frequently,  half-finished  products  — 
sheets,  rods,  profiles,  pipes)  are  subjected  to  correction  (straightening)  —  bend 
or  extension.  On  the  surface  of  the  part  straightening  cracks  can  be  formed. 

During  the  assembly  of  parts  in  a  construction  (bolt  connection,  pressing,  etc.) 
also  in  many  cases  considerable  stresses  leading  to  formation  of  assembly  cracks 
can  appear. 

Surface  microcracks  appear  also  during  "cold"  machining  of  forced  conditions 
not  corresponding  to  the  properties  of  the  processed  material. 

It  is  necessary  to  note  that  under  forced  conditions  of  grinding  on  the 
surface  of  a  part  [37]  dangerous  defects  can  appear  —  bums  (Fig.  50).  These  are 
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cross  sections  of  sharply  hardened  metal,  being  the  sources  of  brittle  rupture 
with  formation  of  cracks  (Fig.  5^ )  • 

A  thin  fragile  layer  can  be  formed  also  as  a  result  of  autogenous  cutting  of 
steel  parts  [ ] . 

Surface  contact  cracks  frequently  are  formed  on  loaded  metallic  parts  in  the 
place  of  contact  with  fused  metals,  moistening  the  surface  of  these  parts.  Liquid 
stannous  solders,  babbit,  and  bronze  penetrate  the  microcracks  on  the  surface  of  a 
part,  exoosed  under  the  action  of  applied  stresses;  cracks  are  developed  and 
destroy  the  part.  Such  contact  can  take  place  during  technological  operations, 

for  instance,  during  soldering  (Fig.  53),  and  in  exploitation,  for  instance,  during 
the  melting  of  the  antifriction  layer  in  an  overloaded  dry  bearing.  The  mechanism 
of  development  of  cracks  formed  under  the  influence  of  fused  metals  (as  also 
the  mechanism  of  development  ol  "hydrogen"  cracks)  is  explained  according  to 
P.  A.  Kebinder  by  the  influence  of  superf icailly  active  liquid  media  adsorbed 
by  the  surface  of  the  metal  and  creating  a  cleaving  effect  upon  penetration  into 

the  microcracks. 

Processes  of  manufacture  parts  intended  for  use  in  complex  units  frequently 
provide  a  rigid  connection  of  elements  of  the  construction  of  these  parts  by  means 
of  welding,  soldering,  riveting,  diffusion  cohesion,  and  gluing.  These 
technological  operations  also  can  lead  to  the  appearance  of  different,  frequently 
very  dangerous,  defects. 

Thus,  during  arc  and  gas  welding  metallurgical  defects  can  appear  in  fused 
metal  which  is  subjected  to  melting  and  hardening,  and  consequently  can  have  all 
the  defects  inherent  to  cast  metal.  Besides,  under  the  influence  of  high  temperature 
transformations  in  the  zone  adjacent  to  the  seam  (zone  of  thermal  influence)  of 
the  basic  metal  can  occur,  as  a  result  of  which  changes  of  dimensions  of  grain, 
overheating,  hardening  and  tempering  can  appear.  If  separate  layers  of  the 
built-up  metal  are  not  connected  or  the  built-up  metal  is  not  connected  with  the 
base  metal,  a  very  dangerous  defect  occurs  —  nonfusion  (Fig.  52).  Finally,  In  the 
cooling  process  of  a  welded  joint  under  the  action  of  thermal  and  structural 
stresses  which  appear  in  the  seam  and  in  the  zone  of  thermal  Influence,  hot  and 
cold  cracks  can  be  formed  (Fig.  55).  Probability  of  formation  of  cracks  during 
welding  is  increased  with  complication  of  composition  of  alloys  from  which  the 
welded  parts  are  prepared  and  with  increase  of  thickness  of  welded  parts  [39,  ^0]. 


Under  different  forms  of  resistance  welding  —  butt,  spot,  and  seam, 
analogous  defects,  mainly  cracks  and  nonfusion  (Fig.  56),  can  be  found. 

The  basic  defect  of  a  soldered  connection  [41]  is  the  presence  of  unsoldered 
zones  and  flux  contaminations,  as  a  rule  the  consequence  of  insufficient  purity 
of  preparation  of  soldered  surfaces  or  disturbance  of  the  temperature  regime  of 
soldering. 

These  causes,  and  also  nonobservance  of  assigned  conditions  with  respect  to 
temperature  and  pressure,  leads  to  appearance  of  zones  of  disturbance  of  cohesion 
between  elements  of  multilayer  articles  (brake  disks,  clutch  disks,  bimetalic 
sheets  and  wire  plated  sheets,  rods  and  pipe,  etc.). 

An  analogous  defect  —  zone  of  ungluing  —  can  be  observed  [42]  in  different 
recently  widely  applied  aviation  and  rocket  constructions,  parts  prepared  by  means 
of  bonding  metallic  materials  to  each  other  or  metallic  materials  with  nonmetallic. 

Defects  can  appear  not  only  in  the  manufacture  of  parts,  but  also  in  their 
exploitation.  Destruction  is  not  an  instantaneous  act,  but  occurs  gradually  as 
a  result  of  development  of  cracks  appearing  in  the  "hearth"  zone.  As  a  result 
of  blending  over  the  volume  of  an  article,  the  initial  stage  of  their  development 
presents  therefore  great  interest,  since  in  many  cases  it  is  possible  prevent  a 
breakdown.  As  a  rule  in  the  zone  of  excessive  concentration  of  stresses  caused 
either  by  Impractical  construction  of  a  part  or  by  metallurgical  or  other  defects 
cracks  appear.  They  can  start  on  the  surface  of  the  part  or  deep  inside  it;  they 
can  appear  as  the  result  of  application  of  brief  long  single  repeated  static  or 
dynamic  loads,  and  also  multiple  sign-alternating  mechanical  and  thermal  fatigue 
loads  (Fig.  60).  In  the  last  case  a  special  role  in  reducing  the  strength  of  a 
part  is  played  [43]  by  various  kinds  stress  concentrators,  which  sometimes  can 
be  even  "accidental",  for  instance  a  nick  from  a  deep  hammer  mark  (Fig.  58). 

During  storage  and  transportation  of  parts  and  half-finished  articles 
besides  defects  due  to  inaccurate  conversion  (nicks,  scratches,  dents,  wear)  or 
due  to  influences  of  humid  atmosphere  (corrosion),  cracks  can  appear  whose  cause 
of  appearance  is  residual  stress  in  the  part. 

In  a  number  of  cases  parts  in  the  process  of  exploitation  are  subjected  to 
Influence  of  aggressive  media  leading  to  corrosional  destruction.  Corrosional 
destruction  can  be  [44]  surface  destruction,  leading  to  damage  of  the  whole  surface 

i 
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or  specific  sections  (see  Fig.  59),  or  intercrystalline,  penetrating  depth  of 
metal  from  the  surface  side  subject  to  ♦'he  influence  of  this  medium  mainly  along 
boundaries  of  grains.  Intercrystalline  corrosion  especially  sharply  lowers  strength 
characteristics  of  metal. 

Finally,  as  a  result  of  corrosion,  under  stress  cracks  can  be  formed  (Fig. 

57) ,  of  encountered  in  steel,  brass,  aluminum  and  magnesium  alloys.  Such  cracks 
are  formed,  for  instance,  in  rivet  seams  of  boiler  drums  ("caustic  fragility"), 
in  brass  articles  ("seasonal  cracking"),  etc.  (Fig.  61). 

We  considered  only  the  basic  defects,  most  frequently  met  in  metallic  parts 
and  half-finished  products.  This  by  far  not  the  full  survey  once  again  shows  that 
defects  are  quite  various  with  respect  to  their  origin,  nature,  dimensions, 
location,  orientation  with  respect  to  fiber  and  with  respect  to  their  physico- 
mechanical  characteristics  and  also  their  behavior  in  the  process  of  technological 
treatment . 

All  defects,  however,  are  united  by  general  criterion:  they  cause  more  or 
less  sharp  change  of  physical  characteristics  of  a  medium,  such  as  density, 
electrical  conductivity,  permeability  elastic  properties,  etc.  Defects  distributed 
in  boundary  zones  —  liquational  accumulations,  zones  of  incomplete  hardening, 
zones  of  corrosional  damage,  local  cola  hardening,  and  others,  cause  less  sharp 
change;  defects  which  are  local,  localized  in  a  small  volume,  constituting 
different  disturbances  of  continuity  (cracks,  cavities,  pores,  stratifications, 
floes,  and  others)  cause  a  sharper  change. 

The  investigation  of  changes  of  physical  characteristics  of  a  medium  and 
detection  in  such  a  way  of  imperfections  of  its  structure  —  defects  which  are 
the  cause  of  these  changes  —  is  the  physical  basis  of  nondestructive  methods  of 
regulation.  These  methods  are  based  on  comparison  of  physical  characteristics  of 
the  material  of  the  regulated  part  in  different  sections  of  it.  The  sections  in 
which  disturbances  of  homogeneity  of  structure  of  material  are  lacking  (or  are 
found  in  permissible  limits)  play  the  role  of  standard.  Thus  defects  which  are 
local  and  distributed  in  limited  zones  can  be  revealed.  Regard,  however,  defects 
distributed  all  over  the  volume  of  a  part  or  along  its  surface,  comparison,  of 
course,  is  possible  o.ily  with  another  part  accepted  as  the  standard. 

Methods  of  nondestructive  regulation,  as  will  be  shown  below,  can  reveal 
different  defects  in  metallic  (and  nonmetallic)  parts,  investigating  different 


physical  characteristics  of  the  material  of  these  parts. 

In  Soviet  and  foreign  practice  different  physical  methods  of  nondestructive 
quality  control  of  materials  are  widely  applied,  [^5-7^ ]x  based  on  investigation  of 
changes  of  conditions  of  the  propagation  of  different  kinds  of  penetrating 
radiations  (electromagnetic  and  elastic  oscillations),  investigation  of  magnetic 
and  electrical  properties  of  material,  and  also  the  phenomenon  of  capilarity. 

Development  and  improvement  of  physical  methods  of  nondestructive  control, 
development  of  special  equipment,  methods  of  control  of  an  article  of  specific 
type,  and  scientifically  proved  norms  of  their  rejection  composes  a  complex  of 
measures  ensuring  realization  of  one-hundred  percent  control  of  the  quality  of 
articles  from  different  materials  and  united  by  the  general  concept  of  "defectoscopy 
of  materials"  . 

3 .  Basic  Methods  of  Nondestructive  Control2 

Table  1  gives  characteristics  of  the  most  effective  methods  of  defectoscopy, 
based  on  use  of  electromagnetic  phenorena  and  phenomena  of  capilarity. 

Rational  application  and  correct  combination  of  these  methods  makes  it 
possible  to  reveal  various  defects  (Figs.  62-76)  encountered  in  metals.  In  a 
number  of  cases  contactless  control  is  possible,  allowing  investigation,  for 
instance,  of  quality  of  a  part  heated  to  a  considerable  temperature. 

However,  a  large  group  of  defects  are  not  detected  by  any  of  these  methods. 
First  of  all  this  Includes  defects  in  cast  and  deformed  billets  and  parts  of  large 
cross  sections  —  ingots,  blanks  for  rotors  of  powerful  turbines,  blanks  for  large 
stamps,  propeller  shafts,  parts  of  landing  gears  of  heavy  aircraft,  etc. 

This  is  explained  by  the  fact  that  X-rays  and  gamma  rays  do  not  "pierce" 
such  sections;  radiation  of  a  betatron  can  be  used  only  up  a  thickness  of  0.5  m,  ana 
even  that  only  in  isolated  cases  due  to  complexity,  cumbersomeness,  and  small 
mobility  of  the  apparatus.  Magnetic  defectoscopy,  usually  applied  for  detection 
of  surface  defects,  in  this  case  also  cannot  be  used  since  magnetization  of  parts 
of  large  dimension  is  a  complicated  problem.  Possibilities  of  detection  of  surface 


1See  also  G.  V.  Akimov,  Author's  certificate  No.  53417  USSR  1937. 

zMethods  founded  on  use  of  elastic  oscillations  are  not  considered  in  this 
section. 
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Table  1.  Comparative  Characteristics  of  Basic  Methods  of  Nondestructive  Control  (cont^d) 
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Table  1.  Comparative  Characteristics  of  Basic  Methods  of  Nondestructive  Control  (oont'd) 
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defects  by  capillary  methods  and  the  method  of  eddy  currents  are  very  limited. 

In  parts  of  "average"  cross  sections,  pierced  by  x-rays  and  gamma  rays 
(stamped  blanks  for  disks  of  gas  turbines  and  compressors,  rolled  plates,  pressed 
profiles,  and  rods)  these  methods  cannot  reveal  internal  stratification  and  thin 
cracks,  zones  of  crystallization,  and  also  volume  heterogeneities  for  a  small 
difference  of  densities  of  material  of  heterogeneity  and  alloy  base. 

In  parts  of  any  corss  sections,  even  the  thinnest  —  rolled  sheets,  bimetalic 
articles  (brake  disks,  clutch  disks,  bearing  linings),  multilayer  articles  with 
thin  sheet  sheathing  and  metallic  or  nonmetallic  sheathing  (foam  plastic)  or, 
finally,  a  honeycomb  filler  —  as  a  rule,  with  the  exception  of  separate  cases  of 
possible  application  of  the  method  of  eddy  currents  stratification,  disturbance  of 
cohesion,  nonsoldered  places,  nonglued  places,  and  also  many  surface  .defects  cannot 
be  revealed. 

Obviously,  for  detection  of  defects  not  revealed  by  the  enumerated  methods, 
only  methods  based  on  the  use  of  penetrating  radiation  possessing  properties 
sharply  differing  from  properties  of  X-rays  and  gamma  rays  can  be  applied.  So  that 
control  of  parts  of  large  cross  sections  is  possible,  this  radiation  should  possess 
great  penetrating  ability.  So  that  it  is  possible  to  reveal  thin  stratifications, 
nonsoldered  places,  nonglued  places,  energy  of  radiation  should  in  strong  degree 
be  reflected  from  boundary  of  basic  metal  and  defects  included  in  it.  Coarse¬ 
grained  zones  can  be  revealed  if  this  energy  is  dispersed  in  different  degree  by 
big  and  small  grains. 

Such  radiation,  possessing  great  penetrating  ability  (it  is  possible  to 
"pierce"  the  part  whose  cross  section  is  measured  by  meters),  reflected  from  the 
boundary  of  two  media  with  sharply  different  physical  properties,  dispersed  by 
big  crystals  sharply  attenuating  in  zones  damaged  by  intercrystallite  corrosion 
is  ultrasonic  oscillations . 

Application  of  ultrasonic  oscillations  for  nondestructive  quality  control  of 
materials  (ultrasonic  defectoscopy)  was  proposed  in  the  USSR  in  1928  by 
S.  Ya.  Sokolov.1  However  over  approximately  a  decade,  ultrasonic  defectoscopy 
did  not  have  wide  application  and  was  developed  comparatively  slowly.  At  the 

XS.  Ya.  Sokolov.  Author's  certificate  No.  2J246,  USSR,  1928, 
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end  of  thirties,  mainly  in  aviation  industry  in  connection  with  beginning  of 
production  of  heavy  aircraft  and  powerful  engines,  appeared  new  problems  which  wsra 
impossible  to  solve  by  existing  methods.  This  in  considerable  degree  stimulated 
development  of  methods  of  ultrasonic  defectoscopy. 

At  present  ultrasonic  defectoscopy,  recognized  in  the  USSR  and  abroad.  Is 
one  of  the  most  universal  methods  of  nondestructive  control  and  continues  to  be 
developed  in  different  directions,  allowing  the  solution  of  ever  more  complicated 
problems  of  nondestructive  control,  and  the  determination  of  certain  physlco- 
mechanlcal  characteristics  of  material  in  conditions  hampering  use  of  other 
methods . 

In  this  work,  written  on  the  basis  of  extensive  literaturary  material 
published  by  Soviet  and  foreign  researchers  with  use  of  rich  experience  of' 
workers  of  Industry  and  also  results  of  investigations  carried  out  by  the  author 
with  colleagues  in  a  period  of  over  25  years  physical  bases,  technical 
characteristics,  methodology,  regions  of  rational  application,  and  development  of 
methods  of  ultrasonic  defectoscopy  are  considered. 
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PHYSICAL  BASES  OP  ULTRASONIC  DEFECTOSCOPY 


1.  Nature  of  Ultrasonic  Oscillations 

Ultrasonic  defectoscopy  uses  elastic  vibrations  and  waves  propagating  In  media 
possessing  elastic  properties  [77-94].  Particles  of  medium  do  not  shift  In  the 
direction  of  propagation  of  the  wave,  but  oscillate  near  their  own  positions  of 
equilibrium.  Wave  motion  is  the  propagating  oscillatory  process  at  which  In  the 
direction  of  Its  propagation  is  transmitted  energy  of  vibrations.  Let  us  agree 
to  call  the  locus  of  points  which  at  an  assigned  moment  of  time  the  oscillatory 
process  reached  the  wave  front  and  the  direction  in  which  this  process  propagates 
—  a  beam. 

It  is  possible  to  observe  and  to  study  wave  motion  with  the  help  of  a  plane 
model  with  linear  wave  front  (for  instance,  surface  of  water  on  which  waves  spread). 
However  using  this  model,  giving  very  graphic  representation  about  processes 
occurring  during  propagation  of  waves,  one  should  not  forget  that  waves  on  the 
surface  of  water  are  not  elastic  but  gravitational,  since  particles  of  water, 
deviating  from  position  of  equilibrium,  return  to  this  position  not  by  forces  of 
elasticity  but  of  gravity. 

In  an  unbounded  uniform  Isotropic  medium  propagation  of  elastic  waves  has  a 
spatial  character.  Moreover  depending  upon  form  of  front,  waves  can  be  flat, 
sphrrica?,  and  cylindrical. 

Depending  upon  elastic  properties  of  a  medium,  in  it  can  propagate  elastic 
waves  of  different  types,  differing  by  direction  of  displacement  of  vibrating 
particles.  If  oscillations  of  particles  occur  in  a  direction  coinciding  with 


Pig.  77.  Elastic  waves  propagating  in  a  solid  isotropic 
medium:  a  -  longitudinal;  b  -  shear;  c  -  bending 
d  —  expansion;  e  —  surface. 


direction  of  propagation  of  wave  (with  direction  of  beam),  such  waves  are  called 
longitudinal.  Longitudinal  waves  can  propagate  in  solid  liquid,  and  gaseous  media. 
Due  to  the  circumstance  that  particles  of  a  medium  during  propagation  in  it  of 
longitudinal  elastic  waves  oscillate  in  the  direction  of  the  beam  the  structure 
of  a  longitudinal  wave  constitutes  an  alternating  of  zones  of  compressions  and 
rarefactions  (Pig.  77«).  Longitudinal  elastic  oscillations  with  a  frequency 
within  the  limits  of  ~16  Hz-20  kHz  are  picked  up  the  human  hearing  apparatus  in 
the  form  of  sound.  Longitudinal  oscillations  of  lower  and  higher  frequencies  are 
not  audible  to  a  human  and  are  called  correspondingly  infrasonic  and  ultrasonic.1 

If  the  direction  of  vibrations  of  particles  of  a  medium  is  perpendicular  to 
direction  of  propagation  of  wave,  waves  are  called  transverse  shear  (Pig.  77b). 

Shear  waves  can  propagate  in  a  solid  medium.  Gases  and  liquids  do  not  possess 
elasticity  of  form  (shear  elasticity),  and  therefore  propagation  of  shear  vibrations 
caused  by  the  provoking  shift  elastic  deformation,  in  gases  and  in  the  absolute 
majority  of  liquids,  is  impossible.  Only  in  polyisobutylene  and  certain  high- 
molecular  liquids,  thanks  to  presence  of  elasticity  of  form,  is  propagation  of 
shear  vibrations  by  a  small  distance  possible. 

Longitudinal  and  transverse  elastic  waves  (basic  types  of  elastic  waves)  can 
propagate  in  pure  form  only  in  an  unbounded  medium  or  in  extreme  measure,  in  a 
body  whose  dimensions  in  directions  not  coinciding  with  direction  of  propagation 
of  wave  considerably  exceed  length  of  the  latter. 

Subsequently  ultrasonic  oscillations  will  be  abbreviated  UZK. 
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If  dimensions  of  body  are  comparable  with 
with  length  of  elastic  wave,  the  appearance  of 
bending  waves  (Fig.  77c)  Is  possible,  differing 
from  shear  waves  In  that  planes  of  cross  section 
do  not  remain  oriented  perpendicularly  to 
direction  of  beam  as  occurs  during  propagation  of 
shear  oscillations,  and  deviate  a  certain  angle 
to  both  sides.  Purely  bending  waves  are  obtained 
In  plates  whose  thickness  Is  small  as  compared  to 
wavelength. ; 

Upon  excitation  of  longitudinal  vibrations 
In  a  body  bounded  In  two  directions,  for  Instance 
In  a  rod,  due  to  transverse  compression  of  the 
extended  zone,  expansion  waves  can  propagate 
(Fig.  '77d),  characterized  by  displacement  of  particles  along  a  beam  and  perpendicular 
to  it. 

On  the  free  surface  of  a  solid  body  surface  waves  or  Rayleigh  waves  can  propa¬ 
gate.  Particles  accomplish  motion  along  ellipses  oriented  In  the  plane  formed 
by  a  ray  and  the  normal  to  the  surface  of  the  body.  Amplitude  of  vibrations  of 
particles  with  removal  from  free  surface  decreases  exponentialy,  and  therefore 
the  wave  propagates  in  the  body  only  to  a  depth  of  the  order  of  a  wavelength. 

During  [UZK]  (y3K)  propagation  In  thin  sheet,  for  instance  In  a  thln-walled 
shell  (pipe,  cylinder),  or  wire  there  can  appear  normal  or  free  waves,  in  foreign 
literature  frequently  called  "waves  in  a  plate"  (Plattenwellen,  Plate  Waves), 

"wire  waves,"  or  Lamb  waves. 

Normal  waves  are  excited  usually  as  a  result  of  transformation  of  longitudinal 
UZK,  incident  on  the  surface  of  a  sheet  or  pipe  under  certain  angles  different 
from  zero.  A  normal  wave  of  given  type  (symmetric  —  expansion  wave  or  antisymmetric 
—  bending  wave)  and  order  (Fig.  78)  Is  excited  at  defined  discrete  values  of  the 
angle  when  its  phase  speed  coincides  with  phase  speed  of  incident  longitudinal  wave. 

In  long  rods  and  pipes  can  spread  also  torsional  and  longitudinal  radial  waves 
can  also  propagate. 

In  ultrasonic  defectoscopy  at  present  longitudinal  and  shear  waves  of  flat 


Fig.  78.  Normal  waves 
propagating  In  a  thin  plate: 
aQ,  a^,  a2  —  bending  waves 

of  zero,  first,  and  second 
orders;  SQ  and  —  expan¬ 
sion  waves  of  zero  and  first 
orders. 
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and  spherical  form  and  also  surface,  bending  normal  waves  are  widely  used. 

Such  variety  of  types  of  waves  utilized  in  ultrasonic  defectoscopy,  considerably 
larger  than  in  other  regions  of  iltrasonic  technology,  lead  to  necessity  of  expansion 
of  the  concept  of  ultrasonic  vibrations  and  waves . 

Above  the  conventional  definition  of  ultrasonic  vibrations  was  given  as 
vibrations  whose  frequency  exceeds  a  certain  limit  (20  kHz),  caused  by  physiological 
peculiarities  of  the  human  hearing  apparatus.  However,  first,  this  limit  is  very 
conditional,  inasmuch  as  it  depends  on  individual  properties  of  hearing  organs  for 
different  people  and  on  the  level  of  liudness,  and  secondly,  and  this  is  basic, 
shear  surface,  bending  and  other  type  of  waves  utilized  in  ultrasonic  defectosoouy , 
Inasmuch  as  they  cannot  propagate  in  air  are  not  perceived  by  the  hearing  apparatus, 
are  directly  inaudible  at  any  frequency,  and  therefore  cannot  be  called  sound.  It 
is  impossible,  consequently,  to  call  shear  vibrations  of  a  frequency,  for  instance, 
of  30  kHz,  ultrasonic  on  the  basis  that  this  frequency  lies  higher  than  the  limit 
of  audibility.  Obviously  it  is  more  correct  in  such  a  case  to  talk  not  about 
ultrasonic  but  about  high  frequency  elastic  vibrations. 

Exactly  so,  it  would  be  more  correct  to  say  "defectoscopy  with  the  help  of 
high  frequency  elastic  vibrations."  Preservation  of  the  term  "ultrasonic  defectos¬ 
copy"  is  a  tribute  of  tradition  and  the  desire  to  use  a  shorter  term. 

Subsequently  by  the  term  "ultrasonic  vibrations"  will  be  therefore  understood 
elastic  vibrations  of  all  types,  frequency  of  which  exceeds  a  certain  purely 
conditional  limit  equal  to  20  kHz. 

Now  by  different  methods  ultrasonic  vibrations  of  frequency  from  20  kHz  to 

Hz  can  be  obtained.  Moreover  in  solid  media  wave  length  can  attain  a 
magnitude  comparable  with  wave  length  of  visible  light  (near  1  pm  ) .  Elastic 

Q 

vibrations  of  still  higher  frequencies  -  higher  than  1CK  Hz  are  frequently  called 

hypersonic.  Length  of  elastic  waves  of  hypersonic  range  approaches  the  magnitude 

12 

of  interatomic  distances,  and  at  frequencies  of  the  order  10  Hz  elastic  oscillations 
obtain  the  character  of  thermal  motion.  Therefore  along  with  phenomena  described 
by  laws  of  acoustics  of  audible  range,  with  increase  of  frequency  of  elastic 
vibrations  their  properties  connected  with  smallness  of  wavelength  and  described 
by  laws  of  geometric  acoustics  appear  to  an  ever  larger  degree. 

High  frequency  elastic  vibrations  possess  a  number  of  specific  properties 
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Fig.  79.  Methods  of  nondestructive  control  with  the 
help  of  elastic  vibrations. 

KEY:  (a)  Ultrasonic  defectoscopy;  (b)  Frequency; 

(c)  Longitudinal;  (d)  Recorded  parameters;  (e)  Ampli¬ 
tude;  (f)  Time;  (gj  Mechanical  impedance;  (h)  Spectral 
composition;  (1)  Continuous;  (J)  Continuous  with 
frequency  modulation;  (k)  Pulse;  (1)  Conditions  of 
radiation;  (m)  Ultrasonic;  (n)  Frequency  range; 
lo)  Methods;  (p)  Resonance;  (q)  Shadow;  (r)  Echoes; 

(si  Impedance;  (t)  Free  oscillations;  (u)  Sound; 

(v)  Shear:  (w)  Surface;  (x)  Type  of  waves;  (y)  Expan¬ 
sions;  (z)  Bend;  (aa)  Dry;  (bb)  Contact  with  lubricant; 
fee}  Immersional;  (dd)  Jet;  (ee)  Contactless; 

(ff)  Methods  of  realization  of  contact. 


allowing  their  use  to  solve  problems  not  solved  with  the  help  of  low  frequency 

! 

vibrations.  However  basic  properties  of  elastic  high  frequency  vibrations  are 
described  by  the  same  regularities  as  the  properties  of  vibrations  of  the  sound 
range,  in  particular  by  regularities  determining  condition  of  propagation  of  elastic 
waves  in  a  solid  uniform  isotropic  medium  possessing  elastic  properties. 

What  was  said  leads  to  the  conclusion  concerning  that  by  the  term  "ultrasonic 
defectoscopy"  one  should  understand  the  complex  of  methods  of  nondestructive  control 
with  the  help  of  elastic  vibrations  of  wide  frequency  range. 

At  present  [92]  five  such  methods  are  known  (Fig.  79)  —  shadow  (in  two  variants 
—  basic  and  mirror),  resonance  echo- method,  impedance  and  the  method  of  free 
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vibrations.  These  methods  use  five  forms  of  elastic  waves  —  longitudinal,  shear, 
surface,  bending  and  normal  waves  introduced  into  the  regulated  article  by  five 
methods  -  contactless,  dry,  contact,  contact  with  lubricant,  jet  and  immersion. 

Waves  are  radiated  in  one  of  three  conditions:  continuous,  continuous  with 
frequency  modulation,  or  pulse.  In  the  control  process  five  parameters  are  analysed 
—  amplitude  of  vibrations,  their  phase,  frequency,  transit  time,  and  input  impedance 
of  system. 

Not  one  of  the  known  methods  of  nondestructive  control  possesses  such  a  large 
number  of  variables  of  parameters.  Use  of  these  parameters  in  different  combinations 
conditions  wide  possibilities  of  ultrasonic  defectoscopy  and  huge  advantages  of 
it  over  other  methods  of  nondestructive  control.  • 

The  assortment  of  articles  and  materials  controlled  by  methods  of  ultrasonic 
defectoscopy  and  the  list  of  defects  detected  by  them  are  very  extensive.  In 
articles  from  magnetic  and  nonmagnetic,  metallic  and  nonmetallic  (porcelain,  rubber, 
plastic,  plywood)  materials  and  their  different  combinations,  surface  and  internal 
defects  are  revealed  having  volume,  plane,  linear,  or  point  character  and  constitut¬ 
ing  disturbance  of  continuity,  heterogeneity  of  grain  and  structure,  zone  of  damage 
of  intercrystallite  corrosion,  and  also  disturbance  of  diffusion  cohesion,  bonding, 
soldering  etc.,  l.e.,  practically  any  disturbance  of  continuity  of  acoustical 
characteristics  of  controlled  material.  One  should  specially  note  the  possibility 
of  very  exact  measurement  of  geometric  dimensions  of  articles  for  one-sided  access 
and  also  determination  of  physical  characteristics  of  materials  (for  instance 
elastic  and  other  properties)  according  to  measurement  of  rate  of  propagation 
and  attenuation  factor  of  elastic  oscillations, 

Basic  tendencies  of  development  of  ultrasonic  defectoscopy  are  determined  by 
necessity  of  further  expansion  of  assortment  of  controlled  articles  by  increase 
of  objectivity,  reliability  and  productivity  of  control. 

In  connection  with  this,  further  improvement  of  methods  of  radiation  and 
method  of  UZK  of  different  types  of  their  introduction  in  the  controlled  article 
of  observation  and  registration  of  results  of  control,  estimate  of  dimensions  of 
revealed  defects,  and  also  development  of  setups  and  constructions  of  instruments 
allowing  this  highly  productive  control  Is  necessary. 


2.  Radiation  and  Reception  of  Ultrasonic  Vibration* 


In  ultrasonic  defectoscopy  for  radiation  and  reception  of  UZK  piezoelectric 
converters  are  usually  used,  constituting  a  plate  specially  prepared  from  single- 
crystal  quartz,  lithium  sulfate,  Seignette's  salt,  and  also  from  synthetic  crystals 
of  barium  tltanate,  lead  zlrconate  tltanate,  and  others.1  Characteristics  of 
these  materials  are  given  in  Table  2.  If  a  piezoelectric  plate  is  compressed  or 
pulled  in  a  specific  direction,  it  is  polarized  and  on  its  surfaces  appear  charges 
whose  sign  is  determined  by  direction  of  deformation,  and  magnitude  is  determined 
by  applied  pressure.  This  phenomenon  is  called  the  piezoelectric  effect  and  Is 
considered  in  detail  in  special  literature  [95-100]. 

In  static  conditions  piezoelectric  effect,  for  instance  for  a  quartz  plate  of 
X-cut,  deformed  in  thickness,  is  described  by  the  expression 

UmE-dmguPd ,  W 

where  U  —  potential  difference  appearing  between  surfaces  of  plate  of  piezoelement, 
E  -  electric  field  strength  in  plate,  d  -  thickness  of  plate,  P  -  pressure  acting 
on  surface  of  plate,  and  g11  -  piezoelectric  constant  of  pressure,  characterizing 
properties  of  material  of  piezoelement. 

Reverse  piezoelectric  effect  appears  in  the  circumstance  that  in  the  piezo- 
element,  upon  introduction  of  it  into  an  electrical  field,  elastic  stresses  appear 
in  accordance  with  intensity  and  direction  of  field,  as  a  result  of  which  the 
piezoelement  is  deformed.  Magnitude  of  elastic  stress  (or  pressure)  in  static 
conditions 

T-p. w 

where  T  —  elastic  stress,  U  -  potential  difference  applied  to  surfaces  of  plate 
of  piezoelement,  P  -  pressure  on  surface  of  plate,  d  —  its  thickness,  E  —  electric 
field  strength,  ar»u  —  piezoelectric  constant  of  material  of  piezoelement. 

If  on  the  piezoelement  there  acts  variable  pressure,  changing  by  defined  law, 

Piezoelectric  properties,  as  was  first  shown  by  A.  V.  Shubnlkov  [101],  are 
also  possessed  by  different  anisotropic  materials  -  complex  inorganic,  complex 
and  organic  compounds;  however,  as  yet  they  have  not  gained  practical  use  as 
UZK  emitters  and  collectors. 
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then  on  surfaces  of  piezoelement  appears  alternating  voltage,  changing  by  the  same 
law. 

Correspondingly,  if  to  the  piezoelement  is  applied  an  alternating  electric 

field,  the  piezoelement  is  deformed  by  the  same  law,  i.e.,  in  piezoelement  appear 

forced  oscillations  with  frequency  of  the  applied  alternating  voltage. 

When  frequency  of  variable  pressure  or  electrical  voltage  acting  on  the  plate 

coincides  with  natural  frequency  of  vibrations  of  plate,  i.e.,  when  it  is  excited 

to  resonance  frequency,  amplitude  of  alternating  voltage  on  surfaces  of  piezoelement, 

or  correspondingly,  amplitude  of  variable  of  deformation  of  piezoelement  Ay*  increases 

as  compared  to  amplitude  A.  upon  excitation  to  a  frequency  far  from  resonance  or 

s 

static  conditions. 

Growth  of  amplitude  of  vibrations  at  resonance,  usually  called  resonance  excess, 
equals 

^-~Q*0.8Q.  (3) 

where  Q  —  so-called  mechanical  quality  of  piezoelectric  converter,  characterizing 
effectiveness  of  its  work  as  an  oscillatory  system  in  conditions  of  radiation  and 
reception. 

Let  us  indicate  that  the  quality  of  a  piezoelectric  converter  abutting  the 
surrounding  medium  depends  on  relationship  of  specific  wave  impedances  of  material 
of  converter  p and  the  media  surrounding  it.1  If  the  converter  is  surrounded 
by  a  medium  with  specific  wave  p^c  its  quality,  without  taking  into  account 
Internal  losses,  will  be  possible  to  express  so: 


q  m  *_£■£■_  » 

2  2piC|  4  piC|  ’ 


(*> 


If  on  one  side  of  the  converter  is  located  a  medium  with  specific  wave 
impedance  p^c^,  and  on  the  other  —  pgCg,  <3ua^^^'5r  be  expressed  by  the  formula 


Q 


«  Pwfia 

2  *  piC|+p*c*’ 


(4a) 


lSpecific  wave  impedance  of  a  medium,  as  will  be  shown  below,  equals  the  product 
of  density  p  of  medium  by  rate  c  of  propagation  of  elastic  vibrations  in  it. 


59 


In  the  particular  case  when  specific  wave  impedance  of  one  of  the  media  is 
equal  to  zero  (for  instance,  one  surface  of  the  converter  borders  a  vacuum,  or, 
which  is  practically  the  same,  with  air)  the  formula  obtains  the  form: 

Q«JL.PsfS.  (4b) 

2  piCi 

Prom  the  last  relationship  it  follows  that  quality  of  a  converter  radiating 
to  one  side  is  twice  as  high  as  during  bilateral  radiation. 

Excited  by  applied  alternating  voltage,  the  piezoelement  radiates  elastic 
vibrations  into  the  surrounding  medium  and  creates  in  it  a  wave  field  which  1b 
characterized  (for  a  homogeneous  isotropic  medium  -  liquid,  gas)  by  the  following 
quantity: 

a.  Displacement  of  vibrating  particles  of  medium  with  respect  to  position 


of  rest: 


a  — i4sinu(f  —  Y)  •*, 


where  a  —  instantaneous  value  of  displacement;  A  —  amplitude  of  displacement,  m; 
«*  *■  2a/  -  angular  frequency  1/s;  t  -  time,  s;  cp  phase  constant. 

b.  Vibration  rate  of  particles,  whose  peak  value  is  equal  to 

v  «  w<4  m/s  ^ 

c.  Acceleration  of  vibrating  particles,  peak  value  of  which  is 

o  (7: 

B  —  —  eM  «  —  m/s 

d.  Density  of  energy  of  elastic  wave,  l.e.,  mean  value  of  total  energy  in 


volume  unit: 


£  .  -LpvM*-  2np/M*  -  —pc*  kg/m-s2  (or  N/m2), 


whore  p  -  density  of  medium  kg/m  . 

e.  Intensity  of  oscillations  or  force  of  sound 


/  "  Ec  -  ~ pcuM*  -  fl*  »  -L  pCVt  kg/s5,  or  W/m2 . 
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f.  Acoustic  power,  i.e.,  energy  transferable  by  elastic  wave  in  a  unit  of 
time  through  area  S  of  wave  front  in  the  direction  of  its  propagations 

V-  J/dS  kg*m2/s5,  or  W.  (10) 

g.  Sound  pressure,  whose  peak  value  (for  a  plane  wave)  equals 

2  f 

p  m  mpcA  -  pco  kg/m*s  .  (11) 


If  pressure  is  evenly  distributed  over  area  S  of  the  oscillatory  system  then 
on  this  area  acts  force  F  =  FS.  Ratio  of  the  magnitude  of  this  force  to  magnitude 
of  oscillation  speed 

Z»-  —  Ws  (12) 

V 


is  called  the  mechanical  resistance  of  the  oscillatory  system. 

Ratio  of  magnitude  of  sound  pressure  to  magnitude  of  oscillation  speed  in  a 
given  point  of  the  medium,  called  the  acoustic  impedance,  determines  magnitude  of 
radiation  resistance  and  power  radiated  into  the  medium,  and  also  characterizes 
bond  of  radiator  with  medium. 

Pressure  and  oscillation  speed  can  not  coincide  in  phase,  as  occurs,  for 
instance,  on  the  surface  and  near  a  pulsating  sphere  radiating  a  spherical  wave. 
In  this  case  acoustic  impedance  (total  drag)  Z  of  the  medium  is  the  complex  value 
consisting  of  active  R  and  reactive  JX  components: 


Z -#+/*. 


(13) 


Acoustic  power  radiated  into  a  medium  is  proportional  to  resistance  R. 

Reactance  JX  characterizes  the  part  of  energy  which  periodically  passes  from 
radiator  into  medium  and  back.  If  reactance  composes  a  considerable  fraction  of 
impedance,  the  radiator  works  ineffectively  —  a  large  part  of  the  energy  of  the 
radiator  is  not  transmitted  into  the  medium. 

In  a  plane  wave  propagating  in  an  infinitely  extended  medium  there  is  no 
phase  shift  between  pressure  and  oscillation  Bpeed,  and  Impedance  is  a  real 
magnitude  equal  to  specific  wave  impedance  of  the  medium: 

P  2  (1^) 

Z«  ■  —  a  oc  kg/s*m 
v 
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Expressions  (12)  and  (14)  are  full  analogs  of  Ohm's 


law.  Therefoi^  the  unit,  of  mechanical  resistance  having 
the  kg*s  is  sometimes  called  a  "mechanical  ohm" 
(mechohm),1  and  specific  wave  impedance  of  the  medium  is 

p 

measured  in  mechohm/m  . 

For  purposes  of  ultrasonic  defectoscopy  it  is 
important  to  know  acoustic  power  of  oscillations 
introduced  into  the  controlled  body.  Exact  calculation 
of  this  power  is  very  complicated  and  requires  calculation 
of  all  factors  characterizing  work  of  a  piezoelectric 
converter  as  a  quadripole  of  gyrator  type,  calculation 
of  complex  character  of  load  impedance,  and  determination 
of  all  elements  of  the  equivalent  diagram. 

The  equivalent  diagram  of  a  piezoelectric  converter 
fluctuating  over  thickness  on  resonance  frequency  is  shown  in  Fig.  8o. 

Calculation  of  acoustic  power  of  oscillations  introduced  into  a  controlled 
body  leads  to  determination  of  total  power  radiated  by  converter  under  certain 
conditions  of  excitation  and  the  consumed  full  mechanical  resistance /?„ ,  and  to 
calculation  of  the  fraction  of  this  power  (net  power)  given  to  resistance  of  radia¬ 
tion /?1M. 

For  practical  calculations  it  is  possible  with  acceptable  accuracy  to  consider 
that,  for  instance,  during  a  study  In  water  or  with  rigid  connection  (gluing)  of 
converter  with  surface  of  solid  body  of  sufficiently  large  dimensions  a  plane 
wave  is  radiated  and  consequently  the  medium  is  a  resistive  load  characterized 
by  the  magnitude  of  its  specific  wave  impedance. 

Acoustic  power  of  a  radiator  working  in  continuous  conditions  can  be  in  this 
case  determined  [77]  from  expression 


Fig.  80.  Equivalent 
diagram  of  piezo¬ 
electric  radiator: 

«a  —  resistance 

losses  in  converter; 
c„  -  electrical 
capacitance  of  con¬ 
verter;  nnor  -  resist¬ 
ance  losses  in  load; 
hk.  -  resistance  of 

radiation;  rm  —  full 

mechanical  load 
impedance. 


W  m  » lO'^ptCpg*  ■/*•<?■•  U*  •  Sa  kg_m2  /g  3 

•to 


(15) 


where  W  —  acoustic  power  radiated  by  a  fluctuating  piezoelement  into  the  surrounding 


1The  term  "mechanical  ohm,"  just  as  "acoustic  ohm,"  cannot  be  recognized  as 
successful  —  according  to  All-Union  Government  Standard  8849-58  these  terms  are 
not  recommended  for  application. 
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medium;  pQ  -  density  of  medium  kg/m^;  cQ  -  rate  of  propagation  of  elastic 
oscillations  in  medium  m/s;  -  piezoelectric  constant  of  material  of  piezoelement 
N/V’m;  f  -  frequency  of  oscillations  l/s;  Q,  —  mechanical  quality  of  piezoconverter; 
SB  —  area  of  radiating  surface  of  piezoconverter,  m2;  U  -  amplitude  of  exciting 
voltage,  V;  po  —  density  of  material  of  piezoelement,  kg/m^;  eB  -  rate  of  propagation 
of  elastic  oscillations  in  material  of  piezoelement  m/s. 

We  note  that  the  resulting  expression  is  unfit  for  direct  determination  of 
power  radiated  into  a  solid  body  through  a  film  of  contact  liquid,  as  frequently 
occurs  in  conditions  of  ultrasonic  control,  since  the  load  is  not  purely  active. 

In  similar  cases  the  force  with  which  the  piezoconverter  is  pressed  to  surface  of 
article  affects  thickness  of  layer  of  contact  lubricant,  possessing  known  flexibility. 
This  leads  to  change  of  reactive  component  of  load  impedance,  affecting  its  input 
impedance  and  the  quality  of  piezoconverter,  and  consequently  also  radiated  power. 

As  can  be  seen  from  the  given  formula,  effectiveness  of  work  of  piezoeonverter 
in  considerable  degree  is  determined  by  its  mechanical  quality,  depending  on  design 
features  of  holder.  For  the  most  effective  work  of  the  piezoconverter  it  is 
necessary  to  ensure  high  electrical  efficiency  (i.e.,  transmission  of  considerable 
fraction  of  electrical  energy  from  generator  to  piezoeonverter)  and  high  acoustic 
efficiency  (i.e.,  transmission  of  a  considerable  fraction  of  energy  of  elastic 
oscillations  of  piezoeonverter  into  the  surrounding  medium).  Electrical  efficiency 
is  determined  by  relationship  of  internal  resistance  of  generator  and  equivalent 
electrical  resistance  of  piezoeonverter,  which  depends  on  parameters  of  the  actual 
piezoeonverter  and  on  acoustic  load,  i.e.,  on  the  product  of  specific  wave  impedance 
of  surrounding  medium  on  area  of  plate.  The  nearer  the  values  of  resistances  of 
generator  and  piezoeonverter,  the  greater  the  fraction  of  electrical  energy  fed 
to  the  piezoeonverter  which  will  be  converted  into  energy  of  elastic  oscillations, 
i.e.,  the  higher  the  acoustic  efficiency.  However,  as  can  be  seen  from  the  diagram 
Fig.  80  not  all  energy  of  elastic  oscillations  generated  by  the  piezoeonverter 
will  be  given  off  to  the  external  load  in  the  form  of  acoustic  energy.  Part  of 
this  energy  of  elastic  oscillations  will  be  given  off  to  the  actual  piezoeonverter 
on  resistance  losses  in  the  form  of  thermal  energy. 

Acoustic  efficiency  i)*K  is  determined  by  the  following  relationship: 


R»3 

Rn+R> 


(16) 


Here  V*M 

ru 

Rm 

*« 


>|M 


DOT 


I 


1  + 


acoustic  energy  Introduced  into  controlled  body; 
electrical  energy  consumed  by  piezoconverter; 

resistance  of  radiation  characterizing  fraction  of  energy  consumed  by 

external  load; 

full  resistance  of  load. 


Fi'oo  the  given  formula  one  may  see  that  ijaK  drops  with  increase  of  ratio 


At  constant  amplitude  v  of  rate  of  oscillation  on  surface  of  piezoconverter 
acoustic  power  is  expressed  by  the  formula 


y  1  kg.m2/s' 

*  2 


(17) 


which  is  completely  analogous  to  the  formula  for  determination  of  electrical  power 
at  assigned  current  intensity.  From  the  given  formula  it  follows  that  acoustic 
power  radiated  by  piezoconverter  is  proportional  to  resistance  of  radiation. 
Resistance  of  radiation  can  be  determined  from  the  expression 


a.-rw., 

where  Y  —  conversion  factor  of  gyrator,  equal  to 

Y _ d— 

ieu5m  * 


(18) 


(1°) 


Hence 

D  £p?£i  jPo£o_  c1 

S«  16^, 


(20) 


The  quantity  .  is  characteristic  of  material  of  piezoelement,  and  permits 

comparing  resistance  of  radiation  of  different  piezcconverters  under  identical 
conditions.  From  formula  (20)  it  follows  that  for  a  given  piezoelement,  resistance 
of  radiation  Is  proportional  to  specific  wave  impedance  of  medium,  inversely 
proportional  to  area  of  radiating  surface  and  square  of  frequency.  Therefore  at 
an  assigned  power  of  oscillations  radiation  of  piezoconverter  in  gases  is  minute; 
in  liquid  it  is  considerably  larger,  and  in  metals  (under  the  condition  of  rigid 
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bond  of  surface  of  vibrating  piezoelement  with  surface  of  metal)  it  is  the  greatest. 

It  is  necessary,  however,  to  note  that  in  conditions  of  ultrasonic  defectoscopy, 
acoustic  power  radiated  by  piezoconverter  is  usually  determined  not  according  to 
assigned  amplitude  of  oscillation  speed  but  according  to  known  amplitude  U  of 
voltage  exciting  the  piezoconverter.  In  this  case  acoustic  power  is  more  conveniently 
determined  in  electrical  magnitudes  from  the  expression  completely  analogous  to  the 
expression  for  determination  of  electrical  power  at  assigned  voltage: 


IP 


2*. 


v 


(21) 


From  the  formula  it  follows  that  acoustic  power  is  inversely  proportional  to 
resistance  of  radiation  (in  this  formula  it  is  expressed  in  electrical  units). 

Between  given  formulas  (17)  and  (21),  from  which  it  follows  that  acoustic 
power  in  one  case  is  proportional  and  in  the  other  is  inversely  proportional  to 
resistance  of  radiation,  there  is  no  contradiction,  since  one  should  consider 
that  oscillation  speed  is  proportional  to  applied  voltage  and  is  inversely 
proportional  to  resistance  of  radiation. 

For  ultrasonic  defectoscopy  it  is  possible  to  consider  that  acoustic  power 
radiated  by  piezoconverter  on  resonance  frequency  in  controlled  article  with 
increase  of  value  of  specific  wave  impedance  of  material  of  article  drops  according 
to  a  hyperbolic  curve  (curve  a  in  Fig.  8l).  With  decrease  of  resistance  of 
radiation  to  zero,  power  of  oscillations,  however,  does  not  increase  ad  infinitum, 
as  had  to  be  in  accordance  with  formula  (21).  Increase  of  power  is  limited  for  a 
small  magnitude  of  resistance  of  internal  losses  of  piezoconverter  (at  high  quality ) 
by  mechanical  strength  of  plate,  and  at  a  considerable  magnitude  of  these  losses 
(at  low  quality  of  piezoconverter)  by  increase  of  fraction  of  energy  of  elastic 
oscillations  given  to  resistance  losses  in  the  form  of  heat  (curve  b  in  Fig.  81). 

For  instance,  high  quality  of  quartz  plate  vibrating  in  vacuum  is  very  high 
(hundreds  of  thousands).  Even  small  electrical  power  consumed  on  excitation  of 
vibrations  of  plate  leads  to  the  circumstance  that  the  amplitude  of  these  oscilla¬ 
tions  attains  large  values  and  causes  in  the  plate  stresses  exceeding  strength  of 
crystal.  Therefore  a  quartz  plate  vibrating  in  vacuum  can  be  destroyed  under 
comparatively  small  intensity  of  acoustic  oscillations,  equal  to  several  thousand 
watts  per  squire  meter. 
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Pig.  8l.  Dependence 
of  acoustic  power 
radiated  by  piezo¬ 
electric  converter 
on  specific  wave 
Impedance  of  medium. 


If,  however,  the  quart2  plate  is  placed  in  water, 
then  inasmuch  as  the  Q  of  the  plate  in  this  case  is  8, 
amplitude  of  oscillations  corresponding  to  crushing 
stresses  will  be  attained  only  at  an  intensity  of 
oscillations  near  2  x  10^  W/m^  [102]. 

The  Q  of  barium  titanate  is  considerably  lower  than 
for  quartz  —  in  air  it  is  400.  Metaniobate  of  lead 
has  an  even  lower  Q  —  11.  This  means  that  upon  excita¬ 
tion  of  oscillations  in  plates  from  these  materials, 
a  considerable  part  of  energy  is  turned  into  heat  and 


causes  strong  heating  of  the  piezoelement  even  at  comparatively  low  intensity  of 
oscillations. 

Maximum  on  curve  b  (Fig.  8l)  corresponds  to  equality  of  resistance  of  internal 
losses  of  piezoelement  and  resistance  of  radiation.  Acoustic  efficiency  of 
converter  is  0.5.  In  real  converters  utilized  in  ultrasonic  defectoscopy, 
resistance  of  internal  losses,  as  a  rule  is  much  less  than  resistance  of  radiation 
and  efficiency  ia  higher  than  50$. 

The  power  radiated  by  converters  utilized  in  ultrasonic  defectoscopy  is  very 

small.  For  instance,  in  continuous  conditions  at  one-sided  radiation  in  water  a 

2 

quartz  plate  of  X-cut  and  area  S„  *=  3  cm  ,  excited  by  alternating  voltage  of 
amplitude  U  »  700  V  on  frequency  2.5  MHz  issues  an  acoustic  power  of  W  «=  4  W. 

Work  of  a  piezoelectric  converter  in  the  reception  regime  is  determined  by 
the  above  formula  (1)  from  which  it  follows  that  electric  field  strength  of  a 
field  excited  in  a  piezoelement  is  proportional  to  sound  pressure  acting  on  its 
surface,  depends  on  its  piezoelectric  characteristics,  and  does  not  depend  on 
area  of  its  surface. 

Formula  (1)  characterizes  work  of  converter  in  static  conditions,  and  makes 
it  possible  to  determine  idling  voltage  Utoa. 

For  ultrasonic  defectoscopy,  however,  the  basic  interest  is  not  idling 
voltage,  but  voltage  {/Bg,  proceeding  to  the  grid  of  the  first  tube  of  the  receiving- 
amplifying  channel  (Fig.  82).  Exact  calculation  of  input  voltage  is  sufficiently 
complicated;  it  is  necessary  to  consider  the  conversion  factor  of  mechanical 
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Fig.  82.  Equivalent 
circuit  of  piezo¬ 
electric  receiver: 
%  “  voltage 

developed  by  conver¬ 
ter  in  the  idling 
regime;  c„  —  elec¬ 
trical  capacitance 
of  converter; 
c0  —  input  capacity 

of  receiving-ampli¬ 
fying  channel; 
t'»*  —  voltage  on 

input  of  receiving- 
amplifying  channel; 
zM  -  full  input 

impedance  of  receiv¬ 
ing-amplifying 
channel. 


oscillations  into  electrical  in  examining  the  piezoelectric 
converter  as  a  quadripole  of  gyrator  type,  and  also  to 
consider  given  mechanical  impedance  of  converter,  Impedance 
losses  formed  by  electrical  capacitance  of  converter,  and 
input  impedance  of  receiving-amplifying  channel. 

Voltage  £/gf,  appearing  on  electrodes  of  piezoconverter 
in  oscillatory  conditions  and  fed  resonance  input  of 
receiving-amplifying  channel  can  be  [105]  determined  from 
the  expression 

■  Una  *  Qn.  ( 22 ) 

where  C„  —  electrical  capacitance  of  converter;  CQ  —  input 
capacity  of  receiving-amplifying  channel;  Qn  —  mechanical 
Q  of  converter;  Qgg  —  Q  of  input  circuit  of  receiving- 
amplifying  channel. 

For  a  converter  from  quartz,  whose  dielectric  constant 


is  small  (e  =  4.5),  usually  C„<ZC0>  an<*  the  formula  has  the  form: 


■s 


(22a) 


For  a  converter  from  barium  titanate,  whose  dielectric  constant  is  very  great 
(e  =  1200),  inasmuch  as  C*  »  it  is  possible  to  consider 


Un  as  Ut0.fQ. 


(22b) 


In  the  technology  of  ultrasonic  defectoscopy  frequently  piezoconverters  are 
used  in  which  the  same  piezoelement  in  turn  executes  the  function  of  radiator  and 
receiver  UZK.  In  this  case  in  selection  of  material  of  piezoelement  one  should 
consider  the  constant  determining  its  work  as  radiator  and  receiver  of  oscillations. 

A  characteristic  of  material  of  piezoelement  is  the  ratio  of  amplitude  of 
voltage  £'#,  appearing  on  its  electrodes  under  the  action  of  variable  pressure  of 
amplitude  p  to  the  amplitude  of  exciting  voltage  (/■,  which  should  be  applied  to 
piezoelement  in  order  to  create  on  its  surface  the  same  pressure  P. 
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Prom  expressions  (1)  and  (2)  for  quartz  of  X-cut  it  follows  that: 


•uV.  U„ 

d  “f„rf 


whence 


i.e.,  the  ratio  of  voltage  is  equal  to  the  product  of  piezoelectric  constant  e^ 
by  piezoelectric  constant  of  pressure  g^  . 

If  one  were  to  consider  that  these  constants  are  connected  with  other 
characteristics  of  material  of  piezoelement  —  constant  of  deformation  h^  and 
piezoelectric  modulus  d^  through  elastic  modulus  E,  namely: 

*11  “  d\\E\  gu  -  , 

then  it  is  easy  to  notice  that 

u*  ,  % 

-jj—  •  *ii^ii  «  rfii/kn  =  K*. 

where  K  -  coefficient  of  electromechanical  bond  characterizing  material  of 
plezoelement  for  converter  of  combined  type. 

If  separate  converters  are  used,  it  has  meaning  to  select  different  materials 
for  radiating  and  receiving  converter.  Here  can  be  obtained  a  value  of  the  product 
ell®ll  many  tiraes  larger  than  for  a  combined  converter. 

In  ultrasonic  defectoscopy  piezoelectric  converters  working  in  conditions  of 
free  and  forced  oscillations  are  used.  If  a  converter  works  in  conditions  of 
forced  oscillations  on  one  frequency,  to  increase  sensitivity  of  equipment  this 
frequency  should  coincide  with  natural  frequency  of  converter  as  a  mechanical 
system.  The  converter  may  be  considered  as  a  system  controlled  by  resistance, 
and  therefore  it  is  desirable  to  increase  Q  in  all  possible  ways.  This  is 
recommended  in  converters  working  in  continuous  conditions.  However,  if  the 
converter  works  in  pulse  conditions,  an  increase  of  Q  involves  an  increase  of 
duration  of  transition  processes.  In  order  to  bring  duration  of  transition 


V. 
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processes  to  minimum,  in  the  majority  of  constructions  of  converters  Q  is  artifi¬ 
cially  lowered  by  means  of  damping,  which,  of  course  leads  to  lowering  of 
sensitivity. 

In  a  number  of  cases  converters  are  used  for  work  in  a  relatively  wide  range 
of  frequencies  (usually  within  the  limits  of  one  to  two  octaves).  In  connection 
with  this,  with  the  purpose  of  obtaining  a  more  uniform  frequency-response  curve 
natural  frequency  of  the  converter  is  chosen  outside  the  working  range  of  frequencies. 
Depending  upon  whether  natural  frequency  of  the  converter  lies  higher  or  lower  than 
working  range,  the  converter  will  constitute  a  system  controlled  by  elasticity  or 
mass.  In  the  first  case  it  is  required  to  decrease  mass  of  system,  which  leads 
to  lowering  of  its  mechanical  strength,  or  flexibility  of  the  system,  which  leads 
to  lowering  of  sensitivity  of  equipment  on  all  frequencies  due  to  decrease  of 
amplitude  of  displacement.  In  the  second  case  it  is  required  to  Increase  mass 
or  flexibility  of  the  system,  which  is  connected  with  constructive  difficulties. 

Resonance  phenomena  can  be  weakened  also  by  increasing  resistance  of  system; 
however  such  a  system  controlled  by  resistance  will  possess  very  low  sensitivity. 

3.  Propagation  of  Ultrasonic  Vibrations 

A  vibrating  piezoelement  for  sufficiently  large  dimensions  (d)  in  comparison 
with  length  of  elastic  wave  (X)  creates  in  the  surrounding  medium  a  wave  field 
(Fig.  83)  having  near  the  radiator  an  approximately  cylindrical  form  (near  zone, 
zone  of  Fresnel  diffraction),  and  starting  from  certain  distance  (zQ),  obtaining 
the  form  of  a  frustum  of  a  cone  with  small  angle  2a  at  the  apex  (distant  zone, 
zone  of  Fraunhofer  diffraction). 

Thus,  waves  radiated  by  the  piezoelement  propagate  as  a  narrow,  slightly 
divergent,  beam.  For  radiators  having  the  form  of  a  disk  and  a  square  directivity 
is  characterized  by  relationships:1 

*in«-152~-  (disk),  (24) 


xIf  the  radiator  is  rectangular  the  diagram  of  directivity  does  not  have 
symmetry;  angle  a  will  be  different  in  different  planes;  for  a  plane  parallel  to 
one  side  a  rectangle,  angle  a  is  determined  as  for  a  square  with  corresponding 
side. 
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Fig.  83.  Schematic  image  of  form 
of  field  for  disk  radiator. 


Sin  a~ —  (square ) ,  ( 2,:  a ) 

a 


where  a  —  angle  between  axis  of  IJZK  beam, 
i.e.,  half  the  angle  of  divergence;  X  — 
wavelength;  D  —  diameter  of  radiator; 
a  —  side  of  square. 

Narrow  beams  of  ultrasonic  waves,  due 


to  their  high  directivity,  may  be  called  beams  especially  as  their  propagation 
observes  the  laws  of  geometric  optics  (more  exactly,  geometrical  acoustics). 

Amplitude  of  oscillations  of  particles  exponentially  decreases  with  removal 
from  radiator.  Thpre  are  two  causes  of  the  decrease.  First  -  geometrical 
divergence,  leading  to  increase  of  area  of  wave  front:  in  a  cylindrical  wave  — 
in  proportion  to  distance  from  radiator  and  in  a  spherical  wave  -  in  proportion 
to  the  square  of  this  distance.  In  an  ideal  plane  wave  there  is  no  geometric 
divergence  and  area  of  wave  front  is  not  changed.  However,  even  in  this  case  in 
a  real  medium  amplitude  gradually  decreases  with  increase  of  distance  from  radiator. 
This  is  conditioned  by  the  second  cause  —  presence  of  losses  in  medium  (shewing, 
of  course,  both  in  spherical  and  in  cylindrical  waves ) ,  leading  to  gradual  damping 
of  oscillations  during  their  propagation  and  connected  with  power  consumption  of 
wave  on  displacement  of  particles  of  medium. 

Attenuation  factor  6,  one  of  the  most  important  acoustical  characteristics 
of  a  medium,  is  determined  in  the  following  way: 


A  -  — - —  ln(-~)  "  W ~ — i  ~7~) 

x  —  Xo  *  A  f  2(x  —  x0)  I  ' 


neper' 

cm 


(2b) 


where  Aq  and  A  -  amplitude^  of  displacement,  and  I0  and  I  —  intensity  of  oscilla¬ 
tions  In  sections  xQ  and  x,  i.e.,  at  x  cm  from  beginning  of  reading. 

Knowing  the  attenuation  factor,  one  can  d  termine  amplitude  of  displacement 
and  intensity  of  oscillations  in  any  section  from  the  relationships: 

A,  -  (26) 

_  /,« /<,«-** 


The  attenuation  factor  can  be  expressed  also  in  decibels  per  centimeter 
(dB/cm);  1  decibel  =  0.115  neper. 
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Damping  of  oscillations  is  determined  first  of  all  by  losses  on  internal 
friction  and  appears  in  gradual  absorption  of  energy  of  elastic  oscillations  with 
transition  into  thermal. 

Absorption  in  the  first  approximation  is  characterized  by  the  Q  of  the  medium 
and  increases  with  its  decrease.  If  absorption  in  pure  aluminum  (Q  =  3  0000)  is 
taken  as  unity,  in  magnesium  and  cobalt  it  will  be  approximately  2,  in  steels  — 
from  2  to  5,  in  fused  quartz  —  2.5  tungsten  -  3.5,  molybdenum  and  glass  -  5, 
copper  —  36,  nickel  —  72,  polystyrene  —  200,  organic  glass  —  400,  rubber  -  1200, 

During  propagation  of  elastic  oscillations  in  a  polycrystalline  medium 
possessing  elastic  anisotropy  (for  instance,  in  metal),  there  is  also  gradual 
energy  dissipation  of  oscillations  by  crystallites,  which  leads  to  additional 
decrease  of  intensity  of  oscillations  in  direction  of  propagation  of  wave. 

In  this  case  damping  is  determined  by  the  sum  of  losses  on  absorption  and 
scattering  of  vibrations. 

In  conditions  of  ultrasonic  defectoscopy  of  metals,  especially  of  coarse¬ 
grained  metals,  scattering  of  elastic  oscillations  leads  to  structural  reverbera¬ 
tion.1  Appearance  of  structural  reverberation  oan  be  explained  by  anisotropy  of 
elastic  properties  of  crystallites  of  the  metal.  Basic  considerations  on  role  of 
dimensions  of  crystals,  anisotropy  of  their  elastic  properties,  and  frequency  of 
UZK,  set  forth  below,  were  first  formulated  by  the  author  in  1940  (104,  105].2 
Late  in  1948,  S.  Ya.  Sokolov  [107]  expressed  the  same  thought  in  general  form. 

Then  Mason,  McSkimin  [108]  and  Roth  (109]  in  works  carried  out  sufficiently  strictly 
and  checked  experimentally,  for  the  first  time  tried  to  give  a  quantitative  account 
of  damping  UZK  in  metals.  Further,  I.  M.  Lifshits  and  G.  D.  Parkhomovskiy  [110,  l 
thoroughly  analyzed  processes  of  scattering  and  absorption  and  proposed  formulas 
for  calculation  of  corresponding  coefficients,  considering  transformation  of 
longitudinal  UZK  into  shear  vibrations,  and  finally  L.  G,  Merkulov  [112,  113] 

Reverberation  is  the  result  of  flutter  echo  of  sound  from  surfaces  limiting 
volume  of  space  in  which  sound  spreads.  In  conditions  of  ultrasonic  defectoscopy, 
during  propagation  of  elastic  vibrations  in  polycrystalline  medium  (in  metal)  along 
with  volume  reverberation  (flutter  echo  of  oscillations  from  edges  of  controlled 
article)  structural  reverberation  is  possible  also  (flutter  echo  and  scattering  by 
boundaries  of  grains  of  metal).  For  small  dimensions  of  article  volume  reverbera¬ 
tion  prevails,  and  with  small  dimensions  structural  reverberation  prevails. 

2  See  also  D.  S.  Shrayber.  Application  of  ultrasonic  vibrations  for  detection 
of  defects  in  metallic  articles.  Dissertation,  MAI,  1942. 


71 


invest! gat  inn  in  detail  scattering  UZK  propagating 
in  a  polycrystalline  solid  body,  executed  a  series 
of  calculations  and  essentially  developed  the 
theory  of  this  question. 

In  the  above  works  the  author  originated 
from  the  idea  of  two  solid  media  I  and  II,  divided 
by  boundary  AA  (Fig.  84a).  If  moduli  of  normal 
elasticity  Ej  and  Ejj  and  density  p1  and  p2  of 
these  media  is  absent,  UZK  incident  on  boundary 
AA  from  medium  I  at  an  angle  a,  will  pass  through  the  boundary  without  refraction 
and  reflection  since  rate  of  propagation  of  UZK  (c.  and  c?)  and  also  specific  wave 
Impedance  of  both  media  (p^c^  and  p^Cg)  ar '  equal  to 

c»  *■  p»fi  =>  fcft. 

The  picture  essentially  changes  in  the  presence  of  anisotropy.  Let  us  assume 
that  direction  of  maximum  elastic  modulus  Ej  max  in  the  first  medium  is  characterized 

t  I 

by  vector  xx  ,  and  EII  max  in  the  second  by  yy  '(Fig.  84b).  Then  UZK,  propagating 
in  the  first  medium  in  direction  BO  with  rate  c^,  which  is  determined  by  the  value 

i  i 

of  Ej  for  this  direction,  during  transition  through  A  A  changes  speed  to  cg, 
different  from  and  determined  by  the  value  of  Ejj.,  in  the  direction  of  continua¬ 
tion  of  beam  BO  (densities  p^  and  p2  as  before  are  equal  to  one  other).  Consequently, 
there  will  take  place  refraction  (UZK  in  the  second  medium  will  propagate  in 
direction  OB  ,  different  from  continuation  of  beam  OB1)  and  reflection  (p^c^  f  pocp)> 

II 

accompanied  by  appearance  of  beam  OB  .  Refractive  and  reflective  indices  UZK  are 

determined  by  degree  of  anisotropy,  characterized  by  the  ratio  fir**  ~  .  lOO11,,. 

Emu 

With  increase  of  value  of  this  ratio,  the  fraction  of  reflected  energy  increases 
due  to  increase  of  reflectivity,  and  in  a  number  of  cases  also  because  of  complete 
internal  reflection  of  UZK  when  they  hit  the  boundary  of  crystallites  at  an  angle 


lStrictly  speaking,  direction  of  the  refracted  beam  will  not  be  rectilinear: 
the  beam  of  UZK  diverges,  therefore,  due  to  distinction  of  rate  of  propagation  of 
oxcillfttions  in  direction  of  axis  of  beam  and  the  outmost  beams  when  the  structure 
is  coarse-grained  refraction  should  be  observed:  the  beam  will  be  distorted 
in  the  direction  of  the  vector  characterizing  direction  of  minimum  value  of  elastic 
modulus . 
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Fig.  84.  Influence  of 
anisotropy  of  medium  on 
conditions  of  propagation  of 
UZK. 
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exceeding  critical  angle  4> . 

It  is  possible  to  affirm  thus 
that  during  propagation  of  longitudinal 
UZK  in  a  polycrystalline  medium  (for 
instance,  in  metal)  with  disorderly 
orientation  of  crystals  whose  dimensions 
are  comparable  with  wavelength,  in 
the  presence  of  sufficiently  great 
anisotropy  of  elastic  properties  of 
these  crystals  there  will  be  observed 
reflection  of  UZK  from  boundaries  of  crystals,  refraction  upon  transition  through 
boundaries,  and  gradual  dispersion  in  all  sides.  All  this  should  lead  to 
corresponding  lowering  of  sensitivity. 

A  possible  picture  of  passage  of  UZK  through  metal  is  shown  in  Fig.  85.  This 
picture  should  naturally  be  considered  only  as  a  very  rough  diagram.  In  ultrasonic 
beam,  incident  at  point  A  normally  to  surface  I-I  encounters  on  the  way  differently 
oriented  crystallites,  is  refracted  upon  transition  from  one  crystallite  to  another, 
as  a  result  its  rectilinear  path  is  somewhat  distorted  and  the  beam  attains  surface 
II-II  at  point  B. 

Besides,  due  to  reflection  on  boundaries  of  crystallites  the  UZK  penetrate 
neighboring  crystallites  and  after  flutter  echo  and  refraction  attain  surface  iI-TT 
or  return  to  surface  I-I,  emerging  from  metal  in  points  C,  D,  E  and  F.  These 
oscillations,  due  to  considerable  difference  of  movement  in  metal,  differ  in 
amplitude  and  phase. 

As  a  result  there  is  created  a  complicated  wave  field  consisting  of  the  primary 
beam  and  a  great  number  of  repeatedly  reflected  beams  which  are  combined  with  tnr 
primary  beam  and  interfere  with  it  and  with  each  other. 

It  is  possible  to  imagine  the  case,  when  in  the  presence  of  a  defect  on  the 
path  of  the  primary  beam  AB  for  point  B  there  are  revealed  vibrations  caused  by 
total  action  of  beams  C,  D,  and  E,  as  a  result  of  which  in  place  of  an  acoustical 
shadow  a  penumbra  is  obtained. 

The  case  is  possible  when  in  the  absence  of  a  defect  on  the  path  of  beam  AB 
the  field  near  point  B  can  be  weakened  as  a  result  of  interference  of  primary  beam 
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Fig.  85.  Diagram  of  propagation  of 
UZK  in  a  polycrystalline  solid  body. 
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Table  ?.  Influence  of  'Je.'.^e  of  Anise*' ropy  of  Elastic 


Note:  a  —  elastic  modulus,  B  —  shear  modulus, 

B  —  degree  of  elastic  anisotropy. 


with  multiple  reflected  beams  arriving  with  phase  shift. 

In  control  by  echo  method  a  repeatedly  reflected  pulse,  emerging  from  point 
F  creates  the  impression  of  presence  of  defect  located  at  a  depth  equal  to  total 
length  of  path  of  pulse  in  metal  and  capable  of  exceeding  thickness  of  controlled 

article. 

The  fraction  of  scattered  energy  will  be  determined  mainly  by  the  ratio  of 
length  of  elastic  wave  to  average  dimension  of  crystallite  and  also  degree  of 
anisotropy  of  metal.  Knowing  maximum  and  minimum  values  of  elastic  modulus  [114, 
115],  it  is  possible  to  calculate  maximum  reflectivity  of  LiZK  passing  through  the 
boundary  of  two  differently  oriented  crystallites,  maximum  refractive  index  and 
magnitude  of  critical  angle  of  total  internal  reflection.  Approximate  values  of 
enumerated  parameters  are  given  in  Table  3.  They  give  an  idea  about,  influence  of 
elastic  anisotropy  of  crystallites  of  metal  on  scattering  of  UZK,  and  permit 
placing  metals  according  to  degree  of  anisot.o’y  in  a  series  starting  from  tungsten 
—  a  metal  with  zero  anisotropy  —  and  finished  by  metals  for  which  elastic  anisotropy 
and  consequently  also  coefficient  of  scattering  t'ZK  are  sufficiently  great. 

As  a  result  of  major  works  of  the  above  authors,  theory  of  scattering  of 
elastic  waves  in  polycrystalline  medium  can  be  considered  as  formulated  sufficiently 
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strictly.  It  considers  the  degree  of  elastic  anisotropy  of  metal,  relationship 
between  length  of  elastic  wave  and  average  dimension  of  crystallite,  and  effect  of 
transformation  of  longitudinal  waves  into  shear  waves  during  scattering  of 
longitudinal  waves.  Formulas  proposed  on  the  basis  of  theory  permit  calculating 
scattering  coefficients  UZK  and  obtaining  results  agreeing  sufficiently  well  with 
experimental  results.  Comparison  of  scattering  coefficients  calculated  by  L.  G. 
Merkulov  for  iron,  copper  and  magnesium  with  obtained  experimental  data  confirms 
the  position  of  these  metals  in  the  series  given  in  Table  3. 

Formulas  given  by  L.  G.  Merkulov  for  scattering  coefficients  of  longitudinal 
and  shear  UZK  by  crystals  of  cubic  and  hexagonal  systems  show  that  scattering 
depends  on  many  factors  and  increases  by  complex  law  with  increase  of  frequency 
of  UZK,  overall  volume  of  the  crystallite  and  degree  of  its  anisotropy. 

Coefficient  of  scattering  of  ultrasonics  y  for  the  shown  pure  metals  at 
frequencies  for  which  ratio  of  length  of  elastic  wave  X  to  average  linear  dimension 
of  crystallite  D  is  larger  than  ten  can  be,  according  to  L.  G.  Merkulov, 

—T  4 

approximately  determined  from  the  expression  y  *=  D  f  .  For  higher  frequencies  or 
for  a  bigger  grain,  where  X/D  <  8  -  10,  y  =>-  Df2..  At  further  decrease  of  ratio  X/D, 
when  it  becomes  less  than  four  scattering  obtains  a  diffuse  character  and 
coefficient  of  scattering  decreases.  Experiments  conducted  by  the  author  on 
aluminum,  zinc,  and  iron  completely  confirm  what  was  said  fll6]. 

All  considerations  because  of  structural  reverberation,  stated  above,  pertain 
to  a  single-phase  system  (pure  metal,  uniform  solid  solution). 

The  phenomenon  essentially  is  complicated  during  propagation  of  UZK  in  polyphase 
system.  In  this  case  one  should  additionally  consider  influence  of  elastic 
properties  of  carbide,  intermetallide  and  other  precipitations,  their  relationship 
with  elastic  properties  of  crystallites  of  solid  solution  and  their  anisotropy. 

As  L.  G.  Merkulov  and  L.  A.  Yakovlev  showed  [117],  during  investigation  of 
electroporcelain,  scattering  of  UZK  by  small  particles  of  second  phase  evenly 
distributed  in  a  uniform  solid  medium  is  proportional  to  average  volume  of  particles, 
relative  contents  of  dispersing  phase,  and  coefficient  considering  relationship  of 
elastic  characteristics  of  scatterer  and  environment  is  proportional  to  the  fourth 
power  of  frequency  and  inversely  proportional  to  the  fourth  power  of  rate  of 
propagation  of  UZK. 
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Comparison  of  data  on  absorption  and  scat*  .-ring  of  UZK  if.  lifferent  metals 
permits  explaining  the  observed  essential  impairment  of  conditions  of  control  of 
articles  from  nickel  of  copper  and  their  alloys  and  also  from  alloyed  steels 
(especially  the  austenitic  class),  as  compered  to  articles  from  aluminum  and  it-s 
alloys.  Not  less  important  than  damping  the  acoustic  characteristic  of  a  medium 
is  rate  of  propagation  in  it  of  elastic  waves  of  different  types. 

In  gases  and  liquids  rate  of  propagation  of  binci tudinal  waves  is  determined 
by  the  expression 

zc.yii: 

P*  '  P  •  Pm  ( *  •'  ■ 


where  Pm  —  adiabatic  compressibility;  plt3  —  isothermal  compressibility;  y  —  adiuhat' 
coefficient;  p  —  density  of  medium. 

In  solid  bodies. rate  of  propagation  of  clastic  waves  depends  on  type  of  wave, 
and  for  a  given  type  of  wave  also  on  dimensions  of  the  body  in  which  it  propagates. 

For  a  rod  whose  transverse  dimensions  are  considerably  less  than  wave  length 
rate  c^  of  propagation  of  longitudinal  waves  (more  exact  than  expansion  waves)  equ:. li¬ 
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where  E  —  Young's  modulus;  p  —  density  of  medium. 

In  an  unbounded  medium  conditions  of  propagation  of  longitudinal  waves  are 
different,  inasmuch  as  during  deformation  any  volume  element  experiences  resi.  tar.ee 
of  the  surrounding  medium,  which  is  equivalent  to  increase  of  elasticity.  Elasticity 
of  a  solid  unbounded  medium  is  characterised  by  two  parameters  —  Young's  modulus 
E,  and  Poisson's  ratio  a.  Rate  of  propagation  of  longitudinal  waves  in  an  unbounded 
medium  is  expressed  therefore  by  a  more  complicated  formula: 

i /  E  i —a 

Ct  r  p  '  (l+o)  (!-2u)  •  (2q) 


For  the  majority  of  metals  the  value  of  "oisson's  ratio  fluctuates  within  the 
limits  0.25-0.35.  As  a  result  values  of  rate  of  propagation  of  longitudinal  waves 
in  an  unbounded  medium  exceed  values  of  rate  of  their  propagation  in  a  rod  from 
the  same  material  approximately  by  10-25?*. 
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With  increase  of  ratio  of  diameter  of  rod  to  wave  length,  the  rate  does  not 
increase  monotonically  but  changes  by  complicated  law.  Thus,  at  d  «=  X  minimum  of 


rate  is  observed,  equal  to  approximately  one  third  of  the  rate  for  an  unbounded 
medium,  and  at  values  ^  within  the  limits  1.6-2. 2  propagation  of  longitudinal  waves 
cannot  be  recorded  at  all. 

Rate  of  propagation  of  shear  waves  in  an  unbounded  medium  (cs)  is  determined 
by  the  expression 

c*-  V~p-  <30> 

where  0  —  shear  modulus,  whose  magnitude  for  the  majority  of  metals,  as  is  known, 
composes  0.38-0.4  of  the  magnitude  of  Young's  modulus. 

Taking  into  account  what  was  said,  rate  of  propagation  of  shear  waves  in  an 
unbounded  medium  composes  approximately  0.62-0.64  of  the  rate  of  propagation  of 
purely  longitudinal  waves. 

Surface  waves  (Rayleigh  waves )  propagate  with  a  rate  determined  by  the 
relationship 

0,87+  l,12o  i/  0  (3i) 

l+o  1  p’ 

from  which  it  follows  that  this  speed  composes  ~O.02-O.93  of  speed  of  propagation 
of  shear  and  ~0. 57-0. 59  from  speed  of  propagation  of  longitudinal  waves. 

Speed  of  propagation  of  bending  waves  is  determined  by  frequency  of  oscilla¬ 
tions,  and  besides,  depends  on  form  and  dimensions  of  body  in  which  these  waves 
propagate.  Thus  for  an  infinitely  long  rod  of  radius  r,  speed  is  equal  to 

<*> 


and  for  an  infinite  plate  of  thickness  d,  composes 


Cb 


/.|3  p  l  —  o* 


E  1 
p  3(l-o») 


(33) 


77 


Speed  of  propagation  of  normal  waves,  just  as  bending  waves,  is  determined 
by  frequency  of  oscillations  and  thickness  of  article,  and  besides,  is  distinguished 
for  every  type  and  order  of  normal  wave.  Therefore,  for  instance,  the  angle  of 
incidence  of  a  longitudinal  wave,  from  which  as  a  result  of  transformation  a 
normal  wave  appears  and  which  one  should  choose  in  accordance  with  its  speed, 
is  determined  according  to  the  curve  depicting  dependence  of  this  angle  on  product, 
of  frequency  of  oscillations  by  thickness  of  article. 

Dependence  of  speed  of  propagation  of  normal  wuves  on  frequency  of  oscillation: 
i.e.,  dispersion  of  speed,  has  essential  value,  especially  during  work  with  short- 
pulses.  Propagation  of  frequency  components  o'  a  pulse  with  different  speeds 
leads  to  gradual  distortion  of  form  of  initial  pulse.  .Kate  of  displacement  of 
maximum  of  bending  waves  or  group  speed  of  propagation  o*’  a  pulse  differ  from  puns  ■ 
speed  of  propagation  ox  UZK  of  different  frequencies  composing  the  pulse. 

For  ultrasonic  defectoscopy  specific  wave  impedance  of  medium,  chai'acterir J ng 
resistance  rendered  by  an  infinitely  extended  medium  propagating  the  wave  has  large 
value.  If  the  medium  is  not  infinitely  extended,  it  Is  necessary  to  consider 
active  mechanical  resistance  (internal  friction)-  of  the  oscillatory  system  in  the 
direction  of  propagation  of  elastic  oscillations  arid  in  the  direction  perpendicular 
to  it,  and  then  impedance  is  expressed  by  a  complex  value  (acoustic  Impedance). 

If  active  losses  (which  is  not  always  permissible)  are  disregarded,  wave  Impedance 
Z  is  expressed  by  the  real  part  of  acoustic  impedance  and  can  be  recorded  in  the 
following  way: 


where  and  c^  -  linear,  i.e.,  happening  per  unit  length  mass  and  correspondingly 
flexibility  of  system. 

From  this  expression  it  follows  that  in  a  system  not  possessing  active  losses, 
wave  impedance  has  purely  active  character.  It  is  necessary,  however,  to  stress 
that  the  active  character  of  wave  impedance  is  r.ot  connected  with  irreversible 
thermal  losses  of  energy  of  oscillations,  and  appears  in  the  circumstance  that 
during  propagation  of  a  travelling  elastic  wave  in  a  system  not  possessing  active 
losses,  every  section  of  the  system  completely  removes  energy  from  the  preceding 
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and  thus  completely  without  loss  and  reflections  transmits  it  to  the  following 
section. 

The  above  expression  for  wave  impedance  may  be  written  otherwise,  expressing 
linear  mass  through  density  of  medium  and  area  of  cross  section,  and  linear 
flexibility  through  Young's  modulus  and  area  of  cross  section  m^  =  pS  and  c1  =  -gg- 

Then 

1  "V  IT  -  -  SpCL. 

whence  specific  wave  impedance  of  the  medium 

Zq  -  „CL.  (55) 

Thus  specific  wave  impedance  of  a  medium  not  possessing  active  losses  is 
expressed  by  the  product  of  density  of  medium  by  speed  of  propagation  in  it  of 
elastic  oscillations  of  given  type. 

In  Table  4  a.  e  given  the  most  important  acoustic  characteristics  of  different 
substances. 

From  this  table  one  may  see  that  speed  of  propagation  of  longitudinal 
oscillations  In  gases  composes  in  most  cases  500-400  m/s  (only  for  hydrogen  does 
it  equal  1285  m/s),  for  liquids  the  values  of  speed  lie  within  the  limits  1000-1500 
m/s,  and  for  the  majority  of  solid  bodies  speed  composes  4000-6000  m/s  with 
separate  deflections  to  smaller  values  (rubber  —  1480  m/s)  and  to  larger  values 
(beryllium  —  12,250  m/s). 

With  such  values  of  propagation  rates  of  oscillations  and  at  the  frequencies 
utilized  in  defectoscopy  wavelengths  are  minute. 

Damping  in  air  is  very  great;  in  water  it  is  three  orders  less.  In  plastics, 
resins,  rubber,  ebonite,  textolite,  wood  damping  is  approximately  of  the  same 
order  as  in  air  and  is  determined  basically  by  absorption.  In  casting  from  high- 
alloy  steel,  aluminum  and  magnesium  alloys,  by  cast-iron,  copper,  brass,  bronze,  in 
porous  ceramics,  and  in  minerals  damping  Is  approximately  the  same  but  is  determined 
mainly  by  scattering. 

In  casting  from  low-alloy  steels,  of  aluminum  and  magnesium  alloys,  of  highly 
durable  cast  iron,  in  half-finished  products  from  deformed  copper  alloys,  and  In 
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articles  from  ceramic  metal  damping  is  one- two  orders  lower . 

Damping  in  deformed  iron,  aluminum,  magnerium,  silver,  titanium,  tungsten, 
zirconium,  and  alloys  on  that  base  and  also  in  glass,  quartz,  and  porcelain  is 
an  order  still  lower  -  at  2.5  MHz  it  is  omy  little  more  than  in  water  and  with 
increase  of  frequency  increases  by  a  complicated  law. 

4.  Phenomena  Observed  on  Interface  of  Media 

Specific  wave  impedances  of  gases  of  liquids  and  metals  are  related  approx i mat 5i,. 
as  1:3000:100,000  and  attain  for  metals  very  large  values  (see  Table  4) 

Such  relationships  of  specific  wave  impeuances  is  very  fortunate  for  the 
purpose  ultrasonic  defectoscopy,  using  the  significant  reflection  of  ultrasonic 
oscillations  from  the  surfaces  of  defects  in  a  metal,  which  in  the  majority  of 
cases  can  be  considered  as  the  metal-ai1"  interface. 

If  a  flat  elastic  wave  propagating  with  speed  c1  in  a  uniform  medium  with 
density  reaches  the  boundary  with  a  second  medium  with  density  pg  and  speed  oi 
propagation  of  wave  in  it  Cg,  there  occurs  partial  reflection  of  energy.  If  it  is 
considered  that  the  second  medium  is  infinite  arid  damping  of  elastic  oscillation.? 
is  disregarded,  then,  as  was  shown  above,  values  of  specific  wave  impedance  can  be 
expressed  by  real  quantities.  The  reflection  factor  with  respect  to  amplitude  of 
pressure  shift  (i.e.,  ratio  of  corresponding  amplitudes  in  reflected  and  incident 
waves )  is  equal  to 

y  _  ^>OT»  Anrf  __  P 2C2  ( -jg  } 

*  Pua*  Aa:1  Pjft+PlCl 

In  general,  however,  the  second  medium  has  finite  extent  and  possesses  damping, 
therefore  the  reflection  factor  with  respect  to  amplitude  is  determined  by 
relationship  of  acoustic  impedances  of  both  media,  and  consequently  is  a  complex 
quantity  characterizing  besides  the  ratio  of  amplitudes  of  reflected  and  incident 
waves  also  the  phase  jump  appearing  upon  reflection  from  interface  of  media. 

From  expression  (36)  it  follows  that  the  reflection  factor  can  be  positive  or 
negative.  Thus  if  wave  impedance  of  the  second  medium  is  less  than  the  first, 
the  reflection  factor  will  be  negative.  This  signifies  that  phase  of  shift  and 
pressure  in  a  reflected  wave  will  lag  the  incident  by  a  half  period  (antiphased 
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Table  4.  Basic  Acoustical  Characteristics  of  Different 
Substances 


Substance 

fnp 

riMl 

fn'« 

?  •<*“* 

*np 

Np/cm 
(f  •  2.b  1 

m/s 

m/s 

m/s 

lus/rn3 

k&M2  • 

Aluminum  •»•••••••• 

6260 

3080 

2600 

2.7 

1700 

0,002- 

0,05 

Babbit  . 

6600— 

4000— 

— 

11-15 

7700- 

— 

7300 

4700 

10200 

Beryllium  ......... 

12250 

8200 

7870 

1,85 

2260 

— 

5160 

2870 

2650 

19.1 

10420 

— 

5650 

3230 

3000 

7.7 

4560 

0,01— 

0,08 

3240 

1200 

19,3 

6260 

-F- 

Bras*  . . .  . 

4430 

2120 

— 

8.1 

3610 

— 

3000 

— 

— 

0,53 

160 

— 

4600 

2200 

— 

1.7 

780 

0.001 

4700 

2260 

2100 

8.9 

4180 

0.018— 

0,044 

6290 

3350 

3110 

10,09 

6350 

— 

Nick«*l . 

5630 

2960 

— 

8.8 

4950 

— 

4!u0 

1700 

— 

8,6 

3530 

— 

lOuXJ 

— 

— 

3.9 

3900 

— 

Tin  .  .  . 

3320 

1670 

— 

7.3 

2420 

— 

3960 

1670 

_ 

21.4 

8460 

— * 

1450 

_ 

— 

13,6 

1900 

0.006 

2160 

7ou 

660 

11.4 

2460 

— 

36*10 

1590 

— 

10,5 

3600 

— 

6000 

3500 

2790 

4,5 

2700 

— 

3300 

— 

— 

18.7 

620J 

— 

4900 

2900 

— 

6.5 

3200 

— 

35u0— 

2200— 

— 

7.2 

2300 — 

— 

5600 

32tH) 

4000 

2500 

1100 

—  1 

U8 

300 

— 

■luart:,  single-crystal  al;nc 

* 

1400 

th«  X  axis  . 

5740 

3140 

— 

2.6 

7“ 

5570 

3515 

3390 

0  o 
■  •  • 

130.) 

— 

1600- 

— 

— 

1. 1-1.2 

200— 

— • 

2000 

270 

0,23 

Polyst.vreu* . . 

2670 

1120 

—  * 

1.1 

300 

146*1 

— 

— 

0.9 

140 

2.5 

5500 

3420 

— 

2.7 

1500 

O.lXrti 

2550 

1300 

— 

1.18 

3*>0 

0,58 

292* » 
1350 
53"0— 

— 

— 

1 .28 
2.2 

2.4 

375 

300 

1300— 

59i*0 

1400 

2100 

_ 

— 

1.2 

290 

— 

. . 

1490 

1920 

— 

1 

1.26 

149 

290 

0,001 

0.06 

Oil,  traruformer . 

1400 

— 

— 

0.9 

125 

1 

335 

— 

— 

l,310-J 

0,043 

reflection).  And,  conversely,  if  pgCg  >  p^,  reflection  will  be  cophasal,  i.e., 
phase  of  displacement  and  pressure  in  incident  and  reflected  waves  coincide. 


Inasmuch  as  pressure  on  both  sides  of  Interface  of  media  must  be  identical, 
pressure  near  the  interface  in  the  second  medium  P„ p  is  equal  to  sum  of  pressures 
In  incident  P0iU  and  reflected  PQ  TP  waves  on  the  interface,  i.e.,  Pau  +  poip  -  P^ 
It  follows  from  this  that  during  passage  of  elastic  waves  from  a  medium  with 
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a  smaller  to  a  medium  with  a  greater  wave  Impedance  pressure  in  passing  wave 
(near  the  Interface)  will  be  more  than  in  the  incident  (transmission  coefficient 
with  respect  to  pressure  D=  ;  during  propagation  of  elastic  wave  in  the 

opposite  direction  pressure  in  passing  wave  is  less  t:  an  in  incident  (D  <  l  V 

Reflection  factor  with  respect  to  energy  (i.e.,  fraction  of  reflected  energy), 
determined  by  ratio  of  intensities  in  incident  and  reflected  waves,  under  the 
condition  of  perpendicular  fall  of  ultrasonic  oscillations  on  an  infinite  interface 
is  a  real  quantity  and  is  equal  to 

R  c(P?c«Z~-Pj£LV  (37) 

'  pjCj+Pifi  ' 


From  the  metal-air  interface  elastic  oscillations  are  practically  completely 
reflected  since  specific  wave  impedances  differ  by  approximately  1  '0,0 di;  times. 

For  the  metal-liquid  interface  the  reflection  factor  is  ~8o? .  If,  however,  ratio 
of  specific  wave  impedances  is  2-2.5,  only  15-20#  energy  is  reflected. 

Let  us  consider  the  general  case  of  elastic  waves  striking  perpendicular ly  to 
the  surface  layer  of  a  medium  of  thickness  d  with  acoustic  impedance  -p.  lh.. 
layer  divides  uniform  media  with  acoustic  impedances  Z1  and  '7V 1  During  propagation 
of  a  wave  from  a  third  medium  into  the  first  the  reflection  factor  with  respect 
amplitude  is  equal 


Vn+Vi2*ikd 

I+Vuv.*1^' 


( 3& ) 


where  V.=  I’  —  Z*~Z*  -  reflection  factors  (with  respect  to  amplitude) 

'*  Z4+V  **  7,+Z, 

on  interfaces  of  media  2.1  and  3.2  correspondingly;  k2  -  wave  number  for  medium 
2,  equal  to  —  (X?  -  length  of  elastic  wave  in  medium  2). 

After  simple  transformations  the  expression  for  reflection  factor  with  respect 

to  energy  can  be  obtained: 

ZHZi-Zi)*+(Z,Z3-Zir-+(Z>-Zi)(Zf-Z-)«>sa  (V) 

R  ~ Z*(Z,-Z3)’+  (Z,Z3 - Z*)^Jzf-Zf(Z{~Z*)  cos  «  • 


1 Disturbance  of  continuity  in  a  solid  body,  forming  an  air  gap  or  a  plate 
immersed  in  liquid  constitute  a  particular  case  for  which  Z1  -  Zy 
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from  which  can  be  obtained  the  calculation  formula: 


R 


o  —  cos  a 

b  —  cos  a 


(40) 


where  a  and  b  —  numerical  coefficients  whose  value,  are  determined  by  the  relation- 

4  n  d 

ship  of  Z.  ,  Z?  and  Z,  (for  the  case  when  Z1  =  Z a  =  1),  and  a  =  - . 

■L  £  J  1  J 

Acoustical  transmission  of  system  is  equal  tc  D  =  1  -  R. 

Analysis  of  the  given  calculation  formula  shows  that  R  and  D  are  periodic 

d 

functions  of  the  ratio  —  .  Outer  limits  of  this  function  correspond  to  the  value 

a  =  0.  This  signifies  that  maximum  reflection  (R  =  t  1 )  is  obtained  when  ther^ 

'  max  b  +  j 

is  an  odd  number  of  quarter  wave  in  the  space  and  maximum  transmission  is 


max 


=  1  - 


a  -  1 


^  ^  ,  when  the  space  is  equal  to  zero  or  a  whole  number  of  half-waves. 


The  condition  of  maximum  transmission,  expressed  in  the  fact  that  in  the 
thickness  of  the  considered  layer  is  a  whole  number  of  half-waves,  signifies 
appearance  of  resonance  in  this  layer,  leading  to  a  sharp  decrease  of  acoustic 
impedance  of  the  layer  as  an  oscillatory  system  inasmuch  as  reactive  component  of 
impedance  becomes  equal  to  zero. 

Dependence  of  impedance  on  entrance  of  oscillatory  system  ("input  impedance") 
on  wavelength  of  this  system  also  is  used  in  ultrasonic  defectoscopy. 

When  it  is  necessary  to  transmit  energy  of  ultrasonic  oscillations  from  one 
solid  body  into  another  the  inevitable  air  gap  between  surfaces  of  both  bodies 
causes  considerable  reflection  and  therefore  should  be  excluded.  Energy  transfer 
of  ultrasonic  oscillations,  as  already  was  indicated,  usually  is  carried  out 
through  liquid,  for  instance  by  means  of  submersion  of  both  bodies  in  a  bath 
(immersion  method)  or  by  applying  a  film  of  lubricant  (contact  method  with  lubrie 
or  finally,  through  a  flowing  stream  of  liquid  (jet  contact).  Acoustical  low 
frequency  oscillations  can  be  transmitted  also  through  a  dry  contact.  A  layer  of 
liquid,  for  instance,  transformer  oil,  applied  on  the  surface  of  a  solid  body  fills 
the  gap,  as  a  result  of  which  a  sufficient  fraction  of  energy  of  ultrasonic 
oscillations  can  be  transmitted. 

In  Fig.  86  are  given  curves  of  dependence  of  acoustical  transmission  of 
different  layers  (water,  transformer  oil,  air,  film  of  aluminum  oxide)  between  hard 
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Fig.  86.  Dependenceof  D  and  h  on  frequency  of  hZK  f  an  i  on  thickness  i  of  layer 
between  two  media:  1  —  steel-alr-steel ;  2  -  quartz,  aluminum,  beryll  ium-liqui i 
(oil,  water)  —  aluminum;  3  —  quartz,  aluminum- 1  is;  rid  (oil  water)  -  steel; 

4  —  quartz,  aluminum- liquid  (oil  water)  —  plastic ;  r  -  quartz-liquid  (oil  water)  — 
tungsten;  6  —  aluminum-aluminum  oxide-aluminum;  7  —  Quartz- ell -aluminum  (experiment). 


media  on  thickness  of  layer  and  frequency  of  ultrasonic  oscillations.1 

One  may  see  that  at  assigned  frequency  of  ultrasonic  oscillations  transmission 
of  system  drops  rapidly  with  increase  of  gap.  Thus  for  a  quartz-oil-alum i num 
(or  steel)  system  a  sharp  fall  of  transmission  starts  at  ~2C  urn* MHz.  For  frequency 
2.5  MHz  magnitude  of  gap  is  equal  10  pm,  which  approximately  corresponds  co  d^vre*1 
of  surface  finish  of  surface  C-  6).  The  curve  for  a  steel-alr-steel  system  test  If!*, 
to  the  exceptionally  high  sensitivity  ultrasonic  defectoscopy,  since  the  most 
Insignificant  gaps  are  practically  opaque  for  ultrasonic  oscillations  used  in 
defectoscopy  of  frequencies. 

Resonance  phenomena  giving  a  sharp  increase  of  transmission  practically  show 
no  noticeable  form  during  manifestation  of  defects,  inasmuch  as  in  tills  case  they 
are  preceded,  as  can  be  seen  from  the  given  curves,  by  a  wide  zone  of  minimum 

(practically  zero)  transmission. 


Calculation  is  made  for  infinitely  extended  solid  bodies.  For  possibility 
ol  using  the  given  curves  for  determination  of  transmission  of  the  layer  of  contact 
lubricant  during  energy  transfer  of  ultrasonic  oscillations  from  the  search  head 
into  the  controlled  article,  see  Section  VI. 
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Upon  considerable  increase  of  thickness  of 
intermediate  liquid  layer,  and  in  the  absence  of 
resonance  phenomena  (pulse  conditions),  transmission 
of  system  does  not  depend  on  frequency  and  is  equal 
to  product  of  coefficients  of  transmission  of  interfaces 
of  media  3.2  and  2.1.  Strictly  speaking,  this  is  true 
only  for  determination  of  total  energy  in  controlled 
medium.  At  sufficiently  high  frequency  or  when  there 
is  unevenness  (roughness)  on  the  surface  of  this  layer, 
it  acts  as  a  scatterer  and  energy  content  transmitted 
in  direction  of  field  axis  decreases. 

If  ultrasonic  oscillations  fall  on  the  interface 
of  two  media  at  an  angle  different  from  180°,  along 
with  reflection  refraction  is  observed  also,  where  as  in  optics  the  ratio  of  sines 
of  angles  of  incidence  of  reflection  and  refraction  equal  the  ratio  of  speed  of 
propagation  of  oscillations  of  corresponding  form  in  first  and  second  media. 

When  longitudinal  oscillations  strike  the  liquid  -  solid  body  interface  at 
a  glancing  angle  different  from  9 0°,  in  the  liquid  will  spread  a  reflected  beam 
(longitudinal  oscillations).  In  a  solid  body,  due  to  transformation  of  a  refracted 
beam  into  longitudinal  beams  and  shear  oscillations  two  beams  will  be  observed 
proceeding  at  different  angles  with  speeds  determined  by  type  of  wave  in  second 
medium. 

Upon  transition  of  longitudinal  elastic  oscillations  from  a  solid  medium  into 
a  solid  besides  the  two  beams  two  reflected  beams  will  be  observed  also  (Fig.  “ 

If  we  increase  angle  of  indidence  of  longitudinal  wave  L  from  liquid  or 
solid  medium  I  into  solid  medium  II,  at  certain  value  (first  critical  angle) 
the  refracted  longitudinal  beam  L  begins  to  glance  along  interface  (total  internal 
reflection  of  longitudinal  oscillations),  occurs  not  penetrating  the  second  medium 
(Fig.  88a).1  At  further  increase  of  angle  of  incidence  to  value  a„  (second  critical 
angle)  total  Internal  reflection  will  take  place  also  for  shear  oscillations.  Shear 
oscillations  will  not  appear  in  second  medium  (88b). 

xIt  is  assumed  that  speed  of  propagation  of  oscillations  in  second  medium 
is  more  than  in  the  first. 


Fig.  87.  Reflection, 
refraction,  and  trans¬ 
formation  of  ultrasonic 
oscillations  falling 
from  a  liquid  or  solid 
medium  on  the  interface 
with  a  solid  medium 
(in  case  of  fall  from 
liquid  medium,  reflected 
beam  is  absent). 
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Fig.  88.  Total  Internal  reflection  of  longitudinal 
—  a  and  shear  —  b  oscillations  at  Incidence  on 
boundary  under  critical  angles  ar.d  also  excitation 
of  surface  waves  —  c. 

KEY:  (a)  interface;  (t )  vacuum;  (e)  free  surface. 


If  angle  of  incidence  is  increased  somewhat  further,  on  the  surface  of  the 
second  medium  under  the  condition  that  to  the  ’"ight  of  ne  point  of  introduction  or' 
ultrasonic  oscillations  it  is  free  (i.e,,  borders  with  a  vacuum,  or-  which  i:: 
practically  the  same  —  with  air),  surface  waves  appear  (  ig.  ooc). 


Fig.  8°.  Reflection  of 
a  single  beam  —  a  and  a 
beam  of  ultrasonic 
oscillations  —  b  from 
edge  of  dihedral  angle. 


Pig.  oo.  Diffuse  reflec¬ 
tion  of  ultrasonic  oscilla¬ 
tions  from  a  rough  surface. 


For  defectoscopy  along  with  reflection  of  ultrasonic  oscillations  from  a  plan® 
reflection  from  right,  dihedral,  and  trihedral  angles  inside  the  controlled  body 
is  also  interesting.  A  beam  of  ultrasonic  oscillations  incident  on  the  edge  of  a 
dihedral  angle  In  the  plane  perpendicular  to  edges  of  angle  is  reflected  exactly 
in  the  opposite  direction  (Fig.  89).  When  a  parallel  beam  of  ultrasonic  oscillations 
is  incident  on  the  vertex  of  a  trihedral  angle  from  any  direction  it  is  reflected 
exactly  in  the  opposite  direction. 

We  considered  reflection  using  laws  of  geometric  optics  and  assuming  the 
interface  as  smooth  (specular  reflection^.  If  the  Interface  has  an  unevenness 
whose  height  (6)  exceeds  0.05-0.1  wavelength,  which  occurs  during  reflection  from  • 

a  real  defect,  diffuse  reflection  is  observed  (Fig.  90). 
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5.  Diffractlonal  and  Ir.terf erence  Phenomena 


If  during  propagation  of  ultrasonic  oscillations  they  meet  an  obstacle, 
depending  upon  relationship  of  dimensions  of  this  obstacle  and  wavelength  different 
dif fractional  phenomena  can  be  observed.  Figure  da  shows  the  presence  of  a  sound 
shadow  after  a  cylinder  whose  diameter  of  which  is  r. r  times  more  than  the  wave¬ 
length.  Such  an  obstacle  gives  considerable  reflection  of  oscillations.  If 
dimensions  cf  obstacle  are  equal  to  wavelengt.i  (Fi  -.  lb)  or  less,  that  beams  round 
the  obstacle  are  somewhat  diffused  and  considerable  reflection  in  this  case  is  not 
observed. 


b 

Fig.  Ql.  Influence  of  dimension  of  obstacle 
on  formation  of  sound  shadow. 


In  the  propagation  of  elastic  oscillatioi  ■  plays  a  large  role 

along  with  diffraction.  This  phenomenon  occurs  as  a  result  of  imposition  of  two  or 
more  coherent  oscillations,  i.e.,  oscillations  a  L.  1  ientical  frequency  (or  if 
frequencies  of  these  oscillations  are  related  as  whole  numbers)  and  constant 
difference  of  phases. 
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?!.-.  •." .  •  -■■>••  i  ■:’  wav-  field  of  disk 

radiator  of  elastic  oscillations. 


Resultant  oscillations  in  any  point  of  a  medi  :m  turn  out  to  be  equal  to  the 
algebraic  sum  of  all  oscillations  arrivi:.  a  is  point.  Amplitude  of  oscillations 
of  any  point  can  therefore  grow  if  seoarat^  oscillations  arrive  at  this  point  in 
phase  or  decrease  and  even  becc.  1  -qua]  to  ;ero  i:  o:  -1  ation  arrive  in  antiphase. 

Interference  can  lead  to  formation  of  stand;  /;;.ves,  characterized  by  an 
alternating  point  of  rest  along  field  axis  and  by  p  '■/:  oscillating  with  maximum 
amplitude . 

graphic  not  rkpkoduciblb 
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Fig.  93.  te  sity  of  oscillations  I  on  axis 
of  wave  field  of  disk  radiator  depending  upon 
distance  to  radiator.  Solid  curve  —  calcu¬ 
lated.  dotted  —  experiment. 

In  Fig.  °1  interference  lines  are  noti  :eable  aloi  direction  of  propagation  of 
oscillations,  the  result  of  their  composition.  'wing  to  interference  in  a  number 
of  points  in  defined  regularity  oscillation  are  absenl  :ause  of  this  distribution 

of  amplitudes  of  oscillations  in  the  field  cf  ■  n.inator,  i.e.,  structure  of 

the  field  close  to  the  illuminator  is  quite  complicated  (Fiv.  >2).  Intensity  of 
oscillations  close  to  the  oscillatii.  disk  in  its  axis  sharply  changes  as  was  shown 
in  Fig.  c3.  Only  starting  from  a  defined  distance  does  change  obtain  a  monotonic 
character,  following  tiie  law  of  inverse  proportionality  to  distance. 
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Fig.  Q4 .  Distribution  of  sound  pressure  in  wave  field 
of  disk  radiator  in  planes  perpendicular  to  field  axis 
at  various  distances  from  radiator:  Fu  -  imaginary 

focus;  *  —  extent  of  Fresnel  zone;  2a  —  angle  of 
divergence  of  beam. 


Pressure  measured  in  planes  parallel  to  radiating  surface  of  disk  at  Bmall 
distances  from  it  changes  the  same  way  by  .jumps,  and  thus  only  starting  from 
defined  distance  starts  a  monotonic  drop  with  removal  from  field  axis  (Fig.  9^). 

In  accordance  with  this,  as  was  already  said,  a  near  zone  of  a  wave  field  (zone 
of  Fresnel  diffraction)  and  a  distant  zone  (zone  of  Fraunhofer  diffraction)  are 
distinguished.  Extent  <I»  of  the  near  zone  depends  on  relationship  between  diameter 
of  radiator  D  and  length  of  elastic  wave  >  and  for  a  radiator  of  piston  type  can 
approximately  be  determined  from  the  expression1 


(n) 


where  £n  —  area  of  radiator. 

It  is  necessary,  however,  to  note  that  the  picture  shown  in  Figs.  Q2-°Jl  is 
accurate  only  for  conditions  of  continuous  radiation  of  oscillations  and  for  a 
radiator  of  piston  type  having*  disk  form. 


Experimental  check  of  the  expression,  carried  out  by  the  author  on  a  real 
radiator,  shows  that  it  gives  a  correct  result  if  instead  of  D  the  value  of 
effective  diameter  of  radiator  depending  on  construction  of  bracing  of  piezo¬ 
electric  element  and  ~0.7  D  is  used. 


P,o 


Nor.urdform  i*xeltotior  of  a  disk  radiator  in 


real  designs,  connected,  for  instance,  with  pressing 
of  piezoelectric  ■  Lemon t  along  circumference  or  with 
independent  excitation  of  separate  zones  of  radiating, 
surface,  caused  by  the  form  of  electrodes  on  them, 
another  form  of  radiator  —  square,  right-angles  or 
triangular  -  or  a  special  form  of  electrodes  on 
surface  of  radiator  —  all  this  in  considerable  degree 
decreases  effect  of  interference  138],  smoothing 

the  collapses  seen  on  Fig.  03,  Calculations  and 
experiments  carried  out  by  tie  author  Jointly  with 
A.  0.  fiorokho /  and  f  .  L'v  7  showed  that  such 
smoothing  occurs  during  the  radiation  of  short  pulses 
Moreover,  ii  the  limiting  case  when  pulse  duration 
is  equal  to  one  half-period  the  interference  zone  disappears  an  l  change  of  pressure 
with  distance  causes  monotonie  character  starting  from  surface  of  radiator  (Fig.  8 
This  reasoning  is  accurate  not  only  for  structure  of  field  of  radiator  but 
also  for  structure  of  field  in  the  shadow  zone  after  an  obstacle  located  on  axis 
of  radiator  and  having  disk  form.  Interference  phenomena  lead  to  sound  pressure 
after  the  obstacle  not  equaling  zero  in  any  point  on  the  continuation  of  this 
axis,  and  fluctuates  taking  different  values  from  minimum,  composing  a  certain 
fraction  of  pressure  before  the  otstacle,  to  those  exceeding  this  pressure.  The 
enumerated  measures  permit  smoothing  structure  of  field  in  zone  of  shade.  Inasmuch 
as  real  defects  almost  never  have  correct  form,  in  defectoscopy  interference  struc¬ 
ture  of  sound  shade  usually  is  not  observed. 

In  pulse  regime  conditions  of  propagation  of  ultrasonic  oscillations  in  a 
medium  differ  from  conditions  of  a  regime  of  continuous  radiation.  During 
propagation  of  ultrasonic  oscillations  in  the  form  of  short  pulses  of  following 
one  after  another  through  intervals  of  time  at  uic  1  is  ensured  full  damping  of 
every  pulse  prior  to  sending  the  following,  incident  and  reflected  waves  do  not 
meet  and  do  not  interfere.  Ultrasonic  oscillations  propagate  in  an  oscillatory 
system  of  infinite  length,  where  there  is  no  reflected  wave,  or  in  a  system  loaded 
on  resistance  equal  to  wave  impedance  of  system,  which  also  leads  to  absence  of  a 


Fig.  95.  Dependence  of 
sound  pressure  A  on 
axis  of  wave  field  of 
disk  radiator  on  distance 
r  to  radiator  at  uniform 
—  a,  nonuniform  -  b 
excitation  of  separate 
sections  of  radiating 
surface  and  during  the 
radiation  of  pulses 
which  do  not  exceed 
one  half-period  (c). 


reflected  wave.  In  this  case  input  impedance  of  system  is  determined  by 
parameters  of  the  actual  system.  If  ultrasonic  oscillations  are  radiated  in  a 
continuous  regime,  with  a  finite  extent  of  system  (practically,  for  conditions 
of  ultrasonic  defectoscopy,  when  dimensions  of  controlled  article  in  direction  of 
resounding  exceed  the  length  of  elastic  wave  a  small  number  of  times) input  impedance 
depends  not  only  on  parameters  of  system  but  also  on  frequency  of  oscillations  and 
on  magnitude  of  load  at  the  end.  This  dependence  effectively  is  used  in  certain 
methods  of  ultrasonic  defectoscopy. 

In  an  oscillatory  system  along  with  the  above  forced  oscillations  whose 
frequency  is  determined  by  the  radiator  and  does  not  depend  on  parameters  of  system 
free  oscillations  excited  by  impact  can  also  propagate.  Free  oscillations  are 
fading.  Initial  amplitude  of  these  oscillations  is  determined  the  for^e  from 
without  ’orce  of  blow)  and  frequency  and  attenuation  factor  by  parameters  of 
the  actual  system  —  its  mass,  flexibility  and  mechanical  resistance.  Analysis 
of  the  frequency  spectrum  of  free  oscillations  makes  it  possible  to  .judge  variation 
of  parameters  of  system  and  recently  has  also  been  used  in  ultrasonic  defectoscopy. 

The  considered  conditions  of  propagation  of  ultrasonic  oscillations  pertain 
to  a  uniform,  homogeneous,  isotropic  medium.  In  real  conditions  of  ultrasonic 
defectoscopy  of  metals,  as  was  noted  above,  there  is  a  structural  reverberation 
which  disturbs  the  reception  of  the  primary  signal  and  limits  sensitivity  of 
ultrasonic  monitoring. 


6 .  Methods  of  Ultrasonic  Defectoscopy 

Ultrasonic  defectoscopy  can  be  carried  out  by  five1  methods: 

1.  Shadow  method  (otherwise  -  method  of  sound  shadow  or  method  of  through 
resounding),  in  which  ultrasonic  oscillations  as  a  rule  are  introduced  in  an  artic 
on  one  side  and  taken  from  the  other  (in  mirror  variant  —  from  the  same).  Inasmuch 
as  ultrasonic  oscillations  encountering  a  defect  on  the  way  are  reflected  in  the 
opposite  direction,  presence  of  defect  in  article  can  be  .judged  either  by  decrease 


1At  present  there  is  a  sixth  method,  proposed  by  Yu.  V.  Lange  (author's 
certificate  No.  161564,  USSR,  1962)  and  called  the  velocimetric  method.  This  method 
is  based  on  measurement  of  change  of  speed  of  propagation  of  normal  waves  in  zone 
of  defects  in  multilayer  constructions,  and  is  carried  out  with  the  UVFD-1  . 
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of  energy  of  ultrasonic  oscillations  in  the  zone  of  geometric  shadow  after  the 
defect,  where  this  energy  penetrates  only  due  to  diffraction,  or  by  change  of 
phase  cf  ultrasonic  oscillations  rounding  the  defec*  •  .nd  covering,  consequently, 

a  longer  path. 

2.  Pulse  echo  method,  in  which  ultrasonic  oscillation  receiver,  located  on 
the  same  side  as  the  radiator  receives  reflected  pulses  of  ultrasonic  oscillation 
(echosignals )  from  surface  of  defect  and  from  opposite  edge  of  the  controlled 
article,  allowing  detection  of  different  defects  in  articles  of  different  form 
and  dimensions  —  including  very  large. 

3.  Resonance  method,  using  dependence  of  input  impedance  of  system  or.  its 
wavelength.  The  method  permits,  determining  resonance  frequencies  of  a  system, 
measuring  thickness  of  articles  (sheets,  pipes,  tanks)  in  the  controlled  zone 
(one-side  access)  and  revealing  certain  defects  ir.  this  zone. 

4.  Impedance  method,  using  dependence  of  input  impedance  of  system  on  load 

at  the  end,  which  when  used  in  the  control  of  laminar  (glued,  soldered)  constructions 
permits  revealing  zone  of  disturbance  of  solid  bond  between  the  thin  external  shell 
(leaf  sheathing)  and  sublayer  (metallic,  nonmetallic  or  honeycomb  filler). 

5.  Method  of  free  oscillations,  based  on  analysis  of  frequency  spectrum  of 
free  oscillations  in  a  system  excited  by  a  blow.  This  permits  monitoring  massive 
laminar  constructions  for  the  presence  of  zones  of  disturbance  of  the  solid  bond 
between  any  pair  of  layers  and  presence  of  defects  in  any  of  these  layers. 


Ill 

SHADOW  METHOD  OF  ULTRASONIC  DEFECTOSCOPY* 

1 .  Physical  Bases  of  Method 

If  Into  investigated  article  1  (Fig.  96)  are  introduced  ultrasonic 
oscillations  from  radiator  2,  and  if  on  the  path  of  the  oscillations  no 
heterogeneities  are  met,  causing  their  reflection,  receiver  3  located  on  the 
opposite  side  of  the  article  will  register  passage  of  ultrasonic  oscillations 
through  the  article.  Intensity  of  passing  [UZKj  (y.'jK)  will  be  less  than  intensity 
UZK  introduced  into  metal  inasmuch  as  when  they  propagate  from  radiator  to 
receiver  there  occur  losses  connected  with  reflection,  damping  and  geometric 
divergence  of  beam.  At  constant  thickness  of  article,  flat  front  and  rear 
surfaces,  and  uniform  material  the  level  of  intensity  UZK  incident  on  the  receiver, 
rigid  and  coaxial  fastened  with  radiator,  will  be  almost  constant,  and  readings 
of  indicator  ^  will  insignificantly  fluctuate  near  a  certain  defined  value 
which  should  be  accepted  as  initial  (Fig.  96a).  If,  however,  on  the  UZK  path 
heterogeneities  are  met,  then  depending  upon  area  of  cross  section  of  UZK  beam, 
area  of  reflecting  surface,  and  distance  between  defect  and  rear  surface  of 
article,  there  can  be  the  following  variants: 

1.  UZK  beam  is  completely  covered  by  defect  —  indicator  shows  zero  (Fig. 

96b). 

2.  Defect  reflects  clear  "sound  shadow"  to  rear  surface  of  article  —  readings 
of  indicator  sharply  drop  (Fig.  S*6c)  . 


Recently  this  method  is  frequently  called  the  method  of  "through  resounding," 
which  should  be  recognized  as  more  correct. 
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Fig.  96.  Shadow  method  of  ultrasonic 
defectoscopy. 


3.  Sound  shadow,  as  a  result  diffraction,  does  not  reach  rear  surface 
of  article  —  receiver  picks  up  UKZ  whose  intensity  decreases  by  the  magnitude 
of  energy  reflected  from  defect  readings  of  indicator  drop  insignificantly 

(Fig.  9od). 

To  control  by  the  sound  shadow  method,  in  general  access  to  article  from 
both  sides  is  necessary.  Introduction  of  UZK  into  article  can  be  carried  out  by 
contact,  immersion  or  flow  method.  UZK  can  be  radiated  in  continuous  or  pulse 
conditions.  In  the  last  case  a  very  progressive  mirror  variant  of  the  shadow 
method  can  be  easily  realized.  In  this  case  control  is  conducted  with  one-side 
access  to  article  or,  at  least,  with  a  one-sided  location  of  radiator  and  UZK 
receiver. 

The  shadow  method  with  use  of  longituuinal  UZK  radiated  in  a  continuous 
cut  and  introduced  in  article  by  immersion  method  was  proposed  in  192b1  by  S. 

Ya.  Sokolov  [119].  Somewhat  later  in  1931  MUhlhfiuser2  and  almost  simultaneously 
Bethenod3  patented  methods  for  flaw  detection  in  casting,  forgings,  and  welded 
seams,  based  on  use  of  "mechanical  oscillations  of  increased  frequency,"  i.e., 

XS.  Ya.  Sokolov.  Author's  certificate  No.  23246,  192b. 

z0.  MUhlhHuser,  DRP,  5695,  1931. 

3J.  Bethenod,  F.  P.  704952,  1931. 
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GRAPHIC  NOT  REPRODUCIBLE 


UZK.  However  Bethenod  found  no  practical  application  for  MUhlhHuser's  setup. 

The  first  flow  detectors  were  made  by  S.  Ya.  Sokolov,  who  in  1935  published 
j  his  works  containing  discriptions  of  his  instruments  and  methods  of  investigating 
metals  using  UZK. 

The  instrument  of  S.  Ya.  Sokolov,  made  according  to  Fig.  97  permits  judging 
presence  of  defect  according  to  the  character  of  the  ripple  appearing  on  surface 

of  oil  [122].  UZK,  radiated  by  mosaic  quartz  radiator 
1,  are  introduced  in  controlled  article  2,  located 
just  below  surface  of  tank  with  transformer  oil. 

The  article  is  placed  on  balls  6  and  can  shift 
over  area  5,  allowing  resounding  in  different  zones. 

If  there  are  no  defects  in  metal,  the  UZK  with  certain 
loss  of  intensity  pass  through  article  and  cause  a 
ripple  on  surface  of  oil.  Illuminating  place  where 
UZK  leave  on  surface  of  oil  by  illuminator  3>  it  is 
possible  to  observe  the  characteristic  picture  on  screen  4  (Fig.  98a) :  when  there 
is  a  defect  in  the  metal  part  of  the  UZK  is  reflected  and  in  the  metal  behind 
the  defect  will  be  formed  a  sound  shadow.  As  a  result  character  of  ripple  on 
surface  of  oil  changes,  which  will  lead  to  change  of  picture  on  screen.  It  is 
impossible,  however,  not  to  note  that  a  sufficiently  clear  difference  in  the 
picture  observed  on  the  screen  (in  absence  and  presence  of  defect)  nevertheless 
is  not  obtained,  in  consequence  of  which  confident  judgement  of  quality  of  controlled 
metal  is  very  difficult.  This  is  a  serious  deficiency  of  the  setup  (Fig.  98b). 


Fig.  97.  Diagram  of 
internal  flow  detection 
in  metal  after  S.  Ya. 
Sokolov. 


Fig.  98.  Ultrasonogram  of  S.  Ya.  Sokolov:  a  —  in 
the  absence,  b  —  in  the  presence  of  a  defect. 
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Another  setup  of  S.  Ya.  Sokolov  [123],  based  on  use  of  diffraction  of  light 
on  ultrasonics,  and  allowing  judgement  <.n  intensity  of  UZK  passing  through 
controlled  article  according  to  the  number  of  lines  of  dif fractional  spectrum, 
observed  on  a  screen,  was  used  by  Muller  [ 2 4]  for  control  of  sets  of  wheels  on 

cracks  in  axles  under  naves. 

In  1938  Kruse  [125]  published  an  investigation  of  metals  using  UZK.  As  an 
immersion  medium  he  applied  mercury  and  for  measurement  of  intensity  UZK  used  an 
arrangement  having  on  the  output  a  vacuum-tube  voltmeter.  Recording  the  voltmeter 
readings  as  the  article  is  resounded  by  an  ultrasonic  beam,  Kruse  found  a  sound 
shadow,  indicating  presence  of  defect. 

It  is  necessary  to  stress  that  neither  distribution  of  a  ripple  on  the  surface 
of  the  oil  (or  a  diffraction  picture  in  the  instruments  of  S.  Ya.  Sokolov  and 
Muller)  nor  voltmeter  readings  for  Kruse  allowed  a  sufficiently  confident  judgement 
about  presence  or  absence  of  defect.  Therefore  S.  Ya.  Sokolov  came  to  the  conclusi  n 
that  creation  of  a  device  allowing  to  observation  'f  an  immage  of  the  revealed 
defect  (heterogeneity  of  metal)  on  a  special  screen.  In  1935  he  proposed  [ 126  J 
a  method  of  observation  of  heterogeneities  of  a  medium  on  the  screen  of  a  special 
instrument.  In  design  the  instrument  resembled  a  television  set  of  that  time. 

A  diagram  of  the  instrument  of  S.  Ya.  Sokolov  is  shown  in  Fig.  99. 


Fig.  99.  Diagram  of  installation  of  S.  Ya. 
Sokolov,  making  it  possible  to  obtain  image  of 
revealed  defect:  1  —  controlled  article; 

2  -  cavity;  3  —  radiator  UZK;  4  -  generator; 

5  —  receiver  UZK;  6  —  capacitance  commutator; 

7  —  metallic  contacts;  8  —  common  shaft;  9  — 
amplifier;  10  —  neon  tube;  11  —  Nipkov 
receiving  disk;  12  —  frame. 
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A  delect  in  the  investigated  t-rticle  1  upon  resounding  reflects  its  shadow 
on  the  surface  to  which  adjoins  receiver  quartz  plate  5.  On  the  surface  of  this 
Dlat.e  appears  distribution  of  charges  constituting  electrical  image  of  field. 

The  "electrical  image"  is  scanned  along  short  lines  by  capacitance  commutator  6 
in  the  form  of  a  Nipkov  disk,  through  the  receiving  device  is  fed  to  the  neon  tube 
and  is  considered  with  the  help  of  second  disk  11. 

Thus,  shifting  the  article  between  radiator  and  receiver  UZK  it  is  possible 
to  observe  sound  shadow  characterizing  presence  of  defect  directly  on  screen 
(Fig.  100). 

In  1 036  Polman1  [128,  129]  patented  a  method  of  flow  detection  In  metal 
allowing  direct  observation  of  sound  shadow  on  a  special  screen  which  is  a 

unique  sound-optical  converter. 

In  subsequent  years  Polman  improved  this  method 
so  much  that  a  reliably  effective  industrial 
instrument  was  created. 

The  basic  advantage  of  this  instrument  is  the 
possibility  of  simultaneous  investigation  cr  a 
considerable  area  of  the  article,  and,  as  will  be 
shown  below,  rather  high  resolving  power. 

All  there  general  purpose  devices  naturally 
did  not  consider  numerous  difficulties  appearing 
during  industrial  control  of  important,  articles.  Therefore  they  did  not  find 
wide  application. 

First  works  of  the  author  on  development  >  f  shadow  method  of  ultrasonic 
defectoscopy  were  conducted  in  19'f8-19^1. 

The  basic  purpose  of  these  works  was  creation  of  a  method  of  detection  of 
internal  stratifications  in  blades  of  propellers  forged  from  aluminum  alloys, 
arid  also  equipment  for  solution  of  this  problem. 

This  very  complicated  problem  was  impossible  to  solve  with  ultrasonic  flaw 
detectors  known  at  that  time.  For  its  solution  basic  conditions  of  selection 
of  rational  parameters  of  shadow  flaw  detectors  were  demanded  considering 


Fig.  100.  Image  of  sound 
shade  (stream  in  liquid) 
obtained  on  device  of  S. 
Ya.  Sokolov. 


1  Polman,  R.,  DRP  7^1335,  1936. 


influence  of  different  factor  on  propagation  of  UZK  in  metal  and  consequently  on 
indicator  readings.  These  factors  include  structure  of  metal,  determining  level 
of  reverberational  noises  and  consequently  real  sensitivity  of  method  and  also 
dimensions  and  form  of  article,  determining  degree  of  influence  of  interference 
and  refraction  of  UZK  and  optimum  scheme  of  scanning  and  reading. 

Analysis  of  influence  of  these  factors  allowed  creation  of  a  rational  method 
of  control  and  of  reliably  effective  equipment,  designed  for  work  in  specific 
industrial  conditions. 

Later  basic  results  of  works  on  improvement  of  the  shadow  method  of  ultrasonic 
defectoscopy  [lO'-t,  105,  116,  150]  and  resulting  recommendations  on  rational  design 
of  equipment  are  presented.  A  considerable  part  of  these  positions  is  used  in 
contemporary  Soviet  and  foreign  equipment. 

2.  Sensitivity  of  Shadow  Method  and  Method  of  Control 

Sensitivity  is  the  most  important  characteristic  of  any  method  of  defectoscopy, 
making  it  possible  to  estimate  minimum  dimensions  of  defect  revealed  by  this 
method  in  the  plane  perpendicular  to  direction  of  resounding  (sometimes  this 
characteristic  is  called  angular  resolving  power) . 

Determination  of  sensitivity  of  shadow  method  by  means  of  derivation  of 
fundamental  equations  connecting  minimum  dimension  of  revealed  defect  with  UZK 
frequency  and  with  depth  of  embedding  of  defect  was  attempted  by  different 
researchers  including  the  author  even  at  the  end  of  the  thirties.  Equations,  by 
analogy  with  optics,  were  derived  on  the  basis  of  beam  acoustics  for  a  parallel 
beam  of  UZK  without  proper  calculation  of  vave  phenomena  playing  an  important 
role  in  relationships  between  wavelength  and  dimensions  of  obstance  existing  in 
ultrasonic  defectoscopy  and  determining  distribution  of  energy  of  oscillations 
in  zone  of  shade. 

Equations  proposed  by  the  author  [105]  in  1941  have  the  following  form: 

-  D1  D* 

Dmn  —  1.57  1 //.;  L<  —  j  -  2  44/  ’  ( 2t2) 

where  D  —  diameter  of  defect,  X  —  length  of  elastic  wave,  l  —  distance  from 

defect  to  UZK  receiver. 

Naturally  these  equations  and  graphs  constructed  according  to  them  reflected 
only  the  qualitative  side  of  the  phenomenon  and  made  it  possible  to  estimate 
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sensitivity  only  in  the  first  approximation. 

Nonetheless  inasmuch  as  more  exact  solutions  of  the  problem  were  not  found, 
the  shown  graphs  were  used  for  appraisal  of  sensitivity  [11,  90]. 

Additional  analysis  of  influence  of  different  conditions  of  control  on 
sensitivity  of  method,  made  later  by  the  author  also  on  the  basis  of  elementary 
concepts  of  beam  acoustics,  attractive  by  their  simplicity  and  clarity  but  with 
more  thorough  calculation  of  wave  phenomena,  made  it  possible  to  definitize 
somewhat  the  earlier  equation. 

Moreover  in  distinction  from  the  first  case  formation  of  shade  was  considered 
in  more  real  conditions:  a  divergent  and  not  a  parallel  beam  UZK  fell  on  the 
def  ect . 

Figure  101  shows  conditions  of  formation  of  shade  when  dimensions  of  radiator 
and  defect  are  commensurable  (Fig.  101a)  and  also  with  a  point  radiator,  located 

at  different  distances  from  defect  of  finite  dimension? 
(Fig.  10 ib ,  c).  In  the  first  case  zone  of  penumbra 
will  be  formed  when  there  is  no  point  source  of  penumbra 
and  diameter  of  shade  increases  as  radiator  approaches 
defect . 

Fig.  101.  Conditions  Obviously  the  less  the  diameter  of  the  radiator 

of  formation  of  sound 

shade  and  penumbra  and  distance  l'r  m  radiator  to  defect,  the  greater  the 

during  different 

relationships  of  exactness  cf  projection  image  of  shade  of  defect,  the 

dimensions  of  radia¬ 
tor  and  reflector  and  bigger  the  diameter  of  shade  and  distance  from  defect 
different  distance 

between  them:  to  point  on  the  line  connecting  centers  of  radiator 

1/1  —  radiator;  0  — 

reflector;  P  -  screen;  and  receiver  of  UZK,  in  which  diameter  of  shade  as  a 
1  —  intensity  of 

oscillations  in  plane  result  of  diffraction  becomes  equal  to  zero, 
of  screen. 

Earlier  it  was  indicated  that  pressure  on  axis  of 

wave  field  of  disk  radiator  as  a  result  of  interference 

2 

sharply  changes  within  limits  of  Fresnel  zone  and  only  a  distance  equal  to  D  /k\ 
from  the  radiator  attains  its  last  maximum  value,  after  which  it  monotonolcally 
decreases.  If  we  consider  that  curvature  of  wave  front  is  small,  on  the  basis 
of  the  principle  of  Babinet  it  is  possible  to  affirm  that  in  zone  of  shade  after 
opaque  round  screen  distribution  curve  of  pressures  on  axis  will  constitute 
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inverted  image  of  curve  of  shown  in  Pig.  9J.  Pressure  in  zone  of  shade  on  axis 


of  field  is  not  equal  to  zero  and  changes  in  considerable  limits,  attains  last 

O 

minimum  at  D  /4X,  from  screen,  after  which  it  monotonioally  increases  (shadow 
"swims").  In  real  conditions,  during  measurement  of  pressure  by  a  receiver  of 
finite  dimensions  when  form  of  defect  deviates  from  a  regular  circle  pressure  on 
surface  of  receiver  is  averaged  and  oscillations  of  pressure  along  axis  are  somewhat 
smoothed  (this  is  especially  noticeable  during  work  in  pulse  conditions),  however 
general  regularity  is  kept. 

Sensitivity  of  method  can  be  approximately  characterized  by  minimum  diameter 
of  the  Dm^n  defect-reflector,  having  the  form  of  a  regular  circle  after  which  a 
spherical  wave  of  length  X  creates  a  zone  of  shade  ending  at  point  of  location 
of  UZK  receiver,  which  is  at  distance  RQ  from  defect  under  the  condition  that  from 
this  point  the  first  Fresnel  zone  is  not  noticeable  since  it  is  closed  by  defect. 

The  problem  thus  reduces  to  determination  of  radius  of  first  zone  of  Fresnel 
depending  upon  wavelength  X,  distance  R  from  point  radiator  to  defect,  and  distance 
R0  from  defect  to  receiver  (Fig.  102). 

As  it  is  known  the  radius  of  any  Fresnel  zone 
pn  can  be  calculated  by  the  formula 
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Fig,  102.  Calculation 
of  sensitivity  of 
shadow  method:  M  — 
radiator;  n  —  receiver; 
0  —  reflector  (defect). 


where  n  —  number  of  zone;  X  —  wavelength;  R..  - 
distance  from  radiator  to  screen;  RQ  —  distance 


from  screen  to  point  of  observation. 
Since  n  =  1,  sensitivity  will  be  determined  by  the  expression 


Data 


RmR'l _ 

Ra  +  Ro 


(*3a) 


From  the  equation  it  follows  that  sensitivity  is  increased  with  decrease 
of  length  of  elastic  wave,  distance  from  radiator  to  defect,  and  distance  from 
defect  to  receiver.  Hence  can  be  made  the  conclusion  that  sensitivity  is  maximum 
at  small  values  of  R^  and  RQ,  i.e.,  in  the  control  of  thin  articles,  which 
fully  agrees  with  reality. 
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The  graph  built  according  to  this  equation  is  shown 
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Fig.  105.  Minimum 
diameter  of  defect 
detected  by  shadow 
method  in  a  flat 
parallel  article 
of  thickness  21 
at  different 
frequency  of  UZK. 
Frequency,  MHz, 
is  shown  by  figures 
near  curves. 


in  Fig.  103. 

Externally  it  is  analogous  to  the  graph  to  proposed 
earlier  [105]  and  car.  be  used  for  approximate  appraisal 
of  sensitivity  under  the  condition  that  =  R^,  for 
instance,  when  the  defect  is  at  a  depth  equal  to  half 
the  thickness  of  the  controlled  article  and  when  radiator 
and  receiver  are  placed  on  surfaces  of  article  (or  at 
equal  distances  from  these  surfaces).  As  is  easy  to  show: 


Om, n  «  2  =  1 .41  V  RoK 


(43b) 


which  is  very  ""lose  to  the  earlier  formula  (42) 


It  Ls  necessary  to  note  that  this  condition  corresponds  to  least  sensitivity 

R  R 

since  the  value  of  expression  — 2—5.  is  maximum  at  R  =  Rn,  if,  however,  R  or 

R„  +  R ,  h  °  yi 

R(  (at  constant  sum,  i.e.,  at  4  R(j  =  const)  tend  to  zero,  i.e.,  if  defect  is 
located  near  front  or  rear  surface  of  controlled  article,  sensitivity  increases 
(Fig.  104). 

With  decrease  of  dimensions  of  radiator  sensitivity  is  increased  due  to 
formation  of  a  more  clear  shade  analogous  to  what  occurs,  for  instance,  during 
radioscopy  by  X-rays  where  conditions  of  control  are  improved  by  using  tubes 
with  "sharp  focus,"  i.e.,  small  diameter  of  surface  emitting  the  X-rays. 

Making  a  "point"  radiator  by  means  of  a  limiting  decrease  of  dimensions 


of  piezoelectric  plates  is  not  advisable  due  to  structural  and  energy  considerat i 


Fig.  104.  Sensitivity  of 
shadow  method  depending 
upon  depth  of  bedding  of 
defect. 


(radiated  power  decreases).  This  problem  can  be 
solved  by  using  concentrators  or  by  focusing  ultra? oni 
rays  emanating  from  a  plate  of  considerable  dimensions. 
In  this  case  focus  of  radiator,  formed  with  a  special 
lens  will  play  the  role  of  a  "point"  radiator  of 
sufficient  power.  However,  since  this  radiator 
will  possess  although  small  but  finite  dimen  ions. 
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sensitivity  will  be  lower  than  follows  from  the  given  formula. 

The  receiver  of  UZK  is  profitable  a  point  receiver;  it  will  more  clearly 
record  boundary  of  zone  of  shadow  at  displacement  in  the  direction  perpendicular 
to  axis  of  field.  Therefore  in  front  of  the  receiver  is  sometimes  placed  a 

diaphragm.  However,  application  of  diaphragm  leads  to  increase  of  distance  R,  . 

'  0 

Besides,  under  the  influence  of  the  applied  pressure  only  on  central  zone  of 
receiver  of  piezoelectric  element,  visible  through  hole  in  diaphragm,  charges 
appearing  on  electrodes  of  piezoelement  are  distributed  over  the  whole  area,  as 
a  result  of  which  voltage  on  piezoelectric  element  drops,  i.e.,  sensitivity  of 

receiver  is  lowered. 

For  appraisal  of  real  sensitivity  it  is  necessary  to  consider  yet  a  series 
of  factors.  In  calculation  we  originated  from  determination  of  sensitivity  threshold 
with  decrease  to  zero  of  pressure  on  surface  of  UZK  receiver  placed  in  region  of 
sound  shadow.  Meanwhile  for  detection  of  defect  only  a  certain  minimum  "degree 
of  contrast"  of  field  clearly  recorded  by  the  indicator  is  needed,  i.e.,  difference 
of  pressures  created  by  UZK  passing  through  a  defective  and  "healthy"  section. 

What  was  said  is  explained  by  Fig.  105.  Along  the  axis  of  abscissas  on 
this  diagram  is  plotted  distance  from  defect  in  region  of  shadow.  Starting  from 

I 

distance  Rq  pressure  gradually  increases  (solid  curve),  approaching  values  of 
pressure  in  zone  not  distorted  by  presence  of  defect.  If  in  this  zone  at  the 
same  distance  pressure  is  equal  to  unity,  contrast  at  point  Rq  on  axis  of  field 
also  is  equal  to  one.  However,  if  for  operation  of  indicator  smaller  contrast 
k  is  needed,  a  defect  of  smaller  dimension  will  be  registered  whose  shadow  is 

II 

shorter,  the  last  minimum  will  be  located  ^t  point  Rq  and  the  logistic  curve  of 
pressure  will  pass  through  point  A  (dotted  curve).  This  circumstance  leads  to 
essential  increase  of  sensitivity  and  should  be  considered  by  means  of  introducing 

into  the  expression  determining  sensitivity 
of  the  method,  contrast  ratio  k,  a  magnitude 
smaller  than  unity  and  characterizing  minimum 
contrast  still  making  it  possible  to  record 
the  defect  in  assigned  control  conditions. 

On  the  other  hand,  formation  of  sound 
penumbra  or  background  of  defined  intensity 


Fig.  105.  Calculation  of 
influence  of  minimum  contrast  of 
shadow  on  sensitivity  of  shadow 
method. 
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is  promoted  by  interferences  from  structural  reverberation,  which  leads  to 
necessity  of  introduction  of  a  special  arrangement  into  the  flaw  detector  circuit 
for  "cutoff  of  noises"  as  a  result  of  which  the  indicator  reacts  to  a  relatively 
greater  change  of  pressure  than  at  entrance  into  region  of  penumbra.  Obviously 
sensitivity  decreases  and  this  decrease  can  be  considered  by  introducing  into  the 
expression  for  sensitivity  of  the  method  the  coefficient  of  reverberation  u  (u  >  1), 
characterizing  level  of  interferences  from  structural  reverberation  for  a  given 
material . 

Finally  under  the  most  profitable  conditions  for  control,  when  thickness 
of  article  is  maximally  small,  i.e.,  at  )-*:).  formula  (^5a)  gives  D, 

i.e.,  sensitivity  tends  to  infinity.  This,  obviously,  is  not  so  —  sensitivity 
threshold  in  this  case  is  determined  by  that  fraction  of  effective  surface  of 
UZK  receiver  which  it  is  necessary  to  shield  in  order  to  obtain  decrease  of  its 
area  by  k  times.  If  we  originate  from  uniform  equal  distribution  of  intensity  of 
UZK  in  the  section  of  beam  passed  by  the  diaphragm  (diaphragm  is  fixed  before 
UZK  receiver  and  diameter  2b),  obviously  in  the  formula  should  be  introduced 
constant  component  h\  k. 

Taking  into  account  what  was  said  it  is  possible  to  write: 

Dmin  =  b\~k+2ku  V  /..  (u) 


This  expression  can  be  called  the  fundamental  equation  of  the  shadow  method. 

It  can  serve  for  appraisal  of  real  sensitivity  in  different  specific  cases: 
however  reevaluation  of  its  accuracy  does  not  follow,  since  during  derivation  a 
series  of  assumptions  was  made  which  can  essentially  distort  results.  Besides, 
such  factors  as  power  of  UZK  radiator  and  damping  of  UZK  in  material  of  article 
were  not  considered  at  all. 

Meanwhile  for  work  in  conditions  ensuring  optimum  sensitivity  of  the  method 
power  of  UZK  sent  by  radiator  into  article  should  be  correctly  selected.  Criterion 
for  selection  of  power  must  be  total  losses  of  energy  of  oscillations  on  reflection 
during  passage  from  contact  medium  into  article  and  also  on  damping.  Power  of 
UZK  attaining  the  receiving  piezoelectric  converter  should  be  somewhat  higher 
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than  that  which  is  required  for  maximum  reading  cl  indicator. 

Thus  it  becomes  clear  that  it  is  '-essary  to  carry  out  a  strict  derivation 
of  the  equation  of  the  shadow  method,  considering  all  necessary  conditions. 

We  considered  the  question  about  minimum  dimension  (in  plane  perpendicular 
to  direction  of  resounding)  of  defect  revealed  by  shadow  method.  We  go  now  to 
sensitivity  of  method  in  the  sense  that  it  is  understood  in  X-ray  flaw  detection. 
For  this  it  is  necessary  to  determine  dimensions  of  defect  in  direction  of 
resounding  which  are  its  detection.  The  thinnest  defect  is  stratification.  For 
simplification  of  calculations  we  will  present  stratification  in  the  form  of 
an  infinitely  extended  flat-parallel  air  layer  in  metal.  For  determination  of 
thickness  of  this  layer,  ensuring  reflection  of  UZK,  Bergmann  [77]  used  the  second 
formula  of  Rayleigh,  which,  however,  gives  a  strongly  oversized  sensitivity. 

During,  calculation  by  formula  (59) ,  derived  more  strictly,  taking  into 
account  the  fact  that  impedances  of  media  are  expressed  by  complex  values.  It  is 
possible  to  see  that,  coefficient  of  reflection  drops  with  decrease  of  thickness 
of  gap:  for  instance,  for  an  air  gap  in  steel  at  frequency  3  MHz  It  is  97$ 
for  a  thickness  of  0.01  p.m  and  57$  for  a  thickness  of  0.001  pm.  These  data, 
obtained  by  the  author,  as  also  data  of  Ye.  D.  Pigulevskiy  [131],  by  making  an 
analogous  calculation  will  agree  better  with  experimental  data.  The  minimum 
thickness  of  the  gap  below  which  total  transmittance  is  observed  (at  3  MHz)  by 
calculations  of  Ye.  D.  Pigulevskiy  turned  out  to  be  approximately  0.1  p,m.  Gap.: 
exceeding  this  give  practically  100$  reflection. 

Experiments  carried  out  by  the  author  show  that  real  sensitivity  of  the 
method  approximately  corresponds  to  calculated  sensitivity.  Thus,  at  2.5  MHz 
good  reflection  of  UZK  from  air  gap  in  steel  when  gap  is  about  i  qm  thick  is 
obtained.  Conditions  for  obtaining  noticeable  transmittance  obviously  are  very 
critical.  For  this  reason  (and  also  because  the  actual  defect  in  metal  does 
not  possess  Ideally  flat  and  parallel  surfaces),  with  periodic  change  coefficients 
of  reflection  and  transmission,  depending  on  ratio  of  thickness  of  air  gap  to 
length  of  elastic  wave,  as  should  occur  according  theory  practically  need  not  be 
considered.  However  the  finest  stratification  and  rough  cavities  clearly  are 
revealed. 

Otherwise  defects  constituting  a  layer  in  the  form  of  the  finest  oxidized 
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film1,  of  deformed  slag  inclusion,  etc.,  are  dealt  with.  In  these  cases  values 
of  specific  wave  impedances  of  layer  and  surrounding  medium  differ  insignificantly, 
and  therefore  a  sharp  reduction  of  coefficient  of  reflection  is  possible  for  layers 
of  defined  thickness.  Let  us  note  one  more  possible  case  —  presence  of  a  thin 
liquid  or  solid  layer  dividing  the  two  media.  Here  the  case  when  wave  impedance 
of  material  of  layer  is  close  to  mean  geometric  wave  impedances  of  the  media 
divided  by  it  is  possible.  The  system  becomes  maximally  transmissive,  analogously 
to  what  is  known  in  optics  as  the  phenomenon  of  "clearing." 

In  the  control  of  real  metallic  articles  sensitivity  can,  however,  be  lower 
than  calculated  values.  Lowering  of  sensitivity  can  be  connected  with  influence 
of  structural  reverberation,  with  interference  phenomena,  with  refraction  of  UZK 
on  surface  of  controlled  article,  etc. 

It  is  possible  to  present  a  series  of  examples  confirming  considerations 
on  role  of  crystal  structure  and  phase  composition  of  metal. 

N.  F.  Otpushchennikov  [132]  revealed  considerable  difference  in  weakening 
of  UZK  passing  through  a  steel  sample  in  longitudinal  and  transverse  (with 
respect  to  rolling)  directions.  In  the  first  case  weakening  was  approximately 
twice  less  than  in  the  second.  This  is  explained  by  the  presence  of  oriented 
sti’ucture.  Crystallites  in  a  rolled  material  are  stretched  along  the  rolling. 

When  the  sample  is  resounded  across  the  rolling  UZK  encounter  a  large  number  of 
crystallites  and  therefore  undergo  stronger  reflection  (inclusions  of  impurities 
along  boundaries  of  grains  promote  the  same).  In  certain  cases  for  parallel 
boundaries  of  crystallites  oriented  along  the  rolling  and  for  sufficiently  large 
dimensions  formation  of  standing  waves  in  crystallites  themselves  is  possible, 
which  also  hampers  passage. 

Conditions  of  propagation  of  :ZK  along  rolling  are  more  favorable.  Crystals 
are  longer,  the  number  of  them  per  unit  of  length,  and  consequently  weakening  of 
UZK  will  be  many  times  less.  S.  Ya.  Sokolov  [123]  noted  propagation  of  UZK  along 
a  copper  wire  a  distance  of  several  kilometers. 


xFor  instance,  for  a  thin  film  of  aluminum  oxide  lying  in  aluminum  (very  important 
case  for  practice)  calculation  gives  maximum  coefficient  of  reflection  ~40%  with 
sharp  fall  in  wide  regions  adjacent  to  values  d  =  nX/2  (approximately  just  as 
for  a  plastic  plate  in  water). 
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Acicular  crystals  in  cast  metal,  big  crystallites  of  austenitic  grain, 
recrystallized  zinc  nonmetallic  inclusi  -ns  in  steel,  lead  in  lead  bronze  (especially 
in  liquational  zone),  graphite  in  cast  irn,  carbide  and  intermetallide  deposits 
in  complex  structural  and  heat-resistant  alleys  strengthen  the  scattering  of 
UZK.  When  samples  from  these  materials  are  resounded  is  obtained  a  picture 
analogous  to  that  obtained  during  resounding  of  strongly  porous  metal.  Scattering 
of  UZK  decreases  with  decrease  of  cheir  frequency;  however,  sensitivity  of  conti"  1 
also  drops. 

The  influence  of  crystal  structure  and  phase  composition  of  resounded 
material  on  scattering  of  UZK  leading  t:  considerable  structural  reverberation, 
and  in  the  shadow  method  —  to  formation  of  sound  penumbra  instead  of  shadow  must 
be  considered  during  development  of  a  shadow  1'law  detector,  providing  in  its 
setup  a  device  for  removing  interference  of  reverberational  noises. 

For  this  purpose  in  the  flaw  detector  developed  by  the  author  in  19^0 
control  of  blades  the  principle  Known  In  radio  engineering  as  noise  cutoff 
(amplitude  selection  of  signals).  Receiver  with  noise  cutoff  for  weak  signals 
is  "locked"  automatically  by  different  methods  ensuring  sufficiently  sharp 
limiting  of  signal  on  minimum.  Switching  in  of  indicator  through  relay  on  output 
of  receiver  ensures  limitation  on  maximum,  which,  as  practice  has  shown,  is  also 
advisable. 

It  is  necessary  to  note  the  special  value  in  a  shadow  flaw  detector  of  a 
receiver  with  limitation  on  minimum  and  on  maximum.  Only  with  such  a  receiver 
can  sufficient  precision  of  readings  be  ensured.  The  schemes  used  by  Kruse  and 
N.  F.  Otpushchennikov,  which  measured  the  amplitude  of  oscillations  passing 
through  metal  with  a  vacuum-tube  voltmeter,  do  not  permit  exact  judgment  about 
presence  of  defect,  since  change  of  beam  intensity  is  determined  by  a  great 
number  of  factors  besides  the  presence  of  defect  zones.  As  is  known,  amplitude 
of  oscillations  passing  through  metal  in  different  points  is  unequal.  Ii  it  is 
measured  by  vacuum-tube  voltmeter,  obtained  values  can  be  depicted  by  curve  a 
in  Fig.  106.  If  the  receiver  possess  a  linear  response  curve,  the  indicator 
switched  in  on  output  of  it  will  work  in  accordance  with  curve  a,  and  decipering 
its  reading  will  be  difficult.  If  the  receiver  has  amplitude  selection. 
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its  work  will  be  depicted  by  line  b  on  the  same  Fig. 

106.  It  is  absolutely  obvious  that  the  indicator 

readings  will  be  more  distinct.  At  ideal  amplitude 

response  curve  of  receiver  with  noise  cutoff, 

oscillations  whose  amplitude  is  below  certain  critical 

value  URp,  are  not  passed  by  the  receiver  since  the 

receiver  is  locked  against  these  oscillations. 

Starting  with  U  the  receiver  is  unlocked  and  all 
Kp 

oscillations  given  on  output  identical  value  IK,,. 

BnX 

U  may  be  changed,  changing  thereby  threshold  of  operation  of  device,  and 

Kp 

consequently  also  sensitivity.  Position  of  line  b  in  Fig.  106  will  be  changed 
(line  shifts  along  vertical). 

Thus,  the  indicator  (independently  of  oscillations  of  amplitude  of  UZK 

passing  through  metal  not  connected  with  presence  of  defect)  gives  constant 

readings  for  that  moment  when  due  to  presences  of  defect  amplitude  will  fall 

below  and  indicator  U  will  show  full  absence  of  signal. 

Kp 

Amplitude  selection  is  applied  now  in  all  contemporary  shadow  and  also  pulse- 
echo  flaw  detectors. 

Application  of  amplitude  selection  of  signals  considerably  increases  precision 
of  readings  of  the  flaw  detector;  however,  in  the  control  of  articles  of  even 
the  most  simple  (plane-parallel)  form  there  can  appear  additional  phenomena 
preventing  UZK  from  passing.  This  is  not  connected  with  presence  of  defect  and 
distorts  readings  of  indicator  of  flaw  detector.  Such  phenomena  include  interference 
of  UZK,  leading  to  appearance  of  standing  waves  (during  continuous  radietion). 

A  purely  standing  wave  and  consequently  full  impassability  of  UZK  can  appear  in 
thin  sections;  in  thicker  sections,  due  to  more  noticeable  difference  of  amplitudes 
of  incident  and  reflected  waves,  on  the  standing  wave  is  superimposed  a  traveling 
wave  (standing-wave  ratio  decreases)  and  passage  of  UZK  becomes  noticeable. 

Complete  removal  of  the  influence  of  standing  waves  is  possible  only  by 
the  application  of  frequency  modulation  of  UZK. 

In  this  case  through  any  section  of  the  article  will  pass  waves  of  different 
length,  and  if  a  given  section  for  a  wave  of  defined  lengtn  standing  waves  are 
formed,  waves  of  other  length  will  pass  freely. 


defect 


a 

distance  from  edge  of  sample 


Fig.  106.  Amplitude  of 
oscillations  passing 
through  metallic  sample 
under  control  by  shadow 
method. 
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Conditions  of  maximum  and  minimum  transmittance  of  plate  of  assigned  thickness 
d,  immersed  in  another  medium  can  be  expressed  in  the  following  way: 
maximum  transmittance 


minimum  transmittance 


d 


c 

4/o 


d 


<2±  l)- 


>. 

4’ 


or 


d 

2n±l 


where  XQ  and  X,  —  wavelengths;  fQ  and  f,  —  corresponding  frequency  of  oscillations; 

c  —  rate  of  propagation  of  oscillations  in  given  medium;  n  —  integer. 

Values  of  c  and  d  are  determined  by  material  and  dimensions  of  article, 
therefore  for  transition  from  minimum  transmittance  to  maximum  it  is  necessary  to 
change  frequency.  Minimum  change  of  frequency  sufficient  for  maximum  transmittance 
can  be  determined  from  the  relation 


Mi  =  2n/‘2n±\. 

For  resounding  articles  of  considerable  thickness  besides  the  fact  that 
interference  due  to  presence  of  traveling  wave  has  less  effect,  removal  of 
standing  waves  is  facilitated  still  because  when  d  increases  n  is  increased, 
and  consequently  magnitude  of  necessary  change  of  frequency  decreases.  The  same 
occurs  and  during  work  on  higher  frequencies  since  in  this  case  n  also  is 
increased. 

Let  us  define  magnitude  of  necessary  change  (deviation)  of  UZK  frequency 
for  full  removal  of  influence  of  standing  waves  during  resounding  of  article  of 
variable  section. 

Let  us  assume  that  working  frequency  fQ  =  2.5  MHz,  minimum  thickness  of 
article  d  =  5  mm,  and  rate  of  propagation  of  U/JK  in  metal  c  =  6. 2 -10°  mm/s. 


Length  of  elastic  wave  in  metal 


From  condition  of  maximum  transmittance  we  have:  »J=  — =  — «*4 

X.  2.5  ’ 

whence  f  zt^  =  b : 9  =  O.89. 

Deviation  of  frequency  necessary  to  guarantee  maximum  transmittance  will 
be  consequently,  Af  =  11$. 

It  is  not  difficult  to  show  that  when  frequency  is  increased  twice,  i.e., 
fQ  =  5  MHz  and  other  equal  conditions  necessary,  deviation  of  frequency  decreases 
to  6$,  and  if  minimum  thickness  of  article  is  15  mm,  at  2.5  MHz  necessary 
deviation  will  be  and  at  5  MHz  —  only  2$.  On  the  other  hand,  if  working 
frequency  is  1.25  MHz,  when  article  is  5  ram  thick  the  required  deviation  of 
frequency  should  be  increased  to  20$. 

Thus,  for  a  large  number  of  cases  required  deviation  of  frequency  is  very 
small;  therefore  creation  of  generators  of  frequency-modulated  oscillations,  and 
even  more  so,  receivers  for  reception  and  amplification  of  these  oscillations, 
is  not  complicated.  Piezoelectric  converters,  radiating  and  taking  UZK,  constitute 
oscillatory  systems  with  a  low  quality  and  possess  fully  sufficient  bandwidth  of 
of  transmission  for  work  with  frequency-modulated  oscillations. 

Frequency  modulation  of  oscillations  is  used  at  present  in  shadow  flaw 
detectors,  for  instance  in  an  instrument  of  the  Lehfeld  firm  (FRG)  in  a  Morris, 
Goodyear  instrument  (USA),  and  others 

Development  of  pulse  technology  in  recent  years  permitted  removing  influence 
> f  standing  waves  by  means  of  transition  to  pulse  conditions.  During  control  of 
articles  of  sufficient  thickness,  pulse  conditions  ensures  absence  of  interference, 
inasmuch  as  the  reflected  pulse  usually  docs  not  meet  the  radiated  pulse.  However, 
if  thickness  of  controlled  article  is  small  (thin  sheet),  radiation  of  pulse 
cannot  be  completed  by  the  time  reflection  occurs  and  interference  can  be  observed . 

In  certain  contemporary  flaw  detectors  working  in  pulse  conditions  modulation 
of  frequency  in  pulse  is  used,  which  improves  exploit  at ional  characteristics  of 
flaw  detector. 

It  is  necessary  to  say  that  a  pulse  regime  essentially  improves  conditions 
of  control  of  metals  possessing  a  high  level  of  structural  reverberation.  Beams 
repeatedly  reflected  by  crystals  travel  in  the  controlled  article  a  significantly 
greater  path  than  the  primary  beam,  and  therefore  reaches  receiver  with  large 
retardation  in  time.  If  UZK  are  sent  in  the  form  of  short  pulses,  reverberational 


109 


noises  will  reach  the  UZK  receiver  after  the  pulse  from  the  primary  beam.  If 
indicator  of  flaw  detector  permits  time  selection  of  signals,  i.e.,  allows 
seperate  recording  signals  taken  in  different  time  (this  is  possible  in  an  electron- 
beam  tube),  removal  of  interferences  on  the  part  of  reverberational  noises  is 

considerably  facilitated. 

Use  of  pulse  radiation  against  interferences  of  reverberational  character 
during  control  by  shadow  method  was  first  proposed  by  S.  Ya.  Sokolov  in  19541 
[126]. 

Pulse  radiation  in  the  shadow  method  also  gives  an  essential  advantage  in 
the  sense  of  removing  electrical  interferences  induced  by  generator  on  the  receiving- 
amplifying  channel.  Under  pulse  regime  at  the  time  of  reception  and  amplification 
of  electrical  pulse  the  generator  does  not  radiate  and  does  not  create  interferences, 
which  facilitates  shielding  the  receiver-amplifier.  Besides  during  propagation 
of  short  pulses  interference  phenomena  are  considerably  weakened,  which  leads 
to  decrease  of  fluctuations  of  sound  pressure  in  zone  of  sound  shadow,  i.e.,  to 
"levelling"  structure  of  field  in  this  zone  as  compared  to  structure  of  field 
observed  during  propagation  of  continuous  oscillations. 

Besides  interference  resounding  is  also  hindered  by  considerable  refraction 
of  UZK,  obtained  when  the  ultrasonic  beam  from  the  immersion  medium  does  not  fall 
along  the  normal  to  surface  of  article. 

When  angle  of  fall  a,  determined  from  relationship  a  -  l/n,  where  n  —  refractive 
index  (for  real  conditions  of  control  of  metallic  articles  in  water  this  angle 
is  near  16°)  there  is  observed  total  internal  reflection  of  longitudinal  oscillations 
only  shear  oscillations  enter  metal.  At  further  increase  of  angle  of  incidence 
of  beam  approximately  to  27°  also  total  internal  reflection  and  shear  oscillations 
can  be  observed.  In  this  case  UZK  will  not  enter  metal  at  all.  Refraction, 

Just  as  interference  of  UZK,  can  lead  to  incorrect  readings,  noting  nonpassage 
of  UZK  in  the  absence  of  defects  on  their  path. 

Prom  what  was  said  one  may  see  that  introduction  of  UZK  normally  to  surface 
of  article  has  large  value.  For  this  piezoelectric  plates  should  be  checked 
as  to  symmetry  of  diagram  of  directivity,  and  construction  of  holder  of  piezoconverte 
should  provide  corresponding  adjustment. 

XS.  Ya.  Sokolov.  Author's  certificate,  USSR  No.  46894,  1954. 
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This  improves  conditions  of  resounding  for  articles  of  flat-parallel  form; 
however,  control  of  articles  of  more  complicated  form  is  not  solved  by  this  one 
measure . 

Conditions  of  passing  UZK  through  an  article  bounded  on  one  side  by  a  plane 
and  on  the  other  by  a  curved  surface  is  considerably  more  complicated,  since  a 
beam,  even  if  it  is  introduced  on  the  part  of  the  flat  surface  normally  to  it, 
is  refracted  at  output  through  opposite  surface  of  article  and  does  not  reach 
the  receiving  piezoelectric  element. 

For  control  of  such  articles,  having  sufficiently  clean  treated  surface,  the 
author  [ 103 ]  developed  a  self-adjusting  receiving  head  mounted  on  a  corrugated 
brass  nozzle  ("bellows"). 

However,  for  control  of  articles  bounded  on  both  sides  by  curved  surfaces, 
a  pressed  hinged  head  cannot  be  used,  since  due  to  refraction  of  beam  as  soon 
as  it  enters  the  lens,  its  place  of  exit  shifts  from  the  line  on  which  piezoelectric 
plates  are  located. 

The  author  successfully  tested  and  recommended  [10^]  a  method  allowing 
resounding  of  articles  of  complicated  form  without  considerable  refraction  of 
beams.  It  consists  in  selection  of  an  intermediate  medium  in  which  rate  of 
propagation  of  UZK  equals  their  rate  in  the  investigated  article.  In  this  c>  se 
beams  incident  on  surface  of  article  not  along  normal  should  not  undergo  refraction. 

Unfortunately,  absence  of  liquids  in  which  rate  of  propagation  of  UZK  would 
be  close  to  5000-b000  m/s,  for  the  present  excludes  use  of  this  method  for  control 
of  metallic  articles.  Control  of  articles  from  materials  in  which  speed  of 
propagation  of  UZK  is  close  their  speed  in  water  is  possible. 

Use  of  this  method  permitted  in  1951-1960  acceptance  of  the  shadow  method 
in  the  United  States,  England,  FRG  and  the  USSR  [1^4-lj6]  for  control  of  rubber 
covers;  thanks  to  equality  of  speeds  of  propagation  of  UZK  in  water  and  in  rubber 
no  refraction  of  UZK  on  contour  of  protector  is  observed. 

A  complet.elty  different  principle1  Is  the  basis  of  the  method  of  compensation 
developed  by  the  author  [105]  for  resounding  articles  of  complicated  form.  The 
method  is  based  on  artif ical  straightening  the  path  of  a  refracted  beam  by  im  an. 


1D.  S.  Shrayber.  Author's  certificate.  No.  59616,  USSR  1959. 


of  additional  refraction  in  the  opposite  direction  by  special  compensators.  For 
instance,  for  an  article  having  the  fora  of  a  double  convex  lens  it  is  necessary 
to  have  on  every  side  a  gathering  ultrasonic  beams,  inasmuch  as  the  actual  lens 
disperses  them.  Such  a  compensator  can  be  a  flat-concave  line  of  the  same 
curvature.  A  diagram  of  resounding  with  compensators  is  shown  in  Fig.  107.  The 

gap  to  be  filled  with  water  between  article  I  and  compensators 
II  and  III  should  be  very  small  (a  «  0.5  mm).  Under  this 
condition  beams  passing  through  the  system  are  not  displaced 
and  a  system  analogous  to  that  known  in  optics  as  a  "direct 
view  prism"  is  obtained. 

Conditions  of  passage  of  UZK  through  a  body  of  asymmetric 
form  are  somewhat  worsened  —  displacement  of  beam  is 
observed  limiting  value  of  which,  however,  cannot  exceed  2d. 

Application  of  compensators  permitted  resounding  of 
article  of  such  complicated  form  as  a  propeller  blade 
stamped  from  duralumin. 

For  resounding  the  blade  two  compensators  were  made  from  duralumin.  The  » 

gap  was  calculated,  taking  into  account  permissible  fluctuations  of  thickness  of 
blade,  and  on  the  average  was  1  mm.  Blade  and  components  of  compensators  are 
shown  in  Fig.  108,  the  complete  system  —  in  Fig.  109. 


Fig.  107.  Diagram 
of  resounding  lens 
with  compensators: 

I  -  lens;  II,  III  - 
compensators. 

t  1  1 

AA  ,  BB  -  CC  , 
r 

DD  —  beams. 


Fig.  108.  Blade  with 
compensators  from 
duralumin. 


Fig.  109.  Propeller  blade 
of  aircraft  engine  readied 
for  resounding  with 
compensators. 


For  reliable  control  ensuring  detection  of  defects  whose  dimensions  exceed 
a  certain  assigned  value,  a  correct  system  of  scanning  the  controlled  article 
by  ultrasonic  beam  should  be  selected. 
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Articles  of  flat-parallel  form  or  those  which  obtained  this  form  as  a  result 
of  usinc  compensators  are  conveniently  scanned  by  lines  with  a  defined  step 
depending  on  minimum  dimensions  of  defects  subject  to  detection. 

For  line  scanning  smooth  forward-backward  motion  of  article  or  beam  is  required 
and  step  displacement  of  it  by  the  magnitude  of  a  step  upon  completion  of  a  line 
(Fig.  110a).  If  dimensions  of  article  are  small,  sometimes  it  is  advisable  to 
move  it  relative  to  the  ultrasonic  beam  during  resounding.  During  work  with 
long  articles  a  more  compact  installation  will  be  obtained  if  the  article  is 
secured  motionlessly  and  the  ultrasonic  beam  is  moved. 


Fig.  110.  Diagram  of  scanning  articles  of  different 
form:  a)  body  bounded  by  parallel  planes;  b)  solid 

cylinder;  c)  hollow  cylinder;  d)  flat  disk. 


For  articles  having  the  form  of  bodies  of  revolution  (shafts,  cylinders) 
scanning  is  more  expediently  dene  along  a  helix:  for  this  the  article  revolves 
around  a  longitudinal  axis  and  the  beam  is  moved  along  the  generatrix.  Radiator 
and  receiver  of  UZK  are  rigidly  secured  along  diameter  of  body  of  revolution 
(Fig.  110b).  If  the  article  is  hollow  (pipe)  it  is  advisable  to  place  the  UZK 
radiator  inside  the  pipe  and  the  receiver  on  the  outside,  orienting  them  along 
the  radius  (Fig.  110c). 


! 
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Finally,  if  the  article  has  the  form  of  a  flat  disk,  scanning  is  carried  out 
along  a  flat  spiral  —  disk  revolves  around  axis  and  beam  is  moved  along  radius 
of  disk  (Fig.  HOd) . 

Continuous  scanning  is  easily  carried  out  when  acoustic  contact  is  immersed. 

In  this  case  cleanness  of  treatment  of  surface  of  controlled  article  does  not 
essentially  influence  constancy  of  contact;  it  must  be  considered  only  for  selection 
of  frequency  of  UZK:  the  more  rough  the  treatment  the  lower  the  frequency  should 
be  (and  the  lower  the  sensitivity  obtained). 

In  the  first  flaw  detectors  of  S.  Ya.  Sokolov  the  immersion  liquid  for 
improvement  of  electrical  insulation  was  transformer  oil.  Kruse,  wishing  to 
increase  senitivity  by  decreasing  losses  on  reflection  during  transition  of  UZK 
through  the  immersion  liquid  —  metal,  boundary  used  mercury  for  this.  This 
variant,  however,  should  be  recognised  as  absolutely  unfit  for  industrial  conditions 
since  mercury  is  poisonous  and  renders  destructive  action  on  certain  metals. 

Inasmuch  as  immersion  contact  cannot  always  be  realized  the  introduction  of 
UZK  through  a  film  of  liquid  is  also  used.  In  this  case  a  decisive  role  is  played 
by  cleanness  of  surface  treatment  of  article.  If  surface  of  article  is  uneven 
the  acoustic  contact  is  inconstant  and  readings  are  unstable.  A  certain  way 
from  such  a  position  is  the  use  of  piezoelectric  converters  with  rubber  or  plastic 
(teflon)  caps;  such  caps,  pressed  to  surface  of  article  allow  reliable  acoustic 
contact  (Fig.  ill).  It  is  clear,  however,  that  continuous  scanning  when  there 

is  considerable  roughness  of  the  surface  is  hampered  the 
piezoelectric  converters  must  move  by  means  of  "walking" 
from  point  to  point. 

In  certain  cases  when  it  is  difficult  to  carry  out 
a 

immersion  contact  due  to  large  dimensions  of  article,  and 
contact  through  film  of  liquid  due  to  insufficient  cleanness 
of  surface  treatment,  it  is  possible  to  use  the  jet  contact 
(Fig.  112)  proposed  by  Trost  [1J8].  However,  one  should 

Fig.  111.  consider  that  turbulance  of  stream,  leading  to  formation 

Searching  head 

with  rubber  cap  of  air  bubbles,  may  cause  instability  of  acoustic  contact, 

for  controlling 

articles  with  therefore  such  a  method  may  be  used  only  with  great  caution, 

rough  surface: 

a)  structural 
diagram  of  head; 

b)  contact  with 
rough  surface. 
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For  more  clear  determination  of  contours  of 
revealed  defect,  it  is  advisable  to  use  a  small  receiver 
or  to  diaphragm  the  UZK  receiver. 

Efficiency  of  control  during  line  scanning,  in 
general  very  low,  can  be  in  certain  cases  increased 
b,y  application  of  several  pairs  of  UZK  radiators  and 
receivers  fastened  to  a  special  support  and  In  turn 
switched  in  with  a  high-speed  commutator.  Such  a 
system  is  used,  for  instance,  in  the  below-described 
"Zonemeter."  The  original  setup  for  a  high-speed 
commutator  was  developed  by  G.  V.  Prorokov  [159].  A 
highly  efficient  multichannel  device  for  the  control 
of  steel  sheets  against  stratification,  using  a  special 
commute;  i :m  circuit  of  a  very  large  (near  500  pair) 
number  of  UZK  radiators  and  receivers  was  described 
by  L.  G.  Merkulov  and  others  [140],  As  will  be  shown 
below,  however,  highly  productive  control  of  sheet 
material  at  present  can  be  carried  out  by  an  improved 
method. 

There  is  essential  value,  especially  in  conditions  of  industrial  control, 
in  the  system  of  reading  and  recording  readings  of  a  flaw  detector.  Recording 
is  necessary  where  an  objective  document  indicating  results  of  control  is  needed. 

Readings  of  UZK  parsing  through  the  controlled  article  can  be  carried  out 
by  different  methods:  observation  of  relief  ("ripple")  on  surface  of  liquid  bath, 
measurement  of  intensity  cf  beam  by  pointer-type  device,  or  with  an  electron-beam 
tube  by  means  of  sound  or  light  indicators,  and  finally  by  means  of  visualization 
of  structure  of  wave  field  for  UZK  receiver. 

Recording  the  readings  of  a  flaw  detector  can  be  carried  out  by  different 
ways.  It  can  be  done  on  light  sensitive,  or,  which  is  more  convenient  and  fast, 
on  electrothermal  paper. 

Figure  115  gives  the  phonogram  of  blade  from  duralumin  [lib]  on  light  sensit  ve 
paper  using  compensators  of  frequency  modulation  of  UZK  and  noise  cutoff,  line 
scanning,  immersion  contact  and  disphragming  of  the  receiving  searching  head. 


Fig.  112.  Trost 
searching  heads 
with  jel  contact, 
intended  for  control 
of  sheets  ana  plates: 

Ji  -  controlled  sheets; 
V.  -  radiating;  [1  - 
receiving  head;  P  — 
rollers . 
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graphic  not  reproducible 


Fig.  115.  Phonogram  of  blade  resounded  using 
compensators  with  frequency  modulation  a,  and  without 
frequency  modulation  b. 


On  the  phonogram  contours  of  the  blade  slightly  stand  out  etalons  of  sensitivity 
distinctly  are  reproduced  —  plates  from  plywood  fastened  on  right  and  left  part 
of  blade  -  and  defective  zones  in  which  after  cutting  of  blade  stratifications 
were  revealed  are  outlines.  For  comparison  is  given  the  phonogram  of  blade 
obtained  with  modulation  of  frequency  of  UZK:  on  it  one  may  see  a  considerable 
number  of  zones  where  UZK  hive  not  passed  through  which  is  not  connected  with 
presence  of  defects. 

3.  Contemporary  State  and  Prospects  of  Development 
of  Shadow  Method 

The  widest  use  of  the  shadow  method  is  in  the  FRG,  Belgium,  and  partially 
in  France.  In  the  United  States,  England,  and  Japan  this  method  of  controlling 
metallic  articles  is  less  used.  In  the  USSR  the  shadow  method  successfully  is 
used  mainly  for  controlling  quality  of  sheet  rolling,  bearings,  multilayer  dioko, 
cable  Jackets,  rubber  articles,  special  plastics  and  concrete. 

Let  us  note  that  for  control  by  the  shadow  method  echo  of  law  detectors 
manufactured  in  the  USSR  and  abroad  can  be  used.  At  that  time  in  a  numbei  of 
cases  development  of  specialized  equipment  is  required. 

Of  original  develor  *ents  in  the  FRG  one  sh  uld  cite  the  method  of  G3tz 
[141],  allowing  contro  of  metallic  sheets  and  plates  against  the  presence  of 
stratifications.  In  this  method  ultrasonic  oscillations  are  introduced  in  metal 
through  liquid  medium  at  an  angle  different  from  normal  to  surface  of  sheet. 
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This  angle  is  chosen  from  calculation  of  coincidence  of  speed  of  advance  of  track 
of  incident  wave  along  sheet  with  speed  of  propagation  of  bend  waves  in  it. 

Maximum  acoustic  transmittance  of  sheet  is  observed  if  there  are  no  defects  in  it. 
During  scanning  of  article  stratification  is  revealed  by  loss  of  transmittance1. 

At  200-474  kHz  such  a  method  can  reveal  stratification  near  30  mm  in  diameter 
in  plates  up  to  23  mm  thick.  Although  such  sensitivity  can  in  no  way  be  called 
high,  this  method  is  used  by  Borsig  and  AEG. 

Trost  applied  searching  heads  of  original  construction  for  control  of  sheets 
and  plates  in  which  jet  acoustic  contact  is  made  by  means  of  continuous  supply 
of  water  into  housing  of  searching  head  between  plate  of  piezoelectric  converter 
and  surface  of  controlled  article.  Here  necessity  of  dipping  the  article  in  a 
bath  is  eliminated.  Trost  heads  are  mounted  coaxially  on  hard  rods  and  can  shift 
along  surface  of  article.  Water  is  poured  through  gap  between  head  and  surface 
of  article. 

Trost  used  UZK  at  frequency  1  MHz  with  frequency  modulation  and  revealed 
stratification  from  5  mm  in  diameter  in  sheets,  plates,  and  profiles. 

Ultrasonic  flaw  detectors  designed  for  controlling  articles  of  simple  form 
are  manufactured  in  the  FRG  by  several  firms  [142],  The  most  wide-spread  industrial 
flaw  detector  type  is  the  "Zonemeter"  made  by  Lehfeldt  (Fig.  114)2.  This 
instrument  works  at  frequencies  of  0.1;  2.85  and  8.5  MHz  with  frequency  modulation. 
Deviation  of  frequency  accordingly  is  5,  130,  and  200  kHz;  frequency  of  modulation 
is  50  Hz.  Searching  heads  of  flaw  detector  are  mounted  on  a  support.  Heads 
are  supplied  with  a  great  number  of  changeable  steel  tips  designed  for  control 
of  articles  of  the  mcst  various  form.  The  acoustic  contact  is  brought  about 
by  the  introduction  of  a  drop  of  oil  between  the  surface  of  the  controlled  article 
and  the  tip  of  the  searching  head.  In  the  instrument  there  is  smooth  adjustment 
of  power  of  radiated  UZK.  The  receiving  device  is  an  b-f  amplifier  and  a  dc 
amplifier  on  whose  outlet  is  an  indicator  —  millivoltmeter  of  switch  type.  In 


xIt  is  necessary  to  note  that  at  the  present  the  method  of  control  of  sheet 
material  is  very  effectively  used  with  waveguide  effect  and  is,  in  essence,  a 
development  of  the  method  of  GBtz. 

figures  114,  115,  128,  129,  139,  143,  146,  156,  158,  159,  160,  l6l,  162, 
163,  182,  186,  246,  247,  248,  250,  251,  254,  264,  271,  272,  273,  276,  279,  are 
on  the  insert  between  pp.ipj  and  155, 
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parallel  to  the  Indicator  is  switched  in  a  relay,  which  works  if  readings  of 
the  indicator  drop  to  middle  of  scale.  Here  there  is  swtiched  in  a  light  or  sound 
signal,  indicating  detection  of  defect. 

Using  tips  of  searching  heads  with  5  mm  diameter  it  is  possible,  with  the 

described  flaw  detector,  to  reveal  in  sheets  up  to  10  mm  thick  defects  1  mm  in 

, 

diameter.  For  the  "Zonemeter"  special  slanted  searching  heads  were  developed 
shaped  in  the  form  of  on  attachment  for  control  of  a  welded  seam  cylinder  housings, 
etc. 

In  the  considered  flaw  detectors  scanning  is  done  by  single  searching  heads, 
which  does  not  permit  control  with  any  considerable  speed.  The  problem  of 
increasing  productivity  of  ultrasonic  control  of  radical  solution  has  not  yet 
been  obtained  and  in  each  specific  case  any  methods  of  acceleration  of  control 
are  applied.  So,  for  control  of  sheet  material  to  the  "Zonemeter"  is  connected 
a  specially  developed  device  consisting  of  a  high  speed  commutator  switching  in 

J 

by  turn  one  of  ten  pair  of  searching  heads  fastened  in  a  special  support  (Fig. 

115).  The  sheet  is  resounded  simultaneously  by  ten  bands,  which  considerably 
accelerates  control.  However,  requirements  for  cleanness  of  surface  during  work 
with  such  a  "high-speed"  method  essentially  are  increased,  and  the  problem  of 
continuous  and  reliable  acoustic  contact  becomes  vtry  serious. 

The  Belgian  firm  "Ultrasonel"  mastered  production  of  shadow  flaw  detectors 
designed  for  control  of  different  metallic  and  nonraetallic  articles  (for  instance 
plates  and  pipes  from  bakelite)  against  internal  stratifications  [145]. 

It  is  necessary  to  note  that  the  tendency  to  expansion  of  the  circle  of 
controlled  articles  from  nonmetallic  materials  has  become  in  recent  years  especially 
clear.  In  particular,  in  a  number  of  countries  automobile  and  aviation  coverings 
on  cracks  in  rubber  and  sealing  of  rubber  from  fabric  are  successfully  controlled. 
For  instance,  setups  developed  by  Morris  [154]  (USA)  and  Hatfield  [155]  (England) 
are  very  succesful  in  controlling  coatings.  In  the  latter  the  radiator  is  placed 
inside  the  covering  and  sends  a  divergent  beam  of  UZK  at  50  kHz  into  the  body 
of  the  covering.  On  the  outside  are  six  receiving  heads,  each  joined  with  its 
own  receiving  head  amplifying  device,  and  indicator.  Searching  heads,  as  in  the 
Morris  setup,  can  shift,  preserving  their  mutual  location,  and  thus  resound  all 
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sections  of  the  covering.  Control  of  cover  on  the  described  installation  continues 
several  minutes.  There  is  still  higher  efficiency  of  the  installation  created 
by  Lehfeldt  and  differing  by  the  use  of  UZK  of  higher  frequency  (100  kHz),  which 
increases  resolving  power  (defects  with  dimensions  from  10  mm  are  detected). 

Besides,  the  installation  is  supplied  with  ten  receiving  searching  heads  and 
correspondingly  has  ten  amplifiers  and  indicators.  Control  is  conducted  at  a 
speed  up  to  25  cm/s.  Ultrasonic  control  of  rubber  covering  in  recent  years  has 
been  successfully  developed,  which  promotes  exceptionally  successful  coincidence 
of  the  most  important  physical  characteristics  of  water  and  rubber  for  propagation 
of  elastic  oscillations.  As  already  was  noted,  their  specific  wave  impedance  are 
almost  identical,  which  practically  ensures  absence  of  reflection  of  UZK  onto 
the  rubber-water  boundary.  Coincidence  of  values  of  speed  of  UZK  in  water  and 
in  rubber  is  also  very  essential:  this  leads  to  absence  of  refraction  of  UZK 
onto  the  rubber-water  boundary  and  permits  control  of  an  article  of  sufficiently 
complicated  form.  In  particular,  if  these  speeds  were  not  equal,  tread  ribs  on 
an  automobile  tire  considerably  would  complicate  control  due  to  refraction  of  UZK. 

In  the  USSR  ultrasonic  control  of  articles  from  nonmetallic  materials  is 
also  used.  Thus,  for  control  of  rubber  covers  the  [TsNIITMASh]  (UHMMTMAUl) 
developed  the  [ShD-1]  (iEH-l)  flaw  detector  [156],  Control  of  massive  units  from 
plastic  turned  out  to  be  very  effective.  On  comparatively  low  frequencies  (inasmuch 
as  damping  of  UZK  in  plastics  is  great)  high  sensitivity  can  be  obtained  and  tho 
smallest  heterogeneities  detected.  Here  the  use  of  a  homogeneous  isotropic  medium 
(plastic)  over  a  heterogeneous  anisotropic  (complicated  alloy)  medium  is  the 
influence.  In  the  last  case  scattering  of  UZK  by  structural  components  of  an  alloy 
leads  to  appearance  of  interferences  and  to  necessity  of  lowering  sensitivity.  In 
case  of  controlling  a  plastic  such  scattering  is  not  observed.  The  degree  of 
contrast  of  a  wave  field  for  UZK  receiver  is  sufficiently  high  and  the  sensitive 
indicator  reacts  to  an  insignificant  decrease  of  intensity  of  sound  field  after  a 
small  defect,  as  a  result  of  which  real  sensitivity  of  instrument  can  attain  very  high 
values.  Very  successful  results  are  obtained  on  an  installation  of  a  similar  type, 
created  by  D.  F.  Vasil'yev  and  N.  F.  Shustov  [144].  This  installation  constitutes 
semiautomation  working  on  a  frequency  near  100  kHz  with  application  of  immersion 


variant  of  acoustic  contact  and  scanning  along  a  helix.  To  produce  an  objective 
document  indicating  results  of  control  in  this  installation,  readings  are  recorded 
op  photographic  paper  with  a  loop  oscillograph  (Fig.  116).  Such  a  system  of 


recording  permits  judging  as 
to  the  presence  of  defects, 
but  it  complicated  and  has 
low  efficiency. 

It  is  considerably  more 
graphic,  more  efficient  and 

Fig.  116.  Sample  of  recording  of  readings 

of  a  flow  detector  on  oscillograph  paper  simpler  to  record  readings  of 

[144]. 

flaw  detector  [V4-9T]  ( B4-9T ) 

for  control  of  multilayer  disks  in  which  to  a  steel  base  by  the  method  of  diffusion 
brazing  "are  soldered"  elements  from  ceramic  metal.  In  this  semiautomatic  flaw 
detector,  developed  in  1996  by  G.  V.  Prorokov,  pulse  radiation  of  UZK  at  1  MHz 
is  used,  focusing  of  UZK  with  a  flat -concave  lens  (i.e.,  a  "point"  radiator  of 
UZK  is  made),  immersion  of  acoustic  contact,  scanning  along  a  flat  spiral  and 
recording  of  readings  on  electrothermal  paper  is  carried  out.  To  output  of 
amplifier  of  flaw  detector  is  connected  a  writing  device  consisting  of  a  tungsten 
point  pressed  to  a  sheet  of  electrothermal  paper  fastened  to  a  metallic  disk. 

This  disk  is  planted  on  one  axis  with  the  controlled  disk,  and  therefore  motion 
of  point  with  respect  to  paper  accurately  corresponds  to  motion  of  ultrasonic 
beam  relatively  to  controlled  disk. 

If  in  the  disk  on  the  path  of  the  UZK  there  are  no  defects,  at  output  of 
amplifier  develops  voltage  sufficient  for  formation  of  spark  discharge  between 
tungsten  point  and  metallic  disk  on  which  is  fastened  electrothermal  paper. 

When  there  are  skips  in  the  spark  the  paper  is  burned  and  on  its  surface  appears 
a  clear  graphite  trace  in  the  form  of  a  spiral,  following  the  scanning  pattern. 

Presence  of  defects  leads  to  voltage  drop  on  output  of  amplifier  and 
to  cessation  of  spark  discharge.  On  the  paper  in  these  places  the  graphite  trace 
is  interrupted  and  in  further  tracing  there  appears  a  white  spot  in  the  spiral 
(Fig.  117)  in  form  and  dimensions  corresponding  to  the  revealed  defect  —  disturbance 
of  cohesion  of  cermet  element  with  metallic  basis. 


120 


Among  shadow  flaw  detectors  for 
control  of  metallic  articles  developed 
In  recent  years  In  the  USSR  we  should 
note  several  more  Installations. 

A  shadow  flaw  detector  for  control 
of  large  dimension  Inserts  of  bearings 
of  diesel  locomotives,  developed  by 
R.  G.  Bogatyrev  [ 145 ]  Is  a  semiautomatic 
installation  working  in  pulse  regime 
with  application  of  immersion  acoustic 
contact  and  scanning  along  a  helix. 

The  controlled  insert  is  placed  in  a 
bath  with  water  on  a  table  revolving 
around  a  vertical  axis,  and  a  rigidly 
and  coaxially  mounted  radiator  and  receiver  of  UZK  oriented  with  respect  to  radius 
of  insert  and  smoothly  travelling  along  the  vertical  permit  resounding  through 
one  wall  and  clear  detection  of  the  zone  of  disturbance  of  cohesion  between 
antifriction  layer  and  steel  base  of  insert.  A  distinctive  feature  of  this 
installation  utilized  for  control  of  serial  production  in  industrial  conditions 
is  the  presence  of  a  special  device  for  automatic  signalling  upon  detection  of 
defects. 

Flaw  detector  [UZDR-60]  (y3flP-60)»  described  by  B.  A.  Petrov  [146],  and 
used  for  control  of  inserts  of  bearings  is  a  development  of  this  installation. 

This  flaw  detector  works  in  pulse  conditions  on  a  frequency  of  P.5  MHz*  is 
designed  for  immersion  contact  or  application  of  contact  lubricant.  Upon  detection 
of  a  defect  there  is  an  automatic  signal. 

The  UZDR-60  is  equipped  with  special  heads  allowing  control  by  "mirror" 
variant  of  shadow  method  with  separate  searching  heads.  A  diagram  of  such  control 
is  given  on  Fig.  118.  UZK  sent  by  radiator  at  a  small  angle  to  the  surface  of 
the  antifriction  layer  (bronze,  babbit)  are  slightly  refracted  as  they  pass 
through  tnls  surface  (refractive  index  2-5),  then  as  they  pass  through  the  boundary 
■  i  hit  layer  with  steel  experience  additional  insignificant  refraction  (refractive 
i.  dex  i.5-2),  are  reflected  from  external  surface  of  steel  insert  and  return  to 
UZK  receiver,  .located  in  water  a  certain  distance  from  the  radiator.  At  good 


Fig.  117.  Sample  of  recording  of 
readings  of  a  flaw  detector  on 
electrothermal  paper. 


cohesion  of  antifriction  layer  with  steel  the  receiver  records  passage  of  VZK 
pulse.  If  on  the  path  of  beam  there  are  zones  of  scaling  the  receiver  marks  the 
defect  by  absence  of  a  pulse.  As  the  UZK  radiator  and  receiver  move  along  the 
line  parallel  to  the  generatrix  of  the  cylindrical  surface  the  defect  will  be 
marked  twice:  at  the  intersection  with  incident  and  reflected  beam. 


Pig.  118.  Diagram  of 
control  of  inserts  of 
bearings  by  mirror  variant 
of  shadow  method  [146]: 

M  —  radiator;  n  —  receiver. 


r 

Fig.  119.  Diagram  of 
quality  control  of  cold- 
welded  seam  [147].  Q^, 

Qg  —  piezoelements;  0, 

Og  —  lens;  K  —  controlled 

seam. 


4 

The  original  automatic  shadow  flaw  detector  —  for  quality  control  of  cold- 
welded  seam  of  aluminum  cable  sheathing  was  developed  by  K.  0.  Levitskiy  [147]. 

♦ 

This  flaw  detector,  built  into  the  machine  executing  cold  welding  of  seam,  uses 
UZK  radiator  with  system  of  focusing  (Fig.  119)  and  possesses  great  productivity 
and  sensitivity,  making  it  possible  to  reveal  defects  of  small  dimensions. 

The  most  refined  from  the  point  of  view  of  productivity  of  automation  and 
recording  of  results  of  control  is  the  previously  mentioned  installation  for  control 
of  rolled  steel  sheets,  developed  by  L.  G.  Merkulov,  V.  M.  Verevkin,  N.  A.  Yevdokimov 
and  K.  V.  Zharkov  [140],  In  this  installation,  whose  principle  of  operation  is 
explained  by  the  simplified  block-diagram  shown  in  Fig.  120,  a  special  method 
is  used  for  connecting  UZK  radiators  and  receivers  in  groups,  allowing  an  essential 
decrease  in  the  number  of  transmission  channels  for  information  when  there  is  a 
large  number  of  elements  of  decomposition.  » 

A  steel  sheet  up  to  2800  mm  wide  and  10  +  ram  thick  advances  in  water  between 
two  rulers  on  which  is  mounted  288  pair  of  quartz  UZK  radiators  and  receivers, 
at  a  speed  up  to  10  m/min. 
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Fig.  120.  Block-diagram  of  installation  for  control 
of  steel  sheets  [140]:  JI  -  controlled  sheet;  MB, 

IIB  -  radiating  and  receiving  vibrators;  CJl,  Cn  - 
controlling  selcyn;  0  —  illuminator;  $  —  photoresistor; 

~  recording  device;  I  -  amplifier-limiter;  II,  VI, 

VII  —  Kipp  relay;  III  —  resolver;  F  —  pulse  generators; 
IV  —  delay  block;  V  —  power  amplifier;  fi  —  receivers. 
Figures  —  number  of  channels. 


When  there  is  stratification  in  the  sheet  the  UZK  receivers  fix  a  sound 
shadow,  and  the  corresponding  needle  of  the  recording  arrangement  traces  a 
dark  line  on  electrothermal  paper.  As  a  result  of  this  paper  it  is  possible  to 
see  contours  of  resounded  sheet  and  outlines  of  Internal  defects  (Fig.  121). 


Fig.  121.  Sample  of  recording  of  statif ication  in 
steel  sheet  2300  mm  wide  and  HO  mm  thick  [Ho], 
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*1.^1  •  of  Incidences  4*£t*hs 


In  Prance  [148]  the  shadow  method  is  used  for  partial  solution  of  a  very 
urgent  problem  —  quality  control  of  a  metal  —  metal  bond.  In  separate  cases 
sufficiently  good  effect  is  obtained. 

All  the  above  instruments  work  using  longitudinal  ultrasonic  waves.  Essentially 
the  use  of  normal  waves  gives  new  possibilities  for  the  shadow  method.  The 
shadow  method  with  application  of  normal  waves  is  used  at  present  mainly  for  control 
of  sheet  material  pipes,  and  wire,  where  here,  just  as  with  the  use  of  longitudinal 
waves,  a  tendency  to  automation  of  resounding  is  observed  [149,  150]. 

Normal  waves  are  connected  with  waveguide  mechanism  of  UZK  propagation.  They 
can  exist  only  in  sheets  and  shells  (for  instance  in  the  wall  of  a  pipe)  of 
comparatively  small  thickness.  For  excitation  of  normal  waves  usually  longitudinal 
oscillations  are  used,  incident  on  the  surface  of  the  controlled  article  at  an 
angle  different  from  zero.  Between  angle  of  incidence,  thickness  of  sheet,  and 
elastic  properties  of  material  there  exists  a  connection  which  makes  it  possible 
to  find  defined  discrete  angles  of  incidence  corresponding  to  defined  forms  and 
orders  of  normal  waves.  The  graph  shown  in  Fig.  122  shows  that,  for  instance, 

ot  frequency  f  =  2.85  MHz  in  a 
steel  plate  1  mrr.  thick  it  is 
possible  to  excite  symmetrical 
normal  wave  of  zero  order  (curve 
SQ),  if  longitudinal  UZK  fall  at 
45°,  or  an  antisymmetrical  normal 
wave  of  the  first  order  (curve  a^ ) 
when  longitudinal  UZK  fall  at  22.5°. 
Introduction  of  UZK  into  platinum 
can  be  carried  out  either  by  the 
immersion  method  or  through  a  layer 
of  lubricant. 

k  normal  wave  (symmetrical  or 
antisymmetrical),  excited  at  the 
point  of  introduction  of  longitudinal  UZK  into  a  plate,  propagates  in  the  plate 
in  the  form  of  directed  beam  whose  axis  lies  in  plane  of  incidence  of  longitudinal 
UZK.  If  a  certain  distance  from  point  of  excitation  to  UZK  receiver  (radiator 


Fig.  122.  Graph  for  determination  of 
conditions  of  control  using  normal  waves 
[129]s  a  —  antisymmetrical  waves, 
s  —  symmetrical  waves. 
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and  receiver  can  be  located  only  on  one  side  of  the  article) ,  longitudinal 
oscillations  radiated  by  surface  of  plate  at  defined  angles  (reverse  transformation 
of  normal  waves  into  longitudinal)  will  be  accepted  by  it  and  marked  by  the 
indicator. 

Waveguide  character  of  propagation  of  normal  waves  in  a  plate,  sheet,  or 
wall  of  pipe,  leads  to  considerable  reflection  of  UZK  from  different  heterogeneities, 
having  the  state  of  a  reflecting  surfaces  or  a  section  of  the  waveguide,  and 
consequently,  to  a  sharp  fall  of  amplitude  of  oscillations  after  these  heterogeneities, 
analogously  to  what  takes  place  in  the  zone  of  sound  shade.  The  reflector, 
constituting  a  disturbance  of  continuity  (stratification),  oriented  parallel  to 
the  surface,  causes  predominant  reflection  of  symmetrical  waves.  Transverse 
discontinuities,  oriented  to  perpendicular  to  surfaces,  reflect  mainly  antisymmetrical 
waves. 

Figure  12?  gives  an  idea  about  the  control  setup  of  a  sheet  for  stratifications 
using  of  normal  waves.  An  essential  advantage  of  using  normal  waves  is  that 

after  one  passage  by  one  pair  of  heads  a  rather 
large  zone  of  the  article  is  controlled.  When 
longitudinal  waves  are  used,  if  the  area  of  the 
checked  zone  is  determined  only  by  diameter  of  head, 
when  normal  waves  are  used  the  magnitude  of 
this  zone  depends  also  on  distance  between  heads. 
Increase  of  this  distance  (which  can  be  brought 
to  tens  of  centimeters)  permits  an  essential 
increase  of  productivity  of  control. 

In  the  FRG  very  successful  installations 
have  been  developed  for  automatic  control 
of  sheets  and  pipes.  One  of  them,  d -signed  for  control  of  sheets,  is  one 
section  of  a  production  line  [151].  In  it  the  method  of  introduction  of  UZK 
through  a  layer  of  contact  lubricant  is  used.  Work  is  carried  out  simuJtaneously 
by  three  pairs  of  heads.  The  sheet  is  not  completely  controlled,  but  only  in  the 
three  zones  having  the  form  of  parallel  bands  30  cm  wide  (distance  between 
radiating  and  receiving  heads  of  one  peir) .  Distance  between  bands  is  50  cm. 

Lubricant  of  contact  surface,  pressing  heads  to  the  sheet,  and  feeding  the  sheet 


Fig.  123.  Diagram  of 
control  of  sheet  for  the 
presence  of  stratifications 
using  normal  waves  [80]: 

1  -  UZK  radiator;  2  -  UZK 
sheet;  3  —  stratification. 


Fig.  114.  Zoneine^er  (Lehfeldt,  FRG)  . 


Fig.  115.  Attachment  to  Zonemeter  for  highly  productive 
control  of  sheets. 

Fig.  128.  Specular  reflection  of  eV<~-  •  -  illations  from 

a  sphere,  observed  on  the  screen  j  ronic  converter 

[169]. 

Fig.  129.  Image  of  sound  shad  la*  test  object, 

observed  on  screen  sound-elect. rnnl  ;  c  •nv-  rttr. 
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Pig.  158. 

echo  flaw  aete  - 
tor  UZDL-61  f  - 
control  of  Dlade 


Fig.  ).  . 

echo  flaw  detec 
tor  I  5-NIIM- 
( Nil  bridges). 


Fig.  160.  P'. !  • 

echo  flaw  det< 
tor  UDM-1M  Pr<  :i 
sion  Elec.ri 
Instruments  riar 


Fig.  l6l.  i 
echo  flaw  dete  - 
tor  USJP-10  ( FRG 
Krautkrhmer) . 


Fig.  162.  Pulse-echo  flaw  detector  "Mark  VI"  (England,  Kelvin  and  Hughes). 

Fig.  163.  Pulse-echo  flaw  detector  V4-7I. 

Fig.  182.  Separately  combined  searching  head  (Kelvin  and  Hughes). 

Fig.  186.  Installation  for  investigation  of  characteristics  of  methods  of 

ultrasonic  defectoscopy  by  means  of  simulation  in  water. 
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graphic  not  reproducible 
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Pig.  246.  Overall  view  of 
echo  flaw  detector  DUK-fiV. 

Fig.  247.  Overall  view 
echo  flaw  detector  DUK-5V. 
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GRAPHIC  NOT  REPRODUCIBLE 


Fig.  250.  Internal 
crack  in  a  large 
scale  ingot  from  an 
aluminum  alloy  (A. 

P.  Saltykov):  a,  b, 
c  —  directions  of 
resounding,  and  the 
corresponded  pictures 
are  observed  on  the 
instrument  screen. 

Fig.  2^)1.  Control 
of  blank  of  rotor 
of  turbogenerator  by 
contact  echo  —  method 
[9*]. 

Fig.  254.  Overall 
view  of  installation 
for  control  of  profiles 
by  the  echo  method  in 
an  immersion  variant. 


graphic  not  reproducible 
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FI  ..  264 .  Iver&ll  view  of  installation 
for  control  of  profiles  by  the  echo 
method  in  an  immersion  variant. 


Fig.  271.  The  ICTs-3H  for  automated 
control  of  pipet. 


Fig.  272.  :  ear  cuing  head  with  ,.e 

cor. .act  for  control  of  rolled  plates 
(KrautkrEmer  . 


Fig.  27 3.  Control  of  rolled  plate 
using  a  searching  head  with  Jet  cont 
On  handle  of  h**ad  is  a  tark  for  co  ' 
lunricant  and  also  a  smoll  ec1.^  fl  v* 
detector  Kraut  kroner  . 


V 

graphic  not  reproducible 


at  0.1  to  1  m/s  is  carried  out  automatically.  Tiv  installation  i  equipped  with 
a  special  device  for  signalling  the  pres  nee  of  a  defect. 

An  immersion  variant  of  the  shadow  method  using  normal  waves  has  been  used 
for  the  control  of  pipes  (.149],  sheets  [IpO],  and  for  detection  of  defects  such 
as  disturbance  of  bonding  between  an  external  sheet  (or  pipe)  and  the  base  material 


[152]. 

Figure  124  shows  the  diagram  of  control  of  welded  pipes  by  this  method. 
Location  of  radiating  head  ]/[  is  such  that  longitudinal  elastic  oscillations 


Fig.  124.  Diagram  of  control  of 
welded  pipes  for  defects  in  the 
welded  seam  using  normal  waves 
[149]:  M  -  radiator;  n-  receiver; 
HI  —  seam. 


fall  from  a  liquid  onto  the  surface  of 
the  pipe  at  an  angle  ensuring  the  excitation 
of  normal  waves.  When  the  latter  propagate 
in  the  pipe  wal 1  this  wall  radiates  into 
the  liquid  1  uigicud i nal  waves  which  are 
trapped  by  receiving  head  H,  When 
there  is  a  defect  in  the  controlled  section 
of  pipe  (in  welued  seam)  the  normal  wave 
is  reflected  from  it  and  its  intensity  in 
zone  of  location  of  receiving  head  decreases. 


Intensity  of  longitudinal  wave  received  by  the  head  decreases  also.  Thus, 
criterion  of  presence  of  defect  is  decrease  of  signal  ^n  receiving  head.  Pipes 
with  a  wall  0.5-2. 5  mm  thick  are  checked  on  a  frequency  of  2.0  MHz;  at  O.b-6  mm 
thick,  1.6  MHz  is  used.  Sensitivity  of  the  method  is  very  high.  When  the  pipe 
moves  at  20  cm/s  defects  1  mm  long  are  revealed.  Locations  of  defects  are  marked 
with  paint. 

Works  on  creation  of  similar  installations  are  successfully  being  conducted 


also  in  the  USSR  [155,  154]. 

Control  of  sheets  by  the  Immersion  shadow  method  with  the  use  of  normal 
waves  is  analogous  to  the  considered  case  of  control  of  pipes. 

A  somewhat  different  method  is  used  for  control  cf  bimetalic  intermediate 
products  for  detection  of  zones  where  there  is  no  cohesion  between  base  metal 
and  external  sheet  or  pipe.  Figure  125  gives  the  diagram  of  quality  control  of 
cohesion  of  plating  layer  with  base  metal.  Radiating  and  receiving  head  are 
in  liquid  on  one  side  of  the  controlled  article  and  are  divided  by  a  soundproof 
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screen  preventing  straight  passage  of  ultrasonic 
oscillations.  If  in  the  article  are  zones  in  which  the 
plating  layer  adheres  badly,  in  the  next  layer  down, 
as  a  result  of  longitudinal  ultrasonic  oscillations 
falling  on  it,  there  appear  normal  wavts  which, 
propagating  along  the  layer,  create  a  new  series  of 
longitudinal  waves  radiated  in  the  liquid  and  trapped 
by  receiving  head.  In  case  of  close  cohesion  of  plating 
layer  with  base  metal,  normal  waves  are  not  excited 
and  the  receiving  head  receives  no  signal.  Thus, 
in  distinction  from  the  usual  devices  for  the  shadow 
method,  in  the  given  case  a  defect  causes  not 
disappearance  but  appearance  of  a  signal.  A  similar 
method  reveals  zones  of  disturbance  of  cohesion 
between  a  thin  (1.1  mm)  aluminum  coating  and  a  uranium  rod  in  fuel  elements  of 
atomic  reactors  [152]. 

Possibilities  of  the  shadow  method,  as  follows  from  what  has  been  presented, 
are  sufficiently  wide.  Further  development  of  the  shadow  method  will  provide 
absolute  success  in  a  number  of  cases  for  control  of  different  articles  in 
industrial  conditions.  Basic  direction  of  development  of  the  method  is  dictated 
by  conditions  of  contemporary  level  of  production  -  automation  of  control  and 
increase  of  its  reliability  and  objectiveness. 

As  the  above  variants  of  setups  and  designs  of  shadow  flaw  detectors  show, 
the  paths  for  automation  of  control  are  specific,  and  in  a  number  of  cases 
reliable  and  highly  productive  automatic  flaw  detectors  have  already  been  created 
and  incorporated  in  production  lines.  Increase  in  reliability  and  objectiveness 
of  control  is  connected  with  creation  of  methods  and  devices  making  it  possible 
to  obtain  an  objective  document  fixing  results  of  control.  This  problem  is 
solved  on  one  hand  by  using  different  systems  of  recording,  and  on  the  other 
by  the  creation  of  methods  and  devices  for  visualization  of  the  wave  field  which 
allows  direct  observation  of  heterogeneities  inside  resounded  article  during 
control,  and  thereby  more  correct  determination  of  form,  dimensions,  and  coordinates 


Fig.  125.  Diagram 
of  control  of  fuel 
elements  of  atomic 
reactors  (defect  — 
damage  of  cohesion 
between  aluminum 
coating  and  ukranium 
rod)  [152]:  1- 

radiator;  2  —  receiver; 
5  —  screen;  4  —  rod; 

5  —  zone  of  disturbance 
of  cohesion. 
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of  defects. 


Various  methods  or  visualisation  of  wave  field  [155J  have  a  different 
physical  basis  and  in  different  degree  .ire  useful  for  application  in  shadow  flaw 
detectors;  however,  each  of  them  uses  as  the  basic  element  the  sound-optical 
converter  and  the  majority  uses  the  acousti  '  lens. 

The  first  visualization  of  a  wave  field  was  made  in  1935  by  S.  Ya.  Sokolov 
[122],  using  a  relief  formed  on  the  free  surface  of  liquid  when  elastic  oscillations 
fell  upon  it  due  to  deformation  of  this  surface  under  action  of  sound  pressure 
and  gravity. 

This  very  primitive  method  of  visualization  is  characterized  by  comparatively 
high  sensitivity,  corresponding  to  a  UZK  intensity  of  the  order  of  1000  W/mc 
(or  sound  pressure  in  water  ~0.5  bar)  but  does  not  possess  sufficient  resolving 
power.  Resolving  power  is  determined  by  dif fractional  distribution  in  field  of 
sound  image,  and  for  a  system  free  from  aberratj ops  it  is  aetermined  on  the  basis 
of  relationships  known  from  optics 


d  - - - - 

2 n  sin  a  ’ 


(45) 


where  d  -  minimum  ("resolved")  distance  between  two  points  at  which  these  points 
are  visible  separately;  X  —  wavelength;  a  —  half  of  aperture  angle  of  system; 
n  —  coefficient  of  refraction  on  interface  of  lens  and  surrounding  medium. 

In  optical  systems  where  n  even  with  the  use  of  specially  selected  immersion 
liquids  cannot  exceed  1. 5-1.6,  limiting  value  of  denominator  in  formula  (^5) 
is  approximately  equal  to  three,  from  which  it  follows  that  resolving  power  of 
an  optical  system  can  attain  a  magnitude  of  the  order  of  one  third  of  a  wavelength. 

In  acoustical  systems  the  value  of  n  is  somewhat  larger:  for  a  water-metal 
system  it  is  four.  From  this  Ye.  D.  Pigulevskiy  1131]  makes  a  conclusion 
concerning  the  possibility  of  increasing  resolving  power  of  an  acoustical  system 
as  compared  to  optical  power.  However  he  does  not  consider  that  length  of  an 
elastic  wave  at  ''requencies  used  in  ultrasonic  defectoscopy  are  three  orders 
greater  than  the  length  of  a  light  wave.  Therefore,  and  also  due  to  imperfection 
of  acoustic  lenses,  for  which  aberration  has  not  been  removed,  resolving  power 
of  the  acoustic  system  should  be  not  more  than  for  the  optical  (attaining  0.1-0. 2  a), 
but  many  times  less,  which  is  completely  confirmed  by  experiments  of 
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Ye.  D.  Pigulevskiy  himself1. 

For  production  in  the  acoustic  system  of  a  resolving  power  comparable  with 
the  optical  system,  wavelength  should  be  comparable  with  wavelength  of  light, 
for  which  frequency  of  UZK  should  be  increased  to  values  of  the  order  3*10^  Hz, 
v/hich  for  ultrasonic  defectoscopy  is  still  unreal. 

From  what  was  said  it  follows  that  high  quality  of  image  is  impossible  to 
obtain  in  the  considered  system.  Quality  still  worsens  due  to  use  of  slanting 
illumination  which  is  graphically  confirmed  by  the  above  photography  obtained  by 
S.  Ya.  Sokolov  (see  Fig.  98). 

The  system  of  visualization  Spengler  was  considerably  improved  [156]2.  In 
his  arrangement  a  relief  will  be  formed  on  the  surface  of  liquid  poured  in  a 
vessel  mounted  on  a  damping  suspension.  Above  surface  of  liquid  is  a  hemispheric 
screen-reflector  illuminated  be  source  of  light  located  with  respect  to  ring 
in  lower  part  of  reflector,  and  in  turn  illuminating  surface  of  liquid. 

In  the  center  of  the  reflector  is  a  small  hole  through  which  it  is  possible 
to  observe  and  to  photograph  the  evenly  illuminated  surface  of  the  liquid.  Upon 
formation  of  relief  on  this  surface  part  of  the  beam  illuminating  scatters  to 
the  sides,  not  going  in  the  hole  for  observation.  To  increase  of  sensitivity 
and  increase  brightness  the  surface  of  the  liquid  Is  sprinkled  with  a  thin  powder 
of  aluminum  bronze  and  distance  from  surface  of  liquid  to  screen  is  selected 

p 

sufficiently  large.  As  a  result  sensitivity  is  brought  to  500  W/m  (which 
corresponds  to  sound  pressure  in  water~0.it  bar),  and  resolving  power  also  is 
somewhat  increased. 

Schuster  [158]  succeeded  in  increasing  the  resolving  power  of  S.  Ya.  Sokolov's 
system  by  using  an  acoustic  lens  which  focused  the  image  of  the  resounded  object 
onto  the  surface  of  a  liquid  and  using  a  combined  lighting  system,  which  makes 
it  possible  to  consider  the  relief  on  this  surface  either  in  the  passing  light 
or  in  the  reflection. 


xBergmann  also  considerably  reevaluates  the  resolving  ability  of  acoustical 
systems,  affirming  that  it  exceeds  the  resolving  ability  of  the  strongest  immersion 
objects  of  a  microscope  [77]. 

2See  also  G.  Spengler.  DWP  No.  11^20,  1952. 
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A  more  perfected  flaw  detector  is  that  developed  by  Schuster  and  described 
by  Trommler  [159,  160]  for  serial  contro'  of  sheets  of  dimensions  up  to 
2500  x  500  x  10  mm  for  the  presence  of  stratifications.  The  flaw  detector  was 
made  and  is  operated  in  the  Zeiss  factory  in  the  German  Democratic  Republic.  In 
this  flaw  detector  visualization  is  realized  by  the  interference  method  of 
Toepler . 

Resolving  power  of  the  Schuster  flaw  detector  when  the  setup  is  thoroughly 
damped  can  be  brought  to  I  min,  which  permits  obtaining  photography  of  satisfactory 

quality. 

The  shadow  flaw  detector  of  Polman  has  already  been  mentioned.  It  is 
achieved  with  the  original  sound-optical  converter,  based  on  the  known  Rayleigh 
effect  that  nonspherical  (flat,  bacilliform)  particles  whose  dimensions  are 
considerably  less  than  the  wavelength,  being  weighed  in  the  liquid  medium  in 
which  elastic  waves  propagate  are  oriented  so  that  their  planes  or  axes  become 
parallel  to  the  wave  front. 

Polman’ s  converter  is  very  sensitive  and  gives  a  contrastive  image,  lormed 
during  a  time  measured  in  fractions  of  a  second  already  at  a  field  intensity  of 
10  W/m2  which  corresponds  to  a  sound  pressure  of  the  order  of  0.05  bar.  The 
dynamic  range  in  which  the  converter  works  without  saturation  exceeds  40  dB, 
resolving  power  approximately  equals  length  of  elastic  wave. 

Methods  of  visualization  which  we  have  considereu  provide  direct  conversion 
of  a  sound  field  into  a  visible  image  simultaneously  over  the  whole  area  of  a 
section  of  field.  This  conversion  can  be  carried  out,  however,  by  other  means  - 
by  scanning  the  considered  hidden  field  image  at  points  with  transformation  of 
sound  wave  energy  into  electrical  energy  and  then,  after  amplification,  into 
light  energy.  This  method,  used  in  television  technology,  has  considerable 

benefits. 

The  first  flaw  detector,  in  which  mechanical  scanning  of  a  hidden  electrical 
image  of  a  field  on  a  receiving  quartz  plate  with  help  of  a  capacitance  commutator 
was  used,  was  made  in  the  form  of  a  Nipkov  disk  (see  Fig.  99)  whs  developed 
and  described  by  S.  Ya.  Sokolov  [126].  This  instrument  alLowed  observation  of 
the  image  of  heterogeneity  of  a  field  on  the  screen  of  a  ueon  tube,  where  quality 
of  image  corresponded  to  television  technology  ot  that  t  me. 
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Further  improvement  of  the  system  of  mechanical  scanning  was  made  by  P.  V. 
Ponomarev  [l6l],  He  used  pulse  conditions  of  UZK  radiation  at  1-3.5  MHz,  appiied 
sound  optics  (spherical  mirror  and  lens),  and  for  scanning  developed  a  square 
metallic  probe  oscillating  simultaneously  in  horizontal  and  vertical  planes  with 
frequency  3  and  O.O65  Hz,  correspondingly.  P.  V.  Ponomarev  established  that 

p 

sensitivity  of  the  device  is  300  W/m  in  water  —  0.3  bar,  resolving  ability  of 

device  does  not  exceed  several  wavelengths  in  quartz,  inasmuch  as  the  slanted 

UZK  incident  on  the  quartz  plate  propagate  along  the  plate,  eroding  the  piezoelectric 

relief.  Photographs  obtained  by  P.  V.  Ponmarev  show  the  principal  possibility 

of  the  use  of  the  method  of  mechanical  scanning  for  controlling  articles  of  simple 

configuration. 

It  is  entirely  natural  that  inasmuch  as  further  development  of  technology  of 
television  was  not  by  mechanical  scanning,  but  by  an  improved  way  of  using  electron 
scanning,  analogous  ideas  appeared  in  the  region  of  ultrasonic  defectoscopy. 

This  idea  was  first  expressed1  and  carried  out  by  S,  Ya.  Sokolov  [163,  165, 

166,  167].  One  of  the  schemes  proposed  by  him  is  shown  in  Fig.  126.  A  shadow 

image  of  heterogeneity  in  the  resounded 
object  using  a  system  of  acoustic  lenses 
is  projected  onto  a  receiving  quartz 
piezoelectric  layer  which  is  the  bottom 
of  a  special  electron-beam  tube  -  a  sound- 
electron  converter.  Inasmuch  as  pressure 
on  quartz  plate  changes  from  point  to 
point  in  accordance  with  irregularity  of 
field  intensity  on  a  section,  in  different 
points  of  this  plate  charges  of  various 
magnitude  will  appear.  These  charges 
are  taken  from  the  nonmetallic  internal 
surface  of  the  plate  with  an  electron 
beam  emitted  by  an  ordinary  electron  gun  and  scanning  the  surface  of  the  plate 
per  line.  In  such  a  way  plate  current  of  the  sound-electron  converter  is  modulated. 


visualization  of  wave  field  by 
method  of  scanning  by  electron  beam: 
1/1  —  radiator;  0  —  reflector;  n  - 
receiver;  y  —  amplifier;  A  —  anode; 
Kj ,  —  electron-beam  tubes; 

J!  -  lens. 


1949. 


xSee  also  S.  Ya.  Sokolov.  Author's  certificate  No.  A9A26,  193b;  No.  902'j.L, 


Further,  through  the  amplifier  this  current  joins  the  reproducing  electron-beam 
tube  (kinescope)  in  which  the  beam  shil'cr.  synchronously  with  the  beam  of  the 
sound-electron  converter.  Brightness  of  glow  in  every  point  of  screen  of  kinescope 
changes  in  accordance  with  force  of  plate  current  of  sound-electron  converter 
or  in  accordance  with  distribution  of  intensity  of  wave  field  over  a  section. 

As  a  result  of  all  this  on  screen  of  kinescope  will  appear  image  of  structure  of 
wave  field,  reproducing  the  form  of  the  heterogeneity  (defect)  revealed  in  the 
resounded  object. 

As  S.  Ya.  Sokolov  shows  ,  with  such  a  device  at  1000  MHz  an  image  of  heterogeneit 
increased  by  10000  times  can  ue  obtained.  Or.  this  basis  S.  Ya.  Sokolov  called 
the  device  an  "ultrasonic  microscope."  This  name  however,  absolutely  does  not 
correspond  to  functions  executed  by  the  instrument. 

By  microscope  is  usually  understood  a  system  making  it  possible  to  obtain 
a  considerable  useful  increase  i.e.,  an  increased  revealing  thin  pictorial 
details  invisible  to  the  naked  eye.  Maximum  useful  increase  of  microscope  is 
determined  by  the  resolving  power  of  the  system  and  can  be  calculated  by  means 
of  division  of  resolving  power  of  eye  by  resolving  power  of  the  considered 
system.  Thus,  taking  resolving  power  cf  eye  df  equal  to  0.J  mm  (“100  pin)  and 
considering  that  resolving  power  of  a  contemporary  optical  microscope  d  ,  as 

M 

already  was  indicated,  is  0.2  pm,  we  obtain  magnitude  of  limiting  useful 
increase  given  by  an  optical  microscope  possessing  lenses  with  minimum  aberrat.ic nss 

M  300 
AIbu  “  ■“  1500. 

It  is  possible  to  obtain  with  an  optical  microscope  a  greater  increase, 
however,  no  new  details  of  the  considered  image  will  be  revealed,  this  will  not 
be  a  useful  but  an  "empty"  increase,  or  in  other  words,  an  increased  scale  of 
image. 

In  order  to  increase  limit  of  useful  increase  of  a  microscope  it  is  necessary 
to  increase  its  resolving  power  and  this  is  possible  only  when  waves  whose 
length  is  considerably  less  than  the  wavelength  of  visible  light  are  used  for 
forming  of  image.  It  is  known  that  by  applying  illumination  of  object  by  ultraviolet 
beams  and  special  (quartz)  optics  passing  these  beams  it  is  possible  to  increase 


resolving  power  and  consequently  limit  of  useful  increase  of  microscope  approximately 
twice. 

An  electron  microscope,  in  which  waves  whose  length  is  approximately  1000,000 
times  less  than  the  wavelength  of  visible  light  are  used  permits  obtaining 
resolving  power  and  limiting  useful  increase  approximately  two  orders1  more  than 
in  an  optical  microscope. 

In  the  setup  proposed  by  S.  Ya.  Sokolov  the  resolving  power,  and  consequently 
the  limit  of  useful  increase  are  determined  by  the  length  of  an  elastic  wave  in 
metal,  which  even  at  1000  MHz  (and  the  use  of  UZK  of  such  high  frequencies  for 
the  flaw  detection  of  metals  must  be  considered  as  yet  unreal)  will  be  an  order 
greater  than  the  wavelength  of  visible  light.  If,  moreover,  we  consider  the 
low  quality  of  contemporary  acoustic  lenses,  it  will  become  clear  that  we  cannot 
talk  about  a  useful  increase  of  10000  times. 

Thus,  the  setup  proposed  by  S.  Ya.  Sokolov  is  not  a  microscope,  but  a  shadow 
flaw  detector  with  image  visualization  of  the  observed  defect  and  with  the 
possibility  of  certain  scale  increase  of  this  image.  As  such  an  instrument  this 
device  presents  indubitable  interest,  opening  a  new  path  of  development  of 
ultrasonic  defectoscopy.  Such  a  device  essentially  increases  sensitivity  of 
instrument,  inasmuch  as  there  is  the  possibility  of  large  amplification  in  the 
electrical  channel.  High  speed  of  scanning  permits  observing  not  only  an  immobile 
but  also  a  mobile  image.  Observation  can  be  carried  out  not  only  In  direct 
proximity  from  controlled  article  but  also  on  a  kinescope,  transferred  to  a 
considerable  distance,  and  also  on  several  kinescopes  in  parallel  and  located 
at  different  points. 

Constructuve  realization  of  a  sound-electron  converter  is  connected  with 
serious  difficulties.  First  of  all  it  is  necessary  to  solve  the  problem  of 
vacuum-tight  connection  of  piezoelectric  plate  with  body  of  converter  in  order 
to  obtain  a  system  not  requiring  continuous  evacuation.  Further,  it  is  neeessarv 
to  have  a  converter  with  sufficiently  high  threshold  of  sensitivity,  with  low 
level  of  set  noises,  and  sufficiently  large  visual  field. 


lNot  by  five  orders  as  would  have  been  possible  to  expect  from  the  relationship 
of  wavelengths,  due  to  very  low  quality  of  magnetic  lenses  possessing  considerable 
aberrations . 


Works  conducted  in  the  USSR  [168] 
have  already  given  very  serious  results'. 

One  converter,  developed  by  P.  K.  Ochchpkov, 

...  D.  .Rozenberg,and  Yu.  B.  Semennikov  l  16  ■  ] , 
diagram  of  which  is  shown  in  Pig.  127, 
has  a  threshold  of  sensitivity  of  the 
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order  5*10  '  W/m  ,  sensitivity  near 
0.02  pV/bar  and  visual  field  85  x  85  mm. 

Amplitude  response  curve  of  the  electron- 
acoustic  converter1,  called  by  the 
authors  ["UNIKON"]  ( "YHIIKOH" )  ,  is  linear  in  a  wide  range  of  sound  pressures  ud 
to  70000  bar  and  more  on  imput  [170], 

In  Fig.  128  and  129  are  given  photography  of  images  obtained  with  the 
described  converter  by  which  it  is  possible  to  judge  its  resolving  power. 

Work  on  creation  of  methods  and  devices  for  visualization  of  a  sound  field 
continues  in  the  USSR  and  abroad  (basically  in  the  German  Democratic  Republic). 

Of  foreign  work  one  should  note  created  by  Ardenne  [171]  a  converter  system  in  * 

which  UZK  fall  onto  a  thin  (0.4  mnj)  layer  of  artificial  rubber  covering  the  thir.  (i  mm' 
glass  bottom  of  the  converter.  Absorbing  the  UZK,  the  rubber  is  heated  and  hea^s 

V 

the  photocathode  on  the  bottom  of  the  converter  from  within.  The  photocathode 
emits  electrons,  forming  an  image  on  the  converter  screen. 

p 

Sensitivity  of  such  a  converter  at  5  MHz  is  near  1000  W/m  . 

There  is  certain  interest  in  the  original  system  proposed  by  Martin  in  [172]  which, 
in  distinction  from  preceding  systems,  image  of  structure  of  wave  field  is  formed 
as  a  result  of  electron  scattering  upon  elastic  reflection  from  surface  of  the 
piezoelectric  plate  excited  by  the  investigated  wave  field,  and  having  due  to 
this  on  the  surface  relief  characterizing  structures  of  this  field. 

Judging  by  first  results  this  system  of  visualization  of  structure  of  wave 
field  possesses  fair  characteristics. 

It  is  possible  to  expect  that  further  improvement  of  methods  and  devices  « 

allowing  visualization  of  sound  images  soon  will  give  the  researcher  and  plant 


Fig.  127.  Diagram  of  sound-electron 
converter  [169]:  a)  piezoelectric 
plate;  2)  body;  5)  packing;  4)  collec¬ 
tor  leadout;  5)  electron  gun;  6) 
amplifier;  7)  line  scan  generator; 

8)  frame  scan  generator;  9)  kinescope. 


xThe  authors  called  their  device  an  electron-acoustic  converter  (EAP),  however, 
considering  the  use  of  this  device  for  one-sided  conversion,  it  is  more  correct  to 
call  it  a  sound-electron  converter. 
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worker  a  reliably  effective  and  sufficiently  sensitive  shadow  flaw  detector  —  an 
automatic  machine  of  high  productivity. 

However,  even  now  the  shadow  method  utilized  in  the  primary  and  mirror 
variants,  solves  a  whole  number  of  problems  of  the  control  of  different  articles 
(fuel  elements  of  atomic  reactors  —  for  lag  of  shell,  pressed  rods  —  for  the 
presence  of  extrusion  shrinkage  cavities  rolled  sheets  -  for  stratifications, 
welded  pipes  —  for  defects  of  a  welded  seam,  multilayer  disks  and  rubber  covering 
for  stratifications,  metallic  ingots,  large  scale  blocks  from  plastic  for  cracks, 
etc.)  making  it  possible  to  reveal  in  them  various  kinds  of  defects  including 
those  of  very  small  size. 


IV 

RESONANCE  METHOD  OF  ULTRASONIC  FLOW  DETECTION 
1.  Physical  Bases  of  Property 

The  basic  problem  of  the  resonance  method  and  instruments  (flaw  detectors 
thickness  gauges)  working  on  the  principle  of  this  method  is  sufficiently  high 
quality  control  of  articles  of  comparatively  small  thickness  from  metals,  porcelain, 
glass,  ceramics  and  other  materials. 

The  resonance  method  can  be  used  to  measure  thickness  of  an  article  (accessible 
on  one  side)  and  also  to  reveal  zones  of  corrosive  damage,  zones  which  are  solderless 
or  uncemented  in  sheet  compounds,  stratifications  in  thin  sheets,  in  bimetals,  to 
determine  level  of  liquid  in  a  closed  vessel,  etc. 

Working  by  the  resonance  method,  changes  of  operating  conditions  of  radiating 
[UZK]  (Y3H)  of  the  piezoconverter  are  observed  in  connection  with  change  of  load 
on  it  at  the  time  of  appearance  of  standing  waves.  Standing  waves  appear  under 
certain  conditions  of  propagation  of  oscillations  (in  the  given  case  —  elastic 
longitudinal  oscillations,  although  in  principle  the  resonance  method  can  be  based 
on  the  use  of  elastic  oscillations  and  other  types)  in  the  surrounding  medium,  as  a 
result  of  a  direct  wave  system  or  one  reflected  from  any  barrier.  Moreover,  in  an 
idealized  —  homogeneous,  isotropic  medium  and  when  UZK  are  not  damped  points  where 
there  are  no  oscillations  of  particles  (nodes)  and  points  where  they  are  occur 
with  maximum  intensity  (antinodes)  are  observed.  In  specific  moments  of  time  a 
half  period  apart  oscillations  are  absent  (amplitude  of  displacement  of  all  points 
passes  through  zero).  Nodes  and  correspondingly  antinodes  are  half  a  wavelength 
from  one  another.  Nodes  from  an  antinode  are  a  quarter  wave  apart. 
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Formation  of  standing  waves  is  possible  only  in  the  case  of  resonance,  i.e., 
coincidence  of  frequency  of  external  perturbing  force  with  frequency  of  natural 
oscillations  of  system.  Between  thickness  d  of  article  and  length  X  of  elastic 
wave  in  the  material  of  an  article  surrounded  by  a  medium  with  smaller  specific 
wave  impedance  should  be  observed  the  relationship1 


-  «X  ne 
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where  n  —  integer  determining  the  order  of  harmonic  of  oscillations  (at  resonance 


on  basic  frequency  n  =  1),  c  —  rate  of  propagation  of  UZK  in  material  of  article, 


f  —  frequency  of  UZK. 


n 


Fig.  130.  Photographs  of  traveling  (a) 
and  standing  (b)  waves. 

A  photograph  of  a  standing  wave  can  not  differ  from  that  of  a  traveling  wave 
(Fig.  130)  if  it  is  made  not  at  the  time  of  transition  of  amplitude  of  oscillations 
through  zero  value.  A  standing  wave,  formed  as  a  result  of  interference  of 
sinusoidal  waves,  also  is  sinusoidal  with  the  same  length  and  period  but  with 
considerably  larger  amplitude  in  the  antinode. 


JWe  do  not  consider  the  less  interesting  case  when  after  the  reflecting  boundary 
is  a  medium  whose  specific  wave  impedance  is  more  than  for  the  medium  from  which 
UZK  fall  onto  this  boundary.  For  this  case  the  condition  of  resonance  is  different: 


<*=»(2n+!)*/4. 


Points  located  between  node  end  antinode  oscillate  with  intermediate  values  of 
amplitudes.  These  amplitudes  are  constant  for  every  separate  point  and  are 
distributed  in  space  by  sinusoidal  law.  This  can  be  graphically  observed  by  comparing 
photographs  of  standing  waves  made  consecutively  over  short  intervals  of  time.  Within 
the  limits  of  every  half-wave  (from  node  to  node)  phase  3  of  oscillations  of  all 
points  are  identical;  in  nodes  there  is  a  phase  jump  of  l80°. 

Thus,  the  first  distinction  of  a  standing  wave  from  a  traveling  wave  is 
generality  of  phase  and  distinction  of  amplitude  of  separate  oscillating  points  (for 
a  traveling  wave  this  is  characteristically  the  opposite:  all  points  oscillate  with 
identical  amplitude  but  not  simultaneously  and  with  different  phase). 

The  second  and  most  essential  difference  of  a  standing  wave  is  a  completely 
different  characteristic  with  respect  to  energy  transfer.  As  is  known,  in  a 
traveling  wave  displacement  of  particles  is  equal  to  zero  when  their  rate  of 
oscillation  v  and  magnitude  of  stress  o  (and  deformation)  are  maximum,  and  conversely 
at  the  time  of  maximum  displacement  rate  and  deformation  are  equal  to  ?.ero  (since 
neighboring,  infinite  close  particles  are  identically  displaced,  and  consequently 
there  is  neither  extension  nor  compression). 

In  a  standing  wave  displacement  and  deformation  change  cophasally  and  rate  of 
oscillation  outstrips  them  by  a  quarter-period. 

If  a  standing  wave  is  photographed  when  oscillation  speed  of  all  points  is 

equal  to  zero,  for  any  point  displacement  and  deformation  will  be  the  highest 

possible  for  this  point.  Absolute  values  of  maxima  of  displacement  and  deformation 
do  not  coincide,  since  where  displacement  is  maximum  deformation  is  zero  and 
conversely.  Nodes  of  deformation  coincide  with  antinode  of  displacement  and  rate  of 
oscillation.  Antinodes  of  deformation  coincide  with  nodes  of  displacement  and  rate 
of  oscillation. 

The  flow  value  of  energy  through  area  S  Is  determined  from  the  expression  Q  =  J'v. 
In  a  traveling  sinusoidal  wave  energy  flow  will  be  maximum  in  every  moment  of  time 
where  displacement  is  equal  to  z.ero  (o  and  v  are  maximum),  and  conversely  energy 

flow  will  be  equal  to  zero  where  displacement  is  maximum  (o  and  v  are  equal  to  zero). 

Maximum  of  flow  will  consequently  shift  in  direction  of  wave  propagation. 

In  a  standing  wave  energy  flow  is  equal  to  zero  in  any  moment  of  time  in  nodes 
of  stress  and  deformation  (o  =  0)  and  in  nodes  of  rate  of  oscillation  and  displacement 
(v  =  0).  Thus -every  section  of  a  rod  whose  length  is  equal  to  the  quarter-wave 


included  between  node  of  deformation  and  the  nearest  node  of  rate  of  oscillation 
does  not  exchange  energy  with  neighboring  sections.  It  constitutes  its  own  Kind  of 
"section"  general  energy  of  which  is  constant. 

This  energy  only  twice  per  period  passes  from  nodes  of  deformation  (antinode 
of  oscillation  rate)  to  antinode  of  deformation  (node  of  oscillation  rate),  being 
transformed,  moreover,  from  kinetic  into  potential  and  back.  In  moments  when 
oscillation  rate  is  equal  to  zero  energy  is  completely  potential;  when  deformation  is 
equal  to  zero  (and  oscillation  rate  is  maximum)  energy  is  wholly  kinetic. 

What  was  said  pertains,  however,  only  to  the  ideal  standing  wave  formed  in  case 
of  interference  of  two  approaching  traveling  waves  of  absolutely  identical  length 
and  amplitude.  The  standing  wave  ratio,  determined  by  ratio  of  amplitude  of 
oscillations  in  an  antinode  to  amplitude  of  oscillations  in  a  node  is  equal  to 
infinity.  In  real  conditions  amplitudes  of  incident  and  reflected  waves  cannot 
be  identical,  since  due  to  geometric  divergence  of  UZK  and  their  damping  amplitude 
of  reflected  wave  is  always  somewhat  less  than  amplitude  of  the  incident  wave. 
Therefore  if  frequency  of  UZK  does  not  change  continuously  as  in  the  operation  of  the 
extremely  simple  instrument  of  Erwin  and  Rassweiler  [173],  as  a  result  of  interference 
of  incident  and  reflected  waves  along  with  the  standing  wave  is  observed  also  a 
traveling  wave  in  the  direction  of  propagation  coinciding  with  the  incident  wave. 

The  traveling  wave  transfers  energy  in  this  direction  as  a  result  of  which  total 
amount  of  energy  which  had  to  be  included  in  the  ideal  standing  wave,  and  consequently 
the  standing  wave  ratio,  decreases. 

At  the  time  of  resonance  and  formation  of  standing  wave  in  the  controlled 
article  input  impedance  of  load  decreases  (reactive  component  of  becomes  zero), 
amplitude  of  elastic  oscillations  in  article  sharply  increases,  energy  content 
taken  by  article  from  generator  Is  increased,  shunting  action  of  piezoelectric 
converter  Increases,  as  a  result  of  which  much  damping  is  introduced  into  the 
generator  circuit.  This  in  turn  leads  to  decrease  of  amplitude  of  electrical 
oscillations  in  generator,  increase  of  anode  and  decrease  of  grid  currents  in  it 
and  can  be  noted  by  an  indicator.  Naturally  change  of  enumerated  parameters,  i.e., 
sensitivity  of  entire  device  is  greater  the  greater  the  coefficient  of  the  standing 
wave  and  the  greater  the  quality  of  all  elements  of  the  device,  constituting 
oscillatory  systems  of  circuits  of  generator  and  amplifier  of  piezoelectric  converter 
and  finally  the  controlled  article  itself. 


2.  Equipment  ar.d  Method  of  Control 

A  simple  diagram  of  an  ultrasonic  resonance  flaw  detector  thickness  gauge 
ts  shown  in  Fig.  131.  The  vacuum  tube  oscillator  feeds  by  alternating  high  frequency 

voltage  piezoconverter  fl.  The  latter, 
applied  (through  layer  of  contact  lubricant)  to 
tested  article  i/I,  excites  in  it  elastic 
oscillations. 

If  changing  capacitance  C,  frequency  of 
generator  is  smoothly  changed,  at  a  defined 
‘’requency  the  condition  for  formation  of  a 

n 

standing  wave  can  be  carried  out.  There  will 

Fig.  131.  Fundamental  diagram  of 

a  simple  ultrasonic  resonance  be  observed  a  sharp  deflection  of  the  milliammeter 

flaw  detector  thickness  gauge: 

C  —  capacitor;  L  -  inductance  needle, 

coil;  M  —  controlled  article; 

II  —  piezoelectric  converter. 


If  approximate  thickness  of  article  is 
known  and  parameters  of  generator  are  selected 


so  that  only  one  resonance,  corresponding  to  fundamental  frequency  is  considered, 
then  calculation  of  thickness  is  very  simple: 

.  1  .  C 

However,  inasmuch  as  resonance  can  be  noted  not  only  on  the  fundamental 
frequency,  but  also  on  harmonics,  the  resonance  instrument  does  not  always  directly 
indicate  thickness  of  measured  article;  in  a  number  of  coses  it  is  necessary  to 
resort  to  calculations  or  make  use  of  special  graphs. 

So,  if  scale  is  graduated  in  thicknesses,  calculation  can  be  made  by  the 
formula 

m  '  Dn-m  (47) 

Dn  —  0«.ib 

where  D  and  Dn+m  —  thicknesses  corresponding  to  two  arbitrary  readings,  m  —  number 
of  intervals  between  these  readings. 

If,  however,  scale  is  graduated  in  frequencies,  inasmuch  as  difference  of 
frequencies  between  any  two  neighboring  harmonics  equals  tiie  fundamental  resonance 
frequency,  calculation  can  be  made  by  the  formula 


2  (fn+m  —  fn) 


wnere  c  -  rate  of  UZK  in  material  of  article;  f  and  f  -  frequencies  correspondir. 

to  two  arbitrarily  taken  readings;  m  —  ntmber  of  intervals  between  these  readings 
(difference  of  numbers  of  harmonics). 

A  resonance  flaw  detector  can  work  also  with  a  sound  indicator  f 174 ,  175].  as 
was  done  in  a  recent  model  of  the  Audigage  [Branson,  UBA  ]  and  in  the  "Type  1101," 
manufactured  by  the  English  firm  Dawe  Instruments  Co. 

So  that  it  was  possible  to  determine  aurally  the  change  of  plate  current,  the 
generator  is  modulated  by  audio  frequency  (400  Hz).  Upon  formation  of  standing 
waves  plate  current  is  increased  and  a  sound  is  audible  in  the  telephone. 

It  is  necessary  to  note  that  both  the  considered  variants  of  the  scheme  of  the 
resonance  flaw  detector  possess  very  high  sensitivity,  inasmuch  as  standing  wave 
ratio  upon  interference  of  oscillations  of  identical  and  constant  frequency  can  have 
sufficiently  large  values.  However,  the  fact  that  thickness  is  measured  by  means  of 
"searching"  the  standing  wave,  using  rotation  of  the  capacitor,  is  an  essential 
deficiency  —  it  always  is  possible  to  omit  one  or  anotner  harmonic,  control  of 
acoustic  contact  is  impossible.  It  is  difficult  to  exclude  the  infl  ence  of  differe- 
side  factors  which  can  cause  deflection  of  instrument  needle  or  change  of  sound  in 
telephone  line  which  is  not  connected  with  formation  of  standing  wave.  Determination 
of  moment  of  resonance  by  force  of  sound  in  telephone  is  very  subjective.  It.  is 
advisable,  therefore,  in  the  instrument  setup  to  provide  automation  of  Investigation 
and  an  improved  indicator  allowing  observation  of  all  harmonics  simultaneously. 

Resonance  flaw  detectors  for  quality  control  of  railroad  rail  joints  117''  ]. 
developed  by  Branson  (USA)  and  later  by  Mitsubishi  (Japan)  provided  frequency 
modulation  of  UZK,  facilitating  detection  of  resonance.  However,  inconveniences 
connected  with  presence  of  a  sound  indicator  in  these  Instruments  are  not  removed. 

A  flaw  detector  with  automatic  search  and  oscilloscoplc  indicator  has 
indisputable  advantages  in  the  sense  of  convenience  of  work,  [177]  although 
sensitivity  of  such  a  flaw  detector  is  lower,  as  will  be  shown  further,  due  to 
decrease  of  standing  wave  ratio.  The  block  diagram  of  such  an  Instrument  is  shown 
in  Fig.  132.  Frequency  modulated  generator  [GChM]  (F'-iM)  excites  piezoelectric 
converter  n. 

Ultrasonic  oscillations  of  changing  frequency,  radiated  by  piezoelectric 
converter,  are  introduced  into  article  M,  propagate  In  it,  and  are  reflected  from 
the  opposite  surface. 


Fig.  132.  block  diagram  of  an 
ultrasonic  resonance  flaw  detector- 
thickness  gage  with  automatic 
search  and  an  oscilloscopic 
indicator. 


Increase  of  plate  current  of  generator,  occurring  when  standing  waves  appear 
In  the  articles  after  passage  through  filter  $,  ie laying  th-  low  frequency 
component  of  current,  and  amplifier  Y  is  observed  on  screen  of  oscilloscope  in  the 
form  of  characteristic  overshoots  (resonance  peaks)  [RP]  (PH).  Scanning  by  sweep 
generator  [SG]  (rP)  Is  synchronized  with  change  of  frequency  of  generator  GChM  so 
that  to  every  point  on  the  time  axis  corresponds  defined  frequency  of  generator. 

Scale  on  screen  of  electron  beam  tube  permits  reading  off  the  distance  from  beginning 
of  scanning  to  the  corresponding  peak  and  can  be  graduated  in  frequencies  or 
thicknesses . 

Modulation  of  frequency  of  generator  in  such  an  instrument  is  most  simply  done 
by  continuous  rotation  of  axis  of  circuit  capacitor  with  a  small  motor.  For  this 
a  variable  straight-line  frequency  capacitor  of  special  construction  is  necet.iry, 
allowing  3'  0°  rotation  and  well  balanced. 

Such  a  construction  is  incorporated  in  the  instruments  of  Carlin  [177]  and 
also  in  the  attachment  [PT-1]  ( FIT— 1 ) ,  developed  by  the  author  with  his  colleagues 
for  the  [8fIM-2]  (86MM-2)  [178],  and  resonance  thickness  gauge  [URD-3]  (YPJ1-3)  [179], 
differing  by  the  use  of  a  synchronous  motor  for  rotation  of  capacitor. 

These  Instruments  work  very  stably,  allowing  measurement  with  sufficient 
accuracy,  and  have  obtained  wide  application.  One  of  the  best  foreign  instruments 
of  such  type  is  the  Reflectogage  [Sperry,  USAl.  However  the  presence  of  rotating 
parts  considerably  worsens  exploi tational  characteristics  of  instruments  of  similar 
type  and  frequently  hampers  reading. 

This  led  the  author  r nd  his  colleagues  to  the  necessity  of  developing  in  3054 
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an  ultrasonic  resonance  flaw  detector  of  thickness  gauge  [V4-8R]  (B4-8P),  in  which 
for  the  purpose  of  improvement,  of  conditions  of  work,  reliability  of  construction  and 
exploitational  characteristics  of  the  instrument  constructive  solutions  are  different 
from  those  in  existing  instruments  [l8l]. 

Basic  distinctions  of  the  V4-8R2  from  those  known  earlier  are  methods  of 
realization  of  frequency  modulation  and  starting  the  scan  generator.  In  the  V4-8R 
frequency  of  modulation  carried  out  by  means  of  changing  the  coil  inductance  of  the 
generator  circuit  while  magnetizing  its  core  by  an  alternating  magnetic  field. 
Toroidal  form,  special  system  of  winding  of  this  coil  on  an  annular  core  from 
high  frequency  magneto  dielectric,  and  possibility  of  adjusting  the  magnetizing 
current  permit  change  (deviation)  of  frequency  in  wide  limits. 

Such  a  system  of  frequency  modulation  permits  also  managing  without  rotating 
parts  and  rubbing  contacts,  which  essentially  increases  reliability  of  construction. 

Starting  and  stopping  the  scan  in  the  V4-8R  is  done  at  exact  coincidence  of 
frequency  of  generator  with  frequencies  corresponding  to  fixed  points  of  beginning 
and  ending  of  the  scan.  This  is  done  with  a  quartz  filter  tuned  to  the  higher  of 
these  frequencies  and  passing  at  the  time  of  coincidence  of  frequency  of  second 
harmonic  of  generator  with  this  highest  frequency  -  a  voltage  pulse  utilized  for 
starting  the  scan,  and  then  at  coincidence  of  fundamental  frequency  of  generator 
with  frequency  of  filter  —  a  second  pulse  which  stops  the  scan. 

Thus  beginning  and  ending  the  scan  in  the  instrument  V4-HR  are  strictly  fixed  ii 
frequency  and  are  not  shifted  during  a  frequency  drift  of  the  generator  connected 
with  replacement  of  tubes,  which  considerably  increases  stability  of  instrument 
readings  and  permits  stable  and  sufficiently  accurate  graduation  of  the  instrument 
directly  with  respect  to  thickness. 

Graphs  connecting  measured  thickness  with  resonance  frequency  {</  =  -Jjy-). 

expresses  an  inversely  proportional  dependence  and  in  linear  scale  with  respect  to 
both  coordinates  is  represented  (for  different  frequencies)  by  a  family  of  hyperbola: 
To  construct  such  a  graph  a  great  number  of  calibrated  samples  is  required.  If, 


XD.  S.  Shrayber,  G.  V.  Prorokov,  B.  G.  Golodayev,  Yu.  V.  Lange,  L.  A.  Auzin. 
Author's  certificate  No.  105224,  USSR,  1934. 

' development  of  the  URD-3  and  V4-8R  was  done  jointly  with  the  0KB 
(V.  P.  Uf tyuzhaninov,  L.  A.  Auzin,  G.  Ye.  Bessonov). 
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Fig.  133.  Graph  of  dependence  of  resonance 
frequency  on  thickness  of  part. 

KEY:  (a)  number  of  harmonic;  (b)  frequency,  MHz; 

(c)  thickness,  mm. 

however,  a  logarithmic  scale  is  used,  the  graph  will  be  represented  by  parallel  lines 
inclined  to  axes  of  coordinates  at  a  defined  angle  (Fig.  133).  The  lower  line  on 
this  graph,  for  c  =  5820  m/s,  corresponds  to  resonance  on  the  fundamental  frequency 
and  the  second  to  resonance  on  the  second  harmonic;  further  lines  go  in  order  of 
growth  of  number  of  harmonics,  while  distance  between  lines  gradually  decreases. 

Such  a  graph  can  be  constructed  according  to  two  calibrated  samples. 

In  the  V4-8R  the  first  issue  of  graph  was  shaped  in  the  form  of  a  plane  table 
developed  by  the  author  with  mobile  scale  allowing  rapid  and  exact  to  determination 
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of  thickness  of  article  according  to  Instrument  readings.  In  instruments  of  subsequent 
issues  the  plane  table  is  replaced  by  the  more  convenient,  calculation  disk  proposed 
by  G.  Ye.  Bessonov. 

The  described  principle  features  of  the  V4-8R  pertain  to  the  most  important  of 
its  parameters  determining  quality  of  work  of  instrument. 

In  designing  a  resonance  flaw  detector  thickness  gauge  it  is  necessary  to  selec 
correctly  also  the  working  part  of  the  generator,  number  and  limits  of  frequency 
ranges,  magnitude  of  deviation  of  frequency,  frequency  of  modulation,  type  and 
design  of  searching  head. 

During  the  selection  of  these  parameters  It  is  necessary  to  originate  from 
basic  purpose  of  the  instrument. 

Selection  of  working  part  is  dictated  by  the  following  conditions:  a)  condition 
of  introduction  of  UZK  Into  metal;  b)  directivity  of  introduced  beam  of  UZK;  c) 
damping  of  UZK  in  metals  d)  maximum  thickness  of  article;  e)  necessary  accuracy  of 
measurement. 

Soviet  and  foreign  practice  of  work  with  the  resonance  flaw  detector  thickness 
gauge  permits  recommending  for  the  solution  of  different  problems  the  use  of  UZK 
of  low  (0.5-2. 5  MHz),  average  (2. 5-7.0  MHz),  and  high  (7.0-25.0  MHz)  frequencies. 

With  increase  of  frequency  of  oscillations  accuracy  of  measurements  increases, 
but  Introduction  of  oscillations  into  metal  is  hampered,  damping  is  intensified,  arid 
requirements  for  cleanness  of  treatment  of  surface  are  Increased.  With  decrease  of 
frequency  (for  assigned  dimensions  of  radiator)  directivity  of  beam  becomes  worse 
and  angle  of  divergence  Increases.  This  leads  to  decrease  of  standing  wave  ratio, 
to  appearance  of  additional  resonance  peaks  at  frequencies  somewhat  different  from 
the  fundamental  resonance,  picture  on  screen  worsens,  and  its  deciphering  is 
hampered.  Impairment  of  directivity  upon  lowering  frequency  can  be  compensated  by 
increase  of  dimensions  of  radiator;  however,  resolving  power  of  instrument  and 
conditions  of  creation  of  reliable  acoustic  contact  become  worse.  In  the  V4-8R 
working  frequency  in  the  midrange  is  4.5  MHz. 

Quantity  and  limits  of  frequency  ranges  are  determined  depending  upon  assigned 
specific  conditions  of  production  of  the  range  of  measured  thicknesses  (for  t.he 
V4-8R  it  is  1-15  mm),  permissible  error  of  measurements,  and  magnitude  of  deviation 
of  frequency  of  generator.  With  a  large  number  of  ranges,  and  consequently  with  a 
small  deviation  of  frequency,  error  of  measurements  can  be  made  minimum.  In 


156 


conditions  of  production  control  of  several  thicknesses  is  possible;  in  other  cases 
smooth  covering  of  a  considerable  range  is  required.  As  will  be  shown  below,  in  the 
second  case  the  scheme  is  more  complicated. 

Requirements  for  the  V4-8R  permit  being  limited  to  one  range. 

Magnitude  of  deviation  of  frequency,  i.e.,  limits  of  change  of  carrier  frequency 
of  generator  is  determined  from  the  following  considerations.  If  we  originate,  for 
instance,  from  a  working  frequency  of  2.5-7  MHz,  resonance  on  the  fundamental 
frequency  can  be  fixed  only  in  a  range  of  thicknesses  of  the  order  0.43-1.2  mm. 

Larger  thicknesses  are  measured  on  harmonics.  If  thicknesses  measured  starting  from 
these  magnitudes  grow  smoothly,  to  cover  the  whole  range  it  is  necessary  to  have  a 
change  of  frequency  within  the  limits  of  not  less  than  one  octave,  i.e.,  twice.  If 
this  condition  is  not  ensured  the  range  of  thicknesses  will  not  be  covered  and  in 
specific  sections  there  will  be  collapses  in  which  it  is  impossible  to  measure.  Thus 
when  frequency  changes  the  within  limits  of  5-7  MHz  there  will  be  collapses  in 
intervals  of  0.58-0.33  mm  and  1.25-1.33  mm  (zones  A  and  B  on  graph  Fig.  133).  In 
these  intervals  resonance  is  not  noted  and  thickness  is  impossible  to  measure.  In 
the  V4-8R  frequency  changes  within  the  limits  3-6  MHz.  This  ensures  continuity  of 
range  of  measurements  starting  from  the  minimum  thickness  on  wnich  resonance  of 
0.485  mm  can  take  place. 

However,  here  one  should  consider  one  more  important  circumstance.  Obtaining 
on  the  instrument  screen  resonance  peak  corresponding  to  a  frequency  of,  for  instance, 
5  MHz,  and  not  knowing  approximate  value  of  measured  thickness,  it  is  impossible 
to  determine  it  uniquely:  actually,  it  can  be  either  0.58  or  1.16  mm. 

So  that  thickness  is  determined  uniquely  it  is  necessary  that  on  the  instrument 
screen  not  less  than  two  resonance  peaks  can  be  seen  simultaneously.  Uniqueness  of 
measurement,  as  Yu.  V.  Lange  showed  [182]  is  guaranteed  therefore  only  starting  from 
thicknesses  for  which  magnitude  deviation  corresponds  to 

fes*.J*±L  (49) 

U.  n-l  ’ 

where  n  —  highest  number  of  harmonic  on  which  at  a  given  thickness  resonance  is 
noted.  As  may  be  seen  from  graph  Fig.  133,  when  frequency  changes  from  3-6  MHz 
unique  measurement  is  possible  only  starting  from  a  thickness  of  1.44  mm,  i.e., 
thickness  for  which  at  6  MHz  resonance  on  the  third  harmonic  is  observed.  This 
corresponds  to  -change  of  frequency  by  twice,  provided  in  the  V4-8R: 
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If  it  is  necessary  to  ensure  uniqueness  of  measurements  starting,  for  instance, 
from  a  thickness  of  1  mm,  then  as  follows  from  the  graph  this  can  be  done  only  at 
a  deviation  of  frequencies  equal  to  three  (3-9  MHz).  At  a  smaller  thickness  deviatio 
should  be  equal  to  three  and  range  displaced  still  more  in  the  direction  of  high 
frequencies. 

Deviation  exceeding  2. 5-2.7  is  difficult  to  carry  out;  its  use  is  possible  only 
in  the  control  of  articles  from  materials  of  'nigh  quality.  Uniqueness  of  measurement 
in  resonance  flaw  detector  thickness  gauges  begins  with  a  thickness  somewhat 
exceeding  the  minimum  value  of  working  range,  if  this  value  is  sufficiently  small. 

f 

If,  however,  the  minimum  thickness  being  measured  is  larger  than  that  indicated  (for 
instance  2-3  mm),  measurement  is  made  only  on  harmonics  and  a  change  of  frequency 
(deviation)  can  be  less,  and  still  less  the  greater  the  minimum  thickness,  i.e.,  tr.e 
higher  the  order  of  harmonics  on  which  measurement  is  conducted.  Necessary  deviation 
during  measurement  of  a  fixed  thicknesses  also  is  small. 

During  work  with  small  deviation  frequencies  a  gain  in  sensitivity  of  instrument 
can  also  be  obtained. 

As  already  was  noted,  sensitivity  of  instruments  with  automatic  search,  i.e., 
with  frequency  modulation,  is  less  than  for  instruments  with  "manual"  search,  since 
standing  wave  ratio  decreases  due  to  impairment  of  interference  conditions.  A 
standing  wave  appears  when  two  waves  propagating  toward  another  combine  so  that  in 
any  point  of  space  phases  of  the  meeting  waves  coincide.  In  an  instrument  with 
frequency  modulation  this  condition  is  not  executed  —  in  any  point  waves  meet  having 
variable  difference  of  phases  as  a  result  of  which  the  standing  wave  ratio  decreases. 
This  difference  of  phases  is  proportional  to  frequency  drift  of  UZK  in  a  given  point 
their  propagation  time  to  reflecting  surface  and  arrival  at  this  point. 

Departure  frequency  is  determined  by  speed  of  modulation,  and  consequently 
grows  with  increase  of  deviation  and  with  increase  of  frequency  of  modulation,  and 
of  course,  with  increase  measured  thickness.  Thus,  if  frequency  changes  with 
constant  speed  from  fm^n  to  fmax  during  time  T,  speed  of  modulation  a  will  be  equal 
to  deviation  f  „  -  f  .  divided  by  time 

iiiciji  ra.fc.ii 
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Hence  frequency  drift  during  time  t  =  will  be 


at  =  ^  -  2d(f* - /n) 

c  cT 


(50) 


therefore,  to  increase  sensitivity  of  instrument,  magnitude  of  deviation,  and  also 
frequency  of  modulation  must  be  lowered.  Lowering  of  frequency  of  modulation, 
however,  is  limited  because  the  image  on  the  screen  starts  to  blink.  In  the  V4-8R 
frequency  of  modulation  is  50  Hz  and  speed  of  modulation  is  ~500  Hz/ps. 

Benefit  of  work  with  a  small  deviation  is  also  an  increase  of  accuracy  of 
measurements,  which  is  confirmed  by  the  dependence  derived  by  Yu.  V.  Lange  [182], 
which  makes  it  possible  to  determine  relative  measurement  error  y: 

Mmtmtfmax  —  /aw) 


•100%. 


(51) 


where  Almin  -  displacement  of  resonance  peak  on  screen  of  instrument,  correctly 
noted  by  operator;  l  -  scale  length  of  instrument;  f  -  frequency  on  which  resonance 
peak  appeared. 

If  we  take  AZmln  =1.5  mm,  for  the  middle  part  of  the  V4-8R  scale  error  should 
not  exceed  1 %.  Experiment  has  showed  that  in  the  V4-8R  of  serial  production  the 
measuring  error  is  less  than  1 %,  which  was  confirmed  also  during  state  tests  of  this 
instrument  conducted  in  1955. 

The  given  formula  does  not  consider  all  factors  affecting  accuracy  of  Instrument 
readings.  This  accuracy,  which  theoretically  can  be  brought  to  very  high  values 
(for  instance  at  f  =  25  MHz  the  theoretical  value  of  maximum  error  is  measured  in 
hundredths  of  a  percent),  in  practice  is  not  realized  due  to  Inevitable  scattering 
of  values  of  speed  of  propagation  of  UZK  in  material  of  the  controlled  article 
(especially  a  poured  one),  limited  resolving  power  of  indicator,  inconstancies  of 
acoustic  contact  leading  to  change  of  resonance  frequency  of  controlled  article, 
and  also  due  to  inaccuracy  instrument  calibration. 

Maximum  error  of  measurements  accessible  in  real  conditions  is  0. 1-3.0#  of  the 
measured  thickness,  depending  upon  frequency  of  UZK. 

It  is  necessary,  however,  to  consider  that  work  of  instrument  on  limiting  high 
frequencies  of  the  order  of  25  MHz  is  complicated  by  certain  inconveniences.  Thus, 
for  instance,  in  this  case  it  is  impossible  to  connect  piezoconverter  to  instrument 
with  a  long  cable.  Inasmuch  as  capacitance  of  cable  increases  general  capacitance 
of  the  generator  circuit,  on  25  MHz  length  of  cable  must  be  reduced  to  half  a  meter 


and  less.  It  becomes  difficult  to  measure  articles  of  large  dimensions  and  to 
maintain  constant  acoustic  contact.  Requirements  for  constancy  o^  acoustic  contact 
and  consequently,  frequency  of  treatment  of  surface  of  article  in  work  at  high 
frequencies  sharply  increase.  When  measuring  small  thicknesses  on  high  frequencies 
the  error  introduced  by  oscillations  of  thickness  of  layer  of  contact  lubricant 
increases  inasmuch  as  this  thickness  approaches  the  measured  thickness. 

In  general,  lor  exact  results  constant  pressure  of  piezoconverter  against 
article  and  consequently  constant  thickness  of  layer  of  contact  liquid  must  be 
ensured  (usually  —  light  oils,  water,  sometimes  in  the  control  of  articles  with  a 
more  rough  surface  glycerine  with  the  addition  of  an  emulsifier).  In  the  V4-8R, 
lor  instance,  constancy  of  pressure  is  ensured  by  the  force  of  a  special  spring 
built  into  body  of  head  and  pressing  piezoconverter  to  article  with  constant  force 
independently  of  force  pressing  body  of  head  to  article. 


Construction  of  searching  head  in  many  respects  determines  work  of  instrument. 


Usually  searching  heads  with  a  flat  (Fig,  134a)  quartz  piezoconverter  are  used 
(X-cut  plate).  In  a  number  of  cases,  for  Instance,  in  the  manufacture  of  plates 
with  a  groove  (Fig.  134b)  or  curved  plates- whose  curvature  is  coordinated  with 
curvature  of  controlled  articles  (Fig.  134c),  artificial  piezoelectric  crystals 
(barium  tltanate)  can  offer  greater  possibilities.  However,  an  experimental  check 
of  such  searching  heads  showed  that  application  of  a  piezoelectric  element  from 
barium  tltanate  leads  to  lowering  of  sensitivity  due  to  its  low  quality  and 
consequently  the  decrease  of  the  standing  wave  ratio  and  the  bent  curved  piezoelectric 
element  is  very  nondurable  and  of  little  use  for  measurements  in  industrial  condition.--. 


Fig.  134.  Diagrams  of  carrying  out  the 
acoustic  contact  in  work  by  the  resonance 
method  (183]. 

Form  and  dimensions  of  piezoconverter 
acoustic  contac.t  and  resolving  power. 


Resonance  frequency  of  a 
piezoelectric  converter  must  lie 
outside  range  of  generator  and  be 
somewhat  higher  than  its  upper  limit. 
This  is  profitable  because  for  quartz 
with  a  high  resonance  frequency  (i.e., 
thinner)  coordination  of  resistance  of 
radiation  with  internal  resistance  of 
generator  is  improved, 
have  a  large  influence  on  quality  of 

plates  —  round  — 


The  most  widespread  form  of 


is  not  always  the  most  profitable.  To  increase  area  of  contact  surface,  and 
consequently  to  increase  sensitivity  of  instrument  in  working  with  articles  of 
cylindrical  form,  best  results  sometimes  come  from  right  angle  plates,  if  they  are 
ised  with  the  long  side  in  the  direction  of  the  generatrix  of  the  cylinder.  However 
this  measure  is  effective  only  for  a  small  curvature  of  surface  of  the  controlled 
article.  For  a  great  curvature  sensitivity  increases  insignificantly  and  accuracy 
noticeably  drops.  Increase  of  area  is  advisable  in  work  on  low  frequencies,  since 
divergence  of  UZK  somewhat  decreases,  lowering  accuracy  of  measurements  and 
sens!  t,  ivi  t.y . 

p 

On  average  frequencies  area  of  plates  usually  is  2-3  cm  ,  and  its  decrease 
worsens  work  of  instrument  due  to  divergence  of  UZK  and  the  connected  decrease  of 
the  standing  wave  ratio. 

Measured  thicknesses  of  wall  of  cylindrical  articles  with  a  diameter  <20  mm 
is  a  more  complicated  problem  which  it  is  impossible  to  solve  using  the  usual 

searching  head  touching  the  surface  of  the  pipe  along  the 
generatrix  of  the  cylinder.  With  such  "linear"  contact 
UZK  are  transmitted  from  searching  head  to  article  through 
layer  of  contact  lubricant  of  variable  thickness  (Hg,  134a). 
With  increase  of  thickness  of  liquid  layer  effectiveness 

of  transmission  of  UZK  sharply  decreases.  Besides,  as 
follows  from  Fig.  135  only  beams  introduced  into  the  wall 
of  the  pipe  along  the  axis  of  the  field  of  the  piezoconvert e r 
do  not  experience  refraction;  others  are  refracted  more 
strongly  the  farther  they  are  from  the  axis.  This  leads  to 
a  noticeable  decrease  of  the  standing  wave  ratio  and  of 
sensitivity. 

Moreover  as  a  result  of  transformation  there  appear 
shear,  surface,  and  normal  waves,  propagating  along 
circumference  of  pipe.  The  piezoconverter  takes  them  in 
the  form  of  interference;  therefore  in  the  control  of  pipes  of  small  diameter 
resonance  on  longitudinal  oscillations  is  observed  only  in  the  small  volume  of  the 
pipe  near  axis  of  piezoconverter  and  appears  indistinctly;  amplitude  of  resonance 
I  eaks  on  screen  turns  out  to  be  commensurable  with  level  of  interferences  and 
consequently  sensitivity  drops  still  more. 


Mg.  135.  Refraction 
of  UZK  during  a  change 
of  thickness  of  small 
Ji'imeter  tubes  with 
the  help  of  a  flat 
piezoelectric  element: 
L  —  longitudinal;  S  — 

R  —  surface 

wive , 
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To  increase  sensitivity  of  instrument  when  measuring  thickness  of  the  wail  of 
pipes  of  small  diameter,  I.  N,  Yermolov  developed  [183]  a  so-called  "dihedral" 
searching  head  design  (Fig.  134d).  This  head  has  two  piezo  elements  located  on  the 
planes  of  a  dihedral  angle.  The  head  is  placed  on  the  article  so  that  both  edges 
touch  the  surfaces  of  the  pipe  along  the  generatrix.  Thanks  to  this  the  resonance 
volume  of  the  article  increases  by  twice  and  correspondingly  sensitivity  of  instrument 
Increases.  Dihedral  angle  <p  is  165°,  which  ensures  location  of  points  of  contact 
(A,  of  piezoplates  with  pipe  a  small  distance  from  each  other  and  permits  in 
laboratory  conditions  measurement  of  thickness  of  wall  of  pipes  from  6  mm  in  diameter 
with  an  error  of  the  order  of  2%  for  a  0.3*3  mm  minimum  thickness  of  wall. 

If,  however,  angle  between  piezo  elements  in  the  "dihedral"  head  is  decreased, 
the  distance  between  points  A  and  B  increases  and  instrument  will  give  a  large  error, 
since  in  essence  t.wo  measurements  will  be  obtained,  and  in  case  of  a  noticeable 
difference  of  thicknesses  of  the  article  in  these  points  the  result  will  be  averaged. 

Similar  problems  are  solved  considerably  more  effectively  with  the  use  of  the 
immersion  variant  of  the  resonance  method,  permitting  continuous  and  sufficiently 
rapid  control  during  manufacture  and  control. 


Fig.  136.  Setup  for 
measurement  of  the 
wall  thickness  of  a 
pipe  by  the  resonance 
method  in  the 
immersion  variant  [184], 
KEY:  (a)  wall  of  pipe; 

(b)  water;  (c) 
piezoelectric  converter. 


Fig.  137.  Images  on  screen 
of  resonance  flow  detectors 
during  the  measurement  of 
wall  thickness  of  a  pipe 
according  to  the  diagram  on 
Fig.  136:  a  —  resonance 
peaks  in  water  in  the  absence 
of  the  controlled  pipe;  b  — 
absence  of  resonance  peaks 
on  specific  frequencies  when 
the  controlled  pipe  is  present; 
c,  d  —  images  of  pipe  on  screen. 
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'  •  i "2  essence  of  this  method,  first  described  by  Harris  [  184 ,  I85]  and  then 
Leijson  [186],  is  that  supply  of  UZK  from  piezoconverter  to  wall  of  controlled  pipe 
is  produced  through  a  layer  of  water  of  considerable  thickness  (Fig.  136).  If  the 
upper  surface  of  the  layer  touches  air  (controlled  pipe  is  removed)  on  the  instrument 
screen  resonance  peaks  will  be  seen  (Fig.  137a) >  the  number  of  which  (N)  is  easy  to 
determine  by  the  formula 


it  _  (I mat  hnin)d  .  . 

^  7^5- 10*  (;?) 

where  f  and  f  .  —  maximum,  and  correspondingly  minimum  frequency  of  oscillations 

of  frequency  modulated  generator  (Hz),  d  -  thickness  of  layer  of  wafer  (cm). 

For  the  V4-8R,  for  instance  for  a  1.5  cm  layer  of  water  the  number  resonance 
peaks  on  the  screen  will  be 


3-10M.S 
7.5-  I0r 


60. 


If  the  upper  surface  of  the  layer  of  wafer  touches  'he  wall  of  the  controlled 
pipe,  in  the  wall  appear  resonance  phenomena.  The  pipe  works  as  a  filter  tuned  ori 
a  defined  frequency.  Correspondingly  on  these  frequencies  the  layer  of  wafer  ceases 
to  resonate.  As  a  result  the  picture  on  the  screen  of  the  instrument  changes  — 
"collapses"  appear  on  defined  frequencies  (Fig.  137b),  and  if  the  number  of  peaks 
is  selected  sufficiently  large,  thickness  of  wall  of  pipe  can  be  counted  off 
according  to  the  position  of  sharp  collapses  of  the  rounding  merged  resonance  peaks. 
If  in  the  resonance  thickness  guage  there  is  a  special  inverter,  "negative"  peaks 
(Fig.  137c)  can  be  turned  into  positive  and  on  the  screen  the  usual  convenient 
picture  is  obtained  (Fig.  137d). 

The  immersion  variant  of  the  resonance  method  is  very  promising;  however  it 
has  not,  yet  obtained  its  due  recognition  and  in  industry  basically  the  contact, 
variant.  Is  used.  For  the  creation  of  reliably  working  searching  heads  thorough 
solution  of  questions  connected  also  with  durability  is  required.  Design  of  the 
searching  head  should  ensure  correct  operation  of  both  the  electrical  and  mechanical 
element  of  the  Instrument.  In  initial  designs  of  foreign  searching  heads  for 
resonance  flaw  detector  thickness  gauges  on  the  plate  of  the  plezoe lament,  was  i 
metallic  electrode  only  on  the  "back"  side.  To  this  electrode  was  soldered  the 
centrical  wire  of  the  cable  from  the  generator.  The  cable  casing,  adjoining  the 
second  pole  of -the  generator  output,  was  soldered  to  the  metallic  body  of  the  head. 
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When  the  head  is  pressed  to  the  article,  the  field  acts  on  the  uiezo- leti.-nt  thr< 
a  layer  of  contact  lubricant.  Changes  of  thickness  of  this  layer  led  to  fluctuations 
of  sensitivity,  and  absence  of  a  constant  contact  created  instability  in  work.  A 
unique  property  of  such  a  design  is  that  it  is  not  necessary  to  protect  piezceltm*  •:!, 
from  wear,  since  the  quartz  itself  is  sufficiently  wear  resisting. 

In  searching  heads  of  Soviet  constructions  both  surfaces  of  piezoelement  are 
metallized  and  to  them  both  wires  from  the  generator  are  soldered.  Thus  the 
electrical  circuit  of  the  piezoelement  is  closed  independently  of  presence  of 
contact  between  body  of  head  and  article.  However,  inasmuch  as  the  external  electrode 
on  the  radiating  surface,  the  piezoelement  is  not  wear  resisting,  it  should  be 
specially  protected.  Design  of  searching  head  should  therefore  ensure  reliable 
protection  of  piezoelectric  plate  from  damage  or  wear  when  rubbing  the  surface  cf 
the  investigated  part.  In  the  V4-8R,  for  instance,  the  searching  head  Is  a  quartz 
plate  of  X-cut  18  mm  in  diameter,  0.31  mm  thick,  which  corresponds  to  a  frequency 
of  9  MHz.  This  plate  is  glued  on  one  side  to  the  support  body  protecting  the  plate 
from  brittle  fracture,  on  the  other  —  to  tiie  cap  from  stainless  steel  0.1  mm  thick 
protecting  It  from  wear. 

Selecting  material  for  protection  of  piezoelement  from  abrasion  is  not  a 
simple  problem.  A  shield  in  the  form  of  a  limiting  thin  plate  from  a  material 
possessing  high  resistance  to  wear  and  suitable  acoustic  characteristics  would  be 
ideal.  Stainless  steel  as  a  shield  can  be  used  only  with  a  small  thickness 
(0.08-0.1  mm).  With  increase  of  thickness  sensitivity  of  head  drops  and  resonance 
phenomena  are  observed  in  tr.e  protective  plate  itself,  which  hampers  reading. 

In  foreign  designs  of  heads  for  protection  besides  stainless  steel  also 
aluminum,  quartz,  plastics  and  ceramics  are  used. 

In  1957  the  author  and  N.  V.  Babkin  developed  a  design  searching  heads  with  n 
shield  from  beryllium,1  which  turned  out  to  be  the  most  suitable  in  the  combination 
of  a  series  of  mechanical  and  physical  characteristics. 

Searching  heads  with  a  beryllium  shield  to  the  V4-8R  have  been  widely 
introduced  in  industry  and  operational  experience  has  showed  their  high  qualities 
—  great  sensitivity  and  excellent  resistance  to  wear. 


1D.  S.  Shrayber,  N.  V.  Babkin.  Author's  certificate  No.  120948,  USSR.  1997. 
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Fig.  138.  Logarithmic  cl  lie  rule  for 
determination  of  thickness  according  to  readings 
from  the  V4-8R:  1  —  ring;  2  —  center  circle; 

3  —  main  sight;  4  —  auxiliary  sights;  li  —  scale 
of  instrument  readings;  I’  -  sca^  of  harmonics; 

T  —  scale  of  thicknesses;  C  —  s  le  of  speeds. 


Instrument  readings,  as  already  was  indicated  are  obtained  by  either  calibration 
graphs  or  a  logarithmic  plane  table,  or  its  evolution  —  the  circular  slide  rule  in 
the  V4-8R  (Fig.  138). 

An  analogous  slide  rule  ir.  in  one  of  latest,  models  of  the  "Audigage,"  manufactured 
in  1958  in  the  United  States. 

The  slide  rule  permits  determining  measured  thickness  with  sufficient  accuracy; 
however,  work  with  it  requires  a  relatively  highly  qualified  operator  and  considerable 
expenditure  of  time. 


3.  Contemporary  State  and  Development  of  the  Resonance  Method 
At  present  in  USSR  and  abroad  development  of  theoretical  bases  of  resonance 
method  is  being  carried  out;  a  number  of  reliable  flaw  detector  thickness  gauges 
have  been  created  and  method  of  working  with  them  mastered. 

Of  Soviet  instruments  resonance  flaw  detector  thickness  gauges  V4-8R  and  the 
URD-3,  developed  by  the  author  with  his  colleagues,  and  also  the  [UZT-4M]  (Y3T-4M), 
[URT-5]  (yPT-5)  and  URT-6,  developed  by  the  TsNIITMASh. 

It  is  necessary  to  note  that  in  one  of  larest  developments  of  the  TsNIITMASh 
the  URT-6  design  of  the  magnetic  frequency  modulator  is  very  successful.  Use  for 
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core  of  modulator  of  annealed  high  frequency  magnetodielectric  "oxyfer, "  a  powder 
of  high  dispersivity ,  made  it  possible  to  realize  a  frequency  deviation  of  three, 
to  reach  a  considerable  lowering  of  the  level  of  electrical  noises  of  the  instrument 
and  consequently  an  increase  of  its  sensitivity  to  the  level  necessary  for  control 
of  thickness  of  walls  of  pipes  10  mm  in  diameter. 

Abroad  several  models  of  ultrasonic  resonance  flaw  detector  thickness  guages 
are  manufactured.  In  Table  5  are  given  basic  parameters  of  resonance  flaw  detector 
thickness  guages  of  domestic  and  foreign  types.  One  of  the  best  developed  foreign 
instruments  is  the  Vidigage  (Fig.  139)  made  by  Eranson  (United  States). 


Table  6.  Basic  Parameters  of  Resonance  Flav 

i  Detector  Thickness  Gauges 

Name  of 
instrument 

Producer 

(developer) 

Year  of 
development 

Basic  technical 
charac  teristics 

_  ,  -  - - -  ■  - - — 

Mote 

USA 


Sonigage 

General  Motors 

(Erwin  and 
Rassweiler ) 

1947 

Range:  0.75-1.5 
1.5-3. 0-6.0  MHz. 
Oscilloscopic  indi¬ 
cator.  Rotation  of 
capacitor  axis  by 
small  motor 

• 

Audlgage 

Branson 

1948 

Range:  1.4-2. 6 

MHz;  indicator  — 
telephone  receiver, 
rotation  of  capacitor 
axis  manual 

Reflec togage 

Branson 

(Kerlin) 

1948 

Range:  0.4-0. 8; 

1-2;  2.5-5  MHz. 
Oscilloscopic  indi¬ 
cator,  mechanical 
synchronization  of 
scan 

Reflec togage 

Sperry 

1948 

Analogous  to  pt.  1 

Vidigage-14 

Branson 

1955 

Magnetic  modula¬ 
tor,  changeable 
outlying  generator 
unit,  length  of 
cable  300  m,  screen 

260  x  150  mm, 
weight  27  kilograms 

Used  by  Harris 
for  work  immer¬ 
sion  method. 
Measurement 
error  1-2$ 

Vidlgage-21 

Branson 

1955 

The  same  as  in 
pt.  5,  but  screen 

400  x  240  mm,  weight 

63  kilograms 

Sonlzon 

Magnaflux 

1959 

Analogous  to 
pt.  1;  range  0.25-9 
MHz,  direct  reading 
of  thickness  (auxil¬ 
iary  head  with  key) 

• 
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Basic  Parameters  of  Resonance  Flaw  Detector  Thickness  Gauges  (cont'd) 


Table  5 


Name  of 
1  ns  t  rumen  t. 


Producer 

(developer) 


Year  of 
development 


Basic  technical 
charac  terlstics 


Note 


USA 


ooni  : on -200 

Magnaf lux 

1 9  ‘30 

Portable  instrument, 
weight  7  kg,  battery 
fed,  neon  indicator, 

3  range 

Limits  of  measure¬ 
ment  0.6-15  mm 

Au digage 

Branson 

1958 

Compact  model  on 
transistors,  weight 
with  battery  2.2  kg 

Limits  of  measure¬ 
ment  2.2-125  mm, 
error  53-5$ 

Audigage 
( rail) 

Branson 
( Block ) 

1952 

Range  3-3.3  MHz. 
Rotation  of  capacitor 
axis  by  small  motor, 
indicator  —  telephone 
receiver  and  pointer- 
type  device 

USSR 

URD-3 

SNKh  LSSR 
(Institute) 

1951 

Range  3-'  MHz,  ro¬ 
tation  of  car  acitor 
axis  by  small  motor, 
osci lloscot ic  indi¬ 
cator 

V4-8R 

SNKh  LSSR 
(Institute ) 

1954 

Range  3-6  MHz  mag¬ 
netic  modulator,  os- 
cilloscopic  indicator, 
weight  22  kg,  electri¬ 
cal  synchronization 

Limits  of  measure¬ 
ment.  0.8-i1  mm, 
error  si.  5^' 

tJ/T-K 

TsNIITMASh 

1955 

Range  2.5-8  MHz, 
magnetic  modulator, 
osci 1 loscopic  indi¬ 
cator 

Error  a  1.5  '' 

URT-o1 

TsNIITMASh 

I960 

Range  3-9  MHz,  mag¬ 
netic  modulator,  os- 
cilloscopic  'indicator, 
weight  12  kg 

Limits  of  measure¬ 
ment  0.35-50  mm, 
error  2^ 

NJK-4V 

3rd  Precision 
!•  lectrical  Instru¬ 
ments  Plant 
(VNIINK) 

1964 

Range  0.6-1. 6, 

2. 8-5.5,  4.8-10.8  MHz, 
magnetic  modulator, 
oscilloscopic  indi¬ 
cator,  system  of 
direct  reading. 

Weight  22  kg 

Limits  of  n.easn re- 
O.3-45  mm,  error 

0 , 5$  +  0.02  mm 

England 

Type  1101 

Dawe  Instru¬ 
ments 

1958 

Analogous  to  pt.  2 

Ultrasonic 

thickness 

gunge 

Dawe  Instru¬ 
ments 

1958 

Rotation  of  capaci¬ 
tor  axis  manual , 
pointer-type  indi¬ 
cator,  heal  on  barium 
titanate,  length  of 
cable  lr  m 

Table  5.  Basic  Parameters  of  Resonance  Flaw  Detector  Thickness  Gauges  (cont'd) 


Name  of 
instrument 

Producer 

(developer) 

Year  01 
developmentj 

Basic  technical 
characteristics 

Note 

Vlslgauge 

Dawe  Instru¬ 
ments  Ltd 

Eng 

1958 

:  and 

j  Analogous  to  pt.  5 

Manufactured  by 
license  of 
Branson  firm 

France 

Aerosonic 

Realisation 

Ultrasonic 

I960 

Rotation  of  capacitor 
axis  manual,  pointer- 
type  indicator 

Sonirail 

Realisation 

Ultrasonic 

I960 

Analogous  to  pt.  10 

Japan 

CM-1 

Mi  tsubisrii 

1  1958  1 

1  Ti  e  same  1 

1 Manufactured  by  the  "Precision  Electrical  Instruments  Plant"  under  the  brand 
TUK-3. 

Two  models  of  the  instrument  are  produced,  differing  by  the  cathode  ray  tubes 
employed.  The  "small"  model  (Vidigage-l4)  has  a  tube  with  a  screen  260  x  1B0  mm, 
and  the  large  (Vidigage-21)  —  400  x  240  mm,  with  weights  of  27  and  63  kg 
correspondingly.  Such  a  large  scale  when  glow  of  tube  is  very  bright  permits  an 
easy  reading  from  a  great  distance.  The  Vidigages  differ  from  other  analogous 
Instruments  first  of  all  because  cathode  ray  tubes  have  magnetic  deflection. 

In  this  instrument  for  the  first  time  the  system  of  frequency  modulation 
analogous  to  the  system  of  the  V4-8R  is  used  abroad.  The  frequency  modulated 
generator  is  in  the  form  of  a  detachable  assembly  and  permits  working  on  any 
frequencies  within  the  limits  0.75-20  MHz  depending  upon  assigned  range  of  measurement 
of  thicknesses. 

Capacitance  of  the  high  frequency  cable  connecting  generator  with  searching 
head  affects  frequency  of  generator,  therefore  the  generator  assembly  can  be  removed 
from  the  instrument  together  with  the  searching  head.  In  this  case  it  can  be 
connected  with  the  instrument  by  a  multiple  supply  cable  whose  length  can  reach 
300  m.  Sensitivity  of  instrument  is  calculated  so  that  resonance  peaks  have  a 
height  allowing  reading  with  respect  to  several  overlapping  scales  superimposed  on 
a  transparent  plate  adjacent  to  the  screen. 

These  scales  are  interchangeable  and  are  designated  by  colored  code  just  as 
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the  corresponding  heads.  When  the  instrument  is  carefully  tuned  according  to  the 
standard  samples  directly  before  measurement  the  thickness  reading  can  be  made  with 
very  nigl  accuracy.  In  otter  cases  error  does  not  exceed  1  and  2%  —  for  models 
21  and  14  correspondingly. 

The  English  firm  Dawes  Instruments  Ltd.  under  license  by  the  Branson  firm  has 
organized  production  of  the  Vidigage,  calling  it  the  Visigauge. 

With  the  help  of  these  instruments  it  is  possible  to  solve  a  great  number  of 
pressing  problems  in  the  national  economy.  The  resonance  method  is  widely  applied 
in  the  USSR  and  abroad  for  control  of  a  large  number  of  Important  articles  in 
conditions  of  thei r  production  and  exploitation,  where  in  such  cases  other  methods 
are  inconvenient,  difficult,  or  impossible. 

Practical  experience  with  the  resonance  metnod  shows,  however,  that  in  conditions 
of  control  of  big  articles,  when  the  number  of  measurements  is  sufficiently  great 
instruments  must  hr  not  only  high  precision  but  also  highly  productive. 

These  requirements  necessitate  a  system  of  direct,  reading  of  thicknesses  without 
calculations  on  a  circular  slide  rule,  plane  table,  or  graph,  and  also  a  system  of 
automatic  signalling  working  when  the  instrument  shows  a  thickness  going  beyond  t  >  ,j 
limits  of  the  fixed  allowance,  and  a  system  of  recording  readings  allowing  an 
objective  document  indicating  results  of  control. 

Systems  of  direct  reading  have  been  developed  in  recent  years  in  the  USSR  by 
Yu.  V.  Lange  and  0.  V.  Prorokov  [18],  They  proposed  the  methods  considered  below 
in  detail,  allowing  a  solution  of  this  problem  and  a  direct  scale  reading  graduated 
in  thicknesses , 

Both  these  methods  are  based  on  comparison  of  natural  frequencies  of  article 
with  resonance  frequencies  of  standard  measuring  systems,  but  are  distinguished  by 
fulfillment  of  the  latter. 

In  the  method  of  Yu.  V.  Lange  the  standard  system  is,  similarly  to  tne  measure  i 
article,  a  system  with  distributed  constants  in  the  form  of  an  ultrasonic  meusurl  nr 
line  of  variable  length. 

The  schematic  diagram  of  such  a  device  is  given  in  Fig.  140.  To  ultrasonic 
resonance  flaw  detector  thickness  gauge  1,  besides  basic  piezoconverter  2  radlat.in, 

UZK  into  article  3,  through  adjustable  capacitor  4  is  connected  auxiliary 
piezocorivert.er  h,  loaded  on  measuring  ultrasonic  line  '  of  known  (standard)  thickness. 


a 


tkLl  , 


b 


Fig.  140.  Schematic  tig.  14  i.  Image  on  screen  of  resonance  flaw 

diagram  of  device  detector  thickness  guage  during  work  with  reading 

for  direct  reading  device. 

of  thickness  with  an 

ultrasonic  measuring 

line. 


In  this  case  on  screen  of  instrument  will  be  observed  two  independent  systems 
of  peaks,  cue  —  the  measured  (Fig.  141a),  and  the  other  —  the  standard  thickness 

(Fig.  141b). 

Changing  the  standard  thickness  it  is  possible  to  reacn  a  coincidence  of  these 
two  systems  of  peaks,  which  will  occur  when  resonance  frequencies  ol  article  and 
standard  coincide.  At  the  time  of  coincidence  of  frequencies  amplitudes  of  peaks 

sharply  increase  (Fig.  141c). 

Kith  such  a  method  of  reading  the  measurement  of  thickness  reduces  to  adjustment 
of  length  of  measuring  line  to  coincidence  of  two  systems  of  peaks  on  the  instrument 
screen,  while  the  thickness  being  measured  is  read  directly  on  the  scale  connected 
with  the  measuring  line. 

Variable  capacitor  4  serves  for  selection  of  optimum  connection  of  piezoelectric 
pickup  5  with  generator. 

The  most  -imple  and  compact  structural  solution  of  the  ultrasonic  measuring  line 
—  Is  the  liquid  system  with  a  mobile  reflector  in  it.  However  certain  structural 
difficulties  are  met.  The  basic  ones  are:  necessity  of  minute  shifts  of  the 
reflector  and  guarantee  of  boundary  conditions  of  reflection  analogous  to  condition^ 
of  reflection  of  UZK  in  article. 

Necessity  of  minute  shifts  of  reflector  is  because  rate  of  propagation  Oi  UZK 
in  liquid  is  small  as  compared  to  rate  of  propagation  in  metals.  Consequently  for 
resonances  on  the  same  frequencies  (we  consider  boundary  conditions  as  identical) 
it  is  necessary  to  observe  the  relationship: 


where  Cj  and  —  rates  of  propagation  of  ultrasonic  oscillations  in  the  metal  of 
articles  and  in  the  liquid  of  the  measuring  line,  d^  and  dg  —  lengths  of  article  and 
line. 

Rate  Cg  (in  liquid)  is  approximately  4  times  less  than  rate  c^  (in  metal), 
therefore  thickness  of  line  and  its  change  must  be  four  times  less  than  thickness  of 
article. 

Thus,  upon  change  of  thickness  of  steel  sample  by  0.1  mm,  to  combine  the  peaks 
the  reflector  must  move  0.025  mm.  Such  a  relation  of  changes  of  thicknesses  cannot 
fail  to  be  reflected  on  accuracy. 

Necessity  of  creation  of  a  reflector  having  boundary  conditions  identical  to 
boundary  conditions  of  the  article  is  because  if  UZK  fall  on  the  interface  of  two 
media  on  the  side  of  the  medium  with  larger  wave  impedance  (for  instance  on  the  side 
of  metal  on  the  metal  —  air  Interface)  reflection  occurs  with  phase  shift  of  180° 

(with  loss  of  half-wave);  if  however  UZK  fall  from  a  medium  with  smaller  wave 
impedance  (for  instance,  from  liquid  on  liquid  —  metal  interface)  a  phase  shift  is 
not  observed.  Consequently,  conditions  for  appearance  of  resonance  in  both  cases  are 
different  and  complete  combination  of  peak  systems  is  impossible.  Therefore  the 
measuring  ultrasonic  line  turned  out  to  be  necessarily  made  from  metal. 

The  reading  device  was  made  in  the  form  of  an  attachment  to  the  V4-8R.  The 
measuring  line  was  a  steel  circular  wedge  about  200  mm  in  diameter  with  angle  of 

i 

ascent  a  =  32  . 

The  measuring  wedge  shifts  relatively  to  the  quartz  piezoconverter  so  that 
thickness  of  measuring  line  under  it  can  change.  To  create  a  good  and  stable  acoustic 
contact  between  piezoconverter  and  wedge,  the  wedge  is  dipped  into  transformer  oil. 
Scale  of  thicknesses,  connected  with  wedge,  is  on  upper  cover  where  reading  is  made 
with  a  motionless  sight  for  which  in  housing  of  attachment  is  a  special  window. 
Attachment  is  connected  with  flaw  detector  thickness  gauge  with  a  special  T-junction. 
For  selection  of  the  optimum  connection  of  the  measuring  line  with  the  output  circuit 
of  the  instrument  generator  in  the  attachment  there  is  a  variable  capacitor  whose 
capacitance  is  regulated  by  a  special  handle.  To  change  thicknesses  the  operator 
rotates  the  circular  wedge  (left  handle)  until  peaks  from  measuring  device  coincide 
with  peaks  of  article  on  screen  of  instrument.  The  measured  thickness  is  counted 
along  a  scale  graduated  in  millimeters. 

The  reading  device  is  conveniently  calibrated  with  respect  to  measuring  samples. 
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while  if  rate  of  propagation  of  UZK  in  '.mtrolleu  article  differs  from  rate  in  these 
samples,  into  the  reading  should  be  introduced  a  corresponding  correction. 1 

In  the  reading  device  of  G.  V.  Prorortov  the  standard  measuring  system  consists 
of  electrical  circuits  connected  with  the  circuit  of  the  self-excited  oscillator  of 

the  flaw  detector  thickness  gauge. 

Use  of  an  electrical  circuit  for  measurement  of  thicknesses  in  work  by  the 
ultrasonic  resonance  method  is  based  on  the  fact  that  such  a  circuit  at  the  time  of 
resonance  renders  on  the  self-excited  oscillator  the  same  action  as  the  resonating 
article,  and  consequently  leads  to  appearance  on  the  instrument  screen  of  the  same 
peaks  as  the  article  during  resonance. 

A  single  measuring  circuit  was  first  applied  in  a  flaw  detector  thickness  gauge 
of  the  TsNIITMASh  [188].  Thickness  is  measured  very  simply:  it  is  necessary  to 
make  two  scale  readings  of  the  scale  connected  with  axis  of  variable  capacitor  of 
measuring  circuit.  Readings  are  taken  when  mobile  peak  (moving  with  respect  to  the 
scanning  as  circuit  tuning  changes)  match  consecutively  two  harmonics  of  the  article. 
Readings  are  converted  into  thickness  using  graphs,  analogously  to  the  method  used 
in  the  flaw  detectors  URD-3  and  V4-8R.  Thus,  this  method  does  not  involve  direct 
reading  of  thicknesses. 

The  problem  of  direct  reading  using  circuits  is  solved  by  creating  from  several 
circuits  a  system  which  in  resonances  properties  approaches  a  system  with  distributed 
constants . 

Theoretically,  for  full  coincidence  of  natural  frequencies  of  systems  with 
distributed  constants  with  resonance  frequencies  of  a  certain  standard  system  the 
latter  also  should  have  parameters.  However,  for  practical  purposes  this  is  not 
required  since  due  to  the  limited  frequency  range  of  the  flaw  detector  the  article 
resonates  only  on  a  few  harmonics  and,  besides,  it  is  practically  possibly  to  measure 
when  not  all  but  only  part  of  the  harmonics  of  articles  match  frequencies  of  the 
standard  system.  Thus  the  standard  measuring  system  can  be  from  several  circuits 
with  lumped  parameters.  If  the  number  of  these  circuits  is  two  and  the  capacitance 
of  the  variables  capacitors  at  identical  angles  of  rotation  are  equal,  resonance 


lA  system  of  direct  reading  analogous  to  that  developed  by  Yu.  V.  Lange,  but 
significantly  more  complicated  (it  includes  a  high-speed  electronic  comparator, 
switched  into  the  primary  and  auxiliary  converter),  was  used  in  the  resonance 
thickness  guage  Sonizon  (Magnaflux,  USA). 
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frequencies  of  circuits  will  be  expressed  so: 

*  l  ,  I 

f\  * - =r  ;  fs  - - r - . 

2.i )'  Z. i C  2 i\L2C 

where  C  —  capacitance;  and  inductances  of  first  and  second  circuits 
correspondingly. 

In  formula  (48),  connecting  thickness  of  article  with  resonance  frequencies  we 

place  values  of  resonance  frequencies,  setting  f„  =  f  and  f_  =  f  ,  . 

^  »  o  j  n  2  n+m 

After  simple  transformations  we  obtain 


(53) 


From  this  expression  if  follows  that  for  the  considered  case  thickness  of 
■irticle  d  depends  on  capacitance  and  difference  of  numbers  of  harmonics.  From  this 
follows  the  possibility  of  scale  calibration  of  the  block  of  variable  capacitors  of 
circuits  directly  in  values  of  thickness. 

For  simple  measurements  when  working  on 
harmonics  on  the  instrument  screen  it  is 
necessary  to  have  always  two  peaks  from  the 
measured  circuits.  It  is  possible  to  show 
that  when  deviation  of  frequency  is  two 
(accepted  in  serial  flaw  detector  thickness 
gauges)  to  execute  the  given  condition  the 
lumber  of  measuring  circuits  should  be  not. 
less  than  three.  A  diagram  of  a  reading 
device  in  the  form  of  an  attachment  to  a 


Mg.  142.  Jciiematic  diagram  of  a 
device  with  measuring  circuits  for 
direct  reading  of  thickness. 

KEY:  (a)  to  instrument;  (b)  to  cable 

with  head. 


serial  flaw  detector  thickness  gauge  is  given  in  Fig.  142. 

The  attachment  is  joined  to  the  flaw  detector  with  the  help  of  a  SDecla.l 
T-junction  (Fig.  143).  Tuning  of  such  an  attachment  can  be  done  either  with 
radiomeasuring  instruments  or  by  calibrated  samples. 

Work  with  an  attachment  is  conducted  just  as  with  a  reading  device  with  an 
ultrasonic  measuring  line.  The  reading  is  made  when  frequencies  of  measuring  circuits 
coincide  with  two  (or  three)  harmonics  of  the  article  according  to  one  of  the  scales 
calibrated  directly  in  thicknesses.  The  scale  is  chosen  depending  upon  quantity  of 
harmonics  of  article  Included  between  combined  peaks.  Scale  construction  provides 


measurement  cf  thicknesses  or  an  article  from  materials  with  a  different  value  of  c. 
As  was  shown,  exploitation  in  industrial  conditions  of  an  experimental  lot  of  devices 
.or  direct  reading,  both  systems  are  tully  reliable  and  noticeably  accelerate 
measurements . 

An  example  can  be  the  hollow  part  which  was  fitted,  taking  the  metal  from  thr 
surface.  In  order  not  to  remove  too  much  metal  the  wall  thickness  of  this  part,  is 
measured  in  many  points  before  treatment.  Prior  to  application  of  the  attachment 
with  direct  reading  measurement  of  one  such  part  required  h;  after  introduction 
of  attachments  duration  of  measurements  was  reduced  to  4  h. 

Besides  evident  advantages  of  direct  reading  from  the  point  of  view  of  simplict, 
in  exploitation  and  essential  acceleration  of  measurements  there  are  advantages 
with  respect  to  accuracy  of  measurements.  The  last  one  is  connected  with  the  fact, 
that  the  measuring  system  possesses  high  stability,  while  properties  of  this  system 
do  not  depend  on  voltage  of  the  supply  network,  parameters  of  the  cathode  ray  tube, 
and  other  factors  influencing  accuracy  of  the  usual  flaw  detector  thickness  gauge. 

Tf  the  quality  of  all  elements  of  the  arrangement  constituting  the  oscillatory 
systems  and  also  the  controlled  article  itself  is  sufficiently  high,  thanks  to  the 
sharpness  of  resonances  in  the  article  and  in  the  measuring  device  accuracy  of 
combination  of  the  two  systems  of  peaks  on  the  instrument  screen  is  very  high  which 
also  promotes  a  decrease  of  measurement  error.  Practically  error  in  direct  reading 
is  twice  less  than  in  measurements  by  serial  instruments  using  calculation 
attachments . 

Comparing  the  above  two  devices,  it  is  possible  to  see  that  a  measuring  system 
in  the  form  of  an  ultrasonic  line  nas  the  advantage  over  a  system  with  circuits  of 
greater  stability  and  greater  number  of  combined  peaks,  which  excludes  subjective 
errors  during  the  measurement  of  articles  with  large  thicknesses.  However  a  system 
with  circuits  possesses  greater  compactness,  smaller  weight  and  greater  simplicity 
in  manufacture  than  an  ultrasonic  measuring  line  possessing  almost  the  same  accuracy. 

Obviously  devices  for  direct  reading  of  thicknesses  in  the  form  of  attachments 
to  a  flaw  detector  are  not  mandatory  and  on  the  basis  of  the  presented  methods 
obtaining  a  direct  reading  of  thicknesses  it  is  advisable  to  create  a  flaw  detector- 
thickness  gauge  Including  one  of  the  described  devices.  Such  an  instrument,  the 
[TUK-4V]  (TYK-4B),  has  been  developed  by  the  VNIINK  and  is  ready  for  serial 
manufacture.  In  this  instrument  a  system  of  peaks  corresponding  to  harmonica  of  a 


special  measuring  generator  is  used  ior  reading  thickness.  It  is  possible  to  consider 
that  the  TUK-4V  will  be  considerably  more  convenient  in  exploitation  and  more  reliable 
in  operation  than  the  serial  instruments  which  are  being  used. 

In  foreign  models  of  resonance  instruments  with  automatic  frequency  modulation, 
systems  of  direct  reading  analogous  to  those  described  are  not  applied.  Thicknesses 
are  counted  along  scales  placed  on  the  screen  of  the  cathode  ray  tube.  To  increase 
accuracy  of  reading  tubes  with  a  large  diameter  of  screen  are  used,  which  essentially 
increases  weight  and  dimensions  of  equipment,  as  may  be  seen  in  the  example  of  the 
Vidigage. 

So  that  with  the  help  of  this  instrument,  it  was  possible  to  obtain  a  direct 
reading  of  thickness  of  the  measured  article  on  the  fundamental  frequency,  at  every 
measurement  it  Is  necessary  to  select  a  frequency  range  in  which  the  article  will 
resonate  on  the  fundamental  frequency,  which  is  inconvenient  and  lowers  productivity 
of  control. 

A  uef'.ciency  of  the  considered  method  of  reading  is  also  inconvenience  of  control 
of  articles  from  materials  with  different  rates  of  propagation  of  elastic  oscillations . 
Upon  transition  from  one  material  to  another  If  is  necessary  to  use  conversion 
factors  or  to  change  the  scale  fixed  before  the  screen.  Therefore  the  instrument  Is 
given  several  scales  graduated  for  materials  with  defined  speeds  of  propagation  of 
ultrasonic  oscillations. 

Regarding  automation  of  the  work  of  a  resonance  flaw  detector  thickness  gauge 
and  recording  of  its  readings,  such  systems  as  yet  are  only  in  the  developmental 
stage.  Hoivever  paths  In  realization  of  similar  devices  are  already  sufficiently 
clear. 

One  of  the  basic  conditions  in  creating  a  reliable  automatic  device  Is  constancy 
of  acoustic  contact.  Therefore  the  most  promising  for  automation  Is  the  immersion 
variant  of  the  resonance  method. 

Automation  of  a  resonance  flaw  detector  thickness  gauge  is  possible  by  connecting 
to  it  a  frequency  selector,  making  it  possible  to  note  the  appearance  of  a  resonance 
peak  In  the  interval  between  assigned  values  of  frequency.  These  values  are 
established,  depending  upon  conditions  of  control  and  are  observed  on  the  instrument 
screen  in  the  form  of  moving  electron  marks  ("official  peaks")  whose  position  on  the 
time  axis  can  be  changed. 

The  resonance  peak  appearing  between  these  marks  activates  the  relay 


controlling  the  servomechanism,  giving  a  sound  or  light  signal  or  putting  the 
controlled  article  into  the  corresponding  section.  Such  a  system  is  simplest  to 
apply  in  instruments  working  on  fundamental  frequency  and  controlling  a  narrow  range 
of  thicknesses. 

Instrument  readings  can  be  recorded  by  different  methods.  It  is  possible,  for 
Instance,  to  record  the  difference  of  frequencies  between  first  resonance  peak  and 
beginning  of  the  scan;  it  is  possible  to  record  all  resonance  peaks  simultaneously, 
or  to  record  differences  of  frequencies  between  one  of  the  adjustable  electron  marks 
of  the  frequency  selector  and  the  resonance  peak.  The  frequency  selector  designed 
for  work  with  a  recorder  produces  a  voltage  proportional  to  the  difference  of 
frequencies  between  resonance  peak  and  electron  mark.  Inasmuch  as  this  voltage  is 
a  function  of  the  measured  thickness,  it  can  to  he  used  for  the  motion  of  the  stylus 
of  a  potentiometric  recorder,  and  thus  very  minute  changes  of  thickness  can  be 
recorded.  An  automatic  machine  with  a  recorder  of  such  type  is  manufactured  as  an 
attachment  to  the  Vidigage. 

Improvement  of  equipment  in  the  shown  directions  and  organization  of  product  .inn 
of  resonance  flaw  detector  thickness  gauges  of  different  types  with  "manual"  and 
automatic  change  of  frequency,  with  different  indicators,  on  different  frequency 
ranges,  with  devices  for  direct  reading,  with  automatic  signalling  apparatuses  and 
recorders,  with  different  searching  heads  -  will  allow  considerable  expansion  of 
application  of  the  resonance  method  for  problems  having  great  national  economic  value. 


V 

ACOUSTIC  METHODS  (IMPEDANCE  AND  METHOD  OF  FREE  OSCILLATIONS) 

1.  Physical  Bases  of  Impedance  Method.  Equipment  and  Method  of  Control 

The  Impedance  method  was  developed  in  the  USSR  In  1958  by  Yu.  V.  Lange  [I89]1 
In  connection  with  necessity  of  solving  new  problems  appearing  as  a  result  of  wide 
introduction  of  constructions  from  laminar  elements  in  aviation  and  rocket  technology. 
Laminar  elements  are  obtained  by  gluing  sheets,  plates,  and  fillers  from  different 
very  heterogeneous  metallic  and  nonmetallic  materials. 

The  distinction  of  physical  properties  of  these  materials  and  also  the  sharp 
distinction  of  these  properties  from  properties  of  the  applied  glues  creates 
considerable  difficulties  in  creation  of  reliable  methods  of  the  defectoscopy  of  glue 
compounds,  completely  excluding  possibility  of  using  the  majority  of  known  methods 
of  nondestructive  control. 

The  basic  direction  in  the  development  of  methods  of  controlling  glue  componds 
in  USSR  and  abroad  is  the  use  of  elastic  oscillations.  The  use  of  the  sound  shadow 
and  resonance  methods  and  also  the  impulse  echo  method  permits  a  partial  solution  of 
the  problem;  however  these  methods  are  not  all-purpose  and  in  a  large  number  of  cases 
cannot  be  used. 

In  this  meaning  the  impedance  method  possesses  very  interesting  possibilities 
which  make  it  possible  to  consider  it  one  of  the  most  promising  and  all-purpose 
means  of  the  defectoscopy  of  glue  bonding. 


1Yu.  V.  Lange  and  A.  V.  Rimskiy-Korsakov.  Author's  certificate  No.  126653, 
USSR,  19^8. 
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The  method  is  based  on  using  the  dependence  of  full  mechanical  resistance 
(impedance)  of  the  controlled  article  on  the  quality  of  the  bonding  of  separate 
elements . 

Change  of  input  impedance  of  system  (controlled  article)  can  be  revealed  by 
different  methods,  for  instance  by  change  of  amplitude  or  phase  of  reaction  force 
influencing  the  pickup,  exciting  in  the  article  elastic  —  mainly  flexural  oscillations 
(proposed  by  Yu.  V.  Lange)  or  by  change  of  natural  frequency  of  pickup  (proposed  by 
A.  A.  Tukkayev). 

In  the  instrument  developed  by  Yu.  V.  Lange1  the  first  method  is  used,  die  to 
which  this  variant  of  the  impedance  method  came  to  be  called  the  "reaction  method." 

The  pickup  in  this  instrument  is  a  rod  accomplishing  longitudinal  oscillations. 

If  this  rod  (Fig.  144)  contacts  a  section  of  sheathing  rigidly  glued  with  an  internal 
sheet  they  oscillate  as  a  single  unit  and  mechanical  resistance  of 
article  to  rod  is  determined  by  rigidity  of  the  whole.  Force  of 
reaction  F  of  the  article  to  the  rod  becomes  large. 

If,  however,  this  rod  Is  above  the  defective  zone,  the  unglued 
section  of  sheathing  oscillates  as  a  disk  pressed  on  the  contour 
Independently  of  the  whole.  Inasmuch  as  rigidity  of  sheathing  is 

considerably  less  than  rigidity  of  the  whole,  force  of  reaction  f' 

P 

sharply  decreases. 

A  diagram  of  the  pickup  developed  for  the  impedance  acoustic 
flaw  detector  [IAD-2]  (HAJi-2)  is  shown  in  Fig.  145.  It  is  composed 
of  rod  1  of  plastic  shaped  like  the  frustum  of  a  cone.  To  the  major- 
axis  of  this  cone  Is  glued  piezoelement  2  (plate  of  barium  titanate). 
excited  from  the  audio  frequency  generator  and  radiating  elastic 
oscillations  in  rod.  Steel  cylinder  J>  glued  to  the  other  surface  of 
piezoelement  plays  the  role  of  a  reflecting  mass  and  is  used  to 
increase  intensity  of  radiation  of  piezoelement  into  rod. 

To  smaller  base  of  rod  Is  glued  second  piezoelement  4  from  barium  titanate, 
acting  as  a  dynamometer  and  intended  for  measurement  of  variable  component  of  force 
of  reaction  of  article  to  pickup,  caused  by  oscillations  of  rod  of  pickup. 


XA.  P.  Chernyy  designed  the  first  model  of  the  ("glue  bonding  tester"). 

A.  D.  Gol'den  and  S.  L.  Yakovis  designed  the  industrial  models  of  the  IAD-1  and  IAD-2. 
put  into  serial  production  by  the  "Precision  Electrical  Instruments  Plant." 


Fig.  144. 
Quality 
control  of 
bonding  by 
impedance 
method  on 
sections  with 
good  bonding 
a  and  in  an 
unglued  zone 

b  [189]: 

1  —  pickup; 

2  —  external 
sheet  (sheath¬ 
ing);  5  - 
layer  of  glue; 
4  —  Internal 
sheet  (sub¬ 
layer). 
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Fig.  145.  Diagram 
of  pickup  (IAD-2) 
for  control  by 
impedance  method 
[190]:  1  —  sound¬ 

conducting  rod; 

2  —  radiating 
piezoelement ;  3  — 
reflecting  mass; 

4  —  dynamometric 
piezoelement;  5  — 
sc reen ;  —  body; 

7  —  contact-  tip; 

8  —  brass  ring; 

-)  —  sheathed 
wire;  10  —  safety 
steel  spiral, 


Stress  on  piezoelement  is  proportional  to  its  deformation, 
therefore  when  pickup  is  not  pressed  to  controlled  article  the 
rod  accomplishes  longitudinal  oscillations  and  the  receiving 
piezoelement  oscillates  together  with  the  rod  as  a  unit,  displaced 
relatively  to  its  own  initial  position  but  not  being  deformed 
and  not  developing  any  stress  on  facings  (reaction  force  of 
ambient  air  may  be  disregarded).  If  lower  end  of  pickup  is 
pressed  to  article,  force  of  reaction  of  article  causes 
deformation  of  piezoelement  which  feeds  a  stress  proportional  to 
this  force  to  the  measuring  part  of  the  instrument  —  the  sensitive 
amplifier  having  on  the  output  a  pointer-type  indicator  and 
relay  activated  when  output  voltage  becomes  lower  than  the  fixed 
level  of  the  signal  tube  in  the  upper  part  of  the  pickup. 

Contact  tip  7  is  made  of  a  magnesium  alloy,  which  is  advisable 
for  lowering  inertial  resistance.  To  Increase  wear  resistance 
in  the  tip  is  a  "mushroom"  from  hardened  steels.  The 
dynamometric  piezoelement  is  protected  from  electrical 
Interferences  and  mechanical  damage  by  brass  ring  8. 

The  IAD-2,  shown  in  Fig.  145,  is  designed  for  work  in  the 
range  of  1. 0-6.5  kHz  where  optimum  frequency  is  selected 
depending  upon  parameters  of  article. 

The  control  technique  with  the  IAD-2  is  very  simple:  trie 
operator  places  the  pickup  on  the  controlled  article  along  the 
normal  to  its  surface,  and  slightly  pressing  brings  the  end  of 
the  pickup  along  this  surface,  watching  the  readings  of  the 
indicator  (pointer- type  device  and  signal  tube). 

Laboratory  and  industrial  tests  of  the  impedance  method 


showed  that  this  method  successfully  controls  quality  of  glue  bondings  in  t(  ree-ply 
thin  metallic  sheathing,  for  instance  of  steel  or  duralumin  0.4-0. 8  mm  thick  glued 
to  a  thicker  metallic  she'et  or  with  a  honeycomb  (or  nonmetallic:  fiberglass, 
laminate,  delta  wood,  foam,  plastic)  filler. 

If,  however,  sheathing  is  of  materials  with  low  elastic  properties  (low  high 
quality)  such  as,  rubber,  foam,  plastics,  or  the  whole  article  is  bonded  from  such 
materials  that' the  Impedance  method  does  not.  permit  detecting  a  disturbance  of 
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bonding  in  these  articles. 

Hie  Impedance  method  with  equal  success  may  be  used  to  control  both  bonded  and 
soldered  constructions,  inasmuch  as  a  film  of  solder  or  glue  has  no  considerable 
influence  on  general  rigidity. 

Somewhat  unique  are  conditions  of  quality  control  by  impedance  method  for 
bonding  of  sheet-type  sheathing  with  honeycomb  filler,  inasmuch  as  input  impedance 
of  article  is  unequal  in  aifferent  points  of  sheathing:  it  is  largely  on  edges  of 
honeycomb  cells  and  less  in  their  center.  Difference  in  values  of  input  impedance 
grows  with  increase  of  dimension  of  ceils  and  fluctuations  of  indicator  readings 
observed  when  article  Is  scanned  by  lines  create  a  background  disturbing  to  control. 
The  background  is  small  for  dimensions  of  cells  up  to  6  mm,  however  at  further- 
increase  of  these  dimensions  It  becomes  commensurable  with  level  of  signal 
corresponding  to  defective  section,  which  hampers  control  or  makes  it  impossible. 

Inasmuch  as  for  installation  of  pickup  practically  a  point  section  c>f  surface 

is  required,  the  impedance  method  permits  control  of  an  article  with  c  siderable 

curvature  of  surface  (up  to  a  radius  of  curvature  of  6-8  mm)  and  also  control  for 

the  actual  edge  of  the  bonded  article,  i.e.,  in  the  most  dangerous  zones  (here 

sheathing  can  lag  in  exploitation  under  sign  alternating  loads).  Minimum  area  of 

2 

revealed  defect  Is  near  15  mm  . 

For  control  of  articles  by  Impedance  method  bilateral  access  is  not  needed,  it 
is  not  necessary  to  dip  article  In  bath  with  immersion  liquid  or  to  apply  contact 
lubricant  on  surface  of  article,  inasmuch  as  elastic  low  frequency  oscillations  are 
sufficiently  effectively  introduced  into  the  article  through  dry  contact. 

The  impedance  method  naturally  can  be  used  to  control  not  only  a  bonding  created 
by  soldering  or  gluing  but  also  diffusion  bondings,  for  instance,  plated  sheets  and 
rods. 

It  is  possible  to  affirm  that  the  field  of  application  of  the  impedance  method 
is  very  wide. 

Control  by  impedance  method  can  be  automated;  scanning  of  surface  of  article 
is  done  with  a  special  mechanism  in  the  head  of  which  is  a  pickup,  and  the  indicator- 
readings  are  recorded  on  electrothermal  paper. 

A  sample  of  the  recording  of  readings  during  quality  control,  of  bonding  of 
sheet-type  sheathing  with  honeycomb  filler  obtained  with  the  automatic  recording 
attachment  developed  by  Yu.  V.  Lange  is  shown  In  Fig.  147.  The  hundreds  of  walls 


180 


GRAPHIC  NOT  REPRODUCIBLE 


Fig.  147.  Sample  or  readings  of  the  IAD-2 
in  the  quality  control  of  bonding  of  sheet- 
type  sheathing  with  honeycomb  filler. 


and  contours  of  zone  of  disturbance  of  co:  esion  are  distinct,  which  permits  reliable 
control  of  article  with  such  cellular  dimensions  when  manual  control  is  impossible 
due  to  the  previously  mentioned  background. 

At  present  the  impedance  method  is  so  highly  recommended  that  it  can  be 
recommended  for  wide  application  in  cases  requiring  one  hundred  percent  reliable 
control  of  constructions  on  a  base  of  glued  and  soldered  bonding.  However,  production 
and  exploitation  conditions  of  such  constructions  advance  ever  new  problems  which 
the  impedance  method  does  not  solve.  Such  problems  include,  for  instance, 
determination  of  strength  of  bonding  when  there  is  no  separation,  i.e.,  when  internal 
surface  of  sheathing  is  not  separated  from  sublayer  by  an  air  filled  gap. 

The  solution  of  this  very  complicated  problem  in  principle  is  possible  on  the 
basis  of  using  "normal"  waves. 

2.  Physical  Bases  of  the  Met, hod  of  Free  Oscillations,  Equipment, 

and  Method  of  Controf 

The  method  of  free  oscillations  is  probably  the  oldest  of  all  methods  of 
defectoscopy  using  elastic  oscillations .  This  method  has  long  been  used,  for 
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Instance,  by  railroad  inspectors  t.t>-  detect  axl c»rfe^k§> in  locomotives  and  railroad 
cars.  Using  a  small  hammer  and  striking  long  the  axle,  the  inspector  judges  "purity" 
of  ringing  and  determines  presence  of  cracks.  The  quality  of  glass  and  crystal 
articles  is  checked  similarly.  Tapping  along  the  edge  of  a  glass  article,  it  is 
possible  (also  by  purity  of  ringing)  to  distinguish  a  defective  article  from  a 
suitable  one. 

The  method  of  free  oscillations  in  such  very  primitive  form  is  of  course  very 
subjective,  however  its  sensitivity  is  rather  high  and  an  experienced  controller 
possessing  a  musical  ear  can  sort  similar  articles  sufficiently  accurately. 

Physical  bases  of  the  method  of  free  oscillations  are  the  following:  if  a 
solid  body  (the  mechanical  oscillatory  system  being  characterized  by  defined 
parameters  —  mass,  flexibility,  and  mechanical  resistance)  is  excited  by  a  sharp 
blow  from  without,  in  the  system  will  appear  free  or  natural  damped  oscillations. 

The  initial  amplitude  of  these  oscillations  is  determined  by  energy  imparted 
to  the  system  from  without  upon  Impact.  After  action  of  external  force  ceases  the 
system  is  left  to  itself,  therefore  the  period  of  oscillations  of  the  system,  and 
also  the  logarithmic  damping  decrement  are  determined  by  parameters  of  the  actual 
system  and  do  not  depend  on  energy  imparted  to  the  system  from  without.  Thus  for 
the  simplest  oscillatory  lumped  system  (load  suspended  on  spring)  frequency  of 
natural  oscillations  is 
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where  m  —  mass  of  system  (kg);  C  -  flexibility  of  system  (s  /kg);  R  —  mechanical 

M  M 

resistance  of  system  (kg/s).  Logarithmic  damping  decrement  0 —  the  most  important 
characteristic  of  oscillatory  processes  —  is  determined  by  the  expression 


where  Q  —  high  quality  of  oscillatory  system. 

With  assigned  geometric  dimensions  and  form  of  article  and  physical  homogeneity 
of  material  from  which  it  is  prepared,  frequency  of  its  natural  oscillations  is  a 
fully  defined  magnitude.  However,  if  in  material  of  article  is  a  heterogeneity 


(for  example,  a  stratification),  one  basic  parameter  of  the  oscillatory  system 
changes  (flexibility),  and  if  this  heterogeneity  has  considerable  volume  (for  instance, 
a  pit),  then  mass  changes  noticeably,  which  should  lead  to  a  change  of  frequency  of 
natural  oscillations  and  a  logarithmic  damping  decrement. 

The  given  reasoning  pertains  to  an  oscillatory  lumped  system.  A  solid  body  is 
a  distributed  system,  where  this  distribution  can  be  uniform  or  nonuniform. 

Nonuniform  distribution  of  parameters  appears  especially  sharply  in  laminar 
constructions  from  heterogeneous  materials  of  joined  over  the  entire  surface  (for 
instance  with  glue).  In  this  case  the  phenomenon  is  somewhat  complicated  —  upon 
excitation  of  such  a  system  oscillations  on  several  frequencies  can  appear  within 
limits  of  a  certain  spectrum  of  frequencies. 

Change  of  homogeneity  of  material  of  system  causes  relative  change  of  amplitude 
of  specific  components  of  this  spectrum  and  of  the  logarithmic  damping  decrement  of 
these  components.  This  may  be  clearly  seen  from  experiments  carried  out  by 
Yu.  V.  Lange  [190].  On  a  special  installation  were  obtained  oscillograms  of  free 
oscillations  excited  in  standard  conditions  by  a  freely  falling  steel  ball  in  a 
special  model  consisting  of  a  duralumin  plate  0.8  mm  thick  glued  to  a  massive  bar 
also  of  duralumin.  In  the  model  zones  of  no  bonding  of  different  dimensions  were 
artificially  created.  The  ball  struck  the  model  on  the  side  of  a  thin  sheet.  As 
oscillogram  time  marks  10  kHz  sinusoidal  oscillations  were  used,  which  were  conspicuous 
simultaneously  with  investigated  free  oscillations  on  the  screen  of  a  double  trace 
oscilloscope.  Analysis  of  obtained  oscillograms  shows  that  character  of  sound  pulses 
in  places  with  defective  bonding  essentially  differs  from  pulses  corresponding  to  , 
healthy  sections  of  the  model.  This  distinction  concerns  first  of  all  spectral 
composition,  which  changes  the  sharpest  —  a  place  of  no  bonding  leads  to  appearance 
of  high  frequency  spectral  components. 

Therefore  in  order  to  liquidate  the  basic  deficiency  of  the  method  of  free 
oscillations,  in  its  simplest  form  —  subjectivity  of  appraisal  of  readings  —  it  is 
necessary  to  provide  in  the  instrument  a  corresponding  device  for  analysis  of 
frequency  spectrum,  excluding  necessity  of  this  analysis  by  ear. 

One  attempt  at  a  solution  to  this  problem  Is  the  instrument  whose  diagram  is 
shown  In  Fig.  148.  The  striker  of  the  pickup,  fastened  on  the  armature  of 
electromagnet  2,  strikes  the  surface  of  controlled  article  1  with  the  frequency  of 
the  alternating  current  feeding  the  electromagnet,  exciting  in  the  article  free 
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Fig.  148.  Block  diagram 
of  instrument  for 
quality  control  of 
bonding  according  to 
amplitude  of  free 
oscillations  excited 
by  a  striker  [190]: 

1  —  controlled  article; 

2  —  electromagnet;  3  — 
microphone;  4  — 
amplifier;  8  —  Indicator. 


oscillation  .  Microphone  3,  fixed  on  surface  of  article 
a  certain  distance  from  the  pickup,  picks  up  these 
oscillations  and  transmits  electrical  signals  to  amplifier 
4  on  the  output  of  which  is  switched  in  a  relay  controlling 
lighting  of  signal  tubes  of  indicator  5.  If  pickup  is 
on  the  section  above  a  zone  of  no  bonding,  amplitude  of 
oscillations  excited  in  article  drops,  signal  on  output 
of  amplifier  decreases,  the  relay  is  activated  and  lights 
the  corresponding  signal  tube. 


With  this  Instrument  it  is  possible  to  reveal  defects 
bonding  of  thin  (0.8  mm)  sheet-type  sheathing  of  duralumin  bonded  with  foam  plastic. 
However,  an  attempt  to  detect  defects  in  bonding  of  two  metallic  elements  (sheathing 
0.8  mm  thick  and  internal  sheet  4  mm  thick)  did  not  give  a  positive  result. 

Evaluating  the  work  of  such  an  instrument,  it  is  possible  t.o  say  that  it  makes 
control  somewhat  more  convenient;  the  basic  goal  —  exclusion  of  subjectivity  —  is 
not  attained  Inasmuch  as  the  instrument  does  not  provide  an  analysis  of  the  frequency 


spectrum  of  oscillations. 


In  an  installation  for  testing  articles  for  homogeneity  by  the  method  of  free 
oscillations  with  application  of  analysis  of  frequency  spectrum  the  striker  hits  on 
the  surface  of  the  controlled  article  and  excites  in  it  free  oscillations.  The 


microphone  fixed  on  the  surface  of  the  article  a  certain  distance  from  the  striker 
picks  up  elastic  oscillations,  converts  them  into  electrical  and  moves  them  to  the 
amplifier,  from  there  —  to  the  frequency  anuLyzer  and  finally  to  the  vacuum  tube 
voltmeter.  If  an  article  from  a  material  with  large  damping  of  [UZK]  (Y3H)  is 
investigated,  the  striker  can  excite  the  system  not  by  a  single  blow,  but 
periodically,  for  instance  with  a  frequency  of  50  Hz,  inasmuch  as  oscillations 
appearing  as  a  result  of  the  blow  completely  fade  before  the  following  blow  is  made. 
Under  periodic  excitation  it  is  convenient  to  conduct  an  observation  with  a  cathode 
ray  oscilloscope. 

Method  and  equipment  for  detection  of  intermix  defects  in  massive  articles 
from  materials  with  large  damping  of  elastic  oscillations,  and  in  particular  for 
determination  of  stratifications  and  defect t  of  bonding  in  laminar  materials  at  a 
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Fig.  149.  Diagram  of  heads  for  the  ChIKP, 


depth  of  up  to  several  centimeters  has  been  developed  in  USSR. 1  A  diagram  of  vibrator 
and  receiver  of  the  [ChIKP]  (HlIKfl)  ("frequency  tester  of  bonding  quality")  is  shown 
in  Fig.  149.  Striker  1  of  the  vibrator  is  activated  by  electromagnet  2,  switched  in 
by  starting  push  button  3  located  in  handle  of  vibrator  4.  In  the  receiver  is 
piezoelectric  plate  5,  protected  from  damage  by  header  u  and  pressed  to  surface 
of  controlled  article  with  a  force  determined  by  the  spring  force  of  spring  7.  The 
receiver  converts  the  whole  spectrum  of  elastic  oscillations  into  electrical,  which 
after  amplification  go  to  a  filter  passing  the  oscillations  of  only  those  frequencies 
which  characterize  the  frequency  spectrum  of  a  "defective"  section.  After  the  filter 
oscillations  of  these  "characteristic"  frequencies  are  amplified  and  go  to  the 
vacuum  tube  voltme'er  wl.ch  measures  their  amplitude, 

The  ChIKP  has  been  successfully  used  under  conditions  when  other  methods  of 
control  cannot  be  applied  with  proper  effect,  for  instance,  for  quality  control  of 
the  bonding  of  materials  with  high  value  of  attenuation  factor  of  elastic  oscillations 
(textolite,  asbestos  textolite,  plywood)  among  themselves  or  with  metallic  sheathing, 
and  also  for  detection  of  continuity  disturbances  inside  any  layer  of  the  enumerated 
nonmetallic  materials. 

In  foreign  literature  [47]  are  data  about  the  successful  application  of  the 
method  of  free  oscillations.  There  are  mentioned  two  possible  methods  of  excitation 
of  free  oscillations  (single  blow  and  continuous  periodic  blows),  advantages  of  the 
second  method  are  enumerated,  and  equipment  with  which  this  method  has  very 
successfully  been  used  in  the  United  States  to  control  abrasive  disks  for  the  absence 

i 

of  cracks  in  them  is  described  [194,  1°5].  In  the  control  frequency  of  natural 


lN.  S.  Akulov,  V.  A.  Kunavina,  V.  I.  Akimov,  B.  i.  Ol'chev.  Author's  certificate 
No.  120361,  USSR,  1958. 
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Fig.  150.  Block  diagram  of  sound 
comparator  for  control  of  abrasive 
disks  [47]:  1  —  sample;  2  —  microphone; 

3  —  pickup;  4  —  support;  5  —  amplifier; 

6  —  oscilloscope;  7  —  cathode  voltmeter; 

8  —  variable  frequency  generator. 

oscillations  of  the  disk  are  determined.  This  frequency  5s  different  for  a  high- 
quality  disk  and  a  disk  with  a  crack,  and  therefore  can  serve  as  a  criterion  for 
quality  evaluation. 

Such  a  method  can  be  used  for  reliable  control  of  articles  uniform  in  form  and 
dimensions  and  made  of  material  sufficiently  uniform  in  its  own  physical  properties. 

It  is  clear  that  multilayer  articles  obtained  by  means  of  bonding  separate  elements 
from  heterogeneous  materials  are  not  suited  for  control  by  this  method. 

The  block  diagram  of  an  instrument  (sound  comparator)  utilized  for  control  of 
abrasive  disks  is  shown  in  Fig.  150. 

The  generator  of  audio  frequency,  changing  in  cer‘a5-i 
limits,  feeds  voltage  to  norizontal  deflecting  plates  of 
the  oscilloscope  and  through  the  amplifier  —  to  the 
electromagnetic  vibrator.  The  radiator'  introduces 
oscillations  through  the  lateral  surface  of  the  controlled 
disk,  as  a  result  of  which  the  disk  oscillates  according 
to  the  diagram  on  Fig.  151,  thus  that  phases  of 
oscillations  of  adjacent  quadrants  always  shifts  1801', 
phases  of  oscillation  of  opposite  quadrants  coincide. 
Therefore  nodes  o'  sc  illations  of  disk  are  siiown  bi- 
two  mutually  perpendicular  diameters.  The  disk  is  on 
point  supports  oriented  along  "nodal"  diameters,  which  permits  bringing  damping  action 
of  supports  to  a  minimum. 

A  microphone  is  established  near  the  antinode  of  disk  oscillations  and  the 
voltage  from  it  passes  through  an  amplifier  containing  a  vacuum  tube  voltmeter  and 
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Fig.  151.  Diagram  of 
oscillation  of  an  abrasive 
disk  during  the  control 
process  [47], 
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to  vertical  deflecting  plates  of  the  osci Lloscope .  With  change  of  frequency  of 
generator  on  the  oscilloscope  screen  different  Lissajous  figures  can  be  observed 
corresuonding  to  resonances  on  natural  frequency  of  oscillations  of  disk  and  on  its 
harmonics,  and  it  is  possible  to  measure  by  voltmeter  amplitude  of  natural  frequency 
and  harmonics. 

As  can  be  seen  from  what  has  been  said  this  method  does  not  provide  analysis  of 
frequency  spectrum  of  oscillations  of  controlled  article  and  control  reduces  to 
determination  of  basic  frequency  of  free  oscillations .  Such  a  method  is  a  unique 
variant  of  the  resonance  method,  differing  from  it  in  that  resonance  phenomenon  are 
observed  in  conditions  of  not  forced  but  free  oscillations. 

Obviously  each  variant  of  the  method  of  free  oscillations  —  developed  in  the 
USSR  (analysis  of  frequency  spectrum  of  oscillations)  and  applied  in  the  USA 
(determination  of  natural  frequency  of  oscillations  of  controlled  article)  —  has  its 
own  advantages  and  disadvantages.  These  methods,  mutually  supplementing  one  another, 
help  to  expand  the  region  of  effective  control  of  articles  of  different  character. 

A  recent  objective  method  of  free  oscillations  has  great  promise;  wide  industrial 
tests  will  promote  the  clarification  of  all  possibilities  of  this  method. 
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VI 

THE  ECHO -METHOD 
ULTRASONIC  DEFECTOSCOPY 
1.  Physical  Bases  of  Method 

In  the  echo-method  of  ultrasonic  defectoscopy  the  same  principles  are  used 
as  in  radio-  and  acoustic  location. 

In  radar  equipment  a  special  radiator  (directed  antenna)  sends  a  narrow 
beam  of  electromagnetic  oscillations  (sounding  radio  beam)  into  an  investigated 
air  space,  "feeling"  it  in  different  directions.  If  the  beam  meets  any  heterogeneity 
able  to  reflect  electromagnetic  oscillations  (aircraft,  ship,  clouds,  water, 
etc.)  part  of  the  energy  of  reflected  electromagnetic  oscillations  can  be  taken 
by  the  receiving  device  located  in  direct  proximity  with  the  radiator  or  together 
with  it. 

If  distance  between  locator  and  reflector  is  continuously  changed,  Doppler 
effect  is  observed  in  change  of  frequency  of  reflected  electromagnetic  oscillations. 
When  sent  and  reflected  oscillations  are  mixed  in  the  converter,  on  its  output 
appear  beats  whose  frequency  depends  on  speed  of  relative  displacement  of  locator 
and  reflector  along  direction  of  sounding  beam.  If,  however,  frequency  of  sent 
oscillations  is  modulated,  frequency  of  beats  appearing  when  sent  oscillations 
are  mixed  with  reflected  will  change  depending  upon  time  of  delay  of  the  latter, 
which  will  allow  Judgment  about  distance  between  locator  and  reflector. 

Such  systems  of  radars  working  in  conditions  of  continuous  radiation  result 
in  very  accurate  measurements!  however,  they  have  a  limited  use  for  distance  — 
they  cannot  be  used  for  detection  of  objects  a  considerable  distance  away. 
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since  a  weak  reflected  signal  cannot  be  covered  against  the  background  much 
more  powerful  transmitted  signa. 

\  More  all-purpose  are  locators  working  in  conditions  of  pulse  radiation. 
Electromagnetic  oscillations  are  sent,  moreover,  in  the  form  of  pulses  of  minute 
duration  (order  of  a  microsecond)  divided  by  pauses  whose  duration  is  of  the 
order  of  a  millisecond.  Reflected  oscillations  are  received  during  pauses 
without  any  interferences  on  the  part  of  the  radiator,  which  during  pauses 
without  any  interferences  on  the  part  of  the  radiator,  which  during  this  time 
does  not  work.  With  respect  to  time  of  delay  of  echo  relative  to  a  transmitted 
signal  one  can  determine  distance  between  locator  and  revealed  object,  and  with 
respect  to  amplitude  of  echo  it  is  possible  to  judge  dimensions  of  reflecting 
surface  of  this  object. 

Sensitivity  of  such  a  locator  is  very  high,  inasmuch  as  echos  of  even 
insignificant  amplitude  can  be  received  by  a  sensitive  receiver  in  the  absence 
of  interferences  from  the  generator.  However,  if  distance  to  reflecting  surface 
Is  small  and  echo  arrives  before  termination  of  the  transmitted  signal,  such  a 
echo  against  the  background  of  a  considerably  more  powerful  transmitted  pulse 
cannot  be  received,  and  consequently  a  object  located  at  such  distance  is  not 
revealed.  Detection  is  possible  only  at  distances  exceeding  the  so-called 
"dead  band"  of  the  locator,  when  echo  arrives  after  termination  of  transmitted 
pulse.  Extent  of  dead  band  may  be  estimated  from  the  expression 


where  c  —  rate  of  propagation  of  oscillations;  t  —  duration  of  transmitted  pulse. 

Thus,  range  of  locator  is  limited  by  minimum  cf  dead  band.  Regarding, 
however,  ultimate  range  of  action,  it  can  be  sufficiently  great,  inasmuch  as 
work  in  pulse  conditions  permits  concentrating  huge  power  in  pulse  for  a 
small  average  power  of  locator  WQ,  determined  by  product  of  pulse  power  by  pulse 
duration  (t)  and  by  frequency  of  following  (F  )  (see  diagram  Fig.  152): 

(56) 
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Thus,  If  power  in  pulse  Is  700  kW,  pulse 
duration  Is  1  us*  and  frequency  of  following  of 
pulses  Is  200  Hz  (such  a  locator  operating  at 
f  =  2000  MHz  possesses  a  range  near  200  km, 
and  a  dead  band  near  150  m)  average  power  of 
locator  will  equal 

r*-7.|(MO*-300w200  W. 

With  such  relationships  the  locator  can 
be  sufficiently  compact,  since  tubes  and  other 
low  power  parts  can  be  fed  a  voltage  considerably  exceeding  the  specification 
voltage,  which  is  calculated  for  continuous  operation. 

Electromagnetic  oscillations  are  practically  completely  reflected  from  the 
surface  of  water  or  a  solid  possessing  electrical  conductivity  (for  instance 
from  the  surface  of  metal) .  Therefore  detection  of  any  objects  by  radar  methods 
is  possible  only  if  between  locator  and  object  there  are  no  barriers  from  water  or 
metal. 

In  this  meaning  the  acoustic  location  has  indubitable  advantages,  allowing 
work  in  any  medium  possessing  elastic  properties  —  in  a  gas  liquid  or  solid. 
However,  effectiveness  of  acoustic  location  in  different  media  is  different  due 
to  the  difference  of  the  attenuation  factor  of  elastic  oscillations. 

Inasmuch  as  for  an  increase  of  sensitivity  and  resolving  power,  as  will  be 
shown  later,  it  is  advisable  to  increase  frequency  of  applied  electromagnetic 
or  elastic  oscillations,  the  range  of  the  acoustic  (more  precisely,  ultrasonic) 
locator  in  gas,  liquid  and  a  solid  will  be  different,  and  moreover  many  times 
smaller  than  the  range  of  radar  using  electromagnetic  oscillations  which  propagate 
great  distances  in  air. 

Ultrasonic  location  in  air  is  found  in  nature.  It  is  known  for  instance 
[196],  that  a  bat  is  oriented  in  flight  in  complete  darkness  using  its  own  sound 
apparatus  it  sends  pulses  of  ultrasonic  oscillations  at  10-150  kHz  and  up  to 
2-3  ms  long  with  a  frequency  of  following  of  5-60  Hz.  Pulses  reflected  from 
ob  tfic.les  (echos)  are  sensed  by  the  hearing  apparatus  of  the  bat,  allowing  it  to 
determine  direction  hnd  to  estimate  distance  to  obstacle. 


Pig.  152.  On  the  relation¬ 
ship  between  mean  WQ  and 

pulse  WM  power  during  opera¬ 
tion  of  a  pulse  generator. 
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An  ultrasonic  locator  for  blind  people  is  based  on  the  same  principle.  It 
contains  a  radiator  of  ultrasonic  oscillations  at  18-65  kHz  sending  short  pulses 
with  frequency  of  following  10  Hz.  Echos  reflected  from  obstacles  are  picked  up 
by  a  crystal  microphone  and  after  amplification  by  beat  receiver  go  to  the 
headphone.  The  Instrument  works  in  range  of  distances  1.5-15  m  and  possesses 
high  sensitivity. 

The  range  of  such  an  instrument  [197]  is  limited  by  damping  of  ultrasonic 
osclllati'''  in  air,  sharply  increasing  with  increase  of  frequency.  Therefore 
application  of  oscillations  of  higher  frequency  is  impossible;  lowering  of 
frequency  is  also  unadvisable  since  it  leads  to  a  lowering  of  sensitivity  and 

resolving  power. 

Ultrasonic  location  in  water1  occurs  in  more  profitable  conditions:  damping 
of  ultrasonic  oscillations  in  water  is  considerably  less  than  in  air.  Therefore 
on  the  same  frequencies  it  is  simple  to  ensure  a  sonar  range  of  several  kilometers, 
which  permits  solving  various  problems  appearing  in  naval  practice  -  detection 
of  underwater  obstacles  and  measurement  of  distance  to  them,  measurement  of 
depth  of  sea,  communication  between  submarines,  etc. 

Ultrasonic  location  in  water  was  engendered  during  the  first  worls  war 
mainly  on  the  basis  of  the  works  of  Langevin  and  Chilowsky2  and  at  present  is 
a  very  well-developed  region  of  technology  using  special  equipment  working  as 
a  rule  in  pulse  conditions  [199]. 

The  echo-method  of  ultrasonic  defectoscopy  is  ultrasonic  location  in  a 
solid  body,  mainly  in  metal.  This  method,  just  as  radio  location  and  location 
in  water  can  be  carried  out  in  two  variants  —  on  the  basis  of  continuous  or 
pulse  radiation. 

The  echo-method  of  defectoscopy,  based  on  continuous  radiation  of  ultrasonic 
oscillations,  was  proposed  in  1941  by  S.  Ya.  Sokolov  for  determination  of  the 
thickness  cf  a  hardened  layer  during  surface  hardening  of  massive  steel  parts. 

The  essence  of  this  method  is  that  (Pig.  153)  piezoe  ectric  converter  5  receives 
from  generator  2  high  frequency  voltage  f  modulated  in  defined  limits.  Modulation 

xIn  nature  dolphins  use  ultrasonic  location  in  water. 

8P.  Langevin,  N,  Chilowsky.  French  patent  No.  503913,  1918. 
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Fig.  153.  Determination  of  thickness  of  hardened 
layer  according  to  method  of  S.  Ya.  Sokolov: 

1  —  small  motor;  2  —  generator  with  frequency 
modulation;  3  —  piezoelectric  converter;  4  — 
piezoelectric  receiver;  5  —  amplifier;  6  — 
stabilizer;  7  —  rectifier;  8  —  oscilloscope;  9  — 
hardened  layer;  10  —  incident  beam,  11  —  reflected 
beam. 


is  carried  out  by  means  of  changing  frequency  of  circuit  of  generator,  for  which 
the  axis  of  the  circuit  capacitor  revolves  with  the  help  of  a  special  small 
motor  1.  Piezoelectric  converter  3  transmits  into  the  metal  ultrasonic  oscillations 
changing  frequency  in  the  form  of  beam  10.  Reaching  the  boundary  of  the  hardened 
layer,  beam  10  is  partially  reflected  and  reflected  beam  11  reaches  receiving 
piezoconverter  4.  Inasmuch  as  between  generator  and  receiving  device  is  an 
electromagnetic  bond  oscillations  of  different  frequency  simultaneously  proceed 
to  Input  of  receiver:  f  and  f  +  Af,  where  Af  —  change  of  frequency  of  generator 
during  the  time  of  passage  of  ultrasonic  oscillations  from  radiating  piezoconverter 
3  to  boundary  of  hardened  layer  and  after  reflection  from  it  —  to  receiving 
piezoconverter  4.  Thus  Af  can  serve  as  a  measure  of  thickness  of  the  hardened 
layer.  In  the  receiving  device  frequency  Af  can  be  separated,  and  after 
corresponding  amplification  alternating  voltage  of  this  frequency  can  be  fed  to 
the  oscilloscopic  indicator.  By  image  on  screen  of  oscilloscope  it  is  possible 
to  judge  Af,  and  consequently  and  thickness  of  hardened  layer. 

It  is  necessary  however,  to  note  that  to  carry  out  S.  Ya.  Sokolov's  idea 
there  must  be  a  sharp  boundary  between  the  surface  layer  and  the  base  metal. 

From  this  point  of  view  measurement  of  thickness  of  a  hardened  layer  is  the  least 
suitable  field  of  application  of  this  method,  inasmuch  as  transition  from  structure 
of  hardened  layer  to  the  initial  occurs  smoothly  through  a  series  of  intermediate 
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structures.  Therefore  the  method  of  S.  Ya.  Sokolov  has  not  teen  used  to  measure 
thickness  of  a  hardened  surface  layer1.  Thickness  of  layers  sharply  different 
from  the  base  metaj.  (for  Instance  galvanic  plating)  are  more  effectively  measured 
by  other  methods  —  magnetic  method  and  method  of  eddy  currents. 

*  *■  In  1934  S.  Ya.  Sokolov  [126]E  proposed  a  method  of  detection  of  defects  in 

c\  j) , \  r  ; 

bbdy  based  on  registration  of  change  of  phase  of  oscillations  attaining 
a  receiving  converter  located  near  the  opposite  edge  of  the  controlled  article. 

4  , 

The  phase  of  these  oscillations  will  be  different  in  the  presence  or  absence  of 
heterogeneity  on  the  path  of  the  spreading  beam.  Encountering  a  defect,  whose 
area  obviously  should  be  larger  than  the  cross  section  of  the  [UZK]  (Y3K)  beam, 
beams  go  around  it,  as  a  result  of  which  time  expended  on  passage  of  oscillations 
from  radiator  to  receiving  converter  will  be  more  than  in  the  absence  of  a 
defect.  S.  Ya.  Sokolov  did  not  publish  data  on  this  method  in  practice,  however 
it  is  possible  to  affirm  that  sensitivity  of  such  a  method  cannot  be  great. 

Inasmuch  as  dif fractional  phenomena  on  UZK  of  high  frequency  is  expressed  weakly. 
When  using  low  frequencies  a  sufficient  effect  can  be  obtained  and  from  this 
point  of  view  the  phase  method  is  long-term. 

In  the  proposal  of  S.  Ya.  Sokolov  are  elements  indicating  that  he  was  very 
close  to  creation  of  pulse  echo-method.  Thus  one  of  the  variant  instruments 
proposed  by  S.  Ya.  Sokolov  provides  registration  of  the  phase  change  of  UZK 
reflected  from  the  opposite  face  of  the  controlled  article  and  reaching  the 
converter  together.  This  converter  in  turn  executes  the  function  of  radiator 
and  receiver  of  UZK,  since  the  generator  works  only  during  the  positive  half- 
period  of  modulation  voltage.  In  the  course  of  a  negative  half -period,  the 
generator  serves  as  a  receiver.  Frequency  of  modulated  voltage  strictly  corresponds 
to  thickness  of  controlled  body,  which  should  be  known  beforehand,  therefore 
when  a  defect  is  in  the  path  of  a  beam,  the  phase  of  reflected  UZK  will  differ 
from  the  phase  in  the  absence  of  a  defect,  which  should  be  marked  by  the  indicatnr. 

XN.  N.  Yegorov  in  1958  described  [201]  his  pulse  echo-method  of  measuring 
the  depth  of  a  hardened  layer  (with  no  worse  than  90-92$  accuracy),  based  on 
selective  reflection  of  UZK  of  defined  frequencies  from  crystallites  possessing 
the  greatest  elastic  anisotropy. 

®See  also  S.  Ya.  Sokolov.  Author's  certificate  of  USSR  No.  48894,  1924. 


To  remove  reverbe rational  interferences,  S.  Ya.  Sokolov  proposed  the  use  pulse 
radiation  for  which  with  help  of  mechanical-optical  system  a  generator  should 
be  switched  in  on  a  very  short  interval  of  time,  and  then  —  when  the  generator 
is  turned  off  —  at  a  specific  moment  the  receiver  should  be  switched  in. 

Oscillations  "late"  due  to  diffraction  of  the  defect  arrive  after  turning  off 
of  receiver  and  are  not  recorded.  This  indicates  the  presence  of  a  defect. 

S.  Ya.  Sokolov  noted  in  his  device  an  analogy  with  the  sonic  depth  finder 
with  which,  however,  it  is  difficult  to  agree.  In  the  sonic  depth  finder  to 
judge  sea  depth  transit  time  of  UZK  along  a  direct  line  from  a  radiator  mounted 

in  the  hull  of  a  ship  to  the  sea  bottom  and  back  is  measured.  If  on  the  path 

« 

of  the  beam  an  obstacle  is  met  which  UZK  are  forced  to  round,  the  sonic  depth 
finder  will  give  incorrect  readings.  In  the  considered  method  the  phase  of 
reflected  UZK  can  be  changed  not  only  in  the  presence  of  a  defect  but  also  due 
to  a  change  of  thickness  of  the  controlled  article. 

The  method  does  not  provide  a  registration  of  UZK  reflected  from  a  defect, 
which  is  the  basis  of  the  pulse  echo-method.  This  problem  is  solved  with  the 
use  of  equipment  analogous  to  radar.  This  method,  proposed  by  S.  Ya.  Sokolov, 
was  developed  by  him  several  years  prior  to  the  creation  of  radar  systems. 

The  contemporary  pulse  echo-method  of  ultrasonic  defectoscopy,  based  on 
sending  of  short  pulses  of  elastic  oscillations  onto  the  controlled  article  and 
registration  of  intensity  and  time  of  arrival  of  echos  reflected  from  defects, 
was  proposed  in  19^2  by  Firestone1.  Since  then  this  method  has  rapidly  developed [20 3] 
and  now  is  the  most  wide-spread  of  all  known  methods  of  ultrasonic  defectoscopy. 

The  pulse  echo-method  permits  solving  the  following  problem  of  defectoscopy. 

1.  Detection  and  determination  of  coordinates  of  defects  constituting 
disturbance  of  continuity  (pits,  cracks,  stratifications,  flocks,  slag  inclusions, 
friable  zones,  etc.)  and  located  on  the  surface  or  vertually  at  any  depth  under 
the  surface  of  metallic  and  nonmetallic  articles  and  half -finished  products  and 
also  in  welded  and  riverted  connections. 

2.  Determination  of  dimensions  of  articles  and  half-finished  products  of 
average  and  large  dimensions  in  places  of  inaccessible  measurement  by  usual  methods. 


lF.  A.  Firestone.  American  patent  No.  228226,  19*12. 


195 


3.  Detection  of  zones  of  coarse  graining  in  metallic  articles  and  blanks. 

In  solving  the  first  two  problems  reflection  of  UZK  from  surface  of  defect 
or  from  surfaces  of  controlled  article  is  used;  the  third  problem  is  solved  by 
considerable  scattering  UZK  by  crystallites  of  large  dimensions.  All  these 
problems  are  solved  with  one-sided  access  to  controlled  article. 

The  work  of  a  pulse  ultrasonic  echo-flaw  detector  is  analogous  to  the  work 
of  hydroacoustic  instruments  —  sonar  and  hydrosonic  depth  finder.  The  radiator 
sends  into  the  investigated  medium  short  pulses  of  high-frequency  elastic 
oscillations,  separated  by  relatively  prolonged  pauses.  If  on  the  path  of  the 
UZK  is  an  obstacle  which  it  is  possible  to  consider  as  a  discontinuity  of  acoustic 
properties  of  the  medium,  echos  reflected  from  its  surface  reach  the  receiving 
device  near  the  radiator  and  are  marked  by  the  indicator. 

Measuring  time  from  moment  of  sending  the  pulse  to  moment  of  receiving 
the  echo,  it  is  possible  to  determine  the  distance  up  to  the  obstruction. 
Dimensions  of  the  obstruction  (the  defect)  can  be  Judged  by  the  amplitude. 

In  the  pulse  echo-flaw  detector,  a  block  diagram  of  which  is  in  Pig.  15*J 
the  radiator  of  UZK  pulse3  is  a  piezoelectric  converter  excited  by  radio  pulses 

of  a  special  generator  (exciter).  UZK  through  a  film 
of  contact  lubricant  (in  contact  variant  of  method)  or 
through  a  layer  of  liquid  of  considerable  thickness  (in 
immersion  variant)  are  introduced  into  the  controlled 
article.  Reflected  echos  are  received  by  the  same  (or, 
more,  rarely  -  separate)  piezoconverter,  in  the  form  of 
radio  pulses  are  fed  to  the  input  of  the  receiving- 
amplifying  channel  and  from  the  output  finally  go  to  the 
oscilloscope  with  a  driven  sweep,  started  with  the  help 
of  a  special  generator  simultaneously  with  radiation  of 
pulse  by  exciter.  During  control  of  articles  on  screen 
of  indicator  marks  (peaks)  are  noticeable,  corresponding 
for  the  contact  variant  to  moment  when  pulse  (initial 
signal  H)  is  sent,  moment  of  arrival  of  echo  from  opposite 
edge  of  controlled  article  (bottom  signal  ,fl  by  analogy 
with  sonic  depth  finder)  and  if  a  defect  is  present 


Fig.  154 .  Block 
diagram  of  pulse 
echo-flaw  detec¬ 
tor;  1)  timer; 

2)  pulse  genera¬ 
tor;  5)  electron- 
beam  tube;  K1  and 

K2  -  switches  for 

work  to  separate 
and  combined 
converters. 
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Pig.  155*  Image  on 
screen  of  echo-flaw 
detector  operating 
in  contact  —  a  and 
immersion  —  b 
variants;  I  and  II 
first,  and  corre¬ 
spondingly  second, 
reflection  from 
front  edge. 


echo  from  the  defect  is  seen  [DEF]  ((£3®)),  located 
between  Initial  and  bottom  at  a  distance  from  initial 
proportional  to  depth  of  bedding  of  defect  (Fig.  155a) • 

During  work  by  immersion  variant  of  the  echo-method 
on  screen  of  Indicator  after  initial  signal  is  seen 
one  more  peak  corresponding  to  echo  from  front  edge 
of  controlled  article  (Fig.  15513). 

If  structure  of  controlled  section  of  article  is 
coarse-grained,  UZK  undergo  considerable  scattering  on 
boundaries  of  crystallites  and  bottom  echo  is  sharply 
weakened  and  sometimes  even  vanishes1.  In  this  case 
a  echo  from  the  defect  will  be  observed  only  for 
considerable  dimensions  and  shallow  bedding  of  the  latter. 

Shifting  UZK  radiator  and  receiver  along  surface 
of  article  and  observing  picture  on  screen  of  flaw 
detector,  it  is  possible  to  carry  out  reliable  control 
of  article  against  the  presence  of  defects,  and  to 
determine  their  coordinates. 


2.  Equipment 

The  first  industrial  model  of  a  pulse  echo-flaw  detector  was  developed  in 
the  United  States  by  Firestone  and  manufactured  by  the  Sperry  firm  In  194?  under 
name  "Reflectoscope."  This  instrument  (Fig.  156)  was  very  bulky  and  heavy  and 
Inconvenient  in  the  operation  due  to  the  great  number  of  adjustable  tuning 
controls;  it's  picture  on  the  screen  was  confused  (Fig.  157).  Nonetheless  until 
the  manufacture  of  improved  instruments  this  flaw  detector  was  used  in  industry 
for  control  of  large-scale  articles. 

In  the  same  194?  in  England  the  Hughes  Firm  manufactured  the  flaw  detector 
"Mark  II,"  built  in  two  units  mounted  on  one  another  during  operation,  and  also 

m 


Weakening  of  bottom  echo  is  observed  also  when  a  defect  is  met  on  the 
path  of  the  UZK.  Defect  is  near  front  or  rear  edge  of  article,  the  echo  from 
it  on  the  screen  will  not  be  seen  and  amplitude  of  bottom  signal  is  the  only 
indicator  of  detection  of  a  defect  (this  1b  used  in  the  mirror  variant  of  the 
shadow  method) . 
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the  more  compact  "Mark  III,"  made  in  one 
unit.  These  instruments  were  considerably 
simpler  in  control  than  the  Sperry 
reflectoscope,  however  they  were  less 
sensitivite  and  did  not  allow  operation 
of  a  combined  searching  head. 

In  1943  in  the  author's  group  at 
the  Institute  begain  work  on  creation 
of  the  first  Soviet  models  of  pulse 
echo-flaw  detectors  of  the  series  [ 86— IM J 
(87-MM)  .  Then  in  the  laboratory  of 
S.  Ya.  Sokolov  at  the  Leningrad 
Electrotechnical  Institute  flaw  detectors 
of  series  of  the  [UZD]  (V3JI)  are  designed. 
From  1980  work  in  the  region  of  ultrasonic 
defectoscopy  developed  at  TsNIITMASh, 
the  TsNIIMPS,  the  TsNIL  Gosgortekhnadzor , 
Nil  at  the  [State  Scientific  Research 
Institute  of  Bridges],  where  instruments 
of  the  UZD  and  [URD]  (ypfl)  series  were  created. 

At  present  in  the  USSR  and  abroad  a  great  number  of  types  of  pulse  echo- 
flaw  detectors  designed  for  work  in  different  conditions  are  being  manufactured. 
Table  6  gives  basic  characteristics  of  the  most  wide-spread  Soviet  and  foreign 
flaw  detectors. 

Flaw  detectors  in  the  table  may  be  divided  into  four  basic  groups: 

1)  small-size  flaw  detectors; 

2)  portable  multipurpose  flaw  detectors; 

J)  all-purpose  mobile  flaw  detectors; 

4)  stationary  flaw  detectors  -  high  productivity,  semi-automatic. 

Specialized  flaw  detectors  intended  for  control  of  specific  articles  can 
be  made  according  to  a  simplified  diagram  and  shaped  limiting  compactly.  An 
example  is  the  flaw  detector  [UZDL-61]  (y3JUl-6i)  ,  developed  for  detection  of 
cracks  on  the  edges  of  turbine  blades.  This  instrument  (Fig.  153)  is  designed 


^i^iriUnuuiftrA^y*1^ 


a  and  presence  —  b  of  a  defect  in 
Controlled  article:  P  —  sounding 
signal,  S  -  bottom  echo,  F  -  echo 
from  defect. 
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for  control  of  parts  whose  dimensions  change  in  insignificant  limits,  uses  UZK 
of  one  frequency  -  2.5  MHz,  has  one  searching  head  radiating  surface  waves,  is 
fed  from  a  24-volt  storage  battery,  consuming  55  W,  weighs  5  kg,  screen  diameter 
is  75  mm  and  dimensions  are  165  x  125  x  290  mm. 

An  analogous  instrument,  the[URD-52M]  (ypjl-52M)  ,  developed  by  the  TsNIIMPS 
for  control  of  rails  against  cracks  near  bolt  holes  also  works  on  one  frequency 
(2.5  MHz),  has  a  scan  length  calculated  on  height  of  rail  (near  150  mm),  and 
has  one  searching  head  radiating  longitudinal  waves.  The  instrument  together 
with  supply  source  (6-volt  storage  battery)  is  placed  on  a  special  cart  rolled 
along  the  rails.  For  convenience  of  control  the  instrument  has  an  indicator 
unit  with  a  screen  75  mm  in  diameter  turning  around  the  vertical  axis.  For 
economy  of  power  consumption  of  storage  battery  the  instrument  is  fed  by  short 
high  voltage  pulses  with  a  special  vibrapack. 

Specialized  flaw  detectors,  analogous  to  those  considered  in  foreign  practice 
obviously  are  not  used  since  there  are  no  data  about  this  in  literature. 

Meanwhile  it  is  possible  not  to  recognize  that  development  of  such  instruments 
is  fully  justified  and  in  a  number  of  cases  permits  a  solution  of  specific  problems 
of  great  importance,  inaccessible  for  instruments  which  are  more  all-purpose 
but  of  greater  dimensions  and  weight. 

The  most  compact  of  portable,  multipurpose  flaw  detectors  is  the  [UZD-NIIM-5] 
(y3JHJI/IMM-5 )  (Fig-  159).  This  instrument,  working  on  u  frequency  of  2.5  MHz,  permits 
revealing  defects  located  up  to  750  mm  deep  in  articles  from  materials  with  a  small 
attenuation  factor  (forgings,  rolling,  welded  Joints).  The  instrument  has 
different  searching  heads  for  work  by  longitudinal,  shear,  and  surface  waves; 
has  an  electron  depth  meter,  allowing  determination  of  coordinates  of  defects, 
an  electron  magnifier,  allowing  layered  control  of  articles;  automatic  time  gain 
control,  improving  detection  of  defects  at  a  shallow  depth;  automatic  signalling 
apparatus,  giving  a  light  or  sound  signal  upon  detection  of  defect;  and  permits 
manual  and  automatic  control  with  recording  of  instrument  readings  in  the  form 
of  an  ob  tive  document.  The  UZD-NIIM-5  is  designed  for  work  in  complicated 
workshop  and  field  conditions  and  is  in  two  units.  Depending  upon  specific 
conditions  of  work  both  units  can  be  joined  as  one  or  the  feed  unit  can  be 
Joined  to  the  instrument  with  a  cable  15  m  long.  The  instrument  supply  is  from 
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Table  6.  BASIC  PARAMETERS  OF  PULSE  ECHO-FLAW  DETECTORS 
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a  network  of  alternating  current  (220,  127,  56  or  12  V)  or  from  a  12-volt  storage 
battery.  Power  drain  is  ~80  W.  Dimensions  of  instruments  210  x  200  x  290  mm, 
weight  6  kg,  supply  unit  dimensions:  210  x  200  x  130  mm,  weight  5.5  kg.  Diameter 
of  indicator  screen  75  mm. 

In  the  instrument  the  possibility  of  an  automatic  feed  of  contact  lubricant 
to  searching  head  is  forseen,  which  is  very  convenient  with  vertical  location  of 
surface  of  introduction  of  UZK. 

Of  foreign  instruments  belonging  to  the  considered  group  an  example  of  the 
most  compact  construction  is  the  USK-2  (KrautkrSmer,  FRG) .  This  instrument  works 
on  two  frequencies  —  2  and  4  MHz,  is  designed  to  aetect  defects  up  to  1  m  deep 
(in  steel),  has  indicator  with  screen  diameter  75  mm,  and  weighs  4.5  kg.  Feed 
unit  and  stabilizer  weigh  accordingly  5  and  7  kg  and  are  in  separate  units.  The 
feed  unit  can  be  joined  as  one  with  the  basic  instrument  or  attached  to  it  with 
a  long  cable.  In  the  last  case  the  operator  can  use  the  instrument  by  fastening 
it  to  his  chest.  The  instrument  has  a  thickness  gauge  attachment  and  different 
searching  heads,  including  a  special  head  with  a  jet  contact  for  control  of  large 
scale  plates  and  sheets. 

Among  instruments  of  the  considered  group,  a  domestically  manufactured 
instrument,  the  [UDM1-M]  (yjJMl— M)  (Fig.  160),  working  at  frequencies  0.8;  1.8; 

2.5  and  4  MHz,  and  designed  to  detect  defects  up  to  2,5  mm  deep  (in  steel) 
has  wide  possibilities.  This  Instrument  has  searching  heads  for  work  by  longitudinal 
waves  (including  a  head  with  electrically  divided  radiating  and  receiving 
piezoelements  possessing  an  insignificant  dead  band  and  sufficient  sensitivity  up 
to  distances  near  1  m)  and  also  shear  and  surface  waves.  It  has  electron  depth 
meters,  allowing  to  measurment  of  distance  to  surface  of  reflector  of  located 
in  a  medium  in  which  rate  of  propagation  of  UZK  lies  within  the  limits  of  35CO-65OG 
m/s.  Analysis  of  parameters  of  a  large  number  of  instruments  of  the  considered 
group  shows  that  in  these  instruments  as  a  rule: 

a.  Work  is  carried  out  on  2-4  previously  selected  frequencies  within 
limits  of  a  fixed  range;  however,  in  certain  instruments  manufactured  in  the 
United  States,  Austria,  and  the  Czechoslovakian  SSR,  possibility  of  work  on  any 
frequency  in  these  limits  is  provided. 
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b.  Amplitude  of  electrical  pul  t  exciting  the  piezoelement  is  I'JO-'OO  V 
(except  the  [UZDS18]  (ySJICIS)  of  the  Leningrad  E lectrotechnical  Institute  arm 
the  Japanese  instrument  UFD-5^-2C,  where  this  amplitude  is  considerably  higher, 
and  not  less  than  5  us  long. 

c.  Maximum  depth  of  sounding  (calculated  '‘or  steel)  is  5-5  m  with  individual 
deviations  to  the  smaller  (to  0.8  m  for  Japanese  instruments)  and  larger  (to 
10-15  m  for  certain  instruments  in  the  United  States)  side. 

d.  Diameter  of  screen  of  electron-beam  tube  is  not  less  than  125  mm,  which 
Improves  conditions  of  detection  of  defects,  but  naturally  causes  essential  inereas 
of  dimensions  and  weight  of  instrument:.  Weight  of  the  majority  of  contemporary 
instruments  lies  within  the  limits  of  lb-25  kg,  but  separate  instruments,  including 
the  latest  developed  ones,  weigh  up  to  5&  kg  and  m  re. 

With  such  large  dimensions  and  weight,  such  instruments  can  r:o  longer  be 
considered  portable;  frequently  they  are  in  two  units  with  separate  feed  (usually 
with  a  stabilizer);  special  carts  are  used  to  move  them. 

e.  A  set  of  searching  heads  makes  it  possible  t>  work  by  longitudinal,  shear 
surface,  and  normal  waves  with  contact  through  a  ihln  film  of  liquid,  and  also 

Jet  and  immersion  contact.  The  number  of  heads  In  such  a  set  in  certain  instrument 
reaches  several  tens,  Inasmuch  as  along  with  all-purpose  heads  frequently  there 
are  also  special  heads  designed  for  specific  problems. 

f.  For  an  image  free  from  various  kinds  of  disturbing  pulses  appearing  lue 
to  electrical  noises  in  the  receiving-amplifying  track  and  also  structural 
reverberation  in  the  investigated  metal,  a  special  adjustment  is  provided  ("noise 
cutoff"),  making  it  possible  to  select  a  rational  level  of  threshold  sensitivity 
of  the  instrument  and,  at  the  expense  of  a  small  loss  of  general  sensitivity,  to 
obtain  on  the  screen  a  clearer  and  more  easily  analyzed  picture. 

g.  For  comparison  of  amplitudes  of  echos  in  the  latest  instruments, 
variously  graduated  attenuators  are  used. 

h.  For  fixation  of  control  results  certain  Instruments  have  photoattachments 
consisting  of  a  small  camera,  illuminator  and  discharge  relay. 

i.  Different  attachments  applied  tc  certain  instruments  of  this  group 
permit  measuring  thiskness  is  25-1*  mm,  with  error  s2-5$. 
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flaw  detector 
of  type  V4-7I: 

1  —  timer;  2  - 
pulse  generator; 

3  —  receiving- 
amplifying  track; 

4  —  sweep  genera¬ 
tor;  5  -  VR4 
unit;  6  —  depth 
meter;  7  —  scan 
delay  unit;  8  - 
tangent  heads; 

9  —  electron- 
beam  tube;  Kg 

and  —  switches 

for  operation 
of  combined  and 
separate  search¬ 
ing  heads. 


Examples  are  the  Soviet  echo-flaw  detectors  [V4-7I] 
(B4-7M)  ,  the  USIP-10  of  the  Krautkrttmer  firm  (Pig.  l6l). 

The  Mark-VI  from  Kelvin-Hughes  (Pig.  162),  the  UWA-B 
Reflectoscope  from  Sperry  and  the  UFD-54  from  the  Japanese 
firm  Teikoku  Tsushin  Kogyo  Co. 

The  flaw  detector  V4-7I  (Pig.  163),  developed  by  the 
author  with  his  colleagues  jointly  with  the  [OKB]  (0KB) 
in  1953  is  widely  used  in  our  industry  for  control  of  the 
most  crucial  articles  [204],  and  therefore  will  be  considered 
in  more  detail.  This  instrument  works  at  frequencies  0.7; 
1.5;  2.5  and  4  MHz  with  separate  searching  heads  on 
piezoelements  from  bariam  titanate  for  work  by  longitudinal 
UZK  on  a  frequency  of  0.7  MHz,  with  combined  normal  searching 
heads  on  quartz  piezoelements  for  work  by  longitudinal  UZK 
on  remaining  frequencies,  and  also  with  refracting  searching 
heads  of  different  types  for  work  by  shear  and  surface 
UZK. 

A  block  diagram  of  the  V4-7I  is  shown  in  Fig.  164. 

Timer  1  is  made  according  to  the  setup  of  a  blocking 
generator,  from  the  cathode  of  which  are  taken  starting 


pulses.  Repetition  frequency  of  pulses  of  the  timer  can 
be  smoothly  regulated  within  the  limits  of  100-500  Hz.  Exciter  2  is  assembled  on 


a  thyratron  according  to  the  scheme  of  Impact  excitation  of  oscillations. 
Duration  of  pulses  is  regulated  by  a  variable  resistance  introduced  into  the 
circuit  in  series. 


Requirements  for  the  receiving-amplifying  track  of  a  pulse  echo-flaw 
detector  are  very  high.  Basic  requirements:  wide  dynamic  range  of  amplification, 
large  bandwidth  of  transmission,  and  necessity  of  limiting  decrease  of  cutoff 


time  of  receiving  track  in  case  of  an  overload. 

The  receiving-amplifying  track  of  the  flaw  detector  V4-7I  satisfies  the 


above  requirements  —  it  is  built  according  to  a  circuit  ensuring  absence  of 
cutoff  and  loss  of  sensitivity  immediately  after  the  action  of  a  powerful  exciter 


pulse  on  channel  input. 
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The  amplifier  can  work  with  a  con  ‘ant  amplification  factor  (adjustable 
manually)  and  with  a  factor  which  automatical'.,,  changes  during  the  cycle. 

It  is  known  that  sensitivity  drops  with  increase  of  depth  of  bedding  of 
defect. 

In  the  control  of  large  scale  articles,  for  detection  of  deeply  lying  defects 
it  is  necessary  to  increase  amplification  of  receiver  of  flaw  detector. 

Amplification  in  beginning  of  cycle  turns  out  tc  be  in  excess,  which  leads  to 
appearance  of  numerous  echos  from  structural  heterogeneities  of  upper  layers  of 
material  of  article,  to  lengthening  of  initial  signal  and  increase  of  dead  zone. 
Therefore  it  is  desirable  to  have  variable  amplification  —  understated  in 
beginning  of  cycle  and  increasing  by  the  end.  For  this  purpose  an  automatic 
sensitivity  time  control  is  used,,  enabling  a  change  of  amplification  factor  in 
certain  limits  during  the  cycle  and  a  decrease  of  the  difference  in  amplitudes 
of  echos  (on  screen  of  instrument)  from  defects  lying  at  different  deptns.  The 
condition  of  obtaining  constant  amplitude  of  voltage  of  echos  from  identical 
defects  (on  output  of  flaw  detector)  not  depending  on  depth  or  bedding  of 
defects,  is  expressed  in  the  following  ways 

K(r)  =  Fr'e*',  Vf<) 

where  K  —  amplification  factor;  r  —  depth  of  bedding  of  defect;  6  —  attenuation 
factor  UZK;  F  -  proportionality  factor. 

From  equation  (57)  and  curves  on  Fig.  Ic5  made  by  Yu.  V.  Lange  [204  j  It  follow. 

that  the  law  of  change  of  amplification  of  receiver-  strongly  depends  on  attenuation 
factor  UZK  (b),  which  is  especially  noticeably  at  large  distances.  At  small 
distances  damping  influences  less  than  geometric  divergence,  however  its  role 
in  these  conditions  is  noticeable.  Thus  the  law  of  change  of  amplification 
essentially  depends  on  material  of  controlled  article.  For  large  distances  even 
an  inconsiderable  change  of  attenuation  factor,  always  existing  not  only  ir 
different  articles  but  also  in  various  section  ;  ^ne  article,  sharply  distrubs 
compensation.  Moreover,  for  compensation  of  change  of  amplitude  of  echo  in  a 
large  range  of  thicknesses,  limits  of  change  of  amplification  must  be  very  wide. 

For  instance,  for  material ’with  attenuation  factor  6  =  0.04  Np/cm  (structural 
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Pig.  165.  Dependence  of  necessary 
change  of  amplification  K  on 
distance  r  to  defect  different 
values  of  attenuation  factor  UZK 
(5).  Numbers  near  curves  —  values 
6,  Np/cm. 


steel),  when  controlled  article  is  80  cm 
thick,  required  change  of  amplification 
is  100  dB,  which  is  fairly  difficult. 

In  the  V4-7I  during  automatic  time 
adjustment  amplification  of  first  stage 
over  about  100  us  increases  from  a  certain 
initial  value  by  ~20  dB,  after  which  the 
amplification  factor  remains  virtually 
constant.  It  is  clear  that  such  a  change 
does  not  ensure  compensation  of  signal 
weakening,  but  nonetheless  gives  great 
advantages  and  fully  Justifies  itself, 
if  only  because  it  promotes  decrease  of 


of  duration  of  initial  signal,  and  consequently  reduction  of  dead  band. 

The  V4-7I  has  an  electron  depth  meter  whose  basic  function  is  measurement 
of  distances  to  reflecting  surfaces.  It  is  essentially  a  microsecond  measuring 
device  for  i..easurement  of  intervals  of  time  from  0  to  1710  us.  Knowing  time 
expended  by  a  UZK  pulse  on  passage  to  reflecting  surface  and  back  and  also  rate 
of  propagation  of  pulse  in  a  given  medium,  one  can  determine  distance  to  reflecting 
surface.  Besides,  a  depth  meter  permits  distinguishing  echo  from  defects  from 
echos  caused  by  various  recesses,  drillings,  hollow  chamfers,  and  flanges  during 
control  of  articles  of  complicated  form,  which  considerably  facilitates  control. 
Finally  a  depth  meter  permits  a  wide  range  of  sufficiently  (for  the  majority  of 
practically  important  cases)  accurate  measurement  of  thickness  of  an  article 
during  one-sided  access. 

In  the  depth  meter  of  the  flaw  detector  V4-7I  in  order  to  carry  out 
measurement,  a  mobile  electron  mark  is  combined  with  leading  edge  of  pulse  of  echo 
from  defect  (Fig.  166) .  Such  a  system  of  reference  has  indubitable  advantages 
over  other  known  depth-measuring  devices  utilized  in  a  number  of  foreign  flaw 
detectors,  since  it  eliminates  the  necessity  of  reading  oscillogram  time  marks 
on  the  instrument  screen  (for  instance,  in  the  Sperry  "Reflectoscope") ,  and 
permits  simultaneous  (with  measurement)  observation  on  screen  of  flaw  detector 
of  the  image  corresponding  to  the  controlled  article  (which  is  impossible. 
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Fig.  l66.  Measurement  ox'  d-  u-  h  of  beading  ■!' 
defect  by  the  V4-7I:  A)  mobile  mark  of  depth 
meter  is  not  combined  with  echo  from  defect; 

B)  mark  is  combined  with  leading  edge  of  echo 
from  defect;  in  this  p  rition  distance  is  read 
according  to  depth  m°te.r  scale. 


for  instance,  in  the  depth  meter  of  the  [.UID-7H1  t'i-  "!!) ) . 

In  the  flaw  detector  V4-7I  is  special  device  -  for  scar;  delay  ("electron 
magnifier"),  improving  resolving  power  of  instrument  In  '■he  c  ritr-i  of  large 
scale  articles.  In  these  conditions,  to  produce  the  bottom  signal  within  limit, 
of  the  screen  it  is  necessary  to  decrease  the  image  scale  [  Increase  duration  f 
scan).  Here  the  resolving  power  of  the  electron-beam  tube  begin;  ir  affec  the 
eye  of  the  observer,  as  a  result  of  which  echos  cl  se  together  on  the  screen 
seem  coalescent.  The  latter  leads  to  an  impossibility  of  detecting  a  defect 
located  sufficiently  close  to  the  bottom  surface  of  the  article. 

Switching  In  a  scan  delay  makes  it  possible  to  ccerve  on  1  he  screen  an  image 
of  not  the  whole  article  but  only  a  specific  zone,  but  then  in  a  larger  scale, 
where  bottom  echo  and  echo  from  defect  are  resolved  sufficiently  clearly  (Fig. 

167) .  It  is  necessary,  however,  *  note  that 
application  of  scan  delay  cannot  infinitely 
increase  resolving  power  of  an  instrument  and  t 
make  it  higher  than  resolving  power  of  receiving- 
transmitting  track  ''  instrument. 

Fig.  I67.  Image  on 

screen  of  flaw  detector  Automatic:  >f  control  during  work  with  flaw 

of  two  echos  arriving 

with  small  difference  in  detector  V4-7’I  is  done  with  a  special  attachment  - 

time:  a)  without  electron 

magnifier;  b)  with  electron  an  automatic  -ignalling  apparatus  of  defects, 

magnifier. 

the  [ASD-lJ  (ACil-l),  developed  by  the  author 
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with  his  colleagues  in  195?  [205] • 

The  automatic  signalling  apparatus  ASD-1  is  designed  for  mechanized  scanning 
of  articles  of  simple  form,  and  in  these  conditions  permits  controlling  the  fixed 
sounding  regime  with  respect  to  level  of  bottom  echo  and  noting  the  moment  of 
detection  of  defect  by  appearance  of  echo  of  an  assigned  (or  exceeding  the  assigned) 
level  from  a  defect,  activating,  moreover,  corresponding  signals  and  servomechanisms. 
In  accordance  with  this,  the  circuit  of  the  signalling  apparatus  contains  two 
independent  channels:  channel  for  bottom  echo  and  channel  for  echo  from  defect. 

The  channel  of  the  bottom  echo  permits  controlling  energy  content  reflected 
from  bottom  surface  of  article  and  attaining  the  receiving  searching  head.  When 
structure  of  material  is  uniform  and  thickness  of  article  is  controlled  zones  of 
article  is  constant,  if  damping  of  UZK  does  not  change,  amplitude  of  bottom  echo 
can  serve  as  a  criterion  of  quality  of  acoustic  contact. 

Decrease  of  amplitude  of  bottom  echo  can  indicate  also  the  presence  of  zones 
in  the  article  causing  raised  dispersion  of  UZK  (for  instance  of  coarse-grained 
structure).  By  level  of  bottom  signal  from  a  standard  sample  with  uniform 
i  structure  it  is  possible  to  judge  work  of  electronic  circuit  as  a  whole  and 

quality  of  searching  heads. 

In  the  operation  of  a  combined  searching  head  amplitude  of  initial  signal 

* 

connected  with  direct  passage  of  pulse  of  exciter  through  amplifier  considerably 
exceeds  amplitude  of  bottom  signal.  Therefore,  since  relay  circuit  should  not 
operate  from  Initial  signal,  channel  of  bottom  signal  uses  time  selection. 

Time  selection  is  applied  also  in  channel  of  echo  from  defect,  inasmuch  as 
on  input  of  receiving  track  during  the  working  cycle  there  are  a  large  quantity 
of  different  signals  (sounding,  multiple  bottom  echos,  flutter  echo  signals  from 
defect.,  echos  connected  with  transformation  of  UZK  upon  reflection  from  surfaces 
of  controlled  article,  pulse  interferences,  etc.).  Time  selection  of  pulses  in 
combination  with  a  noise  suppression  circuit  permits  noting  appearance  or  change 
of  amplitude  of  only  those  of  them  which  by  their  own  time  position  relative  to 
*  beginning  of  working  cycle  can  be  a  bottom  echo  or  an  echo  from  a  defect  and  by 

periodicity  are  not  pulse  interferences. 

The  V4-7I  is  a  representative  of  the  third  group  —  mobile  all  purpose  flaw 

k 

detectors. 
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The  fourth  group  —  st£  .ionury  semiautomatic  flaw  detectors  of  high 
productivity  —  includes  in£  tallatio.us  f  r  control  of  intermediate  products  mainly 
of  aviation  industry,  developed  in  the  United  States  and  England. 

Several  such  installations  with  a  different  degree  of  automation  have  been 
developeu  by  the  Sperry  firm  [206]  on  the  base  f  the  "Kef lectoseope"  with  an 
attached  broad-band  converter  on  a  frequency  up  to  2lj  MHz.  At  first  the  Sperry 
semiautomatic  machines  l'or  cont  rol  of  blanks  of  turbine  disks  were  set  up  in 
General  Motors  factories  under  the  name  3IMAC  (Sonic  Inspection  Measurement  and 
Control),  then  installations  were  created  for  semiautomatic  control  of  articles 
of  other  types.  Automation  is  done  in  different  ways  iepending  upon  method 
of  acoustic  contact. 

When  cleanness  of  surface  treatment  is  of  a  high  degree  the  contact  can  be 
made  on  flat  plates,  prol'iles,  pipes,  etc.,  through  a  film  of  contact  lubri-ant: 
when  cleanness  of  treatment  is  less  —  through  a  layer  f  fl  w- through  liquid  (Jet 
contact).  However,  the  basis  of  automation  is  immersion  contact.  Therefore 
immersion  installations  using  equipment  of  Imme^skope  type,  developed  by  Electro- 
Circuits  (the  United  States);  Autosonics  type,  developed  by  Kelvin  and  Hugh's 
(England)  and  also  created  by  Hitt  l'or  Douglas  Aircraft  C’  .cp.  ( the  United  .'tf  eyl, 
are  immeasurably  improved. 

A  peculiarity  of  these  installations  [207,  208]  is  the  use  of  immersion 
contact  in  the  use  of  precision  kinematic  devices  carrying  out  program  scanning, 
and  also  in  the  use  of  B  type  scan. 

In  the  immersion  variant  of  the  echo-method  the  t arching  head  and  the 
controlled  article  are  completely  Immersed  in  liquid  (usually  water),  where 
distance  between  searching  head  and  surface  of  article  depends  on  thickness  of 
article  and  usually  is  several  centimeters. 

Such  submersion  eliminates  the  problem  of  wear-resistance  of  searching  heads 
and  change  of  acoustic  contact:  contact  is  constant  and  very  reliable,  as  a 
result  of  which  value  of  bottom  signal  as  basic  inulcator  of  reliability  of 
acoustic  contact  is  lost  and  the  possibility  of  introduction  of  U3K  into  an 
article  at  any  angle  to  the  surface  appears.  Due  to  this  requirements  for  c'ieanne 
of  surface  treatment  of  article  disappear,  since  oscillations  can  be  introduced 
into  an  article  with  a  rough  but  sufficiently  smooth  surface  (for  instance 
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in  untreated  forging) .  With  sufficient  power  of  sounding  pulse  it  is  possible 
in  a  number  of  cases  to  use  UZK  of  considerably  higher  frequencies  —  of  the  order 
20-25  MHz,  which  in  turn  leads  to  increase  of  sensitivity  and  resolving  power  of 
method.  In  the  immersion  variant  recording  of  flaw  detector  readings  is  considerably 
facilitated,  and  application  in  oscilloscopic  indicator  of  an  electron-beam  tube 
with  a  long  afterflow  and  type  B  scan  (modulation  of  electron  beam  in  brightness) 
permits  seeing  on  the  screen  images  of  the  contour  of  the  controlled  article  and 
contours  of  sonicated  part  of  defects  of  controlled  section. 

As  was  shown  in  Fig.  155  images  on  the  screen  during  control  by  contact  and 
immersion  variants  of  the  echo-method  are  different.  In  the  contact  variant  sounding 
pulse  and  reflection  from  the  front  surface  merge,  in  the  immersion  variant  they 
are  conspicuous  separately.  Since  rate  of  propagation  of  longitudinal  UZK  in  water 
is  approximately  four  times  less  than  in  metals,  the  distance  from  searching  head 
to  front  surface  of  controlled  article  should  be  larger  than  one  quarter  of  the 
thickness  of  the  article.  Otherwise  the  second  reflection  from  the  front  surface 
will  be  seen  on  the  screen  more  to  the  left  of  the  bottom  signal,  hindering 
deciphering  of  instrument  readings. 

During  control  by  the  echo-method  in  the  immersion  varian*  it  is  easy  to 
carry  out  program  scanning  of  an  article  of  complicated  form,  inasmuch  as  an 
ultrasonic  beam  can  be  introduced  into  the  article  at  any  point  along  the  normal 
to  the  surface,  and  in  a  number  of  cases  even  at  a  specially  calculated  angle 
which  considers  orientation  of  fiber  in  metal  (Fig.  lo8) .  Inasmuch  as  the  majority 
of  metallurgical  defects  in  deformed  blanks  (forgings,  stampings)  is  oriented 
usually  along  the  fiber,  the  problem  of  a  program  device  reduces  to  turning  the 
searching  head  so  that  the  ultrasonic  beam  after  refraction  encounters  the  defect 
at  an  angle  sufficiently  close  to  l80°. 

To  carry  out  the  type  B  scan 

electron-beam  tubes  with  a  long 

afterglow  are  used.  In  the  usual 

pulse  echo-flaw  detectors  type  A 

scan  is  used,  in  which  an  electron 

Fig.  168.  Introduction  of  UZK  into  beam  under  the  action  of  a  sawtooth 

an  article  of  complicated  form, 

considering  probable  orientation  of  voltage  fed  from  a  sweep  generator 

defect  D. 
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to  horizontally  deflecting  plates  of  a  tuse,  traces  on  the  screen  a  horizontal 
line  —  time  axis  (usually  from  left  to  right),  then  is  extinguished  while  the 
saw  is  reversed,  after  which  the  process  Is  repeated. 

Pulses  reflected  from  different  obstacles  (bottom  echo,  echo  from  defect)  are 
fed  to  vertically-deflecting  plates  of  tube  and  cause  displacement  of  electron 
beam  along  vertical.  As  a  result  a  higher  inage  is  obtained  on  the  screen  (see 
Pig.  155). 

o 

During  type  B  scan  the  scanning  sawt  >cth  voltage  is  fed  to  one  pair  of  plates 
(for  instance,  vertically-deflecting)  and  reflected  pulses  go  to  the  control 
electrode  of  the  electron-beam  tube.  The  control  elect  rode  also  receives  constant 
negative  voltage,  extinguishing  the  beam  throughout  the  direct  and  reverse  scan. 

If  amplitude  of  reflected  pulses  exceeds  cutoff  voltage,  in  points  corresponding 
to  moments  of  income  of  these  pulses,  and  located  u.n  a  different  height  a  glow 
will  be  observed  on  the  screen. 

Thus,  whereas  during  type  A  scan  the  state  f  homogeneity  of  the  controlled 
articxe  in  a  given  section  is  represented  in  two  coordinates  on  a  plane;  during 
type  B  scan  It  is  depicted  by  one  line  of  variable  brightness.  Therefore,  if 
on  the  second  pair  of  plates  (horizontally-deviating)  falls  a  voltage  bias, 
proportional  to  the  path  of  advance  of  the  searching  head  along  the  controlled 
article,  on  the  screen  images  showing  the  state  of  homogeneity  of  different 
sections  of  the  article  will  appear  consecutively. 

If  the  rate  of  advance  of  the  searching  head  is  chosen  to  correspond  with 
the  length  of  afterglow  of  the  tube,  specific  points  cn  the  screen  will  fall 
into  horizontal  lines  representing  the  front  and  back  surfaces  of  the  article, 
and  also  internal  defects  in  them. 


Pig.  169.  Image  on  screen  of 
echo-flaw  detector  using  a  tube 
with  long  afterflow  and  modulation 
of  electron  beam  in  brightness 
(type  B  scan). 
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Figure  169  shows  the  image  on  the 
screen  of  a  tube  obtained  during  resounding 
of  a  plate  with  internal  defects.  It  is 
simple  to  estimate  extent  of  defects  and 
depth  uf  neir  bedding.  It  is  necessary, 
however,  to  remember  that  on  screen  is 
conspicuous  only  the  reflecting  surface 
of  the  defect  near  the  surface  of  introducti  n 
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of  oscillations,  therefore  for  a  complete  representation  about  outlines  of  volume 

>  « 

defect  (for  instance,  a  pit)  it  is  necessary  to  resound  in  two  opposite  directions. 

One  of  the  most  developed  stationary  semiautomatic  immersion  installations 
was  developed  by  Hitt  for  the  Douglas  Aircraft  Corporation.  This  installation 
is  designed  for  control  of  large  scale  and  rolled  intermediate  products  (profiles 
plates)  from  aluminum  alloy.  It  consists  of  a  precision  scanning  mechanism,  , 
electronic  equipment,  and  a  13.5  x  4.2  x  0.6  m  Lath  with  mobile  carriage.  Rate 
of  scanning  can  be  brought  to  0.6  m/s.  Scanning  is  done  by  line  (given  step). 

There  is  automatic  reversal  of  carriage,  and  direct  and  reverse  motion  is  used. 

At  first  work  is  with  a  "survey"  broad  range  searching  head,  having  a  % 
piezoelement  150  mm  long  and  mounted  in  a  hinged  holder,  automatically  turnirig 
so  that  ultrasonic  beam  drops  on  surface  of  article  along  normal  following  all 
changes  of  relief  of  this  surface  and  holding  a  band  around  125  mm  wide.  The" 
other  head  is  mounted  in  the  precision  manipulator  (Fig.  170)  allowing  detailed 

investigation  of  defect  by  an  ultrasonic 
beam  1.5  mm  in  diameter.  The  searching 
head  can  be  fixed  at  different  angles 
using  a  Cardan  hinge  rotated  by 
servomotor. 

Work  is  carried  out  at  frequencies: 
2.25;  6;  10;  15  and  25  MHz,  which 
ensures  a  resolving  power  on  the 
highest  frequency,  characterized  by 
detection  of  a  flat  reflector  1.2  mm 
in  diameter  and  2.5  mm  under  the 
surface.  An  automatic  signalling  apparatus  using  a  light  or  sound  signal  Indicates 
detection  of  a  defect  whose  dimensions  exceed  the  given  value.  An  analogous 
installation  has  been  made  by  Curtiss-Wright  for  the  Kaiser  Aluminum  and  Chemical 
Corporation. 

A  greatly  improved  immersion  Installation  designed  for  control  of  blanks 
and  articles  of  different  types  is  the  Autosonics  of  Kelvin  and  Hughes  (England). 
This  installation  (Fig.  171)  consists  of  four  independent  channels  allowing 
control  with  automatic  signalling  and  recording  of  instrument  readings  on  paper. 

The  installation  is  fed  from  a  network  through  a  system  of  stabilizers. 
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The  kinematic  system  constitutes  a  crossarm  moving  along  guides  1.8  a  apart, 
above  a  tank  of  fiberglass  laminate  plates.  Width  of  tank  is  determined  by 
distance  between  guides;  length  can  be  changed  in  wide  limits  since  tank  is  made 
of  separate  sections. 

Displacement  rate  of  crossarm  along  guide  can  be  regulated  in  wide  limits  — 
from  several  centimeters  to  several  tens  of  meters  per  minute. 

A  special  revolving  table,  assembled  in  immersion  tank,  permits  controlling 
an  article  In  the  shape  of  a  disk  up  to  1  m  in  diameter.  Working  frequencies: 
1.5,  2.5,  5  and  10  MHz.  Different  searching  heads  can  be  fixed  in  a  special 
manipulator,  which  ensures  introduction  of  beam  into  article  at  different  angles 
manually  regulated  by  servomechanisms. 

Before  finishing  our  consideration  of  instruments  typical  for  each  of  the 
above  four  groups  we  should  consider  elements  of  these  instruments  which  are 
comnon  for  all  groups.  Such  elements  include  first  of  all  searching  heads,  and 
in  smaller  degree  —  the  devices  for  indicating  and  ecording  the  instrument 
readings . 

The  searching  head  is  a  sufficiently  complicated  electroacoustic  converter, 
in  many  respects  determining  operation  of  flaw  detector.  Searching  heads  of  the 
echo-flaw  detector  have  considerably  more  requirements  than  heads  the  shadow 

flaw  detector.- 
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The  theory  of  operation  of  a  searching  head  has  not  yet  been  completed, 
therefore  not  all  parameters  determining  its  efficiency  can  be  assigned  with 
necessary  accuracy.  However,  the  role  of  certain  of  these  parameters  is  already 
sufficiently  clear  and  should  be  considered  in  designing  searching  heads  and 
developing  test  methods. 

In  contemporary  echo-flaw  detectors  are  used  searching  heads  designed  for 
operation  in  the  contact  immersion  and  jet  variants  and  also  on  excitation  in 
controlled  article  of  longitudinal,  shear,  surface,  or  normal  waves.  In  design 
heads  can  be  separate,  combined  or  a  combination  of  the  two,  and  send  UZK  into 
the  article  along  the  normal  to  its  surface  at  an  acute  angle  to  the  normal,  or 
along  the  actual  surface. 

Separate  heads,  in  which  function  of  UZK  radiator  and  receiver  are  separated, 
were  used  in  the  first  echo  flaw  detector  designs.  However,  even  at  present, 
when  the  majority  of  problems  is  solved  with  a  combined  searching  head,  separate 
heads  have  not  lost  their  value  and  in  a  number  of  cases  can  be  used  with  success. 

The  construction  of  separate  heads  is  very  simple. 

Figure  ' (2  gives  the  structural  diagram  of  the  [1-1]  (M-lJ  head  for  the 
V4-7I,  designed  to  introduce  UZK  into  an  article  along  the  normal,  and  working 
on  a  frequency  of  0.7  MHz.  The  head  consists  of  aluminum  body  1,  protective 

header  2  from  hardened  steel  silvered  from  both  sides 
of  piezoelement  J>  from  barium  titanate,  ebonite  bushing 
4,  copper  wire  ‘j  soldered  to  silver  electrode  of  piezoelemenl . 
and  brass  contact  pin  6.  The  piezoelement  is  glued  to 
the  protective  header  with  carbinol  glue,  the  body  is 
hermetically  sealed,  thus  construction  of  head  is  not 
collapsable. 

In  the  majority  of  domestic  and  foreign  instruments 
analogous  heads  are  in  the  form  of  a  collapsable 
construction  -  piezoelement  in  such  heads  either  is  open 
or  is  protected  from  wear  by  a  plastic  cap.  In  the  last  case  acoustic  contact 
with  cap  is  made  through  a  film  of  oil,  which,  however,  gradually  dries,  leading 
to  drop  of  sensitivity  of  head. 

Therefore  systematic  disas  iembly  of  head  and  lubrication  of  cap  from  within 
is  required  which  is  a  serious  exp loitational  deficiency  of  such  a  design. 


Fig.  172.  Diagram 
of  separated 
searching  head  1-1 
for  the  echo-flaw 
detector  V^-71. 


In  the  operation  of  such  "norma'”  beaus,  the  dead  cone  (i.e.,  distance  to 
the  nearest  defect  which  can  be  revealecl,  letermined  by  directional  characteristic 
of  heads,  attains  considerable  dimension:' .  as  can  be  seen  from  Pig.  173.  Thus 

for  frequency  f  =  2 .5  MHz  an  diameter 
of  piezoelectric  elements  18-20  mm, 
distance  h^  to  point  0^,  tne  extent 
of  the  dead  zone,  is  around  50  mm. 

Sensitivity  of  head,  conditionally 
shown  by  the  curve  in  the  left  part 
of  the  figure,  equal  to  zero  within 
.imits  of  dead  zone  starting  from 
point  0, ,  gradually  increases  attaining 
maximum  value  at  a  depth  corresponding 
to  point  of  intersection  of  central 
beam  of  radiating  head  with  lateral  surface  or  cone  (if  damping  is  disregarded); 
the  curve  shows  receiving  characteristic  of  second  receiving  head  after  which 
sensitivity  gradually  drops  with  increase  of  depth  of  bedding  of  defect. 

The  dead  zone  can  be  decreased  by  applying  slanted  searching  heads.  In 
this  case,  as  is  shown  on  the  same  figure,  point  0^,  corresponding  to  location 
of  the  nearest  detected  defect,  considerably  approaches  the  surface  of  UZK 
introduction.  However,  maximum  thickness  of  controlled  article  cannot  be  greater 
than  T,  since  from  bottom  eage  of  article,  lying  at  a  larger  distance,  a  echo 
cannot  be  obtained. 

In  using  by  heads  slanted  at  15c,  and  with  piezoelements  formed  like  a  round 
disk  the  dead  band  is  around  10-12  mm  and  maximum  thickness  of  controlled  article  — 

T  150-200  mm.  However,  if  piezoelements  are  shaped  like  a  square  or  circle  with 
a  truncated  segment,  even  at  a  5°  inclination  a  dead  zone  can  be  obtained  (on 
a  frequency  of  2.5  MHz)  around  4  mm  at  T  =  1  m  (heads  of  type  1-3  for  flaw 
detector  V4-7I). 

The  design  of  a  combined  searching  head  is  m  re  complicated  since  free 
oscillations  of  the  piezoelement  must  be  damped.  For  this  purpose  the  piezoelement 
glue  to  damper  —  a  large  scale  body  shaped  like  a  cylinder  or  the  frustrum  of  a 
cone,  made  from  a  material  with  high  attenuation  factor  of  UZK.  Damper  with 
flued  piezoelqment  is  inserted  in  metallic  body  of  head;  in  upper  part  of  body 


Fig.  173.  Dependence  of  sensitivity  of 
flaw  detector  on  depth  of  bedding  f 
defect,  operating  with  normal  heads  —  a, 
and  dead  zone  during  work  with  normal  —  b 
and  slanted  —  c  heads. 
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is  fastened  a  contact  pin.  Lower  surface  of  piezoelement  either  is  open  (Pig. 

174)  or  is  protected  by  a  plastic  metal  cap.  Figure  175  gives  the  structural 
diagram  of  the  searching  1-10  to  flaw  detector  V4-7I  [209].  The  head  is  designed 
to  work  at  frequencies  1.5,  2.5  and  4.0  MHz  and  consists  of  aluminum  body  5 
and  cover  2,  quartz  piezoelement  7  glued  on  one  side  to  textolite  damper  9  and 
the  other  to  protective  cap  6  (stainless  steel  [YalT]  (HIT)*  0.15  ram  thick), 
grounding  ring  8,  copper  wire  5  soldered  to  silver  electrode  of  piezoelement, 
springs  10,  insulating  bushing  and  contact  pin  1  (4  —  slide  contact).  Main  center 
of  head  —  piezoelement  with  damper  and  protective  header  —  cannot  be  disassembled, 
but  it  is  easily  removed  from  the  body  and  replaced  by  another. 


Fig.  174.  Diagram 
of  combined  search¬ 
ing  heads  1  — 
piezoelement;  2  — 
damper;  5  -  body; 

4  —  grounding  ring; 

5  ~  pressure  pin; 

6  —  contact  pin; 

7  —  grounding 
contact;  8  —  induc¬ 
tance  coil. 


Fig.  175.  Combined 
searching  head  of 
type  1-10  to  echo- 
flaw  detector 
V4-7I. 


The  spring  permits  pressing  converter  to  surface  of  controlled  article  with 
a  constant  force  not  depending  on  operator.  Protective  header  sharply  improves 
exploitational  characteristics  of  head,  Increasing  its  resistance  to  wear. 
Thickness  of  header  is  not  great  because  with  increase  of  thickness  in  header 
flutter  echoes  UZK  can  be  observed,  leading  to  lengthening  of  sounding  pulse  and 
to  impairment  of  resolving  power.  Advantage  of  metallic  header  as  compared  to 
plastic  is  small  damping  of  UZK.  Plastic  caps  at  frequencies  higher  than  2.5  MHz 
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(due  to  damping  of  UZK)  noticeably  lower  sensitivity  of  head. 

To  increase  wear  resistance  of  searching  heads  designs  which  involve  rolling 
the  head  along  the  surface  of  the  controlled  article  are  proposed.  In  this  case 
the  piezoelement  radiates  UZK  into  the  metal  through  a  film  of  contact  liquid 
and  endiess  plastic  tape  (for  instance,  "vulkoilan" ) .  As  the  head  advances  the 
tape  is  rolled  along  the  surface  of  tne  article,  making  the  acoustic  contact. 

Such  heads  are  made  by  KrautkrSmer. 

Besides  the  consldex-ed  normal  heads,  designed  work  in  the  contact  variant 
of  the  echo-method,  "immersion"  heads  have  even  greater  use.  Constructively 
they  differ  from  "contact"  heads  by  increased  hermetic  sealing  of  body,  absence 
of  (unnecessary  in  conditions  of  immersion  contact)  protective  header,  increased 
electrical  strength  and  use  as  piezoelements  of  plates  from  such  materials  which 
either  are  not  subject  to  the  action  water  (or  another  immersion  liquid)  or  can 
be  protected  by  special  coverings. 

Heads  designed  for  jet  contact  are  used  for  control  of  articles  of  small 
thickness  with  flat  surface  (sheets,  plates).  Figure  176  gives  the  diagram  of 

a  head  developed  by  Lehfeldt  (FRG).  The  quartz 
piezoelement  in  this  head  radiates  UZK  into  the 
controlled  article  through  a  column  of  flowing 
water  whose  height  (for  removal  of  interferences 
from  flutter  echoes  of  UZK  in  water)  should  be 
not  less  than  one  quarter  of  the  thickness  of  the 
article. 

An  immersion  head  with  mobile  local  bath  has 
a  certain  interest.  In  this  head  the  piezoelement 
is  attached  inside  the  drum  on  its  axis  and  does 
not  change  its  space  orientation  as  the  drum  rolls 
along  the  surface  of  the  controlled  article. 
Acoustic  contact  is  made  through  water  flooded  into 
the  drum  and  a  rubber  "tire"  put  on  its  lateral 
surface;  it  is  sufficiently  reliable  even  during  a 
rough  treatment  of  the  surface  of  the  article. 


Fig.  176.  Searching  head 
with  flow-through  (jet) 
contact  (Lehfeldt,  FRG) 
for  control  of  sheets: 

I  —  controlled  sheet;  2  — 
ring;  3,  4  —  water;  b  — 
spring;  6  —  bellows;  7  — 
directing  tube;  8  — 
piezoelement;  9  —  induc¬ 
tance  coil;  10  —  water 
supply  for  purification; 

II  —  water  supply  for 
contact. 
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Refracting  heads  designed  for  excitation  in  controlled  article  of  surface 
or  shear  UZK,  propagating  at  different  angles  to  the  normal  are  widely  used  in 
echo-flaw  detectors.  Such  heads  in  the  beginning  were  proposed  for  control  of 
welded  joints,  however  gradually  the  circle  of  problems  solved  with  such  heads 
has  considerably  expanded. 

Usually  in  these  heads  the  piezoelement  radiates  longitudinal  UZK  into  the 
body  of  a  head  made  of  material  in  which  rate  of  propagation  of  UZK  is  considerably 
less  than  in  metal.  Under  oblique  incidence  of  longitudinal  UZK  onto  the  interface 
of  two  solid  media  with  different  rates  of  propagation  of  UZK  refraction  and 
transformation  of  UZK  is  observed.  In  the  refracting  head  the  process  is  somewhat 
complicated,  inasmuch  as  between  body  of  head  and  surface  of  controlled  article 
is  introduced  a  layer  of  contact  liquid.  Therefore  refraction  occurs  twice: 
during  passage  through  the  searching  head  -  liquid  interface  and  then  through  the 
liquid  —  controlled  article  interface.  Presence  of  this  layer,  however,  acts 
only  on  quantity  of  energy  of  UZK  introduced  into  the  article  —  angle  of  refraction 
under  which  UZK  propagate  in  an  article  is  not  changed  and  is  determined  only  by 
the  angle  of  incidence  in  the  body  of  the  head  and  the  relationship  of  propagation 
rates  of  UZK  in  material  of  article  and  head.  Excitation  of  shear  UZK  in  metal 
as  a  result  of  refraction  and  transformation  of  longitudinal  waves  is  possible  in 
the  immersion  variant  under  oblique  Incidence  of  longitudinal  UZK  from  water  on 
the  surface  of  metal.  For  this  the  usual  immersion  head  must  be  oriented  under 
a  corresponding  angle. 

Body  of  contact  refracting  head  ("prism")  most  frequently  is  made  of  plastic. 
The  piezoelement  is  placed  on  an  area  oriented  with  the  selected  angle  of  incidence. 
Contact  of  piezoelement  with  body  of  head  usually  is  made  through  a  layer  of  oil, 
which  is  very  inconvenient. 

Longitudinal  UZK,  partially  reflected  from  contact  surface,  can  return  to 
piezoelement,  and  due  to  this  spurious  signals  can  appear.  To  prevent  this 
unpleasant  phenomenon  in  the  heads  of  different  constructions  various  methods  to 
remove  the  possibility  of  UZK  striking  the  piezoelement  are  used.  This  can  be 
done  with  either  an  absorber  (Fig.  177) ,  a  special  reflecting  edges  (Fig.  178) 
or  by  means  of  changing  the  upper  part  of  the  body  of  the  head  into  a  trap 
(sometimes  of  a  very  odd  form)  in  which  UZK  repeatedly  reflected  from  its  edges 
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Fig.  177.  Refracting 
searching  head  from 
KrautkrHrr.er  (FRO): 

1  —  piezoelement;  2  — 
plastic  prism;  3  — 
absorber  (damper); 

4  —  housing;  5  — 
contact  pin. 


Fig.  178.  Refracting 
searching  head  of 
type  1-7  to  echo-flow 
detector  V4-7I:  1  — 

contact  pin;  2  —  bush¬ 
ing;  3  —  plastic  prism 
coated  with  zinc  film; 
4  —  plate;  5  —  damper; 
6  —  piezoelement;  7  — 
protective  header. 


gradually  fade  and  do  not  reach  the  piezoelement  (Fig.  179,  180)  analogous  to 
light  beams  in  the  model  of  an  ideal  black  body,  applied  during  optical  measurements. 

Under  different  angles,  to 
excite  shift  UZK  and  also 
surface  (Rayleigh)  waves  it 
is  expedient  to  provide  an 
adjustment  of  angle  of  incidence 
of  beam  sent  by  piezoconverter. 
For  this  purpose  a  series  of 
designs  (in  domestic  practice 
these  heads  are  called 
"varialpha")  in  which  angle 
rotation  of  piezoelement  of 
radiating  longitudinal  UZK  in  a  liquid  or  in  a  solid  medium  (Fig.  l3la)  displacement 
of  cap  with  bonded  piezoelement  with  respect  to  cylindrical  surface  of  body  of 
head  (Fig.  l8l  b,  e),  rotation  relative  to  each  other  of  two  halves  of  body  of 
head,  in  the  form  of  cylinders  with  slanted  bases  (Fig.  l8lc),  linear  displacement 
of  piezoelectric  element  with  respect  to  flat  surface  of  cap  (Fig.  l8ld) . 


Fig.  179.  Refrac¬ 
ting  searching 
head  from  TsNIXTMASh 
with  trap  for 
reflected  U&K. 


Fig.  180.  Refracting 
searching  head  Ulfra- 
sonel  with  trap  for 
reflected  UZK. 


of  incidence  can  be  changed  by  different  methods: 
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Pig.  l8l.  Diagram  of  refracting  searching  heads  with 
variable  angle  of  incidence  of  UZK  ("varialpha") . 


Each  of  these  constructions,  having  its  own  advantages  and  disadvantages  can  be 
best  used  in  certain  conditions,  but  not  one  of  them  possesses  an  all-purpose 
quality.  Thus,  in  heads  made  according  to  Fig.  l8la  and  b  when  angle  of  incidence 
changes  point  of  introduction  of  UZK  into  metal  shifts  into  the  plane  of  the 
drawing  and  in  a  head  made  according  to  Fig.  I8lc  -  also  in  a  direction  perpendicula 
to  this  plane,  which  is  a  serious  deficiency  essentially  hampering  adjustment  of 
head. 

Of  all  considered  types  of  searching  heads  the  normal  head  is  most  used. 

However  it  possesses  essential  deficiencies  which  are  explained  mainly  by  the 
direct  electrical  coupling  of  generator  output  with  input  to  receiving-amplifying 
channel,  which  leads  to  an  overload  and  cutoff  of  amplifier  at  the  beginning  of 
the  cycle  and  consequently  to  an  increase  of  the  dead  zone.  Use  of  different 
guard  circuits  against  overload  on  the  amplifier  input  is  not  always  the  best 
solution:  in  a  number  of  cases  it  is  mere  expedient  to  use  a  separate  —  combined 
head  in  which  radiator  and  receiver  of  UZK  are  constructively  united  in  a  common 
body  which  is  electrically  isolated.  Such  heads  of  sufficiently  reliable 
construction  are  in  a  set  of  flaw  detectors  by  Kelvin  and  Hughes,  Krautkr&mer 
(Fig.  182)  and  also  the  UDM1-M,  and  make  it  possible  to  obtain  a  minimum  dead 
zone  with  good  sensitivity. 

In  contemporary  installations  the  above  signalling  apparatuses  ASD  [automatic 
signalling  device]  are  used  as  soon  as  echo  appears,  exceeding  an  assigned  level 
and  taken  in  a  defined  time  interval  a  sound  or  light  signal  immediately  is 
switched  in.  Along  with  this  indications  and  recording  of  readings  of  echo-flaw 
detector  are  of  great  value.  Indication  with  use  of  an  electron-beam  tube  can 
be  carried  out  with  application  of  different  scans:  an  A-type  scan  permits  obtainii , 
image  in  coordinates  of  amplitude  —  time;  a  B  scan  permits  observing  image  of 
section  of  controlled  part;  scan  C  gives  an  image  according  to  plan  projection 
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of  controlled  part.  A  combination  of  scans  B  and  C,  developed  by  Dagger  [CIO] 
permits  obtaining  on  the  screen  a  long-  term  image  of  the  revealed  defect.  Figure 
l8j  schematically  shows  a  sample  (small  c  'be)  with  internal  stratification  and 
the  image  observed  on  the  screen  of  the  electron-beam  tube  during  resounding  of 
sample  in  the  direction  shown  by  the  pointer  with  different  systems  of  scanning. 


Fig.  18?.  Image  of  front  (1)  ar.d  rear  (2)  surfaces 
of  a  small  cube  and  also  internal  stratification 
(3)  in  type  A,  B,  C  and  BC  scans. 


A  device  for  registration  of  the  echo-flaw  detector  recordings  -  an  absolutely 
necessary  element  of  an  automated  installation,  making  it  possible  to  obtain  an 
objective  document  —  is  evidence  about  results  of  quality  control  of  a  part.  If 
we  talk  about  control  of  a  large-scale  part,  the  possibility  of  photographing 
(with  a  photoadapter)  separate  images  on  a  screen  (which  permits  fixing  instrument 
readings  for  a  narrow  zone  along  the  line  of  resounding)  is  insufficient,  since 
registration  of  these  readings  for  the  whole  volume  of  the  part  is  necessary. 

An  attempt  to  carry  out  such  registration  by  photographic  means  was  made  by 
Martin  and  Werner  [211].  In  front  of  the  echo-flaw  detector  screen  they 
established  a  camera,  orienting  it  at  55°  to  the  vertical  (in  plane  to  parallel 
to  the  screen).  Film  in  the  camera  advanced  continuously  in  accordance  with 
advance  of  searching  head  along  surface  of  part,  as  a  result  of  which  on  the  film 
was  fixed  an  image  similar  to  that  shown  in  Fig.  134  and  constituting  a  unique 
combination  of  scans  A  and  B.  The  image  gives  a  certain  idea  about  homogeneity 
of  material  in  a  given  section  and  extent  of  defects  in  this  section,  but  does  not 
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Fig.  l8ij.  Three-dimensional 
image  of  resounded  part  type 
AB  scan,  after  Martin  and 
Werner. 


permit  judging  form  and  dimensions  of  defects, 
making  it  therefore  very  conditional.  The  method 
of  Martin  and  Werner  did  not  obtain  practical 
application. 

Use  of  self-recording  devices  working  by  a 
"yes  —  no"  system  or  a  system  of  proportional 
recordiiig  is  more  promising.  In  the  first  case 
the  recording  is  made  by  a  motionless  "pen," 
making  an  intermittent  line  in  accordance  with 
arrival  or  cessation  of  signals  whose  amplitude 
exceeds  an  assigned  level;  in  the  second  case 
the  "pen"  is  fastened  to  a  lever  which  deviates 
in  a  direction  perpendicular  to  motion  of  paper 
a  distance  proportional  to  amplitude  of  recorded  signal.  Proportional  recording, 
due  to  inertia  of  mechanism  of  writing  systems,  can  be  made  only  with  a  relatively 
low  frequency  —  up  t  several  hundreds  of  pulses  per  second.  The  recording  can 
be  made  by  ink  lines  on  ordinary  paper,  by  a  heated  needle  on  wax-coated  paper, 
by  a  light  beam  on  photographic  paper,  or  an  electrical  spark  on  electrothermal 
paper.  During  a  proportional  recording  every  line  gives  a  presentation  about 
homogeneity  of  material  only  in  one  plane  —  in  plane  of  motion  of  ultrasonic 
beam  —  but  does  not  give  a  presentation  about  depth  of  bedding  of  defect. 

Recording  results  of  control  of  a  large-scale  part  is  very  difficult  by  a  such 
system, since  width  of  recording  is  quite  considerable. 

Recording  by  a  "yes  —  no"  system  does  not  give  a  presentation  either  about 
depth  of  bedding  of  defect  nor  about  amplitude  of  echo,  but  is  more  compact  and 
therefore  is  more  convenient  for  large  scale  parts.  It  is  necessary  to  mention 
the  "code"  system  of  recording,  sufficiently  compact  and  giving  certain  information 
about  depth  of  bedding  of  defect  and  about  amplitude  of  echo  [212],  All  data 
are  recorded  in  the  form  of  a  conditiona  code  (Fig.  185) .  Every  horizontal  line 
corresponds  to  one  working  movement  of  the  searching  head.  Lines  consist  of 
groups  of  points  where  each  of  these  groups,  consisting  of  four  points,  is  separatei 
by  intervals  from  its  two  neighboring  groups.  If  there  is  no  defect  in  a  part, 
then  in  every  group  the  points  are  disposed  in  one  line.  Upon  detection  of  defect 
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Fig.  185.  Code  recording  of  echo-flaw  detector  • 

readings . 

there  appear  additional  points  whose  number  on  one  vertical  is  proportional  to 
amplitude  of  echo  from  the  defect. 

Depth  of  bedding  of  defect  is  determined  by  which  of  the  points  of  a  group 
the  points  indicating  presence  of  a  echo  lie  above.  If  points  from  defect  are 
located  above  the  first  point  of  a  group,  the  defect  lies  at  a  depth  of  up  to  1/4 
the  thickness  of  the  controlled  part;  if  points  from  defect  are  located  above 
the  third  point  of  a  group,  depth  of  bedding  of  defect  lies  within  the  limits  of 
1/2-3/4  the  thickness  of  the  part,  etc. 

Thus  the  diagram  gives  four  gradations  of  depth  of  bedding  of  a  defect,  and  , 

coordinates  of  defect  according  to  plan  projection;  consequently  it  is  a  unique 
combination  of  scans  A  and  B  and  C. 

Consideration  of  enumerated  systems  of  recording  permits  affirming  that  not 
one  of  them  satisfies  all  requirements  of  ultrasonic  defectoscopy,  and  consequently 
the  creation  of  such  a  system  is  an  important  problem  -which  still  waits  solution. 

3.  General  Characteristics  of  the  Echo-Method 

The  echc-flaw  detector  is  most  effective  only  with  correct  selection  of 
parameters.  Easic  parameters  of  flaw  detector  are  adjusted  in  certain  limits 
with  control  sticks  on  the  instrument  panel.  For  every  specific  case  there  is 
an  optimum  combination  of  different  parameters. 

Approaching  selection  of  these  parameters,  it  is  necessary  to  know  distinctly 
the  influence  of  each  of  them  on  exploitational  characteristics  of  the  instrument. 

Incorrect  selection  of  parameters  can  lead  to  abnormal  work  of  instrument. 

Basic  indices  for  appraisal  of  exploitational  characteristics  of  the  echo- 
flaw  detector,  determining  effectiveness  of  its  work  are:  « 
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a.  Sensitivity,  i.e.,  minimum  area  of  reflector  ("defect"),  located  in 
medium  with  defined  acoustic  characteristics  a  defined  distance  from  point  of 
introduction  of  UZK,  and  clearly  recorded  by  flaw  detector. 

b.  Range,  i.e.,  maximum  distance  at  which  echo  can  be  clearly  registered 
from  a  reflector  of  given  dimension  located  in  a  medium  with  defined  acoustic 
characteristics. 

c.  Resolving  power,  i.e.,  minimum  distance  between  two  reflectors  located 
one  after  the  other  along  direction  of  resounding,  or  between  reflector  and 
"bottom"  edge  of  article  at  which  echos  from  then  can  be  marked  by  indicator 
separately. 

d.  Extent  of  "dead  band,"  i.e.,  minimum  distance  from  point  of  introduction 
of  UZK  to  reflector  at  which  it  can  be  marked  by  indicator. 

e.  Accuracy  of  determination  of  coordinates  of  revealed  reflector  ("defect"). 

The  enumerated  indices  are  determined  by  electrical  and  acoustic  parameters 

of  the  instrument. 

Physical  characteristics  of  the  controlled  material  also  essentially  influence 
work  of  the  echo-flaw  detector  —  elastic  modulus,  density,  magnitude  of  grain 
and  complexity  of  structure  of  controlled  material,  determining  attenuation 
factor  of  UZK  of  different  frequency  in  it  and  level  of  structural  reverberation. 

Therefore  exploitational  characteristics  of  the  flaw  detector  must  be 
determined  for  different  values  of  attenuation  factor  of  UZK  and  level  of 
structural  reverberation. 

Knowledge  of  exploitational  characteristics  of  a  flaw  detector  is  very 
important  in  order  to  Judge  the  possibility  of  application  of  the  echo-method  in 
specific  conditions  and  also  for  correct  selection  of  electrical  parameters  of 
flaw  detector  and  type  searching  heads  for  different  practical  problems. 

Presence  of  a  heterogeneity  (defect)  in  material  of  the  controlled  article 
and  coordinates  of  this  defect  are  directly  indicated  by  the  flaw  detector. 

However  quality  of  article  in  the  end  is  determined  by  dimensions  and  character 
of  defect,  and  they  must  be  judged  by  indirect  indices  —  amplitude  of  echo  and 
extent  of  zone  in  which  this  signal  is  observed  (so-called  conditional  extent 
of  defect) . 

Amplitude  of  echo  and  magnitude  of  conditional  extent  are  influenced  by  a 
large  number  of  different  factors.  Certain  of  them  can  be  evaluated  as  yet  only 


229 


by  experimental  means.  In  connection  with  ?h;  many  investigations  have  been 
conducted  toward  calculation  of  these  fad  rs  during  contr  1.  All  published 
research  on  this  question  have  been  condu  ‘ ed  on  samples  (usually  metallic)  with 
artificially  created  heterogeneities  simulating  a  defect.  It  is  fully  obvious, 
however,  that  Imitation  of  a  defect  which  is  close  in  reflectance  to  the  real  defer? 1 
is  extraordinarily  difficult.  For  instance  the  investigation  of  dependence  of 
amplitude  from  such  a  simulated  defect  (on  distance  t  d  on  angle  of  inclination 
to  an  incident  ultrasonic  beam)  is  p>ssible  virtually  only  reflecting  surfaces 
are  the  most  simple.  Therefore  tor  such  investigations  usually  samples  are  used 
on  whose  end  are  drilled  holes  with  a  flat  bottom  which  is  tne  reflector  of  UZK. 
Naturally  such  samples  cannot  fully  simulate  real  defects  found  in  metal. 

In  order  to  obtain  nec‘ ssary  dependences  it  is  necessary  to  have  a  series 
of  samples  with  reflectors  of  different  diameters  located  various  distances 
from  point  of  introduction  of  UZK  into  sample  and  differently  oriented.  Precarai ion 
of  such  samples  is  difficult  and  does  not  permit  sufficiently  accurate  simulation 
of  natural  defects.  The  latter  can  be  shown  using  the  work  of  Klot.h  [212]; 
investigating  dependence  of  amplitude  of  echo  on  distance  to  reflector.  It  is 
clear  that  in  connection  with  this  it  would  be  very  important  to  develop  a 
flexible  and  convenient  method  of  investigating  general  characteristics  of  ultrasonic 
echo-method. 

For  this  purpose  the  author  [214]  proposed,  and  jointly  with  Yu.  V.  Lange, 
carried  out  a  method  of  modeling  the  operation  of  a  flaw  detector  in  water  which 
was  very  effective  and  in  a  number  of  cases  the  only  practically  possible  method 
of  studying  many  interesting  dependences  of  large  value  for  ultrasonic  defectoscopy . 

Possibility  of  simulating  the  work  of  a  flaw  detector  in  water  results  from 
the  above  analogy  with  the  operation  of  sonar.  However,  one  should  consider 
certain  distinctions  in  conditions  of  propagation  of  ultrasonic  oscillations  in 
solid  and  in  liquid  media.  First  of  all  one  should  remember  that  whereas  in  a 
solid  medium  propagation  of  oscillations  of  different  types  —  longitudinal,  shear, 
surface  normal,  and  others,  is  possible,  in  water  .nJy  longitudinal  oscillations 
can  exist,  and  consequently  modeling  is  possible  only  on  longitudinal  oscillations. 
Further,  due  to  considerable  difference  in  rate  of  propagation  of  oscillations 
in  a  solid  and  liquid  medium,  length  of  elastic  wave  in  liquid  (with  the  same 
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frequency)  is  approximately  four  times  less  than  in  metal.  So  that  was  kept 
directivity  of  wave  field  radiated  by  piezoconverter  and  reflected  by  "defect," 
determined  as  is  known,  by  "wave"  dimensions  of  piezoconverter  and  "defect,"  i.e., 
ratio  of  their  parameters  to  length  of  elastic  wave,  it  is  necessary  that  these 
wave  dimensions  in  real  metal  and  during  modeling  in  water  be  identical.  Dt  rease 
of  dimensions  of  piezoelectric  converter  and  model  of  defect  to  carry  out  this 
condition  is  inexpedient.  It  is  considerably  more  convenient  to  change  (lower) 
frequency  so  that  wavelength  in  water  equals  wavelength  in  metal. 

This  equivalent  frequency  is  determined  from  the  evident  equality: 


where  f  —  frequency  of  UZK  in  water;  f  —  frequency  of  UZK  in  metal;  c  —  and 

cM  —  rates  of  propagation  of  UZK  in  water  and  metal  correspondingly. 

Fulfillment  of  this  equality  permits  preserving  (in  the  modelling)  the  same 
dimensions  of  radiator  and  reflector  as  in  real  conditions. 

Sharp  distinction  of  attenuation  factors  of  UZK  on  equivalent  frequencies 
in  water  and  in  metal  leads  to  the  fact  that  not  all  characteristics  taken  on 
models  in  water  coincide  with  real  characteristics  of  the  pulse  echo-method. 

This  pertains  to  dependences  connected  with  change  of  distance  between  radiator 
and  reflector:  these  dependences  determined  by  the  method  of  modeling  in  water, 
will  not  coincide  with  actual  dependences.  In  order  to  ensure  obtaining  correct 
characteristics,  it  is  necessary  to  bring  attenuation  factor  to  the  needed  value, 
adding  to  water  corresponding  substances  (for  instance,  glycerine),  increasing 
this  coefficient.  A  whole  series  of  other  characteristics  not  connected  with 
change  of  distance,  practically  does  not  depend  on  attenuation  factor  (for  instance, 
dependence  of  amplitude  of  echo  on  area  or  form  of  reflector,  state  of  its  surface, 
orientation,  etc.,  at  a  constant  distance).  It  is  clear  that  in  these  cases 
the  method  of  modeling  can  be  applied  with  complete  justification,  where  no 
additional  correction  is  required. 

An  essential  deficience  of  the  method  of  modeling  is  that  it  is  impossible 
to  reproduce  conditions  of  propagation  of  UZK  in  a  heterophase,  anisotropic 
medium  (and  in  particular,  transformation  of  types  of  oscillations  during  reflection 
and  refraction,  leading  to  considerable  scattering  of  UZK  and  to  appearance 


of  structural  reverberation) . 

In  spite  of'  all  these  deficiencies,  somewhat  limiting  application  of  the 
method  of  modeling,  it  nevertheless  possesses  a  series  of  large  advantages  as 
compared  to  the  method  of  investigation  on  metallic  samples.  The  most  important 
of  these  advantages  are  the  possibility  of  rapid  and  smooth  change  of  distance 
between  radiator  and  reflector,  and  also  angle  between  plane  of  reflector  and 
incident  ray,  possibilitv  of  manufacture  of  models  of  reflectors  of  any  dimensions 
and  form:  with  flat  surface  or  with  a  surface  with  any  degree  of  roughness, 
possibility  of  excluding  interference  phenomena  connection  with  reflections  from 
lateral  wall  during  propagation  of  UZK  in  sample  with  limited  cross  section, 
etc.  Rational  application  of  method  of  modeling  permits  conducting  a  series  of 
interesting  investigations  with  minimum  expenditure  of  labor  and  time.  A  special 
installation  was  designed  and  prepared  for  research  in  the  method  of  modeling 
(Fig.  186)  consisting  of  a  bath  740  x  440  x  550  mm,  made  of  plastic,  a  Kinematic 
device  (coordinator)  for  displacement  of  heads  and  reflectors1,  a  set  of  hermetically 
sealed  heads  (piezoelectric  converters),  panel  for  fastening  reflectors,  and  a 
set  of  models  of  defects  (reflectors). 

On  this  Installation*  were  conducted  experimental  Investigations  of  basic 
characteristics  of  the  echo-method;  in  particular  dependence  of  amplitude  of 
echo  on  distance  between  radiator  and  reflector,  on  area  of  reflector,  on  its 
form,  its  orientation  with  respect  to  beam,  etc.,  were  determined.  These 
dependences  are  shown  by  curves  on  which  experimental  points  are  plotted  with 
scattering  which  is  insignificant  and  not  Kloth. 

Results  of  investigations,  partially  mentioned  below,  allowed  an  essential 
improvement  of  the  widely  used  (USSR  and  abroad)  method  of  evaluation  of 
dimensions  of  revealed  defects  by  standards  in  the  work  of  normal  heads,  which 
has  been  reflected  in  instructions  for  ultrasonic  control  by  the  echo-method. 

However  a  not  less  significant  value  of  results  of  these  investigations  is 
that  they  confirm  the  possibility  of  deriving  a  -fundamental  equations  for  the 
pulse  echo-method,  analytically  connecting  Its  characteristics  and  enabling 


^Coordinator  designed  by  I.  B.  Kx-yuchkov. 


investigations  were  made  by  the  author  together  with  Yu 
Golodayev,  N.  V.  Babkin,  Z.  I.  Manayev,  A.  A.  Tukkayev,  A.  G. 
Borisov. 
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quantitative  appraisal  of  revealed  defects  according  to  readings  of  the  flaw 
detector,  not  resorting  to  comparison  with  standard  reflectors.  This  is  very 
important  in  arbitrary  conditions,  especially  in  the  control  of  large  scale 
articles  when  standards  are  very  bulky  and  heavy. 

It  is  clear  that  deriving  a  fundamental  equation  of  the  pulse  echo-method 
of  defectoscopy  is  a  very  complicated  problem  which  can  be  solved  only  under  a 
series  of  assumptions,  which  leads  to  essential  idealization  of  the  work  of  a 
flaw  detector. 

For  solution  of  such  a  problem  in  the  first  approximation  it  is  possible 
to  use  relationships  known  from  the  technology  of  radar  and  sonar,  considering 
the  above  noted  essentiel  analogy  in  the  operation  of  a  pulse  echo-flaw  detector 
and  radar  especially  sonar.  One  should,  however,  consider  existing  distinctions. 
Thus,  diameter  of  radiator  of  pulse  echo-flaw  detector  and  length  of  elastic  wave 
radiated  to  it  are  considerably  less  than  for  sonar.  This  leads  to  the  necessity 
of  making  more  thorough  geometric  definitions,  inasmuch  as  the  radiator  cannot 
be  taken  as  a  point  radiator. 

Range  of  pulse  echo-flaw  detector  is  also  comparatively  small  —  it  is  measured 
in  meters,  whereas  the  range  of  sonar  is  in  kilometers  and  that  of  radar  is  hundreds 
of  kilometers.  Thus,  range  of  a  flaw  detector  is  three  orders  less  in  comparison 
with  sonar,  and  five  orders  less  in  comparison  with  radar.  This  leads  to  the 
fact  that  a  defect  which  is  detectable  by  the  flaw  detector  (even  with  minute 
dimensions)  is  seen  from  the  point  of  radiation  of  UZK  at  an  angle  of  sight 
considerably  exceeding  viewing  angles  at  which  a  target  of  radar  and  sonar  is 
seen. 

Therefore  the  equation  of  a  pulse  echo-flaw  detector  (if  it  is  derived  just 
as  the  equation  of  radar  and  sonar,  from  the  assumption  of  equal  distribution 
of  intensity  of  oscillations  within  limits  of  the  solid  angle  of  signt  under 
which  reflector  is  seen  from  point  of  radiation  of  UZK)  will  be  accurate  only 
at  large  distances;  at  small  distances  from  point  of  radiation  of  UZK  to 
reflector  it  will  give  noticeable  error. 

Thus,  as  follows  from  what  has  been  said,  during  derivation  of  fundamental 
equation  of  pulse  echo-flaw  detector  one  should  consider  a  series  of  peculiarities 
distinguishing  the  work  of  this  instrument  from  the  work  of  radar  and  sonars. 
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solving  by  this  a  great  number  of  very  romp] ion: ed  problems. 

Obviously,  depending  upon  accepted  assumptions  approximate  equations  can 
be  derived  by  different  ways.  Limits  of  applicability  of  each  such  equation  can 
be  different,  but  nonetheless  they  must  give  a  correct  idea  of  relationships 
between  basic  characteristics  of  echo-method,  and  with  any  degree  of  approximation 
describe  the  quantitative  side  of  the  phenomenon. 

The  first  equation  war  derived  by  the  author  in  iy!;2  [21b]  on  the  basis  of 
beam  acoustics,  assuming  that  radiation  rginoter  from  a  point  coinciding  with 
the  geometric  center  of  the  piezoelemont  and  that  intensity  of  1JZK  does  net  onange 
within  limits  of  considered  solid  angle.  Comparison  with  experimental  data 
obtained  on  an  installation  for  modeling  showed  that  this  equation  gives  a  o  rre"t 
dependence  of  amplitude  of  echo  on  distance  between  ra'iator  and  reflector  only 
for  very  large  values  of  these  distances,  and  therefore  for  practical  purposes 
is  unfit  for  calculations. 

In  a  second  equation,  published  by  the  author  ir  lOM  [21G]  more  exact 
geometric  construction  was  applied.  In  connection  with  this  the  idea  of  an 
imaginary  focus  of  radiation  was  introduced.  This  equation  showed  good  coincidence 
with  experimental  data  for  a  wide  range  of  distances.  Figure  1 87  gives  the 
dependence  of  amplitude  of  echo  on  distance  between  radiator  an d  reflector,  obtained 
by  Yu.  V.  Lange  by  the  simulation  method.  On  the  same  graph  are  plotted  data 
from  the  second  equation.  From  comparison  of  curves  one  may  see  that  the  second 
equation  is  useful  for  calculations  when  values  of  distances  r  >  1.3  of  exten+ 
of  the  Fresnel  zone.  At  smaller  distances  calculated  data  are  oversized  because 
in  deriving  the  equation  the  intensity  of  oscillations  was  assumed  to  be  constant 
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within  the  limits  of  the  solid  angle  at  which  the  reflector  "is  seen"  from  the 
imaginary  focus  of  the  radiator.  In  reality,  inasmuch  as  for  small  distances 
this  angle  noticeably  increases,  on  peripheral  zones  of  reflector  are  incident 
UZK  of  smaller  intensity  than  on  the  central  zone,  as  a  result  of  which  the 
experimentally  determined  amplitudes  of  echos  are  less  than  those  obtained 
by  means  of  calculation. 

Both  equations  are  derived  for  the  contact  variant  of  the  echo-method,  and 
do  not  consider  pulse  operating  conditions  cf  the  instrument.  Naturally,  in 
connection  with  development  of  the  immersion  variant,  the  necessity  of  deriving 


Pig.  187.  Dependence  of  amplitude  of  echo  on  distance 
to  reflectors  of  different  diameter  (shown  in  mm  toy 
figures  near  curves):  data  from  calculation  10)  and 
from  experiment  <•) 


an  all-purpose  equation  useful  for  both  variants  appeared. 

Such  a  third  equation  was  derived  by  author  from  the  second.  Based  on 
presentations  of  beam  acoustics  and  definitized  geometric  constructions  used  in 
deriving  the  second  equation,  it  was  possible  to  consider  features  of  the  contact 
and  immersion  variants1  and  also  in  some  measure  to  reflect  pulse  operating 
conditions  of  the  instrument. 

The  third  equation  is  derived  under  the  assumption  that  piezoconverter  n 
(Fig.  188),  in  the  form  of  a  disk  of  diameter  D  =  2a  and  area  Sn,  executes  in 
turn  the  function  of  radiator  and  receiver  of  UZK,  and  that  between  piezoconverter 
and  surface  of  controlled  article  (metal)  is  a  layer  of  liquid  (water)  r^  thick. 

Rate  of  propagation  of  longitudinal  UZK  in  liquid  is  taken  as  c  ,  and  in 
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metal  —  c.  Length  of  elastic  wave  for  an  assigned  frequency  of  UZK  is  X  in  metal 
and  nX  in  water,  where  n  =  c^/c.  All  losses  of  energy  of  UZK  propagating  in  a 
given  medium  are  determined  by  a  general  attenuation  factor,  equal  to  6  and  6 
(for  liquid  and  metal  correspondingly). 

The  controlled  article  is  assumed  infinitely  extended  in  the  plane  to 
perpendicular  to  direction  of  resounding. 


Peculiarities  of  the  immersion  variant  were  first  considered  in  the  work 
of  the  author  and  A.  G.  Gorokhov,  carried  out  in  1959  and  cited  below. 
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Fig.  188.  Derivation  scheme  for  echo-flaw  detector 
equation. 


It  is  assumed  that  reflector  0  ("defect"),  located  in  controlled  article 
at  depth  r  under  the  surface,  has  area  SQ  and  is  oriented  perpendicularly  to 
axis  of  incident  beam  of  UZK.  Inasmuch  as  the  surface  of  an  actual  defect  in 
general  is  not  flat  but  rough,  and  reflection  from  it,  even  when  dimensions  of 
defect  are  considerable,  has  not  a  mirror  but  a  diffuse  character,  the  idea  of 
an  equivalent  reflector  is  introduced,  i.e.,  a  reflector  in  the  form  of  a  circle 
2b  in  diameter  with  a  flat  surface,  and  creating  upon  reflection  -f  UZK  from  it 
the  same  pressure  on  surface  of  piezoconverter  as  a  real  reflector.  Area  of 
equivalent  reflector  is  naturally  less  than  area  of  a  real  reflector  and  can  be 
expressed  in  the  following  way: 


where  s  —  coefficient  of  revealability  defect  of  given  type;  value  of  this 
coefficient:  s  <  1. 


It  is  known  that  in  direct  proximity  from  plane  of  oscillating  disk  radiator 
(zone  of  Fresnel  diffraction)  almost  all  energy  of  elastic  oscillations  is 
included  in  a  wave  field  having  the  form  of  a  cylinder,  i.e.,  ultrasonic  beams 


in  this  field  are  parallel  to  axis  of  field  and  front  of  wave  is  flat.  At  a 

nj 

distance  from  plane  of  radiator  equal  to  ~<I>  =  —  (where  X  —  length  of  elastic 
wave)  begins  a  divergence  of  beams,  field  goes  into  the  form  of  a  frustum  of  a 


cone,  and  the  wave  becomes  spherical.  In  real  conditions  of  ultrasonic  control. 


angles  of  divergence  and  curvature  of  wave  front  are  small,  which  makes  it  possible 
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to  ignore  the  effect  of  transformation  of  longitudinal  waves  incident  on  water  — 
metal  interface,  and  also  incident  on  surface  of  defect  into  shear  and  surface 
waves . 

In  examining  the  divergent  beam  it  is  possible  to  consider  that  ultrasonic 
beam  emerge  from  imaginary  point  source,  F  ,  lying  outside  plane  of  radiator  a 
distance  rH  from  this  plane.  Angle  of  divergence,  designated  in  Fig.  187  by 
2na,  is  connected  with  length  of  elastic  wave  in  given  medium  nX  and  diameter  of 
the  radiator  by  the  relationship 

na  ■»  arcsin  1,22^. 


Inasmuch  as  angles  of  divergence  for  frequencies  and  dimensions  of  radiators 
used  in  defectoscopy  are  small  (usually  2-3°  in  water  and  8-12°  in  metal,  and  only 
in  individual  cases  5-6°  in  water  and  20-25°  in  metal),  with  acceptable  error 
(§5-6$)  it  is  possible  to  replace  the  sine  of  the  angle  by  its  tangent  in  the 
cited  expression. 

Then:  tg  na  =  1.22  and  consequently: 


rm  —  L  —  ® 


D  D2 

2tgna  in}. 


0,64®»0,16~-. 

tit. 


To  angle  of  divergence  2na  corresponds  solid  angle  ft*  «“ 

-  2 .t ( I  —  cos n a)  =  4;isin*y  «  nn-ar. 

Upon  passage  of  UZK  through  the  water  —  metal  interface  considerable  refraction 

will  be  observed,  and  the  outside  beams,  entering  the  water  at  an  angle  na 

to  the  axis  of  the  field  in  the  metal,  will  pass  through  at  a  greater  angle; 

ratio  of  sines  of  angles  of  incidence  and  refraction  are  equal  to  n,  where  n  is 

the  refractive  index,  equal  to  the  above  ratio  of  rates  of  propagation  of 

longitudinal  UZK  in  liquid  and  in  metal.  For  steel  or  aluminum  in  water 

n  «  —  »  0,25.  Angles  are  small,  therefore  the  ratio  of  sines  of  angles  may  be 

replaced  by  the  ratio  of  the  actual  angles  and  to  the  angle  of  refraction  may  be 

considered  as  a.  Thus  energy  of  UZK  introduced  into  metal  can  be  considered 

as  concentrated  inside  cone  with  vertex  angle  2a,  to  which  corresponds  solid 

angle  ft  =  2.i(l  —  cos  a),  or  approximately  (for  small  values  a)  ft  =  .iu*. 

It  is  possible  to  consider  that  ultrasonic  beams  are  leaving  imaginary 
1  1 

point  source  F  ,  located  in  water  at  a  distance  R  from  the  water  —  metal  interface. 

H  m 
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It  is  interesting  to  determine  R  for  oases  when  distance  between  converter  and 

)K 

water  —  metal  interface  equals  extent  of  Fresnel  zone  In  water  (r  --  <t),  exceeds 
(rK  >  «)  or  is  less  than  it  (r^  <  <t>),  and  in  limit  equals  zero  (r  =  0),  which 
corresponds  to  conditions  of  work  in  the  contact  variant. 

As  calculation  shows,  the  ratio  of  distance  r'  from  imaginary  focus  p' 

*  H 

to  the  water  —  metal  interface  to  distance  R„  from  imaginary  focus  P„  to  this 
surface  for  the  immersion  and  for  contact  variants  is  equal  to  refractive  index 
of  UZK  at  transition  from  water  into  metal  (in  the  contact  variant,  instead  of 

i 

Rjh  we  should  speak  of  the  quantity  r  ) . 

The  initial  quantity  for  further  calculation  is  power  of  UZK  pulse  radiated 
by  the  piezoconverter. 

Let  us  assume  that  a  plate  of  a  material  possessing  density  p  ,  elastic 

modulus  E„,  rate  of  propagation  of  elastic  oscillations  in  it  c  and  piezoelectric 
n  rr 

constant  for  oscillations  along  thickness  e11  is  used  as  a  piezoconverter. 

If  resonance  frequency  of  plate  is  f  and  on  this  frequency  the  plate  is  excited 
by  an  alternating  voltage  of  amplitude  U,  in  conditions  of  continuous  oscillations 
in  the  immersion  medium  with  specific  wave  impedance  pc,  a  power  will  be 

m  m 

radiated  whose  magnitudes  as  follows  from  formula  (15)  is 


m  _  W/*-  QnSnW1 
£1- 

where  M  —  proportionality  factor,  determined  by  dimension  of  quantities  in  the 

formula4. 


xHere  it  is  appropriate  to  stress  once  again  that  this  formula  does  not 
consider  a  series  of  essential  factors  affecting  magnitude  of  acoustic  power 
radiated  into  the  load.  In  particular,  relationship  of  resistance  of  losses  and 
resistance  of  radiation  is  not  considered.  During  calculation  on  a  quartz 
piezoconverter  this  does  not  lead  to  large  errors,  inasmuch  as  losses  in  quartz 
are  small  and  acoustic  eff.  (Tlajc)  is  close  to  unity.  However,  when  usin£  ceramics 

from  barium  titanate  or  lead  zirconate  titanate,  the  internal  losses  must  be 
considered  —  in  this  case  qak  is  essentially  lower. 

It  is  difficult  to  calculate  Rak,  and  it  can  be  estimated  as  yet  only  very 

approximately.  Thus  Mataushek  [90,  p.  220]  gives  for  a  quartz  converter 
nak-  o.  9-0.95,  and  for  a  converter  of  barium  titanate  «  0.75-0.8.  These 

figures,  however,  should  be  taken  as  critical,  since  they  can  be  considerably 
changed  depending  upon  design  features,  which  a  sufficiently  difficult  to  consider. 
Therefore,  instead  of  introducing  acoustic  eff.  qak  into  the  initial  formula 

(which  would  be  in  principle  correct  and  would  permit  more  precise  determination 
of  useful  acoustic  power  liberated  on  resistance  of  radiation),  as  yet  it  is 
advisable  in  every  specific  case  to  determine  experimentally  the  proportionality 
factor  in  the  final  formula,  and  subsequently,  with  accumulation  of  data,  to 
consider  tj  ^  Beforehand. 
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In  a  pulse  regime  average  power  WCp  radiated  by  the  piezoconverter  will  be 

where  -  power  in  a  pulse,  t  -  pulse  duration,  and  FCJJ  -  pulse  repetition 
frequency. 

The  resulting  expression  characterizes  work  of  piezoconverter  in  conditions 
of  radiation;  however  the  power  of  UZK  attaining  the  reflector  surface  and  then, 
in  the  form  of  a  echo  reaching  the  surface  of  piezoconverter,  cannot  be  determined 
by  this  formula  because  the  cycle  of  the  echo-flaw  detector  consists  of  one 
pulsing  and  the  reception  of  the  echo  caused  by  this  pulse.  The  subsequent 
pulsing  can  take  place  only  after  a  time  interval  sufficient  for  full  damping  of 
reverberational  noises.  If  level  of  reverberation  is  low,  obviously  the  pause 
between  two  pulses  sent  or.e  after  another  should  in  any  case  be  larger  than  time 
expended  by  the  pulse  on  passage  to  reflector  and  back.  If  the  following  pulse 
starts  when  the  echo  arrives,  the  latter  will  not  be  received  separately  since 
signals  will  "flood"  the  screen  of  the  tube.  If,  however,  the  following  pulse 
begins  before  arrival  of  echo,  the  latter  will  be  seen  on  the  screen  in  a  position 
which  does  not  permit  a  correct  reading. 

Thus,  the  highest  frequency  of  repitition  is  determined  by  the  time  necessary 
for  reception  of  echo  from  the  most  remote  reflector  during  a  pulse,  i.e., 

c/2r,nax ■  The  least  repetition  frequency  is  limited  by  decrease  of  brightness 
of  image  on  screen  of  tube  and  permissible  rate  of  scanning  during  control  of 
large  scale  articles. 

Increase  of  repetition  frequency  can  lead  also  to  an  increased  level  of 
reverberational  interferences.  If  the  following  pulse  is  radiated  until  oscillatior. 
experiencing  flutter  echoes  from  boundaries  of  grains  of  metel  and  from  edges 
of  article  fade,  on  screen  of  tube  will  appear  signals  corresponding  to  income 
of  repeatedly  reflected  pulses.  Inasmuch  as  these  signals  arrive  after  radiation 
of  one  or  several  following  pulses,  they  will  not  be  synchronized  with  beginning 
of  scan  and  will  flash  on  the  screen,  appearing  randomly  in  different  points  of 
the  scan  and  strongly  hampering  observation.  Thus  for  calculation  of  processes 
in  an  echo-flaw  detector,  obviously  one  should  originate  from  the  power  of  a 
signal  pulse,  not  from  the  average  but  from  the  peak  determined  maximum  amplitude 


2?Q 


of  oscillations  of  piezoelement  during  i.e  time  f  the  entir  e  pulse. 

For  determination  of  pulse  power  i'  Is  necess:  ry,  as  war,  noted  above,  to 
consider  the  role  of  establishment  of  oscillations  during  work  in  pulse  conditions. 
Let  us  consider  establishment  of  oscil lati  as  of  piezooonverter  during  its 
excitation  by  a  high  frequency  square  pulse. 

Let  us  remember  that  when  an  oscillatory  system  in  a  state  of  rest  is  acted 
upon  by  an  external  force  variable  by  sinusoidal,  law  with  a  frequency  equal  to 
the  natural  frequency  of  oscillations  of  the  system,  amplitude  of  oscillations 
of  the  latter  gradually  increases  from  0  to  a  certain  limiting  value  characterizing 
conditions  of  ••ontinuous  oscillations.  This  gradual  build-up  of  amplitude  of 
oscillations  is  the  result  ol  composition  of  iso  processes:  sinusoidal  oscillations 
with  amplitude  of  exciting  force  and  fading  natural  oscillations  of  "he  system. 
Amplitude  A  of  steady-state  oscillations,  ather  'hinge  being  equal,  is  determined 
by  amplitude  of  exciting  force  and  quality  facto i  Q  of  oscillatory  system. 

In  the  process  of  establishment  amplitude  ol'  oscillations  a  increases  according 
to  the  law  determined  by  the  envelope  equation:  a  =  A{\-e-x),  where  t  —  time, 
a  —  attenuation  factor.  The  expression  in  parentheses  we  will  call  the  pulse 
duration  factor,  and  designate  it 

Inasmuch  as  power  of  oscillations  is  proportional  to  the  square  of  amplitude, 

it  is  possible  to  write 

W-  V(l  -  *-«)*. 

or,  expressing  the  attenuation  factor  by  the  quality  factor  of  the  system  and 
frequency  of  oscillations: 

w 

w  -  BP(I  —  e  *«)* 

Sensitivity  of  echo-flaw  detector,  determined  by  peak  value  of  power  in 
pulse,  proportional  to  the  square  of  maximum  amplitude  of  oscillations,  consequently 
increases  with  increase  of  pulse  duration  t.  Thus,  this  expression  determines 
pulse  power  as  a  function  of  pulse  duration: 

Ml 

r.-  ir(i -*“*)*, 
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or  as  a  function  of  the  number  of  periods  in  a  pulse: 

Ml 

WH  -  U7(i 

The  given  formulas  are  accurate,  naturally,  only  for  excitation  of 

piezoelement  by  a  square  pulse.  In  general,  for  another  pulse  form  pulse  power 

(peak  value)  will  be  determined  by  the  pulse  duration  factor,  which  should  be 
? 

known:  W  =  Wk  . 

H  M 

Upon  transition  through  the  water  —  metal  interface,  due  to  losses  on 
reflection  in  metal  UZK  are  introduced  whose  power  is  equal  to  AWM,  where  A  -  energy 
transmission  coefficient. 

i 

If  we  allow  that  intensity  of  UZK  propagating  from  an  imaginary  source 
in  a  direction  normal  to  the  piezoconverter  and  in  directions  making  any  angle 
with  the  normal  (within  limits  of  solid  angle  f l )  is  identical,  at  the  surface 
of  the  reflector  this  intensity  will  be  recorded  in  the  following  way: 


Reflected  UZK,  upon  passing  the  moral  —  i.auc;  in'  crface  undergo  losses  on 


reflection  a  second  time.  When  this  ir  erfaoc  is  crossed  refraction  is  observed, 
as  a  result  of  which  the  field  attaining  'he  piezoconverter  will  have  the  form 

t  0  [  J 

of  a  cone  with,  imaginary  verier  at  point  ?  located  a  distance  /?'  = - 11  4'rom 

0  n 

the  metal  —  water  interface  •  nd  with  angle  with  £•>,  which  corresponds  to  solid 

angle  0. 

Intensity  of  reflected  IJZK  attaining  surface  of  ; lezoconverter,  taking  into 
account  what  has  been  said,  will  be 

I  AWotp,  ~2‘V*+4r>  _ 

W?*#  *  Q0/?^ 

where 

In  a  plane  wave  or  when  curvature  ~f  wave  front  is  small,  which  c  r responds 
to  our  selected  conditions,  intensity  of  csci L’ at  ion ;  is  connected  with  amplitude 
of  variable  pressure  P  by  the  simple  rela'ionshi  : 

*  V2pjKf*/np- 

Amplitude  of  Idling  voltage  developed  by  piezoconverter  in  the  reception 
regime  is  equal  to  the  product  of  intensity  L’  of  the  electrical  field  in  the 
converter  by  thickness  of  plate  of  piez  element:  UXo.-\  =  Ed.  Intensity  of  field 
is  proportional  to  sound  pressure  on  surface1  of  convener:  £  =  ffnPnp.  where  g. 
piezoelectric  constant  of  pressure. 

Consequently: 

^io.i  **  £11^* apd. 


This  expression  characterizes  the  work  of  a  converter  in  static  conditions. 
In  oscillatory  conditions  and  when  a  converter  is  switched  into  the  receiving- 
amplifying  channel  input,  the  effective  voltage,  as  follows  f-’om  formula  (12), 

#/__  -  n  '  C*9*Q»*  _  „  i 

optl 


ff  n  CuQnQn  ,  CnQnQMX 

Urn*  "  C/I0.i  7;  .  ^  *  t\\rvpd 


Cg+C0 


Cg-h  Cn 


xIt  Is  more  correct  to  speak  of  pressure  PQ  In  the  actual  converter. 

Inasmuch  as  the  converter  constitutes  an  oscillatory  system  with  considerable 
losses,  in  resonance  conditions,  in  accordance  with  material  on  p.  Pi  we 

n 

should  consider  P*>Pmp  The  value  — 2_  lies  from  1  to  2. 

P  np 


Considering  the  above  expression  for  PBpt  we  write: 

rr  _  SudCaQuQtx  v, 

Un - C0+Cb . x 

„  l/  2AiA>pmc„elf>QnS„UikhsS0e  "4 (V*+*,) 


1 .  TO8 

1 ,4Af‘  ’g,  ,e,  ,rf/(?Wp,y511*  ,*4,')  Q,xCn 
EnRuRt  (C,  -j-  C„) 


Expressing  solid  angles  through  the  corresponding  plane  angles,  we  obtain1 


l/ —  1  f  -mf  jnjo  — 

r  120  ~  r  KasY*  r  14/ 4  ^  3,7/.2  * 


Considering  that  df  =  kd  and  replacing  X  by  and  j  by  B,  we  write 
the  equation  of  the  echo-flaw  detector  in  the  following  form: 

tt  _  ^  ^  s  p  sQiiSj 

Un  £.<Co^m - •  (5e) 

where  (j  —  amplitude  of  echo  from  defect,  measured  on  receiving-amplifying 
channel  input; 

fit  “  piezoelectric  constant  of  pressure  of  material  of  piezoelement; 

<»«  —  piezoelectric  constant  of  material  of  piezoelement; 

64  —  frequency  factor  of  material  of  piezoelement  during  oscillations 
of  given  type; 

C9  —  electrical  capacitance  of  piezoelement  of  searching  head; 

—  area  of  radiating  surface  of  piezoelement; 

Qh  —  mechanical  quality  factor  of  searching  head; 

U  —  amplitude  of  voltage  exciting  an  electrical  pulse; 
km  —  coefficient  of  pulse  duration; 

/  —  frequency  of  oscillations; 

—  attenuation  factor  of  UZK  in  contact  liquid; 


Expressing  angle  &  through  ay*  we  allow  a  larger  error  than  when  replacing 
ft  by  .10%  inasmuch  as  angle  d  is  essentially  larger  than  angle  ft. 


tm  —  thickness  f  layer  his  liquid; 

8  —  attenuation  factor  of  UZK  In  material  cf  controlled  article; 

t  —  depth  of  bedding  of  defer;  in  article; 

Pa  Cj*  —  specific  wave  impedance  of  'ontact  liquid; 

A  —  transmission  coefficient  of  energy  of  UZK  through  interface; 

—  electrical  quaLity  factor  f  input  circuit  of  receiving-anplifyin( 
channel; 

s#  “  area  of  reflector  (revealed  defvt); 

i  —  "revealability''  f  defect; 

0  —  reflectivity  of  UZK  from  surface  ci  defect; 

£,  —  elastic  modulus  of  materia,  of  ciezoelement; 

C.  —  input  capacitance  c*'  receiving-amplifying  channel; 

C  —  rate  of  propagation  of  UZK  Li.  material  of  article; 

Rt  —  distance  from  imagi rv  focus  of  radiator  to  defect; 

Rt  -  distance  from  imaginary  focus  of  defect  to  radiator; 

B  —  proportionality  factor. 

It  Is  clear  that  the  resulting  expression  is  not  accurate,  since  during  its 
derivation  a  series  of  assumptions  was  made. 

However,  if  we  compare  equation  (5")  with  equations  proposed  by  other 
authors  (B.  N.  Masharskiy  [217],  U,  Fil’ schinskly  [218],  1,  KrautkrSmer  [21 j], 
it  is  possible  to  affirm  that  equations  cf  these  authors  contain  the  same  and 
even  rougher  assumptions  and  cannot  ensure  higher  accuracy. 

I.  N.  Yermolov  [220]  on  the  ba.,1.  of  considerably  more  strict  and  complicated 
calculation  derived  an  equarion  in  ub'ch  general  movement  cf  the  dependence  of 
vn  on  Sq  colnc iaes  with  equation  but  the  presence  of  additional  terms 

considering  nonunlforr  distribution  d'  intensity  of  UZK  within  limits  of  the 
solid  angle  at  which  the  reflector  is  seen  from  the  point  radiator  essentially 
increases  accuracy  of  expression. 

At  the  same  time  we  note  that  the  equation  of  I.  N.  Yermolov  is  insufficiently 
clear,  does  not  reveal  roles  of  separate  pararmers,  and  does  not  permit  conducting 
absolute  calculations  of  the  value  of  O'*. 

At  the  same  time,  equation  (J>3)  gives  an  accuracy  although  smaller,  but  fully 


sufficient  for  practical  purposes,  is  derived  very  simply,  graphically  shows 


influence  of  different  parameters  of  the  echo-flaw  detector  on  its  exploitational 
characteristics,  and  permits  correct  selection  of  elements  of  the  electrical 
and  acoustic  channel,  i.e.,  calculation  of  echo-flaw  detector  and  conditions  of 
control . 

Despite  the  seeming  complexity  of  the  equation,  it  is  easy  to  use,  since 
almost  all  quantities  in  conditions  of  constant  operating  conditions  can  be 
preliminarily  calculated,  measured,  or  found  by  a  table.  Only  four  quantities: 

So,  Rn  and  Rq,  which  are  determined  in  the  control  process. 

The  equation  shows  how  large  a  value  has  correct  selection  of  material 
of  converter,  effectiveness  of  which  is  characterized  by  the  quantity1 
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t\\e\\kiCn 

f«(Cj+Cn) 


(59) 


Obviously  the  best  solution  will  be  different  for  a  converter  which  is 
combined  (i.e.,  executing  the  function  of  radiator  and  receiver  of  UZK)  and  for 
converters  which  are  separate,  consisting  of  two  piezoelements  each  of  which  works 
only  as  a  radiator  or  only  as  a  receiver. 

In  the  second  case,  during  calculation  of  n>i  the  values  of  £B,  t\\  and  kd 
are  taken  for  the  piezoelement  working  as  a  radiator,  and  the  values  g^  and 
Co  —  for  one  working  as  a  receiver  of  UZK. 

Table  7  gives  the  basic  characteristics  of  piezoelectric  crystals  determing 
effectiveness  of  their  work  as  converters  of  UZK.  The  table  gives  absolute 
values  of  the  coefficient  of  effectiveness  of  converter  nM  and  values  of  this 
coefficient  for  different  combinations  of  piezoelectric  elements  (in  conditions 


Selection  of  criterion  for  an  evaluation  of  the  effectiveness  of  a 
piezoconverter  is  not  a  simple  problem.  The  solution  of  this  problem  is  the 
subject  of  special  work  (for  instance  [221]),  in  which  specific  recommendations 
are  given  on  the  basis  of  strict  calculations.  However,  as  a  rule,  in  these 
calculations  limiting  conditions  are  assumed  which  are  not  observed  in  searching 
heads.  A  criterion  proposed  on  the  basis  of  the  derived  fundamental  equation 
of  the  echo-flaw  detector  gives,  of  course,  only  qualitative  relationships,  which 
nonetheless  will  agree  with  relationships  resulting  from  the  above  work.  If 
terms  considering  the  role  of  a  capacitance  divider  on  the  receiver  input  are 
excluded  from  expression  (59) >  it  will  be  better  to  characterize  properties  of 
material  of  the  piezoelement,  and  it  can  be  used  during  calculation  of  new  flaw 
detector.  If,  however,  this  is  used  expression  in  the  given  form,  it  is  possible 
to  select  more  rationally  a  converter  for  a  flaw  detector  of  defined  type  with 
known  parameters. 


Table  7.  Basle  ,'ha rae lefts i.  >  c;  of  Piezoelectric 
Crystals  Determining  !•  Tectlvenes:-  at'  Their  Work 
as  a  Converter  >"  UZh 
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of  work  on  identical  frequency',  *• ulcul&tcd  with  respect  to  coefficient  of  quartz, 
taken  as  one  (IIjh^  ).  Calculation  is  made  for  a  freauency  of  2.  5  MHz  in 
conditions  of  work  with  the  echo-flaw  detector  V4  -71,  for  which  input  ^spaci  tance 
is  150  cm. 

Analogous  coefficients  n*  and  n*  in  this  table  are  given  without  taking 

M  *V>th 

into  account  the  role  of  the  capacitance  divider. 

Data  of  this  table  show  that  the  most  wide-spread  in  domestic  and  foreign 
constructions  of  flaw  detectors,  combined  converters  with  piezoelements  from 
quartz  barium  titanate  are  not  tne  best. 

A  considerably  larger  effect  can  be  achieved  by  using  a  plate  of  lead 
zirconate  titanate  in  a  combined  piezoconverter;  an  essential  is  obtained  gain 
in  sensitivity  as  compared  to  a  quartz  piezoelement  and  even  as  compared  tc  a 
piezoelement  from  barium  titanate.  T'he  use  of  Seignette’s  salt  is  very  effective 
also,  however  one  should  remember  that  a  piezoelement  from  Seignette's  salt  can 
be  used  only  for  radiation  and  reception  of  sheer  waves  in  heads  of  special 
construction. 

There  is  even  greater  effect  from  the  use  of  separate  searching  heads. 

From  the  table  it  may  be  seen  that  the  use  of  identical  piezoelectric  materials 
as  radiator  and  receiver  of  UZK  is  inexpedient.  A  great  gain  can  be  obtained 
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with  the  use  of  different  materials  for  radiator  and  receiver.  Thus  the  combination: 
radiator  with  piezoelement  from  barium  titanate  or  lead  zirconate  titanate  and 
receiver  with  piezoelement  from  lithium  sulfate  gives  a  gain  of  two  orders  as 
compared  to  separate  converters  using  quartz  piezoelements  and  almost  double 
(without  taking  into  account  the  capacitance  divider  -  one  order)  as  compared  to 
converters  in  which  both  piezoelements  are  made  of  barium  titanate. 

We  will  use  this  conclusion  in  equal  degree  for  separate  searching  heads 
of  a  pulse  echo-flaw  detector  and  for  searching  heads  of  the  shadow  flaw  detector. 

Experimental  check  confirms  fhese  considerations.  For  instance,  the  combination 
of  lead  zirconate  titanate  -  lithium  sulfate  gives  a  gain  of  two  orders  as  compared 
to  quartz. 

Obviously,  when  calculating  and  designing  shadow  and  echo  flaw  detectors 
one  should  consider  these  considerations.  However  for  their  realization  it  is 
necessary  to  master  the  industrial  production  of  high-quality  piezoelements 
from  lithium  sulfate,  lead  zirconate  titanate  and  other  materials,  and  also  to 
develop  a  design  of  searching  heads  which  allows  reliable  protection  of  the 
lithium  sulfate  plate  against  the  influence  of  water. 

The  following  term  of  the  fundamental  equation,  n*-=Sn*Qn.  constituting 
.  •  oduct  of  area  of  radiator  by  its  quality  factor,  also  permits  specific 
and  very  important  conclusions  relative  to  the  rational  design  of  a  radiating 
piezoconverter  (searching  head). 

Obviously,  inasmuch  as  power  of  radiated  UZK  is  proportional  to  area  of 
radiator  S„,  to  increase  sensitivity  of  the  flaw  detector  this  area  should 
be  increased.  However,  this  is  advisable  only  up  to  a  certain  optimum  value  above 
which  a  very  important  characteristic  of  the  flaw  detector  worsens  —  accuracy 
of  determination  of  coordinates  of  revealed  defect.  Accuracy  of  determination  of 
coordinates  of  a  mirror  reflector  of  small  dimensions  will  be  maximum  only  if 
the  radiator  is  a  point  radiator.  Inasmuch  as  a  point  radiator  does  not  possess 
directivity  and  radiates  spherical  waves,  detection  of  a  defect  (i.e.,  taking 
a  echo  from  a  flat  mirror  reflector  of  small  dimension)  is  possible  only  when 

the  radiator  is  located  at  a  point  on  the  normal  to  surface  of  the  reflector. 

* 

When  displacement  of  radiator  in  the  plane  parallel  to  the  surface  of  the  reflector 
is  least,  the  echo  from  the  reflector,  as  can  be  seen  from  the  diagram  Fig.  l89a, 
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Fig.  199.  Influence  of  dimension  of  radiator  on 
accuracy  of  determination  of  coordinates  of  defect: 
a)  point  radiator,  mirror  reflector;  b)  point 
radiator,  diffuse  reflector;  c,  d)  the  same  with 
increased  dimensions  of  radiator;  1,  2,  3  —  conse¬ 
cutive  positions  of  defect  “with  respect  to  an  axis 
of  radiator  during  displacement  of  the  latter. 

is  not  taken  by  the  radiator. 

Real  defects,  however  are  not  mirror  reflectors,  and  therefore  upon 
displacement  of  radiator  it  will  take  dif fuse-reflected  echos.  Inasmuch  as 
diagram  of  directivity  of  a  point  radiator  is  depicted  by  a  sphere,  amplitude  of 
taken  echos  will  be  approximately  constant  during  displacement  of  radiator  in 

sufficiently  wide  limits  (Fig.  189b) . 

Thus  a  point  radiator  is  unprofitable  for  two  reasons:  it.  does  not  ensure 
sufficient  power  of  radiated  UZK  and  is  not  accurate  during  determination  of 

coordinates  of  defect. 

With  increase  of  diameter  of  radiator,  its  directivity  at  an  assigned 
frequency  increases,  diagram  of  directivity  takes  a  form  resembling  a  spheriod. 

In  this  case,  when  radiator  is  located  on  normal  to  surface  of  reflector,  amplitude 
of  echo  will  be  maximum,  and  when  radiator  shifts  in  a  plane  parallel  to  surface 
of  reflector,  although  diffuse-reflected  echoes  will  be  taken,  their  amplitude 
will  sharply  drop  with  removal  away  from  the  normal  (Fig.  189c) ;  accuracy  of 
determination  of  coordinates  of  defect  increases. 

As  is  easy  to  imagine,  when  diagram  of  directivity  becomes  narrower,  level 
of  interferences  from  different  structural  heterogeneities  not  located  on  axis 
of  field  of  radiator  decreases,  which  leads  to  an  increase  of  actual  sensitivity. 
This,  with  the  help  of  sufficiently  strict  calculations,  is  shown  by  A.  S.GoLubev 

L.  G.  Merkulov  and  V.  A.  Shchukin  [222]. 

Sharpness  of  fall  of  amplitude  of  echos  with  removal  from  normal  will 
inr^aase  with  decrease  of  width  of  diagram  of  directivity,  which  as  is  knwn 
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(?:in  be  done  either  by  increasing  diameter  of  radiator,  or  by  Increasing  of 
frequency  of  UZK.  However,  with  increase  of  diameter  of  radiator  section  of 
ceni  ra L  beam  of  UZK  is  increased,  as  a  result  of  which  echos  of  approximately 
equal  amplitude  can  be  taken  by  the  radiator  when  it  shirts  a  magnitude  equal 
to  Us  diameter  (Pig.  l8Ud) . 

Prom  what  lias  been  said,  only  one  conclusion  can  be  made:  for  every  frequency 
the -e  is  a  radiator  of  optimum  diameter.  Decrease  of  this  diameter  leads  to 
tall  of  power  of  radiated  UZK,  expansion  of  diagram  of  directivity,  and  consequently 
reduction  of  accuracy  of  determination  of  coordinates  of  revealed  defect. 

Increase  of  diameter  above  a  certain  limit  leads  to  increase  of  section  of 
beam  of  radiated  UZK,  and  consequently  to  reduction  of  accuracy  of  determination 
"t  coordinates  of  defect.  Besides,  with  increase  of  diameter  <>f  radiator,  for 
a  reliable  acousiic  contact  when  working  in  the  contact  variant  it  is  necessary 
that  the  surface  >f  the  controlled  article  be  flat  and  highly  machined.  Pinal Ly. 
it  is.  necessary  to  note  also  that  with  increase  of  diameter  of  radiator,  extent 
of  Presnel  zone  >f  diffraction  sharply  increases,  power  necessary  for  excitation 
of  I’lezoconverter  increases,  construction  is  complicated,  and  cast,  of  searching 
head  is  increased. 

Vi  iside rl ng  ail  that  has  been  presented  one  should  recognize  as  rati  nn  | 
the  dimensions  of  piezoconverters  fixed  by  practice  (searching  heads)  for  basic 
types  of  echo  flaw  detectors  of  domestic  and  foreign  production.  These  dimensions, 
are  determined  by  the  product  of  frequency  (in  MHz)  by  diameter  (in  cm),  which 
for  the  majority  of  searching  heads  is  approximately  five.  Thus,  a  piezoconverter 
working  on  a  frequency  of  1.5  MHz  has  a  diameter  near  5.5  cm,  on  a  frequency 
of  2.‘.  MHz  —  2  cm,  on  a  frequency  of  5  MHz  —  1  cm,  etc. 

It  is  possible,  however,  to  imagine  special  conditions  requiring  another 
approach  to  selection  of  diameter  of  piezoconverter.  As  is  known,  in  the  near- 
zone  of  the  radiator  -  Fresnel  zone  of  diffraction  -  sensitivity  of  instrument 
sharply  changes,  which  lowers  probability  of  detection  of  defect  and  does  not 
allow  determination  of  its  dimension.  Inasmuch  as  extent  of  Presnel  zone  is 
propor* lonal  to  squire  of  diameter  of  radiator  and  frequency  of  UZK,  obviously, 
so  that  this  extent  is  not  excessively  great,  one  should  coordinate  diameter 
of  piez  'converter  with  frequency.  It  is  advisable  to  "place"  zone  of  Fresnel 
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in  ''dead"  zone.  > 


[  t'  we  take  duration  of  pulse  sound  In.-  t„  end  d’ird  Ion  of  transition 

processes  t«  3  ps .  for  frequencies  l.h,  .*  nod  f'M  >p-  Imiim  diameter  of 
converter  will  bt  l.hF>,  1.2  and  0.8(3  cin  c  un-esp  ndirigty. 

'parching  heads  made  with  plezocomnu-  «  rs  •  >i  •:  l •  amde rs  must  ensure  more 
uniform  sensitivity  during  detection  of  de'e't.u  •••-•»* »  I  at  a  small  depth,  and 
in  combination  with  usual  searching  heads  •  an  *  1  v«  a  mor<  •  rr>  •!  idea  of  t  he 
dimensions  of  these  defects. 

Completely  different  conclusions  ini. r  ile  ii  <  ■■'ami'  ing  'in  question  of  the 
quality  factor  Q  of  piezoconvt rt era. 

It.  is  possible  to  say  that  all  domes t  i  •  am.  ui-i  >,  sen  •  ■•>•  ‘  ng  head...  fr  m 
the  point  of  view  of  obtaining  piezoeonveners  having  a  high  quality  fact  >r. 

are  Impractical. 

When  area  of  radiator  is  constant  p  >wer  of  U.  1  radiat  ed  Inio  the  surrounding 
medium  is  determined  by  amplitude  of  oscillation:  f  the  radiating  surface. 
Amplitude  of  these  oscillations  for  an  assigned  exciting  force  is  proportional 
to  the  quality  factor  of  the  piezoconverter  as  ari  oscillatory  system.  Therefore, 
other  things  being  equal,  for  more  powerful  UZK  the  quality  factor  of  the 
piezoconverter  should  be  increased.  This  increase  cannot  hi-  infinite.  Ma.imum 
quality  factor  of  a  piezoconverter  is  determined  y  the  relati  unship  of  specific 
wave  inqedances  of  material  of  piezoelement  and  surrounding  medium. 

For  instance,  if  on  both  slues  of  a  radiator  with  specific  wave  imped  mce 
ig  a  medium  with  specific  wa/e  impedance  p c,  quality  factor  will 
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(60) 


If,  howeve radiation  goes  into  media  with  specific  wave  impedance  p,^ 
and  p2C2,  the  quality  factor  of  a  piezoconverter  made  of  a  material  with  specific 
wave  impedance  PaCm  composes  as  is  known: 


Qo 


npaCn 

2(plCl  +  P2fj) 


( 60a) 


For  a  quartz  plate  vibrating  in  air  the  quality  factor  is  ~50,000.  and 

in  water  —  only  8.  If,  however,  the  quartz  plate  radiates  on  one  side  in  water 

and  on  the  other  —  air,  the  quality  factor  practically  doubles  and  reaches  16. 

These  are  limiting  values,  since  they  do  not  consider  inevitable  active 

losses  introduced  by  constructive  elements  (the  mounting,  etc.)  in  the 

piezocoiiverter  as  in  an  oscillatory  system.  However,  the  biggest  losses  are 

introduced  in  piezoconverter  as  a  result  of  artificial  damping. 

Searching  heao  designs  as  a  rule  involve  bonding  the  piezoelement  to  ’he 

damper  -  a  massive  body  from  a  material  with  high  attenuation  factor  of  U/K 

(for  instance,  textolite)  in  order  to  maximally  reduce  time  necessary  for  damping 

of  free  oscillations  of  piezoelement  after  cessation  of  forced  oscillations. 

Reduction  of  this  time  is  necessary  to  increase  resolving  power  of  echo-flaw 

detector  and  to  reduce  the  dead  band.  Magnitude  of  dead  band  l  ,  is  determined 

min 

by  expression  (65) ,  however  if  we  consider  duration  of  transition  processes,  we 
should  write: 


C(T«  +  To) 

2 


(ti) 


where  c  -  rate  of  propagation  of  UZK;  tm  —  auration  of  exciting  pulse  (duration 
of  forced  oscillations  of  piezoelemsnt)  ;  T,f  —  duration  of  transition  process 
(duration  of  free  oscillations  of  piezoelement). 

The  quality  factor  of  a  damped  head  can  be  calculated  by  formula  (60a), 
placing  in  it  the  values  of  p(<-,  for  material  of  damper  and  for  the  medium 

which  is  the  load.  Hueter  and  Bolt  [88]  determined  the  values  of  the  quality 
factor  in  this  way  for  a  piezoconverter  for  different  combinations  of  the  surroundli 
media.  However  their  magnitudes  absolutely  do  not  correspond  to  the  true  values 
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anti  are  strongly  understa:  pri  because  <•>.'>. leu  lotion  t y  the  shown  formula  assumed 
an  aosolutely  rigid  bond  between  piezoc inverter  and  damper  on  one  hat  d  a* d  metal 
(load'  -  on  the  other.  In  reality  the  piozoconverter  Is  separated  from  the  damper 
by  a  thin  layer  of  glue  and  from  the  load  , from  controlled  article)  .  -  In  the 
contact  varl  int  of  the  echo-method  —  by  a  * hin  layer  of  contact  lubricrnt.  These 
layers  possessing  a  certain  flexibility.  1 ->wer  action  of  load  on  piezoconverter 
on  the  side  of  damper  ana  metal.  Tr.  formula  (60a),  therefore,  one  should  introduce 
before  the  values  piC|  and  p 2Cj  coupling  coefficients  and  K0,  each  of  which 
is  less  than  one: 

q  _ Pnjn _ 

*  2  AipiCiH-  K2P2C2 


These  coefficients  are  simple  to  del  ermine  experimentally  by  measuring  the 
quality  factor  of  piezocoi  verter  glued  to  Tamper  in  conditions  of  radiation  In 
different  loads.  Thus,  ir  we  consecutively  measure  ‘he  Q„  'f  such  a  oor.ver'er 

i. 

radiating  Into  water  and  Qr.  in  conditions  of  radiation  Into  metal  :hrout  h  a  thin 
layer  of  contact  lubricant,  fr  m  the  firs4  measurement  is  determined  coefficient 
K,  for  the  layer  of  glue  between  piezoelement  and  damper: 
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where  pjc*  —  specific  wave  Impedance  >f  water  or  air. 

Knowing  K.;  ,  from  the  second  measurement  one  can  determine  coefficient  Kg 
for  a  layer  of  oil: 


2  Q» 
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Pi^i 


where  pjCj  —  specific  wave  impedance  of  material  of  controlled  article. 

Measurements  carried  out  on  several  searching  he  ids  with  quartz  piezoelements 
and  textolite  dampers  shewed  that  the  mean  value  l  the  quality  factor  of  a  head 
during  the  study  in  water  was  Qi  *=  8,5,  and  during  the  study  In  steel  with  a  flat 

surface  finished  to  TO  through  a  film  of  o.l  (pressure  on  searching  head 

p 

~0.2h  kg/cm  ),  Qj  4,  From  these  data  it  '"oil  >ws  that  the  coupling  coefficient 

for  a  layer  cf  glue  /(.as  0,34  and  for  a  layer  of  oil  /(2~0,l. 
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It  if.  not  difficult  to  show  that  damping  action  of  a  metallic  article 
upon  introduction  of  UZK  through  a  film  of  contact  lubricant  is  considerably 
stronger  than  the  action  of  a  damper  separated  from  the  piezoelement  by  a  layer 
of  glue.  The  role  of  such  a  damper  increases  when  quality  of  acoustic  contact 
is  imparled  (rough  treatment  of  surface  of  article,  accidental  separation  of  head 
from  this  surface). 

For  damping  to  be  effective,  the  damper  should  have  direct  acoustic  contact 
with  back  surface  of  piezoelement.  This  can  be  done  by  filling  the  piezoelement 
with  compound  masses  containing  a  great  number  of  particles  of  highly  dispersed 
metallic  (for  instance,  tungsten)  powder. 

It  is  necessary,  however,  to  stress  again  that  effective  damping  for  the 
immersion  variant  is  unnecessary,  since  it  leads  to  a  sharp  decrease  of  amplitude 
of  oscillations,  and  consequently  to  a  decrease  of  sensitivity. 

Preservation  of  considerable  amplitude  of  oscillations  with  simultaneous 
maximum  decrease  of  pulse  duration  can  be  carried  out  in  searching  heads  which 
have  a  high  quality  factor  on  the  basis  of  methods  of  electrical  and  acoustic 
compensation  of  oscillations,  developed  by  the  author  and  E.  G.  Golodayev  and 
considered  below. 

The  quality  factor  of  a  piezoconverter  when  it  operates  as  a  searching  head 
can  affect  natural  frequency  of  plate. 

It  is  known  that  in  an  oscillatory  system  with  a  low  quality  factor  natural 
frequency  of  oscillations  (f)  is  lower  than  in  a  system  with  a  high  quality 
factors 

f 

ft  “  2  ’ 

where  f^  —  natural  frequency  of  oscillations  in  the  absence  of  losses,  and 
Q  -  quality  factor  system. 

Figure  I5O  gives  the  graph  of  dependence  of  f/fQ  on  Q,  from  which  one  may 
see  that  at  Q  =  0.5  natural  frequency  of  oscillations  of  system  becomes  equal  to 
zero,  the  system  loses  its  oscillatory  properties  and  becomes  aperiodic.  Then  with 
growth  of  Q  the  quantity  f/fg  grows  rapidly  and  even  at  Q  >  2  insignificantly  differ 
from  unity.  Only  for  Q  <  1,  for  inrtance,  Q  =  0.6  which  does  not  closely  correspond 
to  the  real  case  of  bilateral  radiation  of  n  quartz  plate  in  mercury,  the  natural 
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frequency  of  oscillations  of  the  piecoconverter  decreasss  almost  by  twice. 
Consequently,  in  practice  for  the  jpera  l  r  of  searching  heads  with  values  of 

quality  fac'-or  higher  than  4,  the  change  of  natural 
frequency  of  oscillations  of  converter,  owing  to 
the  change  of  quality  factor,  may  be  disregarded. 

However,  in  a  complicated  oscillatory  system, 
which  a  piezoconverter  is,  radiating  in  a  solid 
semi-infinite  medium  through  a  film  of  contact 
lubricant,  things  are  completely  different.  As  I,. 
Filipcz inski  ,  [??pj,  D.  B.  Diariov  [224]  and  also  V. 
Ye.  Ivan  v.  L.  C.  Merkulov  and  L.  A.  Yakovlev  [ 225 j , 
have  shc.veu,  the  natural  frequency  cf  osclllatl.ms 
of  a  converter  when  thickness  of  layer  of  contact 
lubricant  changes,  very  significantly  wing  t.  change  :  input  impedance  f  ' •  >au 
(layer  of  contact  lubricant  and  c  ut  relic- i  art.'  ’!*->). 

From  curves  shown  in  Fig.  11*1  one  may  see  that  with  increase  of  thickness 
of  layer  of  contact  lubricant  (for  instance,  due  to  impairment  f  quality  f 
surface  treatment  of  controlled  article)  resonance  frequency  f  quartz  converter 
drops  and  amplitude  of  oscillations  increases.  Thus  for  wave  thickness  of  layer 
equal  to  0,005  (which  for  a  frequency  of  U2K  f  -  2.5  MHz  corresponds  to  a  surface 
finishing  of  approximately  T  (i.  curve  2),  amplitude  of  oscillations  at  resonar  :t 
increases  up  to  15  arbitrary  units. 

Points  of  intersection  of  curves  with  ordinate  or  180°,  corresponding  t> 
half-wave  thickness  of  piezoelement,  also  distinctly  show  growth  of  amplitude 
of  oscillations  of  piezoelement  with  Increase  of  thickness  of  layer  of  lubricant. 
Amplitude  attains  maximum  values  when  thickness  of  layer  equals  one  quarter-wave. 
At  this  piezoelement  radiates  maximum  power. 

However,  from  this  it  still  does  not  follow  that  work  with  a  very  thick 
Layer  is  advisable,  since  dependences  of  reflectivities  and  passage  on  input 
impedance  of  the  "contact  lubricant  —  controlled  article"  system,  i.e.,  on  thickne 
of  layer  of  lubricant  are  not  considered  here. 

Figi  re  86  (see  p.  84  )  gave  the  authors'  curves  of  dependence  of  transmission 
coefficient  [designated  in  numerator  of  equation  (58)]  on  thickness  of  the  layer 


Fig.  190.  Dependence  of 
resonance  frequency  on 
quality  factor  of 
oscillatory  system. 
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Fig.  lql .  Dependence  of  resonance 
frequency  and  resonance  excess  on 
thickness  d  of  layer  of  rigidity  during 
the  study  of  UZK  by  a  quartz  converter 
in  steel:  A)  amplitude  of  oscillation 
speed  v  in  relative  units:  1  — 
d  K.  -  0:  2  -  d)+-  0.03:  3  -  d  -  0.01;  C.02; 

J  —  d  —  0.05;  f  —  d.K,  -  .3;  £  -  U,d  - 
-  conit 


of  contact  lubricant  (and  on  frequency 
of  UZK),  showing  that  for  the  above 
case  (f  =  2.5  MHz,  surface  treatment 
is  the  764-74)  the  transmissivity 
of  the  quartz  —  oil  —  steel  system 
falls  more  then  twice. 

Everything  said  about  influence 
of  thickness  of  layer  of  lubricant 
on  frequency  and  conditions  of 
transmission  of  oscillations  pertains 
to  work  of  a  converter  in  conditions 
of  radiation  and  reception,  and  leads 
to  a  conclusion  concerning  necessity 
of  smooth  frequency  tuning  in  echo- 
flaw  detector.  In  work  by  the  contact 
method  in  a  number  of  cases  this  can 
give  an  essential  gain  in  sensitivity. 

Dependence  of  transmission 
coefficient  on  frequency  and  thickness 


of  layer  of  contact  lubricant  in  the  contact  echo-method  makes  development  of 
method  of  measurement  of  thickness  of  this  layer  during  control  very  desirable 
(for  instance,  by  measurement  of  capacitance  between  radiating  surface  of  searching 
head  and  surface  of  introduction  of  UZK) .  Knowing  this  thickness  and  consequently 
the  transmission  coefficient,  it  will  be  possible  as  is  shown  below,  to  determine 


dimensions  of  revealed  defect  during  control  by  the  contact  echo-method. 

The  transmission  coefficient  in  the  immersion  variant  of  the  echo-method 
(if  interface  is  ideally  smooth)  does  not  depend  on  frequency,  and  is  determined 
only  by  relationship  of  specific  wave  impedances  of  immersion  liquid  and  material 


of  controlled  article. 

The  following  coefficient  k„  in  numerator  of  equation  considers  influence 

of  pulse  duration  on  sensitivity.  If  piezoconverter  is  excited  by  a  high-frequency 

»« 

square  pulse,  this  coefficient  is  <•„  a  (1— e  $  ).  At  an  assigned  value  of  the 
quality  factor  Qa  of  the  piezoconverter  the  coefficient  of  pulse  duration 


is  conveniently  expressed  sf  a  funeti  n  '  V  tlie 
number  1'  ’rinds: 

Figure  1  2  gives  curves  of  the  dependence  l' 

£jj  on  the  number  of  periods  n  for  different  valuer, 
of  quality  factor  Q„.  The  curves  show  that  at 
actual  values  of  the  quality  factor  for  pulses  of 
small  duration  influence  of  coefficient  is 
very  significant,  and  nly  for  sufficiently  long 
pulses  can  this  influence  be  disregarded,  inasmuch  as  the  value  of  k3  approaches 
one . 

When  converter  is  excited  by  a  pulse  ot  different  form,  magnitude  of  coefficient 
ku  should  be  determined  in  every  case  separately.  In  certain  cases,  for  instance, 
under  impact  excitation,  coefficient  ku  can  be  taken  equal  to  one,  inasmuch  as 
peak  value  of  power  in  this  case  is  determined  by  amplitude  of  first  osci1  lation. 

Error  is  small  in  this  case. 

From  what  has  been  said  it  follows  that  when  pulse  duration  increases, 
sensitivity  slowly  increases.  Therefore,  if  a  maximum  solution  is  not  required, 
it  is  possible  to  increase  pulse  duration  to  a  certain  limit  above  which  loss 
in  the  solution  will  be  considerably  greater  than  gain  in  sensitivity.  Obvi  usly 
such  a  limit  is  the  duration  ensuring  work  on  the  section  w  .ere  oscillations 
have  already  formed  and  attained  maximum  amplitude. 

Analyzing  further  numerator  of  equation  we  see  that  sensitivity  is  proportional 
to  amplitude  cf  voltage  exciting  the  pulse.  This  amplitude  should  be  chosen  from 
calculation  of  required  amplitude  of  voltage  of  echo  on  the  receiving-amplifying 
channel  Input  from  a  defect  of  given  area,  lying  at  maximum  depth  in  an  article 
from  a  material  with  known  attenuation  factor  and  level  of  structural  reverberation. 
If  dimensions  of  article  are  sufficiently  great  and  values  of  attenuation  factor 
and  level  of  structural  reverberation  are  high,  amplitude  of  exciting  pulse  should 
be  sufficiently  great. 

The  following  cofactor  in  numerator  of  eouation  is  frequency  of  UZK,  f. 

This  quantity  is  to  the  second  power  in  the  equation,  therefore  the  conclusion 


Fig.  ly2.  Dependence  of 
coefficient  of  pulse 
duration on  number  of 
periods  n  In  a  pulse  when 
the  quality  factor  of  the 
oscillatory  system  is 
different. 
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can  be  made  that  sensitivity  increases  proportionally  to  square  of  frequency. 
However,  such  a  conclusion  will  be  incorrect,  since  influence  of  frequency  is 
more  complicated.  First  of  all  an  increase  of  frequency  improves  conditions  of 
reflection  of  UZK  from  obstacle,  since  length  of  elastic  wave  becomes  small  as 
compared  to  dimensions  of  this  obstacle,  fraction  of  reflected  energy  increases, 
and  consequently  sensitivity  increases.  Directivity  of  radiation  is  increased, 
which  also  increases  sensitivity.  Conditions  of  reception  of  echo  reflected  from 
surface  of  real  defect  in  most  cases  are  even  more  facilitated  with  an  increase 
of  frequency  because  diffuseness  of  reflection  is  increased. 

However,  along  with  this  an  increase  of  frequency  leads  to  growth  of  intensity 
of  reflection  from  an  unevenness  of  surface  of  article  and  also  from  heterogeneities 
of  metal  which  are  not  defects  for  instance,  from  boundaries  of  grains,  dispersed 
separations,  etc.,  which  increases  level  of  acoustic  noises. 

Finally,  with  increase  of  frequency  attenuation  factor  of  UZK  sharply 
increases.  Therefore  dependence  of  sensitivity  on  frequency  will  be  characterized 
mainly1  by  ji .  (r2  Obviously  this  quantity  for  small  values  of  the 

exponent  2(<\i/:k  +  iV)  should  increase  at  first  rapidly  with  increase  of  frequency, 
then  slower,  further,  with  an  increase  of  the  exponent  it  attains  a  maximum, 
after  which  it  begins  to  decrease.  Value  of  frequency  corresponding  to  maximum 
is  optimum  for  highest  sensitivity  during  control  of  articles  of  assigned  thickness 
r  from  a  material  possessing  attenuation  factor  5,  with  known  frequency  dependence. 
Figure  193  gives  curves  of  dependence  of  f'^-2  <**'*+*')  on  frequency  for  different 
materials  and  thicknesses.  In  constructing  these  curves  the  quantity  6mrm 
was  taken  as  zero,  which  led  to  somewhat  oversized  results  on  high  (f  >  15  MHz) 
frequencies. 

These  curves  make  possible  easy  orientation  during  selection  of  frequency 
of  resounding.  Thus  for  articles  from  aluminum  with  average  grain  size  0.23  mm 
(which  corresponds  to  metal  after  rather  high  deformation),  when  thickness 


1When  frequency  changes  (if  diameter  of  radiator  remains  constant)  certain 
other  quantities  in  equation  (58)  will  change  also,  for  instance  RH  However, 

for  the  immersion  variant  of  the  echo-method  influence  of  these  quantities  is 
comparatively  small. 
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(criterion  of  sensitivity  is 


depending  upon  frequency  at  different 
damping  of  UZK  in  material  of  controlled 
article  and  different  thickness  of 
articles  1  —  aluminum,  deformed;  2  - 
iron,  deformed;  5  —  plastic;  4  —  rubber. 
Figures  near  curves  —  tnickness  of 
material  in  cm. 
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of  article  is  up  to  5  cm  thick  sensitivity  (with  increase  of  frequency  up  to  20 
MHz)  continuously  increases.  At  a  thickness  of  10  cm  maximum  sensitivity  corresponds 
to  a  frequency  near  20  MHz1,  further  increase  of  frequency  does  not  lead  to 
essential  increase  of  sensitivity.  For  a  layer  of  25  cm  maximum  is  obtained  at 
8  MHz;  at  a  higher  frequency  sensitivity  drops.  Maximum  for  a  thickness  of  50  cm 
corresponds  to  6  MHz,  and  for  100  cm  to  4  MHz.  Gradual  shift  of  maxima  to  the 
left  and  constant  decrease  with  growth  of  thicknesses  and  attenuation  factors 
characteristic.  For  an  article  of  iron  with  average  grain  size  0.12  mm,  maximum 
on  a  frequency  f  «  6  MHz  is  observed  even  at  a  thickness  of  1  cm.  Further, 
for  thicknesses  of  5 »  10,  25<  50  and  100  cm,  maxima,  gradually  decreasing,  shift 
to  the  left  up  to  frequencies  of  5*  4.5,  3,  1.5  and  1.0  MHz. 

For  amorphous  isotropic  materials  with  high  attenuation  factors  (rubber, 
plastics)  values  of  maxima  are  still  lower  and  on  the  scale  of  frequencies  they 
are  still  more  to  the  left.  Thus  optimum  frequency  of  resounding  of  an  article 
of  plastic  50  cm  thick  turns  out  to  be  80  kHz  . 

The  given  curves  are  very  important  since  they  permit  assigning  optimum 
frequency  range  of  UZK  during  calculation  of  echo-flaw  detecotr,  ensuring  maximum 
sensitivity  of  control  if  attenuation  factor  in  material  of  article  and  thickness 
of  article  of  subject  to  control  are  known. 

The  quantity  p***  characterizes  influence  of  specific  wave  impedance  of 
immersion  liquid  on  sensitivity  of  control.  The  greater  this  quantity  the  higher 
the  sensitivity  of  the  method.  Among  known  liquids  mercury  possesses  a  specific 
wave  impedance  whose  value  is  an  order  higher  than  that  of  other  liquids.  However, 
use  of  mercury  of  an  immersion  liquid  is  impossible:  mercury  vapors  are  poisonous, 
it  renders  a  harmful  action  on  metals,  and,  besides,  mercury  is  opaque  (immersed 
in  mercury,  parts  are  invisible  and  adjustment  of  their  position  is  hampered) 
is  an  electrical  conductor  (it  is  necessary  to  insulate  thoroughly  current- 
carrying  parts),  has  great  specific  gravity  (controlled  articles  float  and  must 
be  fastened  down) . 

The  most  acceptable  immersion  liquid  is  water.  Practice,  however,  shows 


^his,  of  course,  does  not  mean  that  control  in  all  cases  must  be  conducted 
on  maximum  sensitivity,  since  maximum  sensitivity  is  not  always  optimum. 
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that  water  should  be  degassed  (boiling,  heating,  prolonged  exposure),  especially 
If  control  is  conducted  on  UZK  of  elivated  frequency •  Appearance  of  gas  bubbles 
In  this  case  leads  to  Increase  of  level  of  Interferences  and  instability  of 
contact . 

The  following  cofactoi  in  numerator  of  equation  is  transmission  factor  A 
of  energy  of  UZK  through  immersion  liquid  -  metal  interface.  This  coefficient  in 
the  Immersion  variant  of  the  echo-method  is  determined  by  ratio  of  specific  wave 
Impedance  of  liquid  and  metal  for  an  ideally  smooth  surface,  does  not  depend  on 
frequency,  and  can  be  easily  calculated.  In  the  contact  variant  of  the  echo-method 
the  transmission  coefficient  can  be  determined  by  Fig.  8b  if  magnitude  of  gap 
between  contact  surface  of  searching  head  and  admission  surface  UZK  into  controlled 
article  is  known. 

Further,  In  the  numerator  is  the  quantity  .«'*  -  square  root  of  revealability 
factor  of  defect.  Revealability  factor  considers  reduction  of  amplitude  of  echo 
from  an  actual  In  comparison  with  amplitude  of  echo  from  an  ideal  flat  reflector 
of  the  same  area.  For  defects  oriented  perpendicularaly  to  the  beam,  this  reduction 
occurs  as  a  result  of  diffuse  reflection  of  UZK  from  the  rough  surface  of  the  real 

i 

defect.  Consequently  the  ratio  of  amplitude  of  echo  from  defect  to  amplitude  of 

echo  from  equivalent  control  flat  reflector  lying  at  a  depth  identical  with  the 

defect  in  an  analogous  material,  or  the  ratio  of  area  of  control  reflector  to  area  • 

of  defect  located  on  the  same  depth  and  giving  an  amplitude  of  echo  identical  with 

control  reflector  can  serve  as  a  measure  of  the  revealability  factor. 

Coefficient  of  revealability  can  be  determined  in  the  following  way: 
detecting  a  defect,  by  depth  meter  its  depth  is  determined  and  a  control  reflector 
will  selected  on  the  corresponding  standard,  located  on  the  same  depth  and  giving 
a  echo  of  the  same  amplitude.  Ihen  with  a  special  drill  (a  "trepan”)  with 
diameter  of  cavity  ~20  mm  (or  by  another  method)  a  cylinder  is  drilled  from  the 
controlled  article,  calculated  so  that  the  revealed  defect  completely  (with  a 
certain  reserve)  ie  contained  in  the  section  of  this  cylinder.  Further,  from 
the  cylinder  is  prepared  a  nonstandard  discontinuous  sample,  on  its  working 
part  in  the  plane  on  which  the  defect  is  bedded  a  sharp  cutter  makes  girdling 
line  after  which  the  sample  is  tensile  tested.  Fracture  occurs  along  surface 
of  defect.  To  measure  the  surface  area  of  the  defect  the  sample  is  placed  * 
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before  the  objective  of  a  camera  ao  that  the  axle  of  the  sample  Is  oriented  along 
the  optical  axis  of  the  equipment,  and  In  the  fracture  plane,  coaxially  with  the 
sample.  Is  placed  a  flat  diaphragm  with  a  round  hole  whose  diameter  somewhat 
exceeds  the  diameter  of  the  sample  (it  is  possible  to  manage  without  the  diaphragm 
If  the  surface  of  the  fracture  is  bounded  by  a  regular  circumference).  Simultaneously 
hole  of  diaphragm  and  fracture  plane  are  photographed,  an  impression  is  made  in 
sufficiently  large  scale  (If  it  is  necessary,  by  means  of  a  "blow-up"),  it  Is 
cut  along  the  contour  of  the  hole  of  the  diaphragm  and  weighed.  Then  the  Impression 
is  cut  along  the  image  of  the  defect  and  a  second  time  weighed.  The  ratio  of 
the  obtained  scales  is  equal  to  the  ratio  of  the  area  of  the  defect  and  the  hole 
of  the  diaphragm  (ratio  of  these  areas  can  be  determined  also  by  planimetry). 

Measuring  the  hole  of  the  diaphragm,  area  of  defect  Is  found;  by  dividing  area 
of  control  reflector  by  area  of  defect,  the  coefficient  revealabillty  Is  found. 

Coefficient  of  revealabillty  one  can  be  determined  only  for  defects  of 
defined  character  and  on  a  defined  frequency.  When  frequency  changes  value  of 
coefficient  of  revealabillty  changes. 

Inasmuch  as  preparation  of  an  ideally  flat  control  reflector  in  the  standard 
of  described  type  is  sufficiently  complicated  and  the  surface  of  every  reflector 
is  characterized  by  a  different  degree  of  roughness,  the  coefficient  of  revealabillty 
is  determined  with  respect  to  a  specific  standard  and  upon  replacement  of  the 
standard  it  must  be  definltized. 

In  connection  with  this,  necessity  of  development  of  standards  of  improved 
type,  organization  of  centralized  manufacture  of  these  standards  at  someplace 
having  the  means  for  measurement  of  roughness  of  reflectors  and  certification  of 
the  set  of  standards  becomes  evident.  The  standards  should  indicate  attenuation 
factor  of  UZK  for  different  frequencies. 

Determination  of  the  coefficient  of  revealabillty  for  stratifications 
oriented  in  the  plane  parallel  to  the  plane  of  introduction  of  UZK  in  forgings 
of  aluminum  alloys  gave  for  different  standards  a  value  of  the  coefficient  of 
revealabillty  at  frequencies  f  =  2,5  MHz  and  f  =  1.5  MHz  correspondingly  of: 


SM  -  055-0,33. 
Su  —  0,32  —  0,4. 
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For  analogous  stratifications  in  stampings  of  heat-resistant  steels  of  nickel 


and  aluminum  alloys,  the  coefficient  of  revealability  of  stratifications  located 
in  zones  with  different  degree  of  deformation  of  metal  turned  out  to  be 


*0,1 -r  0,4. 


Knowing  the  revealability  factor,  it  is  possible,  proceeding  from  the 
assigned  area  of  the  defect  which  is  maximally  permissible  by  technical  conditions, 
to  determine  area  of  the  control  reflector  for  refection  by  multiplication  of 
area  of  defect  by  this  coefficient. 

One  factor  determining  magnitude  of  amplitude  of  echo  is  the  reflectivity 
0  of  UZK  from  surface  of  defect.  This  coefficient  is  not  constant,  its  magnitude 
depends  basically  on  angle  of  incidence  of  UZK  on  surface  of  defect,  on  ratio  of 
length  of  elastic  wave  to  height  of  unevenness  of  surface,  and  on  ratio  of  specific 
wave  impedances  of  the  media  founded  by  this  surface.  Usually,  in  defectoscopy 
reflectivity  is  assumed  equal  to  one,  however,  this  is  accurate  only  for  cracks 
and  pits  whose  surface  is  oriented  perpendicularly  to  the  beam.  Slag,  nonmetallic, 
oxidized,  and  liquational  inclusions  and  also  inclusions  of  alien  bodies  give 
a  considerably  smaller  reflectivity. 

In  the  denominator  of  the  equation  are  /?„  and  RQ,  which  for  the  contact 
echo-method  can  be  equated  with  small  error  to  the  quantity  r  —  depth  of  bedding 
of  defect,  but  for  the  immersion  method,  they  considerably  exceed  it.  It  is 
possible,  therefore,  to  consider  that  with  increase  of  depth  of  bedding  of  defect 
amplitude  of  echo  (due  to  the  presence  of  rectilinear  scattering)  drops  for  the 
contact  echo-method  somewhat  faster  than  for  the  immersion  method  -  considerably 
faster  than  follows  from  the  law  of  inverse  proportionality  to  the  square  of 
depth  (under  considerable  damping  amplitude  of  echo  drops  still  faster). 

o 

It  is  necessary,  however,  to  remember  that  we  took  the  extent  of  the  controlled 
article  as  infinite  in  the  plane  perpendicular  to  direction  of  resounding.  If 
the  article  has  such  dimensions  that  the  outermost  beams  do  not  reach  lateral 
faces,  such  an  assumption  is  valid.  The  less  the  cross  section  of  an  article, 
the  greater  the  energy  reflected  by  its  lateral  faces  inside  article.  When  the 
cross  section  of  the  article  is  extremely  small  with  respect  to  wavelength,  the 
article  becomes  its  own  waveguide  in  which  rectilinear  scattering  is  virtually 
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absent,  weakening  of  sound  connected  with  increase  of  area  of  wave  front  does  not 
occur,  and  consequently  sensitivity  does  not  drop  so  sharply.  Pall  of  sensitivity 
in  this  case  is  determined  mainly  by  damping  of  UZK  in  metal. 

Thus,  the  most  profitable  conditions  of  control  are  obtained  during  work 
with  articles  having  small  transverse  dimensions.  In  this  case  defects  can  be 
revealed  at  a  considerable  depth. 

With  decrease  of  depth  of  bedding  of  a  defect  sensitivity  sharply  increases, 
however  only  to  a  certain  limit  determined  by  ratio  of  length  of  elastic  wave 
to  transverse  dimensions  of  defect.  For  noticeable  reflection  it  is  necessary 
that  dimensions  of  defect  be  comparable  with  wavelength.  If  these  dimensions 
are  less  than  half  the  wavelength  UZK  go  around  the  defect,  undergoing  almost 
no  reflection,  and  are  only  somewhat  scattered  by  the  defect.  Intensity  of 
scattered  UZK  is  small,  and  they  can  be  received  by  the  piezoconverter  only  in 
the  absence  of  Interfering  signals,  for  instance,  in  the  control  of  an  article 
from  a  homogeneous  isotropic  amorphous  material  (plastic).  In  the  control  of 
metallic  articles,  scattering  of  UZK  by  separate  grains  creates  acoustic  interferences 
against  the  background  of  which  reflection  from  a  defect  whose  dimensions  are 
less  than  half  of  a  wavelength  is  marked  with  difficulty. 

Experimental  determination  of  sensitivity  as  a  function  of  depth  of  bedding 
of  defect  confirms  these  considerations.  Curves  taken  for  reflectors  of  small 
dimensions  show  that  sensitivity  sharply  drops  with  increase  of  depth  of  bedding. 
Maximum  of  sensitivity  corresponds  to  boundary  of  zone  of  plane  front  of  wave 
(Fresnel  zone  of  diffraction).  In  this  zone  UZK  reflected  from  small  obstacles 
and  divergent  at  a  considerable  angle,  attain  different  points  of  surface  of 
piezoconverter  with  noticeable  difference  of  motion,  which  causes  an  interference 
effect  and  leads  to  intermittent  change  of  sensitivity. 

The  final  purpose  of  control  of  a  part  is  determination  of  dimensions  of  the 
defect  revealed  in  it,  after  which  the  part  will  be  recognized  as  suitable  or 
considered  a  reject.  Therefore  it  is  especially  important  to  establish  dependence 
between  readings  of  the  echo-flaw  detector  (amplitude  of  echo)  and  dimensions  of 
the  reflector. 

Considering  equation  (58)  we  arrive  at  a  conclusion  concerning  linear 
dependence  of  voltage  £■’„  on  area  of  reflecting  surface  SQ,  i.e.,  square  dependence 
of  this  voltage  on  diameter  of  reflector.  Such  a  conclusion,  however,  is  not 
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completely  accurate.  It  Is  explained  by  the  fact  that,  with  Increase  'if  viewing 
angle  at  which  reflector  Is  seen  from  an  imaginary  focus  of  the  radiator,  onto 
the  reflector  are  incident  beams  of  ever  smaller  ’ntensity,  as  a  result  of  which 
quantity  of  reflected  energy  increases  more  slowly  than  dimensions  of  the  reflector. 

Aa  viewing  angle  approaches  angle  of  opening  of  diagram  of  directivity  of  radiator, 
growth  of  quantity  of  reflected  energy  is  delayed  even  more,  and  after  these 
angles  become  equal  growth  ceases.  This  means  that  the  area  of  the  reflector 
became  equal  to  the  area  of  cross  section  of  beam  of  UZK,  and  naturally  further 
increase  of  area  of  reflector  cannot  be  accompanied  by  growth  of  reflected  energy. 

On  the  other  hand,  this  should  be  most  noticeable  of  all  at  small  values  of 
Sq*  with  increase  of  area  of  reflector  not  only  Is  quantity  of  reflected  energy 
increased,  but  angle  of  divergence  of  reflected  UZK  simultaneously  decreases, 
which  leads  to  faster  growth  of  (/,(|  than  follows  from  a  linear  dependence. 

Equation  (58)  considers  this,  since  th?  denominator  (during  derivation)  contains 
angles  of  directivity  of  radiation. 

Considering  what  has  been  said,  It  Is  possible  to  assume  that  for  small 
dimensions  of  reflector  there  should  be  no  noticeable  deviation  from  linear 
dependence  of  Un  on  area  of  reflector  or,  correspondingly  from  square  dependence 
on  diameter.  Further,  with  increase  of  dimensions  of  reflector,  this  deviation 
becomes  noticeable,  and  finally,  when  area  of  reflector  becomes  equal  to  cross 
section  of  beam,  growth  ceases.  • 

Figure  194  gives  curve  A,  constructed  KrautkrHmer  [226]  according  to 
investigation  of  dependence  of  amplitude  of  echo  on  a  flat  round  reflector 
located  in  a  "distant  zone"  fr'-m  a  "given  diameter"  of  reflector,  i.e.,  on  the  ratio 
of  its  diameter  d  to  wavelength  X.  The  point  of  origin  of  this  curve  the  author 

considers  to  be  the  sensitivity 
threshold.  Sensitivity  can  be  only 
Insignificantly  increased  with  the 
use  of  a  highly  sensitive  head  and 
an  amplifier  with  low  level  of  noises. 

In  the  region  of  given  diameters 
(0.5-4  on  figure  from  a  to  b)  amplitude 
of  echo  increases  approximately  in 
proportion  to  the  square  of  the  given  • 


Fig.  194.  Dependence  of  amplitude  of 
echo  on  given  "wave"  diameter  of  a 
flat  round  reflector. 
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diameter;  further,  up  to  a  value  of  d/X  (on  figure  -  c)  approximately  equal  to 
ratio  of  depth  r  of  bedding  of  "defect"  to  diameter  of  radiator  D,  dependence 
Is  almost  linear,  and  finally  for  large  values  of  the  given  diameter  It  approaches 
a  certain  constant.  Inasmuch  as  the  reflector  holds  the  whole  section  of  the  beam 
of  UZK. 

A.  G.  Gorokhov  constructed  a  curve  of  dependence  of  on  diameter  of 
reflector  on  the  basis  of  his  equation  of  an  echo-flaw  detector  (curve  B  In  Pig. 
194),  having  in  general  the  same  character  as  the  experimental  curve  of  KrautkrMmer . 

I.  N.  Yermolov  more  exactly  determined  the  dependence  of  (JK  on  diameter, 
of  reflector,  confirming  the  general  movement  of  the  curve  of  Krautkrbmer  and 
additionally  establishing  oscillatory  movement  of  dependence  of  (J  on  diameter 
of  reflector  In  the  "region  of  saturation"  (curve  C  In  Fig.  194). 

Equation  (58)  Is  somewhat  less  accurate,  however  In  the  range  of  small 
dimensions  of  reflectors,  l.e..  In  the  region  of  the  most  practically  Interesting 
flaw  detection  of  Important  articles  this  accuracy  Is  sufficient.  Besides,  the 
advantage  of  equation  (58)  Is  the  possibility  of  obtaining  not  only  relative 
but  also  absolute  data.  It  Is  possible,  for  Instance,  to  calculate  (/Bx,  If  SQ 
is  known,  and  conversely,  measuring  |/BX,  one  can  determine  SQ. 

For  similar  calculations  It  Is  necessary  to  determine  the  value  of 
proportionality  factor  B.  This  can  be  done  by  calculation,  substituting  in  the 
equation  the  values  of  all  quantities  in  it  In  corresponding  dimension. 

For  Instance,  If  all  quantities  are  expressed  In  the  absolute  system  of 
units,  and  the  amplitude  of  voltage  exciting  the  electrical  pulse  Is  In  volts, 
coefficient  B  turns  out  to  be 


B  -  0.685. 

Here  also  Is  expressed  In  volts.  However,  Inasmuch  as  In  deriving  the 
equation  assumptions  lowering  accuracy  were  made,  obviously  It  has  meaning  to 
determine  the  magnitude  of  coefficient  B  experimentally.  This  will  allow 
consideration  In  known  measure  of  the  error  caused  by  assumptions,  and  the  ratio 
of  values  of  coefficient  B  obtained  experimentally  and  by  calculation  will  serve 
as  a  measure  of  the  correctness  of  the  equation  as  a  whole. 

The  author  jointly  with  B.  G.  Golodayev  and  L.  M.  Zakharov  measured 
voltage  i‘HX  of*  the  echo  from  calibrated  reflectors  In  the  form  of  round  drillings 
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with  a  flat  bottom  made  In  a  sample  of  aluminum  alloy. 

Measurements  were  made  a  frequency  of  UZK  of  4  MHz,  diameter  of  quartz 
plate  18  mm  In  Immersion  variant  of  echo-method  according  to  the  diagram  shown 


Pig.  195.  Diagram  of 
experiment  In  mea¬ 
surement  of  dependence 
of  voltage  ym  on 

dimensions  of  a  flat 
round  reflector:  1  - 
plezoconverterj  2  — 
sample  (aluminum  alio* ) ; 
3  —  water;  4  -  reflec¬ 
tor;  5  -  air;  6  -  plug. 


In  Fig.  194  and  reflectors  1-10  mm  In  diameter. 
Amplitude  of  exciting  pulse  was  146-204  V. 

From  several  series  of  measurements  the  mean 
value  of  coefficient  B  was  determined.  It  turned 
out  to  be  1.6  which  differs  from  the  calculated 
value  by  2.34  times1. 

Such  an  Insignificant  divergence  makes  it 
valid  to  consider  equation  (58)  sufficiently  accurate 
for  practical  calculations  (It  Is  necessary  only 
to  remember  that  the  coefficient  B  =  1.6  Is  determined 
for  a  quartz  converter  and  for  jfc  *  1). 

For  the  calculation  of  (/^  equation  (58)  Is 
rewritten  in  the  following  way: 


«f  _  ie  f 1 1*  I  l^dCrSnQn^HPwf 

Umm  1.8 - TTTVTZa — 


-*(V* 


Xt/Q 


£«(C0+C.)c* 

s$ 


v. 


(58a) 


After  substitution  of  values  of  all  quantities  the  calculation  formula 


was  obtained: 


Um  -  V.  (58b) 

By  this  formula  f/M  was  calculated  for  reflectors  of  different  diameters. 
Results  of  calculations  are  shown  in  Fig.  19'3  In  the  form  of  curves  showing  that 
for  small  dimensions  of  reflector  theoretical  and  experimental  data  coincide 
sufficiently  well  and  that  with  Increase  of  dimensions  of  reflector  divergence 
gradually  Increases. 


1Taklng  Into  account  the  note  on  p.  242,  the  deviation  between  the  calculated 
and  measured  value  of  coefficient  B  will  be  still  less. 
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Pig.  196.  Dependence  of  voltage 
vtx  on  area  of  a  flat  round 

round  reflectors  1  -  analytic 
curve  for  a  long  pulse  (calcu¬ 
lation  by  equation  (58));  2  - 
the  same  for  a  short  pulse;  3  — 
experimental  curve  for  a  long 
pulse;  4  -  the  same  for  a  short 
pulse;  5  —  analytic  curve  for  a 
long  pulse  calculation  by 

equation  (58)  taking  Into  account 
correction  for  Irregularity  of 
Intensity  of  radiated  UZK. 


Divergence  becomes  noticeable  during 
measurements  made  on  a  long  pulse  starting 

p 

approximately  from  Sq  ■  10-15  mm'  ,  and 

p 

for  a  short  pulse  -  SQ  -  30-35  mm  ,  which 
corresponds  to  viewing  angles  near  1  and 
2  degrees. 

In  the  control  of  Important  articles 
usually  It  Is  necessary  to  determine 
dimensions  of  small  defects  whose  Is 

o 

5-20  mm  .  Bigger  defects  as  a  rule  are 
not  allowed,  and  exact  determination  of 
their  dimensions  Is  not  required. 

It  Is  possible,  therefore,  to  consider 
that  the  given  curves  permit  determination 
of  dimensions  of  revealed  defects  within 
the  limits  of  angles  of  sight  fully 
corresponding  to  conditions  of  control 
of  Important  articles  with  sufficient 
accuracy  for  practice. 

Accuracy  and  limits  of  measurement 
Increase  with  decrease  of  pulse  duration, 
which  leads  to  expansion  of  frequency 
spectrum  of  radiated  UZK,  weakening  of 


Interference  phenomena  In  field  of  radiator,  and  consequently  to  more  uniform 
change  of  sound  pressure  within  limits  of  solid  angle  of  diagram  of  directivity. 

Therefore,  from  t».*s  point  of  view  the  use  of  limiting  short  pulses  presents 

, 

Indubitable  Interest. 

Accuracy  of  determination  and  limits  of  measurement  of  dimensions  can  be 
Increased  also  by  Introducing  In  the  calculation  formula  a  correction  considering 
decrease  of  sound  pressure  with  Increase  of  angle  between  beam  and  axis  of 
radiator. 

For  continuous  monochromatic  radiation  directivity  of  field,  l.e.,  ratio 
of  amplitude  of  sound  pressure  In  points  located  Identical  distances  from  center 


of  radiator,  In  direction  of  field  axle  and  in  a  direction  making  angle  with  this 

r 

axis  6,  Is  determined  by  the  expression 


Q  2/|(*a»in8) 

ka  sin  6 

r>  f  ' 

where  —  Besses  function  of  1st  kind  and  order,  k  —  wave  number,  a  —  radius 
of  radiator.  Obviously  If  we  take  directivity  of  fields  of  radiator  and  reflector 
(j&s  Identical  which  is  a  very  rough  approximation),  the  values  of  r„v  calculated 

•j  ^ 

by  equation  (58)  should  be  multiplied  by  G  . 

However,  it  is  necessary  to  consider  that  the  expression  for  G  is  given 
for  continuous  radiation.  In  pulse  conditions  directivity  of  field  decreases, 
and  when  using  a  maximally  short  pulse  the  radiator  becomes  nondirectional,  i.e., 
pressure  Is  equal  In  all  directions. 

1 

Derivation  of  an  equation  determining  directivity  of  field  of  radiator 

working  In  pulse  conditions  Is  complicated,  and  es  yet  is  an  unsolved  problem, 

« 

which,  however,  In  principle  obviously  can  be  solved.  Possibly,  it  will  be 
sufficient  to  substitute  the  argument  of  the  Bessel  function  in  resulting  expression. 


For  Instance,  If  the  argument  ka  sin  6  were  replaced  by  1,5  ka  sin  0,  the 

O 

calculated  value  of  0  ,  utilized  as  a  correction  to  equation  (58),  permits 

r 

(Fig.  197)  obtaining  shown  in  Fig.  196  by  the  dotted  line.  As  can  be  seen 

ft- 

from  this  graph,  calculated  and  measured  values  of  UHX  Ideally  coincide  approximately 

p 

up  to  S  -  0,2  cm  .  For  larger  values  of  area  of  defect  maximum  deviation  does 


As* 


not  exceed  10$.  Such  coincidence  should  be  recognised 
as  excellent,  allowing  determination  of  dimensions 
of  defect  in  a  number  of  cases  without  application 
of  standards. 

However,  for  such  a  determination  to  be  sufficiently 
reliable,  It  is  necessary  to  deflnitize  obtained 


Fig.  197*  Dependence  values  of  correction  factor  on  various  frequencies 

of  proportionality 

factor  B  In  equation  at  a  different  depth  of  bedding  of  defects,  at  a 

(58)  on  dimension  of 

reflector,  considering  different  pulse  duration,  etc. 

correction  for  Irreg¬ 
ularity  of  Intensity  Naturally  it  is  not  necessary  to  reevaluate 

of  radiated  UZK. 

possibilities  of  determination  of  dimensions  of 
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revealed  defects  by  means  of  calculation  without  application  of  standards. 

Such  a  determination  can  give  good  results  as  yet  only  In  the  control  of 
articles  from  materials  with  low  level  of  acoustic  noises  (structural  reverberation). 
If,  however,  this  level  Is  sufficiently  high,  the  receiving-amplifying  channel 
Input  along  with  voltage  of  echo  (Jn  is  fed  also  voltage  of  acoustic  noises  (/.«>• 
Detection  of  defect  naturally  is  possible  only  if  £/,j  >  For  Isolation  of  the 
"useful”  echo  In  one  of  the  amplifier  stages  the  previously  mentioned  "noise 
cutoff"  Is  used,  as  a  result  of  which  the  indicator  of  the  echo-flaw  detector 
shows  Intensive  difference  (Jtx  —  f.aul.  In  this  case  sensitivity  of  echo-flaw 
detector  Is  more  correctly  estimated  by  voltage  developed  by  echo  on  output  of 
Instrument : 


L  iut  ■»  K{Ln  —  £‘aui). 


(64) 


where  K  —  amplification  factor. 

Level  of  structural  reverberation  Is  an  lnportant  characteristic  of  alloys 
possessing  complicated  phase  composition  and  considerable  elastic  anisotropy. 

Such  alloys  include  many  structural  and  heat-resistant  alloys  used  In  the  manufacture 
of  Important  parts  In  aviation  and  rocket  construction  and  also  In  atomic  reactors. 

»  The  level  of  structural  reverberation  for  different  alloys  therefore  must  absolutely 

be  known  in  order  to  determine  dimensions  of  revealed  defects. 

The  methodology  of  determination  of  this  characteristic  Is  not  developed 
to  the  degeee  that  It  can  be  used  In  flaw  detection.  Attempts  to  calculate  the 
level  of  structural  reverberation  permit  obtaining  only  very  tentative  data. 

One  attempt  to  calculate  the  level  of  structural  reverberation  was  made 
by  A.  S.  Golubev  [227]  using  as  the  first  approximation  a  method  which  is  analogous 
to  that  used  for  calculation  of  reverberation  In  the  sea. 

After  simple  transformations,  the  expression  of  A.  S.  Golubev  takes  the 

form 


V  ySmCt^fe-*6' 

Pm  "  2,84ft. 
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where  | '{2  -  mean-square  value  of  amplitude  of  sound  pressure  of  reverberational 


Interferences  or.  converter  In  the  recept’on  regime;  p  -  amplitude  of  sound 
pressure  on  converter  In  radiation  regime;  Sa  -  area  of  radiating  surface  of 
converter;  c  -  rate  of  propagation  of  UZK  in  investigated  material;  r,,  -  pulse 
duration  of  UZK;  —  distance  from  imaginary  focus  of  converter  to  source  of 
reverberatlonal  interferences;  Vp  -  coefficient  of  scattering  UZK  by  crystallites 
of  the  Investigated  material;  6  —  attenuation  factor;  r  —  depth  of  bedding  of 
defect. 

Passing  from  amplitude  of  sound  pressure  to  intensity  of  UZK  it  is  possible 
to  transform  expression  (65)  in  the  following  way: 


/p 


y«fT,Ypg-^ 


(66) 


where  1^  -  intensity  of  reverberatlonal  interference;  IF„  -  pulse  power  of  converter. 


Hence: 


£.  «.<C,+C.)  — 


V. 


Comparing  the  obtained  expression  with  equation  (58),  it  is  possible, 
rejecting  terms  playing  a  secondary  role,  to  write 


M 


SfS, 


(67) 


From  this  expression  it  follows  that  the  ratio  of  amplitude  of  "useful" 
echo  to  amplitude  of  Interference  from  structural  reverberation  increases  in 
proportional  to  the  diameter  of  the  radiator  (which  confirms  the  earlier  conclusion) 
and  area  of  reflector.  The  same  ratio  drops  with  increase  of  pulse  duration, 
scattering  power  of  medium,  and  rate  of  propagation  of  UZK  in  it.  Frequency 
dependence  level  of  structural  reverberation,  as  A.  S.  Oolubev  shows,  can  be 
estimated  by  the  quantity  |,'y^.e  This  dependence  is  completely  analogous 

to  the  considered  (Fig.  193)  dependence  of  (,\x  on  frequency. 

With  Increase  of  frequency  Utn  at  first  grows,  inasmuch  as  coefficient 
of  scattering  Yp  lc  increased.  Then,  with  increase  of  index  of  exponential 
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factor  growth  Is  delayed,  and  C/aM  attains  maximum  value  after  which  it  starts 
to  decrease. 

However,  inasmuch  as  dependence  of  Vp  on  frequency  in  general  Is  not 

quadratic,  this  maximum  do<  s  not  coincide  with  the  maximum  in  Fig.  193.  Therefore, 

U„ 

the  ratio  -2-  will  attain  maximum  value  at  a  defined  frequency,  optimum  for  control 

V  tm 

of  an  article  from  a  material  with  given  level  of  acoustic  noises.  With  increase 
of  scattering  power  of  the  medium  this  optimum  shifts  to  the  side  of  lower 
frequencies.  If  for  any  reason  either  frequency  of  UZK  is  lowered  in  the  control 
of  articles  from  a  material  with  high  level  of  structural  reverberation,  it  is 

impossible  that  for  production  of  maximum  ratio  -9jl. it  is  necessary  to  increase 

Qtta 

SQ,  i.e.,  to  lower  sensitivity  of  echo-flaw  detector,  making  its  tuning  more 
rough. 


Finishing  the  consideration  of  possibilities  of  determination  of  sensitivity 
of  an  echo-flaw  detector  and  dimensions  of  revealed  defects  by  means  of  calculation 
without  application  of  standards,  one  should  note  that  all  methods  proposed  by 
different  authors,  including  the  method  of  calculation  by  equation  (58),  anticipate 
use  of  tabular  values  of  attenuation  factor,  which  in  many  cases  can  serve  as 
a  source  of  considerable  errors.  Avoidance  of  these  errors  is  possible  by  using 
a  special  method  of  calculation  developed  by  the  author  and  A.  A.  Tukkayev 
and  described  in  the  following  section. 


4.  Method  of  Control  and  Ways  for  Improvement 
a.  General  Considerations 

Reliability  of  control  is  determined  by  correctness  of  selection  and 
thoroughness  of  development  of  method  of  control,  for  which  it  is  necessary  to 
know  characteristics  of  the  controlled  article,  material  from  which  it  is  made, 
and  also  defects  which  must  be  revealed1. 

Basic  characteristics  of  the  controlled  article  determining  method  of  control 

are:  a)  technology  of  manufacture;  b)  form  and  dimensions;  c)  state  of  surface; 

d)  allowances  on  treatment;  e)  condition  of  load  in  exploitation;  f)  volume  of 
production. 

xThis  section  considers  methodology  of  control  by  the  echo-method.  Many 
positions  can  also  be  used  in  control  by  other  ultrasonic  methods. 


| 
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Characteristics  of  material:  a)  chemical  and  phase  composition?  b)  degree 
of  deformation;  c)  macrostructure  In  different  sections;  d)  heat  treatment; 
e)  density;  f)  degree  of  elastic  anisotropy;  g)  acoustic  characteristics  -  rate 
of  propagation  of  UZK,  specific  wave  impedance,  attenuation  factor,  coefficient 
of  scattering,  level  of  structural  reverberation. 

Characteristics  of  defect:  a)  type;  b)  dimensions;  c)  orientation  with 
respect  to  direction  of  fiber  of  metal;  d)  orientation  with  respect  to  surfaces 
of  article;  e)  orientation  with  respect  to  tensile  stresses  acting  in  further 
technological  treatment  and  also  in  exploitation  of  article. 

Only  by  study  of  the  technology  of  manufacture  of  a  controlled  article, 

Its  macrostructure  in  different  sections,  state  of  surface,  form  and  dimensions 
of  article,  acoustic  characteristics  of  material,  etc.,  Is  it  possible  to  imagine 
clearly  the  character  of  defects  subject  to  detection,  their  possible  dimensions 
and  orientation,  the  most  probable  zones  of  the  resounded  sections  damaged  by 
these  defects.  Having  all  these  data,  it  is  possible  to  develop  a  method  ensuring 
the  reliable  detection  of  defects  of  a  given  type  and  the  maximum  volume  of 
Information  about  these  defects. 

Control  operations  are  Inherent  elements  of  the  technological  process. 
Therefore  where  It  Is  necessary  one  should  anticipate  special  operations  on 
preparation  of  surface  of  Introduction  of  UZK  or  on  removal  of  different  flanges 
having  technological  value  and  subject  to  removal  subsequently.  Sometimes,  It 
is  even  possible  to  Introduce  a  special  operation  of  heat  treatment,  promoting 
best  "discovery"  of  certain  defects  and  facilitating  their  detection. 

In  formulating  the  methodology  In  all  cases  when  possible  one  should  compare 
results  of  ultrasonic  control  with  results  of  control  of  the  same  article  (or 
templets  specially  cut  from  the  article)  by  other  nondestructive  methods. 

Without  methodology  prepared  In  this  way  It  is  possible  to  guarantee 
only  detection  of  sufficiently  big  defects.  Small  and  unfavorably  oriented 
defects  can  be  overlooked. 

In  formulating  methodology  the  following  parameters  must  be  selected: 
a)  frequency  and  power  of  UZK;  b)  type  of  UZK  and  direction  of  their  Introduction 
Into  article;  c)  type  of  acoustic  contact;  d)  type  of  searching  head;  e)  scanning 
diagram;  f)  sensitivity  and  tuning  of  flaw  detector;  g)  mechanization  and  automation 
of  control;  h)  Indication  and  registration  of  flaw  detector  readings;  1)  methods 
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of  interpreting  the  readings  and  determination  of  dimensions  of  revealed  defects. 


b.  Selection  of  Frequency  and  Power  of  UZK 

Frequency  of  UZK  is  chosen  In  accordance  with  the  considerations  used  during 
the  analysis  of  equation  (58).  For  selection  of  optimum  frequency  ensuring 
highest  sensitivity  it  is  necessary  to  know  dimensions  of  article  and  also 
attenuation  factor  and  level  of  structural  reverberation  of  material  of  article. 
Determination  of  dimensions  is  simple.  The  attenuation  factor  can  be  determined 
only  very  tentatively  by  tabular  data  in  literature.  In  reality  the  attenuation 
factor  can  be  considerably  different  not  only  for  different  alloys  of  one  group 
but  even  for  one  alloy  in  different  states  of  mechanical  and  heat  treatment,  and 
moreover  -  for  different  sections  of  one  article.  Therefore  the  attenuation 
factor  should  be  determined  directly  on  the  controlled  article  in  the  resounded 
section.  In  industrial  conditions  such  determination  is  complicated.  Inasmuch 
as  flaw  detectors  of  industrial  type  are  not  adjusted  for  measurement  of  the 
attenuation  factor. 

When  the  echo-flaw  detector  contains  a  calibrated  attenuator,  or  if  an 
attenuator  is  connected  to  the  echo-flaw  detector  in  the  form  of  a  special 
attachment,  damping  can  be  measured,  for  instance,  by  a  method  proposed  by  the 
author  of  [91]»  which  involves  comparison  of  amplitudes  of  echos  from  two 
equivalent  control  reflectors  drilled  directly  into  the  controled  article  (Fig. 


Fig.  198.  Sample 
for  determination 
of  attenuation 
factor  of  UZK. 


If  thickness 


198),  as  far  as  possible  in  the  zone  subject  to  removal 
during  further  treatment  and  located  at  a  different  depth. 

It  is  possible  to  measure  deunping  in  material  of 
article  more  simply  and  exactly  when  there  is  a  standard 
sample  with  known  attenuation  factor. 

This  requires  only  determination  of  the  ratio  "k" 
of  amplitudes  of  bottom  signals  (/*»  and  (J during  resounding 
of  standard  and  article. 

of  standard  -  of  article  -  fl  —  and  damping  accordingly 


is  ft,  and  ft,  then 


A  *.*. 


and  [J . 


X" 


F 
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hence 


*m~hAltt\+36>B’)' 


and  If  B  m  Bn  (l.e.,  n  ■  1),  then 


®  In*+26as]i. 


(68a) 


If  attenuator  is  graduated  in  nepers.  In  k  is  counted  off  directly  on  its 
scale  and  calculation  becomes  maximally  simple.  Such  a  method  can  sufficiently 
accurately  determine  the  attenuation  factor  in  blanks  during  the  treatment  of 
one  face  surface  (surface  of  introduction  of  UZK)  up  to  not  less  than  V  6,  so 
that  insignificant  changes  of  acoustic  contact  during  movement  of  searching  head 
does  not  affect  amplitude  of  echo. 

Damping  in  the  standard  can  be  measured  with  high  accuracy  by  the  formula 
of  A.  A.  Tukkayeva  for  immersion  Introduction  of  UZK. 


2  _  JL  tn  ~  •  pc  .  1  '  a*  |! 

M.  L*  (P4.C1.-r  Pc)*  I  16.  r*  , 


where  (/B  and  |/a  —  amplitude  of  echos  from  front  and  bottom  edges  of  standard, 
km  and  —  wave  numbers  for  water  and  material  of  standard,  and  remaining 
designations  are  the  same  as  in  Fig.  188. 

Exactly  as  the  attenuation  factor,  the  level  of  structural  reverberation 
should  be  determined  directly  in  the  resounded  section  of  the  controlled  article. 
However,  a  simple  and  reliable  method  of  determination  of  this  level  as  yet  does 
not  exist,  therefore  when  there  is  considerable  structural  reverberation  optimum 
frequency  of  UZK  must  be  chosen  experimentally.  Usually  a  frequency  is  selected 
at  which  echo  from  control  reflector,  located  at  maximum  depth,  with  optimum 
relationship  of  amplification  factor  and  magnitude  of  noise  cutoff  is  clearly 
seen  on  screen  of  instrument. 
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It  is  necessary  to  note  that  this  frequency  can  be  so  low  that  detection 
of  defects  whose  dimensions  not  permissable  by  norms  of  rejection  will  be  impossible. 

If  sensitivity  threshold  for  a  metal  not  possessing  structural  reverberation 
can  be  considered  as  a  reflector  with  diameter  equal  to  approximately  one  half¬ 
wavelength,  when  level  of  reverberation  is  considerable  this  limit  shifts  in  the 
direction  of  an  increase  of  diameters. 

Curves  in  Fig.  194  and  196  describe  the  dependence  of  (Ju%  on  2b  or  SQ  at 
a  zero  level  of  structural  reverberation.  More  correctly,  this  dependence  should 
be  shown  by  a  family  of  curves  for  various  levels  of  structural  reverberation, 

as  is  schematically  shown  in  Fig.  199. 

From  this  figure  it  follows  that  the  point 
of  origin  of  the  curve,  i.e.,  maximum  sensitivity, 
cannot  be  determined  uniquely,  since  it  is  a 
function  of  a  series  of  acoustic  characteristics  of 
the  material. 

Pulse  power  of  UZK  which  must  be  introduced  into 
the  controlled  article  in  order  to  ensure  detection 
of  a  defect  of  given  dimension  at  maximum  depth 
also  must  be  selected  taking  into  consideration  frequency  of  UZK,  attenuation 
factor  and  overall  size  of  the  controlled  article.  On  the  basis  of  formulas 
recorded  during  the  derivation  of  equation  (58)  it  is  possible,  taking  as  constant 
all  terms  except  frequency,  amplitude  of  voltage  exciting  the  pulse,  and  depth 
of  bedding  of  defect,  to  write  an  expression  for  optimum  intensity  of  UZK  attaining 
surface  of  defect: 


Fig.  199.  Dependence 
of  amplitude  of  echo 
on  dimension  of 
reflector  for  materials 
with  different  level 
I  <  II  <  III  of  struc¬ 
tural  reverberation. 


Af 


U*f*r 


ttr 


(70) 


(here  the  same  simplifications  are  made  as  in  deriving  expressions  for  determination 
of  the  attenuation  factor). 

It  follows  from  this  that  with  Increase  of  depth  of  bedding  of  defect  it 
is  necessary  to  increase  proportionally  amplitude  of  voltage  exciting  the  pulse. 
Regarding  frequency  dependence  of  amplitude  of  this  voltage,  it  is  sufficiently 
complicated,  inasmuch  as  it  is  determined  by  the  product  f:-c'7tr . 
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In  industrial  echo-flaw  detectors  there  is  usually  no  adjustment  of  voltage 
exciting  the  pulse,  pulse  power  of  UZK  in  certain  limits  Is  regulated  only  by 
changing  the  length  of  the  exciting  pulse,  which  affects  resolving  power  and 
changes  magnitude  of  dead  band. 

Introduction  of  adjustment  of  amplitude  permitted  a  more  correct  selection 

of  pulse  power. 

It  Is  necessary  to  say  that  in  the  practice  of  flaw  detection  this  frequently 
Is  not  given  the  proper  value.  Articles  of  average  overall  dimensions  made  of 
materials  with  small  attenuation  factor  are  controlled  at  a  knowingly  excess 
power  in  the  pulse;  due  to  this  it  is  necessary  to  decrease  maximally  the 
amplification  factor  of  the  flaw  detector. 

At  the  same  time,  large  scale  articles  are  sometimes  controlled  at  insufficient 

power,  when  even  during  maximum  amplification  the  bottom  echo  not  is  revealed. 

« 

Frequently  the  article  is  controlled  successively  from  two  side3,  considering 
that  such  a  method  ensures  full  reliability  of  control.  Meanwhile,  there  are 
no  bases  for  an  affirmation.  Damping  of  UZK  in  the  article  can  be  so  great  that 
amplitude  of  echo  from  a  defect  lying  at  half  the  depth  will  be  insufficient  for 
its  detection. 

This  once  again  confirms  necessity  of  anticipating  in  flaw  detectors 
possibility  of  adjustment  of  amplitude  of  voltage  exciting  the  pulse  in  sufficiently 
wide  limits. 

c.  Selection  of  Type  of  Ultrasonic  Waves  and  Methods 
of  Reduction  of  Dead  Band 

Selection  of  type  of  ultrasonic  waves  is  dictated  by  dimensions  of  article 
and  character  of  defects.  Thin-walled  articles  are  usually  controlled  using 
normal  waves.  In  the  control  of  articles  of  average  and  big  cross  sections 
longitudinal,  shear,  surface  waves  can  be  used. 

Most  frequently  longitudinal  waves  are  used,  which  are  usually  introduced 
along  the  normal  to  the  surface  of  the  article  in  order  to  ensure  best  conditions 
of  reflection  from  defects  oriented  in  the  plans  parallel  to  the  surface  of 
Introduction  of  UZK. 

However,  if  the  part  is  bounded  by  unparallel  surfaces,  or  if  in  a  part 
of  complicated  form  a  defect  is  oriented  in  the  direction  of  the  fiber  not 
parallel  to  surface  of  introduction  of  UZK;  the  beam  should  be  directed  not  along 
the  normal  to  this  surface  but  at  a  certain  angle  to  the  normal  calculated 
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so  that  after  refraction  It  Is  oriented  perpendicularly  to  surface  of  defect. 

In  using  longitudinal  waves  mostly  It  is  necessary  to  be  concerned  with  the 
existence  of  a  temporary  dead  band. 

A  temporary  dead  band,  constituting  an  uncontrollable  layer  In  which  the 
echo  from  a  defect  Is  not  resolved  from  the  sounding  pulse  -  Is  a  serious  fundamental 
deficiency  of  the  echo-method.  This  deficiency  Is  a  result  of  limitation  of 
resolving  power  of  the  method,  which  is  one  of  the  most  important  characteristics 
of  the  contemporary  ultrasonic  echo-flaw  detector.  By  resolving  power  of  the 
method  Is  understood  the  ability  to  receive  separately  and  to  produce  distinctly 
(with  help  of  indicator)  echos  from  two  and  more  reflectors  located  close  to  one 
another  In  direction  of  propagation  of  pulse  of  ultrasonic  oscillations. 

Resolving  power  Is  determined  by  duration  of  sounding  pulse  (Tut.  duration1 
of  transition  processes  (tm)  and  rate  of  propagation  (c)  of  elastic  oscillations 
in  material  of  controlled  article.  Measure  of  resolving  power  is  minimum  resolved 
distance . 

Designating  this  distance  by  for  a  square  pulse.  In  accordance  with 

expression  (61)  duration  t„  =  2  p.s,  duration  of  transition  process  t„  *  3  us, 
and  rate  of  propagation  of  ultrasonics  In  steel  c  -  6,000  m/s,  we  obtain 

•irjn  -  ~2~  -  15  JtW. 

Limitation  of  resolving  power  makes  Impossible  separate  observation  of 
defects  located  close  to  another  -  a  "dead  band"  appears.  This  forces  considerable 
allowances  to  treatment  of  article  and  consequently  increases  manufacturing 
cost  of  article. 

In  contemporary  echo-flaw  detectors  during  work  on  "average"  frequencies  of 
the  order  of  2-5  MHz  the  dead  band  is  usually  5-10  mm.  In  a  number  of  cases  in 
the  control  of  Important  articles  or  blanks  not  having  a  sufficiently  large 
allowance  for  treatment,  such  a  large  dead  band  makes  control  insufficiently 
reliable.  Naturally,  reduction  of  this  zone  Is  possible  only  by  decreasing 
duration  of  sounding  pulse  and  transition  processes. 

xBy  duration  of  transition  processes,  here  and  In  the  future  is  conditionally 
understood  the  time  after  which  amplitude  of  oscillations  drops  to  a  given  value, 
for  Instance  to  0.01  of  the  Initial  value. 
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Resolving  power  can  be  Increased  by  using  not  square  but  bell-shaped  pulses, 


or,  which  is  considerably  better,  pulses  of  exponential  form.  Steepness  of 
leading  front  of  an  exponential  pulse  permits  obtaining  high  accuracy  of  distance 
reading  on  the  scale.  When  two  exponential  pulses  are  close  together  on  the 
screen  they  are  better  resolved  than  square  pulses.  Duration  of  exponential  pulse 
can  be  easily  made  sufficiently  small,  which  promotes  an  increase  of  resolving 
power. 

It  Is  necessary,  however,  to  remember  that  reduction  of  pulse  duration  can 
lead  to  decrease  of  sensitivity.  This  is  connected  with  the  fact  that  In 
oscillatory  systems  with  a  sufficiently  high  quality  factor  oscillations  grow 
gradually,  attaining  maximum  amplitude  not  at  once  but  only  after  a  certain  time 
("time  of  establishment,")  after  beginning  of  process.  This  causes  gradual 
distortion  of  form  and  Increase  of  duration  of  pulses  in  the  receiving-amplifying 
channel  (pulse  of  exponential  form  gradually  is  turned  into  a  bell-shaped  pulse). 

Distortion  of  form  of  pulse  -  Increase  of  Its  duration  can  occur  also  during 
reflection  from  surface  of  defect.  If  duration  of  sounding  pulse  is  designated 
by  T*.  rate  of  propagation  of  UZK  -  c,  distance  from  radiator  to  the  nearest 


point  of  reflecting  surface  -  r,  extent  of  this  surface  in  direction  of  resounding  - 


z,  then  the  "run"  time  t^  of  the  leading  edge  of  a  pulse  of  UZK  to  the  nearest  point 


# 


Fig.  200.  Pulse  spreading 
during  reflection  from  a 
defect  oriented  perpen¬ 
dicularly  to  beam:  n  — 
piezoconverter;  0  —  defect. 


of  the  reflecting  surface  and  back  is  (Fig. 

200)  j 


The  trailing  edge  of  the  pulse  will  attain 
the  most  remote  point  of  the  surface  of  the 
reflector  In  time  interval: 


*«-t.  +  2— +  2— . 

c  c 


Consequently,  duration  of  reflected  pulse  (echo)  Is 


*-*i  —  U  -X.+2-—. 

This,  only  upon  reflection  from  a  flat  surface  oriented  perpendicularly  to 
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beams,  l.e.,  when  z  -  0,  does  pulse  duration  not  change1  (for  Instance  duration 
of  bottom  echo),  in  all  remaining  cases  It  Increases.  Comparing  duration  of 
echo  from  defect  with  duration  of  bottom  echo  a  certain  idea  can  be  obtained 
about  form  and  orientation  of  surface  of  revealed  defect.  For  Instance,  If 
duration  of  sounding  pulse  Is  T*  -2  us,  extent  of  the  reflecting  surface  In 
metal  (aluminum,  steel)  Is  6  mm,  then  duration  of  echo  will  twice  exceed  duration 
of  bottom  pulse.  This  naturally  lowers  the  resolving  power.  What  has  been  shows 
necessity  of  decreasing  duration  of  sounding  pulse. 

To  achieve  this  In  all  contemporary  domestic  and  foreign  echo-flaw  detectors 
(as  was  noted  above)  mechanical  damping  of  plezoelement  of  searching  head  Is 
used.  The  plezoelement  is  glued  to  a  massive  damper  made  of  a  material  with  large 
attenuation  , actor  of  ultrasonics.  A  sufficiently  rigid  bond  with  the  damper 
results  In  the  fact  that  after  cessation  of  action  of  exciting  pulse  to  the 
plezoelement  free  oscillations  of  the  latter  comparatively  rapidly  fade  (l.e., 
the  quantity  Ta  -  see  Fig.  201a  and  b). 

Such  damping  has,  however,  serious  a  deficiency;  due  to  the  large  damping 
the  quality  factor  of  the  system  Is  very  low  and  amplitude  of  oscillations  of 
plezoelement  Is  very  small.  If,  however,  by  conditions  of  resounding  It  Is  necessary 

to  Increase  pulse  power  of  ultraonics.  It  Is  necessary 
to  Increase  considerably  voltage  of  the  high-frequency 
pulse  exciting  the  plezoelement.  However,  as  Is 
easy  to  see,  along  with  growth  of  amplitude  of 
oscillations  duration  of  transition  processes  Is 
Increased  also  during  which  voltage  drops  to  the 
given  value. 

Deficiencies  of  the  conventional  system  of 
damping  should  also  Include  disturbance  of  the 
cophasal  quality  of  oscillations  of  separate  sections  of  surface  of  plezoelement, 
leading  to  distortion  of  wave  field  and  to  lowering  effectiveness  of  radiation; 
besides  there  are  many  difficulties  connected  with  correct  selection  of  material 
of  damper. 
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Fig.  201.  Oscillations 
of  plezoelement:  a) 
undamped;  b)  damped. 


*If  curvature  of  wave  front  Is  disregarded. 
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It  i 3  necessary  to  note  also  that  In  attempt lug  to  decrease  pulse  duration 
!  n  recent  years  very  high  frequencies  (up  to  2r>  MH  ■ )  have  begun  to  be  used. 

This,  however,  Is  not  always  advisable  sir  '.e  damping  of  ultrasonics  sharply 
increases,  level  of  structural  reverberation  is  increased,  and  introduction  of 
ultrasonics  into  metal  Is  hampered.  At  the  same  time  necessary  sensitivity  is 
practically  ensured  usually  at  frequencies  near  4-5  MHz. 

Everything  said  verifies  that  mechanical  damping  of  piezoelement  Is  not, 
and  cannot  be  a  rational  system  making  it  possible  to  obtain  a  short  pulse  of 
elastic  oscillations  of  sufficient  power,  including  at  high  frequencies. 

Mechanical  damping  is  faulty  in  principle.  During  mechanical  damping  Into 
the  oscillatory  system  is  Introduced  very  strong  damping  and  therefore  the  system 
constantly  possesses  a  low  quail ty  factor.  Meanwhile  in  the  beginning  of 
excitation  of  oscillations,  i.e.,  prior  t  achievement  of  necessary  amplitude 
It  would  be  desirable  to  have  a  large  quality  factor,  and  only  after  that,  i.e., 
when  pulse  has  already  formed,  then  damp  the  system  compensate  its  oscillation. 

The  author  and  B.  G.  Golodayev  developed1  a  method  of  obtaining  of  pulses 
of  elastic  oscillations  of  different  duration  and  different  power,  including 
very  short  and  sufficiently  powerful,  in  a  wide  range  of  frequencies  based  on 
electrical  compensation  of  oscillations  of  piezoelement  selective  in  time  in 
the  radiation  regime. 


Fig.  202.  Obtaining  short  pulses  of  UZK: 

a)  electrical  exciting  pule*:  M  pulse  of 
UZK;  c)  electrical  pulse  with  compensation; 
d)  short  pulse  of  UZK. 


XD.  S.  Shrayber,  B.  G.  Golodayev.  Author's  certificate  No.  125935.  SSSR, 

1959. 
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Essence  o  ’  the  method  is  explained  in  Fig.  202.  The  exciting  pulse  (Fig. 

202a )  from  a  high  frequency  oscillator  puts  into  oscillator  motion  (Fig.  202b) 
the  piezoelement .  If  at  time  t  after  the  exciting  pulse  a  compensating  pulse 
goes  to  the  piezoelement  (Fig.  202c)  of  corresponding  amplitude  and  form,  acting 
on  tiie  plezoe  Lenient  in  antiphase  to  the  oscillations,  as  a  result  of  superposition 
of  oscillations  caused  by  both  pulses  oscillations  of  piezoelement  will  cease 
(Fig.  20 2d )  since  starting  from  time  t  both  oscillations  are  in  antiphase  and 
attenuating  by  identical  law  and  therefore  cancel  each  other.  By  changing 
amplitude  and  moment  of  supply  of  compensating  pulse  to  oscillating  piezoelement 
it  is  possible  to  regulate  duration  of  radiated  pulse  of  elastic  oscillations 
in  wide  1 imits . 


Figure  20^a  gives  photography  from  the  screen  of  an  oscilloscope  depicting 
the  acoustic  pulse  radiated  into  water  by  an  undamped  quartz  plate  25  mm  in 

diameter  and  1.9  mm  thick  (f  =  1.5  MHz).  The 
plate  was  excited  "percusslvely; "  reception  was 
carried  out  by  a  damped  quartz  plate  25  mm  in 
diameter  0.1'  mm  thick  (f  =  17  MHz).  Therefore 


l^flurlng  reception,  resonance  phenomena  and  connected 

~  1 

)  f  '^istorti  ons  of  form  of  the  received  pulses  were 


ft 

..  -absent . 

J 

The  pulse  shown  in  Fig.  205b  is  obtained  by 

1  J 

S*  iSthe  method  of  electrical  compensation.  In  this 
j  ^g,ase  free  oscillations  of  piezoelement  are  compensated 
and  form  of  resultant  acoustic  pulse  is  close  to 
theoretical;  its  duration  is  around  one  half¬ 
period  . 

Use  of  a  short  pulse  in  conditions  of  ultrasonic 

?u]s<\ *  1  ’JZK  flaw  detection,  besides  decrease  of  dead  band, 

radiated  into  water  by  an 

undamped  quartz  plate,  also  interestingly  because  with  decrease  of 

without  compensation  -  a  6  J 

ind  wi  •*  h  compensation  ol  pulse  duration  frequency  spectrum  of  radiated 

oscillations  is  expanded.  This  leads  to  a  weakening 
of  interference  phenomena  observed  in  the  near  zone  of  the  radiator  and  with  a 
maxima  LI, v  short  pulse  one  half  period  in  duration  -  to  a  monotonic  dependence 


Fig.  205.  Pulse  of  UZK 
radiated  into  water  by  an 
undamped  quartz  plate, 
without  compensation  —  a 
and  with  compensation  of 
sci  nat  ions  —  b. 
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of  amplitude  of  echo  on  distance  to  defect  and  t  a  decrease  of  Irregularity  of 
Intensity  of  UZK  within  limits  of  solid  angle  of  diagram  of  directivity,  which 
essentially  facilitates  determination  of  iimenslons  of  revealed  defect. 

The  searching  head  design  when  electrical  compensation  of  oscillations 
Is  used  is  significantly  simplified  and  expioitational  characteristics  are 
essentially  Improved. 

The  dead  band  In  work  by  the  contact  echo-method  can  be  reduced  to  a  minimum, 
which  is  very  Important  In  a  wide  interval  of  frequencies.  This  opens  large 
prospects  for  ultrasonic  control  of  articles  from  materials  with  large  damping 
of  ultrasonics  and  with  high  level  of  structural  reverberation  (for  instance 
heat-resistant  alloys). 

As  was  already  Indicated,  control  f  such  articles  is  possible  only  on  "low" 
frequencies  (0. 5-1.5  MHz).  However,  practically  such  control  has  not  been  used, 
mainly  due  to  the  excessively  large  dead  band  during  work  by  a  combined  searcher 
with  mechanical  damping  of  plezoelement .  Electrical  compensation  of  oscillations 
permits  obtaining  a  small  dead  band  also  on  low  frequencies. 

Especially  Interesting  possibilities  appear  during  work  by  the  immersion 
echo-method.  In  this  case  the  dead  band  is  determined  by  duration  of  echo  from 
front  edge,  which  on  screen  of  Instrument  is  seen  separately  from  the  sounding 
pulse  and  echo  from  front  edge,  and  consequent jy  decreases  the  dead  band.  There 
Is,  however,  a  possibility  of  absolutely  liquidating  the  dead  zone  by  means  of 
acoustic  compensation  of  oscillations  of  plezoelement  in  conditions  of  reception 
during  excitation  by  echo  from  front  edge  of  controlled  article.  The  essence 
of  this  method  Is  explained  In  Fig.  204.  Oscillations  of  plezoelement  —  [J, 

placed  in  water,  are  excited  by  a  high-frequency  pulse 
with  application  of  electrical  compensation  (above 
method)  or  without  it.  Pulses  of  elastic  oscillations 
are  radiated,  moreover.  Into  both  sides.  Sounding 
pulse  3  propagates  In  the  direction  of  the  controlled 
article  -  Hi  is  reflected  from  front  ^dge  and  in  the 
form  of  an  echo  returns  to  plezoelement,  forcing  the 
plezoelement  to  oscillate.  Compensating  pulse  K 
propagates  In  the  opposite  direction,  encounters 


'  m 


Fig.  204.  Diagram  of 
acoustic  compensation 
of  oscillations. 
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reflector  0  located  In  water  at  the  same  distance  from  the  piezoelement  as  the 
controlled  article,  and  made,  for  instance,  in  the  form  of  a  disk  one  half-wave 
thick  from  a  material  suitable  in  acoustic  characteristics.  The  other  side  of 
the  reflector  touches  the  air.  Reflection  of  pulse  of  elastic  oscillations  from 
surface  of  reflector  will  occur  just  as  from  the  water  —  air  interface,  i.e., 
with  loss  of  half-wave. 

The  reflected  compensating  pulse  will  reach  the  piezoelement  simultaneously 
with  the  echo  from  the  front  edge  of  the  article,  but  in  antiphase  with  respect 
to  it.  Arrival  time  of  compensating  pulse  is  regulated  by  change  of  distance 

between  piezoelement  and  reflector,  and  amplitude 
is  regulated  with  the  help  of  a  special  diaphragm 
in  the  head  shown  in  Fig.  205. 

If  sounding  and  compensating  pulses  are 
equal  In  amplitude,  they  mutually  compensate 
one  another  and  piezoelement  will  not  oscillate. 

At  the  same  time,  from  any  defect fl,  (no  matter 
how  close  to'  front  edge  of  article)  if  in 
dimensions  it  satisfies  conditions  of  revealability 
an  echo  will  be  reflected,  exciting  oscillation 
of  piezoelement,  clearly  observed  on  screen 
of  instrument. 

An  experimental  check  completely  confirmed 
these  considerations.  Figure  206a  is  the 
photography  from  the  screen  of  an  echo-flaw 
detector  during  resounding  of  a  sample  with 
control  reflector  on  a  frequency  of  1.5  MHz. 

On  the  left  part  of  the  screen  is  seen  the 
sounding  pulse,  in  the  middle  -  reflection 
from  front  edge  of  sample,  on  the  right  -  compensating  pulse  reflected  from 
reflector  (distance  from  reflector  to  piezoelement  is  more  than  distance  between 
piezoelement  and  front  edge  of  sample).  With  approach  of  reflector  to  piezoelement 
the  compensating  pulse  shifts  on  the  screen  to  the  left  and  at  coincidence  of 
distances  between  piezoelement  and  front  edge  of  sample  on  one  side  and  reflector  — 
on  the  other  dompensation  of  oscillations  occurs  as  a  result  of  which  the  pulse 


Fig.  205.  Structural  diagram 
of  searching  head  with 
acoustic  compensation  of  UZK; 

1  —  piezoelement;  2  —  reflector; 
3,  4  —  screws  regulating 
distance  between  piezoelement 
and  reflector;  5  —  diaphragm; 

C  —  screw  regulating  opening 
f  diaphragm. 
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F  '  .  ■  srsloi  echo- 

flaw  detector,  using  i  ■  circuit 

for  UZK  reflected  fr  n  thi  ■  rfac  . 


reflected  from  the  front  edge  . f  the  .  am.  ^e  u  rr  lete  ••  disappears  and  on  the 
screen  in  this  place  only  the  t  ime  r>y.'  •  i ,:e<  ■  (Fir.  206b)  .  Inasmuch  as  the 
experiment  was  conducted  on  the  V4-fI,  to  mark  i.  :nts  -orresponding  to  front 
edge  of  sample  the  time  axis  it  was  c  r.-.nie^t  .-••••  a  mobile,  accurate  depth 
meter  (Fig.  206c). 

After  such  tuning  of  the  radif.or  ich  -s  :  mpensation  of 

oscillations,  the  head  was  mov.d  n  its  uppurts  ai  eg  the  flat  surface  of  the 
sample.  Figure  206d  shows  moment  detect!  1  f  a  control  reflector  6  mm  in 
diameter,  located  0.4  mm  ur.de  -  sur:'ac‘'  i  troduction  of  IJZK. 

There  are  no  bases  to  doubt  that  reflection  could  be  obtained  from  a  reflector 
of  smaller  dimensions  located  less  than  .  •  mm  deep,  if  in  the  investigated 
sample  such  a  reflector  could  be  made. 

The  dead  band  with  thi3  method  of  compensation  \s  practically  zero.  However, 
such  a  method  has  essential  limitations.  The  bas :  J imitation  is  necessity  of 
exact  conformity  of  distances  between  radiate  ••  .  .  ■'•face  of  article  on  one 

side  and  radiator  and  reflector  on  tie  other.  This  condition  is  necessary  in 
order  to  ensure  simultaneous  income  p  Is-  .  reflect-:!  from  front  surface  and 
compensating  pulses.  It  can  be  carried  :t  only  when  the  surface  of  the  controlled 
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article  along  which  slides  the  searching  head  mounted  on  rigid  legs  Is  flat  and 
thoroughly  finished.  For  full  compensation  of  these  pulses  their  amplitudes  must 
be  equal. 

Construction  of  searching  head,  as  was  shown  above,  permits  exact  regulation 
of  distance  between  radiator  and  reflector  and  also  partial  diaphragmlng  of 
reflector,  and  thus,  full  compensation  of  oscillations.  However,  If  we  tune  a 
motionless  head  to  full  compensation  and  then  move  It  along  the  surface  of  the 
article,  compensation  can  be  disturbed  due  to  a  change  of  pulse  amplitude  reflected 
from  front  surface  of  article.  This  change  for  a  sufficiently  treated  surface 
usually  is  the  result  of  instability  of  acoustic  contact  due  to  unequal  conditions 
of  wetting  of  surface  In  different  points.  Addition  of  superficially  active  material 
(emulsifier  [OP-7]  (OFI.-7)  >  0.3-0. 5  percent  by  weight)  to  water  liquidates  this 
instability  and  compensation  is  kept  during  movement  of  searching  head. 

The  most  effective  turned  out  to  be  use  of  compensation  of  electrical 
oscillations  directly  on  receiving-amplifying  channel  Input  after  the  proposition 
of  the  author  and  B.  G.  Golodayev1,  which  provides  a  separation  of  a  pulse  Into 
two  with  relative  shift  of  a  half-period  and  with  subsequent  composition. 

Composition  gives  voltage  pulse  equal  to  half  the  period  of  free  oscillations 
of  the  plezoelement . 

If  In  the  controlled  article  at  a  small  depth  under  the  surface  Is  a 
disturbance  of  continuity  (defect),  the  echo  from  It  also  will  be  separated  on 
resistor  R  and  will  be  clearly  observed  on  screen  of  Indicator  under  the  condition 
that  Its  delay  with  respect  to  reflection  from  front  edge  will  be  more  than 
half  the  period  of  free  oscillations  of  the  plezoelement.  Thus  extent  of  dead 
band  will  be  not  more  than  half  the  period  of  free  oscillations  of  plezoelement, 
and  at  a  frequency  of  1.5  MHz  Is  *»1  mm  in  steel  or  an  aluminum  alloy. 

It  Is  possible  to  think  of  other  methods  of  reallzating  proposed  methods 
of  electrical  and  acoustical  compensation  of  oscillations  of  a  plezoelement  which 
have  Insignificant  distinctions  and  possess  both  advantages  and  disadvantages. 

These  methods  cannot  be  considered  finally  developed,  however  undoubtedly 
their  further  development  will  allow  essential  improvement  of  the  most  important 

XD.  S.  Shrayber,  B.  G.  Golodayev.  Author's  certificate  No.  148949,  USSR, 

1961. 
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characteristics  of  ultrasonic  echo-flow  detector  [230], 

We  considered  in  detail  the  quest i  >r.  about  a  temporary  dead  band  as  applied 
to  control  with  the  help  of  longitudinal  UZK.  This  question  has  smaller  value 
for  control  by  shear  and  surface  UZK. 

Shear  UZK  are  used  for  detection  of  defects  oriented  in  planes  not  parallel 
to  surface  of  Introduction  of  UZK.  It  is  very  convenient,  for  instance  with  the 
help  of  shear  UZK,  to  quality  control  welded  seams  with  different  butting  angles. 

However  the  limitation  of  shear  UZK  to  only  control  of  welded  joints  does 
not  follow.  It  is  possible  to  name  a  number  of  examples  of  effective  control 
of  other  articles  with  corresponding  orientation  of  defects.  For  instance,  in 
large  scale  forgings  of  square  cross  section,  frequently  cracks  oriented  along 
the  diagonal  of  the  square  are  met;  in  a  stamping  of  complicated  form  metallurgical 
defects  oriented  In  the  direction  of  the  fiber  in  specific  zones  where  the  fiber 
is  bent  can  be  oriented  so  that  longitudinal  t'ZK  introduced  along  the  normal  to 
the  surface  of  the  article  cannot  be  reflected  in  the  direction  of  the  searching 
head. 

During  preparation  of  the  method  of  control  one  should  consider  all  sections 
of  the  article  having  defects  and  orientation  of  these  defects,  and  also  outline 
zone  of  control  with  use  of  longitudinal  and  shear  UZK  so  that  control  covers 
the  whole  cross  section  of  the  article.  If  we  are  limited  to  some  longitudinal 
UZK,  separate  sections  of  the  cross  section  can  remain  unresounded  due  to  the 
complexity  of  form  of  the  article  (geometric  dead  bands). 

The  use  of  shear  UZK  for  control  has  one  more  interesting  peculiarity 
explained  by  the  fact  that  shear  oscillations  are  polarized. 

As  follows  from  what  was  given  in  Table  3  for  values  of  quantities  determining 
conditions  of  propagation  of  UZK,  these  conditions  in  a  polycrystalline  medium 
are  more  favorable  for  shear  waves  than  for  longitudinal.  This  provides  a  basis 
to  assume  that  the  level  of  interferences  from  structural  reverberation  during 
the  control  of  macrocrystalline  metal  can  be  lowered  with  the  use  of  polarized 
shear  UZK. 

In  the  usual  method  of  excitation  of  shear  UZK  in  metal  by  means  of 
transformation  of  longitudinal  UZK  radiated  by  the  piezoelement  as  they  ;ass 
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from  body  of  searching  head  through  layer  of  contact  lubricant  into  metal, 
polarization  of  shear  UZK  is  very  Insignificant. 

However,  if  we  use  a  shear  wave  with  maximum  degree  of  polarization,  real 
sensitivity  of  the  method  in  conditions  of  work  with  metal  possessing  high  level 
of  structural  reverberation  can  be  considerably  increased.  This  can  be  affirmed 
on  the  basis  of  investigation  of  peculiarities  of  behavior  of  polarized  shear 
waves  under  different  conditions  of  reflection  from  the  interface  of  two  media. 

The  first  investigation  of  polarized  shear  UZK  was  published  by  Firestone 
and  Frederick  [231].  They  established  the  rotation  of  the  plane  of  polarization 
of  UZK  during  reflection  from  mirror  interface  of  two  media. 

The  investigation  of  the  author  and  Z.  I.  Manayeva  [232]  established  the 
dependence  of  Intensity  of  longitudinal  UZK  going  from  a  solid  body  into  liquid 
on  angle  between  plane  of  Incidence  and  plane  of  polarization  of  shear  UZK 
incident  1  rom  the  solid  body  to  this  boundary.  With  increase  of  angle  between 
plane  of  polarization  of  shear  UZK  and  plane  of  their  fall  from  0  to  90°,  amplitude 
of  longitudinal  oscillations  drops  2-2.5  times  (Fig.  207), 
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Fig.  20 7.  Dependence  of 
amplitude  of  longitudinal 
UZK  in  water  on  angle 
between  plane  of  polar¬ 
ization  and  plane  of 
incidence  of  shear  UZK 
onto  metal  —  water 
interface . 
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Fig.  208.  Rotation  of 
plane  of  polarization 
of  reflected  UZK  depend¬ 
ing  upon  angle  of  rota¬ 
tion  6  of  plane  of  polar 
ization  of  incident  UZK. 


The  same  Investigation  determined  angles  of  rotation  of  plane  of  polarization 
of  reflected  shear  wave  with  respect  to  incident  waves  as  a  function  of  angle 
of  rotation  of  plane  of  polarization  of  the  incident  wave.  It  turned  out  that 
when  angles  of  rotation  of  plane  of  polarization  of  incident  wave  are  from 
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30  to  60J  rotation  of  plane  of  polarization  of  reflected  wave  attains  maximum 
values  (Pig.  208).  During  propagation  0''  snear  UZK  the  plane  of  polarization  of 
beams  repeatedly  reflected  from  edges  of  m-->tal  crystallites  and  returning  to 
point  of  introduction  of  UZK  in  the  form  of  noises  of  structural  reverberation, 
therefore  as  a  rule  will  not  coincide  with  the  plane  of  polarization  of  UZK 
introduced  into  metal  and  longitudinal  UZK  excited  by  these  noises  in  the  layer 
of  contact  liquid  and  then  in  the  body  of  the  searching  head  will  be  weakened. 
Therefore  the  echo  from  the  heterogeneity  toward  which  the  searching  head  is 
aimed  (if  we  consider  that  the  reflecting  surface  of  this  heterogeneity  is 
perpendicular  to  the  axis  of  the  beam  of  UZK)  will  be  received  by  the  piezoconverter 
with  considerable  advantage  ac  compared  to  reverberational  noises  constituting 
oscillation  polarized  in  other  planes.  As  a  result  of  this  the  ratio  of  level 
of  useful  signal  to  level  of  interferences  will  be  increases  and  actual  sensitivity 
of  method  will  increase. 

Everything  said  occurs  if  shear  UZK  possess  linear  polarization.  However, 
in  conditions  of  obtaining  shear  oscillations  frjm  longitudinal,  as  occurs  in 
the  use  of  a  refracting  head  of  plastic,  polarization  for  the  most  part  is 
circular  and  elliptic.  Approach  to  linear  polarization  is  possible  i we  reject 
obtaining  shear  UZK  from  longitudinal  by  transformation,  and  cross  to  radiation 
of  them  with  the  help  of  a  quartz  plate  of  Y-cut  (if  we  use  optical  analogies, 
the  role  of  the  plate  is  that  of  polarizer)  with  introduction  of  shear  oscillations 
into  the  controlled  article  and  obtaining  0  polarized  echo  with  reception  by 
the  same  (or  a  series)  oriented  plate  of  Y-cut  (analyzer)  located  correspondingly. 

Realization  of  such  a  method  is  connected,  however,  with  essential  difficulties, 
inasmuch  as  shear  oscillations  vertually  do  not  propagate  in  the  liquids  usually 
used  for  acoustic  contact,  and  therefore  their  effective  transmission  from  body 
to  head  into  controlled  article  through  liquid  acoustic  contact  is  impossible. 

If  It  is  necessary  to  introduce  shear  UZK  into  metal,  usually  a  quartz  plate  of 
Y-cut  is  glued  to  the  surface  of  the  controlled  article.  Salol  gives  satisfactory 
results.  It  is  possible  also  to  use  a  mixture  01'  '.edar  oil  with  acetone. 

Gluing  of  plates  naturally  is  unacceptable  for  use  in  defectoscopy  requiring 
mobile  acoustic  contact.  Samples  with  glued  plates  of  Y-cut  in  laboratory 
conditions  can  nonetheless  be  used  to  confirm  advantages  of  work,  on  shear  UZK. 


A  radical  solution  of  problem  of  introduction  of  shear  UZK  which  allows 
their  use  for  control  in  industrial  conditions  is  possible,  if  instead  of 
introducing  a  beam  in  a  direction  normal  to  the  surface  we  introduce  it  at  a 
certain  angle  a  to  this  normal1. 

The  diagram  on  Fig.  209  explains  the  essence  of  .the  method  proposed  by  the 
author.  Let  us  assume  that  I  and  III  are  two  solid  media  (for  simplicity,  we 
will  consider  them  Identical,  for  instance  -  steel),  and  II  is  a  liquid  layer 
playing  the  role  of  acoustic  contact.  Let  us  take  rate  of  propagation  of  longitudinal 
UZK  in  steel  c[  ■»  c[u  =  6000  m/s,  in  liquid  r^1  at  1500  m/s,  and  of  transverse 
UZK  in  steel  cj  =  c*.11  *  3250  m/s.  Let  us  imagine  that  from  liquid  II  into 

medium  III  at  angle  0  to  the  normal  (beam  £„  )  longitudinal  UZK  are  incident. 

Then,  as  is  known,  in  the  liquid  will  be  observed  beam  £'  —  longitudinal  UZK, 
reflected  under  the  same  angle,  and  in  medium  III  there  will  be  in  general  two 
beams:  longitudinal  UZK  and  5m  -  transverse  UZK.  If  angle  P  is  selected 

from  calculation 

C*L 

p -arc  sin . 

which  corresponds  to  (i  14  degrees,  beam  £,n  will  slide  along  the  Interface  of 
II  and  III,  as  was  shown  by  the  dotted  line  (L{(|  )•  Thus  when  degrees, 

in  medium  III  will  be  one  beam  Sul  (shear  UZK)  directed  at  angle  a  to  the  normal, 
where  a  is  determined  from  the  relationship 


sin  a 
sin  p 


2,16 


and  consequently  at  P  =  14°  angle  a  <*  35°,  and  with  increase  of  P  angle  a  grows. 

We  assume  that  from  medium  I  into  medium  II  shear  UZK  are  incident  at  an 
angle  ^33  degrees  (beam  S^).  Then  in  medium  I  will  appear  two  reflected  beams 
5}  and  Ll  (shear  and,  correspondingly,  longitudinal  UZK),  and  in  medium  II  -  one 
beam  L\i  (longitudinal  UZK),  directed  at  an  angle  (i  ^  14  degrees. 

Thus,  using  transformation  of  Shear  UZK  into  longitudinal  and  back,  it  is 
possible,  transmitting  shear  UZK  from  medium  I  at  a  certain  angle,  to  introduce 
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Fig.  209.  Transmission  of  shear 
UZK  from  one  solid  medium  into 
another  through  liquid  contact 
with  use  of  double  transformation 
of  UZK:  S|  —  incident  shear  UZK; 

i„  -  longitudinal  UZK  excited  in 
liquid  medium;  jIH  -  shear  UZK 
excited  in  solid  medium. 


then  into  medium  III  at  the  same  angle. 

These  considerations  were  checked 
experimentally  and  were  completely  confirmed. 
The  results  open  the  most  Interesting 
prospects.  First,  p  searching  head  for 
work  by  shear  waves  cannot  be  plastic,  as 
has  been  accepted,  but  metal,  which  sharply 
increases  resistance  to  wear  of  heads. 
Secondly,  and  not  less  important,  in  the 
control  of  articles  from  metal  with  a 
high  level  of  structural  reverberation, 
shear  UZK,  polarized  in  the  principal 
plane  and  incident  along  normal  to  surface 
of  defect,  will  be  received  by  the 
piezoconverter  with  a  considerable  advantage 
over  reverberat ional  noises  because  plane 


of  polarization  of  noises,  due  to  its 

rotation  when  there  are  flutter  echoes  from  crystallites  of  metal,  does  not 
coincide  with  principal  plane  of  polarization.  This  phenomenon,  observed  in 
conditions  of  laboratory  experiment  and  required  in  a  thorough  check  in  practical 
conditions,  permits  outlining  a  way  to  increase  the  ratio  of  useful  signal  to 
reverberat ional  noises  in  the  control  of  metal  with  high  level  of  structural 
reverberation,  i.e.,  increase  real  sensitivity  of  method  In  a  number  of  cases, 
f c r  Instance,  during  control  of  welded  joints  of  large  scale  forgings,  etc. 

To  the  earlier  conclusion  concerning  expediency  of  combination  of  control  by 
longitudinal  and  shear  UZK  to  increase  fullness  of  control,  one  should  add  the 
following.  During  control  of  half -finished  products  and  articles  not  having 
allowances,  technological  treatment  of  which  could  lead  to  appearance  of  surface 
defects  (for  instance,  tempering  cracks)  it  is  expediently  also  to  use  surface 
Rayleigh)  UZK,  making  it  possible  to  reveal  very  i.tiin  surface  cracks,  frequently 
in  very  difficultly  accessible  places.  It  is  clear  that  using  surface  waves  in 
the  control  of  half-finished  products  having  a  significant  allowance  which  is 


removed  during  further  treatment  is  inexpedient. 
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Surface  waves  only  in  recent  years  have  been  used  in  defectoscopy.  Uniqueness 
of  laws  of  propagation  of  these  waves  makes  their  use  very  promising  for  a  number 
of  problems  not  solved  by  usual  methods. 

The  basic  feature  of  Rayleigh  waves  is  that  with  increase  of  depth  their 
amplitude  rapidly  drops  by  exponential  law.  A  Rayleigh  wave  is  a  combination  of 
longitudinal  and  shear  nonuniform  waves  attenuating  with  a  different  rate  with 
increase  of  depth  (a  longitudinal  wave  attenuates  faster  than  a  shear  wave). 

Rates  of  propagation  of  these  waves  along  surfaces  are  identical  and  are  equal 
to  phase  speed  of  propagation  of  a  Rayleigh  wave,  which  for  the  majority  of  metals 
is  ~90#  rate  of  propagation  of  a  shear  wave.  A  Rayleigh  wave  is  localized  in  a 
thin  surface  layer  one-two  wavelengths  thick.  At  a  depth  exceeding  the  shown 
magnitude  oscillations  are  practically  absent.  Along  the  free  surface  of  an 
elastic  medium  a  Rayleigh  wave  propagates  with  small  damping,  rounding  all  parts 
of  relief.  Particles  of  the  surface  move  along  ellipses  (Fig.  210)  whose  major 

axis  is  oriented  along  the  normal  to  surface,  and 
whose  minor  axis  is  in  the  direction  of  propagation 
of  the  wave  [23^,  235].  With  increase  of  depth 
both  axes  of  the  ellipse  decrease  at  a  different 
rate,  eccentricity  of  ellipse  increases  and  gradually 
degenerates  into  a  straight  line,  indicating  the 
presence  of  some  shear  oscillations. 

From  what  has  been  said  can  be  made  the 
conclusion  that  in  forming  a  Rayleigh  wave  a  basic 
role  is  played  by  shear  oscillations,  the  role  of 
longitudinal  oscillations  is  considerably  less. 

If  this  is  so,  obviously  it  is  more  profitable  to 
excite  surface  waves  by  means  of  transformation 
of  shear,  and  not  longitudinal  oscillations. 

By  calculation  it  is  easy  to  estimate  the  ratio  of  amplitudes  of  shear 
components  of  a  Rayleigh  wave  excited  by  transformation  of  shear  and  longitudinal 
oscillations.  It  is  w  jO— 15  f232l 

On  the  basis  of  these  considerations,  N.  V.  Babkin  prepared  brass  searching 
heads  with  piezoelements  in  the  form  of  quartz  plates  of  Y-cut  for  work  by  Raj  leigh 


Fig.  210.  Oscillations  of 
particles  of  a  solid  medium 
during  propagation  of 
surface  waves. 
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waves.  Sensitivity  of  these  heads  turned  out  to  be  very  high,  considerably 
exceeding  sensitivity  of  plastic  heads.  An  advantage  of  a  brass  head  is  also 
high  resistance  to  wear  and  reliable  electrical  shielding. 

Angle  of  incidence  of  shear  UZK  in  a  brass  head  for  control  cf  steel  articles 
in  accordance  with  calculation  was  selected  as  Ji7°,  which  ensured  satisfactory 
of  its  work.  However,  for  control  of  articles  from  other  metals  with  another 
rate  of  propagation  of  Rayleigh  waves,  possibly  another  angle  is  needed.  In 
connection  with  this  the  amplitude  of  a  Rayleigh  wave  reflected  from  an  obstacle 
at  a  certain  deviation  of  the  angle  of  incidence  from  that  calculated  was  measured. 
Measurement  showed  that  deviation  of  the  angle  of  incidence  from  that  calculated 
value  within  the  limits  of  ±3  degrees  leads  to  weakening  of  echo  by  2.^-A  dB, 
which  corresponds  to  a  relative  weakening  by  2*3  -30%.  This  indicates  the  expediency 
of  adjustment  of  angle  of  incidence  for  the  purpose  of  selection  of  an  optimum 
value,  although  it  confirms  t.ie  absence  of  its  sharp  criticality. 

Creation  of'  a  searching  head  with  adjustable  angle  of  incidence  of  shear 
UZK  and  with  a  constant  point  of  introduction  into  a  controlled  article  is  very 
complicated;  a  solution  is  possible  using  the  above  principle  of  double  transformation 
of  UZK. 

Such  all-purpose  metallic  heads  with  alternate  angle  of  incidence,  radiating 
shear  and  Rayleigh  waves  and  possessing  high  operational  indices  indisputably 
will  have  essential  advantages  as  compared  to  plastic  heads  presently  used.  In 
making  these  heads  from  metal  more  difficulty  is  met:  as  compared  to  plastic  the 
small  attenuation  factor  of  UZK  in  metal  does  not  permit  using  the  usual  "trap" 
for  extinguishing  UZK  repeatedly  reflected  from  edges  of  body  of  head.  Experiments 
have  showed  that  Interference  of  these  UZK  can  be  effectively  lowered  by  means 
of  application  of  hemispheric  scatters  cut  on  the  edge  of  the  body  of  Ihe  head 
with  correct  selection  of  ratio  of  their  diameter  to  wavelength  X  in  body  of 
head.  Thus,  when  diameter  of  scatterer  is  2X,  reduction  of  the  level  of 
interferences  was  near  20  dB.  If  cavity  of  scatterers  is  filled  with  a  material 
with  high  attenuation  factor  (for  instance,  compound  masses),  the  level  of 
interferences  will  be  lowered  still  more.  Broad  prospects  in  creation  of  heads 
using  shear  UZK  appeared  in  connection  with  development  of  synthetic  liquids 
allowing  sufficiently  effective  transmission  of  shear  oscillations. 
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d.  Direction  of  Resounding.  False  Echos  and  Methods  of  Their 

Interpretation 

After  selection  of  type  of  UZK  utilized  in  the  control  of  a  given 
article,  from  a  drawing  and  still  better  from  templets  cut  from  different  sections 
of  article  it  is  necessary  to  outline  direction  of  resounding  of  every  section  by 
different  types  of  (JZK  in  order  to  minimize  presence  of  geometric  dead  bands  and  to 
determine  which  possible  radar  echos  can  be  seen  on  the  screen  at  different  positions 
of  searching  head. 

Selection  of  direction  of  resounding  will  be  correct  if  it  ensures  optimum 
conditions  of  reflection  of  UZK  from  surface  of  defect.  Only  in  the  simplest  case, 
in  the  control  of  an  article  with  flat  and  parallel  surfaces  and  when  defects  are 
oriented  parallel  to  these  surfaces,  will  the  direction  of  resounding  coincide  with 
the  normal  to  the  surface  of  the  article,  and  on  the  screen  of  the  echo-flaw  detector 
will  the  picture  shown  in  Fig.  155  be  observed.  Frequently,  however,  during  control 
of  articles  of  more  complicated  form,  to  guarantee  optimum  reflection  of  UZK  from 
a  defect  the  beam  must  not  be  directed  along  the  normal.  In  this  case  the  picture 
on  the  screen  can  differ  from  that  shown  in  Fig.  I55. 

For  instance,  if  flat  surfaces  of  the  controlled 
article  are  not  parallel  to  one  another,  and  the 
defect  is  oriented  in  the  plane  parallel  to  one  of 
these  surfaces,  control  can  be  either  according  to 
the  diagram  of  Fig.  211a,  by  means  of  introduction 
of  UZK  along  the  normal  to  surface  A  (and  to  the 
defect)  —  on  the  screen  in  certain  cases  the  bottom 
signal  will  not  be  seen  —  or  according  to  Fig.  211b 
at  an  angle  to  the  normal  ensuring  as  a  result  of 
refraction  a  perpendicular  fall  of  UZK  on  the  surface 
of  the  defect  and  on  the  bottom  surface  of  the 
article. 

Still  more  complicated  is  control  of  articles 
bounded  by  curved  surfaces.  For  instance,  during 
control  of  thick  walled  cylindrical  blanks  by  the  immersion  echo  method  orientation 
of  axis  of  radiator  along  the  normal  to  the  surface  of  the  cylinder  is  insufficient. 
Divergence  of  beam  of  UZK  in  water,  different  length  of  path  of  various  beams  in 
water,  different  angles  of  incidence  of  these  beams  on  surface  of  cylinder,  and 
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Fig.  211.  Different  methods 
of  introduction  of  UZK  in  the 
control  of  articles  with 
nonparallel  flat  surfaces: 
a  —  without  refraction j  b  — 
with  refraction;  I  —  initial 
signal,  II  —  bottom  signal. 


different  angles  of  refraction  in  wall  of 
cJ1inder  create  a  complicated  picture  of 
reflection  of  UZK  from  internal  surface  of 
cylinder  and  lead  to  distortion  of  picture 
on  screen  (Fig.  212a).  If,  however,  the 
radiating  surface  is  in  accordance  with 
curvature  of  article  (using  an  intermediate 
lens  or  bent  crystal),  it  is  possible  to  direct 
all  beams  along  the  normal  to  the  surface  of 
the  cylinder.  In  this  case  on  the  screen  will 
oe  seen  evenly  located  radar  echos  from  tie 
Internal  surface  (Fig.  212b), 

In  a  number  of  cases  in  the  control  of 
articles  on  the  screen  can  be  observed  signals 
which  are  not  echos  from  defects  and  are 
usually  called  false. 

Therefore  in  composing  methodology  of  control  it  is  important  to  predetermine 

» 

what  picture  should  be  observed  on  the  screen  for  different  positions  of  the 
searching  head,  what  spurious  signals  will  be  seen  and  the  cause  of  their  appearance. 

Spurious  signals  on  the  screen  of  the  echo-flaw  detector  can  be  observed  during  • 

control  of  blanks  of  simple  form,  and  especially  during  control  of  different 
half-finished  products  and  articles  of  sufficiently  complicated  form.  They 
complicate  the  picture  observed  on  the  screen  of  the  echo-flaw  detector,  can  be  the 
cause  of  incorrect  interpretation  and  consequently  an  incorrect  quality  judu  *nt. 

During  control  by  the  pulse  echo  method  of  different  articles  of  simple  form 
with  sufficiently  large  transverse  dimensions  of  the  resounded  section,  on  the  flaw 
detector  screen  usually  a  sounding  pulse  is  seen  on  the  left,  on  the  right  a  bottom 
echo,  and  between  them  the  horizontal  time  axis.  Appearance  of  vertical  peaked 
traces  (peaks)  on  the  scan  between  sounding  pulse  and  bottom  echo  indicates  a 
heterogeneity  in  the  controlled  article  causing  reflection  of  UZK. 

* 

In  real  conditions,  however,  frequently  even  during  control  of  articles  of 
simple  form  a  more  complicated  picture  is  observed:  along  with  the  above  signals 
other  echos  of  different  origin  may  be  seen,  sometimes  essentially  distorting  the  « 

instrument  readings  and  hampering  their  interpretation.  For  a  complete 


Fig.  212,  Conditions  of  reflection 
of  UZK  from  internal  surface  of  a 
pipe  during  control  with  a 
searching  head  with  flat  —  a  and 
concave  —  b  radiating  surfaces. 
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interpretation  of  instrument  readings  the  origin  of  every  echo  should  be  explained. 

The  appearance  of  various  kinds  of  "false"  echos  is  determined  mainly  by  the 
geometry  of  propagation  of  ultrasonic  oscillations  in  the  controlled  article  and 
transformation  of  these  oscillations  during  reflection  from  various  kinds  of 
recesses,  grooves,  hollows,  holes,  and  other  reflecting  surfaces. 

False  echos,  depending  upon  conditions  of  their  formation  can  be  received  by 
the  searching  head  in  different  intervals  of  time  after  the  sounding  pulse  is  sent, 
and  in  accordance  with  this  can  be  observed  either  prior  to  (more  to  the  left)  the 
first  bottom  echo,  after  it  (to  the  right),  or  (in  a  particular  case)  simultaneously 
with  the  first  bottom  echo,  merging  with  it  on  the  instrument  screen. 

It  is  considered  that  false  echos  observed  after  the  first  bottom  echo  do  not 
distort  instrument  readings  and  need  not  be  considered  during  interpretation.  So 
that  the  attention  of  the  operator  is  not  distracted  by  the  appearance  of  these 
echos  during  control  of  articles  of  constant  thickness,  in  certain  instruments  (for 
instance,  the  [V4-7I]  (B4-7M))  the  sweep  length  is  regulated  so  that  the  end 
coincides  with  termination  of  bottom  signal. 

However,  as  will  be  shown  below,  false  echos  observed  to  the  right  of  the 
bottom  signal,  essentially  distorting  the  instrument  readings,  permit  obtaining 
additional  information,  and  therefore  in  a  number  of  cases  they  must  be  considered. 

Let  us  consider  several  examples  of  such  echos. 

Let  us  assume  that  the  controlled  article  has  the  form  of  a  right  angle 
parallelepiped,  on  one  edge  which  (in  this  example  the  "bottom"  edge)  is  a  shallow 
groove  of  right  angle  cross  section  (Fig.  213a). 

Searching  head  U  sends  into  the  article  longitudinal  UZK  in  the  form  of  a 
divergent  beam.  As  the  searching  head  advances  in  the  direction  shown  by  the  arrow, 
the  primary  beam  is  reflected  from  the  bottom  edge  or  from  the  surface  of  the  groove 
in  direction  K14  and  on  the  screen  of  the  flaw  detector  is  seen  the  botton 
echo  ,UC.  Depth  of  groove  is  small,  therefore  insignificant  displacement  of 
bottom  echo  during  passage  of  searching  head  above  groove  can  remain  unnoticed  if 
"normal"  position  of  bottom  echo  was  not  preliminarily  fixed,  as  can  be  done,  for 
instance,  in  the  V4-7I  with  the  movable  mark  of  a  depth  meter.  If  in  the  controlled 
article  there  is  no  heterogeneity  causing  reflection  of  UZK,  no  echos  to  the  left 
of  the  bottom  echo  can  be  seen  on  the  screen.  However,  lateral  beams,  leaving  the 
radiator  at  different  angles  within  limits  of  solid  angle  of  directivity,  can, 
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Fig.  213.  Conditions  of  appearance  of  false 
echos  as  a  result  of  reflection  of  UZK  from 
lateral  surfaces  of  article:  a  —  diagram  of 
propagation  of  UZK;  b  -  image  on  screen;  3C  — 
sounding  signal,  JJC  —  bottom  echo,  JIC^  and 

JlCg  —  false  echos  observed  as  a  result  of 

reflection  of  longitudinal  UZK  and  also  as  a 
result  of  their  transformation  into  shear 
oscillations  and  back. 

being  reflected  from  edges  of  the  article  and  being  transformed  besides,  arrive  at 
the  radiator  in  the  form  of  a  false  echo.  Thus  when  the  searching  head  is  positioned 
as  shown  in  Fig.  213a,  beam  MA,  being  reflected  at  point  A  from  the  left  edge 
of  the  article  downwards  in  direction  AB,  reaches  the  vertex  of  dihedral  angle  B, 
formed  by  bottom  edge  and  groove,  and  being  reflected  from  this  vertex  in  the 
direction  of  incidence,  returns  by  the  same  means  to  the  searching  head  BAM 
in  the  form  of  longitudinal  UZK.  Inasmuch  as  WABAW  is  longer  than  IAK1/I  ,  false 
echoJIC^  (Fig.  213b),  formed  by  lateral  beams  will  come  after  the  bottom  echo 
and  will  be  seen  on  the  screen  to  the  right  of  it.  However,  besides  this  echo, 
on  the  instrument  screen  still  farther  to  tiie  right  will  be  seen  false  echo  JICn, 

O 

appearing  as  a  result  cf  transformation  of  oscillations  during  reflection.  So,  at 
point  A  along  with  beam  AB  (longitudinal  oscillations)  appears  beam  AC  (shear 
oscillations).  Being  reflected  at  point  C,  beam  AC  is  transformed  into  two  beams  — 
shear  oscillations  CE  and  longitudinal  oscillations  SD.  Longitudinal  oscillations 
CD  are  reflected  at  point  D  and  reach  the  searching  head  within  the  limits  of 
the  solid  angle  of  directivity,  WACJIM  is  considerably  longer  than  MKM,  and 
moreover,  distance  AC  is  traversed  by  the  beam  in  the  form  of  shear  oscillations 
with  correspondingly  smaller  speed,  therefore  the  false  echo  will  be  seen 
on  the  screen  considerably  to  the  right  of  the  bottom  signal.  The  general  . 
form  of  the  image  observed  on  the  instrument  screen  is  shown  in  Fig.  213b, 
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Fig.  214.  Conditions  of 
appearance  of  false  echos 
during  control  of  articles 
of  considerable  length. 


showing  that  the  amplitude  of  false  echos  JICL  and 
8  C/‘  JIC  s  is  sufficiently  great  -  3C  -  sounding 

m.  "t  /  signal. 

B  - — _  ^ —  ;  /  Analogous  conditions  of  appearance  of  false 

-  echos  due  to  reflections  (sometimes  multiple)  from 

lateral  surfaces  can  appear  also  during  resounding  of 

Fig.  214.  Conditions  of 

appearance  of  false  echos  articles  of  great  length  and  comparatively  small  cross 

during  control  of  articles 

of  considerable  length.  sections:  bars,  rods,  axes,  plates,  etc.  (Fig.  214). 

As  already  was  noted,  echos  observed  to  the  right  of  the  bottom  signal  may  not 
always  be  ignored.  For  instance,  in  the  case  shown  in  Fig.  215,  the  controlled 

article  is  a  rod  in  the  center  the  "bottom"  surface  of  which  is  a  shallow 
— rp"  recess  in  the  form  of  a  spherical  segment.  The  bottom  signal  can  be 

J  t  obtained  only  when  the  searching  head  is  strictly  above  the  center  of  the 

f {  A  recess.  However,  beams  reflected  from  the  lateral  surface  falling  on 

’  •  I 

V  l  }  the  surface  of  the  recess  can  give  a  false  echo  visible  on  the  screen 

A  with  insignificant  displacement  to  the  right  with  respect  to  the  bottom 

signal:  this  echo  can  be  obtained  also  during  when  the  searching  head 

‘  moves  relative  to  the  center  of  the  recess. 

215. 

nig tor— 

tion  of  ln  the  axial  zone  the  rod  *s  a  coarse  granularity,  the  bottom 

re gill  tc 

of  con-  signal  can  be  absent.  However,  a  false  echo  will  be  observed,  and 

article  inasmuch  as  the  difference  of  movement  of  beams  forming  the  bottom  signal 

result  and  *'*ie  ^a^-se  ec^°  i-s  small,  they  can  easily  jumble  together.  The  zone 

pearance  of'  coarse  granularity  will  not  be  detected  and  the  judgment  about  quality 

a  of  the  controlled  article  will  be  incorrect, 

false 

pn  ho 

•  Considerably  more  frequently,  however,  it  is  possible  to  make  an 

incorrect  decision  when  false  echos  are  observed  more  to  the  left,  since 
they  can  be  taken  as  echos  from  defects.  In  Fig.  216  is  given  an  example  of  the 
resounding  of  an  axis  having  a  ring-shaped  recess  and  fillets.  Beams  proceeding 
directly  from  radiator  or  reflected  from  the  opposite  wall  can  give  from  these 
hollows  echos  JIC^,  arriving  earlier  than  the  bottom  signal  and  observed  on  the  screen 
more  to  the  left  of  it.  If,  moreover,  on  part  of  the  surface  of  the  axis  is  a 
thread  it  also  can  lead  to  formation  of  false  echos  visible  on  the  screen  in  the 
form  of  a  characteristic  group  of  peaks. 
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215. 
Distor¬ 
tion  of 
results 
of  con¬ 
trol  of 
article 
as  a 
result 
of  ap¬ 
pearance 
of  a 
false 
echo. 
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Fig.  2ib.  Spurious  signals  appearing  during 
control  ol'  an  axis  witn  ring-shaped  recesses 
and  fillets:  flC  —  bottom  echo;  JIC^-  false 

echo  arriving  after  the  bottom  signal  and 
formed  as  a  result  of  reflection  of 
longitudinal  oscillations  from  dihedral  angle 
near  the  right  fillet;  echo  from  defect 

a,  formed  as  a  result  of  reflection  of  a 
straight  beam;  Cflc;  —  second  tchu  from  the 

same  defect,  formed  by  shear  UZK  appearing  as 
a  result  of  transformation  of  longitudinal 
oscillations;  JIC0  —  false  echo  formed  as  a 

O 

result  of  reflection  of  shear  UZK. 


Longitudinal  oscillations  reflected  from  trie  lateral  surface  or  shear 
oscillations  formed  as  a  result  of  transformation  during  reflection  can  give  false 
echos  from  edges  of  face  surfaces,  arriving  after  the  bottom  signal  observed  to  the 

right  of  It. 

During  control  of  articles  of  analogous  and  more  complicated  form,  the  time 
position  of  the  false  signals  should  be  fixed  (during  control  of  articles  of  the 
same  type  these  signals  usually  are  observed  in  the  same  points  of  the  scan),  and 
echos  from  defects  must  be  considered  only  as  such  signals  whose  position  on  the 
sweep  does  not  coincide  with  any  one  which  has  been  preliminarily  fixed.  However, 
a  defect  can  be  missed  if  the  echo  from  it  arrives  simultaneously  with  any  of  the 
false  echos,  merging  with  the  last  one.  In  this  case  a  defect  can  be  detected  by 
observing  the  change  of  amplitude  of  one  of  the  false  echos  due  to  interference. 
Preliminary  fixation  of  false  echos  should  therefore  include,  besides  data  about 
time  position  of  echos,  also  data  about  their  amplitude  relative  to  the  bottom  echo. 

One  should  especially  consider  cases  of  formation  of  false  echos  during 
reflection  from  flat  surfaces  (for  Instance,  internal  stratifications,  the  edges  of 
big  crystallites,  and  others)  oriented  at  certain  defined  angles  to  the  incident 
ray. 

In  Fig.  217  is  given  an  example  of  resounding  an  article  of  square  cross  section, 
having  internal  cracks  oriented  along  diagonals  of  the  square  (as  cracks  are  usually 
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oriented  in  forgings  from  high-alloy  low-plastic  steels;  the 

idealization  in  our  example  means  that  surfaces  of  cracks  are 

assumed  flat).  The  beam  sent  by  searching  head  M,  falling 

on  the  surface  of  a  crack  (0)  at  45°,  after  reflection  from  it 

reaches  the  sear  .  ng  head.  As  it  is  easy  to  see,  the  distance 

covered  by  the  .  xise  of  UZK  (L)  is  equal  to  the  distance  which 

Fig,  217.  this  pulse  would  have  covered  to  the  bottom  edge  of  the  article 

Distortion  of 

results  of  and  back  if  there  were  no  crack.  In  other  works,  on  the 

control  during 

resounding  of  a  instrument  screen  will  be  seen  a  false  echo  from  the  lateral 
forging  of  square 

cross  section.  face  of  the  article  on  that  place  where  a  bottom  echo  should  be 

observed,  i.e.,  the  crack  will  not  be  revealed. 

It  is  clear  that  the  surface  of  a  great  crack  cannot  be  flat;  on  it  will  always 
be  found  sections  oriented  so  that  the  echo  from  *-hem  reaches  the  searching  head, 
therefore  probability  that  a  large  crack  will  not  be  revealed  is  very  small.  However, 
small  (but  sometimes  impermissible)  cracks  may  be  missed.  Probability  of  missing 
cracks  Increases  also  with  decrease  of  frequency  of  UZK,  Inasmuch  as  ratio  of  wave 
length  to  average  height  of  unevenness  of  reflecting  surface  is  increased  and 
character  of  reflection  from  a  diffuse  character  becomes  all  the  more  mirror  like. 
Obviously,  to  increase  reliability  of  control,  resounding  of  important  blanks  in 
which  similar  internal  cracks  can  appear,  oriented  along  diagonals  of  the  square 
should  be  conducted  not  only  with  longitudinal  UZK  introduced  along  the  normal  to 
the  surface  of  the  blank,  but  also  by  means  of  introduction  of  shear  UZK  at  45°  to 
this  surface. 

In  Fig.  218  is  given  an  example  of  resounding  a  body  in  the  form  of  a 
parallelepiped  or  a  cylinder  of  height  A  and  diameter  B.  When  an  Internal  disturbar  < 
of  continuity  0  exists,  oriented  at  45°,  on  the  instrument  screen  will  be  seen  a 

false  echo  which,  according  to  depth  meter  readings  can  be  accepted  as  a  signal 

1 

from  defect  0  oriented  in  parallel  to  the  surface  of  introduction  of  UZK  and  located 
at  depth  H  =  h  +  b. 

If  h  <  a  -  b,  the  false  echo  will  be  observed  on  the  screen  more  to  the  left; 
if  h  >  A  -  b,  then  more  to  the  right;  finally,  when  h  =  A  -  b  —  the  false  echo  will 
be  merge  with  the  bottom  signal.  This  naturally  can  lead  to  serious 
misunderstandings;  the  controller  can  pass  the  blank  for  further  treatment,  thinking 
that  at  depth-  H  according  to  the  drawing  is  a  hole  during  the  boring  of  which  the 
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defective  zone  will  be  removed.  In  reality,  defect  0,  lying  at 
depth  h  will  remain  in  t..e  blank  after  treatment  and  can  subsequently 
essentially  lower  the  strength  of  the  article. 

In  order  to  increase  reliability  of  control  of  important  blanks 
in  which  the  presence  of  internal  defects  oriented  in  the  same 
manner  is  possible,  first  of  all  (if  this  is  possible)  a  repeat 
resounding  from  the  opposite  surface  must  be  made.  If  the  defect  is 
oriented  in  parallel  to  the  planes  of  introduction  of  UZK,  the  sum 
of  readings  of  the  depth  meter,  obtained  during  resounding  from  bot.r, 
sides  will  equal  the  height  of  the  blank.  If,  however,  the  defect 
is  oriented  at  an  angle  of  45°,  during  resounding  from  the  opposite 
surface  the  ending  of  the  depth  meter  will  correspond  to  the  dept' 
of  bedding  of  the  defect  plus  its  distance  from  the  right  edge  of 
the  blank,  and  the  sum  of  t.ne  height  of  the  blank  and  its  transverse 
dimension.  On  the  basis  of  these  measurements,  u  conclusion  can  ne 
made  concerning  presence  of  a  defect  oriented  at.  45°,  and  exactly 
Indicate  its  coordinate. 

Reliability  of  control  may  also  be  Increased  If,  as  in  the 
preceding  example,  additional  resounding  by  shear  oscillations  Is  made,  introducing 
a  beam  at  an  angle  of  45°  to  the  surface. 

False  echos,  similar  to  those  considered  in  the  last  example  can  b»-  obsei  v»  u 
also  if  the  defect  is  oriented  at  an  angle  ~6o-65°  (for  the  majority  of  metals)  to 
the  incident  beam.  Such  a  case  is  shown  in  Fig.  219.  Beam  L,  incident  on  the 
surface  of  defect  0  (longitudinal  UZK),  is  transformed  upon  reflection  Into  two 

t 

beams  —  longitudinal  oscillations  L  ,  reflected  in  the  direction  of  the  bottom  edge, 

i 

and  shear  S  ,  reflected  along  the  normal  to  the  lateral  surface  of  the  blank, 
reflected  from  this  surface,  shear  oscillations  fall  on  th  surface  of  the  defect 

it 

and  are  transformed  a  second  time  upon  reflection:  there  appear  beams  S  —  shear 

fl 

oscillations,  reflected  in  the  direction  of  lateral  face,  and  L  -  longitudinal 
oscillations,  taken  by  searching  head  in  the  form  of  false  echo.  Depth  meter 

I 

readings  will  correspond  to  detection  of  imaginary  defect  0  »  located  at  depth 

//*=/!  b.  A  false  echo  will  be  observed  on  screen  more  to  the  left  If 

fl 

h<A _  —  b  to  the  right  if  h>A  —  — -  b,  and  will  merge  with  the  bottom  signal 


Fig.  218. 
Distortion  of 
results  of 
control  upon 
detection  of 
a  crack 
oriented  at 

45°.  Coor¬ 
dinates  of 
crack  are 
determined 
incorrectly. 
If  height  of 
article 
A  =  h  +  b, 
the  crack  is 
not 

revealed. 


?00 


Fig.  219. 
Distortion 
analogoife  to 
that  shown  in 
Fig.  218, 
connected  with 
transformation 
of  UZK  upon 
reflection  from 
a  crack  oriented 
at  an  angle  of 

60-69°  to  the 
surface  on  which 
the  searcher  is 
located. 


Fig.  220. 
Distortion 
of  instrument 
readings  as  a 
result  of 
diffuseness 
of  reflection 
of  UZK  from 
rough  surface 
of  defect. 


/»  =  .4  —  -i  b.  Just  as  in  preceding  cases,  reliability  of  control  can  be  increased 

fs 

by  means  of  bilateral  resounding  and  resounding  by  shear  oscillations  introduced  at 
a  corresponding  angle. 

Jn  the  given  examples  we  assumed  the  reflector  to  be  flat.  However,  as  is  easy 
to  show,  during  reflection  from  a  real  defect  with  a  rough  surface  the  picture  does 
not  change  in  principle  but  in  a  number  of  cases  is  complicated. 

Let  us  assume  that  in  a  body  of  elongated  form  is  an  internal  crack  oriented 
as  is  shown  in  Fig.  220.  When  the  searching  head  is  placed  above  the  crack  in 
position  I,  an  echo  from  the  defect  will  appear  due  to  diffuseness  of  reflection  of 
the  vertically  incident  central  beam.  However,  amplitude  of  the  echo  will  be  small, 
inasmuch  as  angle  of  incidence  of  beam  on  surface  of  defect  is  sufficiently  great. 

As  the  searching  head  advances  in  the  direction  shown  by  the  arrow,  UZK  emerging 
from  the  radiator  at  ever  greater  angles  to  the  axis  of  its  field  will  fall  onto 
the  surface  of  the  defect.  Intensity  of  UZK  will  somewhat  drop,  but  simultaneously 
reflectivity  of  longitudinal  UZK  in  the  direction  to  the  searcher  will  be  increased, 
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rig.  221.  Determination  of  orientation 
and  location  of  defect  according  to  form 
of  a  rounding  "roaming"  echo.  Defect  it  * 
oriented  in  the  plane  parallel  to  the 
surface  of  introduction  ol'  UZK  —  a,  and 
in  the  plane  slanted  to  the  right  —  b; 
ex  —  angle  between  axis  of  radiator  and 
direction  to  defect. 

KEY:  (a)  relative  amplitude  of  echo; 

(b)  path  of  searching  head. 


and  as  a  result  amplitude  of  the  echo,  which  a*  first  remained  approximately 
constant,  when  the  head  reaches  position  1!  at  which  the  lateral  beam  will  be 
oriented  perpendicular  to  the  crack,  will  somewhat  increase.  Due  to  this,  the 
operator  may  assume  that  the  defect  is  not  at  point  0,  where  it  indeed  is,  but  at 

i 

point  0  ,  lying  on  the  axis  cl  the  field  of  tie  searching  head  fixed  in  position  II. 

If  the  reflecting  surface  of  the  defect  is  sufficiently  great,  then  according 
to  the  form  of  the  rounding  echos  observed  or  the  screen  as  the  searching  head 
advances  in  the  direction  of  the  arrow  it  is  possible  in  a  number  of  cases  to  judge 
orientation  of  defect  and  its  location.  Thus,  if  a  defect  is  oriented  in  the  plane 
parullel  to  the  surface  of  introduction  of  UZK  the  amplitude  of  the  echo  smoothly 
changes  and  the  rounding  is  symmetrical,  having  the  form  of  a  bell  (Fig.  213a).  If, 
however,  the  defect  is  oriented  obliquely,  then  as  the  searching  head  approaches  a 
defect  from  the  side  in  which  the  normal  to  its  sun  ace  is  turned,  the  amplitude  of 
the  echo  at  first  smoothly  increases  and  then  (considerably  faster)  drops  to  zero; 
the  rounding  besides  is  asymmetrical  with  a  shifted  maximum  (Fig.  2?lb). 

False  echos  can  appear  also  during  control  by  a  refracted  beam,  according  to 
Fig.  222.  Shear  UZK  (beam  S)  are  Introduced  into  the  controlled  article  at  an 
angle  P,  and,- encountering  reflecting  plane  0,  oriented  at  an  angle  P/2  with  respect 
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Fig.  222.  Distortion  of 
instrument  readings  during 
control  by  shear  UZK. 


Fig.  225.  Example 
analogous  to  that 
shown  in  Fig.  222. 
Distortion  of  readings 
occurs  as  a  result  of 
transformation  of 
shear  UZK  into 
longitudinal. 


to  the  surface  of  the  introduction  of  UZK  are  reflected  from  it  perpendicularly  to 
the  surface  of  introduction  of  UZK  (beam  s'),  after  which  they  return  to  point  of 

It 

introduction  (beam  S  )  by  the  same  means.  A  false  echo  from  defect  located  from 

point  of  Introduction  of  UZK  at  a  distance  L  +  l  +  b,  will  be  registered,  i.e., 

coordinates  of  defect  will  be  determined  incorrectly.  Depending  upon  thickness  of 

an  article  either  coordinates  of  point  0  ,  located  on  the  line  of  the  introduced 

11 

beam  at  a  distance  b  after  the  reflecting  plane,  or  of  point  0  ,  located  at  the 
same  distance  on  the  line  of  the  beam  reflected  from  the  lower  edge  of  the  article 
(designated  by  the  dotted  line  in  Fig.  221)  can  be  shown.  False  echo  will  appear 
also  if  shear  oscillations  Introduced  in  articles  at  an  angle  0  encounter  a  flat 

reflector  oriented  at  an  angle  V  ™  arc  sin  ^  (Fig.  225).  In  this  case  a  spurious 
signal  appears  as  a  result  of  reflection  of  longitudinal  oscillations  from  surface 
of  introduction  of  UZK,  formed  as  a  result  of  transformation  from  shear  when  they 
are  incident  on  the  surface  of  the  reflector.  Coordinates  of  defect  will  be 
determined  also  incorrectly  (Fig.  225). 

In  the  two  last  examples  it  was  assumed  that  reflector  was  flat  and  reflection 
was  mirror  reflection.  Under  this  condition  detection  of  defects  and  correct 
determination  of  their  location  is  possible  only  if  the  defect  with  respect  to  the 
incident  ray  is  oriented  at  an  angle  close  to  180°.  Real  defects,  as  is  known, 
are  revealed  when  orientation  is  at  under  angles  other  than  180°.  From  this, 
however,  it  does  not  follow  that  the  considered  examples  have  no  practical  value. 
Thus,  if  in  an  article  resounded  by  an  oblique  beam  is  a  hole  of  sufficiently  large 
diameter,  a  false  echo  will  be  obtained.  Reflection  from  cylindrical  surfaces  of 
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such  a  hole  presents  special  interest,  and  therefore  It  should 
be  considered  separately. 

Let  us  assume  that  the  controlled  article  is  a  right  angle 
parallelepiped  with  a  round  hole  whose  axis  lies  in  the  plane 
parallel  to  the  plane  of  introduction  of  UZK  (Fig.  224).  If  w*> 
shift  the  searching  head  in  the  direction  of  the  arrow,  in  zone 
A  on  the  instrument  screen  wili  be  observed  a  bottom  signal;  then 
at  point  E  it  will  disappear  and  a  false  echo  will  appear, 
corresponding  in  depth  meter  readings  to  a  defect  located  at 

II 

point  0  .  This  false  echo  appears  as  a  result  of  reflection  of 
the  beam  from  a  cylindrical  surface  at  point  C  at  which 
the  beam  Is  incident  cn  the  plane  tangent  to  this  surface  at  an 
angle  near  62°.  In  accordance  with  the  example  considered  above, 
in  the  direction  of  tne  lateral  face  are  reflected  shear 
oscillations.  With  further  advance  of  searching  head  echos  are 
not  observed  before  point  E.  At  this  point  a  false  echo  appears, 

i 

corresponding  to  the  defect  located  at  point  0  and  formed  as  a 
result  of  the  incidence  of  the  beam  at  point  b  on  the  plane 
tangent  to  the  cylindrical  surface  at  an  angle  of  45°.  There 
are  no  further  echos  before  point  I’,  where  there  is  direct 
reflection  from  cylindrical  surface  at  point  0,  where  the  plane 
tangent  to  this  surface  is  parallel  to  surface  of  introduction  of  UZK.  With  further- 
advance  of  searching  head  in  the  direction  shown  by  the  arrow,  the  described  picture 
is  repeated  In  reverse  order. 

Reflection  of  UZK  from  a  cylindrical  or  spherical  surface  leads  to  appearance 
of  false  echos  during  control  of  articles  in  the  form  of  bodies  of  revolution  (rods, 
shafts,  spheres,  axes)  when  oscillations  are  introduced  by  a  searching  head  with  a 
flat  radiating  surface.  The  acoustic  contact  in  this  case  is  a  point  contact  or  a 
linear  contact,  which  leads  to  considerable  increase  of  the  angle  of  divergence  of 
UZK.  A3  can  be  seen  from  Fig.  225.  beams  departing  at  an  angle  a  =  J>0°  to  the 
field  axis  experience  double  reflection  and  are  taken  by  the  searching  head.  The 
interval  of  time  from  sending  of  pulse  to  reception  of  reflection  by  searching  head 
corresponds  to  the  perimeter  of  an  equilateral  triangle  inscribed  in  a  circle.  On 
the  instrument  screen  will  be  seen  a  false  echo  JICL,  shifted  to  the  right  relative 


Fig.  224. 
Distortion  of 
instrument 
readings  as  a 
result  of 
reflection  of 
UZK  toward  the 
lateral  surface 
and  occurring 
transformation 
of  UZK.  Instead 
of  a  cylindrical 
cavity  of 
considerable 
diameter,  the 
instrument  shows 
five  small 
defects  of  which 
four  are  false. 
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to  the  bottom  echo  by  magnitude  corresponding  to  (for  steel): 


(  \  j  -j-Ocosa  —  D  -  0,3D, 

^  N\l  **  where  D  —  diameter  of  article. 

\r - ^ 7  Beams  departing  at  an  angle  a  =  350  also  may  cause  the 

appearance  of  a  false  echo  as  a  result  of  transformation  of 
Fig  225  longitudinal  oscillations  into  shear  at  the  first  reflection 

instrument  readings  and  shear  into  longitudinal  at  the  second.  Simple  calculations 

rod^material0^  show  that  this  echo  JlCg  will  shift  to  the  right  of  the  bottom 

oriented  along  signal  by  a  magnitude  corresponding  to  O.67  D. 

ca^be^ot^^6^61.  Inasmuch  as  spurious  signals  formed  by  longitudinal  and 

rGV6cll6(l  ) 

'  *  shear  oscillations  will  be  taken  by  the  searching  head 


independently  of  one  another,  the  picture  observed  on  the  screen  of  the  instrument 
will  take  the  form  shown  in  Fig.  226. 

If  there  is  a  defect  in  the  article  (for  Instance,  a 

X 

JOC  crack  stratification)  oriented  along  the  vertical  diameter, 

1  ft  ncs 

II  1  as  was  shown  in  Fig.  224,  then,  not  being  revealed  by  UZK 

(I  II  II  introduced  in  the  direction  of  the  same  vertical  diameter, 

it  would  seem  that  it  could  be  revealed  by  longitudinal  and 

Fig.  226.  Echos 

observed  on  the  (independently)  shear  UZK  incident  perpendicularly  to  its 

instrument  screen 

during  resounding  of  surface.  However,  as  is  not  difficult  to  see  from  Fig.  224, 
a  cylinder  according 

to  Fig.  225.  echos  from  longitudinal,  and  correspondingly  from  shear 

oscillations,  in  the  considered  case  will  merge  cn  the  scree 
with  false  echos  JIC^  and  JICS  (Fig.  226),  not  allowing  a 
conclusion  about  the  existence  of  a  defect. 

Similar  doubled  echos  from  a  defect,  formed  by  longitudinal  and  shear  UZK  can 
be  observed  (and  even  more  to  the  left  of  the  first  bottom  reflection)  in  articles 
of  considerable  length  when  the  cross  section  is  comparatively  small.  Thus,  if  in 
the  article  depicted  on  Fig.  216  is  a  defect  located  at  point  a,  from  it  will  be 
reflected  longitudinal  UZK,  propagating  along  the  axis  and,  shear  UZK,  formed  as  a 
result  of  transformation  upon  reflection  from  the  lateral  surface.  On  the  screen 
more  to  the  left  of  the  right  bottom  reflection  will  be  seen  two  echos  from  the 
defect  and  C^g.  It  is  not  difficult  to  recognize  that  the  echos  can  be  observed 
in  the  presence  of  defects  in  articles  given  in  the  remaining  examples. 
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In  cerl.iin  cases  the  appearance  of  spurious 


V~ir 


Fig.  227. 
Appearance 
of  a  false 
echo  as  a 
result  of 
reflection 
of  a 
surface 
wave  from 
the  edge  of 
an  article. 


Fig.  228. 
Appearance  of  a 
false  echo  during 
control  by  surface 
waves  as  a  result 
of  partial 
transformation  of 
surface  waves  into 
shear. 


signals  can  be  observed  during  control  o 1 
articles  of  simple  form  by  longitudinal  UZK.  In 
this  case  they  are  caused  by  the  appearance  of 
surface  waves  due  to  partial  transformation  of 
longitudinal  waves.  Propagating  along  the  surface 
of  the  controlled  article,  and  being  reflected 
from  Its  edge,  surface  waves  can  cause  an  echo 
visible  on  the  screen  (Fig.  227). 

Possible  also  is  the  appearance  of  shear 
UZK  by  partial  transformation  of  surface  waves. 
Such  an  example  is  shown  in  Fig,  228.  During 


control  of  an  article  by  surface  UZK  (R),  a  "step,"  the  waves  partially  turn  along 

t 

the  surface  (on  the  figure  —  beam  R  ),  are  partially  reflected  from  point  of  turn 

n 

to  the  searching  head  (beam  R  ),  partially  (due  to  the  shear  component)  propagate 
in  the  direction  shown  by  the  dotted  line  (beam  S),  and  give  a  reflection  from  the 
opposite  (on  the  figure  -  the  right)  surface  of  the  article. 

We  considered  a  series  of  examples  of  distortion  of  echo-flaw  defector  rea  Jingc 
as  a  result  of  the  appearance  of  different  false  echos  or.  its  screen. 

In  composing  methodalogy  of  control,  it  is  necessary  to  consider  also  the 
possibility  of  distortion  of  readings  connected  with  interference  phenomena  affecling 
sensitivity  of  the  Instrument. 

In  Fig.  229  is  given  the  diagram  of  detection  of  a  defect 
located  near  the  lateral  surface  of  an  article  [9*0.  During 
propagation  of  longitudinal  UZK  radiated  by  searching  head  two 
beams  can  simultaneously  reach  the  defect:  a  direct  beam 
proceeding  from  the  searching  head,  and  one  reflected  from  the 
wall  of  the  article.  Surface  of  the  defect  is  not  ideally  smooth, 
therefore  the  beam  from  the  lateral  wall  car.  partially  be  reflected 
in  the  direction  of  the  sc  ic-:.:t  head  just  as  the  direct  beam. 

The  distances  travelled  by  the  direct  beam  and  the  beam  reflected 
from  the  lateral  surface  are  different,  therefore  with  sufficient 
pulse  duration  amplification  or  weakening  of  the  total  echo  can 
be  observed  due  to  interference  of  oscillations.  Fffect  of  interference  is 


Fig.  229. 
Distortion  of 
instrument 
readings  as  a 
result  of 
interference  of 
a  straight  beam 
with  a  beam 
reflected  from 
the  lateral 
surface  of  an 
article. 
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(b )  mj  cut <.« 


Fig.  230.  Change  of  amplitude  of 
echo  signal  from  a  defect  located 
short  distances  from  the  lateral  wall 
of  the  controlled  article. 

KEY:  (a)  distance  between  reflector 

and  lateral  wall;  (b)  relative 
amplitude  of  echo  signal. 


determined  by  difference  of  movement  of  beams  and  depends  on  distance  of  defect  to 
lateral  wall  and  also  on  position  of  searching  head,  which  is  illustrated  in  Fig. 
230.  From  curves  on  Fig.  230  one  may  see  that  sensitivity  sharply  drops  with 
decrease  of  distance  from  defect  and  from  searching  head  to  lateral  wall.  When 
distances  between  head  and  lateral  wall  are  small,  sensitivity  fluctuates  when 
distance  from  defect  to  lateral  wall  changes  (Fig.  230). 

It  follows  from  this  that  a  small  defect  located  directly  near  the  lateral  wall 
can  not  be  detected  by  a  normal  head  placed  near  the  edge  of  the  article.  It  is 
more  reliable  in  this  case  to  use  surface  or  shear  waves,  directing  them  as  is  shown 
in  Fig.  231. 


Fig.  231.  Detection  of  defects  located  near 
lateral  surface  using  refracted  shear  UZK:  H  — 
searching  head;  —  defect. 


The  considered  examples  obviously  do  not  exhaust  all  possible  cases  of 
appearance  of  false  echo  signals,  distorting  flaw  detector  readings.  However,  even 
this  is  sufficient  to  affirm  that  in  formulating  methodology  of  the  control  of 
important  articles,  one  should  thoroughly  analyze  the  possibility  of  appearance  on 
the  echo-flaw  detector  screen  of  different  echos  visible  more  to  the  left  and  to 
the  right  of  the  first  bottom  reflection  and  interpret  these  echos  in  reference  to 
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the  given  section  ol*  tie  controllea  ar  tele.  Facilitation  oi'  Interpretation  of 
visible  echo  signals,  and  consequently  1  icreas°  of  reliability  of  control,  can  in 
a  number  of  cases  be  attained  by  means  of  consecutive  or  simultaneous  resounding  In 
different  directions  with  introduction  of  UZK  along  the  normal  to  the  sirface  of 
article,  and  at  various  angles  different  from  normal.  Adjustment  of  sweep  length, 
making  it  possible  to  remove  from  tne  screen  all  signals  visible  to  the  right  of 
the  first  bottom  reflection,  is  inadvisable  in  this  case. 

This  can  be  done  by  using  several  independent  flaw  detectors,  but  obviously  it 
is  more  advisable  to  create  a  special  flaw  detector,  having  several  searching  heads 
and  allowing  observation  of  signals  from  each  of  them  independently.  The  immersion 
variant  of  the  echo  method  possesses  absolute  advantages  for  realization  of  combined 
resounding  with  introduction  of  UZK  at  different  angles  to  the  surface. 

e .  An  Instrument  of  the  Acoustic  Contact  Type.  Ways  to  Improve 
Characteristics  of  Searching  Heads.  Selection 
of  a  Scanning  Program? 

In  selecting  the  type  of  acoustic  contact  it  is  necessary  to  consider  necessary 
efficiency  of  control,  overall  dimensions  and  complexity  of  form  of  article,  volume 
of  production  of  this  article,  and  other  factors. 

The  greatest  efficiency  with  corresponding  mechanization  and  automation  of 
control  is  naturally  in  immersion  contact.  However,  automated  control  of  articles 
of  complicated  form  requires  creation  of  special  programming  devices  to  change  the 
angle  of  introduction  of  UZK  in  different  points  of  surface  of  the  article.  Creation 
of  such  complicated  and  expensive  devices  can  be  profitable  only  in  mass  production. 
If,  however,  an  article  is  produced  in  small  quantities,  that  expenditures  on 
construction  of  an  installation  for  control  by  the  echo  method  in  the  immersion 
variant  are  justified  only  if  form  of  article  is  sufficiently  simple.  It  is 
necessary  to  note  that  the  cost  of  the  immersion  installation  includes  also  system 
for  supply,  filtration,  and  degassing  of  water.  In  the  control  of  large-scale 
articles  the  volume  of  the  bath  is  large  and  the  quantity  of  water  whic.i  must 
periodically  be  purified  and  degassed  is  measured  by  the  tens  of  tons.  Degassing 
of  water  is  necessary  to  decrease  level  of  noises  created  by  air  bubbles.  Periodic 
purification  is  needed,  inasmuch  as  during  control  water  is  inevitably  contaminated 
mainly  due  to  residues  of  lubricant  on  the  surface  of  the  article.  To  prevent 
contamination  of  water,  and  mainly  to  increase  stability  of  acoustic  contact,  the 
surface  of  the  controlled  article  before  submersion  in  the  bath  must  be  thoroughly 
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degreased.  A  small  quantity  (tent.!. 3  of  one  percent)  emulsifier  (for  instance  [OP-7] 
(On -7))  should  be  added  to  the  water,  increasing  moistening  ability  of  the  water. 
Stability  of  acoustic  contact,  understood  as  constancy  of  the  transmission 
coefficient  (and  reflectivity),  plays  a  decisive  role  in  methods  requiring 
quantitative  appraisal  of  results,  including  tl  method  of  acoustic  compensation  of 
oscillations. 

To  guarantee  stability  of  jet  contact,  besides  conditions  stipulated  for  the 
immersion  method  constancy  of  water  feed  pressure  is  required.  Therefore  supply  of 
water  under  static  (for  instance  pneumatic)  pressure  has  an  advantage  over  supply 
by  pump. 

In  contact  conditions  through  a  film  of  lubricant  stability  is  more  difficult 
to  ensure  since  this  requires  a  strictly  constant  pressure  pressing  the  head  to  the 
surface  of  introduction  of  UZK  and  causing  the  presence  of  a  layer  of  liquid  between 
this  surface  and  the  contact  surface  of  the  head.  When  longitudinal  UZK  are 
introduced  along  the  normal,  stability  of  contact  is  frequently  Judged  according  to 
constancy  of  amplitude  of  the  bottom  echo.  However,  such  an  appraisal  is  not 
reliable,  since  it  does  not  consider  changes  of  amplitude  of  the  bottom  echo  due 
to  strong  scattering  of  UZK  in  zones  of  coarse  granularity  and  also  due  to 
oscillations  of  reflectivity  of  UZK  on  bottom  surface  of  article  (in  immersion 
variant) . 

The  only  correct  criterion  for  appraisal  of  quality  of  acoustic  contact  is 
measurement  of  coefficients  of  transparency  and  reflectivity  of  UZK  from  surface  of 
introduction  of  UZK. 

This  problem  when  a  refracting  head  is  used  can  be  solved  by  means  of  measurement 
of  the  amplitude  of  UZK  reflected  from  the  contact  surface  of  the  searching  head. 

A  special  design  of  such  a  head  has  been  proposed  by  Lutsch.1  In  this  head  a  special 
piezoelectric  element  glued  to  the  front  edge  is  used  for  measurement. 

Van  Valkenburg2  has  proposed  to  control  quality  of  acoustic  contact  when 
working  with  a  refracting  head  by  using  a  special  piezoelectric  element  located  on 
the  upper  edge  of  the  head  and  sending  pulses  of  longitudinal  UZK  along  the  normal 
to  the  surface  of  the  controlled  article.  By  number  and  amplitude  of  obtained 


*A.  Lutsch  DBP,  1013898,  1954. 

2H.  van  Valkenburg.  American  patent  2651012,  1952. 
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bottom  echos  it  is  possible  (wilh  a  special  indica* or)  to  judge  quality  Lf  contact. 

A  more  original  solution  to  this  problem  !'o>'  direct  contact  has  been  given  by 
Yu.  N.  Shtremer  [238].  His  method  provide^  determination  of  amplitude  and  phase 
of  longitudinal  oscillations  reflected  from  the  contact  surface  of  the  searching 
head  and  reaching  a  special  piezoconverter  mounted  on  the  front  edge  of  this  head. 
Change  of  quality  of  contact  leads  to  certain  change  of  amplitude  of  reflected  U.ii-. 
and  very  sharply  affects  magnitude  of  phase  angle,  inasmuch  as  when  contact  cfl  body 
of  head  with  controlled  article  Is  tight,  reflection  occurs  without  loss  and  when 
there  Is  an  air  gap  —  with  a  half-wave  loss. 


Fig.  232.  Quality  control  of  acoustic 
contact  in  the  operation  of  a  refracting 
searching  head.  Two  heads  connected  in 
parallel  [142]  are  used:  Q  - 
piezoconverters  j  [1  —  prism;  Jl  —  lens; 

T  —  controlled  article. 

The  enumerated  methods  require  complicating  the  design  of  the  searching  herd 
and  Introducing  additional  elements  In  the  setup  of  the  actual  Instrument.  This 
is  possible  to  avoid  If  two  ordinary  refracting  searching  heads  connected  in  parulle 
and  oriented  "face  to  face"  are  used  [142],  On  the  instrument  screen  (when  acoustic 
contact  Is  normal)  a  sounding  pulse,  two  echos  from  each  defect  (Fig.  232),  and 
also  the  pulse  which  passed  through  the  article  are  observed. 

In  conditions  of  introducing  longitudinal  UZK  along  the  normal  to  the  surface 
of  the  article  in  the  contact  variant,  a  simple  and  reliable  method  of  quality 
control  of  the  acoustic  contact  in  Industrial  conditions  is  still  lacking. 

Kloth  [239]  experimentally  studied  quality  01  acoustic  contact  in  the  contact 
variant  for  the  range  of  frequencies  0.5-n  MHz.  He  compared  amplitudes  of  echos 
observed  on  the  screen  of  a  tube  with  the  help  of  an  attenuator  making  it  possible 
to  obtain  a  weakening  of  99  dB  in  steps  from  1  dB  with  an  error  of  not  more  than 
156.  Kloth  established  that  as  a  contact  lubricant  best  results  are  from  machine  oil 
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Fig.  23?.  Influence  of  quality  of  surface  treatment 
of  controlled  article  on  quality  of  acoustic  contact. 


In  using  such  a  lubricant  the  multiple  breaks  and  contacts  of  the  searching  head  to 
the  ground  surface  of  metal  gives  a  scattering  of  amplitude  of  the  echo  within 
limits  of  12$.  When  the  head  slides  forward  this  scattering  does  not  exceed 

Impairment  of  thoroughness  of  treatment  of  the  surface  of  the  article  causes 
an  Increased  gap,  and  consequently  lowers  transmissivity  of  the  system.  Besides 
wear  of  contact  surface  of  searching  head  is  increased,  inasmuch  as  different  solid 
particles  can  more  easily  be  held  balk  in  depressions  of  the  relief. 

The  basic  requirement  in  the  preparation  of  the  surface  of  the  article  for 
uniform  thoroughness  of  treatment  of  the  whole  surface  of  introduction  of  UZK.  From 
this  point  of  view  treatment  somewhat  less  thorough  but  consistent  over  the  whole 
surface  of  the  article  is  more  profitable  than  greater  thoroughness  of  treatment, 
if  on  separate  sections  (even  a  small  area)  the  surface  will  be  rough. 

What  was  said  is  explained  by  Fig.  233,  showing  that  with  a  more  rough  but 
evenly  treated  surface  (Fig,  233a)  contact  is  over  a  larger  area  than  when  the 
surface  is  thoroughly  treated  but  is  considerably  uneven.  In  the  last  case  (Fig. 

233 c)  the  contact  surface  of  the  searching  head  descends  only  on  projecting  points 
of  the  relief  and  the  contact  area  decreases.  Therefore,  before  control  all 
particles  and  contamination  must  be  removed  and  sections  with  scale  (especially 
flaking),  traces  of  corrosion,  of  paint,  etc.  are  thoroughly  cleaned  with  a  scraper, 
steel  brushes,  a  felt  disk  or  rags.  Cleaning  with  abrasive  wheels  can  be  used  only 
very  carefully,  inasmuch  as  it  can  lead  to  formation  of  deepenings  on  the  surface 
of  the  article. 

The  contact  area  can  be  different  even  when  height  of  unevennesses  on  the 
surface  are  identical,  as  Fig.  233b  shows:  height  of  the  uneven  areas  is  the  same 
as  in  Fig.  233a  but  the  tips  are  sharper.  Naturally  the  contact  area  in  this  case 
will  be  less  and  the  transmission  coefficient  of  UZK  -  lower.  Obviously  quality  of 
contact  worsens  still  more  because  the  liquid  contact  film  can  be  torn  by  sharp 
projections. 
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Everything  indicates  that  correc*  selection  of  degree  of  thoroughness  of 
surface  1 reatment  is  problem  in  which  different  factors  must  be  considered.  The 
necessary  degree  of  thoroughness  of  treatment  can  be  determine dwith  sufficient 
accuracy  by  llg.  86  despite  the  fact  that  these  curves  are  obtained  for  ideally 
smooth  surfaces.  Practice  shows  that  degree  of  thoroughness  of  surface  treatment 
determined  by  these  curves  is  only  Insignificantly  oversized,  which  is  easily 
explained  by  the  above  considerations. 

A  uniform  oxidized  flLm  or  a  paint  and  varnish  coating  practically  do  not  hinder 
control,  only  somewhat  lowering  sensitivity.  The  majority  of  intermediate  products 
made  by  a  rolling,  a  pressing,  a  drawing  from  scale-resistant  metals,  and  alloys 
can  therefore  be  subjected  to  control  without  special  preparation  of  surface.  The 
same  pertains  to  flat  sections  of  certain  stamped  ar*icles.  Fcrged  articles,  if 
forging  was  carried  out  by  a  striker  with  a  polished  surface  or  using  a  lining  in 
the  form  of  a  polished  plate  and  if  on  the  surface  of  articles  there  remained  no 
graduated  relief,  also  in  a  number  of  cases  can  be  checked  without  special 
preparation  of  the  surface.  If,  however,  the  surface  of  the  forging  is  not  smooth, 
machining  (sharpening,  milling)  is  necessary  to  create  a  smooth  surface. 

The  surface  of  steel  articles  in  a  number  of  cases  can  be  well  prepared  by 
sandblast  treatment  or  sandblast  cleaning  by  steel  shavings. 

Chemical  etching  for  this  purpose  can  be  used  only  when  it  is  assured  that 
etching  will  have  no  harmful  Influence  on  the  metal. 

A  criterion  of  surface  smoothness  can  be  the  ratio  of  average  height  of 
unevenness  of  surface  Rz  to  length  of  elastic  wave  in  the  contact  liquid.  Practice 
and  calculation  (Fig.  86)  show  that  for  control  by  the  contact  echo  method 
requirements  for  the  surface  are  very  high,  since  the  transmission  coefficient 
maintains  a  value  close  to  maximum  only  when  the  degree  of  surface  treatment 
( <  0.01  X)  is  greatest.  Wien  treatment  is  less  thorough,  the  transmission 
coefficient  sharply  drops. 

During  Immersion  contact  the  surface,  as  in  optics,  may  be  considered  smooth 
when  F?z  <  0.005  X.  If  height  of  unevenness  is  greater,  diffuse  scattering  of  UZK 
is  observed  which  becomes  especially  noticeable  at  Rz  £  0.5  X,  when  tracks  of 
treatment  by  cutter  start  to  play  the  role  of  a  diffraction  grating,  which  to  an 
even  greater  degree  promotes  decrease  of  energy  of  UZK  introduced  into  the  article 
along  the  norrpal  to  its  surface.  The  observed  fall  of  sensitivity  can  be  partially 
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Fig.  234.  Coordination  of  form  of  radiating 
surface  of  searching  head  with  form  of  surface 
of  controlled  article:  a,c  —  in  contact  variant; 
b  —  in  immersion  variant. 

compensated  by  increasing  the  power  of  the  radiated  pulse  of  UZK. 

Curvature  of  surface  of  article  causes  additional  complications  connected  with 
reduction  in  contact  area  when  heads  with  a  flat  contact  surface  are  used.  According 
to  Krautkramer  [ 9^  ]  the  angle  of  divergence  of  UZK  at  a  frequency  of  2  MHz  introduced 
into  a  cylinder  500  mm  in  diameter  of  steel  or  aluminum  alloy  practically  does  not 
differ  from  angle  of  divergence  in  an  article  with  a  flat  surface.  However,  if 
«.  diameter  of  cylinder  is  decreased  to  100  mm,  angle  of  divergence  is  increased  one 

and  a  half  times.  Amplitude  of  the  echo  from  defects  in  these  conditions  decreases 
3-5  times.  In  connection  with  this,  during  control  by  the  contact  echo  method  it 

4 

is  necessary  to  coordinate  form  of  contact  surface  of  head  with  forr  of  surface  of 
article:  it  is  possible  to  use  piezoelectric  converters  made  of  plates  which  are 
bent,  or  mosaic,  composed  of  separate  flat  plates  mounted  so  that  the  radiating 
surface  has  the  needed  curvature,  or  finally,  flat,  glued  to  special  adapters 
executing  the  role  of  a  lens  (Fig.  234).  When  UZK  are  Introduced  along  the  normal 
to  the  surface,  use  of  adapters  is  possible  only  when  the  limiting  conditions 
ensuring  absence  of  interferences  from  flutter  echoes  in  body  of  adapter  are  observed. 
As  a  rule  introduction  of  UZK  through  a  convex  surface  is  easier  than  through  a 
concave  surface. 

In  the  control  of  cylindrical  articles  by  shear  UZK  the  contact  surface  of  the 
*  searching  head  can  be  exactly  fit  to  the  surface  of  the  article.  However  when 

curvature  of  this  surface  is  significant  lateral  rays  of  the  divergent  beam  of  UZK 
can  be  directed  at  angles  of  incidence  which  cause  the  appearance  of  surface  waves 
(Fig.  235) >  which  may  cause  the  appearance  of  spurious  signals  on  the  flaw  detector- 
screen. 
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Pig.  235. 
Possibility  of 
appearance  of 
false  echos  as  a 
result  of 
formation  of 
surface  waves 
during  control 
by  a  refracting 
searching  head 
fit  to  a 
cylindrical 
surface. 


Analogous  phenomena  can  he  observed  in  the  immersion  contact 
variant.  In  this  ci  lo  considt ruble  refraction  of  UZK  can  lead 
to  formation  of  interfering  signals  from  shear  oscillations 
excited  on  the  surface  of  an  article  of  cylindrical  or  spherical 
form. 

Therefore  creation  of  all-purpose  heads  and  heads  giving  a 
parallel  beam  of  UZK  is  a  very  important  problem. 

For  mass  control  of  articles  of  the  same  type  it  is  advisable 
to  make  spec  Lai  searching  heads  in  the  form  of  the  contact 
surface,  ensuring  best  conditions  of  control,  as  Is  done,  for 
instance,  in  the  specialized  echo-flaw  detector  UZDL-bl,  designed 
to  detect  cracks  on  edges  of  blades  of  gas  turbines. 


The  cheapest  and  most  accessible  contact  liquid  for  any  method  of  acoustic 


contact  is  first  of  all  water. 


Water  Is  successfully  used  In  the  contact  variant  of  the  echo  method,  for 
instance,  in  the  control  of  rails  and  also  during  control  of  different  articles  in 
Immersion  and  jet  variants.  The  use  of  water  as  a  contact  liquid  is  limited  by  the 
possibility  of  corrosive  damage  of  controlled  articles,  insufficient  moistening 
ability,  and  small  viscosity.  This  forces  the  use  of  anticorrosive  additives 
(inhibitors)  and  additions  of  superficially  active  materials  to  increase  moistening 
ability.  Small  viscosity  of  w;  her  dees  not  permit,  however,  introducing  UZK  through 
vertically  oriented  edges  of  the  article. 

In  connection  with  this,  for  the  contact  variant  of  the  echo  method,  the 
contact  liquid  is  usually  machine  or  transformer  oil,  black  oil,  a  mixture  of 
lubricating  oil  with  gasoline,  glycerine,  and  others.  As  a  rule,  for  a  lubricant 
for  smooth  surfaces  less  viscous  and  for  rough  surfaces  —  more  viscous  oils  are 
used. 

For  contact  with  a  vertical  surface  different  pastes  can  be  applied,  for 
instance,  a  mixture  of  methylcellulose  and  glycerine  with  water. 

KrautkrHmer  indicates  the  advisability  of  using  as  contact  liquid  a  concentrated 
solution  of  sugar,  noting  as  a  special  advantage  that  the  surface  of  the  article, 
the  head  and  also  the  hand  of  the  operator  after  control  can  easily  be  washed  with 
water. 
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During  control  of  articles  from  materials  not  possessing  high  electrical 
conductivity  (for  instance,  an  article  from  plastic)  and  when  using  a  searching  head 
with  unprotected  and  nonmetallized  radiating  surface  of  piezoelement  to  the  contact 
liquid  or  paste  it  is  possible  to  add  a  metallic  powder  (lead  tungsten).  Firestone 
[240]  and  Lutsch  [241]  recommend  the  use  of  metallic  (copper,  tin)  foil  around  20  pm 
thick  to  increase  the  transmission  coefficient  UZK  from  quartz  through  a  butyric 
layer  into  metal,  explaining  this  effect  by  the  increase  of  impedance  of  the  contact 
layer. 

Recommendations  in  literature  for  the  control  of  metallic  articles  at  high 
temperatures  using  as  contact  liquids  cylinder  or  silicon  oil  (temperature  of 
oxidation  near  300°C)  should  be  used  very  carefully,  inasmuch  as  even  at  a  lower 
temperature  the  searching  head  can  break  down. 

Use  of  thin  foils  permits  also  an  improvement  of  one  of  the  most  important 
exploitational  characteristics  of  a  searching  head  —  its  resistance  to  wear. 

Above  methods  to  increase  resistance  to  wear  of  searching  heads  already  were 
considered,  providing  protection  of  the  piezoelement  by  caps  of  thin  plastic  or 
metallic  foil.  Detachable  caps  from  plastic  are  used  in  heads  of  echo-flaw  detectors 
of  Siemens  and  KrautkrSmer  [FRG]  ($Pr)>  protective  caps  from  stainless  steel  0.15  mm 
thick  are  glued  to  the  piezoelement  of  heads  of  type  [1-10]  (H-10)  of  the  domestic 
echo-flaw  detector  V4-7I. 

Header  of  cap  protects  piezoelement  from  wear  and  constitutes  an  intermediate 
shell  whose  acoustic  properties  can  essentially  affect  effectiveness  of  work  of  head. 

Therefore  the  choice  of  material  for  the  protective  must  be  made  taking  into 
account  its  mechanical  and  acoustic  characteristics. 

Obviously  this  material  should  possess  a  low  specific  gravity  to  minimize  the 
general  mass  of  a  complicated  vibrator,  high  mechanical  properties  —  hardness  and 
resistance  to  abrasion  to  increase  resistance  to  wear,  low  attenuation  factor  of 
UZK  to  lower  energy  losses,  large  value  of  rate  of  propagation  of  UZK  to  decrease 
of  wave  thickness  of  header. 

It  is  obvious  also  that  magnitude  of  specific  wave  resistance  should  satisfy 
the  condition  of  coordination  of  material  of  piezoelement  and  controlled  article. 
Speaking  as  conditionally  as  possible  about  compatibility  and  enlightenment  in 
reference  to  considered  conditions  we  should  note  that  compatibility  and 
enlightenment,  as  experience  shows,  appear  in  sufficient  measure. 
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li  we  originate  from  Idealized  conditions  (infinitely  extended  medium,  absence 
of  glue  and  butyric  layers,  continuous  nadiaticn),  it  is  possible  to  consider  that 
for  full  agreement  of  the  value  of  specif'c  wave  Impedance  of  material  of  the 
protective  cap  W3K  should  be  equal  to  the  mean  geometric  value  of  specific  wave 
impedances  of  material  of  piezoelement  Wn  arid  load  (controlled  article)  —  WH: 


wm  -  yv.ftv 

For  a  quartz  piezoelement  of  radiating  into  steel  or  into  aluminum,  the  value 
of  W3K  is  26. 4’ 10°  and  1^,1* 10^  Rg/s-m2  correspondingly.  Replacing  quartz  by  lead 
zirconate  titanate,  for  radiation  into  steel  we  will  obtain  40,10>  and  corresponding  iy 

f.  p 

for  radiation  into  aluminum  —  24.2*10  kg/s • m  . 

In  Table  8  are  given  mechanical  and  acoustic  characteristics  of  certain 
materials  recommended  by  different  researchers  for  use  as  protective  caps  of  headers 
and  compatible  linings. 


Table  8.  Physicomechanical  Characteristics  of  Materials 
Utilized  for  Protective  Caps  and  Headers 
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Analysis  of  these  characteristics  shows  that  plastics  cannot  be  compatible 
media,  tu.nce  their  specific  wave  impedance  differs  from  required  values  by  80-95$. 
Wave  thickness  of  headers  from  plastics  is  considerable;  therefore  a  quarter  wave 
layer  on  megacycle  frequencies  virtually  cannot  be  realized.  The  low  strength  leads 
to  the  fact  that  the  header  can  be  not  less  than  0.5-0. 8  mm  thick,  and  this  means 
that  such  headers  can  be  used  only  on  low  frequencies  (~0.5  MHz).  With  increase  of 
frequency,  damping  of  UZK  sharply  Increases,  and  a  flutter  echo  is  observed  as  a 
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result  of  which  sensitivity  and  resolving  power  drop. 

Obviously  application  of  protective  caps  Is  justified  only  during  control  on 
low  frequencies  of  articles  with  a  roughly  treated  surface,  since  plastic  becomes 
imbedded  in  deepenings  of  surface  relief  which  improves  contact. 

Soft  metals  indeed  can  play  the  role  of  a  compatible  media  for  specific 
combinations  of  materials  of  piezoelement  and  controlled  article.  Thin  foils  from 
these  metals  can  be  used  as  a  translucent  layer.  An  obstacle  In  application  of  such 
foils  Is  mainly  their  low  mechanical  properties. 

Steel  can  be  satisfactorily  compatible  only  for  a  lead  zirconate  titanate-steel 
system.  In  the  remaining  cases  considered  in  Table  8  it  cannot  be  a  compatible 
medium  inasmuch  as  its  specific  wave  impedance  very  considerably  differs  from 
required  values.  Therefore  reflection  of  UZK  from  internal  and  external  surface  of 
header  is  inevitable.  In  order  that  multiple  reflections  of  UZK  inside  the  header 
do  not  prolong  the  sounding  pulse,  the  header  must  have  minimum  thickness 
(0.1-0.15  mm),  which  naturally  lowers  resistance  of  head  to  wear. 

Quartz  as  a  header  can  give  a  satisfactory  compatibility  during  control  of 
aluminum  articles,  and  its  use  sometimes  can  be  justified  by  the  low  specific  gravity, 
high  hardness  and  resistance  to  abrasion.  Fragility  of  quartz  limits  possibility 
of  its  use. 

The  best  combination  of  necessary  properties  belongs  to  beryllium,  proposed  by 
the  author  as  material  for  protective  headers.  Beryllium  gives  a  very  good 
compatibility  for  quartz-steel  and  lead  zirconate  titanate-aluminum  systems,  possesses 
an  insignificant  wave  thickness  (for  a  frequency  of  2.5  MHz  thickness  of  quarter-wave 
plate  is  1.2  mm),  different  mechanical  properties  and  low  damping  of  UZK. 

An  experimental  check  completely  confirms  what  has  been  said.  Prolonged  tests 
in  industrial  conditions  of  heads  developed  by  the  author  and  N.  V.  Babkin1  with 
beryllium  protection  showed  that  in  all  parameters  these  heads  exceed  all  others, 
possess  excellent  sensitivity,  resolving  power  and  very  high  resistance  to  wear. 

Beryllium  protection  has  been  developed  as  suitable  for  normal  searching  heads. 
For  refracting  heads  the  problem  of  wear  can  be  solved  by  application  of  steel  or 
aluminum  prisms  for  heads  radiating  shear  waves  and  brass  prisms  for  heads  radiating 
surface  waves. 


XD.  S.  Shj*ayber,  N.  V.  Babkin.  Author's  certificate  No.  120948,  USSR,  1957. 
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In  the  control  of  articles  of  simple  form  containing  defects  of  different 
orientation,  combined  searching  heads  containing  several  piezoelements  differently 
oriented  can  be  used.  When  these  elements  are  connected  in  parallel  they 
simultaneously  send  longitudinal  UZK  along  the  normal  to  the  surface  of  the  article 
and  shear  at  different  angles  of  refraction (sending  surface  UZK  is  possible  also). 

Such  heads  were  applied  by  Martin  and  Werner  [211]  for  the  control  of  railway  rails, 
railroad  car  axes,  etc.,  and  made  it  possible  to  obtain  a  more  distinct  idea  about 
location  of  revealed  defects,  their  character  and  orientation. 

Heads  of  combined  type,  containing  two  piezoelemen'. s 
can  be  used  in  different  cases.  Above  application  of  sue! 
heads  for  control  of  acoustic  contact  when  UZK  are  introduced 
not  along  the  normal  to  the  surface  of  the  article  was 
indicated.  It  was  also  possible  to  use  separate  combined 
heads  with  twe  piezoelements  for  the  purpose  of  obtaining 
a  small  dead  zone  to  increase  sensitivity  to  defects 
lying  at  a  great  depth,  etc. 

For  instance,  in  the  separate  combined  searching  head 
shown  in  Fig.  with  plastic  prisms,  developed  by  tl.e 
[SKB  UZD]  (CKE  y3H)  in  1961,  strong  refraction  of  UZK 
during  passage  from  plastic  into  metal  is  used  which 
permits  obtaining  a  dead  zone  of  around  0.5-1  mm.  Hi wever, 
as  can  be  seen  from  the  diagram  of  movement  of  beams, 
sensitivity  of  such  a  head  drops  rapidly  with  an  increase 
of  depth  of  bedding  of  defect.  In  order  to  make  this 
sensitivity  more  uniform  in  the  separate  combined 
searching  heads1  developed  by  the  author  in  1951  two 


9  >0  J  H 


Fig.  256.  Separately 
combined  searching  head 
SKB  UZD  (diagram): 

I  —  joint;  2  —  cover 
5  —  screen;  4  —  nut; 

5  —  coil;  6  —  platelet; 
7  —  body;  8  —  lead  out; 
9  —  piezoelectric 
element;  10  —  prism; 

II  —  wall;  12  —  damper. 


piezoelements  are  used  as  a  radiator  and  two  as  a  receiver  of  UZK.  Piezoelements 
are  placed  so  that  one  of  them  sends  a  beam  at  a  considerable  angle  to  the  normal, 
ensuring  detection  of  defects  lying  at  a  shallow  depth  under  the  surface;  the  other 
sends  a  beam  along  the  normal,  ensuring  that  a  bottom  signal  is  obtained  and  deep 
defects  are  obtained  (Fig.  257a).  An  analogous  result  can  be  obtained  also  if  in 
the  radiating  and  receiving  heads,  containing  piezoelement  each,  the  field  is  split. 


XD.  S.  Shjrayber.  Author's  certificate  No.  100284,  USSR,  1951. 
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Pig.  237.  Separate  combined  searching  heads  making 
it  possible  to  obtain  more  uniform  sensitivity  in 
considerable  limits  with  respect  to  depth  of 
bedding  of  defect:  M  -  radiating;  n  —  receiving 
piezoelements;  K  —  refracting  wedges;  0  — 
reflecting  edges. 

A  head  with  a  split  field  can  be  created,  for  instance,  by  using  a  wedge  inserted 
in  the  header  of  the  searching  head  and  made  of  a  material  in  which  rate  of 
propagation  of  UZK  sharply  differs  from  rate  of  their  distribution  in  material  of 
header  (Fig.  237b).  Such  a  head  was  made  by  M.  E.  Khurgin  [243]:  a  brass  wedge 

was  inserted  into  a  steel  header,  which  made  it  possible  to  balance  sensitivity  with 

respect  to  depth.  Such  a  wedge  can  be  used  very  effectively  in  combination  with 
a  beryllium  header. 

Splitting  of  a  field  can  also  be  realized  without  a  wedge  if  on  the  path  of 
UZK  in  the  body  of  the  head  at  corresponding  angles  reflecting  edges  are  placed, 
directing  part  of  the  UZK  at  the  needed  angle  (Fig.  237c). 

A  separate  combined  head  in  which  is  combined  application  of  a  pair  of 
differently  oriented  piezoelements,  reflecting  edges  and  materials  sharply 
distinguished  in  rates  of  propagation  of  UZK  is  more  compact.  Such  a  head 

(Fig.  237d),  if  its  body  is  plastic,  can  ensure  uniform  sensitivity  in  a  large  range 

of  distances. 

In  the  control  of  articles  of  more  complicated  form  (for  instance,  blanks  for 
turbine  wheels)  sometimes  it  is  advisable  to  anticipate  in  the  method  simultaneous 
resounding  of  the  article  in  different  directions  by  means  of  separate  heads  scanning 
the  article  from  different  sides.  Scanning  can  be  carried  out  from  a  general 
mechanism,  which  should  ensure  a  shift  with  a  specific  interval  for  both  heads. 

In  the  control  of  large-scale  articles  with  flat  surfaces  (for  instance,  rolled 
plates,  large  forgings)  use  of  multichannel  systems  is  the  most  advisable,  allowing 
a  scan  of  the  whole  article  in  one  passage  without  reversing  (by  means  of  introducing 
a  "scanning  beam")  by  lines  separated  from  one  another  by  a  defined  (small)  distance. 
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Fig,  238.  Determination  of  scanning 
interval  for  different  conditions: 

M  —  searching  head;  0  —  defect;  T  — 
step  ol'  scanning. 

This  distance  is  the  scanning  interval,  and  both  in  systems  with  a  single 
searching  head  and  in  single-channel  systems  it  is  chosen  so  that  it  is  impossible 
to  miss  a  defect  of  assigned  dimension.  From  Fig.  238  one  may  see  that  as  the 
searching  head  advances  in  the  direction  of  the  arrow  the  amplitude  of  the  echo 
signal  from  the  flat  reflector  oriented  perpendicularly  to  the  field  axis  gradually 
increases  from  Eero  to  maximum  and  then  gradually  drops  the  same  way.  Speed  of 
buildup  and  drop  of  this  amplitude  depends  on  directivity  of  radiator,  distance 
from  it  to  reflector,  and  on  dimensions  of  reflector.  The  higher  the  directivity 
of  the  radiator  and  the  less  the  distance  to  the  reflector,  the  steeper  the  curve 
of  buildup  and  drop  of  amplitude  of  echo  signal.  We  will  conditionally  assume  that  • 

rejection  criterion  is  appearance  on  the  screen  of  an  echo  signal  with  amplitude 
*70#  maximum  amplitude  of  the  echo  signal  observed  on  the  screen  when  the  searching- 
head  is  exactly  above  a  reflector  of  assigned  (minimum)  dimension.  Then,  obviously 
the  optimum  scanning  interval  will  be  equal  to  width  of  curve  of  amplitude  change 
on  a  level  corresponding  to  an  amplitude  of  0.7  maximum  (Fig.  238a).  With  such  a 
scanning  interval  a  defect  located  between  lines  will  give  an  echo  signal  whose 
amplitude  will  be  not  less  than  0.7  amplitude  of  the  echo  signal  from  a  defect  of 
such  dimension  when  the  searching  head  is  exactly  above  it. 

With  the  same  depth  of  bedding  of  a  defect  but  higher  directivity  the  amplitude 
of  the  echo  signal  is  changed  more  sharply,  and  consequently  the  scanning  interval 
should  be  decreased  (Fig.  238b).  Decrease  of  depth  of  bedding  of  defect  with  the 
same  degree  of  directivity  also  leads  to  necessity  of  decreasing  the  scanning 
interval  (Fig.  238c).  Thus,  for  a  given  searching  head  possessing  known  directivity  • 

the  optimum  scan  Interval  should  be  determined  for  defects  lying  at  a  shallow  depth. 
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In  this  case,  conditions  of  detection  of  defects  lying  "between  the  lines"  at  great 
depths  will  also  be  carried  out.  The  scanning  step  is  simple  to  determine  on 
standards  applied  for  tuning  the  echo-flaw  detector.  Analytic  calculation  of  the 
scanning  step  is  sufficiently  complicated  and  naturally  cannot  be  made  by  the 

formulas  of  Krautkramer  [226],  derived  on  the  basis  of  very  rough  approximations. 

Experimental  determination  of  the  optimum  scanning  step  for  specific  conditions 
gave  the  following  results:  for  a  quartz  head  with  piezoelement  18  mm  in  diameter 
on  a  frequency  of  f  =  2.5  MHz  when  UZK  are  introduced  into  metal  through  a  thin 
film  of  contact  lubricant  the  step  is  6  mm;  for  analogous  heads  when  diameters  of 
piezoelements  are  15  and  25  mm  at  4.0  and  1.5  MHz,  the  step  is  5  and  8  mm 
correspondingly. 

In  conditions  of  immersion,  introduction  of  UZK  into  metal  for  a  head  with  a 
piezoelement  20  mm  in  diameter  on  frequency  2.5  MHz  the  step  was  also  6  mm. 

It  is  necessary  to  note  that  as  a  result  of  selection  of  a  scanning  step  from  the 
condition  of  70 $  amplitude,  there  will  be  a  certain  repetition  of  a  rejection  in  the 
control,  inasmuch  as  echo  signals  forcing  the  automatic  equipment  to  work  will 

appear  upon  detection  of  a  defect  of  assigned  dimension  located  between  the  lines 

and  several  of  smaller  dimensions  located  on  the  line. 

All  considerations  pertain  to  conditions  of  selection  of  optimum  step  in  a 
direction  perpendicular  to  direction  of  motion  of  searching  heads.  However,  even 
in  the  selection  of  maximum  rate  of  motion  of  heads  it  is  necessary  to  consider 
these  considerations.  During  the  control  of  an  article  of  considerable  thickness, 
time  expended  by  a  pulse  of  UZK  in  traversing  the  whole  acoustical  channel  in  both 
sides  can  be  so  considerable  that  the  searching  head  will  be  able  to  advance  in  a 
position  at  which  amplitude  of  the  echo  signal  it  receives  will  be  less  than  the 
fixed  level  (70$)  and  the  defect  will  not  be  detected. 

In  conditions  of  mass  industrial  control  of  Important  articles  usually 
two-phase  control  is  employed.  In  the  first  stage  —  elimination  control  is  conducted 
at  somewhat  raised  sensitivity.  The  problem  of  elimination  control  is  delay  of 
"doubtful"  articles  and  directing  them  to  a  repeated  quality  inspection.  Including 
in  the  number  of  doubtful  articles  several  superfluous  articles  does  not  play  an 
essential  role,  inasmuch  as  the  quality  control  anticipates  as  thorough  as  possible 
a  determination  of  dimensions  of  every  defect  revealed  during  elimination  control. 
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The  whole  output  ts  not  subjectec  to  a  quality  control,  but  only  a  certain 
(usually  small)  part,  therefore  produc  tvlty  is  not  a  decisive  factor  and  the  quality 
control  can  be  done  manually  when  sensitivity  of  flaw  detector  is  tuned  to  correspond 
completely  to  fixed  norms  of  rejection. 

Tuning  on  an  assigned  sensitivity,  as  also  estimation  of  dimensions  of  revealed 
defects,  as  a  rule  is  done  according  to  special  stundard  samples  having  a  series  of 
drillings  of  different  diameter  with  a  flat  bottom.  To  appraise  dimensions  of  a 
revealed  defect  on  the  standard  will  be  selected  a  control  reflector,  located  at 
the  same  depth  as  the  defect  and  giving  an  echo  signal  of  the  same  amplitude.  Area 
of  defect  Is  equal  to  area  of  reflector  divided  by  coefficient  of  revealability . 

The  form  of  the  standard  sail,  le  and  orientati  a  of  surfaces  of  introduction  of  U'dK 
and  axes  of  drillings  should  be  selected  so  that  introduced  UZK  are  Incident  along 
the  normal  onto  the  flat  bottom  of  the  drilling.  Upon  thorough  fulfillment  of  flat 
bottom  and  correct  orientation,  taking  into  account  certain  idealization  of 
conditions  of  reflection  of  UZK  it  can  serve  as  a  simulated  defect  which  is  fully 
acceptable  for  tuning  of  sensitivity  of  Instrument. 

Certain  researchers  recommend  type  of  standard  more  simple  In  manufacture 
in  which  holes  of  different  diameter  are  drilled  in  the  standard  sample  so  that  UZK 
drop  onto  the  lateral  surface  of  the  cylindrical  drilling  in  the  plane  perpendicular 
to  its  axis.  However,  as  A.  S.  Golubev  showed  [227],  the  amplitude  of  the  echo 
signal  from  the  lateral  surface  of  the  cylinder  is  not  uniquely  connected  with  the 
diameter  of  the  cylinder,  and  therefore  such  a  standard  cannot  be  used  in  adjusting 
the  sensitivity  of  the  echo-flaw  detector. 

The  standard  samples  usually  are  made  of  the  same  material  and  in  the  same  state 
of  technological  treatment  as  the  controlled  article.  Thickness  of  standard  is  chosen 
equal  to  thickness  of  article.  All  this  essentially  complicates  preparation  and  use 
of  standards,  especially  in  the  control  of  articles  of  considerable  dimensions. 

While  this  is  easy  to  show  from  equation  (58) ,  when  an  echo-flaw  detector  has 
a  calibrated  attenuator  on  its  input,  it  is  possible  to  determine  area  of  a 
revealed  defect  with  respect  to  a  standard  of  anj  thickness  from  any  material,  with 
control  reflectors  of  different  diameter  located  at  any  depth. 

o  If  B  and  Bp  —  thickness  of  article  and  standard;  r  and  rg  —  depth  of  bedding 
of  defect  In  article,  and  correspondingly ,  control  reflector  In  standard;  b  and  5P 
—  damping  In  material  article  and  standard;  Sp  -  area  of  control  reflector. 
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amplitude  of  the  echo  signal  from  which  is  equal  to  amplitude  of  the  echo  signal 
from  the  defect;  and  s  —  coefficient  of  revealability,  then  area  of  defect: 


(71) 


If  &  is  unknown,  then 
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If  B  =  fla.  then 


r  >• 


If  r  =  Tqi  and  then 


If  r  =  rs  and  B  =  Bg,  then 
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(71a) 


(71b) 


(71c) 


(71d) 

And  finally,  if  as  in  the  usual  standards,  r  =  r3,  B  =  B3  and  5  =  6R,  then 

(71e) 


1 
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(in  the  last  case  an  attenuator  is  not  required  of  course). 

To  achieve  the  greatest  accuracy  the  standard  must  be  made  of  a  material  of 
possessing  minimum  structural  reverberation  (and  easily  worked),  and  measurement  of 
the  amplitude  of  the  echo  signal  from  the  defect  must  be  made  when  the  noise  cutoff 
is  removed. 


f .  Methods  of  Increasing  the  Volume  of  Information  During  Ultrasonic 
Control,  Requirements  for  a  High  Quality  "Echo-Flaw  Detector. 

Determination  of  dimensions  of  revealed  defects  —  the  most  important  but  not 
the  only  element  of  information  about  a  defect  is  necessary  in  order  to  determine 
whether  the  controlled  article  is  considered  suitable  or  should  be  rejected. 

Obtaining  the  most  detailed  inform/. tion  about  a  defect  in  essence  should  be 
the  basic  problem  of  the  control  as  a  whole  and  its  separate  elements. 

If  on  the  initial  stage  of  development  of  ultrasonic  flow  detection  all 
Information  is  simple  and  reduces  to  a  "yes  —  no"  reading,  then  at  present  the 
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volume  of  information  obtainable  t rot.  n  echc-r'law  detector  significantly  increases 
and  necessity  of  further  increase  of  if.!  volume  causes  and  continues  to  cause 
continuous  improvement  of  circuits  and  ci  '.struct ions  of  echo-flaw  detectors. 

Thus,  by  instrument  readings  supplies  by  the  depth  meter,  it  is  possible  to 
determine  coordinates  of  defect  with  great  accuracy.  By  increase  of  duration  ot 
echo  signal  in  comparison  with  the  bottom  signal,  it  is  possible  to  estimate 
orientation  of  a  plane  defect  and  to  distinguish  a  plane  defec4  from  a  volume  defect.. 
By  the  difference  between  thickness  of  article  in  the  resounded  section  and  the 
totality  of  readings  of  the  depth  measuring  device  during  detection  of  a  defect  from 
two  opposite  sides,  one  can  determine  extent  of  volume  defect  in  direction  of 
resounding.  All  tnis  presents  raised  requirements  for  uccuracy  and  stability  of 
work  of  a  depth  meter  and  for  linearity  of  the  sweep  of  a  contemporary  flaw  detector. 

Orientation  of  a  plane  defect  may  be  judged  also  by 
considering  trie  "thin"  structure  of  the  ecno  signal.  This 
is  possible  if  signals  are  amplified  without  detection. 

In  this  case  interference  phenomena  observed  during 
reflection  of  iiZK  from  a  surface  oriented  not  at  right 
angles  to  the  beam  lead  to  noticeable  fluctuation  of 
amplitude  of  oscillations  filling  the  echo  pulse  (in 
detection  this  fluctuation  is  smoothed).  Resolving  power 
of  instrument  also  increases  during  observation  of 
unrectlfied  signals  —  in  this  case  on  the  screen  between 
two  defects  located  close  to  one  another  a  "collapse" 
distinctly  is  seen  (Fig.  239a)  which  on  a  rectified  signal 
usually  is  observed  only  in  specific  cases  (Fig.  239b). 

It  is  necessary  to  note  however  that  appraisal  of 
orientation  of  a  defect  by  increase  of  duration  of  echo  signal  or  by  a  change  of 
its  "thin  structure"  is  possible  only  when  UZK  drop  on  the  surface  of  defect  at  an 
angle  not  exceeding  10-20°.  When  angle  of  incidence  is  greater,  UZK  can  not  be 
reflected  in  the  direction  of  the  piezoconverter  a. id  the  defect,  will  not  be  revealed. 

It  is  possible  to  increase  probability  of  detection  of  such  defects  if  we 
provide  in  the  echo-flaw  detector  the  pjssibility  of  work  by  the  mirror  shadow 
method.  From  Fig.  240  one  may  see  that  in  case  a,  a  flat  defect  oriented 
perpendicularly  to  the  Incident  ray  is  clearly  revealed  In  the  form  of  an  ecno,  and 
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Fig.  239.  Interference 
picture  on  instrument 
screen.  —  defect 

oriented  at  an  angle 
to  the  beam;  and 

—  defects  located  one 
after  the  other. 
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Fig.  240.  Detection  of  a  defect 
using  the  echo  method  (9)  ana  the 
mirrow  shadow  method  (3-T);  3C  — 
sounding  signal;  JJC  —  bottom  signal; 

9K  —  echo  signal  from  defect. 

in  case  b,  a  defect  oriented  obliquely  is  not  revealed  inasmuch  as  the  reflected 
ray  does  not  reach  the  piezoconverter.  However,  as  is  simple  to  understand,  the 
total  amount  of  energy  of  UZK  attaining  the  bottom  surface  in  both  cases  will  be 
approximately  identical.  It  will  be  less  than  in  the  case  of  absence  of  a  defect 
by  a  certain  magnitude  determined  by  area  of  defect  (and  for  an  oblique  defect  - 
area  of  its  projection  onto  the  plane  perpendicular  to  the  incident  ray). 
Consequently,  amplitude  of  bottom  signal  in  both  cases  (if  defect  is  perpendicular 
and  if  it  is  sl<’  .lued)  must  be  less  than  in  a  faultless  section  (Fig.  240c ) .  In  the 
usual  echo-flaw  detector  decrease  of  amplitude  of  bottom  signal  cannot  be  marked, 
since  bottom  signal  as  a  result  of  large  amplification  as  a  rule  is  clipped. 

If,  however,  in  the  circuit  of  the  echo-flaw  detector  in  corresponding  stages 
there  is  a  special  deep  cutoff,  lowering  amplification  so  much  that  the  bottom 
signal  is  not  clipped  (echo-signal  from  "perpendicular"  defect  at  so  small  an 
amplification  will  not  be  seen  at  all),  then  by  decrease  of  amplitude  of  bottom 
signal  the  defect  is  easy  to  note.  Defects  lying  in  the  article  at  considerable 
depth  and  located  near  the  bottom  surface  or  the  surface  of  introduction  of  UZK 
will  also  be  revealed. 

Thus,  along  with  channel  of  unrectified  signal  the  echo-flaw  detector  should 
have  a  special  cutoff  for  work  by  the  mirror  shadow  method. 

Use  of  the  channel  of  unrectified  amplification  gives  one  more  very  interesting 
possibility  of  an  increase  of  the  volume  ol  information  about  a  defect.  Phase  of 
the  first  oscillation  in  the  echo  signal  will  be  different  depending  upon 
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Fig.  241.  Change  of  phase  of  first 
oscilla+ior.  upon  reflection  from  different 
heterogeneities  of  medium  for  unrectified 
(ubove)  and  rectified  (below)  signals: 

3C  —  sounding  signal;  JJC  —  bottom  signal; 
3^  and  3J(g  —  echo  signals  from 

heterogeneities  possessing  different 
acoustic  rigidity. 


relationship  of  acoustic  rigidities  of  media  bounding  the  interface.  If  the 
substance  filling  the  cavity  of  a  defect  is  a  medium  acoustically  softer  than  the 
medium  on  the  part  of  which  'JZK  are  incident  on  the  surface  of  the  defect  (for 
Instance,  air  gap  in  metal),  reflection  of  UZK  occurs  with  a  phase  shift  of  180° 
with  respect  to  the  Incident  wave. 

If,  however,  the  relationship  of  acoustic  rigidities  is  inverse  (for  instance, 
inclusion  of  copper  in  aluminum,  tungsten  in  titanium,  etc.)  reflection  occurs  in 
phase  with  the  incident  wave  (Fig.  241). 

Thus,  observing  polarity  of  the  first  oscillation  in  the  echo  pulse,  it  is 
possible  in  certain  cases  to  obtain  additional  information  about  the  nature  of  the 
revealed  defect.1 

Sometimes  such  additional  information  can  play  a  decisive  role  in  Judging 
quality  of  the  controlled  article. 

Thus,  if  in  an  ingot  from  a  titanium  alloy  is  revealed  a  volume  defect,  and 
by  the  phase  of  the  firrt  oscillation  it  was  possible  to  establish  that  it  is  a 


1Here  is  a  certain  analogy  with  distribution  of  photographic  density  on  an  X-ray 
photograph.  Depending  upon  whether  the  image  of  the  heterogeneity  revealed  by  X-rays 
is  darker  or  lighter  as  compared  to  the  surrounding  background,  it  is  possible  to 
make  a  conclusion  about  relationship  of  densities  of  the  substance  filling  the 
cavity  of  the- defect  and  that  surrounding  it. 
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cavity,  the  ingot  may  proceed  to  further  treatment  by  pressure.  Inasmuch  as  melt 
and  casting  of  titanium  are  done  in  conditions  of  special  purity  in  the  restoring 
atmosphere,  the  internal  surface  of  the  pit  is  not  oxidized,  nothing  is  contaminated 
and  during  pressure  treatment  the  cavity  can  be  completely  welded. 

If,  however,  the  phase  of  the  first  oscillation  turns  out  to  be  opposite,  the 
defect  obviously  constitutes  an  inclusion  of  tungsten  (titanium  ingots,  until 
comparatively  recently  were  prepared  by  a  technology  which  did  not  exclude  the 
possibility  of  fragments  of  the  tungsten  electrode  in  melted  titanium),  which  in 
further  treatment  of  the  ingot  by  pressure  will  become  the  origin  of  a  fracture. 

The  ingot  therefore  should  be  rejected,  or  at  least  the  part  containing  the  defect 
must  be  cut  from  it. 

What  has  been  said  means  that  in  the  contemporary  echo-flaw  detector  it  is 
desirable  to  provide  an  unrectified  signal  channel  for  additional  information  about 
nature  of  defect. 

However,  although  the  importance  of  additional  information  is  not  decreased, 
most  important  and  basic  remains  determination  of  dimensions  of  a  revealed  defect. 
Therefore,  Improvement  of  circuits  and  designs  of  echo-flaw  detectors  should  be 
conducted  on  the  basis  of  Improvement  and  creation  of  new  methods  for  determining 
dimensions  of  defect. 

One  of  the  general  deficiencies  of  all  the  above  methods  (the  basis  of  which 
are  different  equations  for  echo-flaw  detector)  is  the  use  in  these  equations  of 
tabular  values  of  attenuation  factor  of  UZK.  This  is  the  source  of  possible 
considerable  errors,  since  the  attenuation  factor  can  fluctuate  in  large  limits 
even  for  different  sections  of  one  article. 

For  more  exact  determination  of  dimensions  of  a  defect,  an  equation  should 
provide  also  determination  of  attenuation  factor  directly  in  the  controlled  section 
along  the  ultrasonic  beam  near  the  revealed  defect. 

The  author  in  i960  proposed  a  system  from  which  A.  A.  Tukkayev,  proceeding  from 
wave  concepts  derived  (in  the  beginning  -  for  the  immersion  variant)  equations 
enabling  the  use  of  values  of  attenuation  factor  of  UZK  obtained  from  formula  (69) , 
and  exact  determination  of  dimensions  of  defect. 

In  the  immersion  variant  of  control,  in  distinction  from  the  contact  method 
there  is  additional  information  in  the  form  of  a  pulse  reflected  from  the  front 
edge  of  the  controlled  article.  The  presence  of  this  pulse  permits  excluding  from 
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the  equation  of  the  acoustic  channel  voltage  of  generator,  sensitivity  of  amplifier 
and  receiving  transmitting  properties  of  the  searcher,  i.e.,  the  most  unstable  and 
difficultly  determinable  parameters  of  flaw  detector  and  searcher.  In  deriving  the 
equations  A.  A.  Tukkayev  used  the  expression  for  pressure  in  the  distant  zone  of  the 
sound  field  of  a  round  radiator  oscillating  in  an  infinite  rigid  screen  and  loaded 
on  a  medium  without  shear  elasticity: 


l  A«asin8 


r"  '  l  **a«tne  * 

Here  Vn  —  amplitude  of  normal  speed  of  surface  of  radiator,  km  m  21  —  wave 

0  *• 

number,  pw  —  density  of  liquid,  /j  -  Bessel  function  of  first  order.  The  meaning 

of  remaining  parameters  is  clear  from  Fig.  242. 

«  Using  this  expression  it  is  possible  to  calculate 

j  p€  amplitudes  and  Ag  of  forces  on  the  surface  of  the 

1  I  .  #  l  .  piezoconverter,  appearing  due  to  reflection  of  UZK 

^  I  pi  /  from  front  and  rear  edges  of  an  article  of  plane 

‘  T  ■  f  r  parallel  form. 

—  -  -I  Duration  of  the  acoustic  pulse  is  assumed  Buch 

Fig.  242.  Derivation  of  that  radiation  can  be  considered  monochromatic,  but 

equations  (73)-(75)j  2a  - 

diameter  of  radiator;  2b  —  standing  waves  do  not  appear.  Reflectivity  of  UZK 
diameter  of  reflector;  r  — 

depth  of  bedding  of  defect  from  interface  of  media  is  taken  bb  not  depending  on 
(reflector);  B  —  thickness 

of  controlled  article;  rm  angle  of  incidence,  which  is  allowable  inasmuch  as 

and1frOTtesurfacenofadlat°r  the  raaln  part  of  ener &  of  the  sound  fleld  of  the 
article;  c^  and  pc  —  radiator  is  concentrated  inside  a  small  solid  angle, 

specific  wave  Impedance 

of  liquid  and  solid  medium  Taking  into  account  what  has  been  said,  we 

correspondingly. 

calculate  modulus  A^: 


Mil-  (4  -  »■)  «ln«  b-  _  i. ,i„  ,1+L,; 


and  correspondingly  modulus  |Ag|: 


Ml  y  (4— 3l)  -  -yjl «!«?.  + 7  J* . 


In  resulting  expressions 
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Ratio  of  amplitudes  of  echo  signals  from  front  and  rear  edges  on  screen  of 
flaw  detector  is  identical  to  ratio  of  amplitudes  of  forces  on  surface  of 

piezoconverter,  therefore  measurement  of  the  ratio  of  electrical  signals  using  a 

flaw  detector  attenuator  calibrated  in  nepers  gives  the  quantity  In  M 

Mil 

During  calculation  of  amplitude  of  force  on  surface  of  piezoconverter  (A^), 
caused  by  reflection  of  UZK  from  defect  (considering  that  only  a  quantitative 
appraisal  as  a  rule  is  required  by  defects  of  small  dimensions),  it  is  advisable  to 
use  expression  (72),  valid  along  axis  of  radiator  and  very  exact  in  neighborhood 
of  axis  at  distance  of  the  order  of  wavelength. 

Calculating  amplitude  A^  and  dividing  it  into  the  earlier  calculated  value  of 
A^,  we  obtain  the  equation  determining  dependence  of  ratio  of  amplitudes  of  forces 
on  surface  of  piezoconverter  caused  by  reflection  of  UZK  from  front  edge  of  article 
and  from  defect  (or,  which  is  the  same  -  ratio  of  amplitudes  of  corresponding  echo 
signals  on  screen  of  flaw  detector)  on  dimensions  of  defect,  depth  of  bedding, 
frequency  of  UZK,  coefficient  attenuation  factor  in  metal,  etc.: 

|4|  4m  t> 


V  *  —  4y/,  i(y)  wi  «+  4yV?  (Y) 
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(75) 


Determining  attenuation  factor  6  by  formula  (69),  from  equation  (75) 
determine  radius  of  reflector,  for  which  it  is  necessary  to  find  ratio  In 
by  the  attenuator  and  determine  distance  rM  to  front  edge  and  depth  of  bedding  of 
reflector  r  by  the  depth  guage. 

Determination  of  radius  of  reflector  is  considerably  simplified  if  attenuation 
factor  6  is  preliminarily  determined,  and  by  formula  (75)  the  graph  depicted  in 


one  can 
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Fig.  243.  Ratios  of  amplitudes  of  echo  signals 
depending  upon  different  factors:  a  -  echo  signals 
from  and  Aj  (A^  —  front  edge,  A^  —  reflector) 

depending  upon  depth  of  bedding  of  reflector  for 

different  b  (b  -  radius  of  reflector): 

bl  <  b2  <  <  bjji  b  -  echo  signals  from  and  Ag 

(Ag  —  bottom  edge)  depending  upon  B  at  different 

6:  >  6g  >  c  -  echo  signals  from  Ag  and 

Aj  (Ag  and  -  infinitely  extended  plane  and 

reflector  located  at  the  same  depth  under  the 
surface  of  introduction  of  UZK)  depending  upon 
depth  for  different:  <  bg  <  b^  <  b^.  Scale 

along  the  vertical  is  logarithmic. 


Fig.  243a  is  constructed,  showing  dependence  of  ratio  In 


on  depth  of  bedding  of 


reflector  (r)  at  different  radii.  For  determination  of  radius  of  reflector  it  is 

necessary  to  determine  In  ^  by  the  attenuator,  and  by  the  depth  meter  -  r.  The 
desired  radius  will  correspond  to  the  curve  on  which  will  lie  the  point  with 

f.  IdiJ  rl 

coordinates  £in  'J' 


If  articles  with  grain  of  various  magnitude  are  subjected  to  control,  the 
magnitude  of  the  attenuation  factor  on  different  sections  of  the  same  article  can 
be  different  and  the  presented  method  of  appraisal  of  dimensions  of  defects 
calculated  on  constant  6  can  give  large  error.  To  decrease  error  attenuation  factor 
6  it  is  necessary  to  measure  close  to  the  revealed  defect.  In  this  case  it  is 
necessary  to  construct  graphs  depicted  in  Fig.  243b,  c.  The  curves  in  Fig.  243b 

give  the  dependence  of  ratio  In  on  distance  r  =  B  between  edges  at  different 

values  of  attenuation  factor. 

Value  In  is  obtained  from  formula  (69). 

Curves  in  Fig.  243c  give  dependence  of  ratio  In  J-A  on  depth  of  bedding  of 
reflector  at  different  values  of  radius  of  reflector,  where  amplitude  (Ag)  of  the 
echo  signal  ffrom  the  bottom  edge  with  the  help  of  graph  Fig.  243b  is  recalculated 
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on  depth  r,  which  excludes  dependence  of  ratio  ll)  on  coefficient  of  damping. 

W 

Expression  In  is  calculated  by  the  formula 

mi 
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Appraisal  of  dimensions  of  revealed  defect  in  a  material  with  a  conserted 
structure  is  made  in  the  following  order: 

1.  The  ratio  In  Mil.  is  determined  by  flaw  detector  attenuator,  and  thickness 

B  of  the  article  in  direct  proximity  from  the  detected  defect  is  determined  by  depth 
meter. 

2.  By  the  graph  Fig.  243b  magnitude  of  6  is  found. 

3.  Depth  of  bedding  of  defect  (r)  is  measured,  and  then  by  Fig.  243b, 

corresponding  to  the  found  attenuation  factor,  the  ratio  In  is  determined  for  a 

U I 

thickness  of  article  equal  to  depth  of  bedding  of  defect,  i.e.,  In  jr^  is  determined 
for  a  bottom  echo  signal,  recalculated  on  depth  of  bedding  of  defect. 

4.  By  instrument  attenuator  the  ratio  In  is  measured. 

5.  Calculate  the  difference: 

6.  With  help  of  found  values  of  r  and  In  by  the  graph  Fig.  243c  radius  of 
equivalent  reflector  is  determined. 

Dimension  of  real  defect  is  determined  by  dividing  dimension  of  equivalent 
reflector  by  coefficient  of  revealability. 

It  is  necessary  to  note  that  error  during  appraisal  of  dimensions  of  defects 
inercafes  if  along  the  beam  there  are  zones  with  different  magnitude  of  grain. 

Toe  presented  variant  as  was  noted  above,  has  been  developed  in  reference  to 
tne  xiiimersion  variant  of  the  echo  method.  However,  this  method  can  be  successfully 


used  for  the  contact  variant,  if  dimensions  of  defect  revealed  by  the  usual  searching 

%■  v  '  -V'r  *  * 

head  ere  determined  by  another  measuring  head  of  special  construction. 

In  the  work  of  an  ordinary  searching  head  condition  on  which  the  described 
method  is  based  are  not  fulfilled. 

y  *  , 

a.  Amplitude  of  the  pulse  reflected  from  the  front  edge  of  a  controlled  article 
cannot  be  measured,  since  this  pulse  is  not  separated  in  time  from  the  sounding 

pulse. 

b.  Transmission  coefficient  of  energy  of  UZK  through  a  layer  of  contact 
lubricant  depends  on  thickness  of  this  layer,  changes  at  a  change  of  pressure  on 
searching  head,  and  consequently,  cannot  be  considered. 

c.  In  the  controlled  article  at  a  certain  depth  the  near  zone  of  tne  radiator 
field  spreads;  within  the  limits  of  this  zone  derived  equations  cannot  be  used. 

A  special  measuring  head  should  divide  the  sounding  pulse  and  the  pulse 
reflected  from  the  front  edge  of  the  controlled  article  to  ensure  constancy  of 
transmission  coefficient  of  energy  of  UZK  through  a  layer  of  contact  lubricant  and 
possibility  of  using  equations  calculated  on  the  distant  zone  of  the  radiator  field 
for  determination  of  dimensions  of  defects  located  at  any  depth  under  the  surface  of 
introduction  of  UZK. 

Such  a  head,  developed  by  the  author  and  A.  A.  Tukkayev,  is  shown  schematically 
in  Fig.  244.  In  this  head  piezoelement  1  is  rigidly  glued  to  aluminum  cylinder  2, 
playing  the  role  of  a  delay  line.  Length  of  this  cylinder  is  chosen  so  that  it 
Includes  the  whole  near  zone  of  the  radiator  field.  Diameter  of  cylinder  should  be 
sufficient  so  that  outermost  rays  of  the  beam  of  UZK  are  not  reflected  from  its 
lateral  surface.  On  upper  base  of  cylinder  are  hemispheric  scatterers,  decreasing 
intensity  of  repeated  reflections  of  UZK.  Steel  cup  3  is  screwed  to  the  cylinder; 
in  the  walls  are  channels  4  for  supply  of  contact  lubricant.  As  the  cup  rotates, 
resting  on  its  pointed  bottom  on  the  surface  of  a  flat  plate,  the  cylinder  moves 
upwards,  and  between  the  contact  surface  of  the  cylinder  and  the  surface  of  the 
plate  will  be  formed  an  adjustable  gap  whose  magnitude  is  read  by  scale  5  on  the 
cylinder.  The  gap  should  be  small,  for  Instance  0.05-0.1  mm.  After  adjustment  of 
gap,  stopper  screws  6  are  fixed,  the  head  is  placed  on  the  surface  of  the  controlled 
article  exactly  above  the  revealed  defect,  through  channel  4  the  gap  is  filled  with 
oil.  Dimensions  of  defects  are  determined  Just  as  for  the  immersion  variant. 
Transmission  coefficient  of  energy  of  UZK  is  determined  by  curves  Fig.  86, 


proceeding  from  magnitude  of  gap  and  frequency  of  UZK 
for  a  "cylinder  material  -  oil  —  material  of  controlled 
article"  system. 

The  proposed  method  for  determination  of  dimensions 

of  defects  has  been  experimentally  checked  in  control 

by  the  echo  method  using  the  new  (described  below) 

instrument  [DUK-6V]  (flyK-6B)  on  samples  of  steel  [EI481] 

(SM8l)  and  aluminum  alloy  Dl6.  Defects  were  created  by 

drilling;  every  defect  had  a  flat  header  located  at  a 

depth  of  60  mm.  Frequency  of  ultrasonic  oscillations 

Fig.  244.  Measuring  was  1.5  MHz,  diameter  of  radiator  25  mm,  distance  (r. «) 

head  for  determination 

of  dimensions  of  defects  to  front  edge  200  mm.  Data  of  experiment,  shown  in 
during  use  of  contact 

variant  of  echo  methods  Fig.  245,  showed  that  theoretical  and  experimental 
1  —  piezoelement;  2  — 

metallic  cylinder;  3  —  results  coincide  sufficiently  satisfactorily, 

cup;  4  —  channels  for 

supply  of  contact  Thus,  for  appraisal  of  magnitude  of  defect  during 

lubricant;  5  —  ring  with 

sight  for  scale  reading;  control  of  articles  from  a  given  material  with  the  help 
6  —  stopper  screw;  7  — 

cap;  8  -  damper;  9  —  of  a  flaw  detector  with  calibrated  adjustment  of 

contact. 

KEY:  (a)  adjustable  gap.  amplification,  it  is  necessary  to  have  two  families  of 

curves  which  can  be  constructed  beforehand  for  all 
controlled  materials. 

For  fullness  of  characteristics  of  the  given  method  of  calculation  of  the 
acoustic  channel  of  the  flaw  detector,  we  will  note  that  the  possibility  of 
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disregarding  transformation  of  longitudinal  waves  into  shear 
was  Justified  by  I.  N.  Yermolov  in  deriving  equations  for  the 
echo-flaw  detector.  In  our  case  this  disregard  is  Justified 
in  still  larger  degree  due  to  the  large  dimensions  of  the 
radiator  (and  consequently,  large  directivity  of  beam  of  UZK). 
A  certain  deficiency  of  calculation  is  identification  of 
reflector  with  piston  in  rigid  screen,  which  can  become  the 


Fig.  245.  source  of  possible  errors.  Error  can  appear  also  due  to 

Dependence  of  ratio 

a,  _  reflectivity  of  UZK  from  bottom  surface  of  controlled  article 

-J-  on  diameter  of 

reflector  (d).  being  taken  as  constant,  whereas  it  can  fluctuate  in  certain 

Data  from 

calculation  (solid  limits,  depending  upon  thoroughness  of  treatment  of  surface, 
line)  and 

experiment  However,  advantages  of  the  proposed  method  recompense  these 

(circles) . 
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The  method  permits  a  quantitative  solution  of  complicated  problems  appearing 
during  ultrasonic  control  of  large  blank".  F’or  instance,  it  is  required  to  determine 
minimum  dimension  of  defect  which  can  be  revealed  in  a  large  scale  blank  near  the 
bottom  edge  during  resounding  on  one  side.  For  this  the  absolute  value  of  amplitude 
A^  of  the  echo  signal  from  the  front  edge  is  determined  (in  volts).  This  can  be 

*  jf.  '  ■  » 

done,  for  instance,  knowing  amplification  factor  of  receiving  channel  and 

•  V 

sensitivity  of  the  electron  beam  tube,  or  by  using  a  special  measuring  instrument  — 
the  pulse  microvoltmeter.  Then,  measuring  with  an  attenuator,  the  ratio  of  A^  to 
Ag,  we  determine  Ag.  Further,  setting  the  (necessary  for  clear  detection  of  defect) 
excess  of  amplitude  of  echo  signal  from  defect  above  amplitude  of  noises,  we 
determine  minimum  magnitude  of  A^,  after  which  find  the  ratio  of  Ag  to  A^,  and  for 
the  given  distance  we  determine  minimum  diameter  of  reflector. 

In  practice  even  more  complicated  problems  are  met:  for  instance,  it  is 
necessary  to  conduct  ultrasonic  control  of  large  scale  blanks  made  a  material  with 
large  attenuation  factor.  The  bottom  signal  in  this  case  is  not  observed.  Usually 
production  workers  solve  this  problem  by  consecutive  resounding  of  a  blank  from  two 
sides  in  opposite  directions.  Here  It  is  assumed  that  a  sensitivity  is  ensured 
which  is  sufficient  for  detection  of  defects  of  assigned  minimum  dimension  at  a 
depth  somewhat  exceeding  half  the  height  of  the  blank,  and  consequently  in  control 
from  two  sides  —  the  whole  volume  of  the  blank  is  checked. 

Meanwhile  sensitivity  can  be  insufficient;  the  middle  part  of  the  blank  is  not 
checked.  A  correct  solution  of  this  problem  requires  determination  of  attenuation 
factor  of  UZK  in  the  given  material  on  a  templet  cut  from  the  blank.  After  that, 
for  an  assigned  diameter,  knowing  absolute  values  of  A^  and  A^  and  attenuation 
factor  6,  by  the  graph  Fig.  24jc  it  is  possible  to  solve  the  problem  with  respect 
to  distance. 

As  can  be  seen  from  given  examples,  with  such  a  method  the  bottom  signal  as  the 
basic  criterion  of  energy  content  introduced  in  the  pulse  of  UZK  loses  value.  It 
is  more  simple  and  correct  to  determine  energy  relationships  and  to  choose  conditions 
of  control  using  as  a  criterion  amplitude  of  the  echo  signal  from  the  front  edge 
of  the  article.  Obviously,  for  rapid  and  exact  measurement  of  this  amplitude  in  the 
receiving  channel  it  is  advisable  to  provide  a  corresponding  instrument  allowing 
direct  measurement  without  any  calculations. 
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An  advantage  of  the  proposed  method  is  that  it  permits  an  approach  to  solution 
of  the  problem  of  automation  of  control.  All  automatic  signalling  apparatuses  of 
defects,  including  the  [ASD]  (AC.Q),  created  for  work  with  the  echo-flaw  detector 
V4-7I,  operate  at  the  appearance  of  an  echo  signal  whose  amplitude  is  higher  than 
the  assigned  value  and  which  is  located  in  a  defined  time  interval  between  echo 
signals  from  front  and  bottom  edge.  The  dependence  of  amplitude  of  echo  signal  on 
depth  of  bedding  of  defect  is  not  considered,  and  therefore  in  tuning  to  a  "distant" 
defect  an  over  rejection  will  be  observed,  and  in  tuning  to  a  "near"  defect  —  an 
underrejection.  For  a  specific  article  from  material  with  a  defined  value  of 
attenuation  factor,  in  principle  it  is  possible  (although  very  difficult)  to  carry 
out  automatic  time  gain  control  at  which  amplitude  of  echo  signal  does  not  depend 
on  depth  of  bedding  of  defect.  However,  such  is  not  very  practical,  since  law  of 
change  of  amplification  from  time  will  change  during  control  of  articles  with 
different  attenuation  factors. 

The  most  regular  problem  is  creation  of  an  automatic  signalling  apparatus  of 
defects  in  whose  circuit  is  an  analog  computer.  It  should  determine  with  respect 
to  the  relationship  of  amplitude  echo  signals  from  front  and  bottom  edges  of  article 
and  time  distance  among  these  echo  signals  the  attenuation  factor  of  UZK  in  the 
controlled  section,  and  proceeding  from  obtained  data,  the  amplitude  of  the  echo 
signal  from  a  defect  of  assigned  dimensions  depending  upon  depth  of  its  bedding. 

The  formulated  requirements  for  a  high  quality  arbitration  instrument  were  in 
certain  degree  considered  in  the  development1  of  the  circuit  and  construction  of 
the  pulse  echo-flaw  detector  DUK-6V. 

The  ultrasonic  pulse  echo-flaw  detector  DUK-6V  (Fig.  246),  intended  for  work 
in  contact  and  immersion  variants  of  the  echo  method,  has  the  following  basic 
technical  characteristics. 

Working  frequencies  -  4,  2.5,  1.5  and  0.7  MHz.  These  frequencies  were  selected 
in  accordance  with  curveB  Fig.  193  and  ensure  optimum  sensitivity  during  control  of 
articles  from  deformed  steel  and  aluminum  alloys  up  to  1  m  thick.  Lowest  frequencies 
(1.5  and  0.7  MHz)  permit  controlling  metallic  articles  of  average  thickness  with 


Circuit  and  construction  of  instrument  were  developed  in  1961-1962  under  the 
leadership  of  the  author  B.  G.  Golodayev;  V.  I.  Minakov,  Yu.  V.  Lange,  A.  A.  Tukkayev, 
Z.  I.  Manayevoy,  N.  V.  Babkin,  S.  V.  Veremeyenko. 
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high  level  of  acoustic  noises  and  also  articles  from  plastics  and  rubber  a  few 

■KJi).'  :  i  1 

centimeters  thick. 

The  instrument  provides  smooth  frequency  control  on  every  range  within  the 
limits  of  *10$  from  rated. 

Minimum  depth  of  detection  of  defects  (dead  band)  during  work  of  a  combined 
searching  head  without  application  of  compensation  for  different  frequencies  in 
the  contact  variant  is: 

Depth,  mm  Frequency,  MHz 

5  .  4 

6  .  2.5 

15 .  1.5 

40 .  0.7 

During  work  in  the  immersion  variant  the  magnitude  of  the  dead  zone,  as  a 
result  of  using  a  circuit  for  electrical  compensation  of  free  oscillations  permits 
reducing  dead  zone  at  frequencies  1.5  and  2.5  MHz  to  5-3  mm  correspondingly.1 

Maximum  range  of  measurements  of  distances  to  defects  and  thickness  of 
article  is  2.5  m  for  materials  with  a  rate  of  propagation  of  UZK  of  2500-6500 
o/b. 

The  amplification  factor  on  all  frequencies  is  not  lower  than  2*10^, 
amplitude  of  oscillations  on  the  leadout  of  the  radio  impulse  generator  at  minimal 
pulse  duration  not  less  than  1000  V,  and  at  maximum  reaches  2800  V,  which  in 
combination  with  use  of  piezoelements  from  highly  effective  materials  ensures 
very  high  sensitivity  of  instrument. 

Amplifier  of  instrument  has  a  time  adjustment  of  sensitivity  [VRCh]  (BP1!). 
Duration  of  VRCh  is  regulated  by  degrees  from  30  to  8000  us,  depth  of  VRCh  is  from 
0  to  35  dB. 

For  quantitative  measurement  of  ratio  of  amplitudes  of  echo  6  signals.  The 
amplifier  has  an  attenuator  with  step-wise  and  smooth  adjustments  within  limits  of 
0-60  dB.  Because  there  is  in  the  amplifier  a  special  unrectified  signal  channel 
the  instrument  permits  observing  on  screen  of  indicator  rectified  and  unrectifled 


‘Use  of  a  special  amplifier  developed  for  the  DUK-6V  according  to  the 
circuit  proposed  byte.  G.  Oolodayev,  Author's  certificate  No.  149934  USSR,  1961), 
providing  undistorted  amplification  of  a  maximally  short  pulse,  after  filling  with 
oscillations  of  super-high  (hundreds  of  MHz)  frequency,  should  reduce  dead  band 
approximately  to  a  duration  of  a  half-period. 


1 
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echo  signals. 

** 

The  Instrument  has  automatic  signaling  apparatus  of  defects  [ASD]  (ACA) 
upon  detection  of  defects  in  articles  of  simplest  forms  a  light  signal  is  activated. 
For  control  of  articles  of  large  thickness  the  instrument  provides  the 
possibility  of  working  with  a  scan  delay.  Magnitude  of  delay  is  regulated  within 
limits  of  10-1000  us.  The  sweep  time  when  working  with  a  delay  is  regulated  in 
the  same  limits  as  when  working  without  a  delay. 

The  instrument  is  completed  by  wear-resosting  searching  heads  possessing 
raised  parameters.  The  possibility  of  working  wit  special  search  heads  having 
built-in  inductance  colls  is  provided  also. 

Industrial  testing  samples  of  the  DUK-6V  produced  by  the  3KB  UZD  completely 
corroborated  the  correctness  of  all  considerations  underlying  its  development.1 

High  exploitational  qualities  of  the  instrument  led  to  ideas  about 

o 

necessity  of  creating  an  echo  flaw  detector  possessing  approximately  the  same 
data  but  more  compact,  designed  for  using  in  workshop  conditions. 

Such  an  instrument,  the  DUK-5V,  was  developed  in  the  SKB  UZD8  and  is 
designed  so  that  certain  units  provided  in  the  EUK-6V  can  be  carried  in  special 
attachments  connected  to  the  instrument  in  necessary  cases.  An  unrectifled 
signal  channel  in  the  amplifier  is  not  provided.  The  remaining  indices  are 
approximately  the  same  as  in  the  flaw  detector  EUK-6V.  In  design  the  DUK-5V  is 
by  far  more  compact,  and  in  weight  —  approximately  half  as  much  as  the  DUK-6V. 

A  general  view  of  the  DUK-5V  is  given  in  Fig.  247, 

With  the  mastery  of  production  of  the  DUK-6V  and  the  HJK-5V  with  attachments, 
our  industry  obtains  completely  modern  high-quality  equipment,  making  it  possible 
to  solve  complicated  problems  appearing  in  practice. 


1The  DUK-6V  has  been  put  into  serial  production  at  the  "Precision  Electrical 
Instruments  Plant". 

sThe  DUK-5V,  developed  by  V.  A.  Tokariv,  will  be  manufactured  by  the 
"Precision  Electrical  Instruments  Plant"  under  another  brand  name. 
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VII 

ULTRASONIC  CHECK  OF  METALLIC  BLANKS,  SEMIFINISHED 
PRODUCTS,  AND  ARTICLES 

Practice  of  domestic  and  foreign  ultrasonic  flaw  detection  shows  that  its 
possibilities  are  very  wide;  however,  in  order  to  obtain  the  needed  effect  one 
should  approach  every  specific  problem  while  taking  into  account  all  data  on 
properties  of  material,  technology  of  manufacture  of  the  checked  article,  character 
and  dimensions  of  possible  defects. 

With  such  an  approach,  even  with  the  aid  of  standard  flaw  detectors  of 
industrial  types  frequently  the  solution  of  problems,  considered  insoluble  until 
recent  time,  turns  out  to  be  possible. 

a.  Check  of  Casting 

It  is  accepted  to  consider  that  ultrasonic  methods  of  control  are  ineffective 
for  check  of  intricate-shape  casting.  Indeed,  complex  shape  of  castings,  poor 
quality  of  surface,  coarse-grained  structure,  difference  in  magnitude  of  grain 
between  core  and  peripheral  zones  in  thick  sections,  difference  in  magnitude  of 
grain  between  thick  and  thin  sections  —  all  this  strongly  hampers  check  and 
practically  excludes  the  possibility  of  its  automation.  If,  moreover,  we  add  that 
cracks  emerging  on  surface  of  casting  can  be  revealed  by  capillary  and  sometimes  — 
magnetic  methods,  for  revealing  some  of  only  the  internal  defects  the  use  of 
ultrasonic  methods  should  be  recognized  as  little  effective  economically. 

However,  if  for  intricate-shape  castings  from  light  alloys  for  this  purpose  it  is 
possible  to  apply  radioscopy  with  X-rays,  cast  iron  and  steel  castings  of 
considerable  thickness  are  alrsiay  X-rayed  with  difficulty. 
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Works  of  various  researchers,  carried  out  mainly  in  West  Germany  [FRG]  ($Pr) 
[48],  showed  that  at  thorough  preparation  of  method  and  technology  of  inspection 
of  castings  from  carbon  steel  and  cast  iron  fair  results  can  be  obtained  in  a 
number  of  cases.  Thus,  at  frequencies  0. 5-1.0  MHz  it  is  possible  to  reveal  rough 
flow  holes  in  iron  castings  with  thickness  up  to  100-150  mm.  Steel  casting 
(including  pipes  cast  by  centrifugal  method)  can  be  checked  with  thickness  up  tc 
50-80  mm.  With  this  it  is  possible  to  use  longitudinal  and  shear  ultrasonic 
oscillations  [UZK]  (y3K),  introduced  at  an  acute  angle  to  surface  of  article.  In 
the  latter  case  because  of  poor  quality  of  surface  the  best  acoustic  contact  is 
obtained  if  the  body  of  searcher  head  is  made  from  rubber  instead  of  organic  glass. 

It  is  also  possible  to  measure  wall  thickness  of  cast-iron  and  steel  castings 
if  the  searcher  head  is  equipped  with  a  piezoelemer.t  of  high  sensitivity  with  small 
contact  surface.  Figure  248  shows  how  wall  thickness  of  complex  iron  casting 
is  measured  in  a  difficultly  accessible  place  —  with  the  aid  of  a  head  with 
specially  designed  holder. 

Nevertheless,  as  compared  to  check  of  intricate-shape  casting  the  use  of 
ultrasonic  methods  for  inspection  of  ingots,  subjected  to  treatment  by  pressure, 
is  more  effective  for  the  purpose  of  detection  of  rough  defects  in  them.  For 
such  ingots  from  various  metals  and  alloys,  intended  for  manufacture  of  semifinished 
products  and  articles  of  critical  assignment,  relatively  large  dimensions,  simple 
shape  (cylinder,  right-angle  parallelepiped),  very  uneven  surface,  and  coarse¬ 
grained  structure  are  usually  characteristic.  The  latter,  especially  in  ingots 
from  metals  possessing  considerable  elastic  anisotropy,  leads  to  intense  damping 
of  UZK  beceuse  of  their  scattering  with  grains  of  metal  and  to  a  high  level  of 
structural  reverberation.  Therefore,  for  the  purpose  of  increase  of  breakthrough 
ability  and  also  for  the  purpose  of  increase  of  ratio  of  useful  signal  to 
reverberation  interferences  (UB3eAJa<ni)  it  is  necessary  to  conduct  the  check  on 
an  UZK  of  lowered  frequency  (0.25-1.0  MHz).  Hence  it  follows  that  during  inspection 
of  ingots,  especially  large  sized,  sensitivity  and  accuracy  of  determination  of 
coordinates  of  defects  is  low. 

However,  high  sensitivity  is  usually  not  required  in  these  cases:  basic 
defects,  which  should  be  revealed  (blowholes,  large  pores,  zones  of  friability, 
foreign  inclusions,  and  hot  cracks),  have  rather  large  dimensions.  All  these 
defects,  besides  cracks,  are  volume  and  therefore  (and  cracks  because  of 
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considerable  roughness  of  their  surface)  are  reflected  well  by  UZK,  incident  from 
any  direction,  and  can  be  revealed  when  sounding  from  different  sides. 

Steel  Ingots  can  be  sounded  to  a  depth  about  1  m  at  0.25  MHz  frequency. 

However,  in  order  to  more  precisely  determine  coordinates  of  defects,  it  is  better, 
where  this  is  possible,  to  use  frequency  0.5  MHz.  In  a  number  of  cases  inspection 
conditions  are  improved  after  application  of  homogenizing  annealing  of  ingots. 

Ingots  from  alloy  steel  are  sounded  considerably  worse  because  of  intense  of 
damping  UZK.  Ingots  from  aluminum  and  titanium  alloys  can  be  checked  at  frequencies 
0.5-1. 5  MHz  to  a  depth  over  1  m.  Ingots  from  zirconium  and  molybdenum  with  up 
to  300  mm  diameter  and  up  to  1  m  height  are  sounded  well  at  frequency  1  MHz,  and 
small  ingots  from  hafnium  at  frequency  up  to  5  MHz.  Tungsten  ingots  are 
checked  excellently  at  frequencies  up  to  5  MHz  with  high  sensitivity,  since 
elastic  anisotropy  is  absent  for  tungsten  and  there  is  no  structural  reverberation. 
Elastic  anisotropy  highly  impedes  check  of  ingots  from  nickel  alloys,  brass,  and 
bronze  (here  there  is  also  shown  intense  damping  of  UZK). 

Possibilities  of  ultrasonic  check  of  cast  plates  and  rods  from  uranium  are 
limited  still  more,  considerable  elastic  anisotropy  of  which  [115]  combined  with 
coarse  grain  size  leads  to  so  strong  a  scattering  of  UZK  that  maximum  thickness 
of  checked  section  cannot  be  higher  than  several  centimeters. 

Check  of  ingots  can  be  conducted  by  the  echo-method  with  the  aid  of  a  combined 
searcher  head.  Application  of  mirror-shadow  method  with  the  use  of  separate 
heads  is  also  very  expedient.  During  work  at  low  frequencies  (0.5  MHz)  the 
divergence  of  beam  of  UZK  is  so  considerable  that  axes  of  heads  can  be  oriented 
along  the  normal  to  surface  of  ingot  (Pig.  249). 

In  most  cases  the  surface  of  ingots  from 
light  and  special  alloys  is  subjected  to 
treatment  before  plastic  deformation. 

Therefore,  in  many  cases  it  is  possible  to 
apply  the  contact  echo-method.  It  is  more 
reliable,  however,  to  use  immersion,  and 
sometimes  -  jet  contact.  It  is  convenient 
to  conduct  sounding  of  flat  ingots  by  means 
of  scanning  with  lines  in  the  direction  of 
thickness  of  ingot.  Sounding  of  cylindrical 
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Fig.  249.  Diagram  of  ultrasonic 
check  of  large  sized  ingot  with 
the  aid  of  separate-combined  head 
with  jet  contact  (A.  P.  Saltykov): 
1  —  ingot;  2  *-  meniscus;  3  — 
radiating  head;  4  -  receiving  head, 


Ingots  can  be  carried  out  either  on  the  end  face  along  the  axis  or,  which  is  more 
reliable  -  on  the  side  of  lateral  surface  along  the  diameter.  Inasmuch  as 
divergence  angle  of  UZK  is  great,  scanning  along  helix  is  not  required.  It  is 
sufficient  to  pass  the  head  4-6  times  along  generatrix  of  cylinder,  turning  the 
ingot  90-60  degrees  after  each  pass.  Thus,  sufficient  productivity  of  check  can 
be  attained.  With  such  a  check  rough  hot  cracks  are  completely  reliably  revealed 
(Pig.  250).  Blowholes  and  zones  of  friability  are  revealed  well  also.  During 
detection  of  blowholes  in  Ingots  from  metals  smelted  in  a  neutral  or  reducing 
atmosphere,  it  should  be  considered  that  internal  surfaces  of  such  blowholes  are 
not  oxidized  and  can  be  sealed  during  further  treatment  by  pressure.  Such 
blowholes  are  not  rejecting  criterion.  Rejection  of  ingots  containing  rough 
cracks  permits  increasing  the  quality  of  semifinished  products,  produced  in  the 
j  ’ocess  of  further  deformation. 

However,  inasmuch  as  in  process  of  deformation,  as  was  shown  above  (p. 36  ), 
various  defects  can  also  be  formed,  ultrasonic  check  of  deformed  semifinished 
products  has  decisive  value  for  increase  of  quality  of  production. 

b.  Check  of  Forgings 

Check  of  forgings  (especially  large  sized)  is  one  of  the  most  effective 
applications  of  ultrasonic  flaw  detection.  Blanks  of  turbogenerator  rotors  having 
diameter  about  one  and  a  half  meters  and  weighing  tens  of  tons,  blanks  of  large 
dies  ("blocks"),  having  weight  of  the  same  order,  blanks  of  turbine  and  compressor 
disks  for  gas-turbine  engines,  and  forgings  from  light  alloys  for  aircraft  parts 
can  be  checked  by  ultrasonic  methods  for  the  presence  of  flakes,  liquation 
accumulations,  zones  of  friability,  residue  of  shrinkage  cavities,  slag, 
nonmetallic,  and  foreign  inclusions,  forging  cracks,  internal  ruptures, 
stratifications,  oxide  films,  zones  of  coarse  granularity,  and  others.  Structure 
of  metal  of  forgings  considerably  differs  from  structure  of  ingot;  therefore, 
metal  underwent  some  deformation.  Grains  of  metal  of  forging  are  stretched  in 
the  direction  of  flow,  which  determines  orientation  of  many  defects.  Scattering 
of  UZK  was  decreased,  which  permits  "piercing"  the  thickness  1-2  m  at  frequency 
0.5-1  MHz. 

Construction  of  turbogenerator  rotor  usually  provides  for  the  presence  of  a 
through  channel  with  several  centimeters  diameter,  oriented  along  the  axis  of 
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rotor.  This  channel  permits  carrying  out  visual  inspection  of  internal  surface 
with  the  aid  of  periscopic  devices  and  to  some  degree  estimating  the  quality  of 
metal  in  the  central  zone  of  forging  affected  the  most  wieh  defects.  Before  the 
introduction  of  ultrasonic  check  of  rotors  this  inspection  was  the  only  form  of 
nondestroying  check  of  rotor  quality. 

With  ultrasonic  check  (usually  at  frequency  2  MHz)  the  surface  of  channel 
permits  receiving  a  "bottom"  echo  signal,  which  facilitates  conditions  of  sounding 
inasmuch  as  it  is  necessary  "to  pierce"  only  about  half  the  diameter  of  rotor. 
Check  operation  is  usually  conducted  after  machining  the  rotor  to  V  6”V6,  , 
while  it  is  possible  to  conduct  the  check  in  process  of  machining.  At  the  shown 
cleanness  of  treatment  the  check  is  easily  executed  by  contact  echo-method 
(Fig.  25i).  Searcher  head  is  pressed  with  the  aid  of  an  attachment  permitting 
regulation  of  pressure  on  head.  This  attachment  (Fig.  252)  is  fastened  in  support 
of  machine,  which  permits  carrying  out  scanning  along  helix  with  necessary  spacing 
(~lo-15  mm).  Contact  lubricant  is  continuously  fed  from  a  special  tank,  also 
installed  on  support. 


Fig.  252.  Attachment  for  clamping  the  searcher  head 
to  surface  of  checked  rotor  [245]:  1  -  lever;  2  — 

ball  Joint;  3  -  clamp  for  searcher  head;  4  —  clamp 
for  fastening  attachment  to  support  of  machine ;  5  — 
moving  load,  regulating  clamping  force  of  head. 

Check  of  rotors  is  widely  applied  in  domestic  [245]  and  foreign  [246,  247, 
248]  turboconstruction,  making  it  possible  to  ensure  high  quality  of  released 
turbogenerators.  According  to  the  "Elektrosila"  plant,  from  223  pieces  of 
checked  rotors  weighing  3-65  t,  6  rotors  were  rejected  because  of  the  presence 
of  flakes  and  cracks.  Such  defects  are  very  dangerous  in  a  rotor  revolving  at  up 
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to  3000  r/min  [4] 

Check  of  blanks  for  large  dies  is  no  less  effective  These  blanks,  weight 
of  which  reaches  several  tens  of  tons,  are  manufactured  from  special  steels, 
alloyed  with  scarce  metals,  and  subjected  to  very  complicated  and  expensive 
machine  and  manual  treatment  for  manufacture  of  "impression"  of  die.  If 
preliminarily  subject  the  die  ''block"  to  ultrasonic  check  at  frequency  1-2  MHz, 
it  is  possible  to  detect  Internal  defects,  determine  their  coordinates,  and  either 
reject  the  "block"  or  conduct  treatment  of  die  so  that  defective  zone  would  be 
removed,  defects  would  not  emerge  to  surface  of  finished  "impression,"  and 
consequently,  the  die  would  not  turn  out  to  be  unsuitable.  For  reliable  check  of 
die  "block"  we  should  treat  ( planing,  milling)  two  -  three  of  its  mutually  - 
perpendicular  surfaces  (with  cleanness  )  and  subject  the  block  to 

ultrasonic  check  in  two  or  three  directions  Such  double  or  triple  check, 
although  it  is  less  productive  and  requires  expenditure  on  preparation,  m  return 
permits  determining  location  of  defective  zones  more  exactly  Such  a  check  Is 
also  completely  Justified  economically,  inasmuch  as  the  cost  of  the  almost 
finished  die,  which  it  is  necessary  to  reject  if  defects  emerge  to  surface  of 
"impression,"  is  very  great. 

It  is  necessary  to  note  that  check  of  die  blanks  has  not  yet  received  the 
propagation  in  industry  that  it  deserved.  Such  a  position  can  be  explained  by 
underestimation  of  the  large  economic  effect  which  can  be  obtained  from  wide 
Introduction  of  this  check  Inasmuch  as  a  die  is  only  a  tool,  and  not  production 
supplied  to  consumer,  its  value  Is  not  reflected  on  operational  characteristics 
of  articles  manufactured  with  the  aid  of  this  die. 

In  cases  when  ultrasonic  check  helps  to  increase  operational  characteristics 
of  articles,  it  is  more  widely  applied  by  producers  according  to  customer's 
requirement,  as  can  be  seen  from  the  preceding  example  with  rotors. 

Ultrasonic  check  is  still  more  widely  used  for  increase  of  quality  of  such 
articles,  whose  failure  in  operation  can  lead  to  accidents  with  human  victims 
Customer  requirements  and  producer  responsibility  in  these  cases  are  very  high, 
which  Justifies  one  hundred  percent  ultrasonic  checking  even  if  additional 
essential  significant  expenditures  are  necessary  for  this.  As  an  example  it  is 
possible  to  cite  check  blanks  for  parts  of  gas  turbine  aircraft  engines 
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Fig.  253.  Stratification  in  forged  blank  from  heat- 
resisting  alloy. 

Forged  blanks  from  heat-resisting  alloys  for  stamping  of  turbine  and 
compressor  disks  are  represented  by  cylinders  of  irregular  shape  (so-called 
"washers")  with  diameter  up  to  1  m  and  height  in  several  tenB  of  centimeters. 

Degree  of  deformation  of  these  blanks  is  comparatively  small;  therefore, 
along  with  stratifications,  characteristic  for  deformed  metal  (Fig.  253) ,  and  also 
with  slag  and  nonmetallic  inclusions  in  them  there  are  frequently  encountered 
unsealed  shrinkage  cavities  and  pores  (Fig.  25^*) .  Orientation  of  these  defects 
can  be  different,  from  which  it  follows  that  for  increase  of  reliability  it  is 
desirable  to  produce  the  check  in  two  directions  from  end  faces,  parallel  to  axis 
of  blank,  and  from  lateral  surface,  along  radius.  The  echo-method  in  contact 
and  immersion  variants  is  the  most  effective.  Contact  variant  requires  treatment 
of  surfaces  of  Introduction  of  UZK  with  cleanness  not  less  than  f  5 — V*’-  Such 
cleanness  of  treatment  can  be  reached  by  finishing,  and  on  flat  surfaces  — 
ironing  in  the  last  operations  of  forging  with  application  of  polished  lining 
under  the  striker.  Check  is  conducted  most  frequently  at  frequency  2.5  MHz; 
however,  large  sized  washers,  and  also  those  manufactured  from  alloys  with  large 
attenuation  factor  and  high  level  of  noises  (for  instance  from  certain  alloys  on 
a  nickel  base),  should  be  checked  at  lower  frequencies  (1.5  MHz  and  less). 

As  a  result  of  the  effect  of  enumerated  factors,  when  checking  washers 
sensitivity  is  obtained  understated,  and  the  smallest  defects  (impermissible  in 
finished  disks)  are  often  not  revealed.  Therefore,  check  of  washers  should  be 
considered  preliminary,  intended  for  detection  of  the  roughest  defects.  Shallow 
defects  should  be  revealed  during  repeated  check  -  in  stampings  or  in  finished 
disks.  Sensitivity  with  such  obligatory  repeated  control,  generally  speaking, 
is  higher  than  during  check  of  washers,  inasmuch  as  noise  level  is  lower.  For 
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this  reason  a  volume  defect,  area  of  reflecting  surface  of  which  is  not  changed 
during  stamping  (for  instance  solid  inclusion),  will  be  revealed  better  than 
in  washer.  If,  however,  the  area  of  reflecting  surface  of  volume  defect  during 
stamping  becomes  larger  (for  instance  when  flattening  a  blowhole),  sensitivity 
increases  by  two  causes  —  as  a  result  of  lowering  the  noise  level  and  increase 
of  reflecting  surface.  If  in  the  forging  there  was  stratification  of  a  small 
area,  during  stamping  its  area  is  practically  not  increased,  but  the  opening  can 
be  decreased  significantly  (pressing  of  stratification  will  occur),  as  a  result 
of  which  it  will  be  considerably  more  difficult  to  reveal  this  stratification. 

In  an  extreme  case  stratification  can  b«  sealed  completely  and  will  not  be  revealed 
at  all;  however,  such  a  case  not  dangerous  —  in  fact  the  defect  no  longer  exists. 

During  check  of  large  forgings  from  aluminum  alloys  along  with  the  enumerated 
defects  the  detection  of  thin  oxide  films  is  a  very  important  problem.  As  was 
already  Indicated  earlier,  re^ea lability  of  such  a  defect  is  very  low  because  of 
small  difference  of  values  of  specific  wave  impedance  of  aluminum  and  aluminum 
oxide.  In  order  to  reveal  oxide  films  such  an  increase  of  frequency  of  UZK  is 
necessary  that  it  turns  out  to  be  impossible  for  articles  of  considerable  thickness. 
Thus,  for  production  of  noticeable  reflection  from  aluminum  oxide  film  of  0.05  mm 
thickness  it  is  required,  as  calculation  by  formula  (40)  shows,  to  increase 
frequency  of  UZK  to  ~50  MHz.  This  is  explained,  along  with  the  already  noted 
proximity  of  values  of  specific  wave  impedances  of  aluminum  oxide  and  aluminum, 
also  by  high  rate  of  propagation  of  elastic  oscillations  in  it  (c  =  10,000  m/s). 
However,  with  intense  plastic  deformation  of  metal,  for  instance  during  stamping, 
due  to  the  considerable  difference  of  plastic  properties  of  aluminum  and  aluminum 
oxide  gaps  can  be  formed  (deformation  stratifications)  between  surface  of  oxide 
film  and  the  surrounding  metal,  facilitating  detection  of  this  defect.  These  gaps 
are  increased  after  heat  treatment,  which  leads  to  additional  increase  of 
revealability  factor  of  oxide  films;  in  this  case  at  frequency  2.5  MHz  this 
factor  is  equal  to  **0.25-0.3, 

Inasmuch  as  with  repeated  check  there  is  no  complete  confidence  in  detection 
of  all  defects,  check  of  forgings  should  be  conducted  very  thoroughly  without  any. 
allowances  for  forthcoming  check  of  stampings  and  finished  articles. 

In  distinction  from  check  of  ingots,  during  check  of  large  forgings  it  is 
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required  not  only  to  reveal  large 
defects,  but  also  to  reveal  defects 
of  small  dimensions  and  to  estimate 
these  dimensions.  In  these 
conditions  it  is  necessary  to 
especially  thoroughly  consider  the 
sharp  drop  of  sensitivity  with 
increase  of  depth  of  occurrence 

Fig.  255.  Distortion  of  results  of  check 

when  sounding  a  large  blank  without  of  defect.  Thus,  with  thickness 

application  of  VHCh.  Number  of  "defects" 

sharply  increases  in  proportion  to  of  forging  0.5  m  the  ratio  of 

approach  to  surface  of  introduction  of  UZK. 

Dotted  line  shows  quantity  of  defects  amplitudes  of  echo  signals  from 

revealed  during  layer  check  (layer 

thickness  -  100  mm)  with  use  of  VRCh.  defects  of  equal  area,  located 

at  minimum  and  maximum  depths,  turns  out  to  be  over  1000.  This  can  lead  to 
absolutely  incorrect  results  of  check.  When  adjusting  the  check  reflector 
located  at  bottom  surface,  the  quantity  of  defects  revealed  in  the  layer  adjacent 
to  surface  of  introduction  of  UZK  is  extremely  great.  In  Fig.  255  there  are 
given  results  of  check  of  forging  0.5  m  thick  from  aluminum  alloy. 

Number  of  recorded  defects  at  a  different  distance  from  surface  of 
introduction  of  UZK  composes: 


Number  of 

Distance,  mm  defects,  pieces 


0-100 .  130 

100-200  .  70 

200-300 .  10 

300-400  .  3 

400-500  .  1 


In  the  opposite  direction  the  picture  is  reversed:  in  the  layer  in  which 
1  defect  was  noted,  there  is  recorded  129,  and  in  the  layer  where  130  defects  were 
noted,  not  one  is  recorded.  Total  amount  of  noted  defects  in  both  cases  is 
approximately  equal. 

These  results  indicate  the  presence  of  "supersensitivity"  in  the  layer 
adjacent  to  surface  of  Introduction  of  UZK.  With  such  supersensitivity  echo 
signals  of  considerable  amplitude  can  be  obtained  from  the  smallest  structural 
heterogeneities,  not  being  rejection  criterion.  So  that  the  check  would  permit 
revealing  defects  of  assigned  dimension,  it  is  necessary  to  make  sensitivity 
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Identical  with  respect  to  depth.  It  is  possible  in  principle  to  equalize 
amplitudes  of  echo  signals  from  defects  lying  at  a  different  depth  by  using 
intermittent  adjustment  of  amplification  factor;  however,  for  the  considered 
example  the  depth  of  such  adjustment  should  be  greater  than  60  decibels,  and  this 
ia  difficult  to  carry  out.  Therefore,  in  the  future  before  creation  of  systems 
with  a  computer,  which  considers  the  dependence  of  amplitude  of  echo  signal  from 
depth  of  occurrence  of  defect,  there  should  be  recommended  a  layer  check  with  use 
of  delay  of  scanning  and  intermittent  adjustment  of  amplification  factor.  With 
layer  check  adjustment  at  first  is  produced  on  the  layer  that  is  most  remote  from 
the  surface  of  introduction  of  UZK,  during  check  of  this  layer  dc  not  take  into 
account  echo  signals  appearing  on  the  instrument  screen  in  the  left  part  of 
scanning  -  from  heterogenities  lying  in  layers  located  closer.  After  checking 
th<  distant  layer  (front  boundary  of  layer  is  marked  on  scan  of  moving  mark  of 
depth  gauge)  the  instrument  is  adjusted  according  to  standard  of  smaller  thickness 
(with  check  reflector  of  the  same  diameter)  on  the  next  adjacent  layer,  lowering 
sensitivicy  (quantity  and  amplitude  of  unrecordable  echo  signals  in  left  part  of 
scan  are  decreased).  There  is  conducted  check  of  this  layer,  then  the  instrument 
is  readjusted  to  the  next  layer  (sensitivity  of  instrument  is  lowered  still  more) 
and  thus  (with  layers  of  thickness  about  100  mm)  the  entire  forging  is  checked. 
Within  the  layer  of  100-150  mm  thickness  equalizing  of  amplitude  of  echo  signals 
from  equivalent  defects  located  at  a  different  depth  can  be  carried  out  at  depth 
of  adjustment  available  in  industrial  echo-flaw  detectors  and  equal  to  20-40  dB. 

However,  only  a  [DUK-6V]  ( JiyK-6 B)  instrument  permits  carrying  out  delayed 
intermittent  adjustment  of  sensitivity  and  equalizing  sensitivity  within  limits 
of  100-150  mm  layer,  located  at  any  depth  in  article  of  >500  mm  thickness.  (In 
other  instruments  intermittent  adjustment  of  sensitivity  can  be  carried  out  only 
at  a  depth  of  *50-80  mm  from  surface  of  introduction  of  UZK.)  With  such  layer 
check  in  a  forging,  analogous  to  above  mentioned,  with  the  same  adjustment  there 
is  revealed  6-8  approximately  identically  sized  defects  located  at  a  different 
depth,  structural  heterogeneities  are  not  noted. 

It  is  possible  to  determine  dimensions  of  revealed  defects  by  comparing  them 
with  check  reflectors  in  standards,  or  by  calculation,  for  which  it  is  necessary 
to  measure  UBX.  In  both  cases  a  more  exact  result  is  obtained  at  great  depth  of 
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occurrence  of  defect,  inasmuch  as  in  this  case  the  defect  is  seen  from  the  point 
of  location  of  searcher  head  at  a  smaller  angle  and  irregularity  of  distribution 
Ox  intensity  of  UZK  at  this  angle  is  small.  This  should  always  be  remembered  when 
defect  is  revealed  when  sounding  in  two  opposite  directions. 


Fig.  256.  Longitudinal  and  transverse  cracks 
in  nickel  alloy  rods,  revealed  during  check 
with  the  aid  of  headB,  sending  in  two 
directions  (0.  I.  Misharin) . 

To  ultrasonic  check  there  is  subjected  not  only  large  forgings,  but  also 
forged  semifinished  products  of  average  dimensions,  for  instance  rods  with 
length  <300  mm  and  diameter  35-40  mra,  which  are  blanks  for  stamping  gas  turbine 
vanes.  Metallurgical  defects  can  be  oriented  both  lengthwise  and  at  an  angle  to 
axis  of  rod.  Therefore,  as  practice  has  shown,  the  most  reliable  check  is  by 
echo-method  in  immersion  variant  at  frequency  1.5-2. 5  MHz  with  two  beams 
(consecutively  or  simultaneously)  directed  one  along  the  normal  to  lateral  surface 
of  rod,  and  the  second  at  an  acute  angle  to  this  normal  in  axial  or  lateral 
section.  The  second  beam,  being  refracted  at  entrance  to  rod,  is  propagated  in 
it  obliquely,  making  it  possible  to  reliably  reveal  oblique  and  transverse  cracks; 
whereas  the  first  beam  reveals  defects  oriented  longitudinally.  After  surface 
grinding  the  rod  is  dipped  into  bath  with  water  and  rotated.  Searcher  head, 
mounted  in  a  special  support,  with  the  aid  of  hinged  bracing,  telescopic  holder, 
and  encompassing  rods  of  bracket,  while  advancing  along  generatrix  of  rod  and  while 
scanning  it  along  helix,  can  follow  the  possible  pulsation  of  rod,  ensuring 
preservation  of  established  angle  of  introduction  of  beam  at  any  point.  In 


349 


Pig.  2p6  there  are  shown  character isr‘  ■:  detects  (longitudinal  and  transverse 
surface  cracks)  revealed  in  nickel  alley  rods  with  such  a  check.  It  is  necessary 
to  emphasize  that  tnese  defects  are  invisible  to  the  naked  eye  a^d  are  not  revealed 
with  introduction  of  beam  along  the  normal  to  lateral  surface  of  rod  (cracKs 
are  made  visible  on  photographs  with  the  aid  of  color  method). 

During  check  of  large  forgings,  depending  upon  shape  of  forgings  scanning 
is  carried  out  by  spiral  or  parallel  lines.  Automation  in  both  cases  is  more 
easily  carried  out  in  immersion  variant  of  the  echo-method.  During  scanning  of 
large  flat  surfaces  with  parallel  lines,  great  productivity  of  check  can  be 
attained  with  the  use  of  "broad  range"  searcher  heads  and  especially  multichannel 
systems,  making  it  possible  to  check  a  wide  band  of  surface  and,  consequently, 
considerable  volume  of  metal  in  one  pass.  Creation  of  multichannel  installations 
for  automated  check  of  large  forgings  will  permit  making  this  check  very 
effective,  reliable,  and  productive.  With  the  contemporary  state  of  semiconductor 
technology  such  Installations  can  be  sufficiently  compact. 

c  .  Check  of  Stampings 

Check  of  stampings  is  considerably  more  complicated  than  forgings  mainly 
because  of  complexity  of  shape  of  stampings.  Orientation  of  metallurgical  defects 
in  stampings  is  also  more  complicated,  as  it  is  connected  with  direction  of  fibers 
of  metal,  to  some  degree  following  the  outlines  of  the  stamping.  By 
macrostructure  of  the  stamped  blank  it  is  possible  to  select  the  direction  of 
introduction  of  UZK,  ensuring  their  incidence  on  plane  of  defect  along  the  normal 
(taking  into  account  refraction  on  surface  of  stamping).  Basic  difficulty  during 
check  of  stampings  of  complex  shape  involves  necessity  of  selection  of  optimum 
angle  of  introduction  ot  UZK  at  ee  h  point.  During  mass  check  of  uniform  articles 
this  can  be  carried  out  with  the  aid  of  a  follow  system,  turning  the  searcher 
head  to  the  needed  angle  and  maintaining  optimum  distance  between  head  and  surface 
of  introduction  of  UZK,  However,  until  creation  and  wide  introduction  of  such 
systems,  check  conducted  manually  by  contact  echo-rm thod  with  sufficiently  clean 
surface  naturally  cannot  completely  encompass  the  section  of  stamping  to  be 
checked.  Certain  parts  of  section  can  remain  inaccessible  for  check  in  spite  of 
the  application  of  special  searcher  heads,  intended  for  introduction  of  UZK  at 
corresponding  angles.  It  is  necessary,  however,  to  consider  that  the  stamping 
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will  subsequently  be  subjected  to  machining,  at  which  part  of  the  metal  will  be 
removed  and  the  inaccessible  sections  can  become  more  accessible.  Therefore, 
it  is  expedient  to  conduct  check  of  stampings  at  different  stages  of 
technological  process  -  before  mechanical  and  after  mechanical  and  heat 
treatment;  with  this  the  volume  of  checkable  metal  will  increase.  Such  a  check, 
even  if  done  manually,  can  be  very  effective,  permitting  revealing  dangerous 
defects.  Metallurgical  defects  are  usually  oriented  along  the  fiber,  therefore, 
with  correct  selection  of  direction  of  sounding  it  is  possible  to  ensure  more  exact 
determination  of  dimensions  of  revealed  defects  as  compared  to  forgings,  where 
orientation  of  defects  is  less  ordered.  Inasmuch  as  metal  in  stamping  is  more 
deformed  than  in  forging,  and  as  a  rule  grain  is  finer,  it  is  usually  possible 
to  carry  out  check  at  frequency  2.5  MHz  if  attenuation  factor  of  UZK  is  small. 
Revealability  factor  of  flat  defects  in  stamping  is  lower  than  in  forging,  inasmuch 
as  opening  of  defects  is  smaller  and,  as  practice  shows,  does  not  exceed  0.1-0.25. 
During  check  of  stampings  of  critical  assignment  sensitivity  is  established  higher 
than  during  check  of  forgings,  from  which  these  stampings  are  manufactured. 

Installations  for  automated  check  of  stampings  cannot  be  universal, 
calculated  for  check  of  stampings  of  any  configuration.  The  problem  of  automated 
check  of  stampings  represented  by  a  solid  of  revolution  is  solved  comparatively 
simply. 

In  Fig.  257  there  is  given  diagram  of  [UKD-1]  (Yim-l)  immersion  installation 
for  automated  check  of  stamped  blanks  of  turbine  disks.1 

In  this  installation,  intended  for  echo-method  in  immersion  variant,  the 
blank  is  placed  on  a  revolving  table  in  a  bath  with  water.  The  searcher  head 
scans  the  surface  of  blank  along  a  spiral.  Special  mechanical  follow-up  system, 
transducer  of  which  is  a  roller,  is  rolled  along  the  surface  of  profiled  pattern, 
controls  the  installation  of  searcher  head  1,  change  of  angle  of  introduction 
of  UZK  and  distance  from  emitter  to  surface  of  blank.  With  this  there  are 
revealed  volume  metallurgical  defects,  and  also  flat  ones,  oriented  perpendicular 
to  axis  of  disk.  However,  the  most  dangerous  defects  for  operation  of  disk  are 
not  these,  revealed  during  check  by  conventional  methods,  but  radial  cracks  and 
stratification,  oriented  in  planes,  passing  through  the  axis  of  disk.  Such 

Construction  of  installation,  for  the  diagram  offered  by  the  author,  is 
developed  by  B.  A.  Palkln,  V.  V.  Musatov,  E.  0.  Sakharov,  V.  R.  Frolov,  and  B.  0. 
Golodayev. 
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Fig.  257.  Diagram  of  semiautomatic  installation  for 
check  of  stamped  blanks  of  turbine  disks. 


cracks  and  stratification  can  be  revealed  if  UZK  are  introduced  through  the  axis 
of  disk  or  parallel  to  the  plane  passing  at  a  small  distance  from  axis. 

For  this  purpose  in  the  installation  there  is  provided  second  searcher  head 
II,  travelling  in  a  vertical  plane  along  the  line  parallel  to  generatrix  of  disk, 
coordinated  with  movement  of  head  I.  Both  heads  operate  on  two  independent 
electrical  channels  with  automatic  signalling  apparatuses  of  defects  and  with 
recording  devices  at  output,  working  on  "yea  -  no"  system.  Responses  moving  along 
both  channels  are  recorded  on  electrothermal  paper,  lying  on  a  special  disk 
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Fig.  258.  Determination  of  character  of  defect  by 
"wandering  echo  signal"  a  method  during  check  of 
article  having  the  shape  of  solid  of  revolution. 
Picture  on  the  screen  during  deterction  of  volume 
defect  —  a)  and  radial  crack  —  b);  c,  d)  the  same, 
with  introduction  of  UZK  not  in  a  diametrical  plane. 


revolving  synchronously  with  checked  blank.  Through  the  first  channel  head  I 
gives  a  planned  projection  of  blank  with  defects  located  in  it.  Through  the  second 
channel  head  II  gives  a  sweep  of  lateral  cylindrical  surface  of  blank  in  polar 
coordinates,  due  to  which  images  of  contours  of  revealed  defects  are  obtained 
somewhat  distorted;  however,  coordinates  of  these  defects  can  be  determined  quite 
accurately.  Inasmuch  as  for  indicators  in  UKD-1  installation  there  are  also 
provided  two  electron-beam  tubes,  observation  of  echo  signals  on  their  screens 
permits  obtaining  additional  information  about  the  character  of  revealed  defects. 

It  is  especially  Interesting  to  observe  the  echo  signal  entering  through  the  second 
channel.  Diagram  of  Fig.  258  shows  that  when  sounding  through  the  lateral 
cylindrical  surface  rotation  of  blank  leads  to  continuous  change  of  angle  of 
incidence  of  UZK  on  surface  of  defect,  to  change  of  intensity  of  these  UZK,  and 
distance  from  point  of  introduction  of  UZK  to  defect.  As  a  result  of  the 
combined  action  of  these  factors  on  the  screen  there  is  observed  echo  signal  of 
changing  amplitude  travelling  along  sweep.  Envelope  of  this  echo  signal  has  a 
different  form,  depending  on  character  of  revealed  defect.  For  instance,  in  UZK 
are  introduced  into  blank  in  diametrical  plane  and  the  revealed  defect  has 
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spherical  shape  (Fig.  258a),  wh'  /■.  thli,  .i.'lect  is  in  position  A  on  the  screen  there 
will  appear  an  echo  signal  of  sm?- 11  amp  i’uie  (reflection  of  extreme  rays  of 
divergent  beam  of  UZK  from  reflector,  loc -.ted  at  considerable  distance).  Further 
(in  proportion  to  revolution  of  disk  clockwise)  the  amplitude  of  echo  signal 
will  grow  rapidly  inasmuch  as  defect  approaches  axis  of  beam  of  UZK  and  the  point 
of  its  introduction  to  blank  (signal  will  be  shifted  on  screen  to  the  left).  When 
defect  appears  on  axis  of  beam  of  UZK  and  at  minimum  distance  from  point  of 
introduction  (position  [B]  (E)).  the  amplitude  of  echo  signal  will  reach  maximum, 
after  which  it  will  start  to  decrease  by  approximately  the  same  law  (and  echo 
signal  will  shift  on  the  screen  to  the  right).  The  picture  observed  on  the  screen 
during  this  is  shown  schematically  in  the  right  part  of  Fig.  258a. 

If  however,  the  defect  is  stratification  oriented  in  radial  plane,  starting 
from  position  [D]  (T)  (Fig.  258b)  the  amplitude  of  echo  signal  travelling  to  the 
left  will  increase  to  certain  position  [E]  (JO  ,  after  which  it  will  start  to  drop 
sharply  and  will  become  equal  to  zero  in  position  [F]  (E),  in  which  stratification 
will  be  oriented  along  axis  of  beam.  With  further  rotation  of  disk  the  same 
picture  is  repeated  in  the  opposite  direction,  as  is  shown  on  diagram  in  lower 
part  of  Fig.  258b. 

For  increase  of  sensitivity  during  inspection  of  disks  on  the  side  of  lateral 
cylindrical  surface  of  blank  It  is  expedient  to  displace  the  head  on  some 
distance  from  the  diametrical  plane,  as  is  shown  in  Fig.  258c  and  d.  Moreover, 
as  a  result  of  refraction  of  UZK  on  lateral  surface  of  disk,  shear  oscillations 
will  spread  in  it  and  amplitude  of  echo  signal  will  increase,  inasmuch  as  on  the 
defect  there  will  fall  not  extreme  rays  of  beam  of  UZK,  but  central.  With  this 
the  echo  signal  is  shifted  on  the  screen  only  to  the  left.  Envelope  of  pulses 
observed  on  screen  in  this  case  will  take  a  somewhat  different  shape,  as  is  shown 
cchematically  in  Fig.  258c  and  d  during  detection  of  spherical  and  flat  defect 
respective ly. 

Inasmuch  as  recording  device  is  controlled  by  automatic  signalling  apparatus 
of  defects,  working  with  the  appearance  of  echo  signal,  amplitude  of  which  exceeds 
a  certain  assigned  level  of  (shown  by  dotted  line  on  diagrams  of  Fig.  258), 
the  above  considered  peculiarities  of  detection  of  defects  should  be  taken  into 
account  when  deciphering  obtained  recordings.  In  particular,  on  the  recording 
obtained  by  diagram  of  Fig.  258b  each  revealed  stratification  will  be  depicted 
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twice  (with  "asymmetric"  diagram  of  introduction  of  UZK  this  will  not  be  observed). 
Thus,  automatic  recording  of  responces  of  instrument  does  not  always  give  a 
complete  presentation  about  the  revealed  defect:  observation  of  echo  signals  on 
screen  of  electron-beam  tube  can  significantly  supplement  information. 

In  UKD-1  installation  the  follow-up  system  is  mechanical,  its  basis  —  hinged 
parallelogram,  controlled  by  roller,  which  is  rolled  along  the  surface  of  pattern 
having  a  special  profile.  A  more  flexible  follow-up  system  is  photoelectric, 
transducer  of  which  is  a  photocell,  sliding  along  the  line  traced  on  paper,  and 
"held"  on  this  line  by  a  balanced  circuit.  Inasmuch  as  it  is  much  simpler  to 
trace  and  correct  the  shape  of  line  than  to  prepare  a  special  pattern  by  mechanical 
means,  the  photoelectric  follow-up  system  should  be  recognized  as  very  promising. 
Still  more  interesting  is  "reading"  with  the  aid  of  ultrasonic  transducers  of 
system,  for  which  patterns  are  not  needed. 

d.  Check,  of  Rods,  Profiles,  and  Pipes 

Check  of  rods,  profiles,  and  pipes  -  semifinished  products  of  average  sections, 
usually  produced  by  extrusion  or  rolling,  is  considerably  simpler  and  more 
effective  than  check  of  stampings.  This  is  explained  by  relative  simplicity  of 
shape  of  section  of  these  semifinished  products  and  also  by  higher  degree  of 
deformation  of  metal,  ensuring  production  of  fine-grained  structure.1 

Conditions  of  propagation  of  UZK  in  such  metal  are  very  favorable  and  permit 
obtaining  sufficiently  high  sensitivity  of  checl.  Surface  cleanness  of  extruded 
semifinished  products  as  a  rule  permits  carrying  out  reliable  introduction  of  UZK 
with  use  of  immersion  acoustic  contact  or  contact  through  a  thin  layer  of  liquid. 
Special  surface  treatment  is  usually  not  required. 

It  is  simplest  of  all  to  reveal  extrusion  shrinkage  cavities  in  rods.  During 
production  of  critical  parts  because  of  this  defect  it  is  necessary  to  cut  part 
of  the  rod.  Besides  sometimes  metal  without  defects  is  removed,  since  length  of 
extrusion  shrinkage  cavity  can  turn  out  to  be  less  than  length  of  the  cut  part. 

However,  even  the  opposite  case  is  possible:  extent  of  extrusion  shrinkage 
cavity  can  be  greater  than  length  of  cut  part  of  rod,  in  such  a  case  the  rod  with 


xIn  certain  cases,  however,  in  such  semifinished  products,  for  instance  those 
manufactured  from  aluminum  alloys,  there  is  observed  presence  of  coarse  grain  in 
subsurface  zone,  which  leads  to  possibility  of  appearance  of  spurious  signals 
and,  consequently,  worsens  conditions  of  check. 
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remainder  of  extrusion  shrinkage  cavity  can  „et  into  production. 

Ultrasonic  check,  rather  simply  carried  out  by  echo-method  or  shadow  method 
in  contact  or  immersion  variants,  at  frequency  2.5  MHz  permits  determining  the 
extent  of  extrusion  shrinkage  cavity  and  i .  moving  the  defective  part  of  rod  at 
the  length  corresponding  exactly  to  extent  of  defect.  According  to  A.  G. 

Gorokhov,  during  check  of  rods  of  120-180  mm  diameter  from  aluminum  alloys  it 
turned  out  that  in  only  iC#  the  extent  of  extrusion  shrinkage  cavity  coincided 
with  length  of  cut  part  of  rod,  in  50#  it  was  100-300  mm  less  (i.e.,  part  of  rod 
without  defects  was  removed),  and  in  40#  of  the  rods  —  greater  (i.e,,  part  of  the 
defect  remained  in  the  rod  proceeding  to  further  treatment). 

Extrusion  shrinkage  cavity  has  the  shape  of  a  cone,  therefore  it  is  frequently 
revealed  with  introduction  cf  UZK  in  the  direction  of  any  diameter  —  scanning  can 
be  conducted  along  generatrix;  however,  turning  of  rod  increases  the  reliability 
of  check  and  accuracy  of  determination  of  size  of  extrusion  shrinkage  cavity. 

During  check  of  rods  with  the  presence  of  Internal  cracks,  oriented  along  diameter, 
in  accordance  with  considerations  presented  when  examining  the  diagram  of  Fig.  224, 
it  is  necessary  to  continuously  revolve  the  rod  and  to  carry  out  scanning  along  a 
helix  —  otherwise  it  is  possible  to  tolerate  the  crack  oriented  in  the  direction 
of  beam. 

Check  of  profiles  is  somewhat  more  complicated  than  check  of  rods.  As  compared 
to  a  round  rod  the  shape  section  of  profiles  is  more  complicated,  and  often 
asymmetric,  however,  inasmuch  as  a  considerable  part  of  the  lateral  surface  of 
profile  comprises  planes,  it  is  considerably  simpler  to  check  profiles  than 
stampings.  In  profiles  it  is  usually  required  to  reveal  internal  cracks  and 
stratification,  extrusion  shrinkage  cavities,  "end"  surface  cracks,  and  slag 
inclusions.  Besides,  in  closed  type  profiles,  having  closed  impression  and 
produced  from  aluminum  alloys  by  method  of  extrusion  with  a  tongue-type  die, 
it  is  necessary  in  the  presence  of  stratifications  to  check  the  longitudinal  seam 
formed  by  means  of  pressure  welding  of  two  halves  of  extruded  profile  at  the  moment 
of  its  passage  through  the  die. 

Check  in  the  presence  of  internal  cracks  (Fig.  259)  and  stratifications  can 
be  carried  out  by  the  echo-method  in  contact  or  immersion  variants.  Surface 
"end"  cracks  (Fig.  260)  are  easily  revealed  by  the  echo-method  in  contact  variant 
with  the  aid  pf  special  searcher  heads,  radiating  surface  waves.  Closed  type 
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Fig.  259.  Internal  crack  In  extruded  aluminum 


Fig.  260.  "End"  cracks  on  surface  of 
aluminum  alloy  profile  (A.  P.  Saltykov). 


profiles,  usually  having  walls  of  small  thickness,  can  be  checked  either  by 
mirror-shadow  method  in  immersion  variant  by  echo-method  in  contact  or  immersion 
variants  with  use  of  refracted  shear  oscillations.  In  the  first  case  (Fig.  261), 
inasmuch  as  water  also  fills  the  internal  cavity,  on  the  screen  of  echo-flaw  detector 
there  will  be  seen  an  echo  signal  reflected  from  internal  surface  of  lower  shelf  of 
profile.  With  the  presence  of  deep  cutoff  in  the  instrument  circuit,  making  it 
possible  to  observe  this  signal  without  clipping,  it  is  possible  by  decrease  of  its 
amplitude  to  indicate  the  presence  of  defect  in  the  upper  shelf  of  profile.  In  the 
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Fig.  261.  Diagram  of  check  of  closed  type 
profile  by  mirror-shadow  method  in  immersion 
variant . 


second  case  longitudinal  UZK,  observed  oblique  to  the  surface  of  profile,  are 
transformed  during  refraction  into  shear,  spreading  in  upper  shelf  (Fig.  262). 

Defects  located  on  external  or  internal  surfaces  and  also  inside  the  shelf,  are 
easily  revealed  in  a  wide  range  of  frequencies.  However,  it  is  difficult  to 
determine  dimensions  of  revealed  defects  in  a  number  of  casses.  Thus,  if  metallurgical 
defect  (slag  or  nonraetallic  Inclusion)  has  a  shape  close  to  spherical,  amplitude  of 
echo  signal  is  determined  mainly  by  dimensions  of  defect  and  scarcely  depends  on 
direction  of  beam  falling  on  it.  However,  if  defect  is  extended  the  direction  of 
extrusion,  as  is  shown  in  Fig.  262,  amplitude  of  echo  signal  is  determined  by  sum  of 
areas  of  sections  of  surface  oriented  perpendicular  to  incident  ray,  and  not  the 

It  is  impossible  to  determine  revealabillty  factor. 

It  is  necessary  to  emphasize  that  certain  profiles 
from  aluminum  alloys,  utilized  in  aviation  technology, 
operate  in  so  complex  loading  conditions  that  the 
smallest  defects  sharply  lower  strength  characteristics 
of  the  construction.  Therefore,  during  check  of  such 
profiles  the  flaw  detector  is  tuned  to  very  high 
sensitivity,  making  it  possible  to  reveal,  for 
instance,  slag  inclusions  with  size  0.5  mm  and  higher. 

For  increase  of  reliability  and  objectivity  it 
is  expedient  to  conduct  such  a  check  on  a  specialized  installation  with  mechanized 
and  automated  process  of  check,  and  also  recording  of  results.  The  author, 
together  with  B.  G.  Golodayev,  M.  P.  Ural'skiy,  A.  I.  Murashov,  A.  I.  Litvintsev, 

V.  D.  Zhukov,  and  V.  A.  Smirnov  developed  two  variants  of  installations  for  check 
of  extruded  aluminum  alloy  orofiles  in  shop  conditions.  The  installation  made 
according  to  the  first  variant  operates  at  frequency  5  MHz.  Powerful  pulses  of 


entire  surface  of  defect. 


Fig.  262.  Diagram  of 
check  of  profile  by  echo- 
method  with  use  of 
refracted  shear  oscilla¬ 
tions  S,  forming  as  a 
result  of  transformation 
from  longitudinal  L. 
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longitudinal  UZK  are  introduced  by  slanted  searcher  head  at  incidence  angle 
a  =  20  degrees,  exciting  shear  UZK  in  shelf  of  profile,  spreading  at  refraction 
angle  S  =  49  degrees.  Generator  and  searcher  head  are  mounted  on  a  carriage, 
which  can  be  moved  over  a  special  guide  along  the  bath  at  a  rate  up  to  0.6  m/s. 

In  outermost  positions  the  movement  of  carriage  is  automatically  reversed,  and 
the  searcher  head  is  shifted  simultaneously  one  step  in  transverse  direction. 

Next  to  the  bath  on  metallic  tape  there  is  fastened  electrothermal  paper,  on  which 
the  recording  device  traces  lines  in  accordance  with  motion  of  searcher  head, 
thus  recording  responces  of  automatic  signalling  apparatus  of  defects  by  "yes  - 
no"  system.  During  operation  of  automatic  signalling  apparatus  of  defects  a 
special  device  marks  the  section  in  which  defect  is  revealed  on  the  surface  of 
controlled  profile  with  paint.  Thus,  the  profile  checked  on  two  sides  is  removed 
from  bath  and  subjected  to  a  secondary  check  by  contact  echo-method  in  sections 
marked  with  paint.  With  this  we  more  thoroughly  estimate  dimensions  of  defect 
and  determine  depth  of  its  occurrence.  For  determination  of  coordinates  it  is 
necessary  to  know  the  spacing  of  zigzag-like  propagation  of  shear  UZK  in  the  wall 
of  profile  and  the  thickness  of  this  wall.  By  these  data  it  is  very  simple  to 
construct  graphice  for  determination  of  depth  of  occurrence  of  the  revealed 
defect. 

Experience  of  check  of  profiles  on  such  an  installation  showed  that  very 
high  sensitivity  is  ensured,  making  it  possible  to  reveal  the  most  insignificant 
metallurgical  defects.  However,  productivity  of  check  is  completely  insufficient 
for  Industrial  conditions,  since  the  speed  of  longitudinal  shift  of  the  heavy 
carriage  is  limited  by  the  necessity  of  its  frequent  reversing.  Increase  of 
productivity  of  installation  can  be  accomplished,  for  instance,  by  means  of 
simultaneous  check  of  several  profiles  placed  into  bath,  as  is  shown  in  Fig.  26j, 
and  sounded  on  two  sides  with  the  aid  of  a  corresponding  number  of  equipment 
channels.  It  is  possible  to  Install  profiles  preliminarily  outside  the  bath  in 
special  housings,  after  which  all  profiles  are  loaded  simultaneously  into  bath 
with  the  aid  of  a  crane. 

Such  a  system  is  used  in  the  installation  completed  by  M.  P.  Ural'skiy  and 
A.  I.  Murashov  according  to  the  second  variant  (Fig.  264).  In  it,  besides,  there 
is  applied  the  original  circuit  of  transverse  scanning.  By  this  diagram 


Fig.  263.  Diagram  of 
simultaneous  check  of 
several  profiles:  1  - 
profiles;  2  —  searchers. 


Fig.  265.  "Broad 
range"  searcher  head 
for  accelerated  check 
of  large  articles. 


longitudinal  movement  of  carriage  is  comparitively  slow,  and  searcher  heads 
perform  rapid  up  and  down  movement  within  limits  of  entire  width  of  profile 
with  the  aid  of  a  special  roller  with  a  two-way  spiral  groove  cut  in  it.  Reversing 
of  the  heavy  carriage  is  eliminated  with  this  and  scanning  can  be  considerably 
accelerated.  Results  of  check  are  recorded  on  chart  paper  with  mark  of  section 
in  which  the  defect  is  revealed.  For  exact  determination  of  coordinates  of 
defect  there  is  conducted  a  repeated  "manual"  check  on  marked  sections. 

In  the  sense  of  increase  of  productivity  the  use  of  "broad  range"  searcher 
heads  can  also  give  a  very  considerable  effect.  Such  a  head,  general  view  of 
which  is  shown  in  Fig.  265,  gives  a  field  about  100  mm  wide  with  oscillations  of 
Intensity  of  UZK  along  width  not  higher  than  15^.  During  check  with  the  aid  of 
broad  range  head  in  one  pass  there  is  checked  an  area,  for  sounding  of  which  with 
the  aid  of  a  standard  head  (with  piesoelement  of  15  mm  diameter)  there  is  required 
approximately  25  passes.  With  this,  of  course,  there  can  be  marked  only  the 
section  in  which  the  defect  is  revealed,  exact  coordinates  of  defect  should  be 
determined  only  with  repeated  limit  check  by  contact  echo-method  in  marked 
sections.  Recording  on  electrothermal  paper  in  these  conditions  loses  its  value. 

Check  of  pipes  in  the  last  few  years,  especially  in  connection  with  development 
of  atomic  power  engineering,  became  a  very  urgent  problem,  attracting  the  attention 
of  many  researchers.  In  various  branches  of  inaustry  there  are  applied  pipes 
from  different  materials,  having  the  most  diverse  diameters  and  wall  thicknesses. 
Besides,  in  special  constructions  there  are  used  pipes  with  variable  wall 
thickness  and  also  with  variable  profile.  It  is  therefore  necessary  to  check 
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pipes  of  critical  assignment  for  the  presence  of  various  kinds  of  defects  inside 
the  wall,  and  also  on  internal  and  external  surface.  It  is  also  required  to 
check  wall  thickness  of  pipes  (especially  if  this  thickness  is  variable).  It  is 
necessary  to  carry  out  this  check  in  the  process  of  production  and  operation 
of  pipes.  Wall  thickness  of  pipe  is  usually  measured  by  the  resonance  method. 

For  thickness  over  5-8  mm  there  can  also  be  applied  the  method  of  multiple 
reflections  with  usage  of  echo-flaw  detector;  however,  accuracy  of  measurement 
is  considerably  less  than  in  resonance  method.  Resonance  method  gives  completely 
sufficient  accuracy  for  practice,  but  its  productivity  in  contact  variant  is 
small.  Therefore,  the  resonance  method  in  immersion  variant  has  indisputable 
advantage.  Besides  high  productivity  and  ease  of  automation,  it  permits,  while 
using  ultrasound  focusing,  carrying  out  check  of  pipes  with  very  small  diameter 
(up  to  3  mm)  with  a  thin  (up  to  0.2  mm)  wall.  Responces  of  instrument  are 
obtained  very  clear,  since  interferences  from  shift  oscillations,  observed  with 
contact  variant,  are  absent.  There  is  also  facilitated  check  of  wall  thickness 
on  the  side  of  concave  surface,  which  permits  solving  such  problems  as,  for  example, 
measurement  of  wall  thickness  of  hollow  blade  of  gas  turbine  both  on  the  convex 
"back"  side  and  on  the  concave  side. 

Method  of  measurement  of  thicknesses  with  the  aid  of  normal  waves,  offered  by 
Frederick  and  Worlton  [249],  permits  obtaining  very  high  (~0.1-0.2#  of  the  measured 
thickness)  accuracy  during  check  of  pipes  with  small  wall  thickness.  Inasmuch 
as  it  is  also  carried  out  in  immersion  variant,  all  the  advantages  connected  with 
the  use  of  contact  of  this  type  are  kept. 

Method  is  based  on  the  presence  of  simple  coupling  between  frequency  of 
oscillations  introduced  into  article,  angle  of  incidence  of  these  oscillations, 
and  thickness  of  checked  article.  Emitter  sends  into  article  either  continuous 
oscillations,  modulated  by  frequency  (as  in  resonance  thickness  gauge)  or,  which 
is  more  convenient,  narrow  pulses  with  space  frequency  changing  from  pulse  to 
pulse.  At  given  incidence  angle  and  given  thickness  the  article,  acting  as  a 
unique  filter,  passing  oscillations  of  specific  frequency.  Measurement  of  this 
frequency  by  a  receiving  device  permits  determining  thickness  with  high  accuracy 
(Fig.  266).  It  is  necessary  to  consider  that  both  surfaces  of  pipe,  in  the  wall 
of  which  during  excitation  of  normal  waves  the  energy  of  UZK  spreads,  as  in  a 
waveguide,  radiate  this  energy  into  environment,  which  leads  to  drop  of 
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Fig.  266.  Diagram  of 
measuring  the  wall 
thickness  of  pipe  by 
immersion  method  with 
the  aid  of  normal 
waves  [2^9] :  M  - 
emitter;  n  -  receiver; 

T  —  pipe;  3  —  end  caps. 


sensitivity .  It  is  natural  that  quantity  of  radiated 
energy  and  -’rop  of  sensitivity  depends  on  wave 
impedance  of  ‘nvironment,  for  air  it  will  be  considerably 
less  than  for  water.  Sensitivity  can  be  increased 
if  contact  is  accomplished  in  such  a  manner  that 
possibly  a  smaller  surface  area  of  pipe  would  be 
moistened  by  water;  water  should  not  get  inside  the  pipe, 
and  UZK  should  be  introduced  at  the  "point"  with  the 
aid  of  special  heads  with  jet  contact.  By  exciting 
normal  waves  in  wall  of  pipe  by  pulsing  with  different 


space  frequency,  it  is  possible  to  successfully  '•heck  these  pipes  for  the  presence 
of  various  kinds  of  defects  on  external  and  internal  surface,  and  also  in  wall 
thickness  of  pipe.  Space  frequency  can  le  changed  periodically  in  small  limits 
(this  permits  compensating  the  effect  of  change  of  wall  thickness  of  pipe  within 
tolerance  limits)  or  by  a  prescribed  law  determined  in  advance  (this  gives 
possibility  to  check  quality  of  pipes  with  wall  of  variable  thickness).  Of  course 
it  is  possible  to  carry  out  such  a  check  with  pipes  of  not  only  round,  but  also 
any  other  section  (Fig.  267),  inasmuch  as  it  is  not  necessary  to  rotate  the  pipe. 

Check  with  use  of  normal  waves  is  very  effective  for 
pipes  of  small  and  average  diameters  with  small  wall 
thickness.  With  increase  of  diameter  and  wall  thickness 
of  pipe  there  is  increased  effectiveness  of  check  with  use 
of  shear  UZK  (Fig.  268).  It  is  possible  to  conduct  check 
either  in  contact  or  in  immersion  variant.  In  first  case, 
analogous  to  that  which  was  already  noted  during  analysis 
of  operation  of  refracting  searcher  head,  there  appears 
necessity  of  check  of  reliability  of  acoustic  contact.  This 
problem  is  very  simple  to  solve  by  using  two  heads,  connected 
in  parallels  and  oriented  In  opposition  to  each  other,  as 
is  shown  in  Fig.  231. 

With  increase  of  wall  thickness  of  pipe  at  its  constant  external  diameter 
the  angle  of  incidence  of  beam  on  internal  surface  of  pipe  becomes  considerably 
larger  than  angle  of  introduction  through  external,  as  a  result  of  which 
sensitivity  of  detection  of  defects  of  stratification  type,  oriented  in  section  of 


Fig.  267. 

Diagram  of  check 
of  pipes  by  echo- 
method  with  use  of 
normal  waves  and  a 
special  head  with 
jet  contact:  M  — 
head;  T  —  pipe; 

—  defect. 
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Fig.  268.  Diagram  of 
check  of  pipes  by 
echo-method  in 
immersion  variant 
with  the  use  of  shear 
UZK. 


Fig.  269.  Diagram  of 
check  of  pipes  by  mirror- 
shadow  method  in  immersion 
variant. 


pipe  along  an  arc,  drops  noticeably.  Therefore,  angle  of  introduction  should  be 
selected  depending  upon  external  diameter  of  pipe  and  its  wall  thickness, 
decreasing  it  in  proportion  to  increase  of  this  thickness.  With  wall  thickness 
exceeding  ~0.2  of  magnitude  of  external  diameter,  there  becomes  expedient  the 
application  of  longitudinal  UZK  introduced  along  radius  of  pipe,  analogous  to  that 
during  check  of  rotors  of  turbogenerators. 

Check  of  thin-walled  pipes  for  the  presence  of  stratifications  can  also  be 
carried  out  by  mirror-shadow  method  (Fig.  269).  In  this  case  the  presence  of 
stratification  can  be  indicated  by  decrease  of  amplitude  of  echo  signal  reflected 
from  a  point  on  the  internal  surface,  lying  on  the  opposite  end  of  diameter  of 
pipe  with  respect  to  point  of  introduction  of  UZK. 

For  check  of  quality  of  pipes  with  use  of  shear  and  longitudinal  waves 
rotation  of  pipe  is  necessary;  therefore,  equipment  should  be  more  complex  than 
during  use  of  normal  waves  -  from  this  point  of  view  the  advantage  of  methods 
based  on  the  use  of  waveguide  effect  is  Indisputable.  Moreover  the  sensitivity 
of  these  methods  is  very  high.  However,  in  certain  cases  even  such  high 
sensitivity  can  be  insufficient  for  detection  of  dangerous  defects.  The  point  is 
that  reflection  of  normal  waves  occurs  as  a  result  of  change  of  section  of 
waveguide.  This  change  is  determined  mainly  by  area  of  projection  of  defect  on 
a  plane  perpendicular  to  direction  of  wave  propagation.  In  reference  to 
stratification  in  wall  of  pipe  -  this  is  area  bh  (see  Fig.  270).  Extent  of 
stratification  l  in  the  direction  of  wave  propagation  does  not  practically  affect 
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re?  let  i  Lon  of  UZK.  Therefore,  dangerous  defect  - 
strati; 1  cation ,  for  which  extent  (l)  is  great, 
and  opening  (h)  is  small,  can  be  undetected. 
However,  with  the  same  sensitivity  there  will  be 
revealed  transverse  surface  scratches,  often  not 
pi esenting  such  danger  as  stratification. 

From  this  a  conclusion  can  be  made  concerning 
expediency  of  check  of  thin-walled  pipes  (of 
round  section,  inasmuch  as  it  is  necessary  to  revolve  the  pipe)  for  stratification 
by  mirror-shadow  method  with  use  of  longitudinal  UZK  of  stepped  up  frequency 
(to  several  tens  of  MHz).  At  sucn  frequencies  there  will  be  revealed 
stratifications  with  the  most  insignificant  magnitude  of  opening. 

During  check  of  telescopic  pipes,  when  introduction  of  UZK  on  the  side  of 
external  surface  is  hampered,  if  internal  diameter  of  pipe  permits  it  is 
possible  to  introduce  UZK  on  the  side  of  internal  surface.  For  thick-walled  pipes 
it  is  expedient  to  U3e  shear  UZK  with  frequency  2-4  MHz,  exciting  them  in  wall 
of  pipe  by  means  of  transformation  from  longitudinal,  radiated  by  piezoelectric 
converter  to  the  segment  from  organic  glass. 

If  it  is  necessary  to  reveal  defects  located  near  the  internal  surface  or 
coming  out  on  this  surface  in  pipes  with  internal  diameter  >30-40  mm  and  with 
wall  thickness  >3-4  mm,  by  Introducing  a  special  searcher  head  on  a  long  holder 
into  pipe  it  is  possible  to  send  surface  UZK  along  internal  surface  in  the 
direction  of  generatrix.  With  this  there  can  be  ensured  very  high  sensitivity, 
permitting  revealing  the  smallest  surface  defects.  However,  with  such  high 
sensitivity  there  can  also  be  observed  false  echo  signals,  for  instance  as  a 
result  of  reflection  of  UZK  from  characteristic  trace  on  the  surface  having  the 
shape  of  a  helix  and  formed  during  manufacture  of  pipes  (usually  steel)  on 
"Rockrite"  mills,  distinguished  by  unigue  kinematic  diagram  of  rolling.  False 
echo  signals  can  also  appear  with  other  diagrams  of  check  of  pipes,  and  in  order 
to  correctly  decipher  the  observed  picture  ttu-i  is  needed  sufficient  experience 
and  reliably  working  equipment.  Construction  of  installations  for  check  of  pipes 
is  therefore  an  important  problem,  solved  by  many  researchers  [152-154,  206,  250, 
251).  A  successful  construction  -  [IDTs-3M]  (MJ1L1-3M)  installation  is  developed 
by  TsNIITMASh  and  is  released  by  the  "Elektrotochpribor"  (Fig.  271).  It  is 


Fig.  270.  Conditions  of 
detection  of  stratifications 
in  thin-walled  pipes. 
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also  possible  to  consider  the  earlier  mentioned  installation,  developed  in  PRG 


and  the  United  States,  as  successful. 

Basic  data  of  IDTs-JM  installation: 

Diameter  of  pipe  that  can  be  checked,  mm  .  6-60 

Wall  thickness,  mm . 0.2-2 

Length  of  pipe,  m  .  <3 

Frequency  of  UZK,  MHz .  2.5 

Minimum  dimensions  of  revealed  defects 

(length  of  stratification),  mm  .  3-5 

Depth  of  cracks,  mm . .  0.05 

Speed  of  rotation  of  pipe,  r/min .  300 


Another  domestic  installation  for  check  of  pipes  in  plant  conditions, 
described  by  A.  G.  Nikolayenko  and  Ya.  F.  Anikeyev  [15^],  permits  at  frequency 
2.5  MHz  the  revealing  of  insignificant  stratifications  (with  extent  from  0.3  mm 
with  opening  in  several  microns)  in  bimetal  pipes  of  9.7 »  12,  and  20  mm  diameter 
with  wall  thickness  0.7,  0.8,  and  0.2  mm  respectively.  Pardus  [250]  Indicates 
the  possibility  of  check  of  pipe  with  2  mm  diameter  and  wall  thickness  0.25  mm 
with  the  aid  of  UZK  of  frequency  1  MHz. 

e.  Check  of  Rolled  Plates 

Check  of  rolled  plates  is  a  problem  analogous  to  check  of  forgings,  but  is 
probably  less  difficult  inasmuch  as  the  plate  has  a  simpler  shape  and  smooth 
surface.  During  check  of  plates  the  basic  question  requiring  a  special 
solution  is  productivity  of  check.  The  most  correct  should  be  considered 
application  of  echo-method  or  mirror-shadow  method  (and  both  -  in  immersion 
variant).  Considerable  surface  area  of  plate  makes  line  scanning  inexpedient: 
There  is  necessary  development  of  multichannel  systems,  permitting  check  of  a 
wide  zone  simultaneously.  Depending  upon  thickness  of  plate,  material  from  which 
the  plate  is  manufactured,  and  also  upon  the  nature  of  revealed  defect,  the 
optimum  frequency  of  check  can  be  changed  within  limits  of  ~1.5-2.5  MHz.  However, 
during  check  of  aluminum  alloy  plates  in  certain  cases  the  use  of  UZK  of  such 
frequency  can  be  little  effective.  The  point  is  that  such  plates  are  often 
subjected  to  "chemical  milling"  for  the  purpose  of  obtaining  a  ribbed  panel. 

Oxide  films,  oriented  so  that  they  will  intersect  the  thin  ribs  of  panel. 
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significant ly  weaken  its  strength,  and  are  therefore  impermissible  .  Meanwhile, 
as  already  was  noted,  coefficient  of  reflectivity  of  UZK  from  layer  of  aluminum 
oxide  in  aluminum  is  extremely  low  (at  irequenoy  2.5  MHz  it  is  equal  to  ~0.0l, 
see  curves  of  Fig.  85),  therefore  it  is  practically  impossible  to  reveal  it.  In 
metal  subjected  to  great  deformation,  it  is  possible  to  reveal  oxide  films  by 
deformation  stratifications  accompanying  them.  However,  inasmuch  as  opening  of 
these  stratifications  can  be  insignificant,  it  can  be  that  it  is  expedient  to 
considerably  increase  frequency  of  UZK.  Of  course  maximum  thickness  of  plate, 
check  of  which  is  possible  at  such  frequencies,  is  sharply  decreased  with  this. 

If  steel  plates  or  plate  from  other  metals  are  subjected  to  check  for 
presence  of  stratifications,  having  an  air  gap,  such  a  problem  is  solved 
considerably  simpler  at  UZK  of  average  frequencies  and  even  by  usual  shadow  method, 
Inasmuch  as  revealability  factor  of  stratifications  is  rather  high  and  in  certain 
cases  is  close  to  one.  Use  of  searcher  heads  with  jet  contact  developed  for  this 
purpose  by  Krautkromer  (Fig,  27?,  273),  permits  making  the  check  sufficiently 
reliable  and  with  manual  scanning. 

f .  Check  of  Sheets,  Strips,  and  Wire 

Check  of  sheets.  Insignificant  thicKness  of  sheet  permits  using  normal 
waves  along  with  longitudinal  UZK,  applied  during  check  of  plates.  Therefore, 
check  of  sheets  can  be  carried  out  by  several  methods.  Thus,  resonance  method 
in  contact  and  immersion  variants  can  be  used  with  success  for  check  of  thickness 
of  sheet  at  any  point,  including  thickness  so  far  from  edge  of  sheet  that  measurement 
by  micrometer  is  impossible.  With  this  rough  stratifications  in  sheet  can  also 
be  revealed. 

Shadow  and  especially  mirror-shadow  methods  in  contact  and  immersion 
variants  at  frequencies  about  1-4  MHz  can  be  very  effectively  applied  for 
detection  of  thin  stratifications,  and  with  increase  of  frequency  to  several  tens 
of  MHz  —  for  detection  of  oxide  films.  Application  of  echo-method  for  this 
purpose  for  a  long  time  was  considered  impossi'.  •  e  for  sheets  of  less  than  10-15  mm 
thickness  inasmuch  as  the  presence  of  a  dead  band  does  not  permit  resolving  echo 
signals  from  stratifications  located  at  a  depth  less  than  5-7  mm.  However,  as 
Krautkremer  has  shown,  by  decrease  of  number  and  amplitude  of  echo  signals  from 
opposite  surface  of  sheet  and  by  reduction  of  distance  between  them,  it  is 
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possible  to  reveal  stratifications  in  sheet 
and  at  smaller  thickness.  In  Pig.  274  there 
are  given  photographs  from  screen  of  echo-flaw 
detector  during  check  of  sheet  of  15  mm 
thickness,  echo  signals  from  stratifications 
located  at  a  depth  of  7-8  nun  are  still  allowed 
and  by  increase  of  their  amplitude  and  decrease 
of  amplitude  and  quantity  of  bottom  echo 
signals  it  is  possible  to  indicate  the  presence 
of  stratification  and  its  dimensions.  However, 
if  echo  signals  from  stratification  are  not 
allowed,  merely  decrease  of  number  and  amplitude 
of  bottom  reflections  permits  indicating  the 
presence  of  stratifications  in  sheets  with 
minimum  thickness  about  2  mm  (at  frequency 
~5  MHz). 

Sheets  with  several  millimeters  thickness 
are  more  expediently  checked  by  applying  normal 
waves.  Conditions  of  check  are  analogous  to 
those  examined  for  pipes,  with  the  difference 
that  considerable  width  of  sheets  sometimes 


Fig.  274.  Check  of  sheets 

(thickness  of  sheet  15  mm)  by  forces  conducting  check  with  bands  of  definite 

echo-method.  On  the  right  — 

corresponding  responces  of  width.  The  sheet  be  oriented  in  a  horizontal 

instrument  during  check  by 

shadow  method.  plane,  and  introduction  of  UZK  —  carried  out 

on  the  side  of  lower  surface  in  a  direction  perpendicular  to  direction  of  rolling. 
In  such  a  way  it  is  possible  to  carry  out  check,  for  instance,  in  the  process  of 
real  rolling.  If,  however,  comparatively  small  sheets  are  subjected  to  check 
(length  up  to  2-3  m  and  width  up  to  600-800  mm),  it  is  possible  to  orient  the 
sheet  in  vertical  plane,  having  dipped  it  100-150  mm  in  water  and  introducing 
UZK  with  the  aid  of  a  head,  located  in  water  at  lower  edge  of  sheet. 

In  this  case  the  Installation  can  be  more  compact  and  will  occupy  a 
smaller  area. 

During  check  of  sheets  by  normal  waves  the  direction  of  sounding  is  usually 
perpendicular,  to  direction  of  rolling.  This  is  expedient  because  defects,  which 
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had  approximately  identical  length  and  width  in  plate,  in  the  sheet  are  extended 
in  the  direction  of  rolling  many  times,  and  of  'ourse,  it  is  easier  tc  detect 
then  when  sounding  in  transverse  direction. 

Methods  and  equipment  for  check  of  sheets  in  industrial  conditions,  based 
on  use  of  longitudinal  or  normal  waves,  with  automation  of  check  and  recording 
of  results  were  successfully  df ve loped  mainly  in  FRG  [252-256]. 

Check  of  thin  strip  and  wire  can  be  carried  out  very  successfully  with  use 
of  normal  waves.  During  this  the  strip  of  wire  is  rewound  from  one  drum  to  another, 
and  check  is  produced  on  a  section  with  ~200  mm  length,  for  which  with  the  aid  of 
a  special  head  with  jet  contact,  moistening  only  an  insignificant  section  of  lower 
surface  of  strip  or  wire,  there  are  existed  normal  waves,  giving  a  clear  echo 
signal  from  surface  and  internal  cracks,  stratifications ,  and  other  defects. 

Diagram  of  installation  of  Lehfeldt. 
firm  for  check  of  strip  and  wire  [257]  is 
shown  in  Fig,  275.  Installation  permits 
carrying  out  check  at  a  rate  of  3-5  m/s, 
during  which  sensitivity  of  equipment 
ensures  detection  of  longitudinal  and 
transverse  cracks  0.01  mm  deep  and  slag 
inclusions  of  3-5  dm  diameter  in  wire 
of  0.2  mn  diameter.  In  principle  the 
installation  can  also  carry  out  check 
of  larger  diameter  wire. 

It  is  necessary  to  note  that  during 
control  with  use  of  normal  waves,  by 
responses  of  instrument  it  is  impossible  to  distinguish  the  external  defect  from 
deep:  Instrument  indicates  only  the  section  in  which  defect  is  located.  During 
check  of  article  of  large  thickness  It  is  possible,  while  changing  angle  of 
incidence  of  UZK,  to  excite  only  surface  waves,  and  to  thus  distinguish  surface 
and  deep  defects, 


Fig.  275.  Diagram  of  check  of  wire 
according  to  Lehfeldt  with  application 
of  normal  waves:  1  -  drive;  2  — 
section  to  be  checked;  3,  4  -  riders; 

5  —  housing  of  head;  6  —  head;  7  — 
gear  segment;  8  -  feed  tube;  9  —  flow 
contact;  10  —  water  overflow;  11  — 
discharge  tube;  12  -  pump;  13  — 
echo-flaw  detector;  14  —  automatic 
signalling  apparatus;  15  -  recorder. 


g.  Check  of  Multilayer  Articles 

Check  of  multilayer  articles  has  its  peculiarities  and  can  be  carried  out 
by  various  methods.  Multilayer  articles  can  include  bimetal  rods,  sheets,  and 
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pipes,  in  which  cohesion  between  separate  layers  of  metal  appears  in  the  process 
of  treatment  by  pressure,  two-  and  three-ply  brakes  disks,  in  which  cohesion  is 
ensured  in  the  process  of  diffusion  sintering,  metallic  shells,  covered  with 
layers  of  nonmetallic  heat-shielding  coverings  glued  to  them,  and  others. 

During  selection  of  method  of  check  it  is  necessary  to  consider  material  of 
each  layer  of  article,  method  of  conr. action  of  these  layers  into  one  integer, 
character  and  dimensions  of  defect  ;Juoject  to  detection.  Multilayer  sheets  and 
pipes  in  many  cases  can  be  checked  with  the  aid  of  normal  waves. 

Brake  disks  are  subjected  to  check  by  shadow  (or  mirror-shadow)  method, 
permitting  revealing  zones  in  which  there  is  no  cohesion  between  cermet  friction 
element  and  steel  base  (light  spots  in  Fig.  2?6). 

For  check  of  glued  articles  the  best  results  are  given  by  acoustic  methods  — 
impedance  and  method  of  free  oscillations,  and  from  ultrasonic  —  echo-method  in 
variant  at  which  there  is  recorded  change  of  phase  of  oscillations  (frequency  — 
several  tens  of  kilocycles),  reflected  from  opposite  surface  of  article  in 
healthy  and  in  defective  sections,  and  velocimetric  method  developed  by  Yu.  V. 
Lange,  based  on  measurement  of  propagation  rate  of  normal  waves  in  defective 
section. 


h.  Check  of  Weld  Joints 

Ultrasonic  methods  are  widely  used  for  check  of  weld  joints.  In  essence,  this 
special  region  of  ultrasonic  flaw  detection,  solving  the  problem  of  check  of 
quality  of  welded  seams  of  different  thickness  (from  several  millimeters  to  half 
a  meter),  carried  out  by  various  methods.  Methods  of  check  of  weld  Joints  are 
described  in  a  great  number  of  special  works  [258-284] j1  therefore,  here  they  are 
handled  very  briefly. 

Shape  of  weld  joints,  orientation  of  basic  defects  of  weld,  presence  of 
reinforcing  run  make  check  by  shadow  or  echo-method  with  aid  of  normal  searcher 
head,  radiating  longitudinal  UZK,  possible  only  in  separate  rare  cases.  As  a  rule 
check  is  produced  by  echo-method  with  jhear  UZK,  radiated  by  refracting  heads. 
Diagrams  of  check  of  certain  welded  seams  are  shown  in  Fig.  277.  With  such  check 
there  are  revealed  metallurgical  defects  of  seam  -  slag  inclusions,  blowholes, 

1See  also  A.  K.  Gurvich.  Author's  certificate  No.  104659*  USSR,  1956, 

H.  E.  van  Valkenburg,  E,  G.  Cook,  DBP,  1057556,  1959. 
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Fig.  277.  Check  of  weld  joints:  a)  with  longitudinal 
UZK  by  shadow  echo-method;  b)  with  refracted  beam  (shear 
UZK)  by  echo-method;  c)  tee  connection  by  echo-method. 


gas  pores,  and  also  cracks  and  spilly  places.  Optimum  frequency  of  UZK  depends 
on  welded  material  and  on  thickness  of  welded  seam.  In  most  cases  check  is 
conducted  at  frequency  2.'o  MHz.  However,  with  considerable  thickness  of  seam, 
and  especially  during  check  of  seam  in  st<=eLs  of  ausrenitic  class  the  frequency 
should  be  lowered  to  1. 5-0.5  MHz,  which  is  connected  with  considerable  damping 
of  UZK  in  zone  of  thermal  eff-.ct,  2-7  times  exceeding  damping  in  base  metal. 

For  check  of  butt  joints  we  usually  use  refracting  searcher  heads  with  a 
housing  of  organic  glass,  with  different  angles  of  incidence  of  longitudinal  of 
UZK,  intended  for  propagation  of  shear  UZK  in  metal  at  angles  from  38  to  80  degrees. 

This  angle  should  be  selected  depending  upon  thickness  of  seam  and  bevel  angle 
of  edges,  since  during  check  shear  UZK  should  be  directed  as  perpendicular  as 
possible  to  edge,  in  order  to  ensure  optimum  conditions  for  detection  of  the  most 
dangerous  defects  (spilly  place  along  edge  and  cracks).  Along  with  straight  beam 
usually  for  this  purpose  It  is  convenient  to  use  a  beam,  singly  or  multiply 
reflected  from  opposite  waiL  of  weld  joint.  In  order  to  check  the  seam  along 
entire  height,  it  is  necessary  to  shift  the  shearcher  head  zigzag-like  within 
limits  of  band  of  definite  width,  parallel  to  seam  (Fig.  278a). 

It  is  possible  instead  of  this  to  apply  "scanning  beam"  method,  carried  out 
according  to  diagram  of  Fig.  278b  with  rectilinear  advance  of  head  parallel  to 
seam,  or  by  diagram  of  Fig.  278c  with  a  head  containing  mosaic  of  piezoelements 
[284],  shifted  in  definite  sequence. 

Instead  of  scanning  beam  it  is  possible  to  carry  out  check  by  method  of 
"rocking"  beam  with  the  aid  of  a  special  head,  travelling  parallel  to  seam,  in 
which  piezoelement  continuously  accomplishes  reciprocal-rotatory  motion  within 
limits  of  a  certain  angle  (Fig.  278d). 
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Pig.  278.  Diagrams  of  check  of  weld  joints 
a)  zigzag-like  scanning;  b,  c)  "scanning  beam" 
method;  d)  "rocking  beam"  method. 


One  of  the  peculiarities  of  check  of  weld  joint  is  the  absence  of  bottom 
signal;  therefore,  it  is  especially  important  to  ensure  reliable  acoustic  contact. 

Type  of  defect  in  separate  cases  can  be  based  on  preliminary  statistical 
analysis  of  results  of  check  of  given  type  of  seam,  established  according  to 
type  echo  signal  reflected  from  it.  Thus,  a  spilly  place  gives  a  clear  single 
peak,  inasmuch  as  reflection  occurs  from  a  comparatively  flat  furface  (Pig.  279a), 
a  winding  crack  is  usually  depicted  as  is  shown  in  Fig.  279b,  group  of  cracks  - 
in  the  form  of  several  peaks  of  small  amplitude  (Fig.  279c),  porosity  gives  a 
great  number  of  peaks  on  wide  section  of  scanning  (Fig.  279d). 


Fig.  280.  Calculation  plotting  board  for  determination 
of  coordinates  of  defect  revealed  during  check  of 
weld  joint  (Krautkremer) . 

For  determination  of  coordinates  of  defects  revealed  during  ultrasonic  check 
there  are  developed  special  calculation  plottings  boards,  making  it  possible  to 
rapidly  solve  this  problem  for  weld  Joints  of  different  thickness  and  various 
angles  of  refraction  (Fig.  280) .  With  application  of  specialized  flaw  detectors 
of  type  [UZK-NIIM-5]  (y3K-HMMM-5)  for  check  of  welded  seams,  determination  of 
coordinates  is  produced  directly  by  instrument  scale. 
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It  is  quite  difficult  to  estimate 
dimensions  of  defects  revealed  in  weld 
.joint.  Check  of  spot  and  roll  welding 
Is  developed  least  of  all.  Weld  joints 
of  this  type  are  distinguished  by  the 
fact  that  they  do  not  have  reinforcing 
run;  however,  even  in  this  case  check  is 
possible  only  with  the  aid  of  refracting 
searcher  heads  if  they  are  located  at 
a  certain  distance  from  welded  seam.  This  is  connected  with  the  presence  of  a 
characteristic  dent  above  the  seam  -  traces  from  contacts  of  welding  machine. 
Diagram  of  check  of  weld  point  is  shown  in  Pig.  281.  With  the  presence  of  defect 
in  weld  point  the  reflected  beam  gets  on  receiving  piezcelement  of  dual  searcher 
head.  If  there  are  no  defects  in  weld  point,  the  beam  sent  by  radiating  plate 
passes  into  lower  sheet  and  is  propagated  in  it,  signal  does  not  proceed  to 
receiving  plate.  It  is  necessary  to  note  that  during  ultrasonic  check  of  these 
weld  joints,  as  a  rule,  it  is  not  possible  to  reveal  a  very  dangerous  defect  — 
so-called  "adhesion"  —  special  type  of  spilly  place  at  which  both  surfaces  of 
combinable  parts  are  tightly  compressed,  there  is  no  noticeable  gap  between  them, 
but  at  the  same  time  there  is  also  no  diffusion. 

It  is  obviously  that  it  is  possible  to  reveal  "adhesion"  at  stepped  up 
frequencies;  however,  it  is  difficult  to  use  UZK  of  such  frequencies  for  check 
of  weld  joints. 
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Fig.  281.  Diagram  of  check  of 
quality  cf  spot  welding:  1  - 
radiating  piezoelement;  2  —  receiving 
piezoelement ;  3  —  housing  of  head; 

'4  —  spilly  place  in  weld  point. 


i.  Check  of  Articles  in  Operation 

Ultrasonic  check  of  articles  in  operation  is  very  effective.  In  a  number  of 
cases  this  is  possible  to  do  without  dismantling  (and  sometimes  even  without 
stopping)  of  aggregate. 

As  example  it  is  possible  to  cite  check  of  crankshafts  for  presence  of 
internal  cracks,  usually  appearing  in  transitions  from  side  to  neck  and  oriented 
at  a  degree  angle  to  axis  of  shaft. 

Such  cracks  can  be  easily  revealed  by  echo-method  at  frequency  2.5  MHz  with 
the  aid  of  refracting  heads,  radiating  shear  UZK,  as  is  shown  in  Fig.  202a  and  b. 


372 


Fig.  282.  Diagram  >.f  detection  of  crackB:  a  and  b) 
in  crankshaft  (without  internal  channel  and  with  channel, 
respectively);  c)  in  joint  of  turbine  blade,  mounted  in 
disk;  d)  in  slot  of  herringbone  bracing  of  turbine  disk; 
e)  in  housing  of  combustion  chamber;  f)  in  access  part 
of  axle  of  railroad  car  [288], 


For  guarantee  of  reliability  of  gas-turbine  engines  there  is  necessary  check 
of  compressor  and  turbine  blades  for  presence  of  cracks,  developing  mainly  on 
edges.  Such  check  is  successfully  carried  out  with  use  of  surface  UZK  at 
frequency  1.5-2. 5  MHz  with  the  aid  of  a  specialized  echo-flaw  detector,  for 
instance  [UZDL-61]  (y3JUI  -61 )  [285]. 

With  the  presence  of  sufficiently  convenient  access  to  compressor  and  last 
stage  of  turbine,  and  to  corresponding  attachments  for  introduction,  installation, 
and  remote  control  of  operation  of  searcher  head,  check  of  blades  can  be  carried 
out  without  dismantling  the  motor.  There  is  also  possible  check  of  blades  for 
presence  of  cracks  in  joint  (in  grooves  of  herringbone  bracing),  also  without 
dismantling  of  turbine.  Such  type  of  check  is  illustrated  in  Fig.  282c,  where 
1  is  piezoelement,  2  -  housing  of  head  from  material  analogous  to  material  of 
disk  with  respect  to  rate  of  propagation  of  UZK.  Further  on  this  figure:  5  — 
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crack,  4  —  damper. 

Cracks  on  edges  and  in  bxade  join  may  :  .,o  '  revealed  by  color  method j 
however,  complete  disassembling  ol  turbine  is  absolutely  necessary  for  this. 

For  detection  of  cracks  in  grooves  of  herringbone  bracing  of  turbine  disk  by 
ultrasonic  method  it  is  necessary  to  dismantle  the  turbine  and  "split"  the  disk. 
Check  can  be  conducted  by  echo-method  with  the  aid  of  a  special  head,  directing 
shear  UZK,  as  is  shown  in  Fig.  282d. 

In  combustion  chambers  of  gas-turbine  engines  it  is  possible  to  reveal  cracks 
of  thermal  fatigue  by  echo-method  with  use  of  normal  waves  of  UZK  with  frequency 
2.5  MHz  according  to  diagram  shown  ir  Fig.  282d  (I,  II,  III  —  consecutive 
positions  of  searcher  head). 

Ultrasonic  methods  are  widely  used  for  check  of  railroad  construction  in 
conditions  of  operation.  Ihus,  axes  of  wheel  couples  are  subjected  to  check  for 
presence  of  fatigue  cracks  in  access  part,  inaccessible  to  inspection  [286]. 

Check  is  conducted  by  echo-method  at  frequency  2. 5-1.5  MHz.  Longitudinal  UZK  are 
Introduced  from  cracks  as  is  shown  on  diagram  of  Fig.  282f. 


Fig.  285.  Semiautomatic  installation  for  check  of  wheel 
spacing  of  railroad  cars  [94]. 


For  rapid  check  of  axle  in  FRG  there  are  developed  special  automated 
installations  (Fig.  283).  Simultaneously  with  this  in  the  access  part  of  axle 
there  can  be  carried  out  check  of  qualities  of  press  fit  of  hob  [94]. 


Hails,  laid  on  the  track,  are  checked  for  presence  of  stratifications  and 


cracks  in  rail  head,  in  neck,  in  base,  and  at  bolt  holes,  and  also  for  presence  of 
defects  of  seam  in  weld  joints.  For  this  in  the  USSR  and  abroad  there  are 
created  mobile  installations  (on  carts  or  in  special  railroad  cars),  making  it 
possible  to  carry  out  this  check  with  great  speed. 

Check  of  bridge  constructions  (mainly  weld  joints)  is  also  an  example  of 
effective  application  of  ultrasonic  methods  of  check  on  railroad  transportation 
[287]. 

In  riveted  connections,  operating  in  conditions  of  action  of  thermal  and 
mechanical  stresses  and  aggressive  medium  (for  instance  <n  boilers),  there  can 
be  formed  and  developed  characteristic  cracks,  partially  hidden  by  headB  of 
rivets.  Ultrasonic  echo-method  can  be  used  for  detection  of  such  cracks  [288], 

It  is  possible  to  cite  still  a  great  number  of  examples  of  possible  use  of 
ultrasonic  methods  for  check  of  articles  in  operation. 

It  is  also  possible  to  cite  many  additional  examples  of  effective  check  of 
various  blanks  and  semifinished  products  in  their  production  process;  however, 
the  given  examples  are  absolutely  sufficient  in  order  to  affirm  that  ultrasonic 
methods  of  check  permit  revealing  a  large  part  of  defects  appearing  in  metallic 
blanks  and  semifinished  products  at  various  stages  of  technology. 
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VIII 


COMPARATIVE  EVALUATION  OF  THE  EFFECTIVENESS  OF 
DIFFERENT  METHODS  OF  NONDESTRUCTIVE  TESTING 

There  is  indubitable  interest  in  evaluation  of  the  revealability  of  different 
defects  by  one  or  another  method  of  nondestructive  testing,  and  also  evaluation  of 
the  effectiveness  of  using  different  methods  of  nondestructive  testing  for  detection 
of  a  defect  of  given  type. 

In  Table  9  are  given  70  forms  of  defects  considered  in  Chapter  I.  In  the 
first  three  columns  of  the  table  are  given  basic  characteristics  of  the  defects. 

In  the  fourth  column  is  shown  behavior  of  defect  during  further  treatment  and  ways 
to  correct  the  defect  when  possible.  It  is  necessary  to  note  that  the  determination 
"uncorrectable  defect"  is  not  always  a  basis  for  rejection  of  a  part.  The  part 
should  be  rejected  if  under  further  treatment  the  defective  zone  does  not  depart 
and  dimensions  and  quantity  of  defects  exceed  those  permissible  by  technical 
conditions . 

In  the  right  part  of  table  are  enumerated  methods  of  nondestructive  testing 
and  a  five-point  rating  of  the  revealability  of  every  defect  by  these  methods.  If 
the  method  is  inapplicable,  it  is  designated  by  zero.  The  highest  appraisal  of 
revealability  is  given  only  when  the  method  can  be  used  for  manifestation  of  a 
defect  of  given  form  without  limitations. 

In  the  last  column  is  given  general  characteristics  of  the  revealability  of 
every  defect.  These  characteristics  are  in  a  fraction  in  the  numerator  of  which 
is  the  highest  point  of  revealability  of  this  defect  by  whatever  method,  and  in  the 
denominator  is  the  product  of  the  number  of  methods  which  can  be  used  by  the  average 
point  for  revealability  of  a  defect  by  these  methods. 
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TAFI.F  Q.  ^ATIC  FORMS  OF  DFFECTS  CF  METAL  AND  METHODS  OF  THEIR  NONDESTRUCTIVE  DETECTION.  (Cont'd) 
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TABLE  9.  BASIC  FORMS  OF  DEFECTS  OF  METAL  AND  METHODS  OF  THEIR  NONDESTRUCTIVE  DETECTION.  (Cont'd) 


i 

u  i 

H  «l  ■>) 

OJ  P  O  P  P 

G  O  (0  P 

a)  at  o  a>  h 

c  G  P  >  p 

4)  (0  P  4)  £> 

o  .c  m  g 

V  P 


CO 

tj 

o 

.c 

P  0) 

4)  > 

B  P 

p 

>lOH 

■°es 

>ip  p 

p  co  C 
P  4)  O 
H  *0  CJ 
P  G 
fi  O 
cd  C 

rH 

cd  u 

4)  O 
> 

4) 

cx 


01 

>> 


s 

01 


01 

H 


O 

Ol 


X, 

IX 


m 


M  P 

c  c 
c  a)  c  4) 
O  P  P  E 
P  P 
4)  X  Cd 
Cl  Vi  O  4) 
G  OP  G 
4)  >  P 

G  >>a  . 

Hp£  li 
U  P  4)  4) 
CH^x! 

M  §  E 

O'  G 

4-( 


14 
CJ 
P 
P 
» 
U  p 
4)  G 
P  4) 
G  P 
PQ  CJ 

G 


5 


O 

X 


LO 

r*'\ 

fl- 

in 

X 

m 

X  r 

X 

■=r 

=r 

in 

OJ 

in 


x 

l=t 


in 


in 


K\ 


in 


in 


o 


in 


OJ 


o 


in 


in 


in 

o 

o 


in 


4) 

41 

41 

41  S 

W  C’  P 

4)  ec  O 

to  >>U  G 

41  4)  41 

P 

P 

P 

cd  fi  G  p  • 

PGM 

fi 

fi 

P 

ci  G  Cl  U3 

fi  eg 

a 

cd 

cd 

TJ  CO  41  G 

cd  C  E 

p 

p 

p 

G  41  PP 

p  cd  id 

o 

Cl 

o 

Ml 

P  P  U  4)  x: 

Cl  O  TJ 

41 

41 

41 

C 

cd  o  O  to 

41 

G 

G 

G 

P 

P  01  >»P 

G  U 

G  • 

G  • 

G  • 

G 

G  G  P  p  P 

G  •  O 

O  P 

O  P 

O  i 

P 

41  G  cd  O 

O  P 

Cl  Cl 

Cl  o 

Cl  Cl 

•C 

CJ  O  >  G  U 

Cl  CJ  to 

G  41 

C  41 

G  4> 

CJ 

CJ  O  41 

C  41  G 

O  U 

O 

O  U 

cd 

G  E  >»  Cl 

O  <M  CJ 

2  41 

55  41 

2  41 

S 

w  to  OJ  cd  p 

2  41  O 

TJ 

TJ 

TJ 

P  G  P  P 

TJ  U 

o 

to  P  taO 

P  G 

G  X  TJ  P 

p  cd  <u  p 

fi  up  cd 

p  _  o  G  « 

C  41  (D  bD 
4)  O  P>  bD  C 
CJ  fi  O  P 

rs  co  G  G  G 

U  J«!  to  TJ  01 

h  O  >i  U 

GcdP.CE 

C/3  G  O  <11  01 
o  Cop 


U  I 

O  cd 
G 

•CP  « 
PPM) 
U  C  G 
41  P 

•a  «  n 
C  P 
4-.  O  TJ 
O  P  P 
P  X 
4/  cd  O 
bOp 

c  « 

4)  C 

E  O 
OOP 
O  P 


§ 

■G 


41  I 

bo  l  l  in 
C  a)  G  P 
cd  4-i  o  c 
fi  O  41 
C1  4h  P  P 
O  P  Cl 
C  C  Cd 
p  co  cd  G 
co  cd 

bO  41  TJ  G 
G  C  G  o 
P  tj  cd 
X  G  81 

cd  cd  4)  >  • 
41  fi  G  P  W 
U  bJ  to  O 
UU  POP 

cd  o  p  g  p 


i 

P  U  t£j 

g  o  c 

P  P  4-1 
co  P  p  O 
p  cd  cd 
TJ  P  O  4) 

4)  C)  Cl 

ga„fi 

O  U  >  X 
U  O  P  G 

P  P  W 

§  8  4)  bp  • 
G  P  P  G  P 
O  P  O  O  G 
S  G  X  H  cd 
fi  ft  cd  U 


TJ  I  TJ  G 

4)  G  a)  P  I 

i  P.34IO  cd 
O  O  'O  fi  P  P  G 
G  P  p  4)  41 

ci  OJ  >>  cd  U 

P  >  P  G  >>  E 
B  41  P  O  G  p  01 

TJ  G  41  P  P 

41  41  M  TJ  Cd 

Cl  »G  G  CPTJ 

Cd  co  U*  O  G  Cl  4)  • 
4*  Jd  41  %  41  to--' 

G  o  W  P  U  cd  41 
G  Cdp  bOG  co  41  G 
WCGCS541GG 
ci  w  p  u — -  ci  p 


CO 

C 

o 

p 

p  • 

ci  cd 

4'  41 
CO  G 
cd 
TJ 

41  P 
C  P 

•sa 

G  co 
cd 

K  4h 

O 


i  p 

TTrT- 

1  CO 

1  1 

p 

G  41 

o  cd 

1 

P  E  C 

41  >> 

01 

G  41  G  1 

Cl  O  1 

P  c 

G  p  G  O 

E  cdT) 

U 

0)  M  41 

to  p  4)  P  • 

P  o 

cd  o 

P  C  O  O  IP 

H  01  M 

O 

G  G  P 

CO  TJ  cd  to 

4h  E  41 

41  U  P 

W  41  P  U  G  P 

U  G  G 

O  P  to 

c 

^  fj  T) 

O  4)  P 

G  O  (0 

P  G  G  P 

O  41  4)  P 

bD 

P  G 

O  0 

O  4m  G  U  P 

fi  4J 

P  G 

TJ  G  41  U  P  TJ  • 

Cl  TJ  fi 

C 

P  G  cd 

•rl 

O  O  O 

4)  CJ 

0J  U 

__  G  G  O  co  C  P 

G  Cd  G  CO 

P 

O  TJ 

W  4-> 

G  C  Cd 

O  TJ 

p  bpu 

• 

E  O  TJ  P  o  c 

O  4h  cd  P  • 

P 

4!  U 

0)  gj 

O  G  4)  C 

cue 

cd  CP 

G  >>TJ  O  0) 

P  G  fi  G  » 

cd 

to  41  O 

C/3  G 

P  41  bD  O  TJ 

os  o  3 

v  3tj 

w 

O  U  >>p  E 

P  G  PC 

41 

V 

3  c 

P  >>  O  P  C 

fi 

p  fi 

Q) 

U  O  P  P  «U  P 

Cl  co  TJ  tM  O 

£ 

4i  cd  bo 

cd  O 

cd  cd  G  p  cd 

G  CO  P 

E  ou 

V ) 

p  p  x  p  c  cd 

GPP 

PUG 

O  4-i 

G  P  TJ  Cl 

g  c  «g 

4>  wO 

W 

G  C  W  1>  G  41 

G  C  O  bDp 

p* 

cd  GP 

G  >i  cd  « 

POE 

fi 

0) 

G  O  C  p  cd  a  G 

p  P  o  C  cd 

G 

G  G  TJ  • 

P  41  jC  p 

co  P  G 

Cl  P  01 

o 

G  P  41  U  U  Cl  p 

W  P  G 

s 

cd  to  G  p 

cd  a  ci  p 

P  P  4) 

O  C  P 

0 

O  P  P  E  C 

4)  H  »  G  01 

fi 

U  P  G 

c/)  cd  XG  cd 

Q  P  fi 

G  4)  cd 

2  G  G  O  U  cd  U 

a  as  G  G  U 

cn 

ai  u  g  cd 

<H  fi  P 

TJ  P 

PEG 

a 

fi  rl  CJ  O  fi  O 

P  41  TJ  O 

to  O  bO  U 

1  • 

TJ 

o  to 

1  4) 

g  a 

1 

c  to  P  «  w  G 

G 

i 

TJ  O 

c 

O  U  to  c  TJ  TJ  4) 

41  O  O  • 

G 

>>ed 
&  G 

o 

U  O  4)  4)  41  41  fi 

•  x:  u  p  m 

P 

• 

55 

to  G  E  P  N  p 

to  H  G  C 

X  bD 

CO 

o 

4)  4)  M  0)  0  P  O 

G  »  at  P 

G 

X 

• 

• 

G  Cl  Cl  Cl  G  TJ 

41  •  01  >  P 

• 

CJ 

c 

tn 

G  C  P  P  P  TJ 

>>  10  E  P  cd 
cd  n  <d  p 

5 

<D 

O  41  fi  U  P  X  C 

to 

H 

O'O-POCOctfrH  w  bDOc 

•H 

o 

fi 

<s 


00 

■st 


588 


r 


► 


( 


r 


% 


o 

z 

« 

M 

w 

w 

Eh 

ti, 

O 

to 

Q 

O 

w 

Eh 


O'] 

w 

pi 

m 

*5 

Eh 


I 

P  I 

H  #  I>| 

(S  +)  OH  4J 
P  Cl  0  ft 
11  4  Ut)  H 
C  t*  H  >  H 
<L’  (0  -P  0  £> 
0£  M  E 
O  ft 


o 


to 

Tt 

O 

£ 

ft  0) 

0)  > 
e  *h 

-p 

>>OH 

■°22 
>)ft  ft 

P  to  C 
ft  0)  O 
rH  TD 
ft  C 
£  O 
at  C 

rH 

<0  ft 
0  O 
> 

0) 

(K 


A! 

C 


oq 


p 
C 

CHOi 
O  H  H  £ 
£  P 

<d  p  « 

Cl  ft  O  0 
C  O  ft  P 
0  >  P 


in 


■0 

E- 

m 

in 

• 

=r 

• 

m 

in 

• 

X 

in 

X 

-ST 

X 

<4- 

X 

•3* 

in 

in 

OJ 

in 

rl 

in 

X 

in 

in 


in 


in 


in 


in 


£ 

a) 

P 

o 

0 

P 


a* 


P  P  £  P 

P  • 

< 

p  • 

W 

Oh  P  dl  dl 

O  P 

0  p 

C  ft  £  £ 

O  O 

0  0 

* 

H  at  p 

C  at 

c 

C  at 

U) 

3  P 

O  ft 

0 

0  p 

c 

a1  3 

Z  at 

•H 

Z  dl 

•H 

ft 

T3 

-P 

Tt 

T3 

£ 

at 

p 

o 

0) 

p 


d)  p 

C  rH  O 

OHD 
to  ft  to  dl  >» 

A!P  C-HH 
O  O  DHfl 
«  11  P  ftE 
P  P 
OHS 

T3  3 

at  e 

o  to  ft 
as  to  X 
ft  O  a) 

P  P 
3  tt 


ft  0«-' 
at  n  C 
to  0 
to  at  ft 
d)  p 
to  bp  u 

to  c  at 

0  ft  P 

p  p  p 

at  0h  P  3  0 

■ —  O  to  T3  Cl 


P 

o 


Oh  C 

bO 

O  O 

c  p  at  • 

*H  [ 

P  dl  P  bO 

W  -p 

ft  >j  Cl  C 

a;  a 

cd  cd  -H  «h 

w  E 

a>  h  -p  tj 

3  p 

£  PC 

at  O 

<D  cd  iH 

O  P 

ft  Cl  p 

P  at  p  M 

C  to 
o  at 
o  to 

to  >j 
1h  at  rH 
O  P  £  Oh  • 
ft  E  O  to 
at  p 
w  C  P 


d)  to 
ci 


C  di  to  O  at 


0  ft  0 
£  P  d)  M 
3  P  C 
wrap 


w 


at  p  ft 

p 

bO  Cl  T3 

C  at  at 
ft  at  p  p  p. 
ft  T5  P  P  P 
CP  3  O  at 
to  T3  tt  £ 


at  p 
P  £ 
at  at 
at  p 


8* 

■H 

3 

H 

O 


Utl 

•H 

4-> 

<D 

> 

•H 

PC 


? 

p 

p 

at 

■o 

H 

O 


a! 

P 

at 

ss 

ft 

0 

Tt 

c 

I 


o 


•zt 

-=t 

-=t 

in 

0 

O 

0 

0 

0 

O 

0 

0 

0 

O 

0 

0 

0 

O 

0 

0 

0 

in 

m 

m 

0 

- t 

m 

-St 

0 

0 

0 

0 

1  *o 

to  p  ai  1  at 

1  1 

ai  at  p  tt  £  ra 

M  rH 

W  O  P  P  03 

d) 

at 

•POP 

at  p  ai  at  at  c 

rH 

rH 

O  0  Xs 

tt  C  P  *  M  0  ai 

£ 

£ 

3  • 

at  P  ^  c  a) 

05 

at 

P  di  at  bO 

di  p  0  >>p  P  bO 

p 

p 

d)  £=  C 

p  P  tt  P  P  ft  q 

O 

ct 

£  P 

at  O  at  «  P  • 

at 

di 

E  C  Ibtt 

pfttOPftdtPW 

p 

P 

3  at  £  P 

«tgppdt>p>l 

p  • 

p  . 

Co  at 

ftp  P  P  P  P  ct 

0  p 

0  p 

■a  * 

<u  q  w  x  p<p  p  0 

0  0 

O  O 

at  to  ai 

to  3  dl  3  03  C 

C  di 

C  dl 

di  p  >> 

H  at  »  at  0 

O  ft 

0  ft 

C  to  0  P 

q  P  0  bOdn  -a 

2  dl 

3  dl 

H  at  01  at 

Hopxquicp 

T3 

T3 

O  t*  rH 

PppP3  8  O 

bD 

bO 

at 

C 

c 

C 

p  c 

•H 

P 

P 

0  0  1 

p 

tM  1 

T3 

T3  M  • 

_  N  3 

C  P  d) 

O  at 

C  to 

rl  01  fi 

E  P 

p  0  * 

O 

at  C 

at  0  a 

0  <h 

E  0 

w 

0 

>  p  ai 

di  O  C 

C  P  H 

dl 

W  «H 

O  W 

to  p 

•H  0) 

0  •• 

a  u 

<« 

>> 

at  £  * 

C  hP  3 

O  4h  <P 

C  PP 

-P  <D  • 

at  p 

O  rH 

O  O 

p  0  0 

bO  ct  £ 

£  P 

a  0 

dl 

■a  E 

ft  C  P 

P  3 

c 

0  P  c 

(Q  C  N 

dl  O  1)  u 

3  C 

W  «H 

C  p  0 

M  3  at 

bO  3  C 

P  P 

at  • 

di  at  P 

tt  0  £  • 

P  d)  P  d) 

w  -P  «H  oC  B 

to  ftp 

S  £  P  dl 

B  CP  P 

p  C  p  at  at 

£  tt 

M  O 

HOCP 

O  O  p  P  ai 

C  C  d) 

O  C  ft  C 

N  «H  W 

O 

>  w  w 

•H  W 

0  0  d) 

1 

bO 

•D 

H 

T3  0) 

C 

rH 

a  n 

P  C 

«H 

<D 

B  at 

P  11  0  11 

T3 

<H  3 

P  bO'o 

O  *  N  £ 

rH 

0 

di  P  C  p 

■P 

ai 

P. 

£  0  P  01 

bO  M  0 

* 

dl  O 

p  p  p  > 

C  C  £  0 

O 

3  3 

•rlH+J+J 

«P 

C  to 

ft  p  Tt  ft 

p  p 

O 

a  c 

O  O  O 

at  3  C  p 

0) 

£  0 

_  3  to 

d)  73  P  C 

p 

p  p 

C  P  di  bp 

£  .  di 

p 

3  p 

O  p  10  C  • 

P  p  1  0  • 

0 

p  p 

•H  W  CO  tH  -P 

ai  a!  at  E 

O 

W  T3  • 

p  ai  p  C 

>  P  hOpi  at 

C 

PCM 

03  P  OP 

O  ii  Co  di 

H 

P  O  C 

c  C  P  0  0 

E  P  a)  to 

O  «H 

oj  co  0  *n, 

1  1  • 

dl  >J 

1  E 

• 

c  S  <0 

top  0 

• 

p  ft  0 

1  CO 

dl  dl  Ai 

PP  £ 

05 

0  00 

1 

T3  A! 

| 

■p  w  0 

0  P  P 

0 

jjh  to 

c 

H  O 

E 

0  bO  • 

£  to  0 

0  0 

p 

0  0  to 

0  • 

0  0 

P 

ft  C  to 

W)  0  P 

OP  3 

cd 

SOP3 

z  c 

Z  P 

O 

P  X 

•H  O 

3  C 

p  0  0 

0 

O 

ft 

•  £  tt 

•  a)  •» 

•  C  3 

E 

•  bO  (1)  T3 

•  «H 

• 

Os  to  0 

O  P  M  >» 

P  0  0 

0 

CM  P  ft  P 

in  w 

•C  bp 

*H  ^ 

inp  c  p 

in  P  p 

0 

in  3  0  0 

in  3 

in  c 

rH  O 

W  P  £ 

bO  0 

w 

P3  > 

ft 

589 


^APLE  9.  BASIC  FORMS  CF  PFFECTS  OF  METAL  AND  METHODS  OF  THEIR  NONDESTRUCTIVE  DETECTION.  (Cont'd) 


I 

h  I 

H  (D  V.  «J 

gp  O  H  +• 
O  Cd  *H 
V  (C  O  0>  rH 
C  >*H 

dMUP  1,0 

o  x:  w 

CJ  *H 


K\ 

m 

K\ 

-• 

4- 

X  -=J‘ 

k\ 

X 

C\J 

X 

P 

x 

rH 

X  -4 

rH 

W 

0) 

>i 

-4- 

•=*- 

-=f 

-4- 

o 

o 

■D 

0 

£ 

s 

CO 

o 

O 

o 

o 

o 

o 

0)  > 

E  P 
p 

XUH 

Dd 

o 

o 

o 

o 

o 

•4- 

■°  £  £ 
>>p  p 

T3 

o 

o 

o 

o 

o 

o 

*H  O  O 
HT)  O 

P  c 

£  0 

ID  C 

H 

cd  V 

ID  O 

3C 

o 

o 

o 

o 

o 

o 

2 

CM 

o 

o 

o 

o 

o 

C-, 

CD, 

K\ 

K\ 

o 

o 

o 

o 

0) 

cx; 

cq 

O 

O 

o 

o 

-4- 

-=r 

c 


3  +c 

cucc 

a.' 

QJ 

QJ 

<U 

1  P  1  O  1 

V  ft  C  TJ  P 

vocti  cd  • 

O  P  p  £ 

rH 

rH 

r) 

rH 

o  o  p  e  aj  w 

£>  4-> 

,Q 

£ 

p 

p 

V  P  C  TJ  P 

0)  V  cd 

cd 

cd 

cd 

cd 

v  mpti  d  CP 

y  V  O  03 

4-> 

•P 

•P 

a)  p  m  poe 

c  O  P  V 

a 

o 

o 

o 

p  p  p  >iP 

• 

0>  >  P 

<1> 

a; 

ID 

ID 

E  V  >>P  <D  P 

03 

3  >>  cd 

Vi 

V 

V 

V 

3  cd  p  cd  (i i  p 

E 

HD>£  h 

V  • 

V  • 

V  • 

^4  • 

Co  VO  0) 

aJ 

qp  tMI 

O 

O  P 

O  -P 

O  P 

TJ  03  o  o 

m 

C  P  £  £ 

o  o 

a  o 

o  o 

o  o 

ed  03  ID  >  co  bfl  C 

CD 

H  cd  +> 

C  a) 

C  0) 

C  ID 

C  0) 

ID  P  O  C  cd 

3  V 

O  <4H 

O  V 

0  V 

O  V 

C  03  O  OPS 

£ 

ty  3 

^  <U 

2  CD 

2  0) 

2  ID 

H  «  ID  V  P  O  O 

H 

V 

TJ 

T3 

TJ 

TJ 

O  V  P  03  c  p 

-  - 

Cm  1 

« 

x: 

cd  c  y 

O  G 

CO 

o 

1  1 

y  O  03 

C/3 

V*  -H 

i 

G 

•H 

03  C3  V 

H  cd  P  03  • 

o 

>>  o  o 

o 

0 

£  I 

03  03  O 

cd  V  03  «—» 

<«H  1 

1  TJ  *TD 

0) 

•H 

S  O 

•>£  P 

P  V  O  03  OD 

4-> 

1  O  0)  T3 

w 

•P 

o 

03  Cl  O  03  V 

03  3  V  p  c 

W 

p  t:  bj 

a 

C 

P  P  V  hp  03 

E  03  V  idP 

Cm  *H 

o 

TD 

<1) 

P  0 

C  Cd  ft  cf  >> 

O  V  P 

0)  ^ 

C  N  rH  • 

<u 

CO 

c 

03  v  p  cd 

v  oj  y  cd  p 

«H  0) 

•H  CO  P* 

03 

■d  Cl  OPH 

O  P  ftp 

?H  -P  1 

h  -p  a> 

TJ 

C  03 

03  P  Cd 

O  E  03  ft 

Pp  o 

W  O  0)  > 

'O 

<D 

O  P  • 

••  O  bO 

0)  £  S  Bvr 

CO 

6  *H 

rH  • 

P  c 

03  •>  03  C3  c 

bOJ  o 

Eh 

a  -p  Jh 

O  M 

rH 

P  03  0 

M  03  hO  P 

«  V  c  CO 

CO 

a}  0)  <D 

W  C 

CJO 

O  V  P 

CJ  03  cd  03  p 

E  V  P  O  C 

43 

Vh  >  0j  U) 

a  o 

G 

03  03  03 

P  C  E  >  cd 

cd  03  C  O 

o 

Ur)  aJ  C 

XU  *H 

Xu 

CO  £  0) 

2  P  cd  P  H 

O  >•  3  VP 

Ih  JQ  «H 

•P 

P  £ 

HdP  ft 

O  •MM  O  P 

1 

i 

Jp 

i 

p 

l 

1 

• 

0) 

bfidS 

C  C  1 

(0 

3 

1  o 

<0 

V  * 

1  * 

6 

P  P  V  V 

03  *0 

OOP 

cd  03 

o 

3  •  Cd 

cd  03 

•H 

id  £  03  03  03 

£  P 

0)  • 

a; 

CO 

V 

>>tH 

03  (h  Vi 

>3  V  0) 

bD 

03  CJ  P  P  1  £ 

V  P  E 

rM  C 

(D  £?  U) 

H  Cm 

ID  Vi 

rH  Oh 

3  03  Vi 

rH  Cd  O  Cm  (D 

cd  p  C  o  cd  p 

O  3 

o  o 

HP  C 

P>  *H 

0)  TJ 

a  o 

-P  -H  TJ  -P  O4  O 

p  aid  o 

M 

P  cd  P  3  O 

V  £ 

•H 

,0  iH 

C  V  TJ 

E 

c  v 

OWE 

C  03  V 

03  V  TJ  CO 

C  03 

W  -p 

c0  C  C 

a)  3  p 

V 

ID  03 

03  3 

3  «H  G>  <D 

03  V  V  03 

a) 

a  v  o  a>  £ 

O  T3  Cd  • 

0)  Cd 

U  tH  <1) 

•H  PcOOpE 

n-t  Q<H  TJ  P  B 

p  a  3  o 

^4 

p  03  O  V  H  y 

pc  03 

tfl  6 

0)  'V 

o 

CO 

p 

O 

tH 

O  03  c 

3 

cs  ft  y  cd 

p  3  v  v 

^  £ 

•O  V)  U 

X! 

03  Vi  bD 

■h  x: 

^4  4h  bD  • 

P  £  cd  P 

03  «  C  P  03 

y  O  0) 

«J  O 

•H  0)  CO 

tin  bDP 

0) 

0  03  • 

V  hOV  0  O  03  hD 

Q-*  X5 

cO 

V  03  O  03  P 

3  OJ  £ 

O 

co  ca  .c 

Cm  ^ 

o 

a 

V  hC 

V  3 

O  VC 

i  3  0  Jh 

^4 

V  p  p  P  VP 

V  y  C  ft 

C  co 

^  o 

(0 

03  c 

3  0 

03  03  P 

3  0  3 

0) 

O  y  p  cd  cd  03 

P  cd  O  03 

O  0)  T3 

to 

C  P 

U  0)  P 

0}  V 

C  0)  U  03  T3 

uj  ^  G  P 

P4 

y  cd  u  p  C 

U3  V  p  o 

U 

c  o 

O 

u 

c  v  v 

c  o 

0  O  C  v  c 

COOMB 

C  ftp  ■o  T3  P 

03  V  P  E 

■P  O 

H  P  P 

3 

cd  3  03 

M  x:  -H  CO  CO  3  o 

H  £  P  P 

aj 

w  3 1  2  S  & 

Q  3  op 

w  o 

p  p 

WpPTJ 

pplpppp 

P  P  T3  P 

P  V  E  cd  tso 

03  cd  cd 

w  C/J 

• 

1  i 

^  C 

cd 

03  V 

o  o 

03 

1  1 

O  3  I 

CO  -p  -H 

1  'O 

1  V 

w  a;  3  i 

1  H 

E  03  v 

B 

^  Q)  P 

G  <D 

c  ce 

•H  O  ^H  0 

• 

03  cd  03  • 

p  o  • 

c 

o  >  a 

XU 

D 

Q  C*ho 

c 

E  y  y  oj 

<  o  y  C 

O  1 

•h  a) 

0) 

• 

T3 

cd  *H 

0 

p  cd  00 

P  o 

£ 

•  ^  c 

•  TJ 

cd 

•  03 

•  £  Tl  C  P 

•  c  V  d 

•  V  03  P 

LT\  C 

ID  H 

o 

c-  3 

00  V  0 

CO 

a\  cd  V  B 

o  oj  y  03 

in  c3  o 

ID  O 

u 

ITiH 

in  3  v  p 

0) 

LT\  £  3  3 

DO  £  cd  0 

•H  O 

W 

cd 

to 

PO  W£ 

y  03  T3 

ft  Oh  V 

590 


TABLE  9.  BASIC  FORMS  OF  DEFECTS  OF  METAL  AND  METHODS  OF  THEIR  NONDESTRUCTIVE  DETECTION  (Cont'd^ 

|  — —  — - | - - - - - - - — i — - : P - L 


I 

U  I 
H  JUh  (j  >1 

a)  0  h  p 
Vh  CJ  Cd  P 

d)  (d  CJ  <U  P 

C  Vi  P  >  P 

dJ  (8  P  0)  £ 

O  £  rn  h 

O  P 


co 

xs 

o 

£ 

P  <v 

d)  > 

E  P 
p 

>)OH 
X30 
Vl  Jh 
>jP  P 
•p  w  C 
P  oj  O 

HtJ  (J 
P  C 
£  O 
0)  C 

f~l 

<0  P 
d)  o 
> 
d) 
ft 


s 

ro 


;c 


cn 

t- 


o 

n 


ft. 

(X 


cq 


P 

c  c 

C  cd  C  0) 
O  P  P  E 
£  -P 

d)  Vi  cd 
CJ  P  O  0J 
C  o  p  ft 
<U  >  -P 
3  >3  as 
P  P  £  ft 
P  P  CD  d) 
CHflX 
M  Cd  P 

3  ft 

W  3 

p 


10 

o 

p 

P 

« 

<M  P 

0)  ft 
p  a.' 

(4  P 

IT,  o 

« 

(4 

ffl 

£ 

o 


P  C 

o  o 

P 
CO  P 

Sg 

3  ft 
cd  O 
a  <h 


o 

ffl 


s\ 

f- 

• 

• 

£> 

• 

(<■% 

X 

X  -=r 

X 

in 

£ 

o 

o 


pr\ 


d) 

rH 

£ 

cd 

p 

cj 

<u 

£ 

O  P 

CJ  cj 
C  di 
O  P 

K  dJ 

■a 


di 

rH 

£ 

cd 

p 

cj 

ai 

ft 

ft  • 

O  P 
o  CJ 
C  d) 
O  P 
E5  d) 
T) 


o 

P  CD 
P  £ 
rH  O  I 
Cd  N  cd 
p  t> 
dJ  c 
E  p  d) 


Cm  CO  -H 
O  d)  cn 
P  O 
rap  Ih 
d)  ft  ft 
CO  CD  O  • 
co  a,  cj  a) 
O  O  bD 
ffl  ft  P  Cd 
ttO  E 


bO  co  £ 

C  di  O 

P  CP 
ii  v  Op 
cj  cd  n  cd  • 
cd  a;  ft  co 
P  B,  £  P  dJ 
Vi  P.P  C  CO 
3  ffl  d)  W 
W  >>  CJ  <U 

CO  H  c  Vi 

£  Jd  P  O  P 

P  cj  cd  cj  co 

£  cd  3 

Eh  Vi  CO  P  p 

CJ  3  O  0 


I 

CJ 

cd  "O 


i 

T3 

cd  bO 
d)  C 
Vi  O 
CVH 
CO  cd  Cm 
O 

•>  >» 
d)  P  CO 
Vi  Cd  Vi  <h  dJ 
dJ  dJ  OJ  P 

ia  Ch  £  p  Vi  • 
C  O  Pi  £  cd  CO 

3  ra  wo  C 

CO  CP 

P  O  E  bO  3  cd 

cd  P  P  C  O  Vi 

p  p  cd  P  £  bO 

I 


d)  fi 
C  £  'J 
O  p  £ 


I  I  I 

co  I  P  O 
O  C  cd  Vi 
E  P  P  Vi 
P  CO  O 
<CO  >)U 

•  Vi  CJ  d> 

P  O  VP 
VOX  d)PP 
ftp  P  CO 


cd  cd  cu 

3  p  > 

*o  cd  iWp 

P  E'-'di  o  in 

w  VPb  co 

di  d)  cd  C  di  di 

Vi  £  CJ  3  CJ  Vi 

P  P  C  bO 
P^£  >j  d)  cd 
O  cd  P  3 

CO  £  P  P  Vi 

dJ  CJ  Cd  P  O  • 

to  dip  C  E 

co  E  cj  P  P  3 

d)  d)  CD  p 

ft  T!  ft  d>  P  T3 

C  P  C  CO  £  O  d) 

co  cd_d)  p  E  6 

I 


c 

o 

p 

p 

CJ 


s 


H  bO 
CJ  C 

cd  p  • 
Vl  Vi  d) 
O  3  bO 
T3  cd 
•  Vi 
CVJ  bO  O 
VO  C  P 
P  co 


fP 

w 


-=t 

-=T 

■ =t 

- 1 

O 

o 

O 

o 

o 

K\ 

o 

XN 

n 

CD 

Q) 

rH 

rH 

£ 

£ 

cd 

<d 

-p 

p 

o 

CJ 

<o 

d) 

Vh 

Vh 

Vi  • 

V  • 

O  P 

O  P 

o  o 

o  o 

C  d) 

C  d) 

O  p 

O  P 

S  d) 

Z  d) 

T3 

T3 

4 

U) 

CO  1  ft 

•H 

c 

P  0J  ICO 

1 

Ti 

bO  £  C  1  co  dJ  3  *>P 

Vl  d) 

w 

£  P  0)  P  £  co  bOTJ  £  O  CO  dJ  • 

O  TJ 

w 

POVh  d)  dJ  £  C  ££>£ 

<D 

cd 

Vh  (OViOViPcdaJ  PdJP 

d)  CO  £ 

ft  bO 

oj  cd  >>p  o  cp  v  £W)cd,ocd 

OJdP 

c 

CJdJViP  OM3P4JCV  Vh 

cd  cj 

■>  o 

cdftedPdJCJ  b  V  Ob0>»b0 

P  cd  co 

CO  P 

P  P-T3  TJ  Vl  P  cd  C  p  dJ 

V  Vi  cd  cd 

Vi  cd  £  3  p  o  B  ftp  cd  P  £  dJ 

3  CJ 

Vh 

3  3PPO  cu  O  p  £ 

W  TJ 

O  >j 

co  » O  O  cd  C  ftp  bO  bo  p 

h  a) 

■s  P  . 

CO  £  VOOOOCCww 

C  cd  ft 

p  C 

CJd  codJCPP  PPcucdbO 

«H  >  O  <P  Cd 

PCJVHd)ftOpdJJdw£P  C 

£  V  P 

Vh  3  Cd 

£cdcdCENjd>Vico£viTJO 

Eh  d)  d) 

cd  co  Vh 

HVidiOd)  CdJOcdPcdCP 

P  > 

ft  3  bO 

oCNPcdPtJ^ft  bflp  cd  cd 

p 

1  >»w 

OJ 

0 

S  P  3 

1 

1  dJ  p 

1 

1  w 

cd  P  O 

dJ 

<D 

C  £  ft 

d)  C  a 

t  C 

cd  ai 

e 

Vi  0) 

dJ  p  p 

Vh  O  V 

H  O 

dJ  P  £ 

3  r 
p  o 

ft  N 


a> 


>><!)« 

PP  Vi  Vi 

p  p  p 


cj  p  3PdiPPcJcdPi» 

C  Vi  P  p  p  ftp  O  dip  Ob 

o  di  3  ftoEcdcd  ftp  cd 

OB  E  3cdd)3Vico3CO 

£  6  PPdidiEOP 

co  3  P  d)  ob '-'P  P 

di£d)3P  copP 
pppPcodi  cd  cd 

P  ftp  £  TJ  bO  CJ  CJ 
co  p  Vi  P  03CPP 
PdJPdJOPPPC 
vbh  v  PViftcd 
ffl  C  3  3  p  p  3  ft£ 
3  E  P  o  ftTJ  cd  CJ 


p 

o 

§ 


O  ra+JPB 
Vi  p  cd  p  cd 

ffl  £  P  ft  CJ  O 

cj  o  p  cd  p 


Vh 

1 

CJ 

CO  • 

£  1 

Pp  CO 

Eh  cd  co 

<D  X 

P  dJ  X 

•  p  V 

•  3  CJ 

5)  cd 

hj-  p  &  <d 

VX)  *H  U 

VO  Cd  P  Vh 

-P  o 

E  £  CJ 

391 


TABLE  9.  BASIC  FORMS  OF  DEFECTS  CF  METAL  AND  METHODS  OF  THEIR  NONDESTRUCTIVE  DETECTION. 


in 

T3 

O 

s: 

-M  0) 

s  > 

>1P  p 

p  to  c 

P  0)  O 
rH  "O  O 
P  C 
P  O 
a)  C 


X  P 

e  c 

C  «  C  01 

<i> 

<1) 

to  to  p  aj  o 

<u  >  0  p 

to  i>>  O  CO 

a 

d) 

d) 

O  rH  P  g 

rH 

rH 

CO  ft  to  O  P 

«h 

i — 1 

rH 

P  P 

p 

P 

O  pc  tDP 

fi 

a)  ft  co 

CO 

CO 

ot<  o  e 

aj 

a) 

cd 

u  p  o  a) 

p 

P 

CD  P  p  p 

+■' 

•p 

c  o  p  ft 

o 

u 

P  P  i  to  O  I-H 

• 

o 

CJ 

o 

4)  >  P 

01 

4) 

douce 

oi 

(D 

d) 

<D 

0  to 

ft 

ft 

p  a)  C  4)  ai 

o 

Sh 

rH  p  £  ft 

ft  • 

ft  • 

ft  ft  p  e  o  .c 

C 

Ih  • 

^  • 

• 

p  P  41  01 

0  P 

O  P 

ai  ft  up  •a  p 

at 

O  4J 

O  -P 

O  P 

OH,Q£ 

o  o 

a  y 

u  o  UT5 

* 

o  o 

o  o 

a  o 

M  «  P 

c  a) 

C  oi 

UP  P  T> 

o 

C  0) 

C  d) 

C  0) 

P  ft 

0  P 

O  P 

C  M  C  CH 

O  <M 

O  <M 

O  <M 

a"  p 

2  01 

a  ao 

M  to  P  H  CO  O  I-H 

55  d) 

55  d) 

0) 

P 

T3 

■o 

p  to  a:  u  >j  to 

TJ 

T3 

T3 

1  to  tin 

T5 

1 

1 

e  of 

d)  C  01  >1  O 

d) 

•H 

u 

<D  1  • 

U)  1 

cd  6 

O  QJ  W  T5  rH 

T5 

c 

o  w 

E  oi  to  oi 

c  a 

a  T3  ’a 

10 

l  «!  u  to  to  C  P  to 

CC 

3 

c 

E  oi  to 

fH  T5  1 

to  Oi  C  01  • 

r  > 

up  c  <u  e  a  c  oi 

co  O 

Vp' 

r—  O 

P  p  ofl 

uc  c  >>c 

to  to  cfl  u  C 

•r-. 

CD  U  O  ^  *H  <U  *H 

X  H 

0 

CP 

O  P  p  E 

O  «H  (D  H  ^ 

Cfl  o  o 

P 

P  O  P  ft  «  P  ft 

CJ 

P  u 

O  P 

o  e  cfl 

rH  HO 

fn  -P  ^  rH  »H 

in 

w  to  to  3  p  CJ*  to 

Ct)  C 

V  U  *H  U 

C  01-0 

01  01  to  cfl  fl 

fi  d>  co  aj  p 

P  P 

A!  Oh  O  O  01  O 

C  p 

Cd 

in  d> 

O  co  U 

>  o  01  3 

>  B  >  oJ 

tu  ft 

u  c  o  o-i  cc  ft  c 

o 

Vh  Cm 

o  w  • 

P  01  O  P 

01  cfl  c  to  C 

CP  3  O'  P 

«H  <D 

cfl  O  Od3  UP  3 

to 

O  h 

U  r-' 

p  co  e  o 

■O  p  O  3  P 

p  *-i  e  to  p 

Jh 

ft  to  O  0 

to  C 

p 

(h  01  tO 

O  to  u 

h  N  (fl 

■o  o 

re  o 

o  to  o>  e  up  top 

• 

U  «H 

oi  to 

O  P  c 

3  0  0) 

to  3  to  h 

• 

W  *  •»  rH 

a) 

c  c  o  o  o  c 

w 

(fl  • 

to 

CJ  CD  «H 

U  H  O  C 

X  in  T3  c  bD  in 

X  w  ^  to  u 

c 

C  «H  O  *ri  rH  »H  tjD  C 

P  to  to 

Cfl  01 

P  P  o 

tl  01  P 

01 

U  01  0)  X 

CD 

P^HPdljKjtOCP 

>H  01  P 

B  H 

B  cfl  P 

to  «H  N 

(fl  E  P  to  tp 

■H 

Bj  H  rH  d)  d) 

p 

JC  cfl  (0  >  ft  to  0 

CD 

3  U  h 

CO  O 

C  up 

d)  rH  rH 

e  o  to  to  c 

Cupp 

a 

cHOlCftOlOcflP 

W  U  CO 

Q  P 

O  01  u 

O  cfl  cfl  c 

O  >H  01  cfl  0 

cd 

o  p  o  p  c 

- i 

UP  P  TJ  Sc  u  CO 

to 

cfl  U 

jt  p  to  — - 

P  P  P 

P  P  ftH  TO 
- -  ■  — 

P  p  O  P 

i  xj  y 

H  fl)  d 
O  P  ft 

S  P  P 

<U  P 

p  s  p 

p^-  c- 


I 

I  T3 

co  ee  to 

0)  ai  c 

ft  ft  o 
to  UP 
to  to  a)  P 
a)  o 
•>  >> 


>>  a; 
I  P  ft 
tfl  P  3 
oi  a>  p 
ft  P  cfl 
ft 

bO  y  ai 


i 

I  4)  • 

t  co  E  to 
CO)  0) 

P  ft  13  CO 
MC  to 
to  tt)  cfl  0) 
P  <0  ft 
O  BP 


■o  oi 

*  w  >» 

4p  a! 

p  (fl  rH  C0 

P  10  01 

0i  P  3  to 

0)  E  • 

H  C  O 

O  «H 

O  p  p  01 

O  01  P 

COP 

tp  to 

P  Cfl  O  H 

»D 

■V  01  p 

to 

cfl  n  h 

CP  0) 

OP  H 

C  CJ 

C  01P  ft 

• 

C  Cfl  P 

p  oi  oi  cd 

O  O  to 

cfl  oi  fc<  co 

O  g 

O  E  P  cfl 

00 

O  ti)  to 

Hugo 

H  W 

p  E  oi 

•H 

P  03 

c 

p  p 

3  C  P 

O  01  01 

C  T3  C 

4->  0) 

p  oi  c 

p 

P  01  p 

E  0)  0)  C 

ft  O  h 

O  C  H  O 

CJ  > 

o  >  to  3 

cfl 

y  > 

P  3  >  cfl 

U  C  P 

a  oi  o  p 

<,  -H 

<  p  C  O 

u 

C  P  P 

W  H  P  p 

o.  to 

p  to  p 

in 

to  p  p 

to 

to  (fl 

P  to  y 

U  W 

X 
•P  U 
VO  O  «! 
vo  «J  ft 

P  u 


1 

• 

c 

1  01 
ftp  • 

oi  p  c 

• 

1  c 

0 

P  H  O 

to  E  01  O 

ft  to 

3 

•H 

C  H  p 

(0  01  ft  P 

o  C 

w 

W 

H  a}  w 

Op  3  o 

O  C  p  to 

0 

P  0 

1  P  0 

O  X  ft  to 

•  o 

ft 

•  to  ft 

•P  Cfl  ft 

tp  u  0)  01 

h-  CJ 

ft 

00  £  ft 

CTv  to  ft  ft 

O  to  Cfl  T3  ft 

vo  cfl 

0 

VO  H  o 

VO  P  0)  0 

NO  ft  flp 

P 

o 

O  CJ 

P  uo 

ft  y  3  to 

592 


Thus,  reliability  of  detection  of  defect  is  characterized  by  value  of  numerator, 
and  the  possibility  of  using  several  methods  —  by  the  first  co-factor  of  the 
denominator. 

The  total  of  points  for  each  method  given  in  the  table,  calculated  for  all 
defects  met  on  a  given  stage  of  the  technological  process  and  divided  by  the  number 
of  these  defects  gives  a  coefficient  which  can  serve  as  a  sufficiently  objective 
characteristic  of  the  effectiveness  of  the  method  of  control  for  manifestation  of 
this  group  of  defects.  In  Fig.  284  (cf.  p.378  )  these  coefficients  are  given. 

Diagrams  show  that  effectiveness  of  every  method  changes  from  stage  to  stage, 
which  is  fully  explicable,  inasmuch  as  every  method  most  reliably  reveals  defects 
of  a  defined  character. 

Ultrasonic  methods,  as  diagrams  show,  in  most  cases  give  best  results,  which 
indicates  great  universality  as  compared  to  other  methods.  Universality  of  ultrasonic 
methods  follows  from  the  considerable  variety  of  variable  adjustable  parameters, 
used  by  these  methods. 

The  sum  of  points  for  every  method,  calculated  for  all  enumerated  defects  in 
Table  9  and  divided  by  the  total  number  can  serve  as  a  sufficiently  objective 
characteristic  of  universality  of  the  method  of  nondestructive  control. 

With  such  appraisal  the  visual  method,  method  of  X-ray  and  gamma  ray  radioscopy 
and  capillary  methods  are  characterized  by  a  coefficient  close  to  one;  methods  of 
electrical  resistance,  thermo-  and  triboelectrical  and  also  electrostatic  ~0.J; 
magnetic  and  electroinductive  methods  ~1.6.  Ultrasonic  methods  have  the  highest 
coefficient  of  universality  (>2.7). 

This  is  confirmed  by  Soviet  and  foreign  practice:  with  each  day,  effective 
use  of  methods  of  ultrasonic  defectoscopy  in  the  People's  economy  is  expanded  their 
share  in  subjects  of  meetings  and  conferences  on  nondestructive  methods  of  testing 
increases  the  number  of  laboratories  conducting  methodical  developments  grows, 
as  does  the  literature  dedicated  to  ultrasonic  defectoscopy  [76,  106,  120,  121, 

135,  137.  157,  162,  164,  180,  I87,  191,  193,  198,  202,  228,  229,  233,  236,  237, 

242,  244,  247,  270,  284,  291-307]. 

It  is  assured  that  universality  of  ultrasonic  methods  of  control  will  increase 
with  further  development  and  improvement  of  methodology  and  equipment. 

The  use  of  different  forms  of  elastic  oscillations  in  complicated  multichannel 
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installations  supplied  with  follow-up  systems,  indicators,  analog  computers  and 
recorders  will  make  possible  highly  productive  control  of  articles  of  complicated 
form  in  conditions  of  continuous  production.  This  will  allow  to  detection  of  defects 
of  different  character,  location  and  orientation,  determination  of  dimensions  of 
these  defects,  rejection  of  controlled  articles,  and  a  record  of  test  results. 

Thus,  ultrasonic  defectoscopy  will  be  turned  into  defectometry  and  defectography . 

Still  large  effect  can  be  obtained  from  ultrasonic  methods  of  control  with  a 
reasonable  combination  with  other  methods,  first,  with  electroinductive  methods. 
Creation  of  flaw  detectors  "combines"  and  application  of  complex  defectoscopy  will 
absolutely  allow  a  solution  to  the  most  complicated  problems  appearing  in  the  control 
of  different  articles. 

For  a  solution  of  such  problems  it  is  necessary  not  only  to  develop  and  to 
improve  methodology  and  equipment,  it  is  necessary  also  that  designers  and 
technologists  consider  specific  requirements  of  defectoscopy. 

Just  as  with  complication  of  constructions  of  machines,  aggregates  and  form  of 
blanks  it  became  necessary  to  introduce  requirements  of  productlbllity  in  order  to 
ensure  reliable  quality  control  of  blanks  and  articles  so  now  it  is  necessary  to 
introduce  requirements  of  flaw  detection  of  blanks,  parts,  aggregates  and  machines. 
This  signifies,  for  instance,  that  in  the  most  responsible  sections  of  blanks 
(for  instance,  stamping)  there  must  be  provided  flat  sites  convenient  for  control; 
in  ready  constructions,  access  to  important  sections  for  control  in  exploitation, 
etc.,  should  be  possible. 

In  separate  cases,  this  can  lead  to  increase  of  weight  of  blank  and  to 
complication  of  construction,  however  those  inconveniences  will  be  compensated  by 
increase  of  operational  reliability  of  parts  and  the  whole  construction  and  this  is 
the  most  important  creation  of  complicated  and  responsible  constructions,  designed 
for  work  in  especially  severe  exploitational  conditions. 


J94 


* 


LITERATURE 


1.  Birger  I.  A.,  Shorr  B.  F.,  Shneyderovich  R.  M.  Raschet  na  prochnost1 
detaley  mashln  (Strength  design  of  machine  parts).  M.,  Mashglz,  1959. 

2.  Fridman  Ya.  B.  MekhanlcheBklye  svoystva  metallov  (Mechanical  properties 
of  metals).  M.,  Oborongiz,  1952. 

5.  Zaytsev  A.  M.  i  Kostoglodov  I.  N.  Prichiny  polomok  detaley  aviadvigateley 
i  ikh  ustraneniye  (Causes  of  breakdown  in  aircraft  engines  and  their  removal;. 

M.,  Redlzdat  Aeroflota  1959. 

4.  Thum  E.  E.  Metall  Progress,  1956.  v.  69»  No  2,  p.  49. 

5.  Biggs  W.  D.  The  Welder,  1956,  v.  25,  No  126,  p.  21. 

6.  Zeytts  F.  Flzlka  metallov  (Physics  of  metals).  M.  —  L.,  GITTL,  19^7. 


7.  Pol  any  M.  Zts.  Phys..  1921.  A*  7.  S.  323. 

8.  T  a  y  l  o  G.  I.  Proo.  Roy.  Soc.  1934,  A.  v.  145.  p.  362. 

9.  Qrr  w  an  E.  Zts.  Phys.  1934,  Bd.  89.  S.  634. 

10.  Pol  any  M.  Zts.  Phys.  1934,  Bd.  89.  S.  660. 

11.  Whelan  M.  I.,  H  rsch  P.  B.,  Horn  R.  \V.  and  Bollmann  W. 
Proc.  Roy.  Soc..  1957  (A),  .W  240,  p.  524. 


12.  Varma  A.  Ro^t  Krlstallov  1  dlslokatsli  (Growth  of  crystals  and 
dislocation).  M.,  IL,  1956. 

15.  Blaha  F.  Metall,  1959»  v.  15,  No  1,  p.  20. 

14.  Griffith  A.  A.  Phil.  Trans.  Roy.  Soc.  1920,  v.  221  (A),  p.  165. 

15.  Frenkel'  Ya.  I.  ZhTF,  1952,  No  22,  str.  1957. 

16.  Sarrak  V.  I.  UFN.  1959,  t.  67,  No  2,  str.  559. 

17.  Shrayber  D.  S.,  Molchanova  Ye .  K .  i  Shcherbakova  N.  S.  Zavodskaya 

^  laboratorlya,  1950,  No  11,  str.  1521. 

18.  Ioffe  A.  F.  Fizika  krlstallov  (Physics  of  crystals)  M.  —  L.,  Gosizdat, 
1929. 

19.  Potak  Ya.  M.  Khrupklye  razrushenlya  stall  1  stal'nykh  detaley  (Brittle 

I  fracture  of  steel  and  steel  parts).  M.,  Oborongiz,  1955. 


395 


2 0.  Kishkln  3.  T.,  Sullrau  A.  M.  I  Strogunov  V.  P.  Issledovanlye  vllyanlya 
naklepa  na  mekhantchesklye  svoystva  1  strukturu  splava  EI43tA  (investigation  of 
the  Influence  of  riveting  on  mechanics r  properties  and  structure  of  the  alloy 
EI«3?A)  M. ,  Oborongiz,  1956. 

21.  Polushkin  E.  P.  Defects  and  Failures  of  Metals.  N.  Y.,  1956. 

22.  Gudremon  E.  Spetslal 'nyye  stall  (Special  steels).  T.  1,  M., 
Metallurgizdat,  1956. 

23.  Kalinina  Z.  M.  Defekty  leglrovannykh  staley  (Defects  of  alloyed  steels) 
Sverdlovsk,  MetallurgizdaT^  I960. 

24.  Spasskiy  A.  G.  Osnovy  llteynogo  proizvodstva  (Basis  of  founding).  M., 
Metallurgizdat,  1950. 

25.  Zaks  G.  Prakticheskoye  metallovedeniye  (Practical  physical  metallurgy) 

M.  -  L.,  ONTI  NKTP,  "1556'. 

26.  Nekhendzi  Yu.  A.  Stal 'noye  lit 'ye  (Steel  casting).  M.  Metallurgizdat, 

27.  Brlrley  A.  i  G.,  Panatts  F.  i  Nessel 'shtraus  G.  Z.  Slitki  i  izlozhnitsy 
(Ingots  and  casting  molds)  Izd.  Tekhnlka  1  prolz" odstovo  L .,  1928. 

28.  Bochvar  A.  A.  i  Spasskiy  A.  G.  A vlapromy shlennost 1  1936,  No  7.  str.  5. 

29.  Golikov  N.  N.  Dendritnaya  likvat  ,lya  v  stall  (Dendritic  liquation  in 
steel)  M.,  Metallurgizdat,  1^58. 

30.  Frents  G.  Issledovanlye  zakalki  stali  (Investigation  of  the  hardening 
of  steel)  M.,  ONTI,  ’13T5. 

31.  Dzugutov  M.  Ya.  Vnutrennlye  razryvy  prl  obrabotke  metallov  davlenlyem 
(Internal  fractures  during  pressure  treatment  of  metals)  M.,  Metallurgizdat,  1$58, 

32.  frofimchuk  V.  D.  Defekty  prokatnoy  stall  (Defects  of  rolled  steels). 

M.,  Metallurgizdat,  1954. 

33.  Polukhln  P.  I.  i  dr.  Prokatnoye  prolzvodstvo  (Rolling  production)  M., 
Metallurgizdat,  i960. 

34.  Dubovoy  V.  Ya.  Flokeny  v  stall  (Floes  in  steel)  M.,  Metallurgizdat,  1950. 

35 .  Malinkina  Ye .  I .  Obrazovanlye  treshchin  pri  termlcheskoy  obrabotke 
stall  (Formation  of  cracks  during  heat  treatment  of  steel).  M".,  Mashgiz,  l9$8. 

36.  GulyayevA.  P.  Metallovedeniye  (Physical  metallurgy).  M.,  Oborongiz, 

1963.  '  . .  . . 

37.  Kostetskiy  B.  I.  Shllfovaniye  zakalennoy  stali  (Grinding  of  hardened 
steels).  Kiev  —  L'vov,  Gostekhizdat'  ukralriy,  1947. 

38.  Shchapev  N.  P.  Trudy  Vsesoyuznoy  konferentsll  po  trenlyu  1  lznosu 
(Transactions  of  All-Union  conference  on  friction  and  wear).  M.,  Izd.  AlJ  sisSR, 
1939. 

39.  Poplavko  M.  V.  Svarka  v  samoletostroyenli  (Welding  in  aircraft 
construction).  M.,  Oborongiz,  1947. 

■*0.  Nazarov  S.  T.  Kontrol1  kachestva  svarnykh  coyedineniy  (Quality  control 
of  welded  joints).  M.,  Mashgiz,  1950. 

41,  Lashko  N.  F.  1  Lashko-Avakyan  S.  V.  Payka  metallov  (Soldering  of  metals) 
M.,  Mashgiz,  1959.  ” 


) 


•1 


*• 


) 


396 


42.  Epshteyn  G.  Skleivaniye  metallov  (Gluing  of  metals),  perev.  s  angl.  pod 
red  A.  T.  Tumanova,  Oborongiz,  1956. 

43.  Nikolayev  R.  S.  Prlchlny  polomok  detaley  podvizhnogo  sostava  1  pel1  sov, 
(Causes  of  breakdown  in  rolling  stock  and  rails).  Transzheldorizdat,  1954. 

44.  Akimov  G.  V.  Teoriya  i  metody  issledoyanlya  korrozii  (Theory  and  methods 
of  investigation  of  corrosion;  Izd.  AN  Ss5k,  194 fj. 

43.  Defektoskoplya  metallov  (Flaw  detection  in  metals)  Sb.  statey  pod  red. 

D.  S.  Shraybera,  Oborongiz,  1959. 

46.  Khinsli  D.  Metod  lspytanlya  materialov  bezrazrushenlya  (Methods  of 
nondestructive  materials  testing)  perev.  s  angl.  Metallurgizdat,  1962. 

47.  Nondestructive  Testing  Handbook,  sb.  statey  pod  red.  R.  C.  Mc-Master, 

N.  Y.,  1959. 

48.  MUller  E.  A.  W.  Handbuch  der  Zerstbrungsfreien  MaterialprUfung,  Oldenburg, 
MUnchen,  i960. 

49.  Sokolov  V.  S.  Defektoskoplya  materialov  (Flaw  detection  of  materials) 

Gosenergoizdat,  1957.  .  . . 

50.  Luts' ko  S.  P.  Magnitnyy  i  lyuminestsentnyy  kontrol'  detaley  pri  remonte 
i  tekhnicheskom  obsluzhivanii  aviatsionnoy  tekhniki  (Magnetic  and  luminescent 
control  of  parts  during  repair  and  maintenance  of  aviation  materiel)  sb. 
Defektoskoplya  metallov,  Oborongiz,  1959>  str.  155. 

51.  Oshchepkov  P.  K.,  Milevskiy  L.  S.  Infrakrasnyy  mlkroskop  ITEIN  No 

P-59-23/1  j  1959. 

52.  Trapeznikov  A.  K.  Rentgenodefektoskoplya  (Flaw  detection  by  X-ray) 

Mashgiz,  M.,  1948. 

53.  Umanskiy  Ya.  S . , Trapeznikov  A.  K.,  Kitaygorodskiy  A.  I.  Rentgenograflya 
(Roentgenography)  Mashgiz,  1951. 

54.  Rumyantsev  S.  V.,  Grigorovich  Yu.  A.  Kontrol1  kachestva  metallov 
gamma- luchaml  (Quality  control  of  metals  by  gamma  rays)  Metallurgizdat,  1^54. 

55.  Tatochenko  L.  K.,  Medvedev  S.  V.  PromyBhlennaya  gamma-defektoskpolya 
(Industrial  gamma  ray  flaw  detection)  Metallurgizdat',  195!?. 

56.  Rumyantsev  S.  V.  Prlmenenlye  radloaktivnykh  izotopov  v  defektoskopll 
(Application  of  radioactive  isotopes  in  flaw  detection)  Atomlzdat,  I960. 

57.  Chernobrovov  S.  V.  Rentgenovskiy  1  garama-metody  kontrolya  materialov 
(X-ray  and  gamma  ray  methods  or  materials  testing)  sb.  Prlborostroyenlye  i  sredstva 
avtomatlzatsli kontrolya  VINITI,  1961,  t.  1,  str.  99. 

58.  Yanus  R.  I.  Magnltnaya  def ektoskopl.  a  (Magnetic  flaw  detection)  GTI, 

1946.  . 


59.  Yermin  N.  1,  Magnltinaya  poroshkovaya  defektoskoplya  (Magnetic  powder 
defectoscopy)  GNTI,  1947. 

60.  Zhigadlo  A.  V.  Kontrol1  detaley metodom magnltnogo  poroshka  (Testing  of 
parts  by  the  method  of  magnetic  powder)  Oborongiz,  1§51. 

61.  Mikhnevlch  P.  G.  Apparatura  dlya  kontrolya  detaley  metodom  magnltnogo 
poroshka  (Equipment  for  parts  testing  by  the  method  of  magnetic  powder).  Sb. 
Defektoskoplya  metallov  M.,  Oborongiz,  195S  • 


f 


62.  Zhigadlo  A.  V.  i  Mikhnevicn  P.  G.  Defektoskopiya  metodom  magnitnogo 
poroahka  (Flaw  detection  by  the  method  of  magnetic  powder)  Sb.  Priborostoyeniye 
1  sredstva  avtomatisatsll  kontrolya,  M.,  VINITI,  1961. 

63.  Rozhdestvenskiy  S.  M.  Novyye  elektricheskiye  i  magnitnyye  metody 
nerazrushayushchego  kontrolya  (New  electrical  and  magnetic  methods  of  nondestructive 
testing)  Sb.  Priborostroyenlye  i  sredstva  avtomatlzatsli  kontrolya  M.,  BINITI, 

t.  1,  str.  1ST. 

64.  Sila-Novltskiy  G.  Yu.  Nerazrushayushchiye  magnitnyye  metody  izmereniya 
tolshchiny  pokrytly  (Nondestructi/e  magnetic  methods  for  measurement  of  the 
thickness  of  coatings)  Sb.  Defektoskopiya  metallov.  M.,  Oborongiz,  1959,  str.  166. 

65.  Pozhdestvenskiy  S.  M.  i  Sila-Novitskiy  G.  Yu.  Primeneniye  metoda  vikhrevykh 

tokov  v  defektoskopil  (The  use  of  eddy  currents  in  flaw  detection)  Sb.  Defektoskopiya 
metallov  M.,  Oborongiz,  1959,  str.  80.  i 

66.  Fftrster  F.  Zerst'drungstreie  Werkstoffprllfung,  Saint -Germaine  en  Laye, 

1952. 

67.  Dorofeyev  A.  L.  Nerazrushayushchlye  lspytanlya  metodom  vikhrevykh  tokov 
(Nondestructive  testing  by  eddy  currents)  M.,  Oborongiz,  19bl. 

68.  Thronton  B.  M.  and  Thornton  W.  M.  Proc .  Inst.  Mech.  Engrs,  1938,  v. 

140,  p.  349. 

69.  Fdrster  F.  Zts.  Metallkde,  1954,  Bd.  45,  No  4,  S.  180. 

70.  Dorofeyev  A.  L.  Zavodskaya  laboratoriya,  1959,  No  7*  str.  85O. 

71.  Doshek  A.  Nondestructive  Testing,  1951,  v.  10,  No  2,  p.  22. 

72.  Komishin  K.  I.  Zavodskaya  laboratoriya,  1963,  No  1,  Btr.  48. 

73.  Kalashnikov  S.  I.  Zavodskaya  laboratoriya,  1957,  No  7,  str.  806.  ^ 

74.  Polyak  E.  V.  Lyuminestsentnyy  metod  defektoskopil  1  opyt  primeneniya 
ego  v  mashlnostroyenll  (Luminescent  method  of  flaw  detection  and  application  in 
machine  building)  Sb.  Defektoskopiya  metallov,  Oborongiz,  M.,  1959,  str.  139. 

= . . . .  .  1 

76.  Hitt  W.  C.,  Ramsey  I.  B.  Ultrasonics,  1963,  v.  1,  No  1,  p.  9. 

77.  Bergmann  L.  U1 1 trazvuk  1  ego  primeneniye  v  nauke  i  tekhnlke  (Ultrasonics 
and  its  application  in  science  and  technology)  Perev.  s  nem.  pod  red.  V.  S, 

Origor'yeva  i  L.  D.  Rozenberga,  IL,  1956. 

78.  Skuchik  Ye.  Osnovy  akustikl  (The  fundamentals  of  acoustics)  Perev.  s 
nem.  pod  red.  Yu.  M.  Sukharevskogo,  IL,  1958. 

79.  Gorelik  G.  S.  Kolebanlya  i  volny  (Oscillations  and  waves)  Fizraatgiz, 

1959.  "  ^ 


80.  Morz  F.  Kolebanlya  i  zvuk  (Oscillations  and  sound)  GTI,  1949. 

81.  Kol'skiy  G.  Volny  napryazhenlya  v  tverdykh  telakh  (Voltage  waves  in 
solid  bodies)  Perev.  s  angl.  IL,  195^. 

82.  Brekhovskikh  L.  M.  Volny  v  slolstykh  sredakh  (Wave  in  laminar  media) 

Izd.  AN  SSSR.  1957.  ^  ~  “ 

83.  Krasil’nikov  V.  A.  Zvukovyye  volny  v  vozdukhe,  vode  1  tverdykh  telakh 
(Sound  waves  in  air,  water  and  solid  bodies)  Flzmatgiz,  l96d. 

84.  Erekhovskikh  L.  M.,  Krasil'nikov  V.  A.,  Rozenberg  L.  D.  Fizicheskiye 
osnovy  promyshlennogo  primeneniya  ul'trazvuka  (Physical  bases  of  industrial 

application  of  ultrasonics)  Sb.  Primeneniye  ul'trazvuka  v  promyshlennosti  pod  red.  (• 

V.  F.  Nozdreva,  Mashgiz,  1959. 


398 


85.  Genzel'  G,  S.  i  Zayezdnyy  A.  M.  Osnovy  akustiki  (Fundamentals  of 
acoustics)  izd-vo  "Morskoy  transport",  195a. 

86.  Kerlin  B.  Ul'trazvuk  (Ultrasonics)  Perev.  s  angl.  pod  red.  S.  N.  Pzhevklna 
IL,  1950. 


87.  Stenzel  H.,  BroszeO,  Leitfaden  zur  Berechning  von  Schallvorgttngen. 
Springer-Verlag,  Berlin,  1958. 

88.  Hueter  T.  and  Bolt  R.  Sonics,  Chapmann  and  Hall  N.  Y.  -  London,  1955. 

89.  Krouford  A.  Ul'trazvukovaya  tekhnika  (Ultrasonic  technology)  Perev. 
s  angl.  pod  red.  A.  S.  Matveyeva,  IL,  1950. 

90.  Mataushek  I.  Ul'trazvukovaya  tekhnika  (Ultrasonic  technology)  Perev.  s 
nem.  pod  red.  D.  S.  Shraybera,  Metallurgizd  t,  1962. 

91.  Shrayber  D.  S.  Sb  Defektoskoplya  metallov  (Flaw  dection  of  metals) 
Oborongiz,  1959,  str.  241. 

92.  Shrayber  D.  S.  Sb.  Sovremennyye  metody  kontrolya  materially  bez 
razrushenlya  (Contemporary  methods  of  nondestructive  materials  testing)  Mashglz, 
i96i,  str.  58. 

93.  Shrayber  D.  S.  Sb.  PrlboroBtroyenlye  i  sredstva  avtomatltatsll 
kontrolya  (Instrument-making  and  automation  of  control)  VINITI,  l^bl,  t.  1,  str. 

TT. 


94.  KrautkrSmer  J.  und  H.  WerkstoffprUfung  mit  Ultraschall,  Springer-Verlag, 
Berlin  (Gttttingen)  Heidelberg,  1961. 

95.  Shubnlkov  A.  V.  P'yezoelektricheskiye  tekstury  (Piezoelectric 
orientation)  M.,  IL,  1946. 

96.  Kedi  U.  P'yezoelektrlchestvo  1  ego  praktlchesklye  prlmenenlya 

(Piezoelectricity  and  its  practical  applications) . ferev.  s  angl,  pod  red. 

A.  V.  Shubnikova,  IL,  1949. 

97.  Mezon  U.  P'yezoelektricheskiye  kruBtally  1  lkh  primenenlye  v  ul'tra- 
akusblke  (Piezoelectric  crystals  and  their  application  in  ultrasonics)  Perev, 

s  angl.  pod  red.  A.  V.  Shubnikova  i  S.  N.  Pzhevklna,  IL,  1952. 

98.  Rez  I.  S.  Krlstallograflya  i960,  5,  No  1,  str.  63. 

99.  Rzhanov  A.  V.  ZhETF,  1949,  19,  str,  502. 

100.  Anan'yeva  A.  A.,  Strizhkov  B.  F.  Ugryumova  M.  A.  Trudy  konf e r ent s i  1 
po  ul'trazvuku  vyp,  "Istochniki  ul' trazvukovoy  energii"  (Sources  of  ultrasonic 
energy)  TsINTI  EPP,  I960,  str,  87. 

101.  Shubnlkov  A.  V.  Simmetrlya  1  antialnmetriya  konechnykh  flgur 
(Symmetry  and  antisymettry  of  finite  figures)  >(.,  IL,  1961. 

102.  Hueter  T.  F.,  JASA,  1951,  v.  23,  p.  590. 

103.  Kolesnikov  A.  Ye.  Akusticheskly  zhurnal,  1959,  t.  5,  No  2,  str.  249. 

104.  Sh.ayber  D.  S.  Zavodskaya  laboratoriya,  1940.  No  9.  str.  1001. 

105.  Shrayber  D.  S.  Ul'trazvukovaya  defektoskoplya  (Ultrasonic  defetoscopy) 
Informatsionnyy  sbomik  VIAM,  No  18,  Oborongiz,  1941,  str.  241. 

106.  Beckmann  G.  Neue  Htitte,  1961,  Bd.  6,  No  2,  S.  93. 

107.  Sokolov  S.  Ya.  DAN  SSSR,  1948,  No  59,  str.  883. 


108.  Mason  W.  P.  and  McSkimin.  JASA,  1949,  v.  19,  p.  464. 

109.  Roth  W.  J.  Appl.  Phys.  1948,  v.  19,  No  10,  p.  901. 

110.  Llf shits  I.  M.,  Parkhomovskiy  G.  D.  Uchenyye  zaplskl  KhGU.  1948,  No  27, 
str.  25. 

111.  Lifchits  I.  M.,  Parkhomovslciy  G.  D.  ZhETF,  1950,  t.  20,  str.  175. 

112.  Merkulov  L.  G.  ZhTF,  1956,  t.  26,  No  1,  str.  64. 

115.  Merkulov  L.  G.  ZhTF,  1957.  t.  27,  No  5,  str.  1045. 

114.  ShmidYe.  1  Boas  V.  Plastld'.nostt  krlstallov,  v  osobennostl  metalllcheskikh 
(Plasticity  of  crystals,  especially  metallic)  Perev,  s  new.  pod  red.  A.  B.  Shubnikova 
M.,  GNTI,  1938. 

115.  Zaymovskiy  A.  S.,  Kalashnikov  V.  V.  i  Golovnin  I.  S.  Teplovydelyayushchlye 
elementy  atomnykh  reaktorov  (Fuel  elements  of  atomic  reactors)  M.,  Gosatomizdat, 


116.  Shrayber  D.  S.  Zavodskaya  laboratorlya  1945.  No  11-12,  str.  1051, 


117.  Merkulov  L.  G..  Yakovlev  L.  A.  Sb.  "Prlmenenlye  uPtraakustlkl  k 
lssledovanlyu  veshchestva'1  (Application  of  ultrasonics  to  the  investigation  of  a 
substance)  MOPl,  I960,  t.  10,  str.  179. 

lit.  HaselbergK..  Kraut krimer  J.  Acustica.  1959,  Bd.  9,  .W  5.  S.  359. 

lit.  Sokol  oil  5.  J.  Elektr.  Nachr.  Techn,  1929.  Xk  6.  S.  454. 

ISO.  Thitlich  H.  Nondestructive  Testing,  1961,  v.  19.  .Vi  4.  p.  252. 

III.  Gericke  O.  R.  Nondestructive  Testing,  1961.  v.  19,  St  5,  p.  335. 

122.  Sokolov  S.  Ya.  Zavodskaya  laboratorlya,  1935.  No  5.  str.  527. 

123.  ’  Sokoloff  S.  J.  Phys.  zts,  1935,  Bd.  36,  No  4,  S.  142. 

124.  MUhler  H.  K.  Elektrlsche  Bahnen,  1938,  Bd.  IX,  No  9,  S.  205. 

125.  Kruse  F.  Zur  WerkstUckprufung  mittels  Ultraschalls,  Akustische  Zts., 
1939,  No  3,  S.  153. 

126.  Sokolov  S.  Ya.  Zavodskaya  laboratorlya,  1935,  No  12,  str.  1468. 

127.  Opel  P.  und  Ivens  G.  Arch.  EisenhUttenwesen,  1962,  Bd.  33,  S.  311, 

128.  Polman  R.  Zts.  fUr  Phys.,  1939,  Bd.  113,  S.  697* 

129.  Polman  R.  Die  Technik,  1948,  Bd.  3,  S.  465. 

130.  Shrayber  D.  S.  Zavodskaya  laboratorlya,  1939,  No  8,  str.  816. 

131.  Pigulevskiy  Ye.  D.  Osobennostl  ul^razvukovoy  mikroskopii  tverdykh 
tel  (Features  of  ultrasonic  microscopy  of  solid  bodies)  Trudy  semlnara  po  flzlke 
1  prlmenenlyu  ul'trazvuka,  posvyashchennogo  pamyati  S  ' 


400 


,  •njrs.'twr 


Mnuwmv>M«  !M«iw»»ww«wf»aw  nn»  mmimHptmm  we*Kns?vr9. 


<r  S»  :  •*  ••■trr 


137*  Worlton  D.  C.  Nucleonics,  1961,  v.  19,  No  6,  p.  80. 
138.  Trost  A.  Zts .  VDI,  1943,  Bd.  87,  S.  352. 


139.  Khramov  P.  P.,  Prorokov  G.  V.  Zavodskaya  laboratorlya,  1956,  No  6, 
str.  IO65. 


140.  Merkulov  L.  G.  1  dr  Avtomatizatslya  ul 1  trazvukovoy  def ektoskopll 
llstovogo  prokata  s  polucheniyem  izobrazheniya  vnutrennikh  defektov  tfsITElN. 
M-6I-139/1I,  1961,  No  ll ,  str.  3. 


141.  Gotx  J.  Akust.  Zts..  1943.  Bd.  8.  S.  14o. 

142.  K  r  a  u  t  k  r  a  m  e  r  H.  und  J„  Rudiger  0.  Arch.  Eisenhflttenwesen,  1949, 
Bd.  20,  S.  355. 

143.  Homes  G.  A..  Ots  G.,  Symon  E.  Controte  nondestructif  de  materieaux, 
Saint-Germsine  en  i^aye,  1952,  p.  111. 


144.  Vasil 'yev  D.  F.,  Shustov  N.  F.  Zavodskaya  laboratorlya,  1956,  No  10, 
str,  1186.  - 


145.  Semenov  R.  A.,  Bogatyrev  V.  G.  Vestnik  mashlnostroyenlya,  1956, 
No  9,  str.  65. 


146.  Petrov  B.  A.  Ul1  trazvukovoy  def  ektoskop  UZDP-60  dlya  avtomatlzatsil 
kontrolya  vkladyshey  podshipnlkov,  frsrrfelN,  M-t>l-l92/l4,  1961,  No  14,  Btr.  10. 


147.  Levitskiy B.  0.  Novyy  ul' trazvukovoy  def ektoskop  dlya  nepreryvnogo 
kontrolya  kholodnosvarnogo  shva  (New  ultrasonic  flaw  detector  for  continuous 
testing  of  a  cold-welded  seam)  Trudy  Vsesoyuznoy  konferentsll  po  lspol 1 zovanls 
ul'trazvuka  v  promyshlennostl,  izd.  MDNTP,  1957. 


148.  Mo se r  W.  P.  Aviation  Age,  1954.  v.  22.  Hi  6.  p.  38.  .  . 

149.  Pohlmtn  R.  Blech.  1957.  .N>  6.  S.  25. 

150.  Lehteldt  W.  Industrie  Anzeiger.  1958.  Bd.  80.  N»  33.  S.  481. 

151.  Kopi  nee  k  H.  J..  Hoff  H..  Stahl  und  Eisen.  1957.  Bd.  II.  S.  727. 

152.  Worlton  D.  C.  Nondestructive  Testing.  1957,  v.  15,  AV  4.  p.  218. 


153.  Matveyev  A.  S.,  Krakovyak  M.- F.  Zavodskaya  laboratorlya,  I960,  No  11, 
str.  1235. 


154.  Nikolayenko  A.  G.,  Anikeyev  Ya.  F.  Zavodskaya  laboratorlya,  i960,  Ho  11, 
str.  1310. 


155.  Rozenberg  L.  D.  Akustlcheskly  zhurnal,  1955,  t.  1,  No  2,  str.  99. 


156.  S  p  e  n  g  I  e  r  G.  Nachrichtentcchnik,  1953.  Bd.  3,  S.  399. 

157.  La  Roe  T.  A..  Hughes  E.  T.  Metal  Progress,  1961,  v.  79.  Ak  6.  p.  86. 

158.  Schuster  K.  Jenaer  Jahrbuch,  1951,  S.  217.  p 

159.  Trommlcr  H.  Maschincnbau.  1953,  S.  75. 

160.  Troramler  H.  Arch.  Eisenhuttenwesen,  1956,  Bd.  27,  S.  135. 


l6l.  Ponomarev  P.  V.  Ob  odnom  metode  ul'trazvukovogo  vldeniya  (One  method 
of  ultrasonic  vision)  Trudy  seminars  po  flzlke  1  prlmenenlyu  ul^razvuka, 
posvyashchennogo  pamyatl  5.  Y'a.  Sokolova,  lzd.  LlCTI,  1956,  str.  93. 


162.  Adams  C.  J.  Nondestructive  Testing,  1961,  v.  19,  No  6,  p.  393. 

163.  Sokolov  S.  Ya.  Zavodskaya  laboratorlya,  1948,  No  11  str.  1328. 

164.  Papadakis  E.  P.  JASA,  1961,  v.  33,  No  11,  p.  1616. 
n;,.  Sokolov  S.  Ya.  ZhTF,  1949,  No  19,  str.  271. 

loO.  Sokolov  S.  Ya.  DAN  SSSR,  1949,  t.  64,  str.  333. 

_t>7,  Sokolov  S.  Ya.  Zavodskaya  laboratorlya,  1952,  No  10,  str.  1208. 


401 


168.  Zernov  D.  V.  Trudy  Institute  avtomatiki  1  telemekhanikl  AN  SSSR,  No  2 

str.  3.  . . . . 

169.  Oshchepkov  P.  K.,  Rozenbc-rg  L.  D.,  Semennikov  Yu.  B.  Akustlcheskiy 
zhurnal,  1958,  t.  1,  No  4,  str.  348. 

170.  Semennikov  Yu.  B.  Akusticheskiy  zlturnal.  1958  t.  4,  No  1,  sti^  73. 

171.  Ardenne  M.  v.  Nachrichtentechnik,  1959,  Bd.  5,  S.  49. 

172.  Martin  E.  Nachrichtentechnik,  1959,  Bd.  9,  No  7»  S.  353. 

173.  Erwin  W.  S.,  Rassweller  G.  M.  Iron  Age,  1947,  v.  160,  No  4,  p.  48. 

174.  Branson  N.  G.  Electronics,  1948,  v.  21,  No  1,  p.  88. 

175.  Sokolov  V.  S.  Zavodskaya  laboratorlya,  1951,  No  7,  str.  835. 

176.  Block  P.  K.  Nondestructive  Testing,  1952,  v.  10,  No  3,  p.  16. 

177.  Carlin  B.  Electronics,  1948,  v.  21,  No  11,  p.  76. 

178.  Shrayber  D.  S.  Zavodskaya  laboratorlya,  1952,  No  7,  str.  834. 

179.  Shrayber  D.  S.  Perlodlcheskaya  lnformatslya  ITEIN,  Izd.  AN  SSSR,  M., 

No  197#  1953.  .  . .  . 

180.  Grabowski  E.  T.  Nondestructive  Testing,  1962,  v.  20,  No  4,  p.  245. 

181.  Lange  Yu.  V.,  Prorokov  G.  V.  Sb.  Defektoskopiya  metallov  (Flaw 
detection  of  metals)  Oborongiz,  1959,  str.  35£u 

182.  Lange  Yu.  V.  Elektrlchestvo,  1955,  No  1,  str.  48. 

183.  Yermolov  I.  N.  Trudy  soveshchaniya  po  voproaam  kontrolya  nerazrushayu- 
shchlml  metodaml,  MDNTP,  1958.’ 

iti  Harris  R.  V.  Resonance  Testing  without  contact.  Ultrasonic  News.  Win¬ 
ter.  I960. 

ICS.  Harris  R.  V.  Immersion  Resonance  Testing.  Ultrasonic  Neva.  Spring. 

IM8.  M  I 

166.  LeiJ  sen  W.  MaterialprOfung.  1963,  Bd.  4.  NV  II.  S  407. 

117.  Oronat  C.  Metaui  Corrosion-Industries.  1962.  v.  37.  Apr.  p  127. 


188.  Yermolov  I.  N.,  Krakovyak  M.  F.  Prlborostroyenlye,  1956,  No  8,  str.  13. 

189.  Lange  Yu.  V.  Prlborostroyenlye.  1959,  No  8,  str.  13. 

190.  Lange  Yu.  V.  Sb.  Kiel  1  tekhnologlya  sklelvanlya,  (Glues  and  the 
technology  of  gluing)  Oborongiz,  i960,  st~.  260. 


Iti.  Siilli  van  P.  F..  Papadakia  E.  P.  JA5A-.  1961.  v.  33.  Nfc  II.  p. 
Itl  Morgan  J.  B.  Nondestructive  Testing,  1963,  v.  21,  .Vt  2,  p.  121. 
I9S.  Parker  F.  C.  Nondestructive  Testing.  1962,  v.  20.  .NV  6,  p  387. 
IK  Rova  R.  a  Steel.  1950.  v.  126,  M  26.  p.  74. 

IK  Row*  R.  G.  Nondestructive  Testing.  1957,  v.  10,  2.  p.  29. 

Iti.  Pielmeier  W.  H.  JASA,  1949.  v.  21.  p.  Ml. 

197.  Slay  me  ksr  F.  H.,  .'lecke  r  W  F.  Electronics.  1948.  v.  21.  p.  76. 
I9li  Bacon  I.  P.  Nondestructive  Testing.  1962.  v.  20.  St  4  p.  380. 

III.  Weber  H.,  Pressler  H.  Nachrichtentechnik.  I9i3.  Bd.  3.  S.  567. 


1622. 


200.  Sokolov  S.  Ya.  ZhTF,  1941,  XI,  No  1-2,  str.  160. 

201.  Yegorov  N.  N.  Ul'trazvukovyye  prlbory  (Ultrasonic  instruments) 
TsNIITMASh,  Mashgiz,  1958,  str.  bb. 


402 


s  *»<  -^tAtfr^,  **#e*v‘r«*- 


202.  Krautkr&ner  J.  Nondestructive  Testing,  1962,  v.  20,  No  5,  p.  319. 

203.  Shrayber  D.  S.  Zavodskaya  laboratorlya,  1948,  No  3,  str.  314. 

204.  Lange  Yu,  V.,  Prorokov  Q.  V.  Sb .  Defektoskopiya  metallov,  (Flaw 
detection  of  metals)  Oborongiz,  1959*  str.  . 

r 

205.  Shrayber  D.  S.  Zavodskaya  laboratorlya  1952,  No  7,  str.  834. 

206.  Smack  J.  G.  Nondestructive  Testing,  1954,  v.  12,  No  3#  p.  29. 

.  207.  Wemon  C.  W.  Welding  and  Metal  Fabrication,  1956,  v.  24,  No  3,  p.  93; 

r  No  4,  p.  124. 

208.  Hitt  W.  C.  J.  Soc.  Lie,  Aircr.  Engrs.,  1955,  v.  4,  No  11,  p.  13. 

209.  Babkin  N.  V.  Sb.  Prlmenenlye  ul'trazvuka  v  promyshlennostl 
(Application  of  ultrasonics  in  industry)  Mashgiz,  1959,  str.  253. 

2101  Dugger  E.  Determination  of  actual  Flaw  Size  in  Materials  by  Ultraso* 
nic  Techniques,  Third  International  Conference  of  Nondestructive  Testing. 

M  211,  Tokyo,  March  I960. 

211.  Martin  E..  Werner  K.  Arch.  EisenhQttcnw..  1956.  Bd  27.  S.  579. 

212.  Clavdon  D.  Q.  W.  J.  of  the  Institute  of  Metals,  1958.  v.  86.  Ni  6.  p.  241. 

213.  Kloth  E.  Forschungsberichte  des  Wirtschafts  und  N'erkehrsministcrlums 
Nordrhein-Westfalen,  1956,  M  216,  Westdeutscher  Verlag  Koln  und  Op* 
laden. 

214.  Lange  Yu.  V.,  Shrayber  D.  S.  Obshchiye  kharakteristiki  impul'snogo 
ul'trazvukovogo  metoda  kontrolya  (General  characteristics  of  the  pulse  ultrasonic 
method  of  testing)  Sb.  Defektoskopiya  metallov,  Oborongiz,  1959,  str.  387. 

215.  Shrayber  D.  S.  Periodicheskaya  :informat8iyai  ITEIN,  No  200,  Izd. 

(  AN  SSSR,  M.,  1953. 

216.  Shrayber  D.  S.  Sb.  Prlmenenlye  ul 1  trazvuka  v  promyBhlennostl 
(Application  of  ultrasonics  in  industry)  Mashgiz,  1959,  str.  104. 

?'  217.  Masharskiy  B.  N.  Trudy  seminara  po  flzike  1  prlmenenlyu  ultrazvuka, 

posvyashchennogo  pamyal  S.  Ya,  Sokolova,  izd.  LETI,  1950,  str.  40. 

218.  Filipczinski  L.,  Pawlowski  Z.  I.  Wehr-Ultradzwiekowe  metody  badania 
materialow,  Warszawa,  1959- 

219.  KrautkrSmer  J.  Pritish  Journ.  of  Appl.  Phys.,  1959*  v.  10,  No  6,  p.  240. 

220.  Yermolov  I.  N.  Akustlcheskly  zhurnal,  1959  t,  V,  No  2,  str.  247. 

221.  Gutin  L.  Ya.,  ZhTF,  1946,  t.  16,  str,  39. 

222.  Golubev  A.  S.,  Merkulov  L.  G.,  Shchukin  V.  A.  Zavodskaya  laboratorlya, 
1962,  No  2,  sti .  196. 

223.  Filipczinski  L.  Analiza  wykrywalnosci  wad  przy  wzyciudefektoskopii 
impulsowej,  Materialy  Konferencji  Ultzalzwiekowei  PAN  Warszawa  PWN,  1955. 

224.  Dianov  D.  B.  Akustlcheskly  zhurnal,  1959,  t,  V,  No  1,  str.  31  • 

225.  Ivanov  V.  Ye.,  Merkulov  L.  P.,  Yakovlev  L.  P.  Zavodskaya  laboratoriya, 
1962,  No  12,  str,  1459. 

226.  Krautkr&mer  J.  Zts.  fUr  Metallkunde,  1957,  Bd.  48,  No  11,  S.  606. 

227.  Golubev  A.  S.  ISBledovanlye  otrazhenlya  upruglkh  voln  ot  prepyatstvly, 
nakhodyashchlkhsya  v  tverdom  tele,  Avtoreferat  dissertate!!  (Investigation  of 
reflection  of  elastic  waves  t'rom  obstacles  in  a  solid  tody.  Author's  abstract  of 
dissertation)  LET I,  1962. 


403 


226.  Cook  K.  V.,  McClung  R .  W.  Welding  Journal,  1962,  v.  41,  Sept,  p.  404. 

229.  Karam  G.  N.,  Bohra  N.  V.  Rc-v  Sci.  Instr.,  1962,  v.  33,  Sept.,  p.  957. 

230.  Shrayber  D.  S.,  Golodayev  B.  U.  Zavodskaya  laboratoriya,  1962,  No  1, 

str.  60.  . .  " 

231.  Firestone  F.,  Frederick  J.  JASA,  A946,  v.  18,  No  1,  p.  200. 

232.  Shrayber  D.  S.  Sb.  Sovremennyye  metody  kontrolya  materlalov  bez 
razruahenlya  (Contemporary  methods  of  nondestructive  materials  testing}  Mashglz, 
196I,  str.  68 . 

233.  O'Halloran  D.  E.  Nondestructive  Testing,  1963*  v.  21,  No  1,  p.  28. 

234.  Cook  Ye.,  Van  Valkenburg  H.  ASTM  Bull.,  1954,  No  198,  p.  8l. 

235.  Viktorov  I.  A.  Akustlcheskly  zhumal,  1962,  VIII,  No  2,  str.  153. 

236.  Morgan  I.  B.  Nondestructive  Testing,  1963»  v.  21,  No  2,  p.  121. 

237.  Viktorov  I.  A.,  Zubova  0.  M.  Akustlcheskly  zhumal,  1963*  t,  IX, 

No  2,  str,  171. 

238.  Shtremer  Yu.  N.  Trudy  Vsesoyuznoy  konferentsll  po  lspol 1  zovanlyu 
ul1 trazvuka  v  promyshlennostl,  M. ,  Mashglz.  195*7. 

239.  Kloth  B.  E.  Untersuchungen  Uber  die  Ausbreitung  kurzer  Schallimpulse 
ble  der  MaterialprUfung  mit  Ultrasohall,  Westdeutscher  Verlag,  Kbln  und  Oplagen, 
1956. 

240.  Firestone  F.  Nondestructive  Testing,  1948,  v.  7,  No  2,  p.  5. 

241.  Lutsch  A.  Arch  EisenhUttenwesen,  1952,  Bd.  27,  No  1,  S.  57. 

242.  Viktorov  I.  A.,  Grishchenko  Ye.  K.,  KaBkina  T.  M.  Akustlcheskly 

zhurnal,  1963,  t.  IX,  No  2,  str.  162.  "  '  “ 

243.  Khurgin  M.  E.  Sb.  Defektoskoplya  metallov  (Flaw  detection  of  metals) 
Oborongiz,  1959,  str.  409. 

244.  Richter  H.  —  U.  MaterialprUfung,  1962,  Bd.  4,  No  12,  S.  445. 

245.  Grekov  N.  A.  Sb.  Prlmenenlye  ul 1  trazvuka  v  promyshlennostl 
(Application  of  ultrasonics  in  industry)  pod  red.  V.  F.  Nozdreva,  Mashgiz,  1959, 
str.  267. 

• 

146.  Ranki n  A.  W.  and  oths.  Mach.  Engng ‘  1965,  VII,  p.  559. 

247.  Rankin  A.  W,  Moriarty  C.  D.,  ASME,  Paper  M  55A.  194.  1956. 

241.  Rastnusaan  1.  G.  Nondaatructivc  Tasting.  1958,  v.  16;  M  3,  p.  228. 

>49.  Frederick  C.  L.  and  Worlton  0.  Nondestructive  Testing,  1962,  v.  20, 

M  I.  p.  51. 

950.  Perdu*  A.  J.  Iron  Ame,  1953.  Jan.  29,  p.  110. 

SI.  Oliver  R.  B..  McClung  R.  W.,  White  I.  K.  Nondestructive  Testing, 

IS7.  v.  IS,  M  3,  p.  140. 

SR  Diet  W..  HSIler  P-  Lachky  E.  Stahl  u.  Eisen,  1961.  Bd.  81.  Nk  17. 

1  1118. 

SR  Lei  laid  I  W.  Blech.  1955.  Bd.  2,  S.  50. 

Si  Lchleldt  W.  Das  Industrieblatt.  1956,  Bd.  56.  S.  323 

SR  Lahfaldt  W.  Das  Industrieblatt,  1958,  Bd.  58,  S.  425 

56.  Lahfaldt  W.  Das  Industrieblatt,  I960.  Bd.  60.  S.  I 

57.  Lahfaldt  W.  Zts.  fflr  praktische  Metallbearbeitung.  I960.  Bd.  54,  M  6, 

AS 

258.  Gel 'mar.  A.  S.,  Kabanov  N.  S.,  Matveyev  A.  S.  Zavodskaya  laboratoriya, 
1954,  No  5,  str,  562. 


FTD-MT-66-45 


404 


r  *  ”  "  *  ^  i  mini  ■  ,  wu 


•WWHW1 


259.  Gubanova  M.  P. ,  Yermol ov  I.  N.  Sb.  Svarka,  rezka,  payka  (Welding, 
cutting,  soldering)  filial  VINITI,  No  57-138/13?  1957. 

260.  Gubanova  M.  P.  Svarochnoye  prolzvodstvo,  1957,  No  8,  str.  22. 

261.  Gurvich  A.  K.  Ul 'trazvukovaya  defektoskoplya  stykovykh  svamykh  shvov 
(Ultrasonic  flaw  detection  of*  joint  welded  seams)  L.,  LDNTP,  1956. 

262.  Gurvich  A.  K.  Ul' trazvukovaya  defektoskoplya  uglovykh  svamykh  shvov 
(Ultrasonic  flaw  detection  of  angular  welded  seams)  L.,  LDNTP,  1956. 

263.  Gurvich  A.  K.  Avtomatlcheskaya  svarka,  1956,  No  2,  str.  68.  ’ 

264.  Gurvich  A.  K.  Vyyavleniye  vnutrennlkh  porokov  stykovykh  svamykh  shvov 
metodom  ul 1 trazvukovoy  defektoskopll  (Detection  of  internal  faults  of  joint 
welded  seams  by  ultrasonic  flaw  detection)  Transzheldorizdat,  1957. 

265.  Nazarov  S.  T.,  Panov  Yu.  P.  Zavodskaya  laboratoriya,  1957,  No  3, 
str.  305. 

266.  Nazarov  S.  T.,  Panov  Yu.  P.  Zavodskaya  laboratoriya,  1957,  No  10, 

str .  1214 .  ’  .  ‘  . . ~ 

267.  Shanter  Yu.  A.,  Tkalich  N.  Ye.  Zavodskaya  laboratoriya,  1959,  No  7, 
str.  818. 

268.  Antonov  0.  V.  Svarochoye  prolzvodstvo,  1958,  No  5,  str.  34. 

269.  Gurvich  A.  K.  Perils  I.  L.  Eksperlmental *noye  issledovanlye 
defektoskopll  svarnykh  uglovykh  shvov  (Experimental  investigation  of  flaw  detection 
of  welded  angular  seams)  Transzheldorizdat,  1956. 

270.  Khimchenko  N.  V. ,  Yesilevskiy  V.  P.,  Tsechal'  V.  A.  Avtomatlcheskaya 

r  svarka,  1957  No  2,  str.  70. 

I 

271.  Tsechal'  V.  A.  Mashinostroyeniye,  i960,  No  5,  str.  53. 

272.  Tsechal'  V.  A.  Avtomatlcheskaya  svarka,  1962,  No  8,  str.  82. 

r 

273.  Krichter  H.,  Kraut krimer  H.  u.  I.  Schweissen  u.  Schneiden. 

1963.  Bd.  5.  S.  246. 

274.  Parker  F.  C.  Nondestructive  Testing,  1953,  v.  II.  3,  p.  |. 

273.  Weill  nger  K.f  Scharschmidt  S.  Schweissen  u.  Schneiden,  1956, 

Bd.  8,  S.  469. 

276.  Adams  L.  I.  Metalworking  Production,  1955,  p.  1905. 

277.  Horning  R.  Schweizer  Arch,  angew.  Wissen.  Techn.  1959,  S.  334. 

271.  Papke  W.  H.  Schweissen  u.  Schneiden.  1956.  Bd.  10.  S.  131. 

279.  Krautkrlmer  I.  Arch.  Eisenhflttenwescn.  1959,  Bd.  39.  S.  693 

280.  Sp route  D.  O.  Brit.  Welding  Journal,  1959.  v.  6.  p.  470. 

281.  Weiae  H.  O.  Schweissen  u.  Schneiden.  1956.  v.  8,  p.  355. 

282.  Winter  H.  Schweissen  u.  Schneiden,  1959,  Bd.  II,  S.  270. 

283.  Gurvich  A.  K.  Ul 1  trazvukovaya  defektoskoplya  svamykh  soyedlnenly 
(Ultrasonic  defectoscopy  of  welded  joints)  t.,  IENt1#,  i960. 

284.  Gurvich  A.  K.  Ul1  trazvukovaya  defektoskoplya  svamykh  soyedlnenly 
(Ultrasonic  defectscopy  of  welded  Joints)  Ukrtekhlzdat,  1903. 

285.  Vybornov  B.  I.  Primeneniye  poverkhnostnykh  i  normal 'nykh  voln  dlya 

I  kontrol.va  detaley  (The  use  of  surface  and  normal  waves  for  testing  of  parts j 

Materlaly  seminars  po  flzlchesklm  metodam  nerazrushayushchego  kontrolya  kachestva 
produktsil,  vyp.  1,  M.,  lzd.  MtrtffE,  I962" 


FTD-MT-66-45 


405 


286.  Shtrem^r  Yu.  N.  Osobennostl  ul*  trazyukovoro  kontrolya  osey  koiesnykh 
par  1  uctraner.lye  nelspravnostey  def'ktoskopa  tJZD-5bM  (Features  of  ultrasonic 
control  of  axels  of  wheel  pairs  and  removal  of  malfunctionings  of  the  flaw 
detector  UZD-56M)  M.,  Transzheldorizdat ,  1961. 

287.  MPS  J3SSR,  Pravlla  kontrolya  ka^hestva  svarnykh  soyedlnenly  pri  lzgo- 
tovlenli  prolstnykh  stroyenly  zheleznodorozhnykh  mostov  (flulee  for  quality  control 
of  welded  Joints  during  the  manufacture  of  span  sections  of  railroad  bridges) 

M.,  Transzheldorizdat,  1937. 

288.  Meshehanlnov  I.  A.,  Raklunanov  V.  V.  Zavodskaya  laboratorlya,  1952, 

No  9,  atr.  1092. 

289.  Yablonlk  L.  M.  Zavodskaya  laboratorlya,  1963,  No  1,  str.  46. 

290.  Shrayber  D.  S.  Zavodskaya  laboratorlya,  1963,  No  1,  str.  41. 

91.  Banks  B.,  Oldfield  G.  E..  Raveling  H.  Ultrasonic  Flaw  Detection 
in  Metals.  London,  1962. 

292.  Rankin  A.  Matcrialprufung,  I960.  Bd.  2.  N»  11.  S.  421. 


297.  Kraincr  E.  Materialpruiung.  1962,  Bd.  4.  .Vi  12.  S.  461 

296.  Van  Valkenburg  H.  E.  Nondestructive  Testing.  1963,  v.  21,  5b  3, 
p.  176. 

299.  Harmon  W.  C.  Nondestructive  Testing.  1963.  v.  21.  5b  3.  p.  165. 

300.  De  Sterke  A.  Materials  Evaluation,  1964.  v.  22,  5b  I.  p.  18. 

301.  Ostrofsky  B.  and  Parrish  C.  B.  Materials  Evaluation,  1964,  v.  22, 
»  2.  p.  77. 

302.  Uecker  E.  H.  Materials  Evaluation.  1964.  v.  22.  5b  4,  p.  175. 

303.  E  v  a  n  s  D.  I.  Materials  Evaluation.  1964,  v.  22,  .>b  4.  p.  164. 

301.  J  a  c  o  b  s  J.  E.  and  C  o  1 1  i  s  \V.  J.  Materials  Evaluation.  1964.  v.  22. 5b  5. 
p.  209. 

305.  Trommler  H.  Ultrasonics.  1963,  5b  I.  Apr— June.  p.  111. 

306.  Nanda  M.  M..  Sinclair  N.  A.  and  Lovelace  /  E,  Materials  Eva¬ 
luation.  1964,  v.  22.  NV  7.  p.  315. 

307.  Pete  rs  B  F.  Materials  Evaluation,  1964,  v.  22,  5b  6,  p.  257. 


*  2i 
3  tel1 


It 


299.  Nicklas  L.  Matcrialpruiung,  1962,  Bd.  4.  A?  I.  S.  12. 

204.  Ramsey  C  V,  J.  Brit.  Journ.  Appl.  Phys..  1961.  v.  12.  Ab  I 
293.  Pribylorakiy  B.  A.,  Ryablnakaya  L.  A.,  Betker  L.  Z. 
1963,  No  4,  str.  364. 

JansseenG.  J.  MateriatprQiung,  1962,  Bd.  4.  Ab  12.  S.  456. 


FTD-MT-66-45 


406 


U.  S.  BOARD  ON  GEOGRAPHIC  NAMES  TRANSLITERATION  SYSTEM 


Block 

Italic 

Transliteration 

Block 

Italic 

Transliteration 

A 

a 

A 

a 

A,  a 

P 

P 

P 

P 

Ra  r 

E 

6 

B 

6 

B,  b 

C 

e 

c 

e 

S,  s 

B 

• 

B 

t 

V,  v 

T 

T 

T 

m 

T,  t 

r 

r 

r 

» 

0#  g 

y 

y 

y 

y 

U,  u 

fl 

s 

n 

0 

D,  d 

♦ 

* 

* 

P,  f 

E 

• 

E 

« 

Ye,  ye;  E,  e* 

X 

X 

X 

X 

Kh,  kh 

)K 

M 

J* 

OK 

Zh,  zh 

u 

u 

u 

V 

Ts,  t* 

3 

a 

3 

1 

Z,  z 

H 

H 

V 

V 

Ch,  ch 

H 

H 

H 

u 

la  i 

111 

U1 

w 

Hi 

Sh,  ah 

H 

ft 

a 

a 

Y,  y 

U 

m 

m 

*¥ 

Shch,  ahch 

K 

K 

K 

K 

K,  k 

■b 

% 

2> 

% 

n 

n 

n 

n 

A 

L,  1 

bi 

u 

u 

w 

Y,  y 

M 

M 

M 

M 

M,  m 

b 

b 

b 

a 

i 

H 

K 

H 

M 

N,  n 

8 

a 

9 

a 

E,  e 

0 

0 

0 

0 

0,  o 

JO 

c 

JO 

» 

Yu,  yu 

n 

n 

n 

H 

Pa  P 

* 

n 

B 

A 

Ya,  ya 

#  ye  initially,  after  vowels,  and  after  i,  bj  £  elsewhere. 
wTTen  written  as  B  in  Russian,  transliterate  as  yB  or  B, 
The  use  of  diacritical  marks  is  preferred,  but  such  marks 
may  be  omitted  when  expediency  dictates. 
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FOLLOWING  ARE  THE  CORRESPONDING  RUSSIAN  AND  ENGLISH 
DESIGNATIONS  OF  THE  TRIGONOMETRIC  FUNCTIONS 


t 


Russian 

English 

sin 

sin 

cos 

cos 

tg 

tan 

ctg 

cot 

see 

sec 

cosac 

CSC 

ah 

sinh 

eh 

cosh 

th 

tanh 

cth 

coth 

sch 

sech 

each 

each 

arc  sin 

sin”^ 

arc  cos 

cos“x 

arc  tg 

tan-^ 

arc  ctg 

cot”1 

•» 

arc  sec 

arc  cosac 

CSC"-*- 

arc  sh 

sinh”^ 

arc  eh 

cosh”^- 

arc  th 

tanh'l 

arc  cth 

cotta-1 

arc  sch 

sach"^- 

arc  each 

caoh-1 

rot 

curl 

lg 

log 
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